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PREFACE 

The  following  pages  are  rather  a  report  of  progress  than  a  final 
presentation  of  this  growing  subject. 

I  planned  to  include  as  complete  a  list  as  possible  of  the  publi- 
cations on  the  medical  and  surgical  uses  of  the  Roentgen  rays,  but 
when  it  was  found  that  the  list  would  add  nearly  one  hundred  pages,  it 
was  omitted;  had  I  foreseen  this,  I  should  have  referred  in  the  text 
to  many  other  important  papers. 

My  own  contribution  is  the  result  of  two  opportunities.  The  one, 
by  permission  of  Professor  Charles  R.  Cross,  was  in  the  Rogers  Labora- 
tory of  Physics  of  the  Massachusetts  Institute  of  Technology.  With 
the  most  cordial  and  efficient  assistance  of  Messrs.  Charles  L.  Norton 
and  Ralph  R.  Lawrence,  of  this  department,  I  obtained  my  first  equip- 
ment at  a  time  when  many  difficulties  had  to  be  overcome.  From  the 
late  Professor  Emeritus  S.  W.  Holman,  whose  rare  character  and  abil- 
ity made  itself  felt  by  all  who  had  the  good  fortune  to  be  his  friends, 
I  have  sought  and  received  both  advice  and  assistance  during  the 
course  of  my  studies. 

The  other  opportunity  has  been  at  the  Boston  City  Hospital.  To 
my  colleagues  on  its  staff  I  am  indebted  for  the  interest  they  have 
shown  by  referring  to  me  from  their  services  many  patients  requir- 
ing X-ray  examination  or  treatment. 

In  the  reproduction  of  the  X-ray  photographs  there  has  been  no 
retouching. 

I  wish  it  were  possible  for  me  to  express  the  gratitude  I  feel 
toward  Dr.  William  Rollins  for  his  unfailing  aid  in  my  efforts  to  obtain 
apparatus  suitable  for  these  examinations,  and  particularly  for  the  new 
and  better  forms  of  vacuum  tubes  that  he  has  devised. 

It  is  my  privilege  to  express  my  obligation  to  my  wife,  for  her 
devoted  assistance  in  the  preparation  of  this  book. 

505  Beacon  Street, 
Boston,  Massachusetts.  1901. 
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PREFACE   TO   SECOND   EDITION 

The  first  edition  was  unexpectedly  exhausted  uithin  three  months, 
and  there  has  been  but  little  time  in  which  to  prepare  a  second ;  some 
forty  pages  have  been  added,  however,  chiefly  on  apparatus  and  the 
therapeutic  uses  of  the  X-rays,  which  will  be  found  in  the  Appendix. 

March,  loo?. 


PREFACE   TO   THIRD    EDITION 

The  therapeutic  uses  of  the  X-rays  have  grown  so  rapidly  in  impor- 
tance that  for  this  edition  I  have  rewritten  and  enlarged  the  appendix, 
and  have  devoted  the  greater  part  of  it  to  the  X-rays  as  a  therapeutic 
agent.  The  method  of  treating  diseases  of  the  skin  and  of  new  grou-ths 
is  described,  and  a  table  of  150  of  my  cases  of  the  latter  is  given  and 
discussed.  The  last  twelve  pages  contain  a  list  of  articles  on  the 
therapeutic  uses  of  the  X-rays  and  X-ray  dermatitis. 

March,  1903. 
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THE  ROENTGEN  RAYS  IN  MEDICINE  AND 

SURGERY 

CHAPTER    I 

NATURE   AND   PROPERTIES   OF   THE  X-RAYS 

The  discovery  by  Professor  Roentgen,  in  1895,  that  in  the  space 
around  certain  vacuum  tubes  through  which  an  electric  discharge  was 
passing  there  was  present  a  form  of  radiation  by  means  of  which  the 
bones  of  the  hands  could  be  seen,  has  provided  a  new  method  in 
diagnosis,  both  for  the  physician  and  the  surgeon,  and  a  new  thera- 
peutic agent.     To  this  radiation  the  discoverer  gave  the  name  of  X-rays. 

Origin  and  Nature  of  the  X-Rays.  —  The  X-rays  are  generated  by 
the  cathode  rays,  and  proceed  in  all  directions  from  the  solid  object 
struck  by  the  latter  (see  Chapter  II,  Fig  31).  Various  theories  are 
entertained  as  to  the  nature  of  the  X-rays,  but  the  balance  of  opinion  ^ 
seems  to  be  in  favor  of  their  being  some  form  of  transverse  ethereal 
vibration.  Stokes^  considers  that  the  X-rays,  the  Becquerel  rays,  and 
the  light  rays  form  a  series,  at  one  end  of  which  stand  the  X-rays  and 
at  the  other  the  light  rays :  the  X-rays  being  a  succession  of  irregular 
independent  impulses;  the  Becquerel  rays  still  irregular,  but  to  a  less 
degree  than  the  X-rays;  and  the  light  rays  a  succession  of  orderly 
disturbances  of  the  ether. 

Properties  Common  to  the  X-Rays  and  to  Light.  —  Both  the  X-rays 
and  light  rays  produce  shadows,  cause  fluorescence,  and  have  a  chemical 
action  on  a  photographic  film. 

Properties  in  which  the  X-Rays  appear  to  differ  from  Light.  —  Certain 
properties  of  light  have  been  claimed  for  the  X-rays,  such  as  polariza- 
tion,  refraction,    and   diffraction;    but    Roentgen,   in    the   experiment 

1  «  Radiation,"  by  H.  H.  F.  Hyndman. 

«  "On  the  Nature  of  the  Roentgen  Rays,"  by  G.  G.  Stokes;  printed  in  "  Roentgen  Rays,"  a 
book  edited  by  G.  F.  Barker  (Harper  &  Bros.,  1899). 
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described  in  his  first  Communication,^  did  not  succeed  in  polarizing  them, 
nor  in  refracting  or  regularly  reflecting  them  to  any  appreciable  extent. 
Several  observers  have  stated  that  they  have  obtained  diffraction  bands, 
but  Hyndman^  considers  that  no  satisfactory  demonstration  of  the 
existence  or  non-existence  of  these  phenomena  has  been  given.  Thfe 
shadows  cast  by  the  X-rays  are  sharper  than  those  of  light,  when  the 
source  of  X-rays  is  sufficiently  narrow,  and  the  absence  of  diffraction 
would  account  rationally  for  this  fact. 

Property  of  the  X-Rays  of  Peculiar  Value.  —  The  X-rays  have  the 
power  of  penetrating  in  different  degrees  certain  substances  which  are 
opaque  to  light,  and  it  is  this  property  which  gives  them  their  peculiar 
value.  For  instance,  flesh  is  fairly  transparent  to  the  X-rays,  as  are 
also  wood,  leather,  paper,  and  most  fibrous  materials;  bone  is  less 
permeable  by  them,  while  most  metals  and  their  compounds  absorb 
them.  Thus,  if,  in  a  dark  room,  the  hand  is  placed  between  the  vacuum 
tube  and  a  fluorescent  screen,  a  shadow  of  the  hand  will  be  seen  on 
the  screen,  the  bones  being  sharply  marked  and  the  flesh  showing  but 
faintly  ;  or  if  a  block  of  soft  wood  containing  a  nail  take  the  place  of  the 
hand,  the  nail  will  show  clearly,  and  the  wood  scarcely  at  all.  If  the  pho- 
tographic plate  is  used  instead  of  the  screen,  similar  results  will  follow. 

Law  of  Absorption.  —  The  law  of  absorption  of  the  X-rays  has  not 
been  fully  investigated.  Roentgen,  in  his  first  Communication,  states 
that  experiments  indicate  that  the  transparency  of  different  substances 
of  equal  thickness  is  essentially  dependent  upon  their  density.  Further 
experiments  show  that  the  transparency  of  different  metals  is  not  equal 
even  when  the  product  of  the  thickness  and  density  is  the  same,  the 
transparency  increasing  far  more  rapidly  than  this  product  decreases. 
But  for  present  purposes  the  law  of  absorption  is  nearly  enough  as 
follows :  The  percentage  of  the  rays  absorbed  by  equal  thicknesses  of 
different  substances  is  not  far  from  proportional  to  their  specific 
gravities  or  densities.  The  percentage  absorbed  by  layers  of  the  same 
substance,  but  of  different  thicknesses,  increases  with  the  thickness,  but 
less  rapidly  than  in  direct  proportion  to  it,  and  the  effect  of  thickness 
increases  far  more  rapidly  in  the  more  opaque  than  in  the  less  opaque 
materials ;  for  example,  more  rapidly  in  bone  than  in  flesh. 

Atomic  Weight. — A  glance  at  this  subject  from  a  chemical  stand- 
point will  be  helpful.     The  density  of  a  substance  is  largely  dependent 

>  "Roentgen  Rays,"  edited  by  G.  F.  Barker  (Harper &  Bros.,  1899). 
2  "  Radiation/'  by  H.  H.  F.  Hyndman. 
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upon  its  atomic  weight,  and  as  the  human  body  is  what  conQerns  us 
here,  the  following  table,  which  gives  the  atomic  weight  of  those 
elements  which  enter  chiefly  into  its  structure,  is  suggestive:  — 

TABLE   I 


Element. 

Atomic 
Weight. 

Element. 

Atomic 
Weight. 

Hydrogen 

Carbon 

Nitrogen 

Oxygen 

Fluorine 

Sodium 

Magnesium 

I 
12 

16 
19 
23 
24 

Phosphorus 

Sulphur 

Chlorine 

Potassium 

Calcium  ........ 

Iron  (to  small  amount  only) 

31 

32 

35-5 

39 

40 

56 

It  may  be  noted  that  although  the  atomic  weight  of  the  known  ele- 
ments ranges  from  i  to  239.4  (uranium),  yet  in  normal  constituents  of 
the  human  body  we  have  to  deal  with  elements  ranging  only  from  i  to 
56,  and  in  effect  only  from  i  to  40,  if  we  disregard  iron,  which  enters 
only  in  minute  quantities. 

Absorptive  Power  of  Fat,  Muscles,  Bones,  etc.,  of  the  Body.  —  Water  is 
the  chief  constituent  of  the  soft  tissues  of  the  body,  and  enters  into 
the  composition  of  all  parts  of  it,  and  this  liquid  contains,  as  its  heaviest 
element,  oxygen,  with  an  atomic  weight  of  16.  Fats  are  lighter  than 
water  and  more  readily  traversed  by  the  rays.  Muscle,  and  the  various 
liquids  of  the  body  in  addition  to  water,  are  made  up  of  organic  sub- 
stances consisting  largely  of  compounds  of  carbon  (atomic  weight  12), 
oxygen  (16),  nitrogen  (14),  and  hydrogen  (i).  They  contain  no  heavier 
element,  except  in  minute  quantities,  than  does  water,  and  thus  (except 
in  so  far  as  their  molecules  may  be  more  or  less  closely  grouped)  they 
should  have  an  absorptive  power  differing  little  from  that  of  water; 
and  such  is  the  observed  fact.  On  the  other  hand,  bone,  although 
largely  made  up  of  water  and  organic  substances  similar  to  the  other 
tissues,  is  composed  also  of  a  considerable  proportion  of  triphosphate 
of  calcium  ;  it  thus  contains  the  heavier  elements,  phosphorus  (31)  and 
calcium  (40).  We  should  therefore  expect  that  it  would  show,  as  it 
does,  a  markedly  greater  absorptive  power  than  the  other  tissues. 
Similarly,  as  uric  acid  is  a  compound  containing  only  carbon,  hydrogen, 
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and  oxygen,  calculi  composed  of  this  substance  would  have  a  less 
absorptive  power  than  would  calculi  consisting  of  oxalate  of  calcium, 
which  is  made  up  largely  of  calcium  (atomic  weight  40),  at  least, 
unless  the  molecular  grouping  was  very  different  in  the  two  cases. 
Observation  shows,  as  will  be  seen  in  the  chapter  on  Calculi,  that 
this  contrast  in  the  respective  absorptive  powers  of  these  two  kinds 
of  calculi  obtains. 

Absorptive  Power  of  Air  and  Gases.  —  Air  and  other  gases,  owing  to 
their  small  densities  as  compared  with  liquids  and  solids,  may  be 
regarded  for  the  present  purpose  as  wholly  transparent  to  the  X-rays. 
The  im|>ortance  of  this  contrast  will  be  evident,  especially  when  we 
come  to  the  study  of  thoracic  diseases,  and  to  diseases  of  the  stomach 
and  abdomen.  The  difference  in  permeability  of  air  and  water  is  par- 
ticularly worthy  of  notice,  as  air  makes  up  a  certain  bulk  of  the  body, 
a  luri^e  part  of  the  chest  is  filled  with  it,  and  water  is  one  of  its  most 
important  factors,  as  already  noted. 

The  picture  of  the  body,  then,  seen  on  the  screen  or  photographic 
plate,  is  due  to  the  fact  that  substances  of  different  chemical  composi- 
tion, molecular  groupinj^,  and  thickness  absorb  different  amounts  of 
the  rays.  For  instance,  two  muscles  lyinj;  side  by  side  may  be  dis- 
tinguished, probably  through  difference  in  hulk,  but  we  should  not 
expect  to  distinguish  in  the  radiograph  the  outlines  of  two  tissues  of 
similar  composition  and  thickness,  if  they  are  contiguous.  If  a  layer 
of  less  ilonse  substance,  such  as  adipose  tissue,  separates  them,  how- 
ever, we  get  by  contrast  the  outline  of  the  muscle  on  both  sides  of  the 
fat.  The  outlines  of  the  arteries,  such  as  the  brachial,  radial,  and  ulnar 
arteries,  shi>\v.  partly,  I  think,  because  their  walls  are  more  transparent 
to  the  X-rays  than  the  blood  they  contain  and  than  the  adjacent  tissues. 
In  radii\i;raphs  which  I  took  in  iSoci.  of  healthy  individuals,  both  young 
and  middle  ai;eil.  I  distinguished  bones,  arteries,  muscle,  skin,  tendons, 
and  adipose  tissue.  When  n\akinj;  an  exan\ination  of  the  body,  there- 
fore, the  respective  chemical  conipositiiui  o(  the  liquids  and  solids  com- 
posing it  in  hvMllh  and  disease,  as  well  as  the  thickness  of  the  parts, 
must  be  bi>nu*  in  nund  ;  likewisi*  the  {m\  that  air  and  gases  offer 
l^racticallv  wo  obstacle  to  thi*  lavs. 

The  following;  ladioj'japh,  whiih  I  took  in  iSiy\  in  order  to  gain 
some  conception  ol  the  peinuMbilitv  ol  the  various  constituents  of  the 
body  by  the  \  lavs,  is  peitinenl  lu'ie.  The  substances  radiographed 
were  eiuliKsed  in  small  |Msii'l»oaul  Ihacs. 
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Fig.  I.     Radiograph  of  equal  bulks  of  various  substances  which  represent  the  constituents  of  the 

body  in  a  general  way. 

WEIGHT 


WEIGHT 

5.  Gelatin 4.    grammes. 

6.  Dried  egg  albumen   ....    6.4 

7.  Carbonate  of  sodium     ...    5.9  " 

8.  Milk  sugar 11.7 

13.  Phosphate  of  calcium    ...    2.6  grammes. 

14.  Sulphate  of  sodium  ....  10.8         " 

15.  Magnesium  ammonium  phos- 
phate     12.5 


19.  Carbonate  of  calcium 

20.  Fluoride  of  calcium  . 


•  15-3  grammes. 
.  11.7 


1.  Carbonate  of  magnesium  .    .  1.6  grammes. 

2.  Stearic  acid 3.8         " 

3.  Oleic  acid 3.5 

4.  Palmitic  acid 4.4  " 

9.  Glycerine 4     grammes. 

10.  Water 14  " 

11.  Oxalic  acid 12.2 

12.  Phosphate  of  sodium     .    .    .  10.6         " 

16.  Chloride  of  sodium  ....    8.5  grammes. 

17.  Sulphur 13.9  " 

18.  Chloride  of  potassium  .    .    .  lo.i  " 

This  experiment  suggests  how  we  may  recognize  some  changes  in 
chemical  composition  made  in  the  body  by  pathological  processes. 
The  ability  to  do  this  without  beaker  or  reagent,  or  without  disturbing 
the  vital  processes,  is  a  step  in  the  application  of  chemistry  and  physics 
to  practical  medicine  which  hints  at  what  the  future  may  have  in  store 
for  us.^ 

J  Medical  and  Surgical  Report,  Boston  City  Hospital,  January,  1897,  "A  Study  of  the 
Adaptation  of  the  X-Rays  to  Medical  Practice,"  by  Francis  H.  Williams,  M.D. 
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Experiments  continued.  —  At  this  same  time  I  also  made  the  fol- 
lowing series  of  experiments  to  determine  whether  or  not  the 
different  fluids  found  in  the  body  in  health  and  disease  could  be 
distinguished  by  X-ray  examinations,  using  water  as  a  standard  of 
comparison :  — 

A  vulcanite  cup  8  centimetres  deep  was  filled  with  water,  and 
beside  it  was  placed  a  similar  cup  filled  with  pleuritic  fluid.  The 
fluorescent  screen  was  put  over  these  two  cups,  and  the  shadows  cast 
by  them  were  compared.  So  far  as  I  could  tell,  there  was  no  appre^ 
ciable  difference  between  the  two.  I  then  poured  out  about  one-fifth  of 
the  pleuritic  fluid,  and  compared  the  remaining  quantity  with  a  cup 
filled  with  water,  and  it  could  be  easily  seen  that  the  cup  containing  the 
pleuritic  fluid  cUvSt  much  less  shadow  on  the  fluorescent  screen  than 
the  cup  filled  with  water.  While  I  watched  the  shadows  of  both  fluids, 
the  cup  containing  the  pleuritic  fluid  was  gradually  filled  to  the  brim, 
and  when  it  was  so  filled,  the  shadow  of  the  two  cups  was  practically 
the  same.  I  then  chose  other  fluids,  and  compared  them  with  the  same 
volume  of  water,  and  found  there  was  no  marked  difference  between 
the  fluid  from  hydrocele,  ascitic  fluid,  or  pus,  as  compared  with  the 
water.     See  also  chapter  on  Pleurisy,  page  205. 

Opacity  of  Blood  to  X-Rays  compared  with  that  of  Water.  —  It  has 
been  suggested  that  blood  may  be  more  opaque  to  the  rays  than  other 
portions  of  the  body  on  account  of  the  iron  it  contains ;  but  as  the 
amount  of  iron  is  only  about  one  two-thousandth  of  the  weight  of  the 
blood»  this  would  not  make  any  groat  difference  in  the  shadow  cast,  as 
compared  with  that  cast  by  an  ci|ual  volume  of  water,  for  the  atomic 
weight  of  iron  is  not  very  groat  (56).  Moreover,  the  sj^cific  gra\nty 
of  blood  is  !.055,  which  is  only  slightly  greater  than  that  of  water; 
so  there  is  no  reason  to  suppose  that  blood  would  cast  a  much  greater 
shadow  than  tho  same  voUnno  of  water. 

Test,  —  To  test  this  point  1  took  two  vulcanite  cups  and  filled  one  with 
water  and  the  other  with  bhuul  to  the  depth  of  8  centimetres,  and  ex- 
posed them  at  the  s;une  time  on  the  same  photographic  plate.  In  order 
to  eliminate  anv  s(»uuv  oi  eiror  that  might  arise  from  a  possible  differ- 
ence in  the  thickness  ol  the  cups,  1  repeated  the  ex|>eriment,  putting 
blood  into  the  cup  that  had  previously  heUl  the  water,  and  water  into 
the  cup  that  had  lonlaincd  the  hlmul.  Both  experiments  gave  similar 
results.  The  shadow  last  l»v  the  lup  containing  even  so  great  a  thick- 
ness of  bloinl  as  S  i  cntintctics  was  but  little  ilarker  than  that  cast  by  the 
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cup  holding  an  equal  thickness  of  water,  and  the  outline  of  the  bottom 
of  the  first  cup  was  less  sharply  defined, 

Enough  has  been  said  to  show  that  the  chemical  composition  of  sub- 
stances may  furnish  a  most  important  clew  in  regard  to  their  respective 
power  of  absorbing  the  X-ray s»  and  the  question  need  not  be  further 
dwelt  upon  here.     The  details  of  the  subject  will  have  a  greater  interest 


Fiu 


;.     i,ur   m;,iiIv    hnrii  a   r;n  Eh  .graph   r.]    t^\o  iSiiuLii    vuii-.ai  ii.-  •.:,,■..        I  Ii'    •  ;  ,     ;  i^  water, 

tli<j  Other  blooU,   m  equal  amounts ;  the  cup  holding  the  blood  lias  a  metal  nag  bi^side  a. 


in  the  future,  as  now  the  profession  is  naturally  more  interested  in  the 
well-marked  distinctions  which  are  observed,  rather  than  the  finer  ones 
that  are  more  difficult  to  ohtain.  But  it  is  desirable  to  call  attention  to 
the  surprisingly  slight  differences  in  chemical  composition  that  may  be 
differentiated  by  radiographs^  and  to  point  out  to  all  who  are  making  a 
study  of  the  application  of  the  X-rays  to  medicine  that  the  question  of 
chemical  composition  is  an  important  one  to  bear  in  mind ;  the  X-rays 
give  us  something  more  than  evidence  of  physical  change. 


CHAPTER   II 

X-RAY   EQUIPMENT 

The  chief  parts  of  an  X-ray  outfit  are  a  static  machine,  or  an  induction 
coil;  the  vacuum  tube  with  its  supporting  apparatus;  the  fluorescent 
screen  or  fluoroscope ;  and  the  photographic  plate. 

The  X-rays  are  produced  in  the  vacuum  tube,  and  this  tube  may  be 
excited  by 

1 .  Static  Machine  ;  the  two  types  of  which  are 

a.  Influence  Machine. 

Forms  of :  Holtz, 

Toepler-Holtz, 

Voss, 

Wimshurst. 

b.  Plantc  Rheostatic. 

Form  of  :    Thomson  Dynamo  Static. 

2.  Induction  Coil ;  the  two  types  of  which  are 

a.  Ordinary  Page,  or  Ruhmkorff,  coil. 

b,  Tesla,  or  high  frequency  coil. 

Form  of  :    Thomson  coil. 

1 .  Static  Machine.  —  The  static  machine  may  be  driven  by  hand,  or  by 
any  form  of  motor  such  as  an  electric  or  water  motor,  or  a  gas  engine ; 
and  may  be  self-exciting  or  be  excited  by  a  small  Toepler-Holtz  or 
Wimshurst  machine. 

2.  Induction  Coil.  —  The  electric  current  for  the  induction  coil  may  be 
obtained  from 

a.  Primary  battery  (low  voltage). 

b.  Storage  battery  (low  voltage) : 

1 .  Charged  by  gravity  cells ; 

2.  Charged  from  street  main. 

c.  A  dynamo  which  generates  a  continuous  or  alternating  current 

of  cither  high  or  low  voltage. 

d.  The   street  main  (high  voltage);    current   continuous   or  alter- 

nating. 
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My  machine  is  of  the  Holtz  form  and  has  four  revolving  plate-glass 
plates  183  centimetres  (6  feet)  in  diameter,  and  four  fixed  plate-glass 
plates  193  centimetres  (6  feet  4  inches)  in  diameter.  These  eight  plates 
weigh  about  icoo  pounds.  The  plates  of  a  static  machine  may  be 
made  of  glass,  hard  rubber,  or  mica,  but  glass  is  the  best  material. 

The  machine,  for  the  purpose  of  insulation,  rests  on  eight  or  ten  glass 
blocks  15  X  20  centimetres  and  3  centimetres  or  more  thick,  so  placed 
as  to  bear  its  weight  most  advantageously. 

It  is  run  by  a  one  horse-power  electric  motor. 

When  a  static  machine  is  properly  constructed  it  never  reverses  while 
in  action. 

The  static  machine  is  given  its  initial  charge  by  an  auxiliary 
machine  of  the  Wimshurst  type  with  plates  40.5  centimetres  (16 
inches)  in  diameter.  When  it  is  desired  to  start  the  large  machine,  one 
pole  of  the  exciter  is  connected  with  one  terminal  of  the  large  machine, 
and  the  other  pole  with  an  armature  brush  on  the  opposite  side  of  the 
large  machine. 

In  order  to  bring  the  terminals  conveniently  near  each  other 
the  terminal  on  the  right  (Fig.  3)  is  extended  by  a  brass  rod  to  a 
brass  ball  (hung  on  a  wooden  rod)  near  the  middle  of  the  machine. 
To  shut  off  the  light  in  the  tube  it  is  only  necessary  to  short-circuit  the 
machine  by  connecting  the  terminals.  This  is  readily  done  by  lowering 
a  brass  rod  so  that  it  rests  across  them.  This  rod  is  shown  in  Fig.  3 
and  also  at  the  upper  part  of  Fig.  8,  and  is  controlled  by  a  cord  which 
hangs  near  the  patient. 

All  the  brass  and  iron  work  of  the  machine  has  had  two  or  three 
coats  of  varnish  to  protect  it  from  corrosion. 

The  machine  is  very  durable,  as  it  is  run  at  slow  speed,  the  bearing 
surfaces  of  the  shaft  are  amply  large,  and  there  is  no  vibration. 

It  is  provided  with  condensers  (see  Fig.  3),  the  object  of  which  is 
to  regulate  the  size  of  the  electric  discharges,  but  I  have  not  found 
it  necessary  to  use  them. 

The  tubes  excited  by  it  are  not  used  up  so  quickly  as  by  a  coil. 

The  working  drawings  show  the  design  of  the  machine  sufficiently 
well,  but  it  may  be  desirable  to  direct  attention  to  one  or  two  points. 

Method  of  holding  Plates.  —  As  the  revolving  plates  are  heavy,  it  is 
necessary  to  have  them  firmly  supported.  Each  pair  of  plates  is  held 
on  the  shaft  between  two  iron  collars  about  30  centimetres  in  diam- 
eter, one  collar  of  each  pair  being  turned  true  upon  the  shaft.     On 


o4S 


Fig.  4.    End  view  of  static  machine.     Cut  also  shows  some  details  of  shaft  and  attachment  of  plates. 
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either  side  of  each  plate  are  two  washers  about  30  centimetres  in  diam- 
eter ;  the  one  in  direct  contact  with  the  plate  is  made  of  paper,  and  the 
other  is  made  of  sheet  rubber  i  millimetre  in  thickness.  The  rubber 
washer  gives  elasticitj*,  and  the  paper  prevents  the  rubber  from  sticking 
to  the  metal  or  the  glass.  Each  pair  of  revolving  plates  is  separated 
by  a  disk,  to  give  room  for  the  stationary  plates.     The  second  collar 


of  each  pair  is  pivssoti  up  .i^;.nnsl  \\w  pl.ilos  in  a  direction  parallel  to 
the  axis  o(  the  sliall  hv  incanN  c^l  mils  lluvadotl  on  the  shaft,  the 
amount  oi  pressure  heiuf;  ili'tfiininrd  l>v  llu*  luits.  The  plates,  there- 
fore, are  held  in  positiiMi  luMwtru  llu*  metal  collars  by  pressure,  which 
acts  in  a  direction  parallel  in  \Ur  i^h^\\ 

One  side  ol  the  plale  \*%  al\\a\^  Ihli  Ium  than  the  other;  therefore, 
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when  the  plates  are  put  on  they  must  be  turned  on  the  shaft  until  the 
point  is  found  where  the  two  sides  balance  each  other.  If  this  method 
is  pursued  before  the  plates  are  secured  tightly  in  place,  they  will  have 
no  tendency  to  come  to  rest  at  one  point  rather  than  another,  and  the 
best  conditions  for  speed  and  steadiness  will  be  procured. 


Fig.  6.    Side  view  of  static  machine.      Revolving  plate  183  centimetres  (6  feet)  in  diameter,  station- 
ary plate  193  centimetres  (6  feet  4  inches)  in  diameter. 


The  stationary  plates  are  supported  at  the  bottom  on  pieces  of  wood, 
which  should  rest  on  glass  to  insure  good  insulation.  The  grain  of 
the  wood  should  run  at  right  angles  to  the  plates  and  not  parallel  with 
them,  because  if  the  piece  of  wood  should  shrink  it  would  become 
narrower  and  thus  change  the  position  of  the  plates  after  they  had  been 
adjusted.  The  plates  are  held  at  the  top  by  means  of  clamps,  threaded 
on  a  transverse  rod,  both  of  which  are  clearly  shown  in  Fig.  4. 


14       THE    ROENTGEN    RAYS   IN    MEDICINE  AND  SURGERY 

Speed  Controller.  —  The  speed  of  the  plates  may  be  varied  from  50 
to  250  revolutions  per  minute  by  means  of  the  speed  controller,  which 
determines  the  speed  of  the  motor,  and  thus  a  greater  or  less  amount  of 
energy  may  be  obtained. 

Leakage  of  Electricity.  —  During  damp  weather  the  leakage  of  the 
electricity  from  the  static  machine  is  greater,  and  a  smaller  amount  is 
generated,  than  in  dry  weather ;  therefore,  the  machine  must  be  large 
enough  to  give  out  a  sufficient  amount  of  electricity  even  when  the  air 
i.s  moist,  otherwise  the  practitioner  is  at  the  mercy  of  atmospheric  con- 
ditions. A  simple  way  of  ascertaining  the  amount  of  electricity  avail- 
able for  use  is  to  look  at  the  brush  discharge  above  the  collecting 
combs;  when  this  is  wide  the  amount  is  greater  than  when  it  is 
narrow. 

Precautions  against  Moistttre.  —  i.  Case.  If  the  plates  are  kept 
warm  and  dry  they  can  be  depended  upon  to  do  good  work,  no  matter 
what  the  weather  may  be.  Therefore,  the  machine  must  be  provided 
with  a  case.  The  case  of  my  machine  is  244  centimetres  long,  228 
centimetres  high,  and  90  centimetres  wide.  A  case  should  be  of  this 
size,  at  least,  for  plates  of  the  dimensions  described.  The  shaft  of  my 
machine  might  well  be  5  centimetres  or  more  longer  than  that  shown 
in  the  drawing,  so  that  if  desired  the  case  could  be  put  a  little  farther 
from  the  machine,  as  by  this  means  the  latter  could  be  surrounded  by 
a  thicker  layer  of  air,  and  therefore  the  leakage  of  electricity  would  be 
diminished.  The  case  is  made  of  pine  doors,  that  can  be  ordered  at 
a  factory,  of  any  size  desired.  These  doors  make  an  inexpensive  and 
good  case.  The  interior  and  exterior  of  the  case  is  varnished  to  give  it 
a  surface  that  will  not  absorb  or  give  out  moisture. 

2.  Removal  of  Dampness  from  Plates,  —  Some  method,  also,  must  be 
adopted  for  removing  the  dampness  from  the  plates.  There  are  various 
ways  of  accomplishing  this  object.  Chloride  of  calcium,  for  instance, 
and  other  forms  of  drying  material  may  be  used,  placed  in  a  dish  inside 
the  case,  but  I  have  found  them  insufficient  in  themselves  to  take  the 
moisture  from  the  plates ;  moreover,  if  chloride  of  calcium  is  employed, 
there  is  the  risk  that  fine  particles  of  it  will  fall  upon  the  plates  and 
thus  coat  them  with  a  covering  that  absorbs  moisture.  It  is  evident, 
therefore,  that  this  method  of  getting  rid  of  the  moisture  is  not 
altogether  satisfactory.  The  most  convenient  and  efficient  method  is 
the  use  of  some  form  of  heater,  such  as  an  electric  heater.  The 
heaters,  one  placed  at  either  end  of  the  case,  warm  the  air  in  the  case. 
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the  plates  themselves  then  become  warm,  and  the  moisture  is  driven 
from  their  surface. 

3.  Cleaning  Plates.  —  The  plates  should  be  cleaned  at  regular  inter- 
vals, in  order  to  lessen  the  leakage.  Whiting  and  alcohol  may  be 
used  for  this  purpose  in  the  same  way  as  for  a  plate-glass  window. 
I  have  found  that  glass  plates  that  have  been  covered  with  some  prepa- 
ration, such  as  shellac,  are  not  so  satisfactory  as  those  without  coating, 
as  the  former  cannot  be  kept  perfectly  clean. 

4.  Place  of  Machine,  —  The  machine  should  be  in  a  dry,  warm  room  ; 
mine  is  in  a  basement  room,  the  floor  of  which  is  90  centimetres  below 


Fig.  7.    Diagram  of  static  machine  and  tube.    Adjustable  spark-gap  at  A* 


the  surface  of  the  ground  and  less  than  that  distance  above  high-water 
mark.  Sea-going  vessels  come  to  wharves  within  150  metres  of  the 
room.  But  although  the  situation  is  as  unfavorable  as  possible,  the 
machine  is  in  daily  use  throughout  the  year.  Since  these  lines  were 
written  the  room  has  been  divided  crosswise  into  two  rooms  by  a 
board  partition.  In  the  one  in  which  the  static  machine  and  motor 
stand  a  radiator  has  been  placed,  which  keeps  the  machine  warm  and 
dry  and  yet  does  not  overheat  the  other  room,  in  which  the  patients  are 
examined  and  which  contains  the  stretcher,  tube,  and  other  appliances. 
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In  the  partition  there  are  two  plates  of  glass,  near  the  centre  of  each 
of  which  is  a  small  hole  through  which  the  wires  pass  from  the  static 
machine  to  the  X-ray  tube. 

Adjustable   Spark -gap.  ^  The  spark-gap  in  series  with  the  tube  is  | 
the  air  space  through  which  the  current  must  leap  before  reaching  the  j 
tube.     (See  A^  Fig,  7.)     In  all  forms  of  X-ray  apparatus  some  means 
is  necessary  for  varying  the  amount  of  light,  and  this  variation  may  be 


L 
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accomplished  in  part  by  means  of  a  spark-gap.  The  spark-gap  is  also 
essential  because  it  enables  the  practitioner  to  use  tubes  of  lower 
resistance  than  would  otherwise  be  possible,  and,  as  will  be  seen  later, 
tubes  of  low  resistance  have  certain  advantages  over  those  with  a  high 
resistance.  (See  pages  46,  48.)  If  the  spark-gap  is  several  centimetres 
in  length,  the  light  may  not  be  quite  steady  and  there  is  noise. 
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Adjustable  Multiple  Spark-gap.  —  To  permit  the  use  of  a  consider- 
able length  of  spark-gap  and  at  the  same  time  insure,  for  purposes 
of  examination  with  the  fluorescent  screen,  the  requisite  of  a  perfectly 
steady  light  I  some  years  since  devised  what  I  have  called  an  adjust- 
able multiple  spark-gap  (see  Fig.  8),  which  consists  of  a  series  of  small 
brass  balls  i\  centimetres  in  diameter,  fastened  about  3  millimetres 
apart  along  the  edge  of  a  strip  of  vulcanite  i  centimetre  wide.  This 
strip,  with  its  balls,  is  free  to  move  up  and  down  through  a  vertical 
brass  tube.  When  the  electricity  is  turned  on,  a  discharge  is  seen  to  go 
from  ball  to  ball,  and  a  larger  or  smaller  number  of  these  small  spark- 
gaps  can  be  brought  into  the  circuit,  according  to  the  amount  of  light 
desired.  In  1898  the  machine  was  provided  with  two  of  these  adjust- 
able multiple  spark-gaps,  one  at  each  terminal,  and  they  are  controlled 
by  the  cords  with  counter-weights  which  are  seen  hanging  at  the  left 
of  the  cut  (Fig.  59,  Chapter  III),  nearly  over  the  patient's  head. 
When  this  spark-gap  is  used  the  light  is  steady  and  there  is  little 
noise;  when  the  tube  does  not  require  a  spark-gap  the  heart  sounds 
can  be  heard  while  its  pulsations  are  watched  on  the  screen. 

Capacity  of  Machine.  —  The  capacity  of  this  machine  is  indicated  by 
the  larger  part  of  the  work  described  in  the  following  pages ;  the  lesser 
portion  has  been  done  with  smaller  static  machines,  or  a  Ritchie  coil, 
or  an  A.  W.  L.  Universal  coil. 

Capacity  of  a  still  Larger  Machine.  —  Dr.  William  Rollins  and  I, 
while  using  his  static  machine,  so  far  as  I  am  aware  the  largest  ever 
made,  which  has  plates  of  the  same  size  as  mine,  but  double  the 
number,  could  plainly  see  the  heart  of  a  man  at  a  distance  of  about 
9  metres  (30  feet).  A  partition  prevented  us  from  observing  it  at  a 
further  distance.  Dr.  Rollins's  machine  and  mine  were  built  at  about 
the  same  time,  but  his  was  completed  earlier  and  I  profited  greatly  by 
his  experience. 

Small  Machines.  —  For  the  extremities  of  the  human  body  small  and 
inexpensive  static  machines  would  answer  in  dry  weather,  but  when  the 
practitioner  desires  to  make  examinations  of  the  trunk,  a  small  machine 
is  unsuitable.  A  machine  of  several  plates  of  about  90  centimetres  in 
diameter  is  necessary  for  medical  work,  but  larger  machines  are  more 
satisfactory. 

This  generator  (Fig.  9)  was  lent  me  by  Dr.  Rollins,  and  was  used 
for  some  time  in  my  work  at  the  Boston  City  Hospital  before  I  had 
a  larger  machine  made.     The  plates  are  one  metre  in  diameter.     In  dry 
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wei'.r.er  this  generator  will  produce  sufficient  light  with  a  good  tube  for 
■*•  .rk  •*::?:  :r.e  f.uorescent  screen.  By  means  of  a  simple  reversing  switch, 
fi-t'si^d  by  Dr.  Rollins,  <h'»wn  on  the  top  of  the  case,  the  current  can 
'>i  ser.:  :n  cither  direction  through  the  tube.     As  it  is  impossible  to  tell 


Fk;.  9.     Mediuiii-M/oi  si.iiu  iiM' Inn- ,  \»nl.  i.hh  i.  \..l\m,'  pLitrs  our  uwur  in  *li,imrUr.     tRollins.) 
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which  terminal  of  a  static  machine  will  be  positive  before  the  machine 
is  started,  this  is  a  convenient  arrangement. 

Thomson's  (Elihu)  Dynamo  Static  Machine.  —  This  machine  is  not 
so  much  influenced  by  moisture  as  the  Holtz  machine,  and  it  occupies 
a  smaller  space. 

Induction  Coils 

The  usual  form  of  induction  coil  consists  of  a  primary  coil,  through 
which  the  exciting  current  of  electricity  is  passed,  and  a  secondary  coil, 
—  these  two  coils  being  separated  by  an  insulating  tube  of  hard  rubber ; 


Fig.  10.     Diagram  showing  the  construction  of  an  induction  coil.     (Rollins.) 

the  primary  coil  is  made  up  of  a  comparatively  few  turns  of  coarse  wire 
that  is  usually  wound  around  a  soft  iron  core ;  the  secondary  of  many 
turns  of  fine  wire  that  is  generally  wound  over  the  tube  covering  the 
primary  coil,  but  is  sometimes  so  arranged  as  to  be  near  it,  not  over 
it.  Ritchie  invented  the  now  generally  adopted  method  of  winding  the 
secondary  in  sections.  In  the  circuit  of  the  primary  is  a  break  which 
interrupts  the  current ;  every  time  the  current  is  made  or  broken  in  the 
primary,  a  current  of  higher  voltage  is  induced  in  the  secondary.  It  is 
this  latter  current  which  is  sent  through  the  vacuum  tube. 

Condenser.  —  A  condenser,  that  is  made  up  of  many  sheets  of  tin 
foil  insulated  from  each  other  by  paper  coated  with  shellac,  is  placed  in 
the   primary  circuit  to  make   the   interruptions   of  the   current  more 
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sudden,  and  thereby  the  spark-length  of  the  coil  is  increased.  A  con- 
denser is  not  required  when  an  electrolytic  interrupter  is  used. 

Size  of  Coil.  —  The  size  of  the  coil  is  estimated  by  its  maximum  spark- 
length.  A  coil  giving  a  spark- length  of  25  to  30  centimetres  is  usu- 
ally considered  sufficient,  but  coils  with  a  higher  potential  are  better 
because  tubes  with  much  lower  resistance  can  be  used  with  them  than 
with  those  of  lower  potential. 

Interrupter.  —  Many  devices  for  breaking  or  interrupting  the  current 
through  the  primary  have  been  employed.  Most  of  them  have  draw- 
backs which  in  practice  form  the  chief  obstacle  to  the  use  of  the  coil 
if  high  voltage  currents  are  used.  There  are  many  different  inter- 
rupters, and  the  kind  best  adapted  for  use  is  dependent  on  the 
voltage ;  detailed  description  of  most  of  them  may  well  be  omitted. 
In  general  it  may  be  said  that  interrupters  that  make  and  break  the 
circuit  through  metallic  contact  wear  somewhat  rapidly,  especially  if 
the  voltage  is  as  high  as  1 10  volts.  This  wearing  is  often  the  cause  of 
troublesome  breakdowns. 

Mercury  Interrupter.  —  To  overcome  this  difficulty,  interrupters  in 
which  the  circuit  is  made  and  broken  by  means  of  a  jet  of  mercury,  and 
which  are  known  as  mercury  interrupters,  have  been  devised. 

Electrolytic  Interrupters. — With  the  powerful  currents  which  can 
be  used  with  Rollins's  tubes  (see  pages  34  to  41),  the  hammer  and  rotary 
interrupters  in  their  various  forms  are  neither  steady  nor  durable.  The 
most  durable  mechanism  for  breaking  such  currents  is  some  form  of 
the  electrolytic  break  invented  by  Spottiswoode  and  described  in  Vol. 
XXV,  pp.  547-550  of  the  Proceedings  of  the  Royal  Society  for  1876-7. 
With  electrolytic  interrupters  the  usual  expensive  and  troublesome 
condenser  is  not  required,  and  two  small  Leyden  jars  suffice  for 
tuning. 

The  construction  of  the  electrolytic  interrupter  of  the  form  sug- 
gested by  Wehnelt  is  as  follows :  Through  a  glass  tube  passes  a 
small  platinum  wire,  which  projects  from  the  sealed  end  of  the  tube 
only  enough  to  expose  i  or  2  square  millimetres  of  platinum  surface; 
it  is  immersed  in  a  mixture  of  sulphuric  acid  and  water  having  a  specific 
gravity  of  1.2.  Into  this  liquid  there  also  dips  a  lead  plate.  The 
current  is  sent  through  the  solution  by  means  of  these  electrodes.  The 
platinum  terminal  should  be  connected  to  the  positive  wire  of  the  supply 
circuit,  and  the  lead  plate  to  the  negative  wire.  A  convenient  method 
of  ascertaining  which  is  the  positive  pole  is  to  place  a  strip  of  moistened 
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litmus  paper  upon  a  dry  board  or  other  insulating  material,  and  to  touch 
one  end  of  the  strip  with  a  wire  from  one  terminal  of  the  circuit,  and 
the  other  end  with  a  wire  from  the  other  terminal.  The  litmus  paper 
will  be  colored  red  about  the  positive  terminal.  Caution  is  necessary 
to  avoid  touching  the  two  sides  of  the  circuit  at  the  same  time  with  the 


■Miii^r    ^'^  '^^'^^'^^^-'-- 


FlG.   II.    Heinze  interrupter.     O,  end  of  platinum  wire;    K,  earthenware  jar ; 
S,  sulphuric  acid  solution.     (Kollins.) 

A  platinum  rod  is  moved  up  and  down  by  a  small  motor  through  the  opening  of  a  glass  tube 
immersed  in  dilute  sulphuric  acid,  the  rod  being  the  positive  terminal  through  which  the  current 
enters.  The  negative  terminal  is  a  lead  plate.  This  is  the  steadiest  form  of  electrolytic  break  yet 
introduced. 


hands,  as  this  contact  might  result  in  disagreeable  shocks  or  bums ; 
direct  connection,  technically  called  "  short-circuiting,"  between  the  two 
terminals  of  the  supply  should  also  be  avoided. 

This  interrupter  gives  a  very  rapid  make  and  break  of  the  circuit, 
produces  a  powerful  secondary  discharge,  and  may  be  placed  directly  in 
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the  1 1  o- volt  circuit,  but  cannot  be  used  with  a  current  of  much  below 
50  volts.  Its  disadvantage  is  that  it  is  liable  to  stop  altogether  after 
a  short  time.  This  serious  difficulty  I  have  overcome  by  putting  a 
commutator  in  the  circuit  with  the  interrupter.  By  this  means  the 
severe  strain  on  the  coil  and  the  tube,  the  production  of  which  is  the 
disadx'antage  of  all  electrolytic  interrupters,  is  lessened.  To  this  combi- 
nation I  have  given  the  name  of  Interrupted  Electrolytic  Interrupter.^ 

By  the  use  of  the  principle  of  interrupting  the  electrolytic  inter- 
rupter, Heinze  has  constructed  an  electrolytic  interrupter  (see  Fig.  11), 
a  cut  of  which  is  here  given ;   recently  he  has  de\ised  a  better  form. 

Source  of  Current  —  A  supply  from  the  street  mains,  when  avail- 
able, forms  the  most  convenient  source  for  obtaining  the  primary  cur- 
rent. The  house  wires  from  the  street  may  be  connected  through  the 
interrupter  to  the  primary  terminals. 

Apparatus  for  reducing  Voltage.  —  The  street  supply  is  usually  1 10 
volts.  This  high  voltage  rapidly  destroys  some  forms  of  interrupter, 
and  therefore  when  such  forms  must  be  used  it  is  advantageous  to 
reduce  the  voltage  either  by  means  of  a  motor  generator  (which  is  an 
electric  motor  and  dynamo  combined),  or  a  small  storage  battery.  The 
former  is  preferable,  but  by  either  means  the  voltage  can  be  reduced 
as  low  as  is  desired. 

Rheostat  -  This  instrument  is  used,  when  necessary,  to  reduce  the 
amperage  when  employing  a  street  current.  There  are  three  usual 
forms :  the  water,  the  carbon,  and  the  wire  rheostat 

Adjustment  for  varying  the  Light.  —  When  the  fluorescent  screen  is 
used  it  is  essential  to  ho  able  to  vary  the  amount  of  light  while  the 
examination  is  being  made,  and  this  end  may  be  accomplished  by 
adjustments  which  enable  the  operator  to  vary  the  speed  of  the  inter- 
rupter, the  amperage,  \\\c  amount  of  the  condenser,  and  the  length  of 
the  spark-gap.  All  roils  for  use  with  the  fluorescent  screen  should  there- 
fore have  some  or  all  of  those  adjustments. 

A.    /\h:t'  or  l\N/itn{offf  T]fi'  of  Coii 

The  following  ruts  will  soiw  to  illustrate  ways  in  which  a  coil  of 
this  type  mav  be  oxritc^d  Thr  roil  slh»wn  in  the  figures  is  a  Ritchie 
coil,  and  with  a  rurrent  ot   low  volta^^e  (S-io  volts)  the  usual  hammer 

'   /7»i/m».i/  AVri.-rr,  |u!v  JO,  iS^W. 
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break  or  vibrator  is  used;  with  a  current  of  high  voltage  (110-220 
volts),  some  more  durable  form  of  interrupter  than  a  vibrator  should 
be  employed,  —  such  an  one,  for  instance,  as  the  electrolytic  interrupter 
shown  on  page  21. 


r" 


Fl<:.  12.     Shows  primarv-  battery,  Ritchie  coil  with  hammor  interrupter,  and  tube. 

The  place  for  one  of  the  two  multiple  spark-jjups  is  indicated  in  this  and  the  following  cuts  by  a  card 

on  which  are  the  letters  SCr. 


L_  ... 


l-l«:.  13.     Shi)\\s  st«ir.»};e  b.ittt-ry.  kiti  hii-  ci)il  with  hamtmT  intfriupter,  and  tnl>«-. 
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rl  ..  14.      *-     -1-   :.    •     •;;  ■:!•.  r.ir  >r,   Ritoliif  vkh.  uitii  i-imnu-r  iniiTruj^tiT.  .«ntl  t\:>;. 

A  :s-.-*   r-^-'-.-r::!   r  ;••  .i  >::-..i      ivfi.ii..^  c.-njlirn.-*.!  with  an  i-looiri^'  m.-'Tor.    InsuMiIota  nioior-gmeratof 
a  a::,a  '.  .:>r.an-...'  r.\A\  in'  us-.-d  lij.it  can  !■*•  run  by  a  w.itor  nu«tor  or  a  gasoline  engine. 


FU'..  15.     S:^ows  RiTchie  coi'.  charj^tM  iV.mu  sJvim'T  n\ajn,  Wehno".:  olociro'ytic  inTirrupTor. 

anil  tiilie. 
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^tP 


fL_ 


Fi-: 


Avi;u>:ab!e  mu.tipio  s(Virk-gap  for  coil. 

Tr.ii  c-^t  sh.AS  an  «:nd  view  of  the  coil,  with  a  simple  lorm  of  adjustable  multiple  spark-gap, 
in  »:.:'•;  '.r.-^  briis  Li  Is  arc  held  on  the  siiie  or  edge  of  a  strip  of  insulating  material.  There  are  two 
of  rhrr^  or*  ''.r  <:'y;i.  or.*r  at  each  end  of  the  secondan*.  The  letters  N(P  in  the  preceding  cuts  indicate 
tr,c  rv/ii*: or.  of  ^.nc  «jf  t:.e  spark-gaps.  Dr.  Ro.!ins  has  previously  used  another  form  of  adjustable 
mu  'ipi-r  oirk-^ap  with  brass  balls  supported  on  mica  on  his  coil  <see  Figs,  ai  and  2a) ;  later  he  used 
I!  or.  a  k-*'-'r.:e  coi'. 

Norton  and  Lawrence  Apparatus.^  —  This  apparatus  was  de\nsed  by 
Messrs.  Norton  and  Lawrence  of  the  Massachusetts  Institute  of  Tech- 
nology :  it  has  a  short  primary  of  thick  wire,  and  was  designed  to  be 
supplied  directly  from  the  street  main.  The  condenser  consists  of 
sheets  of  tinfoil  placed  between  larger  sheets  of  insulating  material, 
such  as  mica  or  prepared  paper,  and  is  charged  from  the  interrupter 
and  discharged  through  the  primary  (method  devised  by  Mr.  Lawrence), 
the  amount  or  quantity  of  the  discharge  being  increased  bv  increasing 
the  surface  or  number  of  plates  of  the  condenser.  The  amount  of  the 
condenser  may  be  varied  from  lO  to  200  microfarads  bv  means  of 
switches,  and  these  switches  are  so  placed  that  the  physician  can  reach 
them  while  continuing  his  examination,  and  throw  in  more  or  less  of 
the  condenser,  as  the  needs  of  the  moment  may  require. 

In  order  to  adapt  to  medical  practice  the  above-mentioned  apparatus, 

1  A  description  of  this  apparatus  may  l>e  found  in  the  following  journals:  Sturny,  Kebni- 
ary  26  and  March  26,  1897;  X<2/urf,  March  iS.  kSi);;   Kif.truai  Kn^infer,  March  24,  1S97. 
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Messrs.  Norton  and  Lawrence,  at  my  suggestion,  subdivided  the  con- 
denser, made  the  speed  of  the  interrupter  variable,  and  put  in  an 
adjustable  spark-gap  (see  page  26).  Without  these  adjustments  the 
apparatus  would  not  be  suitable  for  examinations  of  the  chest.  I  also 
found  it  desirable  to  use  a  slate  wheel,  and  to  employ  Van  Depoele*s 
principle  of  carbon  brushes  instead  of  metallic  contacts  on  the  inter- 
rupter, and  experiment  showed  me  that  two  or  more  brushes  were  better 
than  a  single  one.      I  have  run  this  commutator  on  a  220-volt  circuit 


Fig.  19.  Cut  of  portable  apparatus  for  use  on  iio-volt  circuit.  The  smaller  box  contains  the  coil; 
the  larger,  the  interrupted  electrolytic  interrupter,  two  vacuum  tubes,  and  the  tube-holder.  The 
tube-holder  is  shown  fastened  to  the  smaller  box. 

continuously  for  four  hours ;  at  least  half  of  this  time  with  a  flow  of 
2i  to  3  amperes.  The  tube  used  was  a  self-regulating  one  devised  by 
Dr.  Rollins,  and  it  gave  a  steady  light  during  the  whole  of  this  time. 

Portable  Apparatus.  —  This  whole  apparatus  (Fig.  19)  weighs  40 
pounds  and  can  be  easily  carried  by  a  man,  one  box  in  each  hand.  In 
places  where  no  i  lovolt  circuit  is  available,  I  have  used  an  electric  cab 
or  carriage  by  running  insulated  wires  from  the  storage  battery  in  the 
cab  to  the  patient's  room,  and  connecting  them  with  an  X-ray  apparatus. 
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B.    High  Frequency  Coils 

In  the  high  frequency  coil  the  potential  is  increased  by  sending  through 
its  primary  the  current  from  the  secondary  of  an  ordinary  induction  coil. 
The  diagram,  Fig.  20,  illustrates  the  construction  of  a  high  frequency 
coil.  It  has  a  primary  of  coarse  wire,  through  which  is  passed  the 
current  from  the  secondary  of  the  first  coil,  a  spark-gap  and  condenser 


Fig.  30.     Diagram  of  high  frequency  coil.     (Rollins.) 

being  inserted ;  and  a  secondary  that  has  but  a  few  turns  of  fine  wire. 
Instead  of  the  construction  shown  in  the  figure,  the  primary  and  second- 
ary may  be  wound  flat  and  made  to  face  each  other.  In  most  high  fre- 
quency coils  the  insulation  is  so  difficult  that  all  the  parts  are  immersed 
in  oil. 

A.   W.  L.  Universal  Coil 

This  is  a  form  of  coil  for  X-ray  and  electrotherapeutic  work  that 
was  designed  by  Dr.  Rollins  and  named  the  A.  W.  L.  Universal  Coil, 
and  was  first  used  in  December,  1900.  Through  Dr.  Rollins'  kindness 
I  had  the  use  of  the  first  one  at  the  Boston  City  Hospital.  It  is  run  on 
a  no-volt  circuit,  and  when  an  electric  main  is  not  available,  as  in  the 
country,  the  current  may  be  obtained  from  a  small  dynamo  run  by  a 
small  gasolene  engine.     This  coil  differs  from  others  in  several  ways. 


Fig.  ai.    A.  NV.  l„  universal  coil,    43  ctnliinetnjS,     (Rollins,) 
In  this  coll  the  amperage  and  jK)tLM\tiiil  ,of  tin?  currents  are  tindt?r  ppHect  control.     Wiih  a  43- 
G<?nitineirt  coil,  ihc  current  can  Ise  varied  from  a  discharge  of  grt'at  power  lo  ont:  so  lighi  as  to  be  but 
sliglUlir  felt  when  it  passes  through  ihe  body.      All  JorniB  of  currents  u&ed  in  electrotherapeutics  can 
be  obtained  with  ir, 

Second:  The  universal  methods  of  insulating  the  coils  of  the  sec- 
ondary with  wax  or  oil  are  not  used ;  air  takes  their  place.  The  secondary 
IS  entirely  free  from  the  tube  ^surrounding  the  primary*  Each  sub-coil  of 
the  secondary  is  permanently  attached  to  a  sheet  of  glass  two  milli- 
metres thick  which  ser\^es  to  separate  it  from  the  next  sub-coiL     Two  of 
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these  form  a  section ;  and  these  sections,  varying  in  number  from  56 
upward,  according  to  the  size  of  the  coil,  are  strung  loosely,  like  beads 
on  a  string,  on  a  micanite  tube  which  separates  the  secondary  from  the 
primary  coil. 

With  the  previous  types  of  coil  it  was  difficult  to  make  repairs, 
because  it  was  necessary  to  draw  off  the  oil  or  to  melt  out  the  wax 
before  the  secondary  could  be  reached.  Even  when  this  had  been  done 
the  defect  was  hard  to  find.  With  this  new  type  of  coil  the  short 
circuit  can  easily  be  located,  as  the  wires  from  each  section  can  be 
tested  without  disturbing  the  secondary;  when  the  defective  section 
has  been  found,  the  micanite  tube  is  simply  withdrawn  far  enough  to 
permit  the  removal  of  this  section.  A  new  section,  always  kept  in 
reserve,  can  then  be  put  in. 

Third :  The  potential  and  amperage  of  the  coil  can  be  regulated 
without  changing  the  current  flowing  in  the  primary. 

The  potential  can  be  varied  by  means  of  wires  brought  up  from 
every  seventh  section  to  a  row  of  brass  balls  in  a  glass  plate  above  the 
coil.  The  number  of  sections  used,  and  thus  the  potential,  can  be 
changed  as  desired  from  one  centimetre  to  the  full  length  of  the  coil. 

The  amperage  is  changed  by  an  arrangement  which  allows  the  pri- 
mary to  slide  in  or  out,  and  thus  the  amount  of  current  induced  in  the 
secondary  is  varied.  This  method  of  regulating  the  amperage  has 
been  employed  in  very  small  coils,  but  not  on  coils  suitable  for  exciting 
X-ray  tubes. 

The  power  to  control  the  potential  and  amperage,  and  the  other 
means  to  be  mentioned  later  for  varying  the  discharges,  enables  the 
physician  not  only  to  excite  X-ray  tubes  with  this  coil,  but  also  to  use 
it  for  electrotherapeutic  work,  and  therefore  a  static  machine  and  a 
high  frequency  coil  in  addition  become  unnecessary.  Dr.  Rollins, 
therefore,  believes  that  the  static  machine  will  gradually  retire  to  the 
seclusion  of  the  physical  laboratories  from  which  it  emerged  when  the 
X-rays  were  discovered. 

Fourth :  A  multiple  spark-gap  is  provided  for  controlling  the  cur- 
rent so  that  it  may  be  sent  in  discharges  suitable  to  the  condition  of  the 
tube.  The  importance  of  employing  this  appliance  or  some  other  form 
of  resistance  on  a  coil  as  well  as  on  a  static  machine  (see  page  17  and 
page  48)  is  easily  shown  by  using  a  tube  of  low  resistance.  Without 
this  multiple  spark-gap  or  some  other  form  of  resistance  no  light  is  seen, 
but  with  it  bright  light  is  produced. 
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Fifth :  Methods  are  provided  for  varying  the  kinds  of  current  used. 
The  coil  gives  the  so-called  unidirectional  current  when  the  connection 
is  made  with  the  principal  terminals.  If  an  alternating  current  is 
desired,  connection  is  made  with  the  terminals  of  the  interior  coatings 
of  the  Ley  den  jars.  If  a  current  of  still  higher  frequency  is  wanted,  a 
small  Tesla  coil  is  inserted  in  the  Ley  den  jar  circuit.  If  a  current  for 
cautery  is  required  (one  of  low  voltage  and  large  amperage),  a  step- 
down  transformer  of  a  few  turns  of  coarse  wire  is  slipped  over  the 
primary,  which  is  partly  withdrawn  so  that  the  wire  may  be  put  on. 


rL 
TEI 


TCRMfNALS  fOR  USING  INDUCED 
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Fig.  22.    Diagram  of  A.  W.  L.  universal  coil.     (Rollins.) 

Sixth :  The  spark-gaps  are  enclosed  in  tight  tubes  of  glass  to  pre- 
vent the  escape  of  gases  that  irritate  the  respiratory  mucous  membrane ; 
these  gases  may  be  removed  by  means  of  an  aspirator  connected  by  a 
rubber  tube  with  the  spark-gaps.  This  aspirator  can  be  attached  to  the 
nearest  basin  faucet  when  desired,  and  the  gases  be  discharged  into  the 
water  pipe.  The  metal  balls  of  the  spark-gap,  and  the  interior  of 
the  glass  tubes,  will  become  coated  with  substances  having  an  acid 
reaction,  as  the  coil  is  used  ;  and  as  in  this  case  they  become  conductors, 
they  must  be  cleansed  with  ammonia  water  and  then  dried. 

Apparatus  for  Physicians  in  the  Country,  where  an  Electric  Main  is 
not  Available.  —  h,  A  Static  Machine  which  may  be  run  by  a  gasolene 
engine. 
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B.  I,  A  Cot/  which  is  run  by  a  combination  of  storage  battery  and 
gravity  cells.  The  apparatus  shown  (see  Fig.  23)  consists  of  a  30- 
centimetre  Ritchie  coil  which  is  placed  on  the  top  of  a  case  containing 
24  gravity  cells  that  are  permanently  attached  to  four  Willard  storage 
batteries  of  50  ampere  hours.  As  the  gravity  cells  are  constantly  send- 
ing electricity  into  the  reservoir  there  should  always  be  enough  energy 
stored  to  enable  the  operator  to  use  40  watts,  which,  with  the  aid  of 
Ritchie's  remarkably  economical  induction  coil.  Dr.  Rollins  has  found  to 
give  ample  light  for  one  hour  a  day,  if  suitable  tubes  are  used,  for  work 
with  the  fluorescent  screen  or  for  taking  X-ray  photographs. 

2.  A  Coil  which  is  run  by  means  of  storage  cells  that  are  charged 
by  a  small  dynamo  that  is  driven  by  a  gasolene  engine.  These  storage 
cells  are  used  in  one  of  two  ways.  First,  four  storage  cells  of  large 
capacity  are  employed,  if  the  coil  is  wound  to  use  a  low  voltage  (about 
8  volts)  like  a  Ritchie  coil.  Second,  fifty  smaller  storage  cells  are  used 
for  an  A.  W.  L.  universal  coil  which  is  run  on  an  i  lovolt  circuit. 

Trowbridge's  directly  Connected  System.  —  The  vacuum  tube  may 
also  be  excited  by  a  storage  battery  that  is  charged  from  the  street  main. 
This  apparatus  gives  a  unidirectional,  steady  current,  and  with  a  suit- 
able tube  the  amount  of  X-light  is  very  great.  The  tube  is  directly 
connected  with  10,000  to  20,000  storage  cells  in  series  through  a  water 
rheostat.     This  method  is  not  as  yet  used  in  practice. 

Vacuum  Tubes  for  Producing  X-Ravs 

Whether  one  uses  a  static  machine  or  an  induction  coil  as  an  exciter, 
the  vacuum  tube  still  remains  the  most  important  portion  of  the  appa- 
ratus and  the  most  difficult  to  keep  in  proper  condition.  It  consists 
mainly  of  a  glass  bulb  about  10  centimetres  in  diameter,  in  the  interior 
of  which  are  supported  on  metal  stems  two  or  three  metallic  objects, 
according  to  the  kind  of  tube  employed. 

A.  Double  Focus  Tubes.  —  These  tubes  are  used  on  an  alternat- 
ing current  and  contain  three  pieces  of  metal  —  the  two  terminals, 
called  respectively  the  cathode  and  the  anode,  and  the  third  the  anti- 
cathode,  or  target.     Sec  Figs.  32-35. 

B.  Single  Focus  Tubes.  —  These  tubes  are  used  on  a  direct  current 
and  contain  the  two  terminals  called  respectively  the  cathode  and  the 
anode  ;  this  latter  terminal  acting  as  a  target  also.    See  Figs.  24-28,  30-3 1. 
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Fk;.  23.  Combination  of  storage  battery  and  gravity  cells.  The  tube  holder  is  seen  in  position, 
with  one  side  removed  so  that  the  tube  is  visible.  In  front  of  tube  is  a  circular  diaphragm  with 
an  aluminum  wire  screen  in  its  centre.  The  case  is  filled  with  storage  batteries  and  gravity  cells, 
some  of  which  are  seen  on  the  left.     (Rollins.) 
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Cathode.  —  The  cathode  is  made  of  aluminum,  and  is  usually  a  con- 
cave disk,  which  has  a  radius  of  curvature  of  about  3.5  centimetres,  and 
should  be  placed  at  twice  this  distance  from  the  target.  The  diameter 
of  the  cathode  should  vary  with  the  size  of  the  discharges  used  to  excite 
the  tube  ;  if  these  are  large,  the  cathode  should  be  large. 

Anode.  —  The  anode,  in  the  double  focus  tube,  that  is,  when  a 
terminal  only,  is  made  of  aluminum  (see  Figs.  32-35). 

Target  —  The  target  receives  the  impact  of  the  cathode  stream  (see 
Fig.  31).       It  should  be  made  of  platinum  alloyed  with  iridium,  and 


hlc.  24.    A.  \V.  L.  rotary  target  tube  with  movable  target     (Rollins.) 

This  cut  show^  a  cur\-ed  target  supported  by  a  strong  stem  which  can  be  slid  in  or  out  by  the 
action  of  a  sliding  weight  attached  to  it  (the  dark  mass  on  the  stem  represents  the  weight),  and  thus 
the  distance  between  the  target  and  cathode  can  be  changed  imtil  the  best  distance  has  been 
deteimined. 


Fir..  25.    A.  W.  L.  rotary  target  tube  with  mo\-abIe  target  and  internal  diaphragm.    (Rollins.) 
This  cut  shows  a  similar  adjustable  target  with  a  diaphragm,  supported  on  the  same  stem, 
above  it.    The  cone  of  rays,  and  the  widening  of  this  cone  as  its  distance  from  the  target  increases,  is 
represented  by  the  two  Unes  running  at  an  angle  to  the  diaphragm. 

should  be  placed  at  an  angle  of  fifty-six  degrees  with  the  cathode  stem 
in  the  real  focus,  but  not  in  the  centre  of  curv-ature,  of  the  cathode. 

Crookes,  Roentgen,  and  others  placed  the  target  in  the  centre  of 
curx-ature  of  the  cathode ;  Frei,  whose  tubes  were  superior,  soon  departed 
from  this  type,  and  placed  the  target  from  three  to  four  times  this  dis- 
tance. Rollins  has  found  by  experiments  with  his  movable  terminals 
(see  Fig.  24  and  Fig.  25^  that  when  the  tube  was  exhausted  to  the 
degree  of  resistance  required  for  the  most  economical  production  of 
X-ravs,  the  real  locus  of  the  cathode  stream  was  between  these  two 
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extremes.  In  his  Notes,  published  in  the  Electrical  Review^  he  has 
suggested  as  an  explanation  of  this  phenomenon  that  the  particles  of  the 
cathode  stream  are  charged  with  the  same  kind  of  electricity,  and 
therefore  would  repel  each  other,  with  the  result  that  they  would  come 
to  a  focus  beyond  the  theoretical  point. 

The  two  preceding  figures  represent  two  of  the  early  forms  of  experi- 
mental single  focus  tubes  devised  by  Dr.  Rollins  for  the  purpose  of 
ascertaining  the  best  distance  of  the  target  from  the  cathode. 

Good  tubes  now  have  the  target  placed  in  the  position  recommended 
by  him  ;  that  is  to  say,  about  twice  the  theoretical  distance.  The  mat- 
ter is  of  practical  importance,  as  the  ability  to  obtain  sharp  definition  is 
partially  dependent  upon  the  position  of  the  target. 

Anode  and  Target  United.  —  The  anode  and  target  are  combined  in 
the  single  focus  tube  (see  Figs.  24-3 1 ),  and  under  these  circumstances  this 
object  should  be  made  of  the  alloy  above  described,  and  placed  at  the 
same  angle  with  the  cathode,  as  is  the  target  when  it  is  an  independent 
object.  Lodge  and  Rowland  have  observed  that  when  the  target  was 
united  with  the  anode,  the  tube  was  more  efficient  than  when  separated 
from  it.  Rollins  states  that  this  increased  efficiency  is  due  to  the  fact 
that  the  particles  in  the  cathode  stream,  being  negatively  charged,  are 
attracted  as  they  approach  the  target  when  it  is  combined  with  the  an- 
ode, for  the  latter  is  always  positively  charged,  and  consequently  strike 
it  at  a  higher  velocity. 

The  target,  whether  independent  or  combined  with  the  anode, 
should  be  0.43  of  a  millimetre  or  more  in  thickness  in  order  to  with- 
stand so  far  as  is  practicable,  by  means  of  size,  a  strong  electric  current ; 
for  if  the  exciter  has  much  energy  and  the  metal  is  thin,  it  becomes  hot 
sooner  and  is  more  easily  melted.  To  further  resist  the  effect  of  a 
strong  current,  Dr.  Rollins  devised  for  me,  in  1896  and  1897,  two  very 
ingenious  forms  of  target,  the  target  being  placed  at  twice  the  theoretical 
distance  from  the  cathode,  as  described  above.  The  first  is  hollow  (see 
Figs.  26,  27)  and  is  closed  at  one  end  but  open  at  the  other,  so  that  a 
stream  of  water  may  be  kept  running  through  it,  or  a  current  of  air  may 
be  driven  through  it,  and  thus  the  target  is  prevented  from  becoming 
hot  and  being  destroyed.  So  far  as  I  am  aware,  this  is  the  only  form  of 
target  that  will  withstand  extreme  amounts  of  electric  energy.  The 
second  is  a  rotary  target  (see  Figs.  28,  29),  and  is  supported  on  a  pivot  in 
its  centre,  so  that  if  one  part  of  the  target  is  destroyed  by  having  a  small 
hole  melted  in  it,  a  slight  shaking  of  the  tube  will  bring  another  portion 
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of  the  target  into  the  focus  of  the  discharge  from  the  cathode.  In  a 
third  form,  Fig.  24,  the  target  was  made  concave  in  the  hope  that 
this  form  would  collect  the  X-rays  that  would  otherwise  be  lost.  In 
these  tubes  the  supports  of  the  terminals  are  strong  stems  of  metal, 
and  the  glass  wrappings  (see  Fig.  30)  are  dispensed  with. 
Single  Focus  Tubes  for  Use  with  the  Direct  Current 


-A^r=^ 


A-W-L    X-USHT    TUBC 


Fig,  26.    Cooled  target  tube.    The  tube  is  43  centimetres  long.     (Rollins.) 


A-w-L  x-LioHT  Tube. 
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Fig.  27.    Section  of  cooled  targj't  tube.     (Rollins.) 


Fig.  28.    The  A.  W.  L.  tube  for  direct  currents.     Rotary  target  type.     (Rollins.) 

This  illustrates  a  form  of  tube  which  I  have  used  in  some  of  my  work.  It  was  designed  for  me 
by  Dr.  Rollins.  The  target  may  be  rotated  by  jarring  the  tube.  If  a  hole  should  be  melted  in  the 
target  by  the  heat  produced  by  the  impact  of  the  cathode  stream,  a  fresh  surface  can  be  brought  into 
position,  thus  making  the  tube  as  useful  as  a  new  one.  If.  however,  the  target  is  sufficiently  thick,  it 
is  rarely  melted.  It  must  be  remembered  that  when  this  fresh  surface  is  first  used  the  resistance 
of  the  tube  may  be  temporarily  lowered,  as  gas  is  liberated. 

The  curved  disk  on  the  right  of  the  glass  bulb  is  the  cathode,  and  is  made  of  aluminum.  The 
metal  disk  in  the  middle  of  the  bulb  is  the  anode,  upon  which  the  rays  from  the  cathode  are  focussed. 
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.'"focus  of  cathode  stream. 


Fig.  39.  Details  of  rotary  target.  Full  size.  (Rollins.) 
The  rotary  target  is  liable  to  be  turned  somewhat  on  its  pivot  if  the  tube  is  transported  some  dis- 
tance, and  as  the  effect  of  exposing  a  new  surface  to  the  impact  of  the  cathode  stream  may  be  to  lower  the 
resistance  of  the  tube  (see  page  45),  a  tube  of  this  type  should  be  examined  by  the  practitioner  before 
it  is  used,  in  order  that  he  may  learn  whether  or  not  the  target  has  been  so  shaken  that  it  has  turned 
on  its  pivot.  This  point  can  be  determined  by  observing  whether  or  not  the  spot  that  has  been 
roughened  by  the  impact  of  the  cathode  stream  is  in  line  with  the  centre  of  the  cathode ;  if  not.  it 
must  be  shaken  into  line. 

The  following  figure  illustrates  a  not  uncommon  form  of  construction, 
which  is  faulty,  in  that  the  target  is  in  the  centre  of  curvature  of  the 
cathode  disk,  and  that  the  wrappings  of  the  stem  are  of  glass,  which  are 
liable  to  break  both  in  use  and  in  transportation,  with  the  result  that  the 
terminals  get  out  of  line. 


Fig.  50.    Tube  of  a  faulty  type  of  construction.     Target  in  centre  of  curvature  of  cathode;  wrap- 
pings of  stem  are  of  glass. 

Double  Focus  Tubes  for  Use  with  an  Alternating  Current.  —  With  the 
powerful  currents  that  may  be  used  with  high  frequency  coils,  holes  are 
liable  to  be  melted  in  the  target  by  the  heat  produced  by  the  impact  of 
the  cathode  stream,  and  the  tubes  be  rendered  useless.  To  overcome 
this  defect,  Dr.  Rollins  has  designed  double  focus  tubes  containing 
either  his  cooled  or  rotary  target.  A  second  objection  to  the  double 
focus  tubes  is  that  they  have  two  sources  from  which  the  X-rays  origi- 
nate (see  Fig.  32);  the  definition,  therefore,  is  not  so  good  as  it  may  be 
with  a  single  focus  tube.  To  obviate  this  objection  to  the  use  of  alternat- 
ing currents.  Dr.  Rollins  has  designed  the  tubes  shown  in  Figs.  33-35  — 
one  the  cooled  target  type,  and  the  other  of  the  rotary  target  type.  When 
these  tubes  are  used  as  double  focus  tubes  with  high  frequency  currents, 
one  radiant  area  is  formed  on  the  back  of  the  target,  or  that  side  facing 
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away  from  the  patient.  The  X-rays  from  this  radiant  area  are  sent  out 
of  the  field,  exerting  no  injurious  action  on  the  definition,  if  the  tube  is 
in  a  suitable  opaque  box,  as  shown  in  Fig.  33.  Dr.  Rollins  prefers  to 
use  these  tubes  in  another  way,  however,  the  central  piece  of  metal 
being  always  one  terminal  through  which  the  current  passes,  instead  of 
simply  a  target,  having  no  connection  with  the  generator.     There  is  in 


Fk;.  31.     Illustrates  the  formation  of  the  cathode  stream  and  X-rays.     (Rollins.) 

The  cathode  stream  is  represented  by  dotted  lines,  the  X-rays  by  unbroken  lines.  When  the 
cathode  stream  strikes  the  target,  X-rays  are  given  off  in  all  directions  from  the  point  of  contact,  but 
only  one-half  of  the  sphere  is  seen,  as  the  other  half  is  obstructed  by  the  platinum  of  the  target.  In 
the  figure  these  rays  are  represented  as  passing  through  the  aluminum  of  the  cathode  and  the  glass 
walls  of  the  tube  until  stopped  by  the  white  lead  lining  of  the  box.  A  cone  of  X-rays,  large  enough 
to  cover  the  part  of  the  patient  to  l>e  examined,  is  allowed  to  escape  through  the  hole  in  the  revolving 
diaphragm  plate.  LI,,  lead  lining  composed  of  white  lead  and  japan;  AV*.  rubber  plugs  through 
which  pass  the  wires  ./  and  r'from  the  elrctric  gj-nerator.  A'/>,  revolving  diaphragm  plate,  lined  like 
the  box,  with  lead ;  SH,  screen  holder,  carrying  the  op.tque  iron  screen  TD,  which  is  provided  with 
an  aluminum  gauze  window,  AS,    The  screen  is  grounded. 

consequence  but  one  radiant  area  on  the  target  from  which  the  rays 
can  arise,  for  the  target  is  .struck  by  hut  one  cathode  stream.  During 
the  periods  when  the  central  piece  of  metal  acts  as  a  cathode,  it  sends  a 
diffused  cathode  stream  toward  one  end  of  the  tube,  but  as  the  X-rays 
formed  by  the  impact  of  this  stream  arise  from  whatever  area  it  strikes, 
they  are  not  intense  enough  when  they  escape  through  the  opening  in 
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the  diaphragm  to  seriously  injure  the  definition.  The  second  cathode 
is  never  connected  with  the  generator  until  the  first  used  cathode  is  so 
exhausted  of  gas  that  the  resistance  of  the  tube  is  too  high,  then  it  may 
take  the  place  of  the  exhausted  cathode,  thus  delaying  for  a  longer  time 
the  necessity  of  using  the  regulator  for  introducing  fresh  gas  (see 
page  45).     The  single  focus  or  vacuum  tube  may  be  used  with  high 
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Fig.  32.    Double  focus  tube  for  high  frequency  coils.     (Rollins.) 

The  cathode  streams  are  represented  by  dotted  lines,  the  X-rays  by  full  lines.  There  are  two 
cathode  streams,  and  consequently  two  sources  from  which  X-rays  arise.  This  double  source  of  light 
is  a  defect  of  the  type.  The  cooled  tai^et  designed  by  Rollins  has  been  added  to  this  tube :  for  further 
description,  see  page  35,  Figs.  36  and  37. 


frequency  currents  on  the  same  principle ;  the  diffused  X-light  arising 
from  the  spreading  cathode  stream  given  off  by  the  target,  when  acting 
as  a  cathode,  cannot  injure  the  definition  seriously,  if  the  tube  is  always 
used,  as  it  should  be,  in  an  opaque  box  as  shown  in  Fig.  31. 

Tube  with  Continuous  Metallic  Conductor.  —  Professor  Trowbridge 
has  produced,  with  a  high  potential,  brilliant  X-rays  in  a  vacuum  tube 
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Fig.  33.    A.  \V.  U  X-light  tube  for  high  frequency  coils  (cooled  target  type).     (Rollins.) 

A  form  of  lul>e  for  use  with  high  frequency  coils.  Two  cathode  streams,  represented  by  dotted 
lines,  strike  the  uirget.  producing  two  sources  from  which  X-rays  arise;  the  rays  from  one  source* 
which  are  represented  by  full  lines,  are  those  used.  The  ra>'s  represented  by  broken  lines  are  dis- 
carded, being  thrown  away  from  the  patient  and  absorlwd  by  the  ojxique  lining  of  the  box,  and  thus 
they  do  not  injure  the  definition.  This  figure  should  be  compared  with  P'igs.  31  and  32,  which  show 
the  origin  and  disposition  of  the  niys  in  two  other  t\pes  of  tubes. 

with  a  continuous  metallic  conductor,  which  shows  that  to  produce 
X-rays  separate  terminals  are  not  necessary.     (Fig.  36.) 

Effect  of  the  Glass  on  the  Passage  of  the  Rays.  —  How  little  obstacle 
the  thin  portion  of  the  glass  bulb  offers  to  the  passage  of  the  rays  may 


Fig.  34.    A.  \V.  L.  tul»e  with  cooled  taiget  {\oi  alternating  currents^.     (Rollins.) 
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be  determined  by  interposing  a  tube  of  good  construction  between  the 
excited  tube  and  the  fluorescent  screen,  and  observing  how  slight  is  the 
shadow  cast  upon  the  latter. 


Fig.  35.    A.  W.  U  tube  with  rotary  target  (for  alternating  currents).     (Rollins.) 

In  these  tubes,  one  cathode  stream  striking  the  back  of  the  target  is  sent  out  of  the  field.  As  only 
one  radiant  area  on  the  target  sends  light  to  the  patient,  the  image  on  the  plate  or  screen  is  as  sharp 
as  when  a  single  focus  tube  is  used  with  a  direct  current.  The  tubes  may  be  used  as  single  focus 
tubes  with  a  direct  current  by  making  the  target  act  as  an  anode  also.  This  tube  is  the  same  type  as 
that  seen  in  Fig.  33,  which  shows  the  origin  and  distribution  of  the  X-rays. 

Exhaustion  of  Tube.  —  The  vacuum  tube  should  be  exhausted  to  a 
suitable  degree,  and  this  exhaustion  may  be  accomplished  by  a  mercury 
or  mechanical  pump,  the  tube  being  kept  during  the  earlier  part  of  the 
process  at  about  350°  F.  When  the  proper  point  of  exhaustion  has 
been  reached  the  tube  is  "  sealed  off."  There  are  various  precautions 
that  must  be  taken  against  moisture,  and  in  the  adjustment  of  the  tube 
to  the  proper  vacuum,  but  they  are  chiefly  of  interest  to  the  manufacturer 
and  need  not  concern  us  here. 


Fig.  36.    Tube  with  continuous  metallic  conductor.     (^Rollins.) 


Arrangement  for  connecting  Tube  with  Generator.  —  Metal  stems  run 
from  the  terminals  to  the  outside  of  the  tube,  and  are  then  joined,  when 
desired,  to  the  wires  coming  from  the  static  machine  or  the  coil.  The 
positive  wire  should  be  connected  with  the  target ;  the  negative  with  the 
cathode.  A  tube  should  always  be  in  shunt  circuit,  and  to  avoid  as 
far  as  possible  any  danger  of  puncturing  it  the  spark-gap  between  the 
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terminals  of  the  coil  should  only  be  long  enough  to  prevent  the  dis- 
charge from  passing  between  them  instead  of  going  through  the 
tube. 

Resistance  of  the  Tube.  —  All  vacuum  tubes,  even  when  similar  in 
construction,  do  not  allow  the  electric  current  to  pass  through  them 
with  equal  ease.  When  the  current  passes  easily  the  tube  is  said  to 
have  a  low  resistance ;  when  it  passes  with  difficulty  or  not  at  all,  a  high 
resistance.  When  a  tube  has  been  used  for  some  time  its  resistance  is 
increased,  and  finally  becomes  such  that  the  current  will  no  longer  pass 
through  it.  Rollins  ^  believes  that  this  increase  in  resistance  is  partly  due 
to  the  removal  of  the  gas  from  the  terminals  and  its  absorption  by  the 
glass  walls  of  the  tube. 

High  and  Low  Resistance  Relative  Terms.  —  But  the  terms  high  and 
low  resistance  are  only  relative,  because  the  resistance  in  a  tube  that 
was  low  for  one  form  of  apparatus  might  be  too  high  for  other  forms. 
Tubes  of  lower  resistance  may  be  used  on  static  machines  than  on  some 
coils.  For  instance,  I  have  observed  that  the  tubes  which  have  been 
used  on  my  large  static  machine  until  their  resistance  is  too  high  for  it, 
are  then  just  right  for  my  coil.  Thus  a  tube  which  is  too  high  for  a 
static  machine  may  be  right  for  a  coil,  but  this  depends  on  the  kind  of 
coil  and  the  current  used. 

Method  of  measuring  Resistance  by  Means  of  Spark-Gap.  —  The 
amount  of  obstacle  to  the  passage  of  the  current  through  the  tube,  or 
in  other  words,  the  resistance  of  the  tube,  may  be  readily  measured  by 
finding  out  through  how  long  a  distance  in  the  air  the  electric  current 
will  jump  rather  than  go  through  the  tube.  This  amount  may  be 
roughly  estimated  as  follows :  With  the  static  machine,  tube,  etc., 
arranged  as  in  Fig.  37,  the  spark-gap  in  the  series  with  the  tube  being 
closed,  the  oj)erator  places  one  end  of  a  curved  metal  rod  which  is 
fixed  into  an  insulated  handle,  in  contact  with  one  of  the  wires  con- 
necting the  static  machine  with  the  wire  of  the  vacuum  tube,  and 
approaches  the  other  end  toward  the  second  wire  connecting  the  static 
machine  with  the  other  wire  of  the  tube.  A  point  is  thus  soon  found 
at  which  the  current  prefers  to  go  from  the  static  machine  wire,  through 
the  rod,  and  then  jump  across  more  or  less  air  space  to  the  other  static 
machine  wire  at  />,  rather  than  go  through  the  tube.  If  the  resistance 
is  high  the  current  will  jump  across  20  or  more  centimetres  rather  than 

^  Kv>11inH  hA«  (li?toii4HO(l  thi«  niul  other  iiu))«)rta«t  |H»intH  milating  to  tul>es,  in  articles  pub- 
lished in  the  AVr*./»/V,i/  AV;i>«\  tlurini*  iSt)7-iS<)S  iStH)  i*KX\ 
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go  through  the  tube.  If,  on  the  other  hand,  it  is  low,  the  current  will 
go  through  the  tube  rather  than  jump  an  air  space  of  a  millimetre  or 
less.  The  amount  of  obstacle  to  the  passage  of  the  current,  then,  may 
be  indicated  by  saying  that  the  tube  has  a  resistance  of  so  and  so  many 


Fig.  37.     Cut  showing  method  of  determining  the  resistance  of  the  tube. 

The  current  jumps  across  the  air  space  at  B  rather  than  go  through  the  tube.  When  the  resist- 
ance of  the  tube  is  low.  the  current  will  pass  through  the  tube  even  when  the  distance  at  i?  is  a  milli- 
metre or  less.  When  it  is  high  it  will  jump  across  the  air  space  at  B^  even  when  the  distance  is 
13  centimetres  (about  5  inches)  or  more. 

centimetres  or  millimetres.  This  means  of  measurement  is  equally 
applicable  to  a  coil,  but  is  carried  out  a  little  differently;  the  two 
terminals  of  the  coil  take  the  place  of  the  two  wires  connecting  the 
static  machine  with  the  tube,  and  the  rod  may  be  straight  instead  of 
curved. 
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Methods  for  changing  Resistance 

Low  Resistance.  —  If  the  resistance  becomes  much  too  low  it  is  best 
to  send  the  tube  back  to  the  maker  to  be  repumped,  because  the  process 
of  raising  the  resistance  by  running  it  on  a  machine  of  ordinary  power 
is  a  very  long  one.  It  should  be  understood  that  a  new  tube  which 
gives  satisfactory  light  on  a  machine  of  moderate  capacity  may  become 
too  low  in  resistance  if  run  for  a  few  moments  on  a  very  large  machine, 
because  gas  is  driven  out  of  the  terminals  into  the  tube. 

High  Resistance.  — If  the  resistance  is  too  high  it  may  be  lowered 
in  the  following  ways  :  — 

I.  By  the  introduction  of  gas  from  an  auxiliary  bulb,  {a)  By  an 
auxiliary  bulb  containing  potash.  This  bulb  may  be  heated  by  means 
of  a  lamp ;  a  certain  amount  of  vapor  is  thus  driven  out  of  the  potash 
into  the  tube.  The  tube  in  which  this  ingenious  device  is  employed 
was  invented  by  Crookes  and  has  been  adopted  and  modified  by  Sayen 
and  others. 

Stiyifi's  Tube}  —  The  regulator  used  on  this  tube  consists  of  a  small 
bulb  which  contains  a  chemical  that  gives  off  vapor  on  being  heated  and 
reabsorbs  it  when  cooled,  and  is  connected  directly  with  the  vacuum 
tube  and  surrounded  by  an  auxiliary  tube  that  is  exhausted  to  a  low 
Crookes  vacuum.  The  cathode  in  the  auxiliary  tube  is  opposite  the 
above-mentioned  bulb,  so  that  any  discharge  through  this  tube  will 
heat  the  bulb.  This  cathode  is  connected  with  an  adjustable  spark- 
point  which  may  be  set  at  any  desired  distance  from  the  cathode  in  the 
main  tube.  When  the  resistance  of  the  latter  is  high,  the  current  goes 
through  the  auxiliary  tube  and  thus  heats  the  chemical  in  the  small 
bulb  until  a  sufficient  amount  of  vapor  has  been  driven  into  the  main 
tube  to  make  that  the  j^alh  of  least  resistance.  The  resistance,  by 
means  of  the  regulator,  may  be  varied  by  placing  the  spark-point  at 
a  considerable  distance  from  or  close  to  the  cathode  of  the  main  tube. 
This  method  is  an  excellent  one  for  autoniaticallv  regulating  the  resist- 
ance, and  enables  the  operator  to  use  the  same  tube  and  vet  have  the  resist- 
ance high  or  low  as  he  desires.     The  tubes  are  made  in  Philadelphia. 

{b)  By  an  auxiliary  hull)  cont;iinin.i;  other  chemicals.  Rollins  has 
devised  regulators  which  are  operated  either  by  heating  the  bulb  or  by 
passing  an  electric  current  thiouj;h  it.  o\y«;en,  nitrogen,  or  hydrogen 
being  thus  liberated,  acconlin^;  tt)  the  ihemical  u.seil. 

^  ///-./M..;/  A'.; /..I',  \rw  N'i»iK,  Mav  i  ^,  1S07,  ]>.  2i6. 
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2.  By  the  liberation  of  gas  from  the  terminals.  If  the  tube  is  new 
and  a  powerful  machine  is  used,  the  gas  may  be  set  free  from  the 
terminals  by  driving  an  electric  current  through  the  tube. 


ViG.  38.    A.  W.  L.  X-light  tube  with  a  rotary,  sliding  target  and  an  automatic  regulator  (Rollins). 

This  regulator  A*  can  be  used  to  lower  permanently  the  high  resistance  of  the  tube  or  to  vary  the 
resistance  as  the  examination  proceeds.  The  i-esistance  can  be  temporarily  lowered  by  pushing  in  the 
rod,  seen  on  the  upper  part  of  the  cut,and  raised  again  by  drawing  it  out.  This  regulation  of  the  resist- 
ance is  accomplished  by  means  of  a  substance,  placed  in  the  arms  of  the  cross,  that  is  mixed  with  a 
conducting  powder.  In  this  mixture  a  great  number  of  spark-gaps  are  formed  and  gas  is  liberated  when 
the  electric  current  passes,  and  absorbed  when  it  ceases.  The  resistance  may  be  permanently 
lowered  by  heating  the  head  of  the  cross,  as  this  head  contains  a  substance  which  liberates  gas,  when 
heat  is  applied  to  it,  that  is  not  reabsorbed. 


3.  By  the  liberation  of  gas  from  the  walls  of  the  tube.  This  may 
be  accomplished  by  baking  the  tube  in  an  oven  at  about  5CX)*^  F.,  (see 
Fig-  3S5»  chapter  on  Dental  Surgery),  or  by  enclosing  it  in  a  box  contain- 
ing incandescent  lamps,  or  by  holding  a  lamp  beneath  the  tube  while  it  is 
turned,  care  being  taken  in  the  latter  case  to  avoid  cracking  the  tube. 

All  regulators  appear  finally  to  fail  in  their  effects,  for  when  the 
resistance  has  been  lowered  by  them  a  number  of  times  the  tubes 
require  more  energy  to  run  them  than  when  they  were  new,  and  the 
quality  of  light  is  not  as  good  as  that  given  off  by  a  new  tube. 

The  length  of  time  a  tube  may  be  run  without  using  the  regulator  or 
repumping  depends  largely  upon  the  amount  of  energy  sent  through  it. 
A  tube  may  be  run  on  my  large  static  machine  at  the  Boston  City 
Hospital,  and  give  a  perfectly  steady  and  excellent  light  for  twelve  or 
more  hours  without  a  moment's  interruption.  It  can  be  used  for  the 
examination  of  patients  in  periods  which  add  up  to  a  total  of  at  least 
eighteen  hours  before  the  regulator  is  required,  but  cverj'  time  thereafter 
that  the  regulator  is  employed,  the  inter\^als  between  its  periods  of 
service  become  somewhat  shorter,  until  finally  repumping  is  necessary. 
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Quality  of  Light  —  The  penetrating  power  of  any  given  quality  of 
light  depends  upon  its  amount.  With  a  tube  of  high  resistance  the 
power  of  penetration  is  greater,  but  the  differentiation  of  tissues  is  not 
as  marked,  as  with  light  from  a  tube  with  lower  resistance. 

A  simple  way  of  testing  the  quality  of  the  light  is  to  examine  the 
hand  with  the  fluorescent  screen.  If  the  resistance  is  high  the  bones 
will  be  nearly  as  light  as  the  flesh ;  if  the  resistance  is  low,  the  bones 
will  be  a  little  darker  absolutely  and  also  darker  relatively.  The  light 
is  good,  especially  for  taking  radiographs,  when  such  a  picture  of  the 
hand  as  is  shown  in  Fig.  39  is  seen  on  the  fluoroscope  at  the  distance  of 
half  a  metre  from  the  tube,  and  shows  little  difference  in  the  quality, 
at  more  than  double  this  distance. 

Suitable  Term  for  defining  Character  of  Tube.  —  Instead  of  speaking  of 
tubes  of  high  and  low  vacuum,  or  hard  and  soft  tubes,  I  think  it  is 
better  to  define  the  character  of  the  tube  by  its  air  resistance ;  that  is 
to  say,  when  specifying  the  kind  of  tube  that  is  most  suitable  for 
a  given  purpose,  to  state  that  its  air  resistance  is  equal  to  i,  2,  or 
more  centimetres,  as  the  case  may  be,  because  it  is  impossible  by  any 
means  at  present  known  to  determine  accurately  the  degree  of  the 
vacuum. 

Resistance  of  Tube  for  Fluorescent  Screen  and  Radiograph.  —  For 
work  with  the  fluorescent  screen,  or  for  photography,  the  tube  should 
be  such  as  will  give  the  greatest  differentiation  possible  between  the 
tissues.  When  a  static  machine  —  which  is  capable  of  maintaining  a 
great  difference  of  potential  between  the  terminals,  35  centimetres  or 
more  —  is  used,  the  resistance  of  the  tube  may  be  i  millimetre  only,  and 
yet  by  using  a  multiple  spark-gap  the  best  conditions  for  seeing  may 
be  produced.  The  advantage  of  such  a  tube  is  that  it  can  be  used  longer 
before  its  resistance  is  so  increased  by  use  that  it  is  necessary  to  lower 
it  than  when  it  is  received  from  the  maker  with  a  high  resistance.  One 
cause  of  this  high  resistance,  as  indicated  above,  is  the  more  thorough 
removal  of  gas  from  the  terminals,  and  therefore  the  life  of  the  tube  is 
shorter,  for  Rollins  states  that  it  is  on  the  supply  of  gas  in  them  that 
we  partly  depend  for  the  X-rays. 

For  many  coils,  however,  it  is  desirable  to  use  a  tube  with  a  higher 
resistance  —  about  6  to  10  centimetres  -because  the  greater  amount  of 
current  which  the  coil  sends  through  the  tube  liberates  gas  rapidly,  with 
the  result  that  the  resistance  is  lowered  (|uickly  to  such  a  point  that  the 
tube  becomes  unfit  for  use. 
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Amount  of  Light  necessary  for  Photograph  and  Screen.  —  For  taking 
radiographs  a  stronger  light  is  required  than  when  the  fluorescent 
screen  is  used,  because  when  the  latter  is  employed  the  current  can  be 
economized  by  sending  it  in  less  frequent  discharges ;  the  light  will 
appear  continuous  to  the  eye  if  the  interruptions  are  I2CX)  per  minute; 
but  for  photography  the  discharges  must  be  larger  in  amount  and  more 
rapid,  in  order  to  get  the  best  results  in  a  reasonable  time.  Coils,  as 
a  rule,  take  radiographs  more  quickly  than  static  machines. 

Effect  of  the  Resistance  of  the  Tube  on  the  X-Ray  Picture  thrown  on 
the  Screen,  and  the  Advantage  of  the  Multiple  Spark-Gap.  —  The  follow- 
ing diagram  is  taken  from  an  article  by  Robert  Kienbock.^  It  is  used 
by  him  to  illustrate  the  effect  of  the  resistance  of  the  tube  on  the  pic- 
ture produced,  on  the  screen,  and  also  to  show  that  in  certain  degrees  of 
resistance  np  picture  is  produced.  I  insert  it  here  for  the  same  purpose, 
and  also  to  indicate  the  advantage  of  the  multiple  spark-gap. 

Forms  of  Tubes.  —  The  most  satisfactory  tubes,  both  for  static 
machines  and  coils,  that  I  have  used,  are  made  in  accordance  with 
the  directions  of  Dr.  Rollins. 

The  question  of  vacuum  tubes  has  been  considered  at  some  length 
because  so  much  depends  upon  the  tube.  It  is  neither  necessary  nor 
desirable,  however,  that  every  one  using  the  X-ray  apparatus  should 
have  all  varieties  of  tubes. 

Aluminum  Screen.  —  This  screen  is  interposed  between  the  tube  and 
the  patient,  and  grounded  as  recommended  by  Tesla  for  the  protection 
of  the  patient.     (See  Fig.  47.) 

Tube  Holder.  —  It  is  sometimes  an  advantage,  during  an  examination 
with  the  fluorescent  screen,  to  move  the  vacuum  tube,  for  by  this  means 
the  position  of  the  shadow  of  the  object  examined  is  altered,  the  given 
object  is  seen  from  more  than  one  point  of  view,  and  thus  additional 
information  is  obtained.  Figure  40  shows  a  tube  holder  which  I  devised 
in  1896  for  accomplishing  this  purpose.  It  consists  of  a  wooden  up- 
right, on  a  base,  which  carries  a  horizontal  wooden  rod  that  supports  the 
vacuum  tube,  and  can  be  moved  into  any  desired  position,  up  or  down, 
or  from  side  to  side. 

Diaphragm.  —  The  electric  currents  used  to  excite  the  vacuum  tube 
are  not  perfectly  unidirectional,  and  at  times  the  whole  of  the  tube  may 
become  a  source  of  X-rays  instead  of  a  small  point  on  the  target  only ; 

*"Ueb€r  die  Einwirkung  des  Rontgen-Lichtes  auf  die  Haut,"  Wien.  klin.  Woch., 
Dec.  13,  1900,  1153-1166. 
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No  light 


No  light,  w-ithout  spark-gap. 


Fk"^  39.  DiARram  sluminj;  the  rrtVvt  of  the  rrMStrtncc  of  the  lulv  on  the  X-ray  picture  thrown 
on  the  scrtvn  .\nil  the  aavantAjje  of  the  nmltjple  >|vuk-}:.nv  Hve  tiirection  of  the  light  is  down- 
wards i\nvi  to  the  ieft. 

No.  X.  The  onrtrnt  doex  n.^t  jmnn  through  thi\  tube,  ux  the  resistance  is  \-eT>*  high  (a  tube 
of  such  high  n>istan*e  n^.u  W  e.iMlv  pun*t\ne»n.  The  anvount  ol  this  n^sistance  can  be  asoer- 
taineil  bv  me.iMiiinj;  its  (H)U)XAlent  ol  ,ui  levjxt.uuv.  .»h  devtiUMl  on  p.  4.^. 

No.  2.  Vhe  te>5stantv  ol  the  \\\hv  w  hi^h ,  thr  piituix*  ol  tl^e  1^un»l  on  the  screen  is  bright,  but 
without  contrast. 

No.  3.  The  resistance  ol  th»v  tulv  is  n»>t  v»  \\\^\\  .»-»  in  No.  a,  Vhc  |victure  of  the  hand  is  a  good 
one.  with  well-marked  contra>t  Umxu-im^  the  U»ne*  a\u\  flexh. 
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No.  4.  The  resistance  of  this  tube  h  low ;  the  picture  of  the  hand  on  the  screen  is  dark*  and  ihe 
ecmtmst  belween  the  flesh  and  the  bones  15  not  marked.  By  using  a  multiple  spark-gap,  described 
on  p.  17»  wilh  the  tube  the  light  is  excellent  and  ibr  picture  becomes  like  that  seen  in  Fig,  3. 

No.  5,  The  resistance  of  this  tube  is  vtry  low,  about  one-half  a  raillimelre,  but  by  using  more 
of  the  multiple  spuirk-gap  than  for  No,  4  the  light  becomes  good. 

The  light  which  gives  moat  penetnition  is  th&t  obtained  from  No.  2,  but  the  diflfcrcntiation  of  the 
soft  tissues  IS  not  accomphshed  as  wtill  wilh  it  as  with  a  tube  of  lower  resistance,  [n  order  to  increase 
Ihe  penetrating  power  of  a  tube  with  lower  resistance,  more  energy  must  be  passed  through  it 

From  what  has  been  stated  above,  it  will  b«  seen  thiil  a  spark-gap  is  an  essential  part  of  every 
apparatus,  as  without  it  such  tubes  as  Nus.  4  and  5  are  useless,  but  with  its  aid  thvy  Itecome  good 
tubes.  If  a  spark-gap  is  employed  with  the  X-ray  apparatus,  the  range  of  resistance  within  which 
a,  tube  or  tubes  can  be  used  is  increased,  and  thereby  the  life  of  the  tube  is  lengthened. 

second,  the  practitioner  may  desire  to  expose  a  small  surface  to  the 
rays ;  in  either  of  these  cases  the  rays  may  be  prevented  from  passing 
into  the  room  in  the  direction  of  the  patient,  except  where  desired,  by 
the  use  of  a  diaphragm ^  which  consists  of  a  sheet  of  lead  in  which  a 


FtG.  40*    Tiibt:  holder. 

Tills  cut  is  taken  from  my  article,  "  A  Study  nf  the  Adaptation  of  ihv  X-Rnys  to  Medical  Prac- 
tice," in  the  Medical  and  Surijical  Report  of  the  Boston  Cily  Hospital,  for  januairy,  1897.  and  shows  & 
lube  holder  and  two  kinds  of  diaphragms  devised  by  tire  in  1B96. 

'Wlien  it  was  desired  to  darken  the  room  absolutdy,  the  light  from  the  tube  was  shut  out  by 
means  ol  a  cover  made  of  ihin  black  fibre*  (Cover  not  shown  in  cuL)  Dark  cloth  or  velvet  could 
dlso  be  use*!  for  this  purpose* 

hole  has  been  cut  The  diaphragm  should  be  near  the  tube,  and  the 
hole  as  small  as  will  allow  a  cone  of  rays  to  pass  of  sufficient  size  to 
cover  the  area  to  be  examined.  Figure  40  shows  a  diaphragm,  which 
I  used  at  this  time,  in  position  for  service.     The  pieces  of  wood  seen 
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on  either  side  of  the  vacuum  tube  are  grooved,  and  into  these  grooves 
the  diaphragm  is  slid.  As  a  protection  to  the  observer,  sheets  of  lead 
were  fastened  outside  these  wooden  side  pieces,  to  cut  off  the  rays  com- 
ing in  his  direction.  Now  that  tubes  of  lower  resistance  are  used  than 
formerly,  the  lead  plates  forming  the  diaphragm,  and  those  opposite 
the  sides  of  the  bulb,  can  well  be  wider,  and  thus  the  X-rays  except 
those  coming  through  the  opening  of  the  diaphragm  and  from  either 
end,  can  be  shut  out. 

Hand  Diaphragm.  —  The  picture  on  the  fluorescent  screen  may  be 
more  clearly  seen  by  the  use  of  a  special  diaphragm  the  opening  of 
which  may  be  circular  or  rectangular,  as  desired.  Figure  40  shows  one 
of  several  of  the  latter  kind  lying  on  the  base  of  the  tube  holder. 
The  fingers  should  be  protected  from  the  rays  while  holding  the 
sheet  of  metal,  and  to  accomplish  this  purpose  leather  straps  are 
fastened  to  the  metal  so  that  the  fingers  may  be  inserted  under 
them  on  the  upper  side.  The  diaphragm  may  be  moved  about 
and  any  special  part  examined.  After  the  observer  has  taken  a  general 
survey  with  the  fluorescent  screen,  the  part  of  the  body  that  is  to  be 
carefully  examined  is  selected,  and  the  metal  plate  held  under  and 
against  the  stretcher  in  such  a  position  that  the  X-rays  fall  directly 
through  the  opening,  while  they  are  cut  off  from  the  surrounding  area. 

2.  A  larger  tube  holder  which  I  have  devised  and  found  to  answer 
very  well,  and  which  may  be  made  by  any  carpenter,  consists  of  a  wooden 
upright  213  centimetres  (7  feet)  high,  mounted  on  a  base  having  three 
castors.  The  arm  which  carries  the  vacuum  tube  is  joined  to  a  piece 
of  wood  that  slides  up  or  down  on  the  upright,  the  counterpoise  and 
arm  being  connected  by  a  cord  going  over  a  pulley  at  the  top  of  the 
upright ;  the  arm  is  fastened  to  the  upright  by  a  wooden  pin  that  per- 
mits a  hinge-like  motion,  and  allows  the  arm  to  swing  parallel  with  the 
floor.  By  this  means  the  tube  may  be  placed  in  any  desired  position, 
either  above  or  below  the  patient,  with  the  face  of  the  target  directly 
opposite  the  patient. 

3.  A  more  complete  tube  holder  is  one  devised  by  Dr.  Rollins.  It 
consists  of  an  upright  brass  tube,  inside  of  which  is  a  leaden  counter- 
poise for  the  arm  carrying  the  vacuum  tube.  The  tube,  as  in  the  other 
tube  holders,  may  be  adjusted  to  any  position.     (See  Fig.  41.) 

Box  for  Tube.  —  The  tube  is  held  in  a  box  with  a  sliding  cover 
which  Dr.  Rollins  has  had  made  for  me,  painted  on  the  inside  with 
many  coats  of  white  lead,  in  which  a  hole  five  centimetres  in  diameter 
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has  been  cut.  Comparatively  few  rays  can  escape  from  this  box 
except  through  the  hole.  A  circular  diaphragm  made  of  wood  and 
coated  with  white  lead,  like  the  box,  fits   over   the   circular   opening. 


^  A 

Vu'..  .\2.     t'«H>K'ii  targi'l  lube  ill  box  with  cover  removed.     (Kollinb.) 

noiai;  K^(  tuho  U»x.  The  u-rnunal  wires  are  not  attached  to  the  terminals  of  the  tube,  as  this 
might  ondani;or  the  tuU'.  They  aro  held  firmly  in  ta^H^r  plugs  in  hard  rubber  insulatinjj  plates  at 
caoh  eml  of  the  tube  box,  ami  simply  reNt  in  contact  willi  the  tul)e  terndnals.  i'C,  supports  tor  tul>e; 
/V\  clamps  lor  tube:  /■.■.  m'.et  tube  tor  cooling  water;  /•',  outlet  tube  for  cooling  water;  IfB,  bars  to 
al'.ow  (\  ',  the  suppoits.  to  slicie  f<^r  the  purix>se  of  atijusting  their  position  for  different  tubes. 

This  diaphrajijm  has  three  round  holes  of   different   sizes,  the  largest 
corrospondini;  in  si/o  to  the  hole  in  the  box,  and  is  fastened  in  such  a 
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way  to  the  box,  when  in  use,  that  it  can  be  turned,  and  thus  the  desired 
aperture  can  be  brought  opposite  the  opening  in  the  box.     It  should 


^O 


Fig.  44.    B  is  a.  vulcanite  plug  in  which  four  longitudinal  cuts  have  been  made  reaching  half  its 
length,  and  carries  the  insulated  wire  A. 

Wlien  B  is  pushed  into  place,  the  wire  is  clamped  and  held  at  A.  D  is  a.  brass  ball  1.25  cm.  in 
diameter,  which  is  soldered  to  the  insulated  copper  wire  A,  and  on  its  opposite  side  has  a  cone- 
shaped  hole  bored  out  of  it,  which  fits  over  the  wire  terminal  on  the  outside  of  the  tube. 

be  remembered  in  choosing  this  aperture  that  the  diameter  of  the  cone 
of  rays  increases  with  its  distance  from  the  tube.  (See  chapter  on 
Therapeutic  Uses,  page  400.)  * 


Fig.  45.    'Yhe  same  box  as  shown  in  Fig.  43,  with  cover  closed.     The  thin  aluminum  screen  15  cm. 
wide  which  fits  across  and  close  to  the  cover  over  the  circular  opening  is  not  shown. 


AinmtPinm  Screen  and  Diaphragm.  —  I  have  devised  an  aluminum 
screen  and  diaphragm  combined,  to  be  used  with  this  box,  which  is 
placed  over  the  circular  diaphragm  just  described,  and  grounded.  This 
screen  has  one  hole  in  it  corresponding  in  size  to  the  largest  hole  in 
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the  circular  diaphragm  and  the  box,  and  can  be  turned  so  that  its 
opening  coincides  with  their  largest  one ;  while  the  screen  is  in  this 
position  the  proper  place  for  the  target  is  found  by  means  of  the  light 
issuing  from  the  tube  through  this  hole.  The  screen  is  then  turned 
until  its  solid  portion  is  brought  over  the  aperture  in  the  box  and  circular 
diaphragm  in  order  that  the  room  may  be  perfectly  dark  while  the 
examination  with  the  fluorescent  screen  is  being  made. 


Fig.  46.  Tube  holder  open. 
This  tube  holder  (Fig.  46)  consists  of  a  box,  the  upper  and  lower  parts  of  which  are  of  equal  sire  and 
are  hinged  together  at  the  back.  It  has  a  hole  cut  at  either  end  which  is  large  enough  for  the  stems  of 
the  tube,  which  protrude  somewhat,  to  go  through.  In  the  top,  front,  and  bottom  of  the  box,  which 
is  coated  inside  with  white  lead,  as  proposed  by  Dr.  Rollins,  are  three  circular  openings,  each  of 
which  is  6\  centimetres  in  diameter.  Over  each  of  these  above-mentioned  sides,  as  a  protection  from 
the  X-rays,  is  a  sheet  of  lead  2\  millimetres  thick,  which  slides  in  grooves.  VVhen  it  is  desired  to  use 
a  given  opening,  the  sheet  of  lead  is  taken  out  and  another  sheet  of  lead,  perforated  with  a  circular 
hole  of  the  size  desired,  is  slid  into  place.  The  three  openings  are  made  in  order  that  the  tube  niay 
be  used  above,  below,  or  in  front  of  the  patient  without  turning  the  box,  although  of  course  the  tube 
must  be  turned.     (See  also  Fig.  47  and  Appendix  for  more  recent  form  of  tube  holder.) 

Fluorescent  Screen 

This  screen  is  made  by  coating  one  side  of  a  piece  of  cardboard  with 
crystals  of  tungstate  of  calcium,  or  with  platino-cyanide  of  barium  ;  and 
great  care  must  be  exercised  in  making  it.  The  crystals  of  either  salt 
must  be  of  proper  size  and  spread  uniformly  in  a  layer  of  a  suitable 
thickness  over  the  surface  of  the  cardboard.  The  tungstate  of  calcium 
is  white,  and  the  light  is  more  suitable  for  many  purposes  than  the  more 
brilliant  though  slightly  colored  fluorescence  obtained  from  the  platino- 
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cyanide  of  barium.  Screens  of  the  latter  kind  are  less  durable  than 
others ;  they  are  injured  by  pressure,  and  should  not  be  kept  in  a  warm 
room ;  but  each  kind  has  its  respective  uses. 

Tungstate  of  Calcium  Screen.  —  Certain  of  the  tungstate  of  calcium 
screens  are  phosphorescent  as  well  as  fluorescent  —  that  is,  in  a  dark 
room  they  retain  the  image  of  an  object  opaque  to  the  rays  for  a  moment 
after  the  tube  has  been  shut  off.  They  should  therefore  be  tested  in 
the  following  way  before  being  purchased :  — 

After  the  physician  has  been  long  enough  in  the  dark  room  to 
get  his  eyes  into  condition  to  see  the  fluorescence,  the  vacuum  tube 
should  be  excited  and  the  light  from  it  should  be  excluded  by  covering 


Fio.  47.     Tube  holder  closed  and  ready  for  use. 

the  tube  with  a  dark  cloth,  or  by  placing  it  in  the  box  already  described. 
A  piece  of  heavy  metal  should  then  be  placed  under  the  fluorescent 
screen  and  held  in  the  same  position  for  a  minute  or  two.  While  the 
physician  is  thus  observing  the  screen,  the  current  should  be  shut  off 
from  the  tube.  If  the  screen  has  simply  fluorescent  properties  it  will 
instantly  become  dark,  but  if  the  part  protected  by  the  metal  remains 
dark,  and  the  other  portions  retain  any  brightness,  the  screen  has  phos- 
phorescent as  well  as  fluorescent  properties,  and  should  be  discarded. 
Mr.  T.  B.  Kinraide,  of  the  Spring  Park  Laboratory,  Boston,  Mass.,  has 
succeeded,  by  his  careful  and  laborious  investigation,  in  making  tung- 
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state  of  calcium  screens  that  are  without  phosphorescence.  They  are 
very  satisfactory,  and  I  prefer  them  to  any  others  that  I  have  used. 

Tungstate  of  Calcium  Screen  better  for  Examinations  of  the  Thorax 
than  Platino-Cyanide  of  Barium.  —  For  examinations  of  the  heart  and 
lungs  the  character  of  the  light  from  the  tungstate  of  calcium  screen  is 
more  satisfactory  than  that  from  the  platino-cyanide  of  barium. 

Platino-Cyanide  of  Barium  Screen.  —  The  platino-cyanide  of  barium 
screens  which  I  had  from  Kahlbaum  of  Berlin  were  not  as  good  as  those 
I  obtained  in  the  United  States  from  Aylesworth  &  Jackson  (now 
Francis  E.  Jackson)  of  Orange,  N.  J.  The  first  screens  made  by  the 
latter  firm  deteriorated  rapidly,  but  this  difficulty  has  been  partially 
overcome  by  them,  and  probably  also  by  Kahlbaum. 

Size  of  Screen.  — The  screen  for  examining  the  thorax  should  be  at 
least  25x30,  or,  still  better,  30x35  centimetres,  so  that  both  sides  of 
the  chest  may  be  seen  at  once  and  thus  be  readily  compared ;  for  ordinary 
uses  20x25  centimetres.  For  examination  of  the  neck  a  screen  small 
enough  to  go  between  the  clavicle  and  the  jaw  is  necessary. 

Sheet  of  Glass  or  Film  of  Celluloid.  -  A  thin  sheet  of  glass  or  a  film 
of  ceUuloid  may  be  placed  over  the  surface  of  the  screen,  upon  which 
the  outlines  seen  during  an  examination  may  be  traced  with  a  pencil. 
When  glass  is  used  the  lines  may  be  drawn  with  an  ordinar}'  pencil,  if 
the  glass  is  ground ;  if,  on  the  other  hand,  the  celluloid  is  used,  or  clear 
glass,  a  lithographer's  pencil  is  necessar}'.     (See  Chapter  III.) 

Fi.roROScoPE 

The  fluoroscope  is  a  pyramidal  truncated  box,  the  base  of  which  is 
formed  by  the  rtuorcscent  screen  and  the  top  of  which  has  an  opening 
which  fits  over  the  eves  in  a  way  to  exclude  the  light  from  the  room. 
(See  Chapter  III,  Fii^.  61.) 

Comparison  of  Fluorescent  Screen  and  Fluoroscope.  —  The  fluoroscope, 
shown  in  Chapter  III»  Fi^;.  61,  is  a  very  convenient  form  of  apparatus, 
but  usually  I  prefer  to  make  X-ray  examinations  of  the  chest  with  an 
open  screen,  the  edges  of  which  are  strengthened  by  a  frame.  (See 
Chapter  III,  Fig.  50.) 

rHOTlXlKArUlC  Pl.ATF 

The  general  rules  of  photography  apply  in  developing,  fixing,  and 
preserving  the  X-ray  negatives,  and  therefore  only  a  few  suggestions 
will  be  given  here. 
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Hake  of  Plate.  —  Any  quick  plate  which  is  the  product  of  a  good 
maker,  and  not  too  old,  may  be  used.  Those  made  in  this  country  are, 
I  believe,  as  good  as  any.  The  Carbutt,  Seed,  Cramer,  Hammer,  and 
Stanley  plates  are  satisfactory. 

Protection  of  Plate.  —  It  is  well  to  keep  the  photographic  plates  else- 
where than  in  the  X-ray  room,  and  while  temporarily  in  this  room  they 
should  be  kept  in  a  box  made  of  lead  6  millimetres  thick,  and  placed  as 
far  as  possible  from  the  vacuum  tube,  and  be  brought  out  when  it  is 
time  to  use  them.  The  plate  immediately  prior  to  its  exposure  should 
be  put  into  two  light-proof  envelopes  —  plates  deteriorate  if  kept  for  a 
long  time  in  these  envelopes  —  and  directly  after  the  exposure  it  is  wise 
to  put  it  again  into  the  lead  box ;  for  if  the  vacuum  tube  should  hap- 
pen to  be  excited  when  the  plate  was  not  thus  protected  it  would  be 
spoiled.  The  plate  must  be  protected  from  moist  substances  or  from  a 
patient  who  perspires  freely,  and  this  protection  can  be  effected  by 
wTapping  the  plate  in  a  thin  sheet  of  rubber  or  in  a  paper  envelope 
thinly  coated  with  shellac. 

Photographic  Paper.  —  Any  photographic  paper  may  be  used  for 
printing  the  X-ray  negatives.  The  Velox  gives  good  detail  and  needs 
only  very  short  exposure  to  artificial  light.  After  the  Velox  prints  are 
mounted  nothing  should  be  allowed  to  touch  the  surface  until  the  print 
is  dry. 

Bromide  Paper.  —  If  an  X-ray  picture  is  desired  very  quickly,  bro- 
mide paper  in  light-proof  envelopes  may  be  used  instead  of  a  plate,  and 
developed  as  an  ordinary  negative  would  be,  —  bromide  paper  re- 
quires a  longer  exposure  than  a  plate;  —  by  this  means  it  is  quite 
practicable  to  obtain  an  X-ray  picture  within  an  hour.  One  or  more 
pieces  of  bromide  paper  may  be  exposed  at  the  same  time,  and  thus  the 
likelihood  of  getting  one  good  picture  is  increased.  Fig.  248,  in  the 
chapter  on  Fractures,  was  made  in  this  way. 

Development  of  Films.  —  Slow  development  gives  the  most  certain 
results.  A  good  length  of  time  is  15  minutes,  with  the  solution  at  a 
temperature  of  71°  F. 

Developer.  —  A  good  developer  is  made  as  follows  :  Water,  250  cubic 
centimetres;  metol,  0.5  ;  dry  carbonate  of  soda,  0.25  ;  sulphite  of  soda, 
5.  The  water  should  be  pure  and  the  chemicals  pure  and  dry.  Fresh 
developer  should  always  be  used. 

Test  of  Light  for  Development.  —  The  light  from  the  developing 
lamp  may  be  tested  by  holding  a  film  30  centimetres  from  the  lamp  for 
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5  or  6  minutes.  If  the  film  shows  any  trace  of  an  image,  more  red 
paper  should  be  used  in  the  lamp,  as  the  slightest  fog  on  the  negative 
is  injurious  to  the  definition. 

Fixing  in  Hyposulphite  of  Soda  Solution.  —  The  usual  washing  in  water 
after  development  is  unnecessary ;  the  plates  should  be  thoroughly  fixed. 

Washing  the  Negative.  —  When  the  negative  has  been  removed  from 
the  hyposulphite  of  soda,  it  should  be  placed  in  running  water  if  avail- 
able ;  if  not  it  must  be  washed  in  several  changes  of  water,  the  water 
being  kept  in  motion  by  gentle  rocking. 

Precautions  to  be  taken  when  using  X-Ray  Apparatus  and  making 
X-Ray  Examinations.  —  Instances  of  burns  resulting  from  X-ray  exami- 
nations have  occurred  in  the  early  days  of  the  use  of  the  X-rays,  before 
the  precautions  which  should  be  taken  were  generally  understood,  and 
when  the  vacuum  tube  was  placed  very  near  the  patient.  Now  there  is 
no  reason  for  anxiety  in  regard  to  any  ill  effects  from  these  examina- 
tions in  the  hands  of  experienced  persons.  The  tube  must  be  placed  at 
a  considerable  distance  from  the  patient,  enclosed  in  a  suitable  box,  and 
a  thin  aluminum  screen,  which  should  be  grounded  as  recommended  by 
Tesla,  should  be  interposed  between  the  tube  and  the  patient. 

Harmlessness  of  X-Ray  Examinations  if  Proper  Precautions  are 
Taken. — The  fact  that  several  thousand  of  X-ray  examinations  have 
been  made  at  the  Boston  City  Hospital  alone,  and  always  without  any 
unpleasant  results  following,  demonstrates  the  entire  harmlessness  of 
these  examinations  when  they  are  carried  out  with  proper  care. 

For  later  experience  with  X-ray  equipment,  see  Appendix. 


CHAPTER    III 

METHODS   FOR   MAKING   X-RAY    EXAMINATIONS   WITH    THE   FLUO- 
RESCENT SCREEN  AND  X-RAY  PHOTOGRAPH 

In  1896  I  saw  .that  differences  could  be  distinguished  between 
health  and  disease  in  some  of  the  organs  in  the  body  by  means  of 
examinations  made  with  the  fluorescent  screen,  and  that,  in  order  to 
increase  the  value  of  these  examinations  in  diagnosis,  some  systematic 
method  of  procedure  must  be  adopted.  It  was  necessary  that  every 
examination  should  be  carried  out  with  a  clear  understanding  of  the 
importance  of  the  fundamental  principle  that  the  source  of  light  must 
be  in  definite  and  suitable  relation  to  the  part  to  be  studied.  With 
this  end  in  view  I  devised  the  method  of  examination  which  I  will 
presently  outline.  By  means  of  this  method,  variations  in  the  appear- 
ances obtaining  in  different  diseases  can  be  recognized  with  accuracy, 
and,  further,  after  a  number  of  observations  have  been  collected,  they 
can  be  compared,  their  differences  and  similarities  noted,  and  the  obser- 
vations interpreted  in  a  way  which  would  otherwise  be  impossible. 
The  accurate  observation  and  record  of  movements  of  organs,  espe- 
cially in  the  thorax,  could  only  be  accomplished  by  some  such  method. 
This  method  not  only  permits  a  ready  comparison  of  examinations 
made  at  different  times  by  the  same  physician,  but  enables  two  physi- 
cians living  in  different  cities  to  compare  the  appearances  seen  in  the 
same  patient  at  different  periods,  and  to  note  whether  changes  have  or 
have  not  taken  place.  In  devising  the  method  I  have  studied  efficiency 
and  simplicity. 

Support  of  Patient  during  X-Ray  Examination;  Recumbent  Posi- 
tion. —  It  is  important  both  for  the  patient  and  the  physician  that  the 
position  of  the  patient  during  an  examination  should  be  a  comfortable 
one,  and  also  one  that  can  be  exactly  resumed  should,  subsequently,  a 
second  examination  be  needed.  Since  clothing  and  fabrics  of  various 
kinds  are  easily  penetrated  by  the  rays,  a  canvas  stretcher  affords  a 
simple,  convenient,  and  comfortable  means  of  supporting  a  patient,  being 
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equivalent  so  far  as  the  X-rays  are  concerned  to  suspension  in  mid-air. 
This  stretcher  should  be  51  centimetres  (20  inches)  wide  only  and  183 
centimetres  (6  feet)  long,  and  should  be  supported  about  4  feet  above 
the  floor  (see    Fig.  49 ).       A  low   chair  or   other    convenient  step  to 
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enable  the  patient  to  get  on  to  the  stretcher  easily  should  be  at  hand. 
The  height  and  horizontal  position  of  the  stretcher  facilitate  the  work 
of  examination,  and  if  it  is  desired  to  examine  the  patient  from  the 
side,  or  when  lying  on  his  face  or  back,  he  can  readily  turn  on  the 
stretcher.  The  stretcher  forms  an  equally  convenient  support  during 
either  screen  or  photographic  examination. 

Relative  Position  of  Patient,  Tube,  and  Screen  or  Plate.  —  It  is  to  be 
remembered  that  the  X-ray  picture  on  the  screen  or  photographic  plate 
is  of  the  nature  of  a  shadow  such  as  that  cast  by  an  opaque  substance 
on  a  flat  surface  by  candlelight.  The  following  considerations  must, 
therefore,  be  regarded  in  X-ray  work :  First,  the  shadow  will  always 
be  soniewhat  larger  than  the  object  if  the  tube  is  not  properly  placed, 
but  the  enlargement  will  diminish  as  the  distance  between  object  and 
screen  diminishes,  and  as  that  between  object  and  tube  increases.  If 
the  tube  is  90  centimetres  (3  feet)  away,  the  enlargement  of  a  small 
object  is  so  slight  that  it  may  be  neglected  ;  if,  however,  it  is  desired  to 
determine  the  diameter  of  a  large  object  without  error,  this  may  be  done 
by  first  placing  the  tube  directly  under  one  border  and  marking  its 
position,  and  then  under  the  other  and  marking  that  (see  page  263). 

Second,  the  shape  of  the  shadow  will  depend  upon  the  angle  at 
which  the  rays  strike  the  screen  or  plate.  For  instance,  the  optical 
shadow  of  a  ball  is  oval  when  the  surface  on  which  the  shadow  falls 
is  not  perpendicular  to  the  rays  from  the  source  of  light.  Third,  the 
outline  of  the  shadow  of  an  object  will  also  vary  with  the  angle  at 
which  the  object  is  placed  relatively  to  the  screen  or  plate ;  for  example, 
the  optical  shadow  of  a  heart  would  vary  in  shape  in  accordance  with 
its  position  in  regard  to  either  of  them. 

Distance  of  the  Vacuum  Tube.  —  The  distance  of  the  tube  from  the 
photographic  plate  may  range  from  60  to  92  centimetres  (2  to  3 
feet),  according  to  the  apparatus  used  and  the  part  to  be  photographed ; 
but  it  should  always  be  at  a  considerable  distance  from  the  patient, 
both  on  account  of  the  patient  himself  and  also  for  the  effect  on  the 
picture.  Even  with  a  small  apparatus  the  tube  should  be  at  least  40 
centimetres  away.  Because  of  the  desirability  of  uniformity  of  place 
for  the  tube,  I  generally  put  it  at  a  fixed  distance  from  the  plate 
or  screen,  and  have  found,  as  a  rule,  for  my  static  machine,  that  of 
75  centimetres  the  best,  whatever  the  part  to  be  observed  or  photo- 
graphed, with  the  exception  of  the  abdomen,  pelvis,  and  hips.  Plates 
must  be  exposed  longer  when  the  tube  is  at  a  distance  than  when 
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nearer,  because  the  amount  of  light  is  inversely  as  the  square  of  the 
distance,  but  the  difference  in  time  is  rarely  sufficient  to  cause  incon- 
venience to  the  patient.     When  speed  is  necessary,  thin  parts,  such  as 
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the  hand,  may  be  clearly  and  more  quickly  photographed  with  the 
tube  at  half  this  distance.  Exceptions  may  also  be  made  in  favor 
of  shorter  distances  for  other  parts  when  the  condition  of  the  patient 
requires  haste.     But  varying  the  distance  of  the  tube  from  the  plate 
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with  each  exposure  makes  another  point  to  be  considered  in  estimating 
the  proper  length  of  the  exposure ;  it  is,  therefore,  simpler  as  a  rule  to 
place  the  tube  at  the  same  distance  from  the  plate  for  a  given  apparatus. 

The  following  experiment  serves  to  illustrate  the  effect  on  the  pic- 
ture of  the  distance,  near  or  remote,  of  the  tube  from  the  screen  or 
photographic  plate,  and  from  the  object  examined ;  also  of  the  distance, 
near  or  remote,  of  the  object  from  the  plate. 

Two  pieces  of  cork  .5  centimetre  thick  and  about  10  centimetres 
square,  were  taken,  and  a  line  ruled  diagonally  across  them.  They 
were  then  placed  upright  upon  a  table,  parallel  to  each  other,  and  2 
centimetres  apart,  while  eight  pins  of  the  same  size,  2.5  centimetres 
long,  were  inserted  horizontally  through  the  two  pieces  of  cork  along  the 
diagonal  line  at  such  intervals  that  the  first  pin  was  1.25  centimetres, 
and  the  last  pin  10  centimetres  above  the  table.  Four  photographs 
of  these  pins  were  taken  with  the  tube  at  a  distance  of  30,  45,  61, 
and  92  centimetres  respectively.  Figure  51  shows  the  relative  position 
of  the  tube,  pins,  and  plate.  It  will  be  seen  by  examining  the  cut  (see 
Fig.  52)  that  the  first  pin,  1.25  centimetres  from  the  plate,  was  clearly  out- 
lined in  all  four  radiographs,  but  most  so  where  the  tube  was  92  centi- 
metres from  the  plate.  The  pin  that  was  2.5  centimetres  (i")  from  the 
plate  was  not  clearly  defined  when  the  tube  was  30  centimetres  from 
the  plate,  whereas  the  pin  5  centimetres  (2")  from  the  plate  was  defined 
with  tolerable  sharpness  with  the  tube  92  centimetres  from  the  plate 
and  87  conlimetres  fri>m  the  pin.  The  pin  10  centimetres  (4")  from  the 
plate,  with  the  tube  at  a  distance  of  30  centimetres  from  the  plate,  was 
most  exaiigoratod  in  size  and  least  sharply  defined  of  all  the  pins  in  the 
four  pholi\s;raphs.  It  is  unnecessary  to  describe  the  cut  further,  as  it 
speaks  for  itself.  If  the  object  examined  has  a  length  greater  than 
the  length  of  the  pins  used  in  this  experiment,  of  course  the  error  would 
be  greater.  This  ex{>erimont  demonstrates  that  to  get  the  best  defini- 
tion and  to  prevent  exaggeration  in  the  size  of  the  object  that  is  to  be 
photographed,  or  observed  on  the  tUiorescent  screen,  the  object  must 
be  near  and  the  tube  distant  from  the  plate ;  and  that  the  nearer  the 
tulx*  to  the  plate  the  more  important  is  it  that  the  object  also  be  near 
the  plate. 

Position  of  Tube  and  Screen  or  Plate.  —  The  tube  should  be  so  placed 
that  the  rays  will  tall  as  |vrpondioularly  upon  the  screen  or  photographic 
plate  as  the  given  conditions  will  permit.  The  following  diagrams,  like 
the  cuts  of  the  pins  (see  Fig-s.  51  and  5J\  direct  attention  to  the  effect 
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the  Patient.  —  This  constant  position  is  of  primary  importance,  and  may 
be  obtained  in  the  following  way. 

Plumb-lines,  —  The  stretcher  support  should  be  provided  with  two 
plumb-lines,  one  hanging  from  either  end  of  its  median  line  ;  or  if  the  floor 
of  the  room  is  uncarpeted  a  line  may  be  drawn  upon  it  parallel  with  this 
median  line.  The  stretcher  is  narrow  and  sinks  a  little  with  the  weight 
of  the  patient,  so  that  it  is  easy  to  place  him  in  the  middle  of  it  and  get 
his  median  line  directly  over  that  of  the  stretcher.  The  physician  must 
be  sure  that  the  patient  lies  perfectly  flat.  After  the  patient  is  comfort- 
ably placed  flat  on  his  back,  as  described,  a  cord  150  to  180  centimetres 
(S  or  6  feet)  long,  with  a  small  weight  on  either  end,  is  put  across 
his  chest  on  a  level  with  his  fourth  rib.  The  ends  of  this  line  will  hang 
down  on  either  side  and  form  a  second  pair  of  plumb-lines.  The  phy- 
sician then  sights  from  one  end  of  this  line  to  the  other,  and  from  end 
to  end  of  the  first  pair  of  plumb-lines  described,  and  places  the  target 
of  the  vacuum  tube  at  the  point  where  a  line  drawn  between  the  first 
pair  of  plumb-lines  would  intersect  a  Hne  drawn  between  the  second 
pair  of  plumb-lines  (see  Fig.  48);  the  target  is  thus  brought  immediately 
under  the  point  where  the  median  line  of  the  body  crosses  a  Hne  joining 
the  fourth  ribs  on  the  front  of  the  chest,  and  secures  for  the  tube  a 
position  well  adapted  for  the  examination  of  the  thorax,  and  one  which 
may  be  readily  found  for  a  second  examination.  Of  course  any  other 
determinate  point  than  the  one  described  might  be  chosen.  (See  page  92.) 

I  tested  the  correctness  of  the  plumb-lines  as  a  guide  to  the  position 
of  the  tube,  by  making  two  successive  examinations,  the  patient  getting 
up  and  the  tube  being  moved  after  the  first  examination,  and  both 
patient  and  tube  being  arranged  again  for  the  second.  The  outline  of 
the  heart  and  ribs,  traced  by  means  of  the  fluoroscope  in  these  two  ex- 
aminations, differed  only  by  the  width  of  the  line  marked  on  the  skin. 

Various  other  methods  may  be  used  to  determine  the  proper  position 
for  the  target,  but  it  is  unnecessary  to  detail  them  here. 

Indirect  Plumb-line.  —  When  the  median  line  is  not  available  as  a 
point  of  reference,  an  indirect  plumb-line  (see  Fig.  54)  may  be  used. 
The  method  of  using  this  plumb-line  is  shown  in  Fig.  55. 

Relative  Position  of  Patient,  Tube,  and  Screen  or  Photographic  Plate 
Noted. —  The  comparison  of  two  or  more  X-rays  examinations  made  at 
different  times,  of  a  diseased  organ  or  part,  or  the  comparison  of  a  dis- 
eased with  a  normal  organ  or  part,  is  often  essential;  therefore  the  rela- 
tive position  of  patient,  tube,  and  screen  or  plate  should  be  noted  at  the 
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first  examination,  so  that  these  same  positions  may  be  renewed  at  the 
second  or  third  examination. 


Fig.  53.  The  diagrams  are  drawn  to  scale.  In  the  two  left-hand  diagrams  the  target  of  the 
tube  was  75  centimetres  (30  inches)  from  the  plate ;  in  the  two  right-hand  diagrams.  38  centimetres 
(15  inches)  from  the  plate.  The  object  is  6  centimetres  wide  (about  2I  inches),  and  the  upper  sur- 
face is  7.5  centimetres  (3  inches)  above  the  plate  or  screen. 

The  shadow  of  the  object  is  indicated  by  a  line  just  above  the  line  representing  the  screen  or  plate. 

These  diagrams  illustrate  the  eftect  on  the  shadow  when  the  object  to  be  examined  with  the  fluo- 
rescent screen,  or  photographed,  is  at  some  little  distance  from  the  screen  or  plate ;  when  the  target 
is  at  a  distance  or  near  the  screen  or  plate ;  and,  third,  the  effect  of  the  inclination  of  the  plate  or 
screen  on  the  picture. 
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It  is  more  comfortable  for  the  patient  and  more  convenient  for  the 
practitioner  to  examine  patients  in  the  hospital  reclining  on  the  stretcher 
on  which  they  have  been  brought  to  the  X-ray  room  from  the  ward. 


Fig.  54.     Indirect  plumb-line.    Scale  4. 

An  instrument,  which  is  a  form  of  plumb-line,  to  be  used  when  the  patient  is  lying  on  the 
stretcher,  that  I  have  devised  for  determining  the  exact  position  of  the  vacuum  tube  when  it  is 
desired  to  place  it  directly  under  the  point  to  be  examined.  This  instrument  is  especially  useful  in 
cases  where  the  median  line  is  not  available  as  a  p>oint  of  reference.  By  it  the  proper  position  for  the 
tube  may  be  obtained  when  it  is  desired  to  determine  the  right  and  left  borders  of  a  large  heart 
separately. 

This  instrument  is  made  of  strips  of  cedar  3  millimetres  thick  and  2.5  centimetres  wide.  There 
is  a  counterpoise  of  lead  on  the  end  of  the  arm  beyond  .*/.  The  vertical  piece  from  which  the  arms 
A  and  ^  extend  is  made  of  two  strips  of  cedar,  fastened  at  either  end  and  separated  2  centimetres 
in  the  middle  by  a  piece  of  cork.     This  is  done  to  give  stiffness. 

A  piece  of  thin  wood  about  5  centimetres  square,  with  a  depression  in  the  centre  (not  shown  in 
the  figure),  is  placed  on  the  patient  so  that  the  depression  is  over  the  point  to  be  examined,  directly 
under  which  it  is  desired  to  bring  the  vacuum  tube.  The  rounded  point,  .-/,  is  placed  in  the  depres- 
sion, and  the  rest  of  the  instrument  being  free  to  swing,  the  weight,  B,  will  hang  directly  under  A ;  the 
fwsition  for  the  target  of  the  tube  is  just  under  B. 


But  out-patients  and  all  those  well  enough  to  walk  to  the  X-ray 
room  may  be  examined,  if  desired,  while  sitting  or  standing;  though 
even  for  such  patients  the  reclining  position  has  advantages,  not  the 
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least  being  the  fact  that  the  patient  is  in  a  restful  position  and  the  exami- 
nation is  the  reverse  of  irksome  to  him. 


Fu;.  55.    Shows  method  of  using  indirect  plumb-line. 

At  times,  patients  who  have  serious  chest  disease  cannot  lie  down 
without  discomfort,  and  they  should,  of  course,  be  examined  while  sit- 
ting  up.     In    pneumohydro  or  pneumopyothorax   the  sitting    position 
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should  always  be  used,  and  in  obscure  diseases  of  the  chest  it  is  well  to 
look  at  the  patient  both  when  sitting  up  and  lyings  down. 


Fifi,  56.    Shows  11  parieut  sitting  on  a  high  stf>oI  wiih  hb  b**ck  resting  against  a  ireriical 

canvas  supp<irl. 

The  fluore$ceTil  screen  iB  m  a  shallow  wooden  box  supported  on  the  frame  vvhich  carries  <he 
vacuitm  lube.  The  tutie.  which  has  been  temporarily  removfd  from  the  Jead-Ujifd  box,  is  71  cenii- 
mctrts  isS  inches)  from  the  screen,  directly  and  square! y  l*ehind  the  patient,  and  opposite  the  median 
line  of  ibc  body.  The  frame  which  carries  the  screen  and  Ihe  tube  can  lie  moved  up  or  down  at 
pletisure;  tH  weight  being  siip|Khrtt?d  liy  n  etjunterpoise  inside  the  square  upright  on  ihc  patient's 
right.    The  vacuum  labc  cun  aihtj  tx:  swung  horiionially. 

When  the  physician  is  seated  in  ihc  L-hair,  his  eyes  are  about  on  a  level  with  the  patient's  heart 
This  melhod  is  not  a*  convenient  as  thai  in  which  the  swivel  chair  rlescribed  below  is  used*   (Fig.  58,) 

Sitting  Position.  —For  examining  the  patient  in  a  sitting  instead  of 
a  recumbent  position,  the  following  arrangements  are  convenient. 

The  patient  is  placed  on  a  stool  as  in  Figs.  56,  57,  or  better  in  a  revolv- 


The  position  for  the  feet  of  the  chair,  with  regard  to  the  target, 
should  be  marked  on  the  floor. 

The  tube,  held  in  a  stand  with  a  vertical  adjustment  so  that  it  can  be 
raised  or  lowered,  is  placed  behind  the  patient  at  a  distance  of  75  centi- 
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metres  from  the  screen,  on  a  level  with  the  fourth  rib.     The  tube  can 
also  be  swung  horizontally  by  means  of  a  simple  adjustment,  so  that  the 
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light  can  pass  through  the  body  at  an  angle,  if  desired,  or  the  tube 
may  be  arranged  as  in  Fig.   58. 
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The  target  should  be  placed  75  centimetres  from  the  patient  and 
opposite  the  median  line  where  it  is  crossed  by  the  fourth  rib.  To 
obtain  the  proper  distance  from  the  patient,  a  line  of  the  desired  length 
may  be  drawn  on  the  floor  at  right  angles  to  the  middle  of  the  back  of 
the  chair ;  to  determine  the  proper  height,  the  distance  from  the  floor 
to  the  fourth  rib  may  be  measured  by  a  rod  from  the  floor  up. 

The  physician  should  be  seated  on  a  low  stool  or  chair,  of  such 
a  height  from  the  floor  that  his  eyes  are  at  a  convenient  level  for  look- 
ing at  the  chest  with  the  fluorescent  screen,  the  seat  of  the  patient  being 
higher  than  an  ordinary  chair;  55  centimetres  from  the  floor  is  a  con- 
venient height  for  the  seat  of  the  patient's  chair,  and  35  centimetres 
for  that  of  the  physician's.  The  chair  should  be  turned  all  the  way 
around  during  the  examination  so  that  the  organs  of  the  chest  may  be 
examined  from  all  points  of  view,  the  arms  of  the  patient  being  held 
over  his  head  when  they  interfere  with  the  examination. 

Standing  Position.  —  The  patient  can  also  be  examined  while  stand- 
ing if  it  is  desired,  the  tube  being  held  in  the  required  position  by  means 
of  an  adjustable  tube  holder. 

These  cuts  show  the  method  of  examining  the  chest  with  the  target 
of  the  vacuum  tube  placed  at  a  point  opposite  the  junction  of  the 
median  line  of  the  body  with  a  line  drawn  across  the  fourth  ribs ;  but 
cases  occur  in  which  the  chest  must  also  be  examined  from  other  points 
of  view,  in  order  to  obtain  all  the  information  desired.  Some  of  these 
cases  are  taken  up  in  later  chapters,  but  it  is  unnecessary  to  discuss  them 
all  in  detail,  as  the  principles  upon  which  they  rest  have  been  suffi- 
ciently indicated. 

General  Rules  for  Examination  with   the    Fluorescent  Screen 

Dark  Room.  —  All  examinations  with  the  fluorescent  screen  or  fluor- 
oscope  should  be  made  in  a  dark  room,  and  light  from  all  sources  should 
be  excluded ;  even  that  from  the  vacuum  tube  by  enclosing  it  in  a 
box.  Before  making  an  examination  during  the  daytime  the  physician 
must  remain  in  the  dark  room  for  about  10  minutes,  and  if  he  goes  into 
this  room  directly  from  out-of-doors,  he  must  wait  longer  on  light  than 
on  dark  and  cloudy  days.  This  delay  is  irksome  but  necessary,  un- 
less he  adopts  the  simple  expedient  of  wearing  dark  glasses  for  15 
or  20  minutes  before  going  into  the  X-ray  room.  At  one  time  it 
seemed  to  me  that  the  above-mentioned  delay  might  prove  a  serious 
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obstacle  to  making  X-ray  examinations,  but  I  found  that  by  wearing 
dark  glasses  during  the  last  portion  of  my  hospital  visit,  my  eyes,  on 
going  into  the  dark  room,  were  soon  in  a  condition  for  seeing  the  image 
on  the  fluorescent  screen.  When  a  photograph  is  to  be  taken,  the  dark 
room  and  dark  glasses,  or  the  waiting,  are  of  course  unnecessary. 

Adaptation  of  the  Eyes  to  the  Dark  Room.  —  After  exciting  the  tube, 
if  it  is  uncovered,  the  eyes  see  nothing  in  the  dark  room  except  the 
green  light  in  the  tube  itself ;  all  else  is  black  darkness ;  but  after  a  few 
moments  the  eyes  begin  to  recognize  objects  in  the  room,  and  as  soon 
as  this  can  be  done  their  ability  to  see  other  objects  augments  rapidly, 
and  within  a  few  seconds  many  things  are  seen  that  could  not  be  recog- 
nized at  first.  When  the  eyes  are  once  adapted  to  the  darkened  room 
the  power  of  seeing  there  is  not  temporarily  lost  even  if  it  is  left  for 
a  moment  to  go  into  a  lighted  room.  Certain  changes  or  adaptations  to 
conditions  of  light,  which  occur  in  the  eyes,  require  time. 

Eyes  of  different  individuals  do  not  see  equally  well  the  appearances 
on  the  fluorescent  screen.  It  is  not  a  question  of  acuteness  of  vision 
only,  I  think,  but  eyes  differ  in  this  respect. 

Examination  with  the  Open  Fluorescent  Screen.  —  The  advantage  of 
this  method  (Fig.  59)  is  that  the  eyes  may  be  at  a  distance  from  the 
screen  when  it  is  necessary  to  study  the  whole  of  a  large  picture,  as  in 
comparing  one  side  of  the  thorax  with  the  other,  —  this  view  is  of  great 
importance  in  diseases  of  the  chest,  —  or  near  to  it,  if  desired,  when 
some  detail  is  to  be  considered.  The  following  cut  shows  the  method 
of  examination  by  means  of  the  open  screen,  which  is  the  one  I  habitu- 
ally use,  and  for  examinations  of  the  chest  it  is  the  most  satisfactory. 
The  screen  is  30  x  35  centimetres  (12  x  14  inches)  in  size,  and  is  in  a 
shallow  box  open  at  the  top.  A  portion  of  the  plumb-line  at  the  head 
of  the  stretcher  is  seen  in  the  cut,  and  both  ends  of  the  plumb-line, 
that  is  passed  across  the  chest  on  a  level  with  the  fourth  rib,  are  also 
seen.  These  lines,  as  already  described,  are  used  to  determine  the 
position  of  the  target.  The  line  across  the  chest  is  usually  removed 
before  the  examination,  but  is  left  in  the  picture  to  show  the  method. 
The  observer  generally  stands  on  the  patient's  right,  but  is  seen  here 
standing  on  his  left  in  order  not  to  obstruct  the  view,  as  the  position  of 
the  static  machine  did  not  permit  the  photograph  to  be  taken  from  the 
left  side. 

When  it  is  desired  to  compare  the  apices  of  the  lungs,  a  screen  with 
a  curved  piece  cut  out  of  one  of  the  sides,  so  as  to  admit  the  chin,  is  use- 
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ful,  as  by  this  device  the  screen  can  be  raised  higher  up  on  the  chest, 
and  a  more  complete  view  of  the  apices  can  be  obtained. 


Fig.  59.  This  cut  shows  the  method  of  examining  the  whole  thorax  with  a  large  open  screen. 
30  by  35  centimetres,  placed  in  a  shallow  box,  the  side  of  which  is  shown  under  the  hand,  the  dark 
cloth  being  drawn  aside  for  the  purpose.  The  method  here  sliown  is  the  best  for  comparing  one  side 
of  the  thorax  with  the  other.  Tlie  observer  is  standing  on  the  left  side  of  the  patient,  in  order  that  the 
latter  may  be  visible.  The  observer  should  stand  on  the  right  side  and  have  one  hand  on  one  of  the 
long  handles  seen  above  the  patient's  head,  as  by  this  means  the  amoimt  of  light,  which  should  be 
varied  as  the  examination  proceeds,  is  controlled. 
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The  practitioner  should  be  so  placed,  as  shown  in  Fig.  58,  and 
indicated  in  Fig.  59,  that  he  can  vary  the  amount  of  light  as  the  exami- 
nation proceeds,  without  lifting  his  eyes  from  the  fluorescent  screen ; 
but  the  light  must  be  adjusted,  as  seems  best,  for  the  actual  moment  of 
drawing.  It  can  and  should  be  altered,  however,  when  needed,  from 
time  to  time,  as  the  different  organs  to  be  traced  demand. 

Examination  from  Different  Points  of  View.  —  It  is  often  an  advan- 
tage to  examine  the  thorax  or  the  extremities  from  different  points  of 
view.  To  this  end  the  patient  may  turn  on  the  stretcher,  or  the  screen 
may  be  moved,  or  both.  More  specific  directions  for  examining  spe- 
cial organs  will  be  given  in  the  chapters  devoted  to  the  consideration 
of  special  diseases. 

Method  for  recording  the  Appearances   seen  on  the   Fluores- 
cent Screen 

The  photograph  makes  a  record  in  itself,  but  the  appearances  seen 
on  the  screen  must  be  made  permanent  for  further  reference.  They  may 
be  recorded  without  removing  the  clothing,  or  with  the  part  to  be  exam- 
ined bared.    The  latter  is  the  better  way  when  the  thorax  is  in  question. 

Without  Removal  of  Clothing ;  Tracings  made  on  a  Thin  Sheet  of 
Glass  or  Film  of  Celluloid.  —  First,  points  of  reference  are  necessary  in 
order  that  tracings  made  at  different  periods  may  be  compared,  if 
desired ;  and  these  may  be  obtained  by  placing  pieces  of  metal  over 
certain  parts.  For  instance,  when  examining  the  thorax,  a  piece  of 
metal  rod  covered  with  rubber  is  placed  over  the  sternum  in  the  median 
line,  and  other  pieces  of  metal  over  the  nipples.  The  screen  is  then 
covered  with  a  thin  sheet  of  glass  or  film  of  celluloid  and  placed  on 
the  chest  (see  Fig.  60).  The  shadows  of  the  points  of  reference  are 
first  drawn  in  with  a  lithographer's  pencil,  and  afterward  the  appear- 
ances the  physician  desires  to  record.  The  celluloid  or  glass  may  be 
washed  with  alcohol  and  used  again  after  the  lines  drawn  on  it  have 
been  traced  on  paper. 

With  Removal  of  Clothing ;  Tracings  made  upon  the  Skin.  —  The 
pencil  used  for  drawing  in  the  outlines  seen  should  make  a  good  mark 
on  the  skin  with  the  slightest  touch,  and  it  should  be  placed  in  a  metal 
holder  or  be  provided  with  a  narrow  strip  of  lead  along  its  length, 
because  this  metal  casts  a  shadow,  and  therefore  the  physician  is  able 
to  follow  its  point  as  he  traces  the  appearances  observed.  I  have  had 
some  special  pencils  made,  but  the  crayons,  in  brass  tubes,  which  actors 
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use  for  pencilling  the  eyebrows  answer  the  purpose  very  well.  No 
metal  is  necessary  for  obtaining  the  points  of  reference  as  is  required 
in  the  method  just  described.     A  mark  is  made  on  the  skin,  with  the 


Fig.  6o.  Shows  niethod  of  examining  a  patient  with  the  screen  with  celluloid  cover,  on  which 
the  outlines  of  the  heart  and  diaphragm  have  been  traced.  The  diaphragm  under  the  stretcher  is 
pulled  a  little  out  of  place  so  that  it  may  be  better  seen :  it  should,  of  course,  be  directly  under  the 
outlines,  as  they  are  being  drawn  on  the  screen,  when  an  examination  is  made. 
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radiographic  pencil  described,  over  the  sternal  notch,  and  another  over 
the  ensiform  cartilage,  in  order  to  indicate  the  median  line,  which  has 
been  obtained  by  drawing  a  line  from  the  umbilicus  to  the  sternal  notch. 
The  screen  is  then  held  sufficiently  above  the  surface  of  the  body  to 
allow  the  hand  to  move  freely  while  tracing  upon  the  skin  the  appear- 
ances observed  on  the  screen  (see  Fig.  61).  It  is  well  to  go  over 
all  the  lines  traced  a  second  time  (after  the  patient  has  taken  several 
deep  inspirations),  and  to  check  them  carefully,  in  order  that  no 
mistakes  may  be  made.  The  border  of  an  organ  may  often  be  de- 
termined with  advantage  by  a  series  of  dots,  which  can  be  joined 
after  the  screen  has  been  removed,  instead  of  by  full  lines ;  for  if  dots 
are  made  there  is  less  likelihood  that  the  skin  will  be  pushed  out  of 
position  by  the  pencil  as  it  moves  over  its  surface,  and  although  it  is 
not  liable  to  be  moved  out  of  place  in  any  case  unless  the  tracing  is 
clumsily  done,  still  these  dots  are  a  simple  precaution.  The  next  step 
is  to  copy  these  lines  on  to  tracing  cloth. 

Outlines  made  on  the  Skin  traced  on  to  Tracing  Cloth.  —  A  piece  of 
tracing  cloth  or  tracing  paper  about  30  centimetres  S4  rre,  across  the 
middle  of  which  a  straight  line  has  been  ruled,  is  placed  upon  the  chest  in 
such  a  position  that  its  median  line  falls  directly  over  that  of  the  body. 
The  sternal  notch,  ensiform  cartilage,  and  the  nipples  should  be  traced 
upon  the  cloth,  and,  if  desired,  the  outlines  also  of  any  of  the  ribs  and  the 
costal  border  may  be  added  ;  but  the  former  are  usually  sufficient  as  points 
of  reference.  The  tracings  made  on  the  skin  are  then  retraced  on  to  the 
cloth.  The  cloth  must  be  held  firmly  but  gently  while  these  tracings 
are  made ;  it  must  not  be  allowed  to  slip  from  its  original  place,  nor 
must  it  be  pressed  so  hard  as  to  slide  it,  and  thus  its  position  or  that  of 
the  skin  be  disturbed.  The  tracings  on  the  chest  should  be  retraced 
on  to  the  cloth  before  the  patient  has  changed  his  position,  and  after 
these  lines  have  been  copied  the  physician  should  see,  before  removing 
the  cloth,  that  the  tracing  upon  it  agrees  perfectly  with  the  tracing 
upon  the  skin.  The  lines  on  the  skin  are  easily  removed  by  means  of 
a  little  alcohol. 

Measurements  made  on  Chest  transferred  to  Blanks.  —  The  appear- 
ances seen  on  the  chest  may  be  also  recorded  on  suitable  blanks.  Some 
fifteen  or  twenty  years  ago  I  had  a  plate  made  that  gave  the  outlines 
of  the  chest,  which  was  copied  from  an  anatomical  plate,  but  reduced 
so  that  it  was  one-half  the  normal  size.  The  blank  made  from  this 
reduced  plate  I  used  for  making  records  of  auscultation  and  percus- 


8o       THE   ROENTGEN    RAYS   IN    MEDICINE  AND   SURGERY 

sion,  as  any  measurements  made  on  the  chest  could  be  transferred  to 
the  blank  by  reducing  them  one-half.  These  blanks  I  now  also  use  for 
records  of  X-ray  examinations.  The  outlines  drawn  on  the  chest  may 
be  measured,  reduced,  and  transferred  to  the  blanks  as  was  done  with 


Fig.  6i.  Sho>*'s  the  method  of  drawing  the  outlines  on  the  patient's  skin  while  looking  through 
the  fluoroscopc.  Tlie  fluorosco|>e  is  held  farther  away  from  the  paiient  than  is  necessan-  in  practice, 
in  order  that  the  pencil  which  is  under  it  may  be  shown  in  the  picture.  The  obser\er  usually  stands 
on  the  patient's  right,  but  in  order  to  show  tlie  method  of  examination  better,  he  is  seen  standing  on 
the  patient's  left. 

The  diaphragm  (see  Fig.  60),  which  is  placed  under  the  patient's  chest  in  order  to  obtain  a 
better  definition  of  the  outlines,  does  not  show  in  this  cut. 

the  records  of  auscultation  and  percussion.  Some  of  the  cuts  given  in 
the  following  pages  to  illustrate  the  appearances  seen  in  the  chest  are 
photographic  rcproducticTus  of  the  records  thus  made  (see  Fig.  106), 
while  others  are  from  photographs  of  the  tracings  made  on  the  tracing 
cloth  (see  Fig.  S2);  both  kinds  of  cuts  are  about  one-third  life  size. 
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Additional  Records.  —  The  name  and  age  of  the  patient,  the  volume 
and  page  of  the  records,  the  diagnosis,  and  any  memoranda  referring 
to  the  X-ray  examination,  should  be  made  upon  the  tracing  cloth  as 
soon  as  it  is  removed  from  the  chest,  or  on  the  blank  described,  in 
order  to  reduce  the  chance  of  any  mistake  to  a  minimum ;  or  these 
additional  data  (together  with  the  physical  examination,  history,  etc.) 
may  be  made  upon  blanks  of  the  same  size  prepared  for  the  purpose,  and 
pinned  to  the  tracing  cloth  after  the  outlines  have  been  drawn  upon  it. 
A  complete  and  convenient  record  of  a  case  is  thus  obtained  for  filing. 

Methods  of  Localization.  —  Various  methods  have  been  devised  for 
locating  the  position  of  foreign  bodies  and  of  new  growths  in  different 
parts  of  the  body.  Many  of  them  are  very  ingenious,  but  somewhat 
complicated  for  use  by  the  general  practitioner.  The  subject  of  locali- 
zation will  be  further  discussed  in  later  chapters,  but  I  will  outline  four 
simple  methods  that  require  no  special  apparatus  by  which  the  ob- 
server may  determine  whether  the  object  to  be  located  is  nearer  the 
front  or  the  back  of  the  chest.  These  methods  are  based  in  part  on  the 
fact  that  if  the  outline  of  the  shadow  is  sharp  and  not  exaggerated, 
the  object  casting  it  is  near  the  screen. 

The  principle  involved  requires  that  two  examinations  be  made  with 
the  fluorescent  screen,  each  from  a  different  point  of  view;  or  two 
X-ray  photographs  may  be  made,  except  when  the  third  method  is 
used.  The  first  method  requires  the  movement  of  the  tube  only,  after 
the  first  examination  has  been  made,  the  position  of  the  screen  remain- 
ing constant  in  the  two  examinations  ;  the  second  method  demands 
that  both  the  screen  and  the  tube  be  moved,  their  respective  positions 
with  regard  to  the  patient  being  reversed  ;  the  third  method  depends 
upon  the  movement  of  the  object  to  be  located ;  and  the  fourth  upon 
the  movement  of  the  part  of  the  body  in  which  the  given  object  is 
situated.  The  last  method  is  described  in  some  detail  in  the  chapter 
on  Foreign  Bodies,  pages  531  and  532. 

First  Method.  —  The  screen  is  placed  on  the  back  or  front  of  the 
chest,  as  the  case  may  be,  and  the  tube  opposite  the  screen  on  the 
other  side  of  the  patient.  The  position  of  the  shadow  cast  upon 
the  screen  is  then  noted.  Next  the  tube  is  moved  —  vertically  if 
the  patient  is  examined  sitting  up,  and  horizontally  if  he  is  lying  down 
—  through  a  distance  of  30  to  60  centimetres,  and  the  position  of  the 
shadow  is  again  noted.  If  the  object  which  makes  the  shadow  is  near 
th^   screen,  there  will  be  little  difference  between  the   two   positions 
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of  the  shadow  and  the  shadows  will  be  more  sharply  defined.  If,  on  the 
contrary,  the  object  is  distant  from  the  screen,  there  will  be  consider- 
able difference  between  the  two  positions  of  the  shadow,  and  the  shad- 


ows will  be  larger  and  less  sharply  defined.  Figures  62  and  63  illustrate 
this  method.  The  screen  is  against  the  back  of  the  chest  and  the  tube 
(not  shown  in  the  cut)  was  placed  in  front  of  the  patient,  60  centimetres 
(2  feet)  distant  from  the  screen,  and  about  as  high  as  the  shoulder  when 
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the  lower  of  the  two  shadows  was  cast,  and  about  on  a  level  with  the 
umbilicus  when  the  higher  was  cast.  The  object  in  Fig.  62  is  seen  near 
the  back  of  the  chest  and  therefore  the  shadows  are  sharply  defined 
and  near  together.     In  Fig.  63  the  object  is  near  the  front  of  the  chest, 


and  therefore  the  shadows  are  seen  farther  apart,  and  they  are  larger 
and  less  sharply  defined. 

Second  Method.  —  The  screen  is  placed  on  the  back  of  the  patient  and 
the  tube  in  front  of  his  chest,  and  the  definition  of  the  shadow  on  the 
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screen  is  noted ;  the  positions  of  the  tube  and  screen  are  then  reversed 
and  the  definition  of  the  shadow  is  again  noted.  By  comparing  the 
respective  sharpness  of  definition  of  the  two  shadows  it  is  obvious  that 
the  observer  will  be  able  to  determine  whether  the  object  is  nearer  the 
front  or  the  back  of  the  chest,  for  the  nearer  the  object  is  to  the  screen 
the  sharper  is  the  definition  of  the  shadow. 

Third  Method.  — The  object  in  this  case  is  moved  by  the  respiratory 
movement  of  the  lung.  If  it  is  near  the  screen  there  will  not  be  much 
difference  between  the  two  positions  of  the  shadows  cast  in  expiration 
and  inspiration  respectively,  and  the  shadow  will  be  more  sharply 
defined ;  if  distant  from  the  screen  there  will  be  a  greater  difference, 
the  shadows  will  be  larger  and  less  sharply  defined.  In  order  to  deter- 
mine whether  the  object  is  nearer  the  front  or  the  back  of  the  chest  the 
observer  should  examine  the  patient  with  the  screen  on  the  back  of  the 
patient  and  the  tube  in  front  of  him,  and  next  with  the  relative  positions 
of  the  tube  and  screen  reversed,  and  then  compare  the  distance  which 
the  shadow  moves  and  the  size  of  the  shadows  in  the  two  different 
positions  of  the  tube  and  screen.  Figures  64  and  65  illustrate  this  method. 
See  also  chapter  on  New  Growths,  pages  333  to  338,  case  of  Daniel  M. 

Method  of  Examination  by  X-Ray  Photographs 

Precautions  necessary  in  taking  Radiographs.  —  Before  a  radiograph 
is  taken  all  metal  should  be  removed  from  about  the  part  as  far  as  pos- 
sible. Buckles  of  metal,  glass  or  bone  buttons,  or  splints  of  metal 
would  interfere  with  the  picture  if  they  came  just  over  the  parts  which 
it  is  desired  to  show  most  clearly.  Wooden  splints  and  dressings  of  cotton 
do  not  interfere  except  in  so  far  as  they  prevent  the  plate  from  being 
brought  close  to  the  bone  of  which  a  radiograph  is  desired.  The  bone  is 
thus  out  of  focus,  as  it  were,  and  its  outlines  are  less  well  defined.  If, 
however,  plaster  is  used,  or  the  dressings  are  thick  and  moist,  or  if  they 
contain  iodoform,  or  any  substance  through  which  the  rays  do  not  pass 
readily,  the  picture  cannot  be  so  satisfactory.  It  is  well  to  remember 
that  a  piece  of  iodoform  may  be  mistaken  for  a  foreign  body,  as  it  is 
quite  as  opaque  to  the  rays  as  some  of  the  metals  (see  chapter  on  Frac- 
tures, Fig.  248).  The  advantage  of  wooden  splints  and  cotton  dressings 
will  be  discussed  in  the  chapter  on  Fractures.  Sticking  plaster  may 
cast  a  shadow  which  would  suggest  a  defect  in  the  bone.  In  medico- 
legal cases,  where  there  is  a  question  of  a  bullet  in  the  body,  no  clothing 
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should  be  allowed  to  remain  over  the  suspected  part,  as  a  bullet  might 
be  concealed  in  the  clothing. 

Data  on  Negative.  —  The  distance  of  the  tube  from  the  plate  should 
be  noted  on  the  negative  for  reference,  and  the  point  on  the  skin  directly 
opposite  which  the  target  is  placed  should  be  marked  by  means  of  a 
metal  washer  which  can  be  fastened  in  place  (see  Fig.  263),  if  necessary, 
by  a  small  bit  of  plaster.  Before  the  metal  is  removed  a  minute  quan- 
tity of  staining  fluid  may  be  dropped  into  the  hole  of  the  washer ;  a 
mark  is  thus  left  on  the  skin  which  enables  the  surgeon  to  know  the 
point  of  view  from  which  the  radiograph  was  taken.  These  reference 
points  are  an  aid  to  the  practitioner  in  the  interpretation  of  the  negative 
(see  Chapter  XIX,  page  473,  for  further  remarks  on  this  point),  for  it  is 
important,  in  order  to  understand  the  negative,  to  know  the  direction  and 
distance  of  the  source  of  light ;  with  these  reference  points  the  practi- 
tioner can  put  himself  in  the  same  place  with  regard  to  distance  and  direc- 
tion when  observing  the  negative  as  the  target  occupied  when  the  radio- 
graph was  taken.  As  stated  on  page  65,  the  target  should  be  directly 
opposite  the  object  to  be  examined,  so  far  as  may  be,  but  in  the  case  of  a 
possible  injury  to  the  bone,  for  instance,  this  exact  place  may  not  always 
be  found,  although  this  is  often  possible  if  a  preliminary  survey  is  taken 
by  means  of  the  fluorescent  screen.  The  diagram  shown  on  page  68 
indicates  how  distance  and  direction  would  alter  the  shadow  cast. 

For  further  identification  of  the  position  of  the  negative  with 
regard  to  the  part  photographed,  small  brass  letters  half  a  centi- 
metre high,  that  can  be  bought  at  hardware  stores,  may  be  fastened 
on  to  the  envelope  that  holds  the  plate,  or  to  the  patient's  body,  while 
the  exposure  is  being  made.  For  example,  R  and  L  would  indicate  upon 
which  side  of  an  extremity,  head,  or  trunk  the  plate  was  placed ;  A  and  P 
whether  it  was  on  the  anterior  or  posterior  surface.  The  radiograph 
would  show  whether  a  leg  or  arm  had  been  taken,  but  the  word  "  leg  ** 
or  "  arm  *'  could  be  added  if  desired. 

R.  O.  =  Right  (leg  or  arm)  outer  side. 
R.  /.    =      "         "  "      inner  side. 

R.  A,  =      "         "  "      anterior  surface. 

R.  P.  =      **         "  "      posterior  surface. 

The  position  of  the  plate  can  be  more  quickly  identified  if  these  letters 
are  always  in  one  part  of  it ;  therefore  it  is  well  in  all  cases  to  place  them 
in  the  upper  right  hand  quadrant,  for  instance. 
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Examination  with  Screen  before  Radiograph  is  Taken.  —  Before  the 
plate  is  put  over  the  part  to  be  photographed,  it  is  often  an  advantage 
to  examine  this  part  with  the  fluoroscope,  in  order  to  learn  the  best  posi- 
tion for  the  plate.  The  plate  is  then  put  gently  over  the  desired  spot 
without  moving  the  patient  or  disturbing  the  part. 

Position  of  Plate.  —  As  a  rule  the  plate  should  be  placed  above  the 
part  to  be  examined,  and  the  tube  be  put  below  the  patient ;  in  this 
case  the  picture  is  not  reversed  as  regards  right  and  left;  there  are, 


Vie.  66,     M.  G.     Cut  shows  hyoid  Iwne  and  part  of  trachea.     Plate  against  side  of  neck. 

however,  some  parts,  as  the  spine,  for  instance,  where  the  radiograph  can 
be  more  conveniently  taken  with  the  position  of  these  objects  reversed. 

If  an  X-ray  photograph  of  the  head  is  to  be  taken,  the  tube  may  be 
placed  either  above  or  below  the  patient,  but  it  is  more  comfortable  for 
the  patient  to  place  it  in  the  latter  position  and  to  rest  the  plate  gently 
upon  the  upper  side  of  the  head,  the  plate  being  partly  supported 
by  a  block  under  one  corner  and  steadied  by  a  folded  cloth  placed 
over  it. 

The  plate  should  be  brought  as  near  as  possible  to  the  part  to  be 
photographed;  for  example,  in  taking  a  photograph  of  the  larynx, 
plates  7.5  or  10  centimetres  wide  should  be  used,  in  order  that  they 
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may  be  placed  between  the  lower  jaw  and  the  clavicle,  and  thus  be 
brought  close  against  the  larynx. 

X-ray  photographs  showing  the  hyoid  bone,  the  thyroid  and  cricoid 
cartilages,  may  be  made  by  placing  a  narrow  plate  close  against  the 
side  of  the  neck  (see  Fig.  66). 

It  is  somewhat  better  to  place  the  film  side  of  the  plate  against  the 
patient,  for  two  reasons :  first,  if  the  other  side  is  next  the  patient,  some 
portion  of  the  rays  do  not  reach  the  film,  as  they  are  absorbed  by  the 
glass ;  second,  the  film  is  a  little  farther  removed  from  the  part  to  be 
photographed,  and  therefore  the  picture  will  be  less  sharply  defined.  To 
interpret  an  X-ray  picture  as  regards  right  and  left,  it  is  necessary  to 
know  the  relative  positions  of  the  film  side  of  the  plate,  the  patient,  and 
the  tube.  When  the  arrangement  is  as  in  Fig.  69,  fractured  leg,  right 
and  left  are  not  reversed  on  the  print.  The  interpretation  of  the  X-ray 
picture  is  an  important  point,  and  is  further  discussed  in  Chapter  XVII, 
Introduction  to  Surgery,  and  Chapter  XI,  on  Aneurisms. 

The  shoulder  may  be  photographed  with  the  patient  lying  on  his 
back  or  on  his  face  on  the  stretcher.  If  on  his  back,  the  plate  is  placed 
on  the  front  of  the  shoulder,  or  it  may  be  supported  under  the  stretcher, 
as  described  below;  if  on  his  face,  on  the  shoulder  blade. 

If  a  photograph  of  the  knee  is  desired,  the  patient  may  lie  on  his  side 
on  the  stretcher  and  the  plate  be  put  above  the  knee.  A  folded  sheet 
or  cloth  may  then  be  placed  on  the  plate ;  the  cloth  should  be  large 
enough  to  extend  beyond  the  plate  and  rest  on  the  stretcher,  and 
by  its  weight  steady  the  plate  and  assist  in  keeping  it  in  its  proper 
position. 

The  arch  of  the  foot  usually  shows  best  on  the  plate  when  a 
side  view  of  the  foot  is  taken,  that  is,  with  the  plate  resting  against 
the  inside  of  the  ankle  ;  two  views  may  be  useful  and  are  quite  prac- 
ticable :  one  with  the  patient  standing  and  throwing  the  weight  of 
his  body  on  the  foot ;  and  the  other  sitting.  To  take  a  radiograph  of 
the  foot  with  the  weight  resting  upon  it,  the  patient  should  stand  on  a 
wooden  stool,  the  tube  should  be  placed  on  a  level  with  the  top  of  the 
stool  opposite  the  outside  of  the  foot,  and  the  plate  be  held  against  the 
inside  of  the  foot.  To  make  the  outlines  of  the  bones  on  the  inner  side 
more  easily  distinguished  from  those  on  the  outer  side  of  the  foot, 
the  tube  may  be  placed  only  30  or  40  centimetres  from  the  plate;  thus 
only  the  bones  near  the  plate  are  sharply  defined  (see  photograph  of 
pins  on  page  67). 
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The  method  for  photographing  different  parts  of  the  body  is  illus- 
trated by  the  following  cuts,  and  will  be  further  discussed  and  illustrated 
in  the  chapter  on  Fractures. 


METHODS  OF   EXAMINATION 


91 


Fractured  Leg.  — The  cut  on  page  92  (Fig.  69)  shows  the  method  of 
photographing  a  fractured  leg.  The  patient  has  been  brought  from 
the  hospital  ward  into  the  X-ray  room  on  a  stretcher  which  was  placed 
on  the  wooden  horses  shown  in  the  picture.  The  stretcher  is  lengthened 
at  the  patient's  head  by  means  of  a  shelf,  hinged  on  to  one  of  the  horses, 
which  may  be  turned  up  when  it  is  desired  to  make  the  stretcher  longer, 
as  in  this  case. 


FlO.  68.    Another   cut   showing   cervical   vertebrne  and   position   of  some  of  the  parts  in  front  of 
them.    In  the  negative  much  more  detail  can  be  seen  than  in  the  cut. 


The  box  containing  the  X-ray  tube  is  seen  beneath  the  stretcher, 
separated  from  the  patient  by  an  aluminum  screen,  which  is  grounded, 
as  suggested  by  Tesla.  The  target  of  the  vacuum  tube  in  the  case  of  a 
fractured  leg  or  hand,  for  instance,  is  not  placed,  of  course,  under  the 
median  line,  but  directly  under  the  point  to  be  photographed.  The  same 
principle  for  finding  the  proper  position  which  is  described  on  page  66, 
however,  applies  in  this  case.    A  line  with  weights  on  either  end  is  thrown 
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over  the  body  and  across  the  part  to  be  photographed,  forming  two  plumb- 
lines,  a  line  joining  which  would  be  at  right  angles  to  the  length  of  the 
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stretcher.     Next,  the  distance  between  the  metal  washer  (see  page  87} 
and  the  plumb-line   near  it  against  the  stretcher  is  measured,  and  is 
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found  to  be  x  centimetres.  The  physician  then  sights  from  plumb- 
line  to  plumb-line  to  obtain  the  line  on  which  the  tube  should  be  placed, 
and  finds  the  exact  point  on  this  line  for  the  target  by  measuring  off  on 
it  X  centimetres,  using  the  end  of  the  plumb-line  hanging  over  the  side 
of  the  stretcher,  near  the  metal  washer,  as  a  starting-point.  The  target 
is  thus  brought  directly  under  the  metal  washer. 

The  curtain  seen  in  the  background  of  the  picture  hangs  in  front  of 
the  machine  in  order  that  the  apparatus  may  not  excite  the  apprehen- 
sions of  the  patient.  There  is  no  noise  to  disturb  the  patient,  as  the 
static  machine  is  noiseless  unless  the  spark-gap  is  used,  and  if  the  tube 
is  such  that  the  use  of  the  spark-gap  is  not  required,  the  heart  sounds 
can  be  listened  to  and  heard  while  the  apparatus  is  in  motion.  (See 
Chapter  II,  page  17.)  The  handle  hanging  in  front  of  the  curtain  on 
the  left  is  used  to  open  or  close  the  circuit ;  the  other  two  control 
the  spark-gap,  and  by  them  the  amount  of  light  in  the  tube  may  be 
varied.  The  speed  controller,  another  means  of  controlling  the  amount 
of  energy  going  through  the  tube,  is  within  convenient  reach,  but  is  not 
shown  in  the  picture ;  it  regulates  the  revolutions  of  the  electric  motor 
used  to  drive  the  static  machine,  and  by  varying  the  speed  of  the  plates 
the  amount  of  electricity  adapted  to  various  needs  may  be  obtained,  as 
stated  in  Chapter  II. 

If  the  hand  and  forearm  are  to  be  photographed,  the  given  part  may 
rest  upon  a  table  while  the  patient  sits  in  a  comfortable  chair,  but  these 
and  all  other  parts  of  the  body  are  conveniently  photographed  with  the 
patient  lying  on  the  stretcher.  The  position  is  a  comfortable  one,  and 
enables  the  patient  to  keep  the  given  part  at  rest. 

Fractured  Hand.  — The  following  cut  (Fig.  70)  is  likewise  illustrative 
of  the  method  for  photographing  the  leg,  knee,  or  shoulder. 

Ringel  ^  found  that  he  obtained  a  better  photograph  of  the  hand  if 
it  were  compressed  with  a  rubber  bandage  and  all  the  blood  driven  out, 
than  if  it  were  taken  in  its  natural  condition. 

Method  for  photographing  Heart  or  Lungs.  —  The  cut  (Fig.  71,  given 
on  p.  95)  shows  the  method  for  taking  a  photograph  of  the  heart 
or  lungs,  or  any  organ  or  growth  lying  nearer  the  front  than  the  back  of 
the  chest.  The  patient  is  seen  lying  on  the  stretcher  with  the  photo- 
graphic plate  on  the  front  of  his  chest  and  pressed  squarely  against  it 
by  a  weight  placed  on  a  cross-piece  of  wood.     The  ends  of  the  cross- 

^"Zur  Diagnose  der  Nephrolithiasis  durch  Roentgenbilder,"  Arch.  f.  klin.  Chir.,  Berlin, 
1899,  lix,  167-174. 
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piece  are  supported  on  blocks  which  are  set  on  strips  of  thin  pine  board 
that  lie  on  the  horses,  one  on  each  side  of  the  stretcher. 


Method  for  photographing  Spine.  —  It  is  uncomfortable  for  the  patient 
to  lie  on  a  hard  glass  plate,  and  pressure  or  the  moisture  of  perspira- 
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tion  may  injure  its  surface ;  there  is  also  the  risk  of  breaking  it  to  be 
considered,  even  when  it  is  supported  on  a  board ;  but  the  comfort  of 
the  patient  and  the  safety  of  the  plate  may  be  secured  when  the  spine, 


for  instance,  is  to  be  photographed,  by  simply  supporting  the  plate  on 
the  diaphragm,  as  shown  in  Fig.  72.  In  this  way  the  plate  is  brought 
into  close  contact  with  the  spine,  the  patient  is  comfortably  supported 
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by  the  canvas  stretcher,  and  yet  no  moisture  from  or  weight  of  the 
patient  comes  upon  the  plate. 

X-Ray  Negatives  compared  with  X-Ray  Photographs,  —  X-ray  nega- 
tives show  more  detail  than  the  prints  made  from  them;  and,  further, 
the  negatives  themselves  may  show  some  things  in  the  process  of  devel- 
opment which  are  lost  in  the  finished  negative.  Negatives  when  dry 
are  denser  and  better  than  when  wet 

Careful  Examination  of  Negative.  —  A  negative  should  be  examined 
carefully  and  systematically  by  a  suitable  and  variable  illumination  in 
order  to  see  best  what  it  shows.  Sometimes  certain  things  are  seen  most 
clearly  when  the  negative  is  held  above  a  large  sheet  of  white  paper 
which  reflects  the  light  from  a  window;  often  certain  points  are 
observed  which  we  should  otherwise  overlook  when  the  light  comes 
through  the  negative  at  a  very  acute  angle  rather  than  at  right  angles. 
The  negative  should  be  so  held  that  the  light  goes  through  it  without 
coming  directly  into  the  eyes  of  the  observer,  and  moved  about  so  that 
it  may  be  examined  from  different  points  of  view.  The  following  way 
is  an  excellent  one  for  studying  the  negative  (see  Fig.  73). 

Thin  negatives  require  but  little  illumination,  dense  ones  more, 
and  very  dense  ones  need  direct  sunlight  in  order  that  details  may  be 
revealed. 

Two  or  More  Negatives  Made.  —  Under  certain  conditions  two  or  more 
negatives  should  be  made.  This  point  will  be  discussed  in  more  detail 
in  Chapter  XVII. 

Intensifying  Screens.  —  Screens  of  tungstate  of  calcium,  if  put  next 
the  photographic  plate,  diminish  greatly  the  time  of  exposure,  but  they 
likewise  lessen  the  clearness  of  the  picture.  I  used  screens  of  this  kind 
some  five  years  ago,  but  discarded  them  because  the  quality  of  the  pic- 
ture was  not  as  good  with  as  without  them.     (See  Appendix.) 

Length  of  Exposure.  —  The  length  of  exposure  necessarily  varies  with 
each  form  of  machine,  the  part  to  be  taken,  and  the  tube  used ;  these 
pcnnts  must  be  determined  by  a  few  trials  with  each  apparatus.  If  the 
details  of  the  bones  are  required,  a  longer  exposure  may  be  given  than 
when  a  photograph  of  the  soft  parts,  such  as  the  ligaments  and  muscle, 
is  desired.  The  proper  length  of  exposure  may  often  be  estimated  by 
examining  the  part  with  the  fluoroscope  held  a  few  centimetres  above 
the  plate  and  noting  the  amount  of  light  coming  through.  After  some 
experience  the  correct  exposure  for  a  given  part  may  be  well  determined 
in  this  way. 


Fig.  72.     Slu)\vs  the  photographic  plate,  siipfjorted  by  what  is  onlinnrily  usee!  as  a  diaphragm, 
which  is  pressed  up  against  the  f)atient's  back.     The  tube  with  the  aluminum  screen  below  it  is  seen 
aL>ove  the  patient.    The  clothes  should  be  removed  when  taking  such  a  picture,  and  a  blanket  thrown 
over  the  patient,  as  the  shadows  cast  by  the  buttons,  for  example,  might  be  misleading. 
II 
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In  taking  photographs  of  parts  of  unequal  thickness,  for  instance 
the  fingers  and  wrist,  it  is  impossible  to  get  the  proper  exposure  for  all 
parts  unless  the  thinner  parts  are  protected  during  a  portion  of  the  time 
of  exposure.  This  may  be  done  by  passing  a  plate  of  lead  to  and  fro 
between  the  fingers  and  the  tube,  and  making  the  exposure  long  enough 
to  give  a  satisfactory  picture  of  the  wrist.     In  a  hand  which  I  made  in 


Fig.  73.  Shows  a  simple  way  of  examining  a  negative  by  a  suitable  and  variable  illumination. 
The  negative  is  placed  in  a  frame  which  is  hinged  at  the  bottom  to  a  stand,  as  shown  in  the 
picture.  The  lower  half  of  this  frame  contains  a  piece  of  ground  glass,  upon  which  the  negative  is 
laid;  the  upper  half  forms  a  shade  for  the  negative;  this  shade  may  be  made  more  effective,  if 
desired,  by  fastening  a  piece  of  dark  cloth  (not  shown  in  the  cut)  on  either  side  of  it.  Behind  and 
below  the  negative  is  another  frame,  which  can  be  tilted.  This  frame  carries  a  mirror,  or,  if  preferred, 
a  dull  white  surface  can  be  used.  The  angle  of  the  mirror  should  be  varied  while  the  negative  is 
studied,  in  order  to  obtain  the  most  suitable  light  for  the  special  portion  observed.  This  stand  is 
placed  on  a  table  near  a  window,  and  the  observer  sits  in  front  of  it  to  study  the  negative,  as  shown  in 
the  cut. 

1896,  this  method  was  resorted  to,  the  result  being  a  good  picture  of  the 
wrist,  also  showing  clearly  the  details  of  the  fingers  and  the  finger  nails. 
Importance  of  taking  Two  Pictures  each  from  a  Different  Point  of 
View  when  making  an  Examination.  —  It  is  often  necessary  to  take  two 
views  of  a  fracture,  a  new  growth,  or  a  foreign  body ;  for  instance,  one 
from  a  lateral,  and  the  other  from  an  antero-posterior  point  of  view. 
This  subject  will  be  further  dwelt  upon  in  the  chapters  on  Surgery. 
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Comparative  Advantages  of  Screen  and  X-Ray  Photographs.  —  It  is 
more  convenient  to  use  the  fluorescent  screen  in  many  cases  than  to  take 
an  X-ray  photograph.  With  the  screen  the  results  of  the  examination 
may  be  obtained  directly ;  and  when  the  organs  are  movable,  as  the 
lungs  or  heart,  the  amount  of  this  movement  and  the  changes  taking 
place  under  different  respiratory  conditions  may  be  studied,  a  point  of 
the  utmost  importance.  Therefore,  for  studying  the  conditions  of  the 
thorax  it  is  generally  an  advantage  to  use  the  screen  rather  than  the 
X-ray  photograph.  Likewise,  in  locating  foreign  bodies,  the  screen  is 
sometimes  better  than  the  X-ray  photograph ;  also  the  screen  affords  a 
convenient  means  for  making  a  preliminary  examination  to  secure  the 
most  advantageous  points  of  view  for  taking  radiographs.  On  the 
other  hand,  the  radiograph  gives  more  detail,  and  by  its  means  much 
may  be  recognized  which  would  wholly  escape  observation  if  the  screen 
alone  were  used.  For  instance,  a  case  of  fracture,  where  there  is  no 
-displacement,  would  be  overlooked  with  the  screen  and  seen  in  the 
radiograph.  Both  methods  of  examination  should  be  used  in  some 
cases. 

Speaking  generally,  the  X-ray  examination  by  the  photograph  is 
better,  as  a  rule,  than  that  by  the  fluorescent  screen  for  all  parts  of  the 
body  except  the  trunk,  but  more  especially  except  the  thorax.  I  may 
say  that  the  photograph  is  more  suitable  for  the  surgeon,  and  the 
fluorescent  screen  for  the  physician.  The  relative  usefulness  of  the 
screen  and  photograph  will  be  further  discussed  in  succeeding  chapters. 

In  making  examinations  with  this  new  method,  as  with  the  older 
ones,  the  three  following  stages  should  be  kept  distinctly  and  separately 
in  mind :  — 

First :  Attention  should  be  given  to  observing  carefully  the  appear- 
ances which  present  themselves. 

Second :  A  careful  record  should  be  made  of  these  appearances  in 
some  simple  and  direct  way  which  shall  be  a  record  of  facts,  not  of 
opinions. 

Third :  The  observations  made  should  be  well  considered  by  them- 
selves and  in  connection  with  information  furnished  from  other  sources, 
the  evidence  from  each  source  being  given  just,  but  not  exclusive,  con- 
sideration before  making  the  diagnosis. 


CHAPTER    IV 

INTRODUCTION    TO   THORAX 

To  use  the  Roentgen  rays  successfully  in  practice,  the  physician 
must  first  become  familiar  with  the  appearances  on  the  screen  or  photo- 
graph, or  both,  which  present  themselves  in  health ;  this  statement 
applies  particularly  to  the  thorax,  and  the  picture  of  this  part  of  the 
body  when  seen  on  a  large  fluorescent  screen  presents  so  much  that 
it  should  be  studied  systematically. 

General  View.  —  The  trunk  is  lighter  above  than  below  the  dia-. 
phragm,  and  the  rise  and  fall  of  this  muscle,  which  appears  dark  on  the 
screen,  is  distinctly  seen.  The  chest  is  divided  vertically  by  an  ill- 
defined  dark  band,  which  includes  the  backbone,  on  each  side  of  which 
the  lungs,  forming  the  brightest  part  of  the  picture,  are  crossed  by  the 
darker  ribs.  The  pulsating  heart  is  seen,  especially  the  dark  ventricles, 
and,  under  favorable  conditions,  the  lighter  right  auricle,  and  on  the 
left  side  above  the  ventricles  the  pulmonary  artery  is  made  out.  A 
small  portion  of  one  side  of  the  arch  of  the  aorta  may  be  observed  in 
the  first  intercostal  space  to  the  left  of  the  sternum.  After  this  general 
view  has  been  taken,  the  special  parts  should  be  examined  separately. 
Let  us  begin  with  the  lungs. 

Normal  Lungs.  —  These  organs  appear  bright  on  the  fluorescent 
screen,  but  there  is  a  difference  in  the  degree  of  their  brightness  at  dif- 
ferent periods  of  respiration.  In  full  inspiration  they  are  brighter  than 
during  expiration,  as  shown  by  the  following  experiment  which  I  made 
in  1896:  When  a  pasteboard  box  containing  water  2.5  centimetres 
deep  was  held  over  the  chest  of  a  large  healthy  man,  I  could  see  its 
shadow  during  full  inspiration,  but  not  in  expiration.  That  is  to  say, 
in  the  latter  case  there  was  not  sufficient  difference  in  the  amount  of 
light  coming  through  the  lungs,  and  the  lungs  and  the  water,  during 
expiration,  for  a  difference  in  the  shadow  to  be  observed. 

Another  experiment  which  I  made  at  the  same  time  shows  how 
readily  the  substance  of  the  lung  is  traversed  by  the  X-rays.     I  com- 
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tube ;  therefore,  in  determining  whether  or  not  the  pulmonary  area  is 
of  normal  brightness  in  a  given  individual,  we  must  take  into  account 
the  thickness  of  the  chest  walls ;  in  persons  of  average  size  and  build 
these  walls  would  offer  about  as  much  obstruction  to  the  rays  as  water 
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Fic;,  75.     Gertrude  S.,  25  years  old.    X-ray  outlines  of  normal  chest.     (One-third  life  size.) 

These  outlines,  including  those  of  the  ribs  and  clavicles,  are  reduced  photographically  from  the 
tracing  made  of  the  outlines  drawn  on  the  front  of  the  patient's  thorax.  The  full  lines,  with 
the  exception  of  the  outlines  of  the  l>ones,  indicate  the  position  of  the  parts  in  deep  inspiration; 
the  broken  lines  in  expiration;  the  dotted  line  shows  about  the  limit  of  the  bright  pulmonary  area. 

The  ribs  on  the  back  are  not  shown,  as  they  would  confuse  the  picture. 

The  target  of  the  vacuum  tube  was  placed  under  the  point  where  the  line  joining  the  nipples 
was  crossed  bv  the  median  line. 


from  5  to  7.]  centimetres  deep.  It  has  seemed  to  me  that  the  right 
apex  was  normally  darker  than  the  left  apex  ( I  have  not  yet  compared 
the  chests  of  left-handed  persons  with  right-handed  persons  of  the  same 
build).     The  normal  brightness  of  the  lungs  during  full  inspiration  and 


INTRODUCTION   TO  THORAX  103 

expiratioo  should  be  obser\'ed,  for  as  we  note  different  degrees  of  pallor 
by  reference  to  our  standard  of  color  in  health,  in  the  same  way  it  is 
necessary  to  know  the  normal  amount  of  light  that  should  penetrate 
any  g^ven  part  in  order  to  recognize  any  variations  from  the  normal. 
The  eye  must  be  trained  in  the  use  of  the  X-rays,  as  is  the  ear  for 
auscultation  and  percussion.  Moreover,  as  in  percussion,  and  to  some 
extent  in  auscultation  of  the  lungs,  we  recognize  differences  in  different 
individuals,  which  may  be  within  normal  limits,  and  learn  to  know 
what  note  to  expect  from  a  thorax  of  a  given  size  and  build,  so  must  we 
learn  by  experience  to  recognize  normal  differences,  dependent  on  these 
same  conditions,  in  the  appearances  seen  on  the  fluorescent  screen. 

Experiments  with  Abnormal  Longs.  —  Experiments  that  I  have  made 
with  tuberculous  and  pneumonic  lungs  taken  from  autopsies  showed 
that  the  abnormal  portions  cast  a  dark  shadow  on  the  screen.  (See 
chapter  on  Pneumonia,  page  165,  and  chapter  on  Tuberculosis, 
page  112.)  Another  lung,  from  an  autopsy  that  I  examined,  was 
normal,  except  for  a  small  red  nodule  less  than  r  centimetre  in  diam- 
eter ;  this  nodule  was  seen  on  the  fluorescent  screen  as  a  dark  spot 
on  a  bright  ground,  even  this  small  area  casting  a  well-defined  and 
conspicuous  shadow. 

Clavicles  and  Ribs.  —  The  normal  outlines  of  the  clavicles  and  ribs 
should  also  be  noted ;  the  observ^er  should  see  not  only  the  outline  of 
the  ribs  on  the  front  of  the  chest,  but  also  those  at  the  back  during  full 
inspiration  (see  Fig.  76).  If  they  are  not  seen,  either  the  chest  offers 
more  obstacle  to  the  rays  than  obtains  under  normal  conditions,  the 
lungs  are  somewhat  congested,  or  the  apparatus  is  not  working  satis- 
factorily, or  the  eyes  of  the  obser^'^er  are  not  in  good  condition  for 
seeing. 

Standards  of  Measurement.  —  The  readiest  way  of  deciding  whether 
the  tube  and  the  eyes  are  or  are  not  at  fault  is  to  examine  the  bones  of 
the  hand  with  the  screen,  and  determine  at  how  great  a  distance  they 
can  be  differentiated  from  the  flesh  as  compared  with  what  has  been 
obsen'ed  on  former  <iccasions  when  the  tube  and  the  eyes  were  known 
to  be  fit  for  use ;  in  doubtful  cases,  where  these  possibilities  of  error 
have  been  eliminated,  the  appearances  seen  on  the  fluorescent  screen 
may  be  compared  with  those  observ'ed  when  a  normal  individual  was 
examined. 

The  instrument  described  below  may  also  be  used  as  a  standard 
of  comparisr)n. 
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Densitometer  —  I  designed  this  instrument,  to  which  I  have  given 
the  name  of  densitometer,  in  order  to  measure  the  density  of  any 
part  of  the  thorax,  and  I  chose  water  as  a  means  of  measurement, 
because  this  liquid  is  most  akin  to  the  soft  tissues  of  the  body,  they 
being  chiefly  made  up  of  it,  as  well  as  to  the  pathological  deposits  in 
the  lungs. 

The  instrument  consists  of  an  oval  box  with  two  bottoms,  and  is 
divided  into  halves,  A  and  B,  by  a  partition  that  reaches  nearly  to  the 
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FiG*  77.     Densjiometer.     InstrutJicnl  for  measuring  dens  My  oi  (horax.    SuLiion  and  plan. 


N 


false  bottom.  The  sides  of  this  box  and  the  partition  are  made  of 
copper,  the  top  and  both  bottoms  of  thin  sheets  of  aluminum.  The 
half  A  is  closed  above,  and  is  supplied  with  a  stopcock  and  a  rubber 
tube;  the  half  B  is  covered  with  a  lid.  Between  the  two  bottoms  are 
placed  pieces  of  two  or  three  ribs,  or  pieces  of  ivory,  corresponding  in 
density  to  the  ribs,  may  be  used.  There  are  grooves  on  the  inside  of 
the  half  B  which  are  i  centimetre  apart  (see  Fig,  7^).  The  section  of 
the  box  is  shown  at  the  right  of  the  cut. 
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Directions  for  its  Use.  —  The  stopcock  in  the  half  A  is  closed ;  the 
\u\  of  the  half  /?  \%  opened,  and  water  poured  in  until  it  is  nearly  filled ; 
the  stopccKrk  in  A  ih  then  opened,  and  the  water  flows  under  the  parti- 
tion and  riftcf*  into  thi»  half.  When  the  instrument  is  thus  prepared,  it 
i<»  placed  clo»c  beside  the  patient's  chest,  and  between  it  and  the  arm, 
an<l  while  the  chest  is  examined  with  the  fluorescent  screen,  the  level 
of  the  water  in  //  i»  changed  as  desired  by  blowing  air  into  A  or  suck- 
ing air  out  of  A,  When  the  shadows  of  the  ribs  in  the  body  and  in 
the  densitometer  arc  equally  dark,  and  the  light  on  the  portion  of  the 
fluorescent  screen  over  H  corresponds  to  the  light  on  the  portion  of 
the  screen  over  the  thorax,  the  stopcock  is  closed,  the  lid  is  opened,  and 
the  depth  of  water  is  read  off  in  centimetres. 

The  density  of  the  hings  or  any  part  of  the  thorax  in  a  given  patient 
may  be  thus  measured,  and  any  changes  obtaining  at  a  subsequent 
examination  may  be  noted.  The  instrument  can  also  be  used  to  make 
a  scale  with  which  to  determine  the  respective  density  of  the  thorax  and 
other  parts.  It  likewise  enables  us  to  know  whether  the  shadow  seen 
on  the  screen  when  examining  a  patient  is  due  to  the  fact  that  the 
eyes  of  the  observer  arc  not  in  a  suitable  condition  for  seeing,  or  that 
the  tube  is  not  giving  a  proper  amount  of  light,  or  that  the  chest  or  any 
given  part  of  it  is  offering  more  obstruction  to  the  passage  of  the  rays 
than  normal. 

A  good  standard  of  measurement  in  diseases  of  the  lungs,  and  one 
that  answers  in  most  cases,  is  the  comparison  of  one  side  of  the  chest 
with  the  other.     (See  chapter  on  Tuberculosis,  page  119.) 

Diaphragm  Lines.  —  The  curve  of  the  diaphragm  and  the  excursion 
made  by  this  muscle  during  quiet  breathing,  and  during  full  inspiration 
and  forced  expiration,  should  be  noted.  Figure  'j^  shows  the  diaphragm 
lines  in  quiet  breathing  and  deep  inspiration,  which  I  drew  in  1896:*  — 

Average  Normal  Excursion  of  Diaphragm.  —  In  twent\ -eight  men 
recently  examined,  l>etwcen  twenty  and  thirty  years  of  age,  who  were 
not  suffering  from  any  disease,  I  found  the  average  excursion  between 
expiration  and  full  inspiration  to  be  6.8  centimetres  on  the  right  side, 
and  7.1  centimetres  on  the  left  side.  In  ei^^hteen  of  these  the  dia- 
phragm moved  during  quiet  breathing  1.7  centimetres  on  the  right  side, 
and    1.5  centimetres  on  the  left.     In  fifteen  of  these  the  diaphragm, 

'  ("uts  showing  the  diaphraprm  lines  are  alsc  given  in  an  arii'jW.  whicb  1  puhlLshed  October  1, 
1896,  *•  A  Method  for  more  fully  detzmnininu  the  riuthnt  u\  Ww  Utart  In  means  of  the  Fluoro- 
«oope,  together  with  t>her  Uses  of  this  Instrument  in  Mcdi'jiuc.' 
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Fk;.  78.    Chest  of  man,  showing  diaphragm  lines  in  quiet  breathing  and  deep  inspiration,  and 
part  of  the  outline  of  the  heart     (From  AfeJ.  and  Sutj^.  Report,  Boston  City  Hospital,  January,  1897.) 


Fk;.  79.  Tracing  from  normal  chest  of  a  man  twenty-eight  years  old.  Diaphragm  lines ;  the 
lowest  full  curved  lines  are  the  diaphragm  lines  in  deep  inspiration  ;  the  two  broken  lines  parallel  to 
these,  the  lines  in  the  inspiration  and  expiration  of  quiet  breath mg,  respectively;  the  dotted  lines 
above  these,  the  diaphragm  lines  in  forced  expiration.     (One-third  life  size.) 
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during  forced  expiration,  was  raised  2  centimetres  higher  than  the  point 
reached  in  ordinary  expiration  on  the  right  side,  and  2.3  centimetres 
on  the  left 

In  forty-five  normal  adults,  thirty-one  men  and  fourteen  women,  of 
various  ages,  the  average  excursion  of  the  diaphragm  was  somewhat 
greater  in  the  younger  adults  than  in  the  older. 

I  have  made  a  number  of  other  measurements  of  the  movement  of 
the  diaphragm,  but  the  cases  in  which  this  has  been  done  are  not  suf- 
ficiently numerous  to  give  the  results  here. 

In  quiet  breathing  the  average  excursion  is  about  i\  centimetres 
when  both  lungs  are  normal,  but  if  one  lung  has  to  do  more  than  its 
share  of  the  work,  the  diaphragm  on  the  well  side  has  a  greater  excur- 
sion than  normal. 

The  normal  excursion  of  the  diaphragm  varies  with  the  dimensions 
of  the  chest.  In  tall  persons  with  a  long  thorax  the  excursion  is  longer 
than  in  short  persons  with  a  very  deep  chest ;  therefore  it  might  be  short 
on  both  sides  in  a  patient  who  is  perfectly  well.  This  point  must  be 
borne  in  mind,  for  otherwise  the  practitioner  may  think  an  abnormal 
condition  exists  where  none  is  present. 

Heart.  —  The  appearances  seen  on  the  screen  when  the  heart  is 
normal,  as  well  as  when  it  is  abnormal,  are  discussed  in  the  chapter  on 
the  Heart,  and  therefore  need  not  be  dwelt  upon  here. 

Blood-vessels.  —  The  position  of  the  large  pulmonary  vessels,  the 
arch  of  the  aorta  and  the  venae  cavae,  should  be  noted  so  far  as  possible. 

Relative  Usefulness  of  Screen  and  Radiograph  in  Examinations  of  the 
Thorax. — The  screen  gives  the  observer  the  opportunity  of  watching 
the  moving  organs,  as  indicated  in  Chapter  III,  to  note  and  measure  the 
excursion  of  the  diaphragm  in  inspiration  and  expiration,  and  the  move- 
ment of  the  heart  and  its  amount,  during  the  different  stages  of  respi- 
ration ;  and  these  observations  can  be  quickly  made.  A  photograph 
cannot  give  as  sharp  outlines  of  moving  organs  as  the  screen,  unless  it 
is  an  instantaneous  picture ;  often  two  or  more  would  be  necessary,  and 
even  then  would  not  give  as  much  information,  and  in  the  nature  of 
things  there  must  be  some  delay  in  developing  the  negative. 

Further,  it  is  difficult  to  judge  of  the  proper  time  of  exposure  in 
making  a  photograph  of  the  lungs,  for  instance ;  too  short  or  too  long 
an  exposure  may  interfere  with  success ;  again,  prints  made  from  the 
same  negative  may  vary.  I  have  tried  to  overcome  this  possible 
source  of  error  by  taking  two  or  more  prints  from  a  given  negative 
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and  comparing  them.  Likewise  the  photograph  made  from  a  plate 
placed  on  the  front  of  the  chest  of  a  given  patient  may  show  a  smaller 
amount  of  diseased  area  than  when  the  plate  is  placed  on  the  back.  To 
overcome  this  disadvantage  two  photographs  should  be  taken,  the  pa- 
tient lying  on  his  back  in  both  cases  unless  he  is  suffering  from  pneu- 
mohydrothorax.  Again,  the  X-ray  photograph  does  not  always  show 
any  definitely  recognizable  difference  between  the  clearness  of  the  out- 
lines of  the  clavicle  and  the  ribs  near  the  apex  of  the  diseased  lung, 
and  those  on  the  unaffected  side  during  deep  inspiration,  nor  between 
the  density  of  the  two  lungs ;  and  yet  this  difference  would  be  easily 
seen  on  the  fluorescent  screen. 

Moreover,  it  is  very  desirable  when  examining  the  chest  to  use  all 
the  methods  —  inspection,  percussion,  auscultation,  and  X-ray  examina- 
tion—  at  the  same  visit,  as  these  different  methods  support  and  assist 
each  other,  and  to  base  the  diagnosis  on  the  result  of  this  collective  ex- 
amination. 

Again,  if  it  is  a  question  of  determining  the  position  of  a  new 
growth,  for  example,  in  the  thorax,  it  is  very  desirable  to  turn  the 
patient  and  examine  him  with  the  light  going  through  the  chest  in 
various  directions,  and  the  screen  enables  the  observer  to  do  this  with 
ease  and  quickness  (this  point  will  be  illustrated  in  the  chapter  on  New 
Growths  and  elsewhere);  if  the  photographic  method  were  used,  two  or 
more  pictures  would  be  necessary.  The  screen  also  shows  readily 
whether  or  not  the  new  growth  moves  during  deglutition  or  respira- 
tion, and  the  photograph  could  not  easily  demonstrate  this  point. 

It  has  been  argued  as  a  disadvantage  of  the  screen  that  it  does  not 
afford  a  mechanical  record  of  the  results  obtained,  as  does  the  X-ray 
photograph  and  the  thermometer.  The  same  is  true  of  other  methods 
of  examination  successfully  carried  out,  for  example,  those  made  by 
auscultation  and  percussion  ;  but  we  could  not  afford  to  do  without 
these,  nor  can  we  dispense  with  the  screen,  as  the  following  pages 
will  show. 

For  examination  of  the  chest  I  am  satisfied  that  the  screen  gives 
fuller  evidence  and  is  altogether  more  serviceable.  The  question  of  the 
comparative  usefulness  of  screen  and  photograph  in  diseases  of  the 
thorax  will  be  taken  up  again  in  succeeding  chapters. 

Reproductions  of  X-ray  photographs  of  the  chest  have  been  given 
in  a  few  cases  only,  because  the  half-tone  shows  so  little  as  compared 
with  the  negative  that  it  is  unsatisfactory. 
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X-Ray  Examination  of  Chest.  —  There  are  two  objects  to  be  attained 
when  making  X-ray  examinations  of  the  chest.  First,  the  correct  obser- 
vation and  record  of  the  appearance  obtaining ;  this  point  has  already 
been  touched  upon  in  Chapter  III,  and  will  be  further  discussed  in  its 
appropriate  place.  Second,  the  proper  interpretation  of  these  obser- 
vations. 


CHAPTER   V 

PULMONARY  TUBERCULOSIS 

It  was  early  recognized  by  many  practitioners  in  various  countries 
that  the  dense  lung  in  this  disease  would  cast  a  shadow  which  might  be 
observed  on  the  fluorescent  screen.  It  seemed  to  me,  also,  that  we 
might  find  in  the  X-rays  another  means  of  recognizing  pulmonary  tuber- 
culosis in  its  earliest  stage,  and  with  this  end  in  view  I  took  every  oppor- 
tunity to  examine  early  cases  of  this  disease.  In  a  short  preliminary 
article  which  I  published  in  the  Boston  Medical  and  Surgical  Journal^ 
October  i,  1896,  I  find  the  following  sentence,  **I  have  examined 
about  forty  cases  of  pulmonary  tuberculosis,  and  find  not  only  that  the 
fluoroscope  is  of  value  in  determining  the  extent  of  the  disease,  but  also 
sometimes  reveals  its  location  where  and  when  it  would  otherwise  have 
been  unsuspected."  During  that  year  I  showed  that  in  pulmonary 
tuberculosis  changes  in  the  excursion  of  the  diaphragm  take  place, 
and  may  point  out  to  us  very  early  an  abnormal  condition  of  the  lung, 
and  also,  like  others,  that  the  dense  lung  in  this  disease  casts  a  shadow 
on  the  screen.  Let  us  take  up  these  signs  of  tuberculosis  in  a  little 
more  detail. 

Appearances  seen  on  the  Fluorescent  Screen  in  Pulmonary 

Tuberculosis 

Darkened  Lung.  —  The  diseased  portion  of  the  lung  or  lungs  is 
darker  than  normal,  owing  to  its  increased  density  (see  Fig.  80). 

Diaphragm  Lines. — The  diaphragm  is  restricted  on  the  affected  side 
or  sides,  and  usually  in  the  lower  part  of  its  excursion. 

Displaced  Heart.  —  The  heart  may  be  drawn  toward  the  affected  side, 
especially  during  deep  inspiration  ;  but  it  must  be  remembered  that  the 
greater  excursion  of  the  diaphragm  on  the  normal  side,  if  only  one  lung 
is  diseased,  would  contribute  to  such  a  displacement  during  full  in- 
spiration. 
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Illustrative  Cases.  —  The  following  five  cases  are  illustrative  of 
the  first  two  points;  they  are  selected  from  eighteen  cases,  some  of 
which  I  reported  at  a  meeting  of  the  Boston  Society  for  Medical  Im- 
provement, October  19,  1896,  and  all  of  which  were  published  in  the 
Medical  and  Surgical  Report  of  the  Boston  City  Hospital,  January, 
1897.  These  five  cases  were  under  the  care  of  other  physicians  and 
the  diagnosis  of  tuberculosis  had  been  established;  but  it  will  be  noticed 
that  I  was  able  by  means  of  the  X-rays  to  recognize  the  diseased  con- 
dition of  the  second  apex  before  it  was  pointed  out  by  physical  signs. 
This  observation  led  me  to  feel  more  confidence  in  the  signs  of  pul- 
monary tuberculosis,  as  indicated  by  the  X-rays,  in  those  cases  in  which 
no  other  signs  had  been  observed. 

The  following  case  ^  is  of  especial  interest  to  me,  as  it  is  one  of  the 
first  cases  of  tuberculosis  that  I  examined  with  the  X-rays.  The  patient 
was  under  the  care  of  one  of  my  colleagues  at  the  Boston  City  Hospital, 
and  was  suffering  from  tuberculosis  of  the  right  lung.  He  was  brought 
at  my  request  to  the  Massachusetts  Institute  of  Technology,  that  I 
might  examine  him  with  an  X-ray  machine  belonging  to  the  Institute. 
His  hospital  record  was  as  follows :  — 

Case  I.  January  31,  1896,  C.  B.,  aged  twenty  years.  Left  lung  neg- 
ative ;  dulness  at  right  apex,  and  just  below  this  an  area  of  tympany, 
over  which  is  heard  amphoric  breathing.  At  apex,  expiration  prolonged 
and  fine  moist  and  crackling  rales.  Dulness  in  back  nearly  to  scapula, 
with  numerous  fine,  moist  and  crackling  r^les. 

April  14.  Dulness  in  upper  two-thirds  of  right  back ;  tubular  respi- 
ration on  top  and  rather  obscure  breathing  below,  with  rather  dry  r^les 
over  area  of  dulness.  Percussion  at  second  space  dull  rather  than  tym- 
panitic. Tubular  respiration  rather  more  circumscribed,  and  most 
marked  toward  anterior  axillary  line.  Fine  dry  r^les,  increased  by 
cough,  extending  about  two-thirds  down. 

After  looking  at  this  patient  from  behind  for  a  moment  only,  the 
difference  in  the  amount  of  rays  which  passed  through  the  two  sides  of 
the  chest  was  very  striking,  as  seen  in  the  fluoroscope,  the  diseased  lung 
being  darker  throughout  than  the  normal  lung.  The  ribs  on  the  left 
side  were  much  more  distinct  than  those  on  the  right. 

Case  II.  B.  J.,  twenty-seven  years  old,  entered  the  Boston  City 
Hospital   September  24,    1896.     Service   of    Dr.   Sears.     Tuberculosis. 

*  "Notes  on  X-Rays  in  Medicine,"  Transactions  of  the  Association  of  American  Physicians, 
April,  1896;   and  "Note  on  X-Rays,"  Boston  Medical  and  Sttri^ical Journah  .April  30,  1896. 

I 
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Tuberculous  family  history.  Haemoptysis.  During  past  month, 
dyspnoea;  weakness;  night  sweats;  little  cough.  Marked  sig^s 
of  tuberculosis  below  second  rib  over  whole  left  side;  right  lung 
negative. 

Examination  with  Fiuoroscope, — Whole  of  left  lung  much  darker  than 
normal;  no  heart  outline;  no  diaphragm  outline  seen  on  left  side.  Right 
apex  also  darker  than  normal  to  lower  border  of  second  rib. 

Case  III.  L.  C,  forty-four  years  old,  entered  the  hospital  November 
21,  1896.  Service  of  Dr.  Tenney.  Tuberculosis.  Dulness,  with  r^les 
over  left  side  down  to  third  rib  in  front  and  middle  of  scapula  behind. 
Has  had  haemoptyses  every  day  for  two  weeks. 

Examination  with  Fiuoroscope.  —  Somewhat  darker  at  both  apices 
down  to  lower  border  of  third  rib,  and  to  some  extent  below ;  excursion 
of  diaphragm  much  less  than  normal,  2.2  centimetres  on  right  side,  2.0 
centimetres  on  left. 

Case  IV.  H.  A.,  twenty  years  old,  entered  the  hospital  September  10, 
1896.  Patient  of  Dr.  John  L.  Ames.  Tuberculosis  {}).  Duration  four 
weeks ;  family  history  not  tuberculous.  Medium  dry  r^les  at  left  apex, 
with  slight  dulness;  right  apex  normal. 

September  15.     Some  haemoptyses;  at  left  apex,  few  r^les;  expira- 
tion prolonged  ;  breathing  higher  in  pitch. 

Examination  with  Fiuoroscope.  —  Left  lung  extending  to  level  of 
fourth  rib  very  dark ;  also  some  involvement  of  right  apex.  The  maxi- 
mum respiratory  movement  of  the  diaphragm  on  the  left  side  is  only  2 
centimetres;  on  the  right  side  2.5  centimetres.  This  is  less  than  half 
the  normal. 

September  17.     Tubercle  bacilli  found  in  sputum. 

A  second  X-ray  examination  one  week  later  showed  the  upper  half 
of  the  right  lung  and  upper  third  of  the  left  lung  darker  than  nor- 
mal. Movement  of  the  diaphragm  the  same  as  at  the  previous 
examination. 

Case  V.  R.  J.  M.,  forty-four  years  old,  entered  the  hospital  July  16, 
1896.  Patient  of  Dr.  C.  E.  Edson.  Tuberculosis.  Anorexia;  loss  of  flesh; 
considerable  expectoration.  Dulness  at  right  apex,  front  and  back,  to 
third  space  and  middle  of  scapula ;  expiration  prolonged ;  rdles,  espe- 
cially after  cough  ;  increased  voice  sounds.     Left  side  normal. 

Examination  with  Fiuoroscope.  —  Right  lung  darker  from  apex  to 
fifth  rib  ;  left  lung  darker  than  normal  from  apex  to  second  rib. 

July  28.    Tubercle  bacilli  found  in  sputum. 
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Appearance  of  the  Lungs  on  the  Fluorescent  Screen  in  Early  TubercU' 

losis.  ^The  apex  of  otie  lung  is  seen  on  the  fluorescent  screen  to  be 

^darker  than  normal^  owing  to  the  increased  density  of  this  portion  of 

the  lung;  and,  second,  the  excursion  of  the  diaphragm  is  seen  to  he 


hir,,  81.     Diagram  of  paJmonary  luberculosii.     Kight  side. 
Right  apesf  darker  and  excursion  of  diaphraif m  shorter  than  nofffial  on  right  &idis     In  the  early 
suge  (he  slighr  shadow  casr  ia  litst  detccred  at  f"iJ  "f^^piration.  ,     ,    1  ,ivv„ 

in  fhLs  diagTjim  rlie  apex  U  darker,  and   the   excursion   of  the  djflphmgm  is  mofi-  '^'^s^^'*-*^*;  ^'^ 
im  lli*!*ery  eaHy  jiari.' of  the  disease;  purtlv  *or  purpost.^  ^^f  .jjigstraiion  and  in  the  case  ol  mc  apcii 
lalso  because  it  h  .lifflicalt  ta  ^ct  a  slight  amount  of  s^h^^dowr  rpp^Kluced  in  tlie  half-tone. 


restricted  on  the  affected  side,  a"*^  ^^svially  in  the  lower  part  of  its 
excursion.  The  heart  also  is  oftentimes  drawn  toward  the  diseased 
lun^.  The  diagram  fFig.  Hi)  indicate^  ^^^  ^^gt  two  signs  mentioned, 
but  the  shaded  area  at  the  ri^f^*:    apex    |^  ^  ^^ttie  darker  than  is  found 
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in  the  early  stages  of  the  disease,  for  two  reasons :  first,  it  is  very  diffi- 
cult to  get  a  slight  amount  of  shadow  reproduced  in  a  half-tone ;  and, 
second,  the  shadow  is  exaggerated  here  for  purposes  of  illustration. 
The  right  diaphragm  line  is  also  shortened  more  than  is  natural  in  such 
cases,  for  the  same  purpose.  In  the  early  stages  the  disease  is  rarely 
found  at  the  same  time  in  both  apices,  and  it  is  interesting  to  note  that 


G  R 


Fig.  82.  G.  R.  Outlines  taken  from  a  case  of  very  early  tuberculosis.  Density ;  darkened 
right  apex.  Diaphragm  lines  :  The  lowe>t  full  curved  lines  are  the  diaphragm  lines  in  deep  inspira- 
tion ;  the  two  broken  lines  above  these,  the  lines  in  the  inspiration  and  expiration  of  quiet  breathing, 
respectively;  the  dotted  lines  above  these,  the  diaphragm  lines  in  forced  expiration.  It  will  be  seen 
that  the  excursion  of  the  diaphragm  in  quiet  breathing  is  shorter  on  tlio  diseased  than  on  the  normal 
side,  and  that  during  expiration  the  diaphragm  ascends  higher  than  on  the  normal  side.  This  tracing 
is  given  to  indicate  that  we  should  study  the  movements  of  the  diaphragm  not  only  between  expiration 
and  deep  inspiration,  but  also  during  quiet  breathing  and  forced  expiration.     (One-third  life  size.) 


thus  far  I  have  seen  it  by  X-ray  examinations  more  often  in  the  right 
than  in  the  left  apex. 

Instead  of  the  appearances  above  mentioned  we  may  find  now  and 
then  only  a  general  diminution  in  the  clearness  of  the  lungs  and  ribs. 
This  latter  condition  probably  obtains  in  cases  where  the  disease  is 
disseminated.  It  is  not  easy  to  recognize  this  slight  departure  from  the 
normal  unless  the  physician  has  had  large  and  continuous  experience 
in  making  X-ray  examinations. 
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Appearances  seen  on  the  X-Ray  Photograph.  —  The  photograph  may 
show  a  uniformly  darkened  apex,  or  the  apex  may  have  a  mottled 
appearance,  and  this  mottling  may  extend  over  the  whole  of  the  lung 
when  it  becomes  diseased.     This  effect  is  not  so  marked  on  the  screen. 

Definition  of  Early  Tuberculosis.  —  Perhaps,  before  going  further,  it 
will  be  well  to  define  what  I  mean  by  "  early  **  or  "  incipient "  tuberculosis, 
as  these  terms  are  quite  indefinite  and  do  not  present  the  same  picture 
to  all  physicians.  The  words  "  incipient  tuberculosis  "  bring  to  my  mind 
a  case  like  the  following :  A  young  person  who  has  anaemia,  irregular 
rise  of  evening  temperature  of  about  one  degree,  digestive  symptoms, 
together  with  others  of  a  general  character,  but  without  definite  signs  in 
the  lungs,  and  without  cough.  Such  patients  have  come  under  my  ob- 
servation, not  because  they  had  symptoms  pointing  directly  to  the  lungs, 
but  because  they  had  been  suffering  from  anaemia  or  rheumatism,  or  had 
recently  been  through  some  serious  illness  such  as  diphtheria.  In  many 
of  these  cases  an  abnormal  condition  of  the  lungs  was  found  in  what 
I  may  call  an  accidental  way.  For  example,  while  making  an  X-ray 
examination  of  a  patient  who  had  a  weak,  rapid  heart  after  diphtheria, 
in  order  to  determine  the  size  of  this  organ,  I  found  a  slight  shadow  at 
one  apex  and  a  shortened  excursion  of  the  diaphragm  on  that  side. 
The  tuberculin  test  confirmed  the  signs  obtained  by  the  X-ray  examina- 
tion. My  suspicion  of  the  presence  of  this  disease  —  a  suspicion  after- 
ward confirmed  —  has  often  been  aroused  by  these  signs,  discovered 
during  an  X-ray  examination  of  the  heart,  when  my  attention  was  not 
at  the  time  of  that  examination  particularly  directed  to  the  lungs.  It  is 
obvious  that  if  the  physical  signs  are  slight  and  the  patient  is  complain- 
ing of  some  other  than  a  pulmonary  trouble,  the  presence  of  tubercu- 
losis of  the  lungs  in  its  earliest  stages  may  be  overlooked  if  only  the 
ordinary  methods  are  used.  Therefore,  in  cases  which  are  open  to 
suspicion,  an  X-ray  examination  should  be  made. 

The  number  of  patients  in  whom  I  have  detected  the  first  signs  of 
this  disease  by  the  X-rays  during  the  last  five  years  is  such  that  I  have 
been  much  impressed  with  the  advantage  which  this  examination  may  be 
to  young  persons  who  have  a  tuberculous  family  history,  and  who  are  run 
down,  but  have  slight  or  no  physical  signs  of  tuberculosis  in  the  lungs. 

Directions  for  making  X-Ray  Examinations.  —  In  tuberculosis, 
especially  in  its  early  stage,  and  in  fact  in  all  examinations  of  the  chest 
with  the  fluorescent  screen,  the  apparatus  should  be  provided  with  an 
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adjustment  which  will  allow  the  physician  to  increase  or  diminish  the  light 
while  observing  the  appearances  on  the  screen ;  because  certain  appear- 
ances which  will  show  clearly  in  one  light  will  be  lost  if  the  light  is 
stronger  or  weaker  than  that  best  adapted  for  giving  them  prominence. 
The  general  directions  as  to  the  disposition  of  tube,  screen,  and  patient, 
and  the  methods  for  recording  the  observations  made,  have  already  been 
given  in  Chapter  III,  therefore  it  is  unnecessary  to  consider  them  fur- 
ther here.  We  will  suppose  the  patient  lying  on  the  stretcher  in  the 
proper  position,  with  a  large  screen  30  x  35  centimetres  (12  x  14 
inches)  placed  on  his  chest. 

Diaphragm  Lines.  —  The  excursion  made  by  the  diaphragm  in  quiet 
breathing  should  be  noted,  and  the  point  to  which  this  muscle  rises  in 
inspiration  and  expiration,  on  both  sides  of  the  chest,  should  be  traced 
on  the  skin  or  the  celluloid  covering  the  screen,  according  to  the  method 
adopted.  The  patient  should  then  be  asked  to  take  a  full  breath,  and 
the  point  to  which  the  diaphragm  descends  should  be  noted ;  the  first 
full  inspiration  should  be  followed  by  two  or  three  more,  and  the  lowest 
point  of  the  diaphragm  again  noted,  for  it  sometimes  happens  that  the 
muscle  will  descend  to  a  lower  position  on  one  or  both  sides  after  a  few 
full  inspirations  have  been  taken  than  at  first.  Next,  the  point  to 
which  the  diaphragm  ascends  in  forced  expiration  should  be  recorded. 
By  making  these  several  observations  we  sometimes  find  that  one  set 
of  measurements  corroborates  or  supplements  the  other;  for  instance, 
where  the  excursion  of  the  diaphragm  from  expiration  to  deep  inspira- 
tion is  shortened  on  one  side,  we  often  find  the  excursion  during  quiet 
breathing  is  diminished  also  on  this  side ;  or  that  the  diaphragm  rises 
much  higher  than  normal,  during  forced  expiration,  above  the  line  of 
quiet  expiration  on  this  side  (see  Fig.  82). 

When  one  lung  is  diseased  in  whole  or  in  part,  some  suggestion  of 
the  amount  of  disease  present  may  be  obtained  not  only  by  noting  the 
excursion  of  the  diaphragm  on  the  abnormal  side,  but  also  that  on  the 
well  side  during  quiet  breathing ;  the  normal  excursion  during  this 
period  of  respiration  is  about  1.25  centimetres  (see  page  108,  Intro- 
duction to  Thorax),  but  this  excursion  is  increased  if  one  lung  is  obliged 
to  do  more  than  its  share  of  the  work. 

Darkened  Apex. — The  lungs  should  be  carefully  observed,  particu- 
larly the  apices.  The  darkened  areas  seen  on  the  screen  should  be 
indicated  on  the  skin  or  celluloid.  These  areas  may  be  more  evident 
during  full  inspiration  than  during  expiration.     To  detect  the  shaded 
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apex  it  is  necessary  for  the  physician  to  compare  the  brightness  of  the 
two  apices  and  to  observe  the  comparative  distinctness  with  which  the 
clavicle  and  the  first  and  second  ribs  stand  out  in  contrast  to  the  lighter 
intercostal  spaces  on  the  two  sides  of  the  chest.  These  comparisons 
should  be  made  during  both  inspiration  and  expiration,  and  with  the 
light  so  adjusted  that  the  suspected  side  is  barely  illuminated.  With 
the  light  thus  regulated,  even  a  slight  difference  in  brightness  on  the 
normal  side  would  be  more  marked,  because  under  these  circumstances 
the  contrast  between  the  two  apices  would  be  greatest.  That  is  to  say, 
with  the  light  such  that  in  full  inspiration  there  is  very  little  or  almost 
no  light  coming  through  a  suspected  apex,  the  greater  brightness  of  the 
normal  apex  is  more  apparent.  In  many  cases  the  slightly  darkened 
apex  is  easily  recognized,  while  in  others,  by  careful  adjustment  of  the 
light,  —  turning  it  up  or  down  during  the  various  stages  of  respiration,  — 
the  practised  eye  will  see  that  there  is  undoubtedly  a  difference  in  the 
amount  of  light  coming  through  the  two  apices.  In  the  cases  where 
both  apices  are  slightly  diseased,  the  recognition  of  this  slight  increase 
in  density  is  more  difficult,  as  then  the  physician  must  compare  the 
brightness  as  found  in  the  apices  with  his  mental  picture  of  what  it 
should  be  for  an  individual  of  that  build ;  for,  as  already  indicated,  in 
very  stout  persons  the  lungs  would  not  be  normally  quite  as  bright  as 
in  thinner  people.  In  the  early  stages,  however,  as  mentioned  above, 
the  disease  very  rarely,  if  ever  begins,  in  both  apices  at  the  same  time, 
and  if  it  has  progressed  so  far  as  to  affect  both  apices  its  presence  would 
be  very  evident. 

General  Diminution  in  Clearness  of  Chest  Outlines.  —  The  thorax 
should  be  carefully  examined  to  determine  whether  or  not  there  is  a 
general  diminution  in  the  amount  of  light  coming  through  the  chest 
as  a  whole.  If  the  light  is  only  slightly  diminished,  this  diminution  is 
only  recognized  after  the  practitioner  has  gained  experience  by  examin- 
ing persons  of  various  sizes  and  different  ages. 

Bronchial  Glands.  —  In  some  cases  of  pulmonary  tuberculosis  we 
may  be  able  to  recognize  the  shadows  of  the  hypertrophied  bronchial 
glands.  This  is  another  indication  of  disease  to  be  looked  for  on  the 
fluorescent  screen. 

Position  of  Heart.  —  The  position  of  the  heart  should  be  examined 
and  noted  (see  chapter  on  Heart  for  methods  of  examination). 

Second  X-Ray  Examination.  —  A  second  X-ray  examination,  at  least, 
should  be  made  after  an  interval  of  several  days.     If  the  above  men- 
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tioned  signs  persist,  the  physician  should  be  diligent  in  his  search  for 
other  indications  of  tuberculosis,  which  will  only  too  frequently  be  found 
to  develop  later. 

Comparison  between  the  Value  of  the  Fluorescent  Screen  and  X-Ray 
Photograph  in  Early  Tuberculosis.  —  In  order  to  compare  the  results 
obtained  by  an  X-ray  photograph  of  the  chest  with  the  appearances  as 
determined  by  means  of  the  fluorescent  screen,  I  have  used  both  methods 
of  examination  in  some  cases,  in  the  same  patient,  in  an  early  stage  of 
the  disease.  I  made  this  experiment  in  the  early  stage  advisedly,  because 
in  the  later  stages  we  have  so  many  ways  of  making  a  diagnosis  that 
X-ray  examinations  are  only  useful  in  determining  the  progress  or  the 
extent  of  the  disease.  In  some  of  the  patients  in  whom  I  have  found 
signs  in  the  apex  of  one  lung  with  the  fluorescent  screen,  the  photograph 
also  showed  that  the  same  apex  was  darker  than  the  one  on  the  other 
side.  On  the  other  hand,  in  certain  cases  where  I  found  signs  by  the 
fluorescent  screen.  X-ray  photographs  showed  no  difference  between  the 
two  sides.  While  the  X-ray  photographs  show  clearly  that  the  lungs 
are  denser  than  normal  when  the  disease  has  passed  the  very  earliest 
stage,  thus  far  I  have  been  able  to  detect  an  abnormal  condition  of 
the  lungs  in  early  tuberculosis  better  by  means  of  the  fluorescent  screen 
than  by  means  of  the  photograph.  The  screen  is  a  readier  and  more 
certain  test.  This  result  has  been  a  surprise  to  me,  as  I  supposed  the 
photograph  would  prove  to  be  the  better.  Instantaneous  photographs 
can  now  be  taken  of  the  lungs  by  means  of  intensifying  screens ;  this 
method,  which  has  been  used  by  Van  Ziemssen  and  Rieder,and  others, 
is  discussed  in  the  Appendix. 

Usual  Means  of  Diagnosis.  —  In  this  disease,  as  in  many  others,  we 
derive  the  data  for  a  diagnosis  from  various  sources.  The  personal  and 
family  history  of  the  patient  must  be  considered  ;  then  his  general  condi- 
tion, that  is,  whether  or  not  he  has  lost  in  weight  or  strength,  has  or  has 
not  anaemia,  indigestion,  a  daily  rise  in  temperature,  or  a  rapid  pulse, 
etc.  Only  one  or  two  of  these  symptoms  may  be  present  in  any  one 
case,  however,  and  they  may  be  due  to  other  causes  than  tubercle 
bacilli.  As  the  disease  progresses,  signs  referable  to  the  respiratory 
system  appear,  such  as  increase  in  the  expiratory  sounds  and  in  tactile 
fremitus ;  the  throat  is  affected ;  there  is  morning  cough  ;  or  haemop- 
tyses;  dulness;  riles,  etc.  But,  as  already  indicated,  many  of  the  gen- 
eral symptoms  are  common  to  other  diseases,  and  likewise  some  of  the 
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local  signs.  The  finding  of  tubercle  bacilli  in  the  sputa  establishes 
the  diagnosis,  or  the  tuberculin  test  may  be  used. 

Early  physical  signs  at  the  right  apex,  —  namely,  increase  in  respi- 
ratory murmur  or  in  tactile  fremitus  ;  slight  dulness,  etc.  It  is  true  that 
tuberculosis  frequently  begins  at  the  right  apex,  but  there  is  often  in 
health  an  increase  in  the  respiratory  murmur  on  the  right  side  as  com- 
pared with  the  left.  There  may  also  be  an  increase  in  tactile  fremitus, 
or  a  slight  dulness  on  the  former  side  as  compared  with  the  latter. 
Therefore  these  slight  physical  signs  at  the  right  apex  have  less  value 
than  they  otherwise  would  have.    This  point  will  be  taken  up  again  later. 

The  Tuberculin  Test.  —  If  we  use  the  tuberculin  test  as  a  guide 
where  the  general  symptoms  suggest  tuberculosis,  we  shall  employ  it  in 
many  cases  where  this  disease  is  not  present.  On  the  other  hand,  if 
tuberculosis  does  exist,  but  is  in  an  early  stage,  it  may  be  overlooked 
unless  more  than  one  dose  is  given.  For  example,  in  the  early  stages 
patients  do  not  react  to  one  milligramme  of  tuberculin  ;  sometimes  not  to 
five  ;  or  perhaps  not  even  to  larger  amounts.  We  are  obliged,  then,  in 
using  tuberculin,  to  give  it  to  many  patients  who  prove  not  to  have 
tuberculosis,  and  to  give  it  to  them  a  number  of  times  to  prove  or  dis- 
prove the  tentative  diagnosis,  because  we  are  not  justified  in  inferring 
that  tuberculosis  is  absent  when  there  is  no  reaction  to  a  small  dose. 
Likewise  if  a  second  or  third  injection  is  required,  there  should  be  an 
interval  of  several  days  between  the  injections,  and  therefore  time  is 
consumed. 

Great  care  is  required  to  carry  out  the  tuberculin  test,  and  experience 
to  interpret  its  results,  for  it  may  not  be  easy  to  decide  whether  the 
effects  produced  should  or  should  not  be  interpreted  as  a  reaction. 

Further,  some  physicians  are  unwilling  to  use  this  test,  partly 
because  no  reaction  may  follow  until  several  injections  have  been  made, 
and  partly  because  other  diseases  react  to  tuberculin.  Likewise,  there 
are  many  patients  who  will  not  permit  its  use. 

Again,  even  if  the  patient  reacts  to  tuberculin,  the  test  does  not 
locate  the  lesion  nor  give  its  extent.  It  may  be  a  pulmonary  tubercu- 
losis or  a  tuberculosis  of  some  other  part  of  the  body  ;  the  test  does  not 
show  whether  or  not  the  lungs  are  involved.  The  seat  of  the  disease 
is  of  course  of  importance  in  treatment  —  a  patient  with  tuberculosis  of 
the  foot  need  not  be  sent  to  Colorado. 

Test  for  Tubercle  Bacilli.  —  In  the  early  stage  of  the  disease  there  is 
usually  no  expectoration,  therefore  this  test  cannot  be  employed ;  and 


122     THE   ROENTGEN   RAYS  IN   MEDICINE  AND  SURGERY 

even  in  cases  where  there  is  expectoration  the  bacilli  are  not  always 
found  when  looked  for.  It  sometimes  happens  that  five  or  six  negative 
examinations  are  made.  I  recall  one  patient  who  was  examined  six  times 
with  a  negative  result,  but  reacted  well  to  three  milligrammes  of  tuber- 
culin. In  some  cases  no  bacilli  are  found  during  the  whole  course  of 
the  disease,  but  are  found  at  the  post-mortem  examination. 

X-Ray  Examinations  as  an  Aid  in  the  Early  Diagnosis  of 
Tuberculosis.  —  This  method  gives  us  a  new  aid  in  the  early  diagnosis 
of  tuberculosis,  and  one  which  is  without  risk  or  discomfort  to  the  patient. 
Even  if  we  decide  to  use  the  tuberculin  test  it  is  well  to  precede  its  use 
by  an  X-ray  examination  in  order  to  determine  the  extent  of  the  disease 
in  the  lungs,  to  estimate  how  much  it  would  be  wise  to  give,  and  to  avoid 
the  risk  of  giving  too  large  a  dose  of  tuberculin.  The  X-ray  examination 
may  make  the  tuberculin  test  superfluous.  I  find  its  use  less  and  less 
necessary  as  my  experience  with  X-ray  examinations,  used  in  connection 
with  other  methods  of  examination,  increases.  I  say  **  in  connection  with 
other  methods  of  examination  "  advisedly.  For  example,  we  may  find 
slight  or  doubtful  signs  in  one  lung  by  auscultation  and  percussion,  sug- 
gestive  of  tuberculosis,  and  if  the  X-rays  give  evidence  confirmatory  of 
this  disease,  there  is  plainly  less  need  for  the  use  of  the  tuberculin  test 
than  there  would  otherwise  have  been,  or  it  may  not  be  required  at  all. 
On  the  other  hand,  the  X-rays  may  be  of  service  in  pointing  out  the 
cases  in  which  the  tuberculin  should  be  used,  that  is,  cases  where  this 
test  is  the  only  means  of  confirming  the  diagnosis  suggested  by  the 
X-rays. 

Diagnosis  not  made  by  X-Rays  Alone.  —  By  X-ray  examinations  we 
detect  abnormal  conditions  of  the  lungs,  their  change  in  density,  elas- 
ticity, and  volume  ;  and  to  some  extent  they  assist  us  to  make  a  differ- 
ential diagnosis,  as  will  be  seen  later  ;  but  the  shaded  apex  and  shortened 
excursion  of  the  diaphragm  seen  in  pulmonary  tuberculosis  may  also 
point  to  a  recent  pneumonia  in  the  upper  lobe,  and  the  history  of 
the  case  would  be  necessary  to  enable  us  to  discriminate  between 
this  cause  and  tuberculosis ;  or  again,  the  movement  of  the  lung  might 
be  restricted  by  a  pneumonia  with  pleurisy  which  had  caused  adhesions. 
Therefore  the  inquiry  should  be  made  as  to  whether  or  not  the  patient 
had  previously  had  pneumonia  or  pleurisy.  But  the  darkened  apex 
and  shortened  excursion  of  the  diaphragm  should  always  make  the 
physician  consider  pulmonary  tuberculosis,  and  put  him  on  his  guard 
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against  a  beginning  or  an  old  and  healed  tuberculosis.  The  history 
of  the  case,  however,  and  further  examinations,  are  necessary  to  make 
a  positive  diagnosis.  In  other  words,  the  diagnosis  of  phthisis  is  not 
made  by  the  X-ray  examination  alone,  but  it  does  give  us  early  warning 
of  a  departure  from  the  normal  in  the  lung,  which  puts  us  on  our  guard 
and  enables  us,  in  conjunction  with  the  history,  etc.,  to  make  the  diag- 
nosis, and  thus  in  many  early  cases  of  tuberculosis  to  arrest  its  prog- 
ress by  proper  care. 

The  service  which  X-ray  examinations  can  render  in  giving  early 
warning  of  tuberculosis  is  well  illustrated  by  the  following  case :  — 

C.  B.,  a  young  man,  one  of  whose  parents  died  of  tuberculosis,  was 
brought  to  see  me  in  consultation  and  for  an  X-ray  examination.  He 
had  a  history  of  recent  rapid  loss  of  flesh,  but  there  were  no  physical 
signs,  no  temperature,  no  cough,  and  the  pulse  was  not  rapid. 

The  X-ray  examination  with  fluorescent  screen  showed  a  darkened 
apex  of  one  lung  and  a  much  shortened  excursion  of  the  diaphragm 
on  the  same  side. 

Both  his  physicians  suspected  tuberculosis,  and  he  was  being  kept 
under  observation  to  see  if  any  signs  developed  in  the  lungs ;  but  as  the 
X-ray  examination  showed  that  they  were  already  present,  I  saw  no 
reason  for  delay,  and  advised  that  he  should  go  directly  where  he  could 
have  good  food  and  lead  an  out-of-door  life  for  some  months.  This 
advice  was  followed,  and  four  months  later  his  family  reported  him  as 
better  than  he  had  ever  been  in  his  life. 

I  believe  that  we  may  regard  the  successful  care  of  early  tubercu- 
losis as  dependent  largely  upon  maintaining  the  condition  and  well- 
being  of  the  patient  at  as  high  a  point  as  possible.  If  there  is  delay  in 
making  the  diagnosis,  not  only  are  time  and  money  wasted,  but  also, 
what  is  of  vital  consideration,  the  chance  of  recovery  is  greatly  lessened. 
Effectual  care  does  not  by  any  means  necessitate  a  journey  to  another 
climate,  —  although,  as  just  indicated,  it  may  be  advisable  when  possible, 

—  for  it  has  been  shown  that  even  in  some  of  the  worst  climates  con- 
sumptives do  well  under  proper  direction. 

Final  Test  Tubercle  Bacilli. — We  cannot  make  a  final  diagnosis 
of  pulmonary  tuberculosis  by  the  X-rays ;  but  if  we  exclude  the  test 
for  bacilli,  which  cannot  be  made  until  cough  and  expectoration  appear, 

—  and  even  then  the  bacilli  may  not  be  found  until  after  death,  as 
already  stated,  —  we  also  see  that  in  the  early  stage  of  the  disease 
there  is  no  test  that  is  without  question. 
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Importance  of  Early  Diagnosis.  —  The  practical  point  then  is  the 
ability,  founded  on  the  best  evidence  available,  to  warn  patients  of 
danger  before  they  begin  to  cough,  if  possible,  for  it  is  unwise  to  wait, 
for  fear  of  making  a  mistake,  until  this  symptom  has  appeared.  It  does 
not  take  skill  in  diagnosis  to  send  the  sputum  to  the  laboratory  and 
receive  a  report  that  tubercle  bacilli  are  or  are  not  present.  But  to 
weigh  the  history,  symptoms,  and  signs.  X-ray  as  well  as  the  usual  phys- 
ical signs,  and  at  the  earliest  moment  foresee  the  probabilities  with 
considerable  certainty,  does  demand  skill  and  experience  in  pulmonary 
disease.  Very  little  harm  will  be  done  if  the  physician  now  and  then 
sends  away  a  patient  for  a  timely  vacation  because  he  suspected  early 
tuberculosis,  which  did  not  exist  —  for  if  such  suspicions  are  aroused 
the  patient  probably  needs  a  rest  for  other  causes  —  as  compared  with 
the  irreparable  injury  committed  by  keeping  patients  under  observation 
and  delaying  effective  measures  until  a  medical  student  can  make  the 
diagnosis. 

Classes  of  Cases  of  Pulmonary  Tuberculosis,  in  which  the 
X-Ray  Examination  is  of  Value. — 

-^.  As  an  Aid  in  Diagnosis. — Firsts  in  cases  where  there  are  no 
physical  signs,  or  where  they  are  very  doubtful. 

Second,  in  cases  where  there  are  slight  physical  signs  only. 

Third,  in  cases  where  an  accompanying  emphysema,  bronchitis, 
pleurisy,  or  pneumonia  may  disguise  the  physical  signs  of  tubercu- 
losis. 

Fourth,  in  cases  where  the  physical  signs  indicate  tuberculosis,  which 
the  X-rays  do  not  confirm. 

Fifth,  in  cases  of  tuberculosis  of  some  other  portion  of  the  body 
than  the  lungs,  to  see  if  they  are  also  affected. 

Sixth,  in  patients  between  fifteen  and  thirty  years  of  age  where  the 
family  history  is  tuberculous.     Precautionary  X-ray  examinations. 

B,  In  Old  Lesions  of  Tuberculosis. 

C,  For  determining  Existing  Conditions  more  accurately. 

D,  In  determining  the  Progress  and  Extent  of  Disease.  —  First,  in 
cases  where  the  progress  of  the  disease  is  rapid,  X-ray  examinations 
made  at  intervals  of  a  week  or  so  will  often  show  marked  increase  in 
the  diseased  area,  although  to  physical  signs  the  progress  is  not  so 
evident.  Second,  in  cases  where  the  progress  is  not  rapid  and  the 
patients   gain  steadily  in  weight  and   improve   in   color  and   general 
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condition,  and   have  no  temperature,  yet  the   X-rays   show  that  the 
disease  is  steadily  advancing. 

E,  In  determining  the  Extent  of  Disease.  —  In  cases  in  which  the 
X-rays  assist  us  to  determine  the  extent  of  the  disease  as  well  as  its 
progress,  and  enable  the  physician  to  determine  whether  the  patient 
should  or  should  not  remain  at  home. 

F,  In  Acute  Miliary  Tuberculosis. 

G,  In  showing  Cavities  in  the  Lungs. 

A.    As   AN   Aid   in   Diagnosis 

This  method  gives  us  another  means  of  learning  that  the  lungs 
are  in  an  abnormal  condition,  and  thus  diminishes  the  chance  that 
the  disease  may  be  overlooked  in  the  early  stage.  Moreover,  the  signs 
by  the  X-rays  may  be  so  decisive  in  character  as  to  demand  search 
for  other  signs  and  symptoms.  Thus  the  early  warning  given  by  X-ray 
examinations  contributes  to  prompt  and  therefore  hopeful  treatment; 
and  the  ease  with  which  they  are  made,  so  far  as  the  patient  is  con- 
cerned, together  with  their  entire  harmlessness,  makes  them  service- 
able in  the  early  diagnosis  of  pulmonary  tuberculosis.  Let  me  illustrate 
this  point  by  the  following  cases :  — 

First,  those  without  Physical  Signs.— 

Case  L  Bertha  N.,  aged  twenty  years.  Entered  my  service  at  the 
Boston  City  Hospital  February  18,  1899. 

Family  History.  —  Father  died  of  tuberculosis. 

Personal  History.  —  Typhoid  fever  eight  years  previously. 

Present  Illness.  —  Bad  cold  for  two  weeks ;  sore  throat ;  no  cough. 
Some  pain  in  mid-chest  on  deep  inspiration.  Chills  three  or  four  nights 
before  entrance.  For  past  two  days  feet  have  been  sore,  and,  soon 
after,  knees  became  swollen  and  painful.     No  vomiting. 

Physical  Examination.  —  Heart :  right  border  at  right  sternal  border ; 
left  border  8  centimetres  to  left  of  mid-sternum.  Apex  in  fourth  space. 
Action  tumultuous ;  no  murmurs  heard ;  pulmonic  second  accentuated. 
Lungs  :  resonance  and  respiration  good. 

Two  X-ray  examinations  with  fluorescent  screen  showed  a  darkened 
apex  and  a  shortened  excursion  of  the  diaphragm  on  the  right  side. 

Patient  reacted  to  10  milligrammes  of  tuberculin.  Temperature 
101.2°  F. ;  malaise. 

Case  IL  T.  M.,  twenty  years  old,  entered  my  service  at  the  hos- 
pital April  21,  1897,  for  phlebitis  in  the  right  leg. 
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Two 


Family  History,  —  Two  of  her  sisters  died  of  tuberculosis. 

Personal  Histor)\  —  Five  weeks  ago,  pain  in  the  right  calf, 
weeks  ago,  pain  in  left  side,  worse  on  breathing. 

Physical  Examination,  —  Heart's  area,  action,  and  sounds,  normal. 
Lungs :  good  resonance  and  respiration  throughout.  Examination  of 
the  blood  gave  30  to  35  per  cent  of  haemoglobin,  4,300,cxx)  red  cor- 
puscles, 9000  white  corpuscles. 


T.M, 

May   1897, 


d) 


Fig.  83.    T.  M.    X-ray  tracing  (one-third  life  size).     Right  lung  shaded;  excursion  of  diaphragm  on 
right  side  4.5  centimetres ;  on  left  side  7.5  centimetres. 

A/ay  12.  X'Ray  Examination  with  Screen.  —  Right  lung  shaded. 
Excursion  of  the  diaphragm  on  the  right  side  4.5  centimetres,  on  the 
left  side  7.5  centimetres  (see  Fig.  83). 

May  22.  Reacted  to  5  milligrammes  of  tuberculin.  Temperature 
104.8°  F. 

May  27.  Physical  examination  shows  nothing  abnormal  in  the 
lung.  Patient  has  no  cough,  is  well  developed  and  well  nourished. 
No  symptoms  pointing  to  trouble  in  the  lungs. 

June  12.  Several  careful  physical  examinations  of  the  lungs  made 
during  the  past  month  gave  no  evidence  of  tuberculous  process.  Reso- 
nance and  respiration  good.     Discharged. 

1897.     Went  home  to  Canada  and  remained  a  year. 
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1898-^899.     Had  cough  and  night  sweats  during  the  winter. 

November  21,  1899.  Unusually  well  developed  and  nourished ;  great 
increase  in  weight,  present  weight  170  pounds.     Appears  well. 

February y  19CX).  The  patient  has  been  perfectly  well  since  Novem- 
ber, 1899.     The  X-ray  signs  remain  the  same  as  in  1897  (see  Fig.  83). 

March^  1901.  Has  been  at  work  continuously  ;  seems  now  perfectly 
weU. 

Second,  Cases  where  there  are  Slight  Physical  Signs  only. — 

Case  L  Michel  F.,  aged  twenty-four  years.  Diagnosis:  acute 
articular  rheumatism,  cardiac.  Entered  my  service  at  the  Boston  City 
Hospital  December  2,  1898.  Family  history,  negative.  Personal  his- 
tory:  was  in  the  hospital  with  acute  articular  rheumatism  in  ankles 
and  right  wrist,  in  June,  1898,  for  two  weeks,  and  again  in  July  and 
August,  1898,  for  four  weeks.  Lungs  were  then  normal,  temperature 
such  as  might  be  expected  with  rheumatism,  not  suggestive  of  tuber- 
culosis. After  his  discharge  from  the  hospital  in  August  his  ankle 
continued  to  trouble  him,  but  he  kept  at  work  until  the  middle  of  No- 
vember. Then  both  ankles  were  painful,  and  the  right  wrist  was  also 
affected.  December  2,  1898,  says  he  has  felt  feverish  and  slept  poorly 
on  account  of  pain  ;  no  headache,  no  cough,  appetite  good.  Physical 
examination :  well-developed  and  well-nourished  man,  general  con- 
dition good.  Pulse  76,  Lungs :  resonance  and  respiratory  sounds 
normal. 

December  17.  X-ray  examination  ivith  screen  was  made  in  order  to 
determine  the  size  of  the  heart.  Heart  shows  slight  enlargement,  both 
to  the  right  and  left.  I  noticed  while  examining  this  organ  that  the 
right  lung,  from  the  apex  as  far  as  the  third  rib,  was  darker  than  nor- 
mal, and  the  excursion  of  the  diaphragm  was  diminished  on  this  side, 
being  5.25  centimetres  on  the  right  side  and  7.5  centimetres  on  the  left 
side. 

On  the  same  day  the  physical  examination  was  made  after  X-ray 
examination  :  expiration  somewhat  more  marked  in  the  right  apex  in 
front.  Tactile  fremitus  slightly  increased  in  the  right  back  between  the 
scapula  and  the  vertebral  column.  Patient  when  asked  if  he  had  not 
lost  in  weight  during  the  past  few  months,  thought  that  he  had.  De- 
cember 22,  I  milligramme  of  tuberculin  was  given ;  no  reaction. 
December  27,  3  milligrammes  of  tuberculin  were  given ;  no  reaction. 
December  30,  5  milligrammes  of  tuberculin  were  given  ;  reaction  well 
marked.     Temperature  102.5°  F»  with  malaise.     December  30,  morn- 


128     THE   ROENTGEN   RAYS  IN   MEDICINE  AND   SURGERY 

ing  and  evening  temperature  for  three  weeks  had  been  98**  to  99°  F. 
No  cough  at  any  time. 

Janmxry  2,    1899.     Prolonged  expiration,   slight   increase  in  tactile 
fremitus  in  the  right  back  between  the  scapula  and  spine,  opposite 


M/che/r 


Fig.  84.  Michel  F.,  December  17, 1898.  Diagnosis:  acute  articular  rheumatism.  X-ray  examina- 
tion with  screen  shows  that  the  apex  on  the  right  side  is  darkened.  Broken  and  nearly  horizontal  lines 
on  either  side  show  position  of  diaphragm  in  expiration ;  the  full  lines  below,  in  forced  inspiration. 
It  will  be  noticed  that  the  excursion  of  the  diaphragm  on  the  right  side  is  shorter  than  on  the  left.  The 
heart  during  forced  inspiration  moves  more  to  the  right  than  normal,  because  the  right  lung  expands 
less  than  the  left.     (One-third  life  size.) 


the  spine  of  the  scapula.     Discharged.     His  appearance  at  this  time 
was  that  of  a  well  man. 

In  March,  1899,  this  patient  had  another  attack,  and  returned  to  the 
City  Hospital.  He  was  under  Dr.  V.  Y.  Bowditch*s  care.  Diagnosis : 
rheumatism.     With  Dr.  Bowditch's  permission  I  insert  here  the  note  he 
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made  of  his  physical  examination  of  the  lungs:  "Percussion  note  is 
slightly  high  in  pitch,  and  slight  dulness  at  right  apex  to  the  third 
rib  in  front  and  spine  of  scapula  behind.  No  change  in  respiratory 
murmur  and  no  rdles.  Resonance  and  respiration  good  over  balance 
of  chest." 

In  March,  1899,  I  made  another  X-ray  examination,  and  found  the 
same  darkened  area  of  the  lung  and  shortened  excursion  of  the  dia- 
phragm as  on  December  17,  1898. 

Case  II.  Michael  H.,  aged  thirty-six  years.  Entered  my  service 
at  the  hospital  March  7,  1898,  with  acute  articular  rheumatism,  which 
began  five  weeks  before  entrance  with  swelling  in  the  knee,  extended 
to  one  hip,  then  to  the  other,  then  to  the  left  ankle.  Ten  days 
before  entrance  both  hands  became  red,  swollen,  and  painful ;  five 
days  before  started  again  in  the  knee,  right  hip,  right  hand,  and  shoul- 
der. Physical  examination  of  the  lungs  showed  good  resonance  and 
respiration  throughout.  On  March  10  the  left  wrist  was  red  and 
painful.  On  March  18  this  condition  improved  under  salicylates. 
Practically  well. 

March  8.  X-Ray  Examination  with  Screen.  —  This  was  made  to 
determine  the  size  of  the  heart,  as  I  was  then  making  X-ray  examina- 
tions of  this  organ  in  all  cases  of  acute  rheumatism.  The  apex  of  the 
right  lung  was  found  to  be  shaded  as  compared  with  the  left  lung ; 
excursion  of  the  diaphragm  on  the  right  side  5.5  centimetres,  on  the 
left  side  8  centimetres. 

After  this  examination  auscultation  and  percussion  showed  slight 
dulness  on  the  right  side  from  the  apex  to  the  second  rib.  Tactile 
fremitus  increased,  expiration  prolonged. 

March  14.  Second  X-ray  examination  pointed  to  the  right  lung  as 
the  seat  of  the  trouble,  as  before. 

One  milligramme  of  tuberculin  given,  later  2  milligrammes  given, 
finally  4  given.  Patient  reacted  to  this  last  dose.  Discharged  April 
7,  1898. 

In  May,  1899,  ^^  returned  to  the  out-patient  department,  and  Dr. 
John  W.  Bartol  kindly  reported  to  me  that  he  found  no  physical  signs 
in  the  lungs. 

It  is,  of  course,  a  serious  matter  for  a  patient  or  for  his  friends  to  be 
told  that  he  has  trouble  in  the  lungs ;  but  it  is  much  more  serious  for 
the  physician  to  fail  to  make  an  early  diagnosis  and  take  prompt 
action.     Moreover,  the   natural  apprehensions  of   the  patient  may  be 
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very  reasonably  allayed  by  a  hopeful  prognosis  in  view  of  the  early  dis- 
covery of  the  disease. 

Association  of  Tuberculosis  atid  Acute  Articular  Rheumatism, —  It  will 
be  noticed  that  these  two  cases  had  acute  articular  rheumatism.  I  have 
been  struck  with  the  frequent  association  of  rheumatism  and  tuberculosis. 

Result  of  Physical  Examination  before  and  after  X-Ray  Examination. 
— The  physical  examination  in  some  cases  of  early  tuberculosis  has 
revealed  nothing  abnormal  to  the  physicians  examining  them  until  after 
attention  was  drawn  to  the  abnormality  of  the  lungs  by  my  X-ray 
examination.  After  this  had  been  made,  however,  auscultation  and 
percussion  over  the  site  indicated  by  the  X-rays  has  frequently  revealed 
an  expiratory  murmur  a  little  more  marked  on  this  side  than  on  the 
opposite  side.  In  some  cases,  also,  the  dulness  has  seemed  a  little  more 
prominent,  and  the  tactile  fremitus  has  been  found  to  be  slightly  in- 
creased. It  is  much  easier,  I  think,  when  the  conditions  are  very 
little  removed  from  the  normal,  to  recognize  these  slight  differences 
after  the  X-ray  examination  has  suggested  where  we  should  look  for 
them.  Again,  there  are  other  cases  where  the  tactile  fremitus,  slight 
dulness,  or  slightly  harsher  respiration  on  one  side  as  compared  with 
the  other,  may  be  within  normal  limits,  but  where  an  X-ray  examina- 
tion shows  less  doubtful  signs  of  disease. 

Early  Warning  given  and  Conditions  watched  by  the  X-Rays.  —  The 
following  case  is  given  in  some  detail  to  show  how  a  case  of  tuberculosis 
can  be  watched  on  the  fluorescent  screen,  and  the  physician  aided  to  take 
suitable  measures :  — 

Case  I.  Margaret  G.,  eighteen  years  old,  entered  my  service  at  the 
hospital  October  26,  1899.     Diagnosis:  chlorosis;  rheumatism. 

Family  History.  —  Father  and  mother  living.  Mother  well.  Father 
has  had  chronic  cough  for  two  and  one-half  years ;  was  in  the  hospi- 
tal two  years  ago  for  operation  on  fistula.  During  the  first  year  of 
cough  had  occasional  night  sweats  and  haemoptyses.  Cough  of  late 
has  been  better.     Five  brothers  and  two  sisters  living  and  well. 

Personal  History.  —  Pneumonia  two  years  ago  in  left  chest.  Peri- 
tonitis same  year.  Muscular  rheumatism  eighteen  months  ago.  Cata- 
menia  at  si.xteen  years  of  age,  irregular  since.  Previous  to  entrance 
patient  had  worked  in  a  book-bindery,  where  there  was  much  dust  and 
poor  air ;  was  seated  most  of  the  time ;  work  lasted  nine  hours  with  a 
varying  interval  of  from  fifteen  to  sixty  minutes*  nooning;  had  a  cold 
lunch  always.     Gives  no  history  of  cough  or  fainting   attacks.      Has 
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had  much  trouble  with  eyes,  which  has  been  relieved  much  of  the 
time  by  glasses.  Does  not  think  that  she  had  lost  any  flesh  up  to 
September  i,  1899,  when  she  went  on  a  vacation  to  Milford,  N.  H., 
feeling  tired  out  and  "  all  run  down,'*  and  with  much  headache.  Re- 
turned to  work,  having  gained  three  pounds,  but  not  feeling  much 
better,  headache  having  continued  while  away.  Did  not  notice  that 
color  was  improved ;  did,  however,  feel  rested.  At  end  of  two  weeks 
was  forced  to  give  up  work  because  of  increasing  weakness  and  malaise. 


MfyrC 

OcC  28'^  /«WL 


Fig.  85.    Margaret  G.    X-ray  tracing  made  October  28,  1899.      (One-third  life  size.) 
darker  than  normal ;  excursion  of  diaphragm  shortened  on  right  side. 


Right  apex 


At  this  time  was  sleeping  very  poorly  and  had  no  appetite.  From  time 
of  resuming  work  up  to  that  of  entering  the  hcspital  (/>.  five  weeks) 
had  lost  eight  pounds. 

Physical  examination,  —  Well  developed  and  nourished.     Anaemic. 

Eyes :  sclera  bluish.     Pupils  dilated. 

Tongue :  moist,  slight  coat. 

Pulse  :  regular ;  good  volume  and  tension. 

Heart :  right  border  3  centimetres  to  right  of  median  line ;  left 
border  12  centimetres  to  left  of  same  line.     Apex  felt  in  fourth  inter- 
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pace,  outside  the  nipple  line.  Action  regular.  Soft,  blowing  systolic 
murmur  heard  all  over  cardiac  area  to  left  of  sternum,  loudest  in  second 
left  interspace.  Systolic  murmur  also  heard  in  base  of  left  neck. 
Pulmonic  second  slightly  accentuated. 

Lungs :  resonance  and  respiration  good  throughout  except  pro- 
longed expiratory  murmur  and  increased  tactile  fremitus  and  vocal 
resonance  at  right  apex,  front  and  back.     No  riles. 


Maryt  C 

M^    6*^  iSSB 


Fig.  86.     Margaret  G.     X-iay  tracing  made  November  6,  1899.     (One-third  life  size.)     Right  apex 
still  darker  than  normal,  and  excursion  o!  diaphragm  shortened  on  right  side. 


Liver,  spleen,  and  abdomen  negative,  except  slight  dulness  at 
seventh  rib. 

Extremities :  very  slight  a*dema.  Over  inner  malleolus  of  left 
limb,  redness,  swelling,  heat,  and  tenderness. 

October  28.  X-Ray  Rxtxminatiou  with  Screen.  —  Right  apex  dark- 
ened. Excursion  of  diaphragm  on  right  side  shorter  than  on  left  side 
(see  Fig.  85). 

November  i.     Has  improved  in  color. 

Xorember  3.  Physical  examination  shows  prolonged  expiration  at 
right  apex.     The  increased  tactile  fremitus  at  first  noticed  is  now  absent. 
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Patient  has  better  color  and  has  apparently  gained  in  weight  and 
strength. 

November  6.     No  murmurs  heard  over  second  interspace  in  neck. 

X-ray  examination  with  screen  on  same  date  shows  shortened  ex- 
cursion of  diaphragm  on  the  right  side,  and  that  the  shading  at  right 
apex  persists  (see  Fig.  86). 

November  10.  Patient  appears  to  be  gaining.  Is  up  and  about  ward 
each  day.     No  cough. 

November  13.     Patient  as  at  last  note ;  gains  steadily.     Has  had  two 


Maiyt  C 
Ao^  n^  io9f 


Fig.  87.     Margaret  G.     X-ray  tracing  made  November  17,  1899.     (One-third  life  sire.)     Right  apex 
darker  than  normal ;  excursion  of  diaphragm  shortened  on  right  side  as  compared  with  the  left. 


doses  of  tuberculin ;  first  on  November  6,  of  i  milligramme,  and  again 
November  13,  of  3  milligrammes,  without  reaction  to  either,  except 
for  the  very  slightest  rise  in  temperature  following  the  second.  Patient 
was  given  5  milligrammes  of  tuberculin  on  the  evening  of  the  i6th, 
at  6.30  o'clock.  On  the  following  morning  face  became  flushed,  patient 
felt  chilly,  and  temperature  rose  to  102.6.  These  symptoms,  with 
severe  headache,  ceased  some  hours  after. 

November  17.    X-Ray  Examination  with  Screen.  —  Appearances  indi- 
cate tuberculous  process  at  right  apex,  but  no  increase  in  signs  due  to 
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tuberculin,  from  which  she  is  now  reacting,  it  having  been  given 
eighteen  hours  previously. 

Physical  examination  on  this  date  shows  dulness  and  increased  tac- 
tile fremitus  at  right  apex ;  expiratory  murmur  slightly  greater  under 
right  clavicle  than  under  left ;  slightly  better  resonance  at  left  apex ; 
both  sides  alike  behind  to  percussion,  and  no  increase  of  tactile  fremitus ; 
both  backs  normal.     Aortic  second  slightly  accentuated. 

Novetptber  21.  Patient  weighed  to-day  in  same  clothes  as  worn  on 
entrance;  has  gained  one-half  pound;  weighs  ic)6|  pounds. 


Temperatire 

PlXSK 

Morning 

Evening 

Morning 

Evening 

Oct.  26 

*'      27 

"      28 

*•      29 

•'      30 

"      3» 

Nov.    I 

2 

99-5 
100. 1 
100.8 

99-5 
98.4 

99 
98.2 

lOO.I 

102.2 

IOI.2 

100.8 

100 

100.2 

99 
89.5 

72 
102 

no 
106 

95 
78 
82 

82 
102 
108 

no 

98 

88 
88 
88 

Respirations  were  between  20  and  24. 

After  November  3  her  temperature  was  normal  until  November  28, 
1899,  when  she  was  discharged. 

Ncrccmbcr  28.  Physical  examination  was  as  follows ;  expiratory 
murmur  slightly  more  marked  under  the  clavicle  at  the  right  apex,  with 
the  Bowles  stethoscope;  no  dulness  at  either  apex.  Behind,  above 
the  spine  of  the  scapula  on  the  right  side,  and  between  it  and  the  spinal 
column,  the  expiratory  murmur  with  the  stethoscope  was  rather  more 
marked  than  on  the  left  side.  Above  the  clavicle  on  the  right  side, 
the  expiratory  murmur  was  rather  more  marked  than  on  the  left. 

\^Examination  of  Right  Apex  in  Patients  whose  Lungs  7iure  presnnt- 
ably  Xormal.  — The  X-ray  examination  of  this  patient  had  directed  my 
attention  strongly  toward  the  right  apex,  and  as  this  apex  differs  nor- 
mally from  the  left,  it  occurred  to  me  to  compare  the  two  apices  in 
several  patients,  in  whom,  so  far  as  known,  there  was  no  pulmonary 
disease,  in  order  to  better  decide  how  much  weight  should  be  given  to 
the  physical  signs  on  the  right  side.     On  this  same  morning  (Novem- 
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ber  28),  therefore,  I  examined  carefully  four  other  patients  in  my  wards, 
with  a  view  to  making  the  above  comparison. 

James  D.,  a  boy  fifteen  years  old,  convalescent  from  typhoid  fever, 
had  dulness  at  the  right  apex,  and  expiration  more  marked  than  at  the 
left  apex. 

Benjamin  C,  twenty-five  years  old  :  the  right  apex  in  front  was  dull 
as  compared  with  the  left;  tactile  fremitus  increased,  and  respiratory 
murmur  more  marked. 

James  T.,  fourteen  years  old,  convalescent  from  typhoid  fever;  right 
side  in  front  slightly  duller  than  left ;  expiratory  murmur  more  marked 
in  the  right  front  below  clavicle  than  on  the  left  side. 

Roy  W.,  fourteen  years  old,  arthritis  of  knee  joints :  percussion  note 
slightly  increased  at  the  right  apex ;  tactile  fremitus  the  same  on  both 
sides ;  expiratory  murmur  more  marked  at  the  right  apex  in  front  than 
over  the  same  area  on  the  left.  X-ray  examination  of  this  patient  on 
this  morning  showed  the  lungs  to  be  perfectly  clear.] 

December  19,  1899.  The  patient,  Margaret  G.,  was  admitted  to  Dr. 
Trudeau's  Sanitarium  in  the  Adirondacks,  and  remained  there,  through 
his  kindness  and  that  of  a  friend,  until  about  April  i.  She  was  then  so 
well  that  Dr.  Trudeau  was  willing  she  should  return  to  her  work. 

The  report  of  her  case  made  at  the  Sanitarium  is  given  below :  — 

"M.  G.,  admitted  December  19,  1899.     Dr.  Williams. 

^^  Family  History,  —  Father  has  been  suffering  with  pulmonary  tuber- 
culosis for  past  five  years.     Mother  frequently  has  articular  rheumatism. 

"  Personal  History.  —  Measles  during  childhood.  *  Inflammation  of 
bowels '  three  years  ago.  Pneumonia  two  years  ago,  from  which  she 
entirely  recovered.  Has  led  an  indoor  life  for  past  four  years.  Occa- 
sionally has  attacks  of  articular  rheumatism,  last  attack  six  weeks  ago. 

"  Present  Illness.  —  Knew  nothing  of  her  pulmonary  trouble  until  it 
was  discovered  upon  her  admission  to  the  Boston  City  Hospital  for  acute 
articular  rheumatism  and  chlorosis.  Had  lost  weight  rapidly  before 
her  admission  to  hospital,  and  had  dyspnoea  upon  exertion.  No  cough, 
expectoration,  or  sweats.  Has  had  pain  over  right  apex  for  past  four 
weeks. 

"  Present  Condition,  —  Fairly  well  nourished  ;  not  particularly  anae- 
mic ;  no  cough,  very  occasional  expectoration ;  no  dyspnoea ;  feels  as  well 
as  ever.  Has  gained  in  weight  since  she  left  the  hospital,  pain  in  right 
apex  being  all  of  which  she  complains. 
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"  December  20.  Physical  Examination,  —  Inspection :  negative  except 
for  slightly  lessened  expansion  on  right. 

"  Palpation :  negative. 

"  Percussion  :  no  impairment  of  resonance. 

"  Auscultation :  some  loss  of  vesicular  murmur  at  right  apex,  with 
fine  dry  pleuritic  sounds  and  few  fine  dry  crepitations. 

"  Heart :  no  signs  of  endocarditis. 

'*  February  10.  Physical  Examination  (by  Drs.  Trudeau  and  Williams). 
—  Prolonged  expiration  at  right  apex,  with  a  few  fine  dry  crepitations. 
Some  weakness  of  breathing  at  left  apex. 

"Sputum  :  tubercle  bacilli  found  December  24,  1899. 

"  Urine :  negative. 

"Weight:  present,  io6| ;  normal,  113.     March  i,  1900,  120  pounds. 

^^  March  16,  19CX).  Cough  and  expectoration  have  entirely  dis- 
appeared/* 

April  5.  X-ray  examination  with  screen  after  return  from  the  Sani- 
tarium. The  following  cut  shows  the  appearances  I  found  in  the  chest 
after  her  return  from  the  Sanitarium.     They  were  nearly  normal. 


Fig.  88.     Margaret  G.    X-ray  tracing  made  April  $,  1900.     (One-third  life  size.)     Chest  nearly 

normal. 
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May  I.  The  patient  caught  a  cold,  which  lasted  about  ten  days, 
that  was  accompanied  by  some  cough  and  expectoration  night  and 
morning.     She  came  to  see  me  on  May  21. 

May  2 1 .  X'Ray  Examittation  with  Screen.  —  The  following  cut  shows 
the  result  of  this  examination.  The  right  apex  was  slightly  shaded,  and 
the  excursion  of  the  diaphragm  was  shortened  on  the  same  side. 

Physical  Examination.  —  Very  slight  dulness  over  the  right  clavicle, 
that  is  to  say,  there  was  a  slight  difference  between  the  two  apices,  but 
as  already  shown  there  may  be  normally  a  little  difference  between  them. 

Temperature  at  3  p.m.  99.6 ;  pulse  72 ;  respiration  24. 


MOU    1900^ 


o 


Fig.  89.    Margaret  G.     May  21,  1900.    X-ray  tracing.     (One-third  life  size.)     Right  apex  shaded; 
excursion  of  diaphragm  shortened  on  this  side. 


In  consequence  of  the  conditions  found  by  this  examination,  the 
patient,  through  the  kindness  of  a  friend,  was  sent  back  to  the  Sani- 
tarium in  June,  1900. 

February  11,  1901.     X-Ray  Examination  zvith  Screen.  —  See  Fig.  90. 

Temporary  conditions  in  the  lungs  may  be  followed  by  means  of 
X-ray  examinations  in  some  cases.  For  example,  if  a  patient  who  has 
slight  pulmonary  signs  takes  a  bad  cold,  owing  to  some  exposure,  the 
X-rays  may  show  a  shortened  excursion  of  the  diaphragm  and  a  more 
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marked  darkness  at  the  site  of  the  disease.  These  signs  will  be  seen  to 
improve  at  subsequent  examinations  as  the  patient  recovers  from  the 
cold ;  if  they  persist,  a  renewal  of  the  treatment  is  demanded. 


Feb.  11^2902. 


'(§ 


1 


Fig.  90.  Margaret  G.  Returned  to  the  Adirondack  Sanitarium  in  June  and  remained  there  four 
months  more ;  she  came  back  in  excellent  condition.  My  last  X-ray  examination,  with  screen,  Feb- 
ruary, X901,  gave  the  above  results.     (One-third  life  size.) 


Case  II.  F.  A.,  nine  years  old.  Schoolboy.  Entrance  diagnosis: 
typhoid  fever.     Entered  my  service  at  the  hospital  November  14,  1898. 

Family  history  good. 

Personal  History.  —  Had  diphtheria  three  years  ago,  otherwise  has 
always  been  well.  For  the  past  month  has  felt  poorly ;  went  to  bed  a 
week  ago ;  complains  of  pain  in  the  epigastrium  and  in  front  of  chest. 
Has  headache  and  feeling  of  weakness.  Appetite  poor  and  sleeps 
poorly.  No  chills,  no  nosebleed,  no  cough.  Well-developed  and  well- 
nourished  boy  in  excellent  general  condition.  Color  good.  Had  at 
entrance  a  temperature  of  100° ;  pulse  108,  regular  and  rather  weak. 
Enlargement  of  the  spleen,  questionable  ;  no  rose  spots.  Serum  reaction 
negative.  Liver  dulness  from  sixth  rib  to  one  finger's  breadth  below 
costal  border. 

Lungs  :  in  right  apex  in  front  and  behind  there  is  an  increase  in  vocal 


PULMONARY  TUBERCULOSIS  139 

resonance  and  fremitus  and  whispered  bronchophony.  Lungs  otherwise 
normal.     No  change  in  percussion  note  and  no  rdles  heard. 

November  18.  By  percussion  over  the  heart  its  area  was  found  to 
be  increased  to  the  right,  but  in  a  few  days  this  enlargement  disap- 
peared. The  temperature  had  run  a  slightly  elevated  course,  99°  morn- 
ing, 100°  evening,  for  some  days;  this  is,  I  think,  very  suggestive  of 
tuberculosis. 

November  22.  X -Ray  Examination  with  Screen, — The  right  lung 
above  the  fourth  rib  not  so  bright  as  left.  Excursion  of  diaphragm 
shorter  and  higher  up  on  right  side  than  on  left  side,  3  centimetres  on 
the  former,  5  centimetres  on  the  latter.     Heart  displaced  to  right. 

November  27.     One  milligramme  of  tuberculin  given.     No  reaction. 

December  i.  Three  milligrammes  of  tuberculin  given  at  6  p.m.  The 
following  day  at  11  a.m.,  temperature  102.5°;  marked  malaise. 

December },,  Second  X-ray  exa^nination  ten  days  after  first;  signs 
corresponded  with  those  of  the  first  examination. 

December  5.  Was  discharged,  having  been  up  and  about  the  ward 
for  some  time.  General  condition  good.  No  cough,  and  appears  per- 
fectly well.  Sleeps  well ;  appetite  good  ;  color  excellent.  This  patient 
was  in  the  hospital  eighteen  days  under  careful  observation. 

Unfortunately,  the  parents  could  not  be  made  to  realize  that  the  boy 
was  not  perfectly  well,  and  therefore  the  directions  I  gave  them  were 
not  carried  out. 

On  February  27,  1899,  he  came  to  me  for  another  X-ray  examination, 
I  found  the  upper  portion  of  the  right  lung  darker  than  the  left,  and  the 
excursion  of  the  diaphragm  on  the  right  side  3  centimetres,  on  the  left 
side  4.7  centimetres.  There  was  some  dulness  by  percussion  over  the 
upper  portion  of  the  right  lung  in  front.  His  condition  was  not  as 
good  as  when  I  saw  him  in  December ;  he  looked  a  little  pale. 

Some  months  later  the  boy's  loss  of  health  and  strength  became  evi- 
dent to  the  parents,  and,  appreciating  that  he  was  really  ill,  they  removed 
to  better  quarters  in  the  outskirts  of  Boston,  and  carried  out  as  well  as 
they  could  the  advice  I  had  given  them. 

September,  1900.     The  patient  is  much  improved. 

Incipient  Pulmonary  Tuberculosis.  —  I  have  seen  thus  far  over  thirty 
cases,  where  there  were  slight  or  no  physical  signs,  in  which  X-ray 
examinations  showed  signs  of  pulmonary  tuberculosis.  In  all  of  these 
cases  the  X-ray  examination  was  confirmed  by  finding  the  tubercle 
bacilli  or  by  the  tuberculin  test.     In  twenty-two  cases   I   have  made 
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the  diagnosis  of  incipient  pulmonary  tuberculosis  by  means  of  X-ray 
examinations  in  conjunction  with  other  indications  of  tuberculosis,  such 
as  one  or  more  of  the  following :  haemoptysis,  loss  in  flesh,  morning 
cough,  night  sweats,  evening  rise  in  temperature,  slight  physical  signs. 
In  these  cases  the  diagnosis  was  not  confirmed  by  finding  the  tubercle 
bacilli,  and  the  tuberculin  test  was  not  used;  therefore  I  do  not  ask 
others  to  accept  the  diagnosis. 

Added  Evidence  from  X-Ray  Examination.  —  The  following  case  is 
illustrative  :  — 

Case  I.  George  S.  B.,  teacher,  thirty-two  years  of  age.  Lost  his 
mother  and  one  brother  by  tuberculosis.  Haemoptysis,  June  5,  1897. 
In  Dr.  Folsom's  service  in  Boston  City  Hospital  for  ten  days.  Nothing 
found  in  his  chest.  Subsequently  to  June  had  several  slight  hemor- 
rhages. In  July  Dr.  M.  P.  Smithwick  found  a  few  small  riles  above 
the  right  clavicle. 

September  17.  Dr.  Smithwick  found  no  rdles  at  right  apex,  but 
thought  he  found  a  few  in  the  right  axilla ;  otherwise  there  were  no 
physical  signs.  No  rise  in  temperature ;  no  tubercle  bacilli  found, 
though  the  sputa  had  been  examined  several  times.  Dr.  Smithwick 
brought  the  patient  to  see  me  on  September  1 7. 

September  17.  X-Ray  Examination  ivith  Screen.  —  Right  apex  to 
lower  border  of  second  rib  was  darker  than  the  left  apex.  Excursion  of 
the  diaphragm  on  right  side  3.5  centimetres,  on  left  side  6  centimetres. 
This,  together  with  what  had  gone  before,  led  me  to  state  that  I  had 
little  doubt  the  patient  had  tuberculosis. 

October  3.    Dr.  Smithwick  found  tubercle  bacilli. 

This  patient  went  West  and  in  April,  1901,  was  doing  well. 

Early  Indications  by  X-Ray s  further  emphasized ;  Involvement  of 
Second  Apex.  —  In  many  cases  where  the  disease  was  indicated  in  but 
one  lung  by  the  usual  signs,  I  have  been  able  to  recognize  it  by  the 
X-rays  in   both  lungs. 

Third.  Association  of  Tuberculosis  and  Some  Other  Disease.  —  When 
tuberculosis  is  associated  with  another  disease,  as  with  emphysema, 
bronchitis,  or  pleurisy  with  effusion,  its  presence  may  be  unsuspected, 
or  may  not  be  readily  recognized  by  the  ordinary  methods  of  examina- 
tion ;  here  again  the  X-rays  are  of  value  in  aiding  us  to  make  a 
more  complete  diagnosis. 

a.  Tuberculosis  with  Emphysema.  —  The  increased  density  in  the 
lung  due  to  tuberculosis  may  be  so  obscured  by  emphysema  that  it  is  not 
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recognized  by  physical  signs,  but  this  emphysematous  condition  offers 
no  obstacle  to  the  X-ray  examination.  On  the  contrary,  it  is  rather 
helpful,  inasmuch  as  the  increased  brightness  in  the  chest  due  to  this 
condition  brings  out  the  darkened  tuberculous  part  of  the  lung  by 
heightening  the  contrast  that  obtains  under  ordinary  conditions.  The 
helpfulness,  then,  of  the  X-ray  examination  when  tuberculosis  and  emphy- 
sema are  both  present,  is  two-fold  :  it  may  not  only  enable  us  to  recognize 
tuberculosis  when  by  physical  signs  it  is  undetected,  but  also  to  make  a 
diagnosis  of  emphysema  which  had  previously  not  been  suspected  on 
account  of  the  tuberculosis  from  which  the  patient  was  suffering. 

The  following  case  shows  that  the  presence  of  emphysema  and 
tuberculosis  may  be  learned  and  suggested  respectively  by  an  X-ray 
examination,  and  sometimes  in  patients  where  neither  had  been  sus- 
pected. A.  B.  entered  the  hospital  with  a  diagnosis  of  malaria.  There 
was  a  history  of  haemoptyses  seven  years  previously.  The  X-ray  exami- 
nation showed  signs  of  emphysema  and  a  darkened  right  apex.  After 
this  dark  apex  had  been  pointed  out  by  the  X-rays,  the  physical  signs 
noted  were  as  follows  :  Heart  area  normal.  Lungs  :  good  resonance 
over  all ;  slight  increase  in  vocal  fremitus  at  right  apex  front  and  back, 
perhaps  within  normal  limits;  expiration  prolonged  at  right  apex; 
whispered  bronchophony  more  marked  at  left  apex. 

Patient  reacted  to  tuberculin. 

Emphysema  not  suspected  by  Physical  Signs.  —  The  following  case 
is  illustrative  of  this  point :  — 

B.  0.,  thirty-two  years  old,  entered  my  service  at  the  hospital 
November  14,   1898.     Diagnosis:    tuberculosis. 

November  23.    Many  tubercle  bacilli  found  in  sputum. 

X-ray  examination  ivith  screen  showed  an  increased  density  of  both 
lungs,  and  that  the  patient  was  suffering  from  emphysema  on  both  sides. 
This  latter  condition  was  not  indicated  by  the  physical  examination. 

b.  Tuberculosis  and  Bronchitis.  —  It  may  be  more  correct  to  say  that 
such  cases  are  cases  of  tuberculosis  that  have  been  mistaken  for  bron- 
chitis by  the  usual  methods  of  examination.  The  point  to  be  noted  is 
that  the  X-ray  examination  directs  our  attention  to  their  tuberculous 
character,  thus  rendering  the  physician  less  liable  to  mistake  a  bron- 
chitis for  a  pulmonary  tuberculosis.  The  following  case  illustrates  this 
point :  — 

Eliza  T.,  fifty-six  years  old,  entered  my  service  at  the  hospital  Feb- 
ruary 18,   1897.     Father  died  at  ninety-eight;  mother  at  eighty-seven 
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years  of  age.  Husband  died  of  tuberculosis.  The  patient  had  had 
cough  for  about  ten  months,  with  considerable  expectoration  ;  dyspnoea 
on  exertion,  and  weakness.  Physical  examination  of  lungs  showed  that 
both  chests  were  hyper-resonant  in  front  and  back ;  chest  walls  thin  ; 
breathing  rather  harsh  ;  expiration  prolonged  ;  a  few  coarse  moist  r^les 
in  back.     Diagnosis  :  bronchitis. 

February  25.  X-ray  examination  with  screen  showed  that  the  excur- 
sion of  the  diaphragm  was  5.25  centimetres  on  the  right  side  and  only 
3  centimetres  on  the  left  side.  This  limited  movement  suggested 
tuberculosis. 


Discharged. 

Eleven  months  later  the  patient  reentered  the  hospital  in  Dr.  George 
B.  Shattuck's  service. 

My  X-ray  examination  showed  that  the  whole  of  the  left  side  was 
less  clear  than  the  right,  and  that  the  apex  of  the  right  lung,  as  far  as 
the  second  rib,  was  less  clear  than  normal ;  that  there  was  hardly  any 
movement  of  the  diaphragm  on  the  left  side  ;  and  that  on  the  right  side 
the  excursion  was  only  3  centimetres. 

The  patient  had  had  several  small  haemoptyses.  Rather  indefinite 
physical  signs  at  both  apices.     Tubercle  bacilli  found. 

c.  Tuberculosis  and  Pleurisy  with  Effusion.  —  I  have  seen  some  cases 
of  pleurisy  with  effusion  ^  in  which  the  X-ray  examination  gave  evidence 
of  increased  density  at  the  apex  of  one  lung,  although  this  was  not  then 
detected  by  physical  signs.  The  testimony  of  the  fluorescent  screen 
was  confirmed  by  the  finding  of  tubercle  bacilli  or  by  the  tuberculin 
test. 

In  the  following  case  suspicions  of  tuberculosis  on  the  same  side  as 
the  effusion  were  suggested  to  me  by  the  X-ray  examination  :  — 

Gustav  L.,  forty  years  old,  entered  my  service  at  the  hospital  Feb- 
ruary 6,  1897.  Four  weeks  previously  had  had  a  chilly  sensation,  and 
seven  days  before,  pain  in  the  right  side  which  was  worse  on  respira- 
tion ;  some  expectoration. 

Physical  Examination.  —  Slight  dulness  at  the  right  apex  ;  somewhat 
diminished  breathing ;  vocal  and  tactile  fremitus  not  increased.  In  the 
right  back,  dulness  below  the  level  of  the  angle  of  the  scapula,  with 

»"A  Study  of  the  Adaptation  of  the  X-Rays  to  Medical  Practice,"  Medical  and  Surgical 
Report  of  the  Boston  City  Hospital,  January,  1897. 
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diminished  breathing  and  voice  sounds.  Left  chest :  good  resonance 
and  respiration  over  all. 

March  13  and  19.     No  physical  signs. 

Second  and  Third  X-Ray  Exa^ninations  with  Screen,  —  The  signs  of 
pleuritic  effusion  present  on  February  1 5  had  disappeared,  but  tubercu- 
losis was  indicated  by  diminished  clearness  of  the  whole  right  side,  the 
apex  was  darker  than  the  remaining  portion,  and  the  restricted  excursion 
of  the  diaphragm  ;  right  side,  2.5  centimetres ;  left  side,  5.5  centimetres. 

Examination  of  the  sputa  showed  the  presence  of  tubercle  bacilli, 
which  confirmed  the  suspicions  aroused  by  the  X-ray  examination. 

I  have  recognized  by  means  of  X-ray  examinations,  tuberculosis  with 
emphysema  in  nine  cases;  tuberculosis  with  bronchitis  in  eight  cases; 
and  tuberculosis  with  pleurisy  in  thirteen  cases.  In  most,  though  in 
not  all,  of  these  thirty  cases  the  diagnosis  was  confirmed  by  finding  the 
tubercle  bacilli  or  by  the  tuberculin  test. 

Fourth.  Tuberculosis  indicated  by  Physical  Signs  but  not  by  X-Rays. 
—  The  foregoing  statements  and  illustrative  cases  testify  to  the  trust- 
worthy character  of  the  X-rays,  and  to  their  assistance  in  making  an 
early  diagnosis.  The  signs  afforded  by  the  X-rays  in  tuberculosis  are 
not  pathognomonic  of  this  disease.  Not  every  patient  with  these  signs 
is  suffering  from  phthisis,  nor  is  every  individual  with  a  good  movement 
of  the  diaphragm  and  clear  lungs  necessarily  free  from  tuberculosis ;  but 
if  we  find  clear  lungs  and  normal  outlines  in  an  otherwise  well  individual, 
we  have  an  excellent  assurance  that  pulmonary  tuberculosis  is  absent. 
The  X-rays  are  a  valuable  means  for  warning  us  of  this  disease  or  for 
indicating  that  we  should  reconsider  an  unfavorable  diagnosis. 

It  is  clear  that  caution  should  be  exercised  concerning  the  weight  to 
be  attached  to  negative  indications  by  the  X-rays  in  cases  where  there 
is  a  history  suggestive  of  tuberculosis,  or  some  physical  signs  indicating 
the  presence  of  this  disease.  I  hesitate  to  speak  of  this  class  of  cases, 
lest  the  mention  of  them  should  be  regarded  as  an  attempt  to  claim  too 
much  for  the  X-ray  examinations  in  diseases  of  the  lungs.  On  the 
other  hand,  I  think  it  would  be  unwise  to  pass  them  by,  as  they  repre- 
sent a  very  definite  line  of  experience  which  is  too  important  to  remain 
unnoticed.  In  some  cases  seen  by  me  the  symptoms  and  physical  signs 
indicated  pulmonary  tuberculosis,  but  the  X-ray  examinations  showed 
normal  lungs.  These  examinations  led  me  to  state  that  these  patients 
were  probably  not  suffering  from  this  disease ;  and  the  subsequent  his- 
tory or   the  tuberculin  test   indicated   that  this  interpretation  of  the 
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appearances  seen  on  the  fluorescent  screen  was  correct.  While  the 
absence  of  tuberculosis  could  not  be  demonstrated  in  these  cases,  they 
do  show  that  the  X-rays  have  proved  of  value  in  aiding  me  to  decide 
what  the  patient  should  do.  That  is  to  say,  the  patients  have  been  able 
to  remain  at  home,  as  was  indicated  by  the  X-ray  examination,  instead 
of  seeking  another  climate,  as  was  suggested  by  the  suspicions  excited 
by  the  history  and  physical  examination.  The  importance  of  repeating 
the  X-ray  examination  at  frequent  intervals,  in  such  cases,  is  very  evi- 
dent. Likewise,  in  such  cases  reliance  should  be  placed  upon  X-ray 
examination  only  by  those  who  are  perfectly  familiar  with  the  disease 
in  all  its  forms,  as  well  as  with  the  use  of  the  X-rays. 

I  have  seen  several  cases  in  which  an  X-ray  examination  prevented  me 
from  taking  too  unfavorable  a  view,  though  the  physical  signs  had  indi- 
cated beginning  tuberculosis.  In  none  of  these  has  tuberculosis  de- 
veloped, and  in  such  of  them  as  I  could  test  with  tuberculin,  there  was 
no  reaction.     The  following  cases  are  illustrative :  — 

Case  I.  David  G.,  thirty-nine  years  of  age,  entered  my  service  at 
the  hospital,  September  20,  1898. 

History,  —  Old  pleurisy. 

Present  Illness,  —  Caught  cold  and  had  a  chill  and  knifelike  pains 
in  left  side. 

September  28.  Physical  Examination,  —  In  the  right  apex  in  front 
and  behind,  prolonged  expiration,  which  is  pitched  slightly  higher  on 
the  right  side ;  vocal  resonance  slightly  increased ;  marked  whispered 
bronchophony ;  in  the  right  base  behind,  numerous  medium  moist  rdles 
heard  best  at  inspiration ;  no  change  in  percussion  and  voice  sounds ; 
two  negative  examinations  of  the  sputum. 

October  6.  Condition  had  improved  and  he  was  discharged  from 
the  hospital. 

October  18.  X-Ray  Examination  with  Screen,  —  Lungs  perfectly 
clear,  and  the  excursion  of  the  diaphragm  7  centimetres  on  both  sides. 

October  20.  Reentered  the  hospital.  Slight  dulness  in  the  right 
apex  in  front  and  behind,  with  some  increase  in  vocal  resonance  and 
fremitus,  and  considerable  whispered  bronchophony ;  no  r^les  heard 
over  this  area ;  lungs  otherwise  normal. 

November  4.  i  milligramme  of  tuberculin. — November  5,  5  milli- 
grammes of  tuberculin  ;  on  the  following  day  his  temperature  rose  to 
102.5  ^^d  this  rise  was  attributed  to  the  tuberculin,  but  on  November  8 
his  temperature  rose  still  higher,  although  he  had  taken  no  tuberculin, 
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namely,  to  105.5;  later  the  Plasmodium  malariae  was  found  and  he 
was  given  quinine.  On  November  12  another  five  milligrammes  of 
tuberculin  was  given,  but  there  was  no  reaction.  Examinations  of  the 
sputum  for  tubercle  bacilli  have  always  been  negative. 

November  16.  X-Ray  Examination  with  Screen,  —  Good  appearance 
of  the  lungs  on  both  sides ;  excursion  of  the  diaphragm  on  the  right  side 
7  centimetres  and  on  the  left  side  6.5  centimetres. 


j^ — 


David  G 

Ao  ^jqn  (f  lu hereof 0^19 
on  Fluorescent' Jcreen 


Fig.  91.  David  G.  November  i6.  1899.  X-ray  tracing.  (One-third  life  sire.)  Good  appear- 
ance of  lungs  on  both  sides.  Elxcursion  of  diaphragm  on  right  side,  7  centimetres ;  on  left  side,  6.5 
centimetres. 

Physical  examination  on  the  same  day ;  Left  side :  prolonged  and 
harsh  expiration,  and  tactile  fremitus  increased  as  far  as  the  third  rib ; 
tactile  fremitus  also  increased  in  the  right  back,  and  a  slight  dulness 
over  the  whole  of  the  right  back. 

March  20.  X-Ray  Examination  with  Screen.  —  Patient  returned  to 
the  hospital  at  my  request  for  an  examination.  The  same  appearances 
were  found  by  the  X-rays  as  at  the  two  previous  examinations;  that 
is,  on  October  i8  and  November  i6. 
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When  this  patient  entered  the  hospital  he  was  thought  to  be  suffer- 
ing from  pleurisy,  and  perhaps  tuberculosis.  He  had  been  losing  in 
strength  and  weight,  and  his  friends  and  physician  deemed  it  desirable 
for  him  to  go  to  Colorado.  The  rise  in  temperature  directly  after  the 
administration  of  tuberculin  —  which  was  in  reality  due  to  malaria  — 
would  have  naturally,  if  the  Plasmodium  malariae  had  not  been  founds 
been  considered  a  reaction  to  the  tuberculin.  The  diagnosis,  also 
naturally,  in  connection  with  the  other  signs,  would  have  been  tuber- 
culosis, and  the  X-rays  would  have  seemed  at  fault. 

October  30,  1899.  Another  X-ray  examitiation  with  screen,  at  my 
request:  lungs  clear;  excursion  of  diaphragm  7.5  centimetres  right 
side  and  S.j  centimetres  on  the  left  side. 

In  January,  1902,  when  I  last  heard  from  this  patient,  he  continued 
to  be  perfectly  well. 

Case  II.  James  G.  R.,  twenty-five  years  old,  entered  the  hospital 
August  23,  1898;  in  the  service  of  Dr.  Buckingham. 

History.  —  Well  and  strong  until  he  went  to  Cuba ;  there  acquired 
a  dry  cough  and  lost  in  weight. 

August  23,  1898.  Physical  examination. — ^In  the  right  axilla  and 
right  base  behind,  as  far  up  as  the  level  of  the  angle  of  the  scapula,  are 
heard  numerous  moist  riles  and  an  occasional  whistle,  with  inspiration. 
No  increase  in  voice  sounds  over  this  area. 

September  i.  Second  Physical  examination.  —  Marked  dulness  at 
the  apices  but  no  change  in  vocal  fremitus. 

September  6.  No  riles  heard  in  front  of  chest,  but  some  dry  and 
moist  ones  in  the  back.  Sputum  has  been  examined  a  number  of  times, 
but  no  tubercle  bacilli  found. 

October  6.     The  patient   gave  a  positive   reaction  to  Widal's  test. 

I  examined  this  patient  with  the  X-rays,  with  the  following 
result :  — 

October  31.  X-Ray  Examination  with  Screen.  —  Lungs  clear  and 
normal  on  both  sides ;  excursion  of  diaphragm  6.2  centimetres  on 
each  side. 

August  10,  1899.  I  met  this  patient  on  the  street,  and  he  was 
well,  and  had  been  well  since  he  left  the  hospital. 

Case  III.  M.  E.  F.,  October  6,  1898.  This  patient  was  sent  to 
me  by  her  physician  to  decide  whether  or  not  she  should  go  away. 

Present  Illness.  —  Loss  in  weight;  weighs  now  loi.J  pounds;  cough 
and   expectoration   for  three  or  four  weeks;   still  some   cough  in  the 
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morning ;  dyspnoea  on  exertion ;  pain  at  the  right  apex  and  increased 
vocal  fremitus.     Husband  died  of  tuberculosis  in  November,  1897. 

X'Ray  Examination  with  Screen,  —  Lungs  perfectly  clear ;  no  signs 
of  tuberculosis.     I  advised  waiting. 

December  30,  1898.  Second  X-Ray  Examination  with  Screen, — 
Lungs  still  perfectly  clear.  The  patient  had  gained  9J  pounds  in 
weight,  and  the  cough  had  stopped  a  month  before. 

June^  1900.  The  patient  came  to  me  again  for  an  examination, 
and  I  found  her  in  excellent  health. 

Fifth.  X-Ray  Examinations  of  Lungs  where  Tuberculosis  is  in  some 
other  portion  of  the  Body  than  these  Organs.  —  It  is  sometimes  of  great 
importance,  when  a  tuberculous  process  has  started  in  some  other  portion 
of  the  body  than  the  lungs,  to  learn  if  these  organs  have  also  become 
involved.  If  they  are  diseased,  it  might  be  necessary  that  the  patient 
should  change  his  career  ;  if  not,  there  seems  to  be  no  good  reason  why 
he  is  not  better  off  in  his  own  home,  doing  a  moderate  amount  of  work, 
but  taking  care  at  the  same  time  to  have  good  food,  sunshine,  and  fresh 
air  free  from  dust,  and  avoiding,  so  far  as  possible,  everything  detri- 
mental to  his  health.  The  assurance  which  X-ray  examinations,  made 
from  time  to  time  in  such  cases,  can  give,  that  the  lungs  are  not  in  an 
abnormal  condition  is  of  great  practical  value  and  a  source  of  relief  to 
both  the  patient  and  his  physician ;  and  I  believe  that  if  we  find  the 
lungs  normal,  both  by  physical  and  X-ray  examination,  and  these  exami- 
nations are  made  at  suitable  intervals,  the  patient  runs  no  serious  risk 
in  staying  at  home,  and  it  is  not  necessary  to  advise  him  to  sacrifice  his 
business  and  the  other  plans  of  his  life  too  hastily. 

In  the  following  cases  and  in  the  case  mentioned  above  X-ray  exami- 
nations made  at  certain  intervals  are  of  value :  — 

Sixth.  Precautionary  X-Ray  Examinations.  —  X-ray  examinations 
should  be  made  from  time  to  time  in  persons  from  fifteen  to  thirty 
years  of  age  if  the  family  history  is  tuberculous,  and  there  is  reason  to 
fear  that  the  given  individual  may  develop  tuberculosis.  In  this  way, 
if  the  disease  should  develop,  early  warning  would  be  given,  and  the 
best  opportunity  for  its  arrest  obtained. 

Relief  given  by  X-Ray  Examination.  —  Many  persons  dread  pulmo- 
nary tuberculosis,  or  fear  they  have  it  on  account  of  the  family  history, 
or  because  they  suffer  from  debility,  or  have  had  a  persistent  cough,  or 
other  symptoms  which  have  aroused  suspicion  in  the  minds  of  their 


148     THE   ROENTGEN    RAYS  IN   MEDICINE   AND   SURGERY 

physicians.  To  such  individuals,  the  assurance  which  careful  X-ray 
examination  can  give,  in  connection  with  other  signs  and  symptoms, 
that  the  lungs  are  normal  as  seen  by  the  fluorescent  screen,  is  a 
great  relief. 

Prognosis.  —  Whether  the   disease  is   progressing   or  improving  is 
often  indicated  by  comparing  successive  X-ray  examinations. 


B.     Old  Lesions  of  Tuberculosis 

Successive  X-Ray  Examinations.  —  Old  lesions  which  have  resulted 
from  tuberculous  conditions  long  healed  may  be  perceived,  and  the  pre- 
cautions which  their  existence  would  suggest  may  then  be  taken.  The 
physician  is  thus  enabled  to  guard  his  patient  against  the  dangers  of 
lighting  up  the  disease  afresh.  It  must  be  clearly  appreciated,  however, 
that  a  single  X-ray  examination  cannot  tell  us  whether  we  have  to  deal 
with  an  old  or  a  recent  pulmonary  tuberculosis,  —  whether  the  disease 
is  in  an  active  stage  or  not  is  to  be  learned  in  other  ways,  —  but  if  the 
disease  is  progressing,  successive  examinations  will  indicate  the  fact. 

The  following  case  shows  that  an  old  tubercular  lesion  gives  signs 
which  can  be  observed  by  an  X-ray  examination  :  — 

B.  C.  came  to  see  me  on  October  21,  1898,  and  was  interested  to 
learn  whether  or  not  an  X-ray  examination  would  disclose  any  evidence 
of  an  old  but  slight  lesion  which  he  had  had  in  November,  1892.  I  had 
no  history  other  than  the  above  ;  did  not  know  on  which  side  the  trouble 
had  been  during  the  attack  of  six  years  previous ;  and  I  purposely  made 
no  examination  except  with  the  X-rays. 

October  21 1  1898.  X-Ray  Examination  with  Screen. — Left  apex  was 
darker  than  the  right,  and  the  excursion  of  the  diaphragm  was  shorter 
on  the  left  than  on  the  right  side.  In  other  words,  the  X-ray  examina- 
tion indicated  that  the  trouble  had  been  at  the  left  apex. 

Through  the  kindness  of  B.  C.  and  Dr.  Trudeau,  I  give  a  copy  of 
the  records  made  at  the  Saranac  Sanitarium  by  the  latter  in  1892- 
1893:— 

"  Twenty-nine  years  old,  family  history  non-tuberculous.  Personal 
history;  healthy,  but  not  vigorous  until  November,  1892.  Cough  and 
expectoration ;  tubercle  bacilli  found.  All  symptoms  disappeared  by 
October,  1893;  none  since." 

"  Lesion  located  at  the  left  apex ;  pleuritic  friction  at  the  right 
base." 
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At  my  suggestion  Dr.  Trudeau  kindly  made  a  physical  examination 
of  B.  C,  shortly  after  the  X-ray  examination,  that  is,  November  6,  1898. 
He  found  "  slight  dulness  on  the  left  side,  appreciable  only  at  the  apex 
in  front ;  vocal  fremitus  about  the  same  on  both  sides.  Auscultation  : 
no  r^les ;  vesicular  murmur  more  feeble  at  the  right  apex,  and  at  left 
apex  prolonged  and  slightly  broncho-vesicular;  expansion  on  level  of 
nipple  line  i^  centimetres  more  on  the  right  side  than  on  the  left. 
Should  not  consider  these  signs  by  themselves,  and  in  the  absence 
of  microscopical  evidence  or  constitutional  disturbance,  anything  more 
than  suggestive.*' 

C.     For  determining  Existing  Conditions  more  accurately 

More  Definite  Signs  by  X-Rays  than  by  Auscultation  and  Percus- 
sion. —  The  following  case  shows  that  the  X-ray  examinations  may  give 
unequivocal  signs  when  they  are  not  frankly  marked  by  auscultation 
and  percussion :  — 

John  M.,  thirty  years  old,  entered  my  service  at  the  hospital  Febru- 
ary 21,  1899.     Diagnosis:  malaria. 

Family  history,  negative.  Personal  history :  fever  and  ague  four- 
teen years  ago;  about  seven  years  ago  had  a  bad  cough,  lasting  for 
some  months,  and  one  hemorrhage  in  which  he  lost  about  half  a  cup- 
ful of  blood ;  a  year  later,  another  hemorrhage  of  about  the  same 
amount ;  has  not  been  troubled  with  cough  since.  Present  illness :  chill 
and  fever  every  other  morning  for  two  weeks ;  vomited  once ;  consider- 
able cough  and  expectoration  during  this  time ;  no  hemorrhage ;  pain 
across  chest  when  he  coughs ;  chill  this  morning. 

March  2.  X-Ray  Examination  zvith  Screen, — This  examination, 
made  on  the  same  day  as  above,  showed  that  the  right  apex,  to  the 
lower  border  of  the  third  rib,  was  darker  than  normal,  and  the  excursion 
of  the  diaphragm  was  shorter  and  higher  up  on  the  same  side,  si  centi- 
metres on  the  right  side  and  7^  centimetres  on  the  left  side ;  and  that 
the  heart  moved  more  to  the  right  than  normal  during  inspiration, 
because  the  left  lung  expanded  better  than  the  right.     (See  Fig.  92.) 

March  2.  Physical  examination,  made  after  X-ray  examination : 
Heart  area  normal,  action  regular,  no  murmurs.  Lungs:  resonance 
good  over  all ;  slight  increase  of  vocal  fremitus  at  right  apex  front  and 
back,  perhaps  not  more  than  normal.  Expiration  prolonged  at  right 
apex  and  whispered  bronchophony  more  marked  than  normal. 
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The  diagnosis  of  tuberculosis  in  part  suggested  by  the  X-ray  exami- 
nation was  confirmed  by  the  tuberculin  test. 


sJohn  M. 
Ma/ana 
Jcr/jeixa/ojs^ 


^^ 


Fig.  92.    John  M.     X-ray  tracing.     (One-third  life  size.)     Right  apex  darker  than  normal; 
excursion  of  diaphragm  shorter  and  higher  on  right  side. 

Greater  Accuracy  of  X-Ray  Examination  confirmed  by  Autopsy. — 
This  case  afifords  confirmation  of  the  greater  accuracy  of  X-ray  exami- 
nations in  indicating  what  portions  of  the  pulmonary  areas  are  denser 
than  normal,  as  compared  with  auscultation  and  percussion. 

John  H.,  60  years  old,  entered  my  service  at  the  Boston  City  Hospi- 
tal on  December  30,  1899. 

Diagnosis :  old  tuberculosis. 

One  careful  examination  for  tubercle  bacilli  was  negative. 

The  physical  signs  were  as  follows :  Heart :  right  border  3  centi- 
metres to  right  of  median  line;  left  border  14.5  centimetres  to  left  of 
median  line ;  upper  border  at  second  rib ;  apex  in  fifth  space,  2.5  centi- 
metres outside ;  no  murmurs.  Lungs :  dulness  at  right  apex  in  front, 
down  to  third  interspace,  and  at  both  apices  behind.  Respiratory 
sounds  harsh.  Vocal  resonance  increased  at  both  apices.  Numerous 
medium  and  fine  crackling  riles  throughout  chest  at  times. 
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January  3,  1900.  X-Ray  Examination  with  Screen,  —  From  the 
physical  examination  I  supposed  that  we  should  find  the  apices  of  both 
lungs  to  be  the  parts  chiefly  affected,  but  the  X-ray  examination  showed 
that  the  apices  and  bases  of  both  lungs  were  less  involved  than  the 
other  portions. 

John  /^ 


Fig.  93.  John  H.  January  3,  1900.  Tuberculosis.  X-ray  examination  with  screen  showed 
darkened  lungs,  but  apices  and  bases  less  affected  than  physical  signs  indicated.  Autopsy  confirmed 
X-ray  examination.  Excursion  of  diaphragm  shortened  on  both  sides.  See  Fig.  80  for  half-tone  of 
a  radiograph  of  lung.     (One-third  life  size.) 

The  patient  died  on  the  following  day,  and  the  post-mortem  exami- 
nation confirmed  the  X-ray  examination  and  proved  that  it  had  afforded 
a  better  picture  of  the  distribution  of  the  disease  than  had  auscultation 
and  percussion.  Dr.  Mallory  kindly  let  me  have  an  X-ray  photograph 
of  the  lungs  made  after  they  were  removed  from  the  chest,  and  I  have 
had  the  photograph  of  the  right  lung  reproduced  (see  Fig.  80);  to 
include  both  lungs  would  have  reduced  the  scale  of  the  cut  too  much. 

D,     For  determining  the  Progress  of  the  Disease 

Acute  Tuberculosis.  —  In  acute  cases,  where  the  progress  of  the 
disease  is  rapid,  by  making  successive  X-ray  examinations  we  may  see 
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the  extent  of  lung  area  involved  increase  almost  from  week  to  week, 
and  be  thus  warned  of  the  patient's  imminent  danger. 

Case  I.  Sarah  H.,  aged  twenty-three  years.  Entered  the  Boston 
City  Hospital  April  20,  1898,  and  was  placed  in  my  service.  She  had 
been  suffering  from  acute  articular  rheumatism,  first  in  the  right  ankle, 
then  in  the  left  ankle  and  elbow.  She  had  had  a  cough,  with  bloody 
expectoration,  for  two  weeks.  The  respiration  and  resonance  in  both 
lungs  were  good  throughout.  Heart  by  percussion  seemed  enlarged  to 
the  right. 

April  24.  X-Ray  Examination  with  Screen,  made  to  determine  the 
Size  of  the  Heart,  —  This  showed  that  the  heart  was  not  enlarged  to 
the  right,  but  there  were  signs  of  tuberculosis  on  the  left  side,  namely. 


Jarah  f/ 


Fig.  94.    Sarah  H.    April  24,  1898.    X-ray  tracing.    Left  apex  darker  than  normal.    Excursion  oi 
diaphragm  on  left  side,  5  centimetres ;  on  right  side,  6.5  centimetres.     (One-third  life  size.) 


the  left  apex  was  shaded,  and  the  excursion  of  the  diaphragm  on  the 
left  side  was  5  centimetres,  while  on  the  right  side  the  apex  was  clear 
and  the  excursion  of  the  diaphragm  was  6.5  centimetres. 

April  29.     A  few  tubercle  bacilli  found  in  the  sputum. 

May  4.  Physical  Examination.  —  Slight  dulness  over  lower  left  back, 
where  many  crackling  rdles  were  heard  at  the  end  of  full  inspiration. 
Right  apex  normal.  Also  dry  crackling  riles  over  left  front  and 
axilla. 
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May  6.  X-Ray  Exantifiation  with  Screen,  —  Nearly  the  whole  of 
the  left  lung  was  shaded,  and  the  excursion  of  the  diaphragm  was 
shortened  by  1.25  centimetres  and  moved  3.7  centimetres  only.  The 
apex  of  the  right  lung  was  now  also  darker  than  normal,  and  the  excur- 
sion of  the  diaphragm  was  5.3  centimetres. 


V 


JnrahH 


Fig.  95.  Sarah  H.  May  6,  1898.  Second  X-ray  tracing.  Increase  in  darkened  area  of  left 
hing  and  right  apex  also  shaded.  Excursion  of  diaphragm  on  left  side,  3.7  centimetres  (1.25  centi- 
metres shorter  than  on  April  24) ;  on  right  side,  5.3  centimetres  (1.25  centimetres  shorter  on  this  side 
also  than  on  April  24).     (One-third  life  size.) 

May  12.  Physical  Examination, — Many  coarse,  moist,  and  fine 
dry  rdles  over  left  back  and  axilla,  below  level  of  spine  of  scapula.  A 
few  fine  dry  riles  and  wheezy  expiration  over  lower  part  of  right  axilla. 
Over  this  area  resonance  is  diminished  slightly  and  tactile  fremitus  is 
increased. 

May  12.  X'Ray  Examination  with  Screen, — The  left  lung  was 
still  darker  than  it  had  been,  and  the  excursion  of  the  diaphragm  was 
reduced  to  2.5  centimetres.     Patient  up  and  about. 

May  12  and  14.  Sputum  examined,  but  no  tubercle  bacilli  were 
found. 
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Fig.  96.    Sarah  H.    May  12.    Third  X-ray  tracing.    Left  lung  darker  than  on  May  6;  excursion  of 
diaphragm  reduced  to  2.5  centimetres  on  this  side.     (One-third  life  size.) 


3arahH 


Fig.  97.    Sarah  H.    May  17.     Fourth  X-ray  tracing.     Excursion  of  diaphragm  1.25  centimetres  on 
left  side ;  3.7  centimetres  on  right  side.     (One-third  life  size.) 
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May  17.  X'Ray  Examination  with  Screen, — The  excursion  of  the 
diaphragm  was  reduced  still  further,  namely,  to  1.25  centimetres  on  the 
left  side,  and  to  3.7  centimetres  on  the  right  side. 

May  17.     A  few  tubercle  bacilli  were  again  found. 

Patient  died  in  July,  1898,  within  three  months  after  entrance. 


E,     In  determining  Extent  of  Disease 

In  making  successive  X-ray  examinations  of  patients  who  were  suf- 
fering from  tuberculosis  at  one  apex,  as  indicated  both  by  an  X-ray  and 
a  physical  examination,  in  order  to  watch  the  progress  of  the  disease, 
I  have  observed  that  as  the  process  went  on,  signs  were  evident  in  the 
other  apex,  by  an  X-ray  examination  before  there  were  physical  signs 
there.  Likewise,  I  have  seen  by  a  single  X-ray  examination,  when  the 
tuberculosis  was  well  advanced,  that  the  disease  was  more  extensive  than 
the  physical  examination  indicated.  This  information  aids  the  physician 
to  decide  whether  the  patient  should  go  away  or  remain  at  home,  and  to 
avoid  the  mistake  of  sending  him  away  when  he  is  beyond  a  reasonable 
hope  of  recovery,  and  of  thus  exposing  him  to  the  cruelties  of  a  forlorn 
and  expensive  journey,  and  separating  him  from  friends  as  well  as  home. 

The  following  case  is  illustrative  :  — 

Case  I.  L.  B.  C,  twenty-nine  years  old,  a  patient  of  one  of  my 
friends. 

History.  —  For  past  two  months  has  had  cough,  with  yellowish 
expectoration ;  about  one  week  ago  sputum  was  streaked  with  blood ; 
slight  dyspnoea  after  exertion  ;  no  sweating ;  appetite  fair. 

May  II,  1898.  Physical  Examination.  —  Lungs  normal,  save  that 
the  breathing  was  somewhat  jerky  in  places,  and  the  fremitus  slightly 
increased  all  over  the  right  chest.  Rest  of  physical  examination  nor- 
mal.    Diagnosis :  phthisis. 

May  13.  At  inner  edge  of  left  scapula  a  few  rdles  ;  no  difference 
in  fremitus  or  voice. 

May  14.  An  occasional  indeterminate  r^le  here  and  there  over 
chest,  not  permanent  in  character;  no  abnormality  in  breathing  or 
voice  ;  resonance  good. 

May  15.  Breathing  very  little  qualitatively  modified.  As  before, 
there  are  occasional  riles,  and  in  right  axilla  after  cough  they  are  more 
numerous  than  elsewhere.      Tubercle  bacilli  found  in  sputum. 

I  examined  this  patient  with  the  X-rays,  with  the  following  result :  — 
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May  16.  X'Ray  Examination  with  Screen,  —  Right  side  dark  through- 
out; excursion  of  diaphragm  2.5  centimetres;  this  muscle  does  not 
descend  to  the  lower  portion  of  the  chest ;  on  left  side,  excursion  7 
centimetres  (Fig.  98). 


LBC. 


Fig.  98.    L.  B.  C    May  16, 1898.    X-ray  tracing.    Right  side  dark  throughout ;  excursion  of  diaphragm 
limited  on  this  side  to  2^  centimetres.     (One-third  life  size.) 

August  22.  Physical  Examination,  —  Moist  riles  present  in  both 
axillae ;  dulness  at  both  apices,  and  moist  bubbling  riles  ;  at  right  apex 
bronchial  breathing,  with  increased  resonance  and  fremitus. 

August  22.  Third  X-Ray  Examiftation.  —  Right  side  much  darker 
throughout  than  left;  excursion  of  diaphragm  .5  centimetre  on  right 
side  and  2  centimetres  on  left  side. 

At  this  time  the  patient's  plans  were  made  to  go  to  Denver,  and 
these  plans  were  carried  out;  but  the  journey  was  strongly  contraindi- 
cated  to  my  mind  because  of  the  amount  of  disease  present,  and  the 
rapidity  with  which  it  had  increased,  as  shown  by  the  X-ray  examina- 
tions. He  remained  in  Colorado  a  few  days,  and  then  turned  his  face 
homeward,  dying  shortly  after  his  arrival  in  the  East. 
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F,     Acute  Miliary  Tuberculosis 

I  have  examined  with  the  X-rays  a  lung  taken  from  a  patient  who 
had  died  of  miliary  tuberculosis,  and  found  that  where  it  was  5  centi- 
metres thick  it  cast  a  shadow  on  the  screen  as  dark  as  that  made  by 
water  3  centimetres  deep,  held  in  an  aluminum  cup. 

Acute  miliary  tuberculosis  sometimes  offers  difficulties  in  diagnosis, 
and  is  confounded  with  some  other  disease,  typhoid  fever,  for  example. 
In  some  cases  there  may  be  no  physical  signs  by  auscultation  and  per- 
cussion, and  we  may  therefore  be  inclined  to  consider  that  pulmonary 
disease  is  absent ;  but  an  X-ray  examination  will  draw  attention  to  the 
fact  that  the  lungs  are  abnormal,  and  indeed  show  very  marked  signs, 
thus  directing  the  physician  to  a  correct  diagnosis. 

X-ray  examinations  may  also  render  service  when  the  process  is 
diffuse,  and  assist  us  to  determine  whether  the  disease  is  localized  or 
disseminated,  and  how  extensively  the  lung  or  lungs  are  involved. 

G,     Cavities  in  the  Lungs 

These  cavities,  when  filled  with  fluid  or  mucus,  would  appear  as 
dark  areas  on  the  screen ;  when  filled  with  air  only,  as  light  areas  if 
the  surroundings  are  suitable.  That  is  to  say,  the  recognition  of  a  cavity 
depends  to  a  considerable  extent  upon  its  size,  as  compared  with  the 
thickness  of  the  encompassing  dense  lung.  Small  cavities  in  a  dense 
tuberculous  process  would  not  be  perceived. 

Case  I.  G.  A.,  thirty-five  years  old,  entered  the  Boston  City  Hospi- 
tal October  14,  1896,  in  the  service  of  Dr.  A.  L.  Mason.  Diagnosis: 
tuberculosis. 

Good  resonance  in  right  chest  except  at  apex,  where  resonance  is 
lacking;  breathing  rather  high-pitched  and  an  occasional  r^le  after 
cough.  Left  lung :  resonance  high-pitched  at  apex,  becoming  markedly 
dull  below  on  front  and  back ;  breathing  broncho-vesicular ;  increased 
tactile  and  vocal  fremitus  and  whispered  bronchophony  ;  numerous  fine, 
moist,  and  crepitant  riles  over  whole  chest.  Tubercle  bacilli  found.  At 
Dr.  Mason's  request  I  examined  this  patient  by  means  of  the  X-rays. 

X'Ray  Examination  with  Screen.  —  On  right  side,  from  apex  to  lower 
border  of  fifth  rib,  the  lung  is  darker  than  normal,  though  the  out- 
lines of  the  ribs  are  seen.  On  the  left  side  the  lung  is  dark  through- 
out, except  between  the  first  and  third  ribs,  where  there  is  a  light  area 
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which  suggests  a  cavity.     The  left  border  of  the  heart  is  not  seen; 
the  diaphragm  on  the  left  side  is  barely  made  out. 

After  the  X-ray  examination  another  physical  examination  gave  the 
following  result :  left  apex,  percussion  rather  high-pitched  and  tympa- 
nitic in  quality ;  breathing  amphoric. 

No  Signs  observed  by  X-Ray  Examination  in  Two  Cases  of  Tuberculo- 
sis.—  In  two  patients  who  undoubtedly  had  tuberculosis  I  found  no 
satisfactory  signs  by  X-ray  examination.  It  may  be  that  it  was  so 
distributed  as  to  be  difficult  of  recognition  by  X-ray  examination,  or 
that  my  experience  with  a  new  method  was  insufficient,  or  that  a  cer- 
tain proportion  of  cases  are  better  recognized  by  other  methods. 

Probability  that  the  Shadows  cast  upon  the  Fluorescent  Screen  in 
Pulmonary  Tuberculosis  are  due  in  Part  to  Congestion.  —  First,  an  experi- 
ment that  I  made  with  a  much  congested  lung  2\  centimetres  thick, 
taken  from  a  post-mortem  examination,  showed  that  this  lung,  which 
did  not  sink  in  water,  cast  a  shadow  corresponding  to  that  thrown  by 
water  nearly  2\  centimetres  deep. 

Second,  the  improvement  which  takes  place  in  some  cases  of  tuber- 
culosis, as  indicated  by  the  diminishing  shadow  cast  on  the  fluorescent 
screen  when  X-ray  examinations  are  made  at  intervals  of  a  week  or  so, 
could  hardly  be  due  to  any  improvement  in  the  tuberculous  process  — 
the  change  is  too  rapid ;  but  it  might  easily  be  caused  by  a  diminution 
in  the  amount  of  congestion  in  that  portion  of  the  lung. 

In  passive  congestion  or  oedema  of  the  lungs  in  mitral  disease,  the 
lower  portions  of  these  organs  may  be  darker  than  normal  without  giv- 
ing signs  by  auscultation  and  percussion,  but  soon  become  clear  after 
rest  and  the  administration  of  digitalis.  Also  in  persons  suffering  from 
debility,  and  who  do  not  react  to  tuberculin,  we  may  find  a  dark  area 
in  the  lung  which  clears  up  after  a  rest  of  a  week  or  two. 

It  is,  of  course,  impossible  to  know  exactly  what  is  going  on  in  the 
lung,  and  to  distinguish  between  the  portion  of  the  shadow  cast  by  the 
increased  density  of  the  lung,  and  that  cast  by  an  increased  amount  of 
blood  in  the  lung,  due  to  local  congestion  ;  or  between  the  shadow  due 
to  a  tuberculous  process,  and  that  cast  by  a  process  which  may  be 
acute  in  character,  and  due  to  some  deposit  in  the  lung,  as  in  pneu- 
monia. The  history  and  symptoms  must  aid  us  in  this  last  dis- 
crimination. 

But  the  result  of  my  experience  thus  far,  with  a  considerable  num- 
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ber  of  cases,  shows  it  to  be  quite  possible  that  some  of  the  changes 
which  take  place  in  the  lungs,  as  seen  on  the  fluorescent  screen,  are  due 
to  the  temporary  presence  of  more  than  the  usual  amount  of  fluid  or 
some  semi-solid  substance,  which  can  be  absorbed. 

The  recognition  of  a  congestion,  especially  at  the  apex,  may  be 
valuable  in  some  cases  as  an  early  warning  of  a  beginning  tuberculosis, 
and  it  should  certainly  cause  us  to  make  a  careful  investigation  with 
this  diagnosis  in  mind.  In  those  cases  in  which  our  suspicions  are 
excited  by  a  first  examination,  or  in  doubtful  cases,  another  X-ray  exam- 
ination should  always  be  made  after  an  interval  of  some  days,  in  order 
that  the  second  examination  may  verify  or  disprove  the  first,  for  vari- 
ous conditions  may  temporarily  give  rise  to  signs  similar  to  those 
observed  in  pulmonary  tuberculosis. 

Therapeutic  Uses  of  the  X-Rays  in  Pulmonary  Tuberculosis.  —  The 
therapeutic  uses  of  the  X-rays  are  considered  in  another  chapter,  to 
which  the  reader  is  referred. 

Conclusion 

The  earlier  cases  cited  indicate  the  aid  the  X-rays  give  in  pulmonary 
tuberculosis ;  the  service  which  they  may  render  in  the  early  diagnosis 
of  this  disease  stands  first,  and  perhaps  their  value  in  this  direction  will 
be  appreciated  more  strongly  if  the  following  statements  are  considered. 

First :  Pulmonary  tuberculosis  is  well  known  to  be  the  most  wide- 
spread of  all  diseases,  and  to  cause  the  death  of  more  persons  than  any 
other  malady  —  one-seventh  to  one-eighth  of  all  deaths  are  due  to  this  dis- 
ease. In  Massachusetts  the  report  of  the  State  Board  of  Health  for 
1896  shows  that  643  out  of  locx)  persons  dying  between  the  ages  of 
twenty  and  thirty,  died  of  tuberculosis,  and  597  out  of  lOCX)  of  pulmonary 
tuberculosis.  Likewise  at  post-mortem  examinations,  signs  of  an  old 
and  healed  tuberculosis  are  recognized  in  many  cases  where  the  patients 
have  died  of  some  other  disease. 

Two  factors  are  of  importance  when  considering  the  development 
of  this  disease :  first,  the  exposure  of  the  given  individual  to  the  tubercle 
bacillus,  and  second,  the  condition  of  the  individual  so  exposed ;  his 
powers  of  resistance  are  of  course  diminished  if  he  has  been  suffering 
from  disease  of  any  kind,  overwork,  or  bad  surroundings,  or  if  he  has  a 
predisposition  to  tuberculosis. 

Second :  It  is  also  well  known  that  early  recognition  of  pulmonary 
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tuberculosis  is  of  the  first  importance,  as  then  food,  sunshine,  and  fresh 
air  can  frequently  arrest  it :  the  air  of  course  should  be  free  from  dust. 
A  striking  and  hopeful  illustration  of  the  importance  of  early  diagnosis 
in  disease  is  the  present  percentage  of  cures  in  diphtheria  as  compared 
with  the  past.  More  than  nine-tenths  of  the  patients  suffering  from 
diphtheria  now  recover  if  they  are  properly  treated  in  the  earliest  stages ; 
and  while  we  have  no  drug  like  antitoxin  with  which  to  treat  pulmonary 
tuberculosis,  yet  it  is  universally  recognized,  by  those  who  have  had  a 
large  experience,  that  even  in  our  climate  success  follows  suitable 
hygienic  and  dietetic  treatment  intelligently  and  persistently  carried  out, 
in  a  large  pcnrentage  of  cases,  pro\ided  this  disease  is  detected  in  its 
earliest  stages, 

TiH>  much  stress  cannot  be  laid  upon  the  importance  of  the  early 
nxxi'gnition  of  an  abnormal  condition  of  the  lungs  when  there  is  a  ques- 
tion of  tubcrcuU>sis.  The  chances  of  recovery  are  far  greater  in  the 
early  stage  of  the  disease,  and  the  time  required  for  conx-alescence  is 
much  less ;  nv>r  is  it  by  any  means  always  necessary  that  a  patient  should 
seek  another  climate.  The  fact  is  well  established  that  under  proper 
ev^nditions  and  surroundings  tuberculosis  of  the  lungs  may  be  arrested 
by  a  natural  process,  if  taken  in  the  earliest  stages.  Not  only  do  post- 
nH>rtem  examinations  demonstrate  the  frequent  occurrence  of  healed 
tubercuKnis  areas  in  the  lungs,  but  direct  evidence  of  the  arrest  of  the 
Uis^."ase  is  abundant  in  lite.  The  best  time  for  successful  treatment  is  very 
early,  before  there  is  couc:h.  and  before  there  are  physical  signs  or  when 
these  are  ik^  derirr.te.  To  keep  the  patient  under  obser\-ation  while 
sucjij^iciv^u  gro\%s  i!>to  apprehension,  and  apprehension  into  certainty, 
may  involve  a  taral  re:>ul:. 

It  wi!!  x^  saio  that  cc mporari vely  tew  patients  can  atford  the  time 
\>r  the  mor.ey  :iccesj>viry  tor  a  ces:>arioa  trocn  work  and  for  a  change  of 
Climate*  :hou$:h  this  latter  point  is  not  always  required,  as  noted  abo\-e. 
The  Icti^th  oc  ttrxic  dcrtiar.cec.  then,  to  arrest  the  disease,  is  an  impor- 
ta:iv  elenxMit  in  this  cvM:sivicraS:n  trcm  a  money  point  oc  view.  Lee  us 
suppv>sc.  tor  instance,  that  a  t anent  in  wh»?ra  the  disease  has  pr,^c*essed 
s^>  tor  as  to  ^^^ive  some  physical  5:;^ns  at  one  apex.  T,j.y\  under  suinibte 
CvHuiitivMis.  recv^ver  in  r*o  years .  he.  .ik?^  most  others*  ^ccld  not  at? ord 
tx>  be  idle  tor  ><^  *on^  a  time.  Fuc.  :n  the  :cher  hand,  if  the  diagnosis 
C\HiId  have  been  nace  in  such  an  eariy  sto^e  ?c  the  disease  that  sLx 
nKHichs>%oulc  ha\e  surftcec.  the  pr.^cLem  wou.*d  have  been  much  s:mpjer  : 
tv>r  it  is  vloiu  that  the  -aamber  oc  those  who  >:*jaid  xiford  t»:  rest  six 
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months  would  far  exceed  those  who  could  give  up  two  years.  But  time 
and  money  are  not  the  only  or  the  chief  considerations.  This  "  money  " 
need,  which  often  covers  the  "  time  **  need,  can  in  some  cases  be  sup- 
plied by  friends,  but  no  friend  can  make  good  the  encroachments  of 
this  disease  if  it  is  too  far  advanced.  The  percentage  of  recoveries  from 
tuberculosis,  when  this  disease  is  in  such  an  early  stage  that  six  or  even 
four  months  is  sufficient  for  an  arrest  of  the  process,  will  be  much 
greater  than  in  the  class  of  cases  in  which  two  years  are  necessary ;  for 
this  added  length  of  time  means  that  the  disease  has  progressed  further. 

Let  us  return  to  the  money  point  of  view  again  for  a  moment.  It 
is  quite  conceivable  that  the  cost  of  maintaining  a  hospital  for  con- 
sumptives for  patients  who  are  comparatively  well  would  be  less  than 
that  where  the  inmates  needed  greater  care.  Moreover,  the  shorter  the 
time  necessary  for  the  patient  to  remain  in  the  sanitarium,  the  greater 
the  number  of  patients  who  could  be  cared  for  during  a  given  period. 
If  the  time  required  for  treatment  was  only  six  months,  twice  as  many 
patients  could  be  taken  care  of  than  if  a  year  were  necessary.  In  other 
words,  the  cost  of  maintenance  would  be  distributed  over  twice  as  many 
families  ;  and  if  the  shorter  time  only  were  necessary,  it  is  fair  to  suppose 
that  the  patients  or  their  friends  could  afford  to  pay  a  larger  proportion 
of  the  cost  of  maintaining  the  hospital  Thus,  for  those  whose  means 
are  limited  the  hope  of  recovery  is  far  greater  by  a  very  early  diagnosis, 
not  only  so  far  as  the  disease  itself  is  concerned,  but  also  because  it 
brings  within  their  means  the  remedy  for  the  disease. 

Certain  of  my  patients  have  been  able  to  give  up  work  while  they 
were  still  comparatively  strong,  and  go  into  the  country  to  stay  with 
some  relative,  where  the  conditions  were  more  favorable  for  recovery 
than  in  their  old  environment,  and  they  have  done  well.  This  again 
shows  how  a  very  early  diagnosis  may  make  it  possible  for  the  family 
of  a  patient  to  assist  him  to  a  cure.  The  important  factor,  then,  in  the 
arrest  of  this  disease,  is  the  means  for  making  an  early  diagnosis ;  and 
I  think  it  will  be  admitted  by  all  those  who  have  had  a  large  experience 
in  making  examinations  of  the  chest,  that  any  method  which  yields 
signs  in  the  very  early  stage  of  tuberculosis  is  of  importance  and  deserv- 
ing of  careful  study. 

The  number  of  cases  of  early  tuberculosis  which  have  been  examined 
by  me  with  the  X-rays  is  naturally  not  very  large,  because  these  cases 
present  themselves  as  it  were  by  accident.  The  patients  who  come  to 
a  physician  for  an  examination  of  the  lungs  after  cough,  haemoptyses, 
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or  other  symptoms  have  directed  their  attention  to  the  respiratory  system, 
would  in  the  nature  of  things  very  much  outnumber  those  who  came 
to  him  for  such  an  examination  when  there  were  as  yet  no  symptoms 
to  lead  them  to  suspect  their  lungs.  As  X-ray  examinations  come  into 
wider  use,  however,  and — hand  in  hand  with  this  point  —  when  general 
practitioners  learn  that  young  patients  who  are  anaemic,  who  have  lost 
flesh,  who  suffer  from  dyspepsia,  etc.,  are  in  a  suspicious  condition,  and 
should,  therefore,  have  their  lungs  carefully  examined,  the  number  of 
cases  in  which  the  diagnosis  is  made  at  an  early  and  useful  stage  will 
be  greatly  increased,  and  therefore,  also,  will  be  the  percentage  of 
recoveries.  In  other  words,  while  we  have  no  specific  remedy  for  tuber- 
culosis, an  early  diagnosis  and  proper  treatment  will  accomplish  the 
desired  end  in  the  majority  of  cases.  I  therefore  wish  to  emphasize  the 
significant  warning  given  in  these  general  symptoms  to  the  family  phy- 
sician —  which  may  anticipate  any  of  the  usual  signs  in  the  chest  —  and 
the  importance  of  making  as  careful  and  complete  an  X-ray  examina- 
tion of  the  lungs  as  possible  after  these  symptoms  have  been  noticed. 
With  the  use  of  the  X-rays,  in  connection  with  other  methods  of  exam- 
ination, tuberculosis  in  its  early  stage  will  be  less  frequently  overlooked 
than  formerly. 

The  importance  to  the  community  of  a  method  of  examination 
which  affords  timely  assistance  in  detecting  this  disease  is  obvious 
when  we  consider  the  prevalence  and  high  mortality  obtaining  in 
tuberculosis. 

After  twenty  years  of  practice  I  do  not  undervalue  any  of  the 
present  methods  of  examination,  nor  is  it  my  purpose  to  advocate 
giving  up  any  of  them  for  making  an  early  diagnosis  or  for  later  examina- 
tions—  we  need  all  the  available  aids  ;  but  I  do  strongly  urge  the  addi- 
tion to  them  of  careful  X-ray  examinations,  and  I  desire  to  emphasize  the 
value  of  this  method  in  affording  indications  of  pulmonary  tuberculosis 
in  the  earliest  stage  of  the  disease,  —  not  only  because  an  early  diag- 
nosis gives  the  best  opportunity  for  arresting  the  disease,  but  also  because 
patients  may  be  taught  simple  precautions  which  may  prevent  them 
from  becoming  a  source  of  contagion  to  others  should  cough  and  ex- 
pectoration develop.  We  have  had  two  methods  of  examining  the  heart 
and  lungs,  auscultation  and  percussion.  Each  of  these  in  suitable 
cases  gives  valuable  information ;  they  require  a  trained  ear  and  expe- 
rience with  many  patients  to  make  them  serviceable.  In  some  cases 
auscultation  is  of  the  greater  value,  in  others  percussion.     More  fre- 
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quently  they  are  best  when  used  together.  To  these  we  may  now  add  a 
third  method,  that  of  X-ray  examination,  which  also  requires  special 
training. 

All  who  are  experienced  in  making  physical  examinations  of  the 
thorax  recognize  the  necessity  of  controlling  one  method  of  examination 
with  another.  Not  infrequently  we  understand  best  the  conditions  pres- 
ent, as  just  suggested,  by  taking  into  consideration  the  information 
obtained  from  inspection,  percussion,  and  auscultation  together,  and  if 
we  fail  to  do  this  we  may  err  in  our  diagnosis.  The  X-rays  give  another 
and  valuable  method  for  controlling  the  results  obtained  in  other  ways, 
and  also  add  to  them.  We  may,  by  their  use,  not  only  control  one 
method  by  another,  but  with  the  eye  supporting  the  ear  we  also  control 
one  sense  with  another. 


CHAPTER   VI 

« 

PNEUMONIA 

The  abnormal  condition  of  the  lungs  in  pneumonia  is  shown  on  the 
fluorescent  screen,  not  only  by  the  obstruction  which  the  affected  parts 
offer  to  the  rays,  but  also  by  the  restriction  of  the  excursion  of  the 
diaphragm  on  the  lower  side.  The  first  point  is  demonstrated  by  the 
following  test,  which  I  made  in  1896:  — 

Through  the  kindness  of  Dr.  W.  T.  Councilman,  I  obtained  for  a  few 
moments  from  the  pathological  department  of  the  Boston  City  Hospital 
the  lungs  of  a  patient  who  had  died  of  pneumonia.  I  put  them  on  a 
photographic  plate,  enclosed  in  paper  which  had  been  shellacked  to  make 
it  waterproof,  and  then  made  an  X-ray  photograph  which  is  reproduced 
in  Figs.  99,  100.  The  dark  portions  represent  the  densest  parts  of  the 
lungs,  the  lightest  portions  the  normal.  It  will  be  seen  that  the  contrast 
between  the  two  is  very  marked.  By  further  experiment  I  found  that 
where  the  lung  was  most  dense,  and  5  centimetres  thick,  it  cast  a 
shadow  corresponding  to  that  made  by  water  about  5.5  centimetres 
deep,  and  that  such  portions  of  the  lung  sank  in  water.  Other  por- 
tions which  barely  floated  in  this  liquid  offered  the  same  resistance  to 
the  passage  of  the  rays  as  did  an  equal  depth  of  the  liquid,  both  when 
examined  under  the  fluorescent  screen  and  by  means  of  an  X-ray  pho- 
tograph. The  normal  part  of  the  lung  offered  very  little  obstruction 
to  the  passage  of  the  rays. 

Appearances  seen  in  Pneumonia  on  the  Fluorescent  Screen 

First:  Darkened  Lung.  —  The  foregoing  experiment  shows  that 
in  pneumonia  the  dense  lobes  cast  a  dark  shadow  on  the  fluorescent 
screen,  in  marked  contrast  to  the  light  areas  of  the  normal  portions 
of  the  lung.  The  absorption  of  the  rays  may  be  so  marked  as  to 
indicate  that  all  of  the  pulmonary  area  on  one  side,  and  much  of 
it   on   the   other,   is   nearly   or   quite   as   dense   as  the   liver.     When 
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of  the  lung  is  cast  on  the  fluorescent  screen  just  as  surely  as  if  the 
pneumonic  process  were  near  the  surface,  as  suggested  above.  My 
X-ray  examinations  have  demonstrated  the  presence  of  such  dense 
central  portions  or  central  pneumonias,  and  have  also  shown  that  in 
cases  of  convalescence  from  pneumonia  we  may  see  the  shadow  of  the 
dense  parts  of  the  lungs  which  are  distant  from  the  surface  when  they 
are  not  recognized  by  auscultation  and  percussion.  These  observations 
and  others  noted  on  page  158,  Chapter  V,  show  why  we  may  detect 
increase  in  density  with  the  X-rays  in  cases  where  it  is  not  found  by 
auscultation  and  percussion,  and  that  under  some  conditions  the  X-rays 
are  the  more  delicate  test. 

Second :  Diaphragm  Lines.  —  The  excursion  of  the  diaphragm  is 
shortened  in  pneumonia,  and  shortened  as  a  rule  on  its  lower  side,  on 
one  or  both  sides  of  the  chest,  owing  to  the  failure  of  the  lung  or  lungs, 
as  the  case  may  be,  to  expand  to  their  normal  extent  because  of  their 
increased  density,  and  also  perhaps  because  of  pleuritic  adhesions.  In 
some  cases  the  diaphragm  lines  are  a  more  delicate  test  than  the  shadow 
cast  on  the  screen  by  the  dense  portion  of  the  lung.  If  the  pneumonic 
process  is  extensive  the  diaphragm  lines  may  be  altogether  obliterated 
on  one  or  both  sides  of  the  chest. 

Third :  Displacement  and  Enlargement  of  the  Heart  —  If  the  dis- 
tribution of  the  pneumonia  is  such  that  the  outline  of  the  heart  can  be 
followed,  this  organ  is  seen  to  be  enlarged,  especially  on  the  right  side, 
and  in  some  cases  a  much  enlarged  right  auricle  can  be  made  out. 
Where  the  pneumonia  is  on  one  side  only,  there  is  apt  to  be  some  dis- 
placement. If  the  lower  portion  of  the  left  lung  is  involved,  the  right 
border  of  the  heart  may  be  seen  on  the  screen  farther  to  the  right  than 
in  health  :  partly  because  the  heart  is  enlarged,  as  it  is  frequently  seen 
to  be  in  pneumonia ;  and  partly  because  the  dense  lung  pushes  the 
heart  a  little  to  the  right.  Where  the  process  in  the  lung  is  so  distrib- 
uted that  the  size  of  the  heart  may  be  observed  by  means  of  the  X-rays 
through  the  active  stages  of  the  disease,  it  becomes  evident  that  the 
size  and  position  change,  the  enlargement  lessening,  and  the  heart 
approaching  nearer  and  nearer  to  the  normal  in  position  and  size  as  the 
lung  improves. 

Usual  Region  affected.  —  The  middle  portion  of  the  lung,  that  is  to 
say,  the  part  between  the  second  and  fourth  ribs,  is  the  region  most 
frequently  affected  when  the  pneumonic  process  is  not  extensive.  We 
often  find  the  apex  and  the  base  comparatively  free  from  disease.     The 
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following  diagram  indicates  the  appearances  frequently  met  with  when 
only  a  small  part  of  the  lung  is  involved ;  it  is  made  from  the  examina- 
tion of  a  patient  with  the  fluorescent  screen  on  the  seventeenth  day  of 
the  disease :  — 


Fig.  ioi.    Diagram  of  pneumonia.    Seventeenth  day  of  disease.    No  physical  signs  on  or  after 

this  day. 

Dark  area  and  restricted  movement  of  the  diaphragm  on  the  left  side;  the  movement  is  also  less 
than  normal  on  the  right  side.  The  dark  area  diminished  gradually,  and  the  excursion  of  the  dia- 
phragm on  both  sides  increased  from  week  to  week.    There  were  still  X-ray  signs  on  thirty-second  day. 

Method  of  Examination.  —  The  methods  of  examination  for  this 
disease  are  sufficiently  indicated  in  the  general  directions  given  in 
Chapter  III,  and  the  special  ones  in  Chapters  V  and  X  and  by  the 
following  cases  and  cuts,  and  need  not  be  further  discussed. 
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Comparative  Value  of  the  Fluorescent  Screen  and  X-Ray  Photograph 
in  Pneumonia.  —  It  seemed  to  me  important  to  compare  the  two 
methods  of  X-ray  examination  in  pneumonia,  and  the  result  demon- 
strated the  superiority  of  the  screen  over  the  photograph  in  this 
disease.  I  will  give  an  outline  of  one  of  the  cases  in  which  a  compari- 
son was  made,  in  order  to  show  how  the  experiment  was  carried  out. 

Case  I.  Christine  P.,  aged  six  years  ;  pneumonia;  entered  my  ser- 
vice at  the  hospital  on  the  third  day  of  the  disease.  The  physical 
signs  were  not  well  marked,  but  the  X-ray  examination  made  on  the 
following   day  indicated  a  dense   area  7   centimetres  wide,  extending 
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Fig.  102.  Christine  P.  Pneumonia  on  left  side  in  girl  six  years  old.  X-ray  tracing  made 
on  the  sixteenth  day  of  disease.  There  were  no  signs  by  auscultation  and  percussion,  though  as 
shown  by  the  above  copy  of  the  X-ray  tracing,  the  signs  by  the  fluorescent  screen  were  still  well 
marked.  X-ray  photograph  showed  no  increase  of  density  in  the  lungs,  but  a  slight  increase  is  seen 
in  the  reduced  picture  shown  on  page  170  (see  Fig.  103).     (Cut  one-third  life  size.) 


outward  and  upward  from  the  left  border  of  the  heart.  The  excursion 
of  the  diaphragm  on  the  left  side  was  0.6  centimetres ;  on  the  right  side 
2.5  centimetres.  On  the  sixteenth  day  of  the  disease  the  darkened  area 
had  grown  much  lighter,  but  was  still  readily  perceived,  and  the  excur- 
sion of  the  diaphragm  was  2.5  centimetres  on  the  left  side,  and  4.7 
centimetres  on  the  right  side.     (See  Fig.  102.) 

As  at  this  date  there  were  no  physical  signs  in  the  lungs  of  this 
patient,  nor  had  been  for  four  days,  although  the  signs  of  departure 
from  the  normal  were  very  patent  on  the  fluorescent  screen,  the  case 
seemed  to  me  a  favorable  one  in  which  to  make  the  comparison  between 
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the  value  of  the  X-ray  photograph  and  the  screen  in  this  disease. 
Three  photographs  of  the  chest  were  taken,  one  on  March  50,  and  two 
on  March  31^  to  see  if  variation  in  the  time  of  exposure,  or  tubes  of 
different  resistance  would  bring  out  anything.  Several  prints  were  made 
from  each  of  these  negatives*  and  in  none  of  them  did  I  hnd  evidence 
of  increased  density  in  the  left  lung  as  compared  with  the  right*  There 
were  no  indications  of  the  presence  of  pneumonia  by  means  of  the 
X-ray  photograph,  although  the  signs  on  the  screen  at  this  timCp  as  just 
stated,  were  obvious,  the  darkened  area  and  the  restricted  excursion 
of  the  diajihragm  being  visible.  This  latter  condition  was  probably  due 
in  part  to  pleuritic  adhesions  limiting  the  movement  of  the  lung. 

After  the  above    paragraphs  were  written   the  following   half-tone 
was  made  from  one  of  the  radiograp>hs.     The   half-tone  {see  Fig.  103) 


FiG,  103.    Chni.[iiiL-  P*    Cul  from  radiograph  whicti  wai  madt-  on  tdc  same  day  ihaE  tli^ 
tracing  was  drawn*    X-my  tracing  (see  Fig.  loa)  shows  weJUmiyrked  signs. 
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shows  a  slight  increase  in  density  on  the  left  side  which  was  not  visible 
in  the  radiographs  themselves.  This  slight  density  seems  to  have  been 
made  evident  by  the  reduction  in  size  of  the  X-ray  photograph. 

The  following  case  shows  the  appearances  seen  in  pneumonia,  namely, 
the  limitation  of  the  movement  of  the  diaphragm  on  the  affected  side, 
and  the  darkened  lung;  likewise  the  difference  between  the  signs 
observed  by  X-ray  examination,  and  by  auscultation  and  percussion ;  — 

Case  I.  Edward  R.,  twenty-five  years  old,  entered  my  service  at 
the  Boston  City  Hospital,  March  11,  1898.     Diagnosis:  pneumonia. 

Family  History,  — Negative. 

Present  Illness,  —  For  three  days,  cough ;  pain  in  right  side ;  vomit- 
ing.    Had  been  drinking  heavily. 


CerdnJ  Jhfamonia    PtfhfJ/cip  OfperJObr/Ton 


Fig.  104-  Edward  R.  March  la.  Cut  of  X-ray  tracing.  Central  pneumonia ;  right  side ;  upper 
portion.  Heart  enlarged  to  the  right.  Physical  signs  indicated  that  disease  was  present  in  the  lower 
part  of  right  chest.    X-ray  examination  confirmed  by  autopsy.     (One-third  life  size.) 


Physical  Examination.  —  Heart :  right  border  2  centimetres  to  right 
of  sternal  border ;  left  border  in  nipple  line ;  apex  beat  in  fifth  space  in 
nipple  line ;  no  murmurs.  Lungs  :  resonance  good  throughout ;  respi- 
ration over  right  lung,  below  third  rib  in  front  and  spine  of -scapula 
behind,  harsh. 

Temperature  103  to  104;  pulse  120  to  130;  respirations  32  to  36. 
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March  1 2.  X-Ray  Examination  with  Screen,  —  The  tracing  (see  Fig. 
104)  made  on  the  chest  of  this  patient  showed  that  the  upper  part  of 
the  right  lung  was  very  dense,  and  below  that  point  it  was  much  lighter. 
The  excursion  of  the  diaphragm  was  much  shortened  on  that  side. 

Developed  delirium  tremens  and  died  on  March  14. 

March  16.     Autopsy  showed  the  upper  lobe  of  the  right  lung  com- 
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Fig.  105.  F.  G.  Pneumonia  on  both  sides.  Cut  of  X-ray  tracing.  Signs  more  marked  on  left 
side  by  X-rays  than  by  auscultation  and  percussion  ;  more  marked  on  both  sides  by  fluorescent  screen 
than  by  X-ray  photograph.     (One-third  life  size.) 


pletely  distended  and  solidified  throughout;  middle  and  lower  lobe 
slightly  increased  in  density. 

This  patient  entered  the  hospital  on  the  fourth  day  of  the  disease. 
The  physical  signs  indicated  that  pneumonia  was  present  in  the  lower 
part  of  the  right  chest,  below  the  second  rib  in  front  and  the  spine  of 
scapula  behind.  The  only  indication  given  by  physical  signs,  however, 
was  the  harsh  breathing.     The  resonance  was  good  throughout. 

The  physical  examination  was  made  on  March  1 1,  the  X-ray  exami- 
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nation  on  March  12,  and  the  patient  died  on  March  14.  It  is  instruc- 
tive to  compare  the  conditions  found  by  the  physical  examination  with 
those  found  by  X-ray  examination  and  at  the  autopsy.  It  is  evident 
from  these  latter  that  the  disease  had  been  chiefly  present  in  the  upper 
lobcy  which  was  completely  solidified  throughout.     (See  Fig.  104.) 

Comparison  of  X-Ray  with  Physical  Signs,  and  of  Screen  with  X-Ray 
Photograph.  —  F.  G.,  forty  years  old,  entered  my  service  at  the  hospital 
January  4,  1900.     Diagnosis:  pneumonia  on  both  sides.     (Fig.  105.) 

The  interesting  points  in  this  case  were,  first,  that  the  signs  observed 
on  the  left  side  by  the  X-rays  were  more  marked  than  those  obtained 
by  auscultation  and  percussion ;  second,  the  appearances  seen  on  both 
sides  were  more  marked  on  the  screen  than  on  the  X-ray  photograph. 

Extent  of  Disease.  —  The  X-rays  show  the  extent  of  the  disease; 
whether  or  not  it  is  limited  to  one  lobe,  or  includes  the  whole  of  one 
lung  and  part  of  another. 

Outline  of  Pneumonia  sharply  defined.  —  The  outline  between  the 
normal  and  abnormal  portion  of  the  lung  may  be  sharply  defined  on  the 
fluorescent  screen.  The  following  case  illustrates  the  sharp  definition 
of  the  dense  areas  that  sometimes  obtains,  as  well  as  the  significance  of 
the  diaphragm  lines  and  the  limitation  of  the  disease  to  one  lung :  — 

Case  I.  Bernard  McL.,  nineteen  years  old,  entered  my  service  at 
the  hospital  February  11,  1897.     Diagnosis:  pneumonia. 

Physical  Examination.  —  Marked  dulness  over  upper  right  chest 
down  to  fourth  rib ;  breathing  intensely  bronchial  with  a  few  moist  r&les 
and  increased  vocal  and  tactile  fremitus;  dulness  in  right  axilla  with 
harsh  breathing.  In  right  back,  dulness  from  apex  to  level  of  middle 
of  scapula;  breathing  broncho-vesicular;  many  fine  moist  r&les.  In 
left  chest,  front,  and  back,  there  is  good  resonance;  many  fine  and 
coarse  moist  r&les  at  base  and  back. 

February  13.  X-ray  examination  with  screen  on  seventh  day  of  dis- 
ease; right  lung  dark  from  middle  of  first  intercostal  space  to  fourth 
rib,  the  upper  and  lower  border  of  this  dark  area  well  marked.  Out- 
lines in  chest  rather  less  clear  than  normal  on  both  sides.  Diaphragm 
moved  0.6  centimetres  on  the  right  side  and  4  centimetres  on  left  side. 

It  will  be  seen  that  the  limits  of  the  dense  lung  were  well  defined 
both  above  and  below  (Fig.  106).  The  physical  examination  did  not 
show  that  the  lung  was  clear  at  the  extreme  apex. 

X'Ray  Examination  with  Screen,  —  Fifteenth  day  of  disease ;  dia- 
phragm moved  2.5  centimetres  on  the  right  side,  6.25  centimetres  on 
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the  left  side.  Tzventicth  day  of  disease;  diaphragm  moved  5  centi- 
metres on  right  side,  7  centimetres  on  left  side;  original  dark  area 
has  grown  steadily  lighter,  but  is  not  yet  so  bright  as  other  portions  of 
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the  lung.  T'jcenty-second  day  of  disease;  diaphragm  movet.1  6.25  centi- 
metres on  the  right  side  and  7.5  centimetres  on  the  left  side. 

Persistence  of  X-Ray  Signs.  —  [mpnn  ement  watcked  on  the  Fluores- 
cent Screen.  However  much  the  lungs  may  be  affected  in  pneumonia. 
we  may  see  by  means  of  successive  X-ray  examinations  with  the  tiuores- 
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cent  screen  that,  as  the  patient  begins  to  improve,  the  dark  areas  seen 
on  the  screen  become  lighter  and  lighter,  and  diminish  in  extent,  until 
they  finally  disappear.  We  may  also  watch  the  diaphragm  and  see  that 
its  excursion,  which  has  been  restricted,  and  restricted  on  the  lower  side, 
gains  in  length  as  the  lungs  clear  up.  The  following  case  is  given  to 
illustrate  these  points,  and  also  to  show  that  the  results  of  the  pneu- 
monic process  may  be  followed  on  the  fluorescent  screen  when  there 
are  no  longer  signs  by  auscultation  and  percussion.  The  position  of 
the  heart  is  only  referred  to  briefly. 

The  X-ray  examinations  in  this  case,  seven  in  all,  were  made  on  the 
following  dates,  namely,  March  7,  13,  19,  and  24;  April  i,  8,  and  12; 
but  I  only  give  reproductions  of  the  tracings  made  on  March  7,  13,  24, 
and  April  8.  It  will  be  seen  by  examining  them  that  as  the  lungs 
cleared  up  the  excursion  of  the  diaphragm  increased  in  length.  On 
March  7  this  muscle  had  but  a  short  excursion  on  the  left  side,  and 
could  not  be  seen  on  the  right  side.  On  March  13  the  diaphragm  could 
be  seen  on  both  sides,  and  moved  about  1.25  centimetres  on  each  side. 
On  March  24  it  moved  2.2  centimetres  on  the  right  side,  and  3.4  centi- 
metres on  the  left  side ;  April  8,  3.4  centimetres  on  right  side,  4  centi- 
metres on  left  side.  It  will  also  be  seen  in  the  notes  of  the  case  that  there 
were  no  physical  signs  on  April  i,  or  subsequently,  although  signs  of  an 
abnormal  condition  of  the  lungs  could  be  seen  on  the  fluorescent  screen 
on  April  6,  8,  and  12.    The  details  of  this  case  are  given  at  some  length. 

Case  I.  G.  R.,  thirty-three  years  old,  entered  my  service  at  the 
hospital  February  21,  1897.     Diagnosis:  pneumonia. 

Nine  days  before  entrance  patient  had  chill,  fever,  and  sweating ; 
severe  headache;  pain  in  right  chest;  dyspnoea;  cough  with  rusty 
expectoration. 

Physical  Examination.  —  Tympany  over  upper  right  chest,  with  loud 
harsh  breathing  and  moist  r^les ;  below  fourth  rib  in  right  front  dulness 
on  percussion  extending  into  axilla ;  breathing  diminished ;  increased 
vocal  and  tactile  fremitus.  In  right  back  dulness  begins  at  spine  of 
scapula,  flatness  from  angle  of  scapula  to  base ;  breathing  over  this  area 
intensely  bronchial  in  character  with  great  increase  in  whispered  and 
spoken  voice  sounds;  many  fine  moist  r&les  at  end  of  inspiration. 
Some  dulness  in  lower  left  back  with  increased  voice  sounds ;  many  fine 
and  coarse  moist  r^les  ;  breathing  bronchial  but  not  so  intense  as  on  right 
side ;  breathing  harsh  at  left  apex.  Good  resonance  over  left  chest  in 
front,  with  harsh  noisy  breathing  and  loud  coarse  r^les. 
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February  24.  Physical  Examination,  —  Whole  of  right  chest  perfectly 
flat  on  percussion ;  breathing  amphoric,  with  fine  moist  riles ;  breathing 
rather  diminished  in  axilla,  and  of  bronchial  character.  Whole  of  right 
back  flat  on  percussion ;  breathmg  mtensely  bronchial,  with  increased 


Name 

Addrtss 

iJiagnosis 


Occupation  ^oi.  Pagt 


Fig.  107.  G.  R.  hirst  X-ray  examination  with  screen.  Pneumonia  on  both  sides.  Diaphragm 
not  seen  on  right  side  as  the  lung  is  too  dense;  excursion  on  left  side  2.5  centimetres.  (One-third 
life  size.) 

voice  sounds  and  tactile  fremitus ;  many  fine  moist  r^les  over  whole  back. 
Signs  in  left  chest  as  at  first  examination. 

February  26.     Temperature  fell  by  crisis  from  103  to  normal. 

March  7.  Physical  Examination.  —  Right  chest  in  front,  percussion 
rather  higher  pitched  than  on  the  left ;  vocal  fremitus  increased  ;  many 
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rales;  in  right  back,  percussion  duller  than  in  left  back,  and  vocal 
fremitus  increased.  Left  chest :  in  front,  harsh  breathing  over  most  of 
the  left  side;  in  back,  breathing  better  than  in  right  back;  vocal 
fremitus  increased. 
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Fig.  108.  G.  R.  Second  X-ray  examination  with  screen.  Patient  improving.  Excursion  of  dia- 
phragm 1.25  centimetres  on  right  side;  increased  on  left  side.     (One-third  life  size.) 

March  7.  XRay  Examination  with  Screen,  as  shown  in  cut  of 
tracing  made  on  this  day  (see  Fig.  107).  — The  whole  of  the  right  chest 
was  dark  ;  no  outlines  seen :  the  lower  portion  of  the  right  chest  rather 
lighter  than  the  upper  portion,  which  indicated  consolidation  of  the 
lung  and  not  pleurisy  with  effusion.     The  heart  was  not  displaced  to 


%JH    THE  EOESTGES   RAVS  IX   MEDICINE  AND  SLltGERY 


tbe  Left,     On  the  left  side  the  upper  three-fourths  of  the  left 

waL«  le««  clear  than  normal ;  some  mo%'ement  of  the  diaphiagm  coold 

be  folLr>wed, 

March  1 3.    X-Ray  lixamination  with  Screen.  —  The  chest  was  much 
i:\tffLXttx  on  both  sides  than  on  March  7.    The  ribs  were  ver\'  faintly  visible 


I  U..  ii»>.     u    K.      lima  \  lay  rvamiiution  wilh  screen.     Still  further  improvement.     Excursion 
ul  ilujiUiagui  v»u  u^ihi  HJile,  j  eentin»etie> ;  i>n  left  side.  3.5  centimetres.     (One-third  life  size.) 


on  the  ri^ht  side,  and  a  shortened  excursion  of  the  diaphragm  could  be 
barely  n\ade  out.  On  the  left  side,  from  the  second  to  the  fourth  ribs, 
inclusive,  the  chest  was  darker  than  normal.  Below  the  fourth  rib  on 
this  side  was  the  lightest  part  of  the  thorax.  Excursion  of  the  dia- 
phragm 1.25  centimetres.     i^vSee  Fig.  108.) 
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On  March  19,  X-ray  examination  with  screen  (of  which  no  tracing 
is  reproduced)  showed  the  whole  of  the  right  side  darker  than  the  left. 
The  diaphragm  on  this  side  was  the  width  of  a  rib  higher  than  on  the 
left  side  and  had  an  excursion  of  1.25  centimetres.  On  the  left  side  the 
excursion  of  the  diaphragm  was  3  centimetres. 
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Fig.  1 10.  G.  R.  Fourth  X-ray  examination  with  screen.  Signs  by  X-rays;  shaded  lungs  and 
excursion  of  diaphragm  restricted  on  both  sides.    No  physical  signs  at  this  time.    (One-third  life  size.) 

March  24.  Physical  Examination.  —  Slight  increase  in  dulness  on 
the  right  side ;  respiratory  murmur  shorter  than  on  the  left  side. 

March  24.  X-Ray  Examination  with  Screen,  —  Dark  area  on  the  upper 
portion  of  the  right  side,  as  far  down  as  the  third  rib.     Dark  area  about 
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over  the  third  rib  on  the  left  side.  Excursion  of  the  diaphragm  on  the 
right  side,  from  about  the  upper  border  of  the  fourth  to  the  upper  border 
of  the  fifth  rib,  2  centimetres;  on  the  left  side,  from  the  middle  of 
the  fourth  intercostal  space  to  the  lower  portion  of  the  fifth  intercostal 
space,  3.5  centimetres.  The  diaphragm  was  higher  on  the  right  side 
than  on  the  left.     Heart  enlarged  on  the  right  side.     (See  Fig.  109.) 

April  I.     No  signs  by  physical  examination. 

April  I.  X-ray  examination  with  screen  (no  cut  given)  showed  the 
whole  of  the  right  side  less  clear  than  the  left ;  excursion  of  the  dia- 
phragm on  this  side,  from  the  middle  of  the  fourth  intercostal  space  to 
about  the  middle  of  the  fifth  intercostal  space,  in  the  nipple  line,  2  cen- 
timetres. On  the  left  side  the  shaded  area  seen  at  the  examination  of 
March  24  could  still  be  made  out,  though  it  was  much  less  marked ; 
excursion  of  the  diaphragm  from  the  upper  border  of  the  fifth  rib  to 
above  the  upper  border  of  the  sixth  rib,  2.5  centimetres. 

April  8.     No  physical  signs. 

April  8.  X-Ray  Examifuition  with  Screen.  —  Right  apex  darker  than 
left;  excursion  of  the  diaphragm  3.5  centimetres  from  upper  border  of 
fifth  rib  to  about  the  middle  of  the  fifth  space.  On  the  left  side  there 
was  still  a  small  shaded  area  over  the  third  rib ;  excursion  of  the  dia- 
phragm from  the  upper  border  of  the  fifth  rib  to  the  middle  of  the  fifth 
space,  4  centimetres.     (See  Fig.  no.) 

April  12.  No  physical  signs.  Signs  hy  X-ray  examination  about 
the  same  as  on  April  8.     Patient  discharged  from  the  hospital. 

It  would  be  instructive  to  follow  the  X-ray  appearances  in  pneumonia 
longer  than  I  have  usually  been  able  to  do,  but  the  patients  become 
so  well  that  they  are  unwilling  to  remain  in  the  hospital,  although  by 
the  X-ray  examination  the  lungs  are  by  no  means  clear  when  they 
go  out. 

Excursion  of  Diaphragm  limited  by  Adhesions.  —  The  movements  of 
the  diaphragm  may  be  limited  by  two  causes  :  first,  by  the  failure  of  the 
lungs  to  expand  to  their  normal  extent  during  deep  inspiration,  because 
of  the  increased  density,  as  already  stated  ;  and  second,  on  account  of 
pleuritic  adhesions.  When  the  patient  is  convalescing  from  pneumonia, 
and  the  lung  has  become  quite  clear,  we  sometimes  find  that  the  excur- 
sion of  the  diaphragm  has  not  reached  its  normal  limit.  If  this  limita- 
tion is  not  due  to  the  former  cause,  it  may  well  be  due  to  the  presence  of 
pleuritic  adhesions.  The  following  case,  with  its  accompanying  tracings, 
illustrates  this  point. 
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Tracings  were  made  from  the  chest  of  the  patient  on  October  4,  7, 
10,  and  17,  1899,  and  April  21,  1900.  Copies  of  these  are  given  below, 
with  the  exception  of  that  made  on  October  10. 

Case  I.  Simon  G.,  fourteen  years  old,  entered  the  service  of  one 
of  my  colleagues  at  the  hospital  September  25,  1899,  and  soon  after 
came  under  my  care.     Diagnosis  :  pneumonia. 

Illness  of  five  days*  duration.  Patient  had  sharp  pain  in  left  chest, 
with  slight  cough,  raising  nothing. 
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Fig.  III.  Simon  G.  Oct.  4, 1899.  Cut  of  first  X-ray  tracing.  Pneumonic  process  in  left  chest. 
Shaded  left  lung  and  restricted  movement  of  left  diaphragm.  X-rays  indicated  that  there  had  been 
some  pneunK>nia  on  right  side  also,  as  shown  by  shortened  excursion  of  diaphragm ;  but  it  was  not 
detected  by  physical  signs.    (One-third  life  size.) 

Physical  Examination,  —  Resonance  and  j-espiration  good  throughout 
both  fronts ;  an  occasional  sonorous  r&le ;  below  the  level  of  angle  of 
left  scapula,  dulness,  bronchial  respiration,  whispered  and  spoken  bron- 
chophony, and  subcrepitant  r&les ;  tactile  fremitus  slightly  increased  at 
left  base. 

Temperature  at  entrance  103 J,  pulse  no,  respirations  40. 

On  the  seventh  day  of  the  disease  temperature  fell  by  crisis  to 
normal.     Slight  cough  with  greenish  expectoration. 

October  4,  1899.  X-ray  examination  with  screen  showed  a  pneu- 
monic process  which  had  not  yet  cleared  from  the  left  chest.     It  also 
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suggested  that  there  had  been  some  pneumonia  on  the  right  side  which 
had  not  been  detected  by  the  physical  examinations.    (See  Fig.  iii.) 
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Fig.  112.    Simon  G.    October  7.    Cut  of  second  X-ray  tracing.    Shaded  area  diminished ;  movement 
of  diaphragm  increased  on  both  sides.     (One-third  life  size.) 


October  10.    The  lungs  were  clear  by  physical  examination.      No 
cough. 
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Fig.  113.  Simon  G.  October  17.  Cut  of  third  X-ray  tracing.  Both  lungs  nearly  alike  in  bright- 
ness. Diaphragm  on  left  side  moves  more  than  at  last  X-ray  examination,  but  its  movement  is  not  yet 
normal.    This  abnormality  may  be  due  to  pleuritic  adhesions.     (One-third  life  size.) 
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October  15.  Physical  signs  had  all  disappeared.  Patient  out  of  doors 
each  day. 

October  17,  1899.  X-Ray  Examination  with  Screen,  —  Both  sides 
nearly  alike  in  brightness,  but  it  will  be  seen  that  the  excursion  of  the 
diaphragm  on  the  left  side  was  less  than  half  as  much  as  that  on  the 
right.    (See  Fig.  113.) 

Patient  now  complains  of  pain  about  the  left  nipple  when  he  sneezes^ 
which  is  probably  due  to  dry  pleurisy,  that  may  limit  the  expansion  of 
the  lung  and  the  excursion  of  the  diaphragm. 

April  21,  1900.  The  patient  returned  to  the  hospital  at  my  request, 
for  a  further  X-ray  examination,  the  result  of  which  is  shown  in  the 
following  cut. 
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Fig.  114.    Simon  G.    April  21,  igoa    Fourth  X-ray  tracing.     (One-third  life  size.) 


Pneumonia  with  Obscure  Physical  Signs.  —  A  pneumonia  in  its  early 
stages,  or  even  through  its  whole  course,  may  give  no  signs  by  ausculta- 
tion and  percussion,  and  the  physician  may  find  it  difficult  to  make  the 
diagnosis.  In  some  of  these  cases  a  doubtful  diagnosis  may  be  made  a 
more  certain  one  by  the  use  of  the  X-rays.  This  point  could  be  illus- 
trated by  citing  a  number  of  cases  of  central  pneumonia,  but  three  will 
be  sufficient,  in  which  the  diagnosis  was  made  clear  and  definite  by  an 
X-ray  examination,  and  in  which  this  diagnosis  was  confirmed  by  the 
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no  friends  came  to  visit  her.  There  was  no  history,  and  no  physical 
signs  were  found  in  the  chest  after  a  careful  examination  by  two  phy- 
sicians. My  house  physician  also  found  nothing  in  the  lungs,  and  I 
was  inclined  to  accept  the  diagnosis  of  cerebro-spinal  meningitis  which 
had  been  made  by  the  physicians  who  had  seen  the  patient.  I  made  an 
X-ray  examination,  however  (see  Fig.  115),  in  order  to  obtain  further 
information,  and  found  a  dark  area  over  one  lobe  and  a  shortened 
excursion  of  the  diaphragm  on  that  side ;  and  the  diagnosis  of  pneu- 
monia was  made  without  hesitation.  This  diagnosis  was  confirmed  later 
by  a  marked  crisis,  and  by  a  rapid  clearing  of  the  lung  as  determined  by 
X-ray  examinations.  (See  Fig.  116.)  At  no  time  during  the  course  of  the 
disease  did*  I  obtain  signs  of  pneumonia  by  auscultation  and  percussion. 

Case  II.  Elizabeth  B.,  thirteen  years  old,  entered  my  service  at 
the  hospital  November  22,  1898.  Admission  diagnosis:  typhoid  fever 
and  bronchitis. 

Illness  of  seven  days'  duration  ;  came  on  by  a  chill,  followed  by 
fever  ;  headache ;  pain  in  legs  ;  weakness  ;  pain  in  shoulder  ;  no  cough. 

Physical  Examination,  —  Heart :  area  and  action  normal.  Lungs  : 
respiratory  sounds  and  resonance  normal.  Temperature  105,  pulse  130, 
respirations  35. 

November  23.  Widal  test  positive  ;  positive  again  on  November  30, 
and  again  on  December  5. 

November  25.  Respirations  48.  During  the  next  eight  days  they 
ran  from  45  to  50.     Temperature  about  103. 

November  29.    Leucocyte  count  1 7,000. 

December  4.    Temperature  fell  by  crisis. 

December  7.  X-Ray  Examitiation  with  Screen,  —  Both  lungs  darker 
than  normal,  especially  on  the  right  side.  Excursion  of  the  diaphragm 
very  limited,  being  1.25  centimetres  on  the  right  side  and  2.5  centi- 
metres on  the  left  side. 

The  sudden  onset,  chill,  fever,  the  leucocyte  count  of  1 7,000,  the 
rapid  respirations,  and  the  fall  of  temperature  by  crisis  all  confirmed 
the  appearances  of  a  pneumonia  (accompanying  the  typhoid)  found  in 
the  lungs  by  X-ray  examination. 

Pneumonia  in  Old  People.  — In  such  cases  the  diagnosis  of  pneu- 
monia offers  diflficulties  which  are  not  generally  encountered  in  younger 
patients.  As  is  well  known,  pneumonia  may  occur  in  old  patients  with- 
out the  presence  of  fever,  and  the  physical  signs  may  not  be  well  marked, 
or  may  be  such  that  the  physician  makes  some  other  diagnosis. 
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Case  III.  Julia  F.,  seventy-seven  years  old,  entered  the  service  of 
one  of  my  colleagues  at  the  Boston  City  Hospital  September  30,  1899, 
and  soon  after  came  under  my  care.  The  physical  signs  were  such 
that  I,  as  well  as  the  physician  who  had  charge  of  her  prior  to  me, 
thought  she  had  a  bronchitis  and  did  not  recognize  the  pneumonia.  I 
made  an  X-ray  examination,  as  she  had  an  arterio-schlerosis  with  calci- 
fication of  the  right  radial  artery,  with  a  view  to  determining  whether 
or  not  the  aorta  wg,s  also  calcified.  The  fluorescent  screen  showed  that 
the  whole  of  the  right  side  was  dark  below  the  level  of  the  second  rib, 
and  this  darkness  indicated  that  the  lung  was  increased  in  density. 
Another  careful  physical  examination,  given  below,  and  made  after  the 
X-ray  examination,  indicated  that  we  might  have  to  do  with  a  pneumonia 
in  the  lower  and  middle  portion  of  the  right  lung. 

Physical  Examination,  —  Respiration  harsh  throughout  both  lungs, 
with  numerous  sibilant  and  sonorous  r^les  over  all.  Slight  dulness  at 
left  apex  behind  and  over  whole  lower  right  back.  Few  rather  fine  moist 
rAles  in  left  axillary  region  ;  medium  and  coarse  moist  r^les  over  lower 
two-thirds  of  right  lung  front  and  back.  Tactile  fremitus  more  marked 
over  lower  right  back. 

Temperature  normal  or  subnormal  during  her  three  weeks*  stay  at 
the  hospital;  pulse  90;  respirations  34  on  October  i,  and  25  on  Octo- 
ber 2,  after  which  time  they  were  about  normal. 

The  following  tracing  gives  the  condition  of  the  chest  as  seen  at 
the  first  X-ray  examination,  made  on  October  5;  and  the  second  as  seen 
on  November  7,  when  the  right  lung  had  cleared  up. 

These  three  cases  show  how  the  X-ray  examination  may  assist  in 
pointing  out  an  abnormal  condition  of  the  lungs  when  it  is  either  not 
clearly  shown  by  auscultation  and  percussion,  or  is  not  recognized  by 
these  methods  of  examination. 

Differential  Diagnosis. — A  familiarity  with  the  appearances  of  the 
lungs  in  pneumonia  is  necessary  in  order  to  make  a  differential  diagnosis 
between  this  and  some  other  disease. 

a.  Pleurisy  with  Effusion  or  Pneumonia.  —  In  some  patients  the 
physical  signs  may  be  such  that  it  is  difficult  to  decide  whether  we  have 
a  pleurisy  with  effusion  or  a  pneumonia,  but  if  the  area  of  lung  involved 
is  not  sufficient  to  prevent  us  from  seeing  the  outline  of  the  diaphragm 
in  full  inspiration,  that  is,  if  the  fluorescent  screen  shows  a  lighter  area 
below  the  dark  pneumonic  one,  we  may  be  sure  that  no  liquid  is  present 
unless  it  be  much  above  the  diaphragm  and  encysted,  an  uncommon 
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Fig.  117,    Julia  F.    October  5.    First  X-ray  tracing.    Pneumonia,  right  side.    Diaphragm  lines 
obliterated  on  this  side.     (One-third  lite  size.) 
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Flti.  118.    Julia  F.    November  7.    Second  X-ray  tracing.    Lung  clear ;  diaphragm  lines  seen.    (One- 
third  life  size.) 
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condition.  If  a  change  in  the  position  of  the  patient,  while  looking 
through  the  chest,  shows  a  difference  in  the  shape  of  the  shadow,  we 
have  to  do  with  liquid  rather  than  solid.  Further,  an  extensive  pneumonia 
of  one  side  may  be  distinguished  from  a  large  pleuritic  effusion  by  the 
position  of  the  border  of  the  heart,  as  the  displacement  of  this  organ 
when  liquid  is  present  is  much  greater  than  in  pneumonia.  The  enlarge- 
ment of  the  heart  in  pneumonia  should  not  be  overlooked  in  this  con- 
nection. 

Case  I.  Essie  L.,  eighteen  years  old,  entered  my  service  at  the 
hospital  February  28,  1899.     Diagnosis:  pneumonia. 

Present  Illness.  —  Cough  for  two  weeks.  Seven  days  before  entrance 
began  to  have  pain  in  left  side,  much  increased  by  cough  or  deep 
inspiration.  No  chill  or  other  pain.  Expectoration  tinged  with  blood 
for  two  days. 

Physical  Examination,  —  Heart :  right  border  4  centimetres  to  right 
of  midsternum,  left  border  8.5  centimetres  to  left  of  midstemum ;  apex 
in  fifth  space  inside  nipple  line  ;  action  regular  ;  no  murmurs.  Lungs : 
resonance  and  respiration  good  over  fronts  and  right  back ;  over  left 
back  respiration  good  at  apex,  bronchial  between  spine  and  inferior  arch 
of  scapula,  and  absent  below  angle.  Tactile  and  vocal  fremitus  absent 
below  angle  of  scapula.     Temperature  103,  pulse  no,  respirations  40. 

March  6.  Temperature  fell  to  normal ;  pulse  and  respirations  also 
fell. 

X-ray  examinations  with  screen  were  made  on  March  i,  6,  23,  and  30, 
but  I  give  cuts  of  only  two  of  these  examinations. 

March  i.  X-Ray  Examiftation  with  Screen  {Fig.  1 19).  —  In  the  first 
cut  it  will  be  seen  that  the  right  border  of  the  heart  (probably  dilated) 
is  farther  to  the  right  than  normal,  but  no  farther  than  we  might  expect 
to  find  it  in  pneumonia.  The  apex  beat  is  just  inside  the  line  of  the  left 
nipple  and  therefore  the  heart  is  not  displaced  to  the  right,  but  simply 
enlarged  on  that  side,  and  we  probably  have  to  deal  with  a  pneumonia 
only,  and  not  with  a  pleurisy  with  effusion. 

March  6.  Second  X-Ray  Examination  with  Screen.  —  The  second 
cut  (Fig.  1 20)  shows  the  right  lung  clearer  than  at  the  first  examination, 
and  the  right  heart  in  its  normal  position.  On  the  left  side  of  the  chest 
the  dark  area  is  more  sharply  defined  than  in  pleurisy  with  effusion,  and 
moves  up  and  down  with  the  respiration,  as  indicated  on  the  tracing, 
the  wavy  broken  line  indicating  the  position  of  the  shadow  in  expiration, 
and  the  full  one  in  inspiration. 
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Fig.  119.    Essie  L.    March  i.    First  X-ray  tracing.    Pneumonia,  left  side.    Darkened  left  lung. 
Right  border  of  the  heart  farther  to  right  than  normal.     (One-third  life  size.) 
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Fig.  laa     Essie  L.     March  6.     Second  X-ray  tracing.     Broken  line  shows  position  of  darkened  area 
in  expiration;  full  line  in  inspiration.    Right  heart  in  normal  position.     (One-third  life  size.) 
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March  23.  Tlu  third  X-ray  examination  (no  cut  given)  showed  the 
lungs  comparatively  clear  on  both  sides. 

It  will  be  seen  from  the  following  case  how  an  X-ray  examination 
may  assist  in  distinguishing  a  pneumonia  in  the  lower  part  of  the  chest 
from  a  pleurisy  with  effusion,  though  some  of  the  physical  signs  may 
favor  the  latter  diagnosis. 

Case  II.  Joseph  S.,  seventeen  years  old,  entered  my  service  at  the 
hospital  April  29,  1899.     Diagnosis:  pneumonia. 

He  had  a  chill  two  days  before  entrance  ;  much  cough  and  expectora- 
tion; pain  in  the  left  side,  worse  on  deep  inspiration;  headache;  vomiting. 


Joseph  5 
Pneumonia 

Fig.  121.  Joseph  S.  May  i.  Pneumonia.  Question  of  pleuritic  fluid.  X-ray  examination 
with  screen  showed  there  was  no  fluid  in  either  pleural  sac,  as  the  outlines  of  the  diaphragm  were 
clearly  seen,  and  the  shadow  did  not  change  its  shape  when  the  patient  changed  his  position.  (One- 
third  life  size.) 


Physical  Examitiation.  —  Heart :  right  border  3.5  centimetres  to  the 
right,  and  left  border  6  centimetres  to  the  left  of  the  median  line ;  apex 
in  fifth  space,  6.5  centimetres  to  left  of  median  line;  action  regular;  no 
murmurs.  Lungs :  resonance  good  except  at  bases,  where  it  is  flat ; 
respiration  good  except  at  bases,  where  it  is  feeble,  and  tactile  and  vocal 
fremitus  diminished ;  coarse  friction  rub  in  lower  left  axilla. 

It  was  a  question  whether  we  had  or  had  not  to  do  with  fluid  in  one 
or  both  pleural  cavities. 

May  I.  X-ray  examination  ivith  screen  (Fig.  121,  Joseph  S.)  showed 
clearly  that  there  was  no  fluid  in  either  pleural  sac,  as  the  outlines  of  the 
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diaphragm  were  clearly  seen,  and  the  shape  of  the  shadow  did  not 
change  when  the  patient  changed  his  position. 

Case  III.  George  B.,  thirty-six  years  old,  entered  the  hospital  in 
September,  1896.     Service  of  Dr.  George  B.  Shattuck. 

This  patient  had  a  pneumonia  in  the  lower  portion  of  the  left  lung, 
which  began  ten  days  before  entrance. 

X'Ray  Examination  with  Screen,  —  I  found  the  right  side  was  per- 
fectly clear;  heart  not  displaced;  on  the  left  side,  from  the  third  rib 
downward,  the  shadow  was  so  dark  that  the  outline  of  the  heart,  ribs, 
and  diaphragm  was  wholly  obscured. 

The  apex  of  the  heart  was  felt  in  normal  position,  indicating  that  this 
organ  was  not  displaced.  I  therefore  considered  that  the  shadow 
on  the  screen  was  due  to  the  presence  of  the  pneumonia  rather  than 
to  fluid  in  the  pleural  cavity. 

This  case  illustrates  how  palpation  and  X-ray  examination  may 
supplement  each  other. 

b.  Pneumonia  or  Tuberculosis.  —  The  history  and  usual  methods  of 
examination  generally  enable  us  to  distinguish  readily  between  these 
diseases,  but  there  are  exceptions  to  this  general  rule  in  which  the  X-rays 
may  be  of  assistance.  The  examination  with  the  fluorescent  screen 
may  aid  us  in  discriminating  between  pneumonia  and  tuberculosis  in 
those  cases  in  which  the  patient  has  had  a  pneumonia  at  the  apex  some 
weeks  before  entering  the  hospital,  of  which  the  physician  gets  no  his- 
tory. If  the  disease  is  pneumonia,  rapid  improvement  would  probably 
be  seen  in  the  lungs  at  successive  X-ray  examinations  made  at  intervals 
of  a  few  days  or  a  week,  whereas  a  tuberculous  process  would  not  be 
likely  to  show  this  rapid  gain.  The  X-ray  examination  may  also  assist 
by  pointing  out  the  position  of  the  pulmonary  density. 

The  above  cases  show  that  more  than  one  X-ray  examination  is  neces- 
sary to  determine  the  diagnosis  in  many  cases,  and  also  indicate  how  we 
may  discriminate  between  an  enlarged  and  a  displaced  heart,  which  is  an 
important  question,  and  will  be  discussed  in  the  chapter  on  the  Heart. 

Pneumonia  with  "La  Grippe."  —  I  have  found,  by  means  of  an  X-ray 
examination,  appearances  in  the  lungs  of  some  of  my  patients  who  had 
influenza,  that  led  me  to  suppose  they  also  had  pneumonia,  although  no 
signs  of  pneumonia  could  be  found  by  auscultation  and  percussion. 
Later,  however,  the  diagnosis  suggested  by  the  X-ray  examination  was 
confirmed  by  the  physical  signs  or  the  progress  of  the  disease.  In 
other  words,  some  cases  of  influenza  are  accompanied  by  a  pneumonia 
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which  is  not  sufficiently  marked  at  first  (in  certain  of  them  not  at  any 
stage)  to  be  determined  by  the  usual  physical  signs,  and  there  may  be 
no  leucocytosis.  X-ray  examinations  have  shown  me  the  necessity  of 
keeping  patients  in  bed  whom  I  should  otherwise  have  allowed  to  get 
up,  and  of  detaining  them  in  the  house  longer  than  would  have  seemed 
requisite  if  this  condition  of  the  lungs  had  not  been  recognized. 

Severe  Cold.  —  Individuals  with  apparently  a  severe  cold,  only,  may 
sometimes  show  dark  areas  in  the  lungs,  indicating,  perhaps,  a  slight 
pneumonia,  which  should  warn  the  physician  to  see  to  it  that  this 
patient  carefully  avoids  further  exposure  for  some  days  at  least. 

Empyema  overlooked.  —  All  physicians  of  experience  know  that  an 
empyema  after  pneumonia  may  be  overlooked,  but  the  failure  to  recog- 
nize this  condition  could  hardly  occur  were  X-ray  examinations  made,  as 
fluid  in  the  pleural  sac  would  cause  a  marked  shadow  on  the  screen,  and 
the  outline  of  the  diaphragm  would  be  obliterated. 

Appendicitis  confounded  with  Pneumonia.  —  It  has  happened  that 
patients  have  been  operated  upon  for  appendicitis  when  no  inflammation 
of  the  appendix  existed.  The  symptoms  simulating  appendicitis  after- 
ward proved  to  be  due  to  pneumonia.  Should  there  be  any  uncertainty 
as  to  the  presence  of  pneumonia  in  any  such  case,  the  doubt  could  be 
set  at  rest  by  an  X-ray  examination. 

Absence  of  Pneumonia  determined.  —  By  means  of  the  X-rays  we  can 
also  absolutely  determine  the  absence  of  pneumonia  in  the  acute  stage. 

Broncho-Pneumonia.  —  In  this  form  of  pneumonia  the  area  involved 
casts  a  well-marked  shadow,  as  I  have  found  by  examination  of  the  lungs 
during  life  with  the  fluorescent  screen,  and  by  examination  of  lungs  taken 
from  the  body  after  death,  both  by  screen  and  X-ray  photograph.  The 
following  case  is  illustrative  :  — 

Jas.  W.  W.  November  $,  1896.  Broncho-pneumonia  following 
typhoid  fever. 

Autopsy.  —  In  the  lower  lobes  of  both  lungs  and  the  upper  lobe  of 
the  left  lung  there  were  extensive  foci  of  consolidation  around  the 
bronchi.  The  consolidated  areas  were  very  red,  varying  in  size  from 
I  to  2  centimetres  in  diameter.  The  surrounding  lung  tissue  was 
intensely  congested  and  cedematous.  Anatomical  diagnosis :  broncho- 
pneumonia of  both  lungs,  partly  confluent. 

The  radiographs  taken  of  these  lungs  showed  a  marked  increase  in 
density,  and  that  the  shadow  cast  by  them  was  much  greater  than  that 
cast  by  normal  luogs. 
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Emphysema  of  the  Lungs 

Appearances  seen  on  the  Fluorescent  Screen  in  Emphysema.  —  (See 
Fig.  122.)  The  pulmonary  area  is  more  extensive  and  brighter  than  in 
health,  and  reaches  not  only  lower  down  but  higher  up  in  the  chest. 
The  diaphragm  is  lower  down  in  the  thorax,  and  its  excursion  is  re- 
stricted, and  is  restricted  in  the  upper  part  of  its  usual  movement.  It 
sometimes  happens  that  the  diaphragm  is  so  low  down  during  full  inspira- 
tion that  it  has  a  peculiar  outline,  this  outline  being  made  up  of  two 
curves  on  each  side,  instead  of  one,  and  following  the  outline  of  some  of 
the  organs  directly  under  it.  But  though  in  quiet  breathing  the  diaphragm 
may  be  low  down  in  the  thorax,  it  may  be  brought  much  higher  up  in  the 
chest  during  a  forced  expiration.  This  increased  excursion  may  be  caused 
by  the  upward  pressure  of  the  contents  of  the  abdominal  cavity,  a  press- 
ure arising  from  the  contraction  of  the  abdominal  walls.  The  cardiac 
outline,  which  it  is  difficult  and  frequently  impossible  to  obtain  by  percus- 
sion in  pulmonary  emphysema,  stands  out  with  unusual  clearness  on  the 
fluorescent  screen,  as  do  the  other  outlines,  such  as  the  ribs  and  clavicles. 
The  heart  changes  its  position  far  less  than  usual  during  deep  inspira- 
tion ;  it  is  lower  down  in  the  thorax  than  in  health,  so  much  so  that  its 
pulsation  may  be  felt  over  the  ensiform  cartilage,  and  its  long  axis  is  in 
a  more  vertical  position.  The  lower  position  of  the  diaphragm  gives 
the  axis  of  the  heart  when  viewed  both  from  the  front  and  side  of  the 
chest  this  vertical  direction,  and  is  one  of  the  reasons  why  this  organ, 
when  looked  at  from  side  to  side,  is  at  a  greater  distance  from  the 
sternum  in  emphysema  than  in  health.  Frequently  the  right  ventricle 
and  the  right  auricle  are  seen  to  be  enlarged,  and  the  latter  is  more 
clearly  seen,  both  because  the  lungs  are  brighter,  and  the  auricle  is 
larger  than  normal. 
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Fig.  las.     Diagram  of  empbysema  of  both  lungs  in  full  inspiration.     Broken  lities  sho^-  position  i 
diaphragm  in  eicpiTaiion,     Nipple  ievel  indicated  by  heavy  lines  imder  axillsE. 
Lung$  brighter  and  long  axis  of  heart  more  vertical  than  norma J ;  excursion  of  diaphragm  shorts' 
[han  nornmJi  and  low  down  m  the  thorsiK. 

In  this  disease  the  X-rays  may  be  especially  serviceable ;  they  enable 
us,  even,  to  make  the  diagnosis  of  emphysema  without  the  aid  of  any 
of  the  usual  physical  signs,  and  to  recognize  it  in  some  cases  where  it 
has  been  overlooked  by  these  signs ;  further,  they  can  assure  us  that  no 
considerable  amount  of  emphysema  is  present  even  when. the  physical 
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examination  has  indicated  it.     They  likewise  indicate  to  what  extent  the 
heart  is  enlarged. 

The  following  cases  are  illustrative:  — 

Case  I.  John  S.,  42  years  old,  entered  my  service  at  the  Boston 
City  Hospital  April  6,  1898.  He  had  pleurisy  with  effusion  on  the 
right  side,  the  heart  was  somewhat  displaced  to  the  left ;  and  he  suf- 
fered very  much  from  dyspnoea;  why,  I  could  not  understand,  since 
the  amount  of  fluid  did  not  seem  to  me  sufficient  to  give  rise  to  the 
dyspnoea. 

An  X-ray  examination  with  screen,  however,  made  this  clear,  for  I 
found  by  this  means  that  he  had  a  very  marked  and  extensive  emphy- 
sema ;  the  excursion  of  the  diaphragm  on  the  left  side  was  low  down, 
and  had  a  maximum  movement  of  2  centimetres  only. 

Case  II.  Frank  B.  Entered  the  Boston  City  Hospital  in  Decem- 
ber, 1896.  Service  of  one  of  my  colleagues.  He  was  thought  to  have 
emphysema  and  asthma. 

My  X'Ray  Examination  with  Screen,  —  No  signs  of  emphysema. 
Remarkably  good  excursion  of  the  diaphragm  :  6.25  centimetres  on  right 
side,  and  7.5  centimetres  on  left  side. 

The  following  case  is  chosen,  not  only  to  illustrate  the  appearances 
seen  in  emphysema,  but  also  because  of  other  conditions  present  which 
give  it  additional  interest :  — 

Case  III.  Patrick  W.,  forty-seven  years  of  age,  entered  my  ser- 
vice at  the  Boston  City  Hospital  January,  1900,  with  a  diagnosis  of  new 
growth  in  the  lung.  He  gave  a  history  of  a  severe  cold  which  had 
begun  five  weeks  previously,  and  which  had  prevented  him  from  work- 
ing for  the  past  four  weeks.  He  had  had  chills  which  obliged  him  to 
remain  in  bed  for  nine  days ;  cough,  dull  pains  in  the  right  chest,  slight 
dyspnoea. 

Physical  Examination.  —  Lungs :  right  lung  does  not  move  as  much  at 
extreme  end  of  inspiration  as  does  left ;  slight  dulness  throughout  right 
back  and  in  front  above  third  rib ;  slight  increase  in  tactile  fremitus ; 
increased  whispered  and  spoken  voice ;  no  rAles  heard.  Heart :  right 
border  5.3  centimetres  to  right  of  median  line,  left  border  9.5  centime- 
tres to  left  of  median  line.  Pulse  :  of  good  volume  and  tension  ;  slight 
thickening  of  the  radial  arteries. 

January  1 7.  X-Ray  Examination  with  Screen.  —  Lungs  brighter  than 
normal  except  for  a  darkened  right  apex,  and  all  outlines  clearer  than 
normal.     Diaphragm  low  down  in  the  chest  and  its  excursion  limited  on 
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the  upper  side.  Long  axis  of  the  heart  nearly  vertical ;  right  side  en- 
larged ;  little  or  no  difference  in  position  of  heart  in  inspiration  and 
expiration. 


Fig.  123.  Patrick  W.  January  17,  1900.  Emphysema.  First  X-ray  tracing.  Lungs  brighter 
than  normal  except  for  darkened  right  apex.  Diaphragm  low  down  in  chest ;  excursion  limited  on 
upper  side.  Long  axis  of  heart  nearly  vertical,  right  side  enlarged;  little  or  no  difference  in  position 
of  heart  between  inspiration  and  expiration.     (One-third  life  size.) 


January  30.  Second  X-Ray  Examination  ivitli  Screen  (X-ray  tracing 
not  given).  —  Similar  outlines  to  those  seen  January  17. 

Eight  examinations  of  the  sputa  made ;  no  tubercle  bacilli  found. 

Discharged  February  6. 

May  13,  1900.  Third  X' Ray  Examination  with  Screen.  —  The  pa- 
tient came  to  me  at  my  request  for  another  examination.     The  apex  of 
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the  right  lung  was  clear  (see  Fig.  124),  so  that  it  is  not  improbable  that 
he  had  on  entrance  to  the  hospital  the  remains  of  an  acute  pneumonia 
at  the  right  apex.  It  is  not  probable  that  it  was  tuberculosis,  because 
he  had  improved  in  his  general  condition  and  the  apex  had  cleared  up 
in  so  short  a  time.  The  dotted  lines  indicate  the  point  to  which  the 
diaphragm  rose  in  forced  expiration.      This  high  point  was  probably 


I        Pafrich  W. 
Mau  moo 


Fig.  124.  Patrick  W.  May  13.  1900.  Third  X-ray  tracing.  Apex  of  right  lung  clear,  showing 
that  the  shaded  area  was  probably  not  due  to  tuberculosis  but  perhaps  to  remains  of  acute  pneumonia. 
Broken  and  full  parallel  lines  indicate  position  of  diaphragm  in  expiration  and  inspiration  respectively; 
dotted  lines  parallel  to  them,  diaphragm  line  in  forced  expiration.     (One-third  life  size.) 


reached,  as  already  suggested,  because  of  the  upward  pressure  of  the 
contents  of  the  abdominal  cavity,  brought  about  by  contraction  of  the 
abdominal  walls. 

This  explanation  would  indicate  that  in  treating  emphysema  the 
abdominal  muscles  should  be  trained  to  assist  in  expiration. 

A  second  X-ray  examination  should  be  made  after  a  week  or  two  if 
there  is  a  question  of  the  diagnosis,  in  order  to  be  sure  whether  or  not 
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the  appearances  seen  are  due  to  emphysema.  For  instance,  in  some 
cases  of  bronchitis  the  excursion  of  the  diaphragm  may  be  low  down  in 
the  chest  and  much  shorter  than  normal,  as  in  emphysema,  but  the  lungs 
would  not  be  clear,  and  as  they  improved  the  excursion  of  the  diaphragm 
would  increase.  If,  then,  bronchitis  were  associated  with  emphysema, 
the  former  disease  would  diminish  the  brightness  of  the  lungs  that 
obtains  in  the  latter,  and  the  emphysema,  therefore,  might  be  over- 
looked at  the  first  examination  and  the  abnormal  excursion  of  the 
diaphragm  attributed  to  the  bronchitis  only,  but  a  second  X-ray  exam- 
ination would  correct  the  first  if  the  bronchitis  had  meanwhile  improved. 

Emphysema  a  Hindrance  to  Percussion.  —  The  following  case  illus- 
trates the  obstacle  which  may  hinder  the  successful  use  of  percussion  in 
emphysema  of  the  lungs :  — 

Case  IV.  Henry  B.,  a  patient  brought  to  me  from  the  out-patient 
department  by  Dr.  H.  D.  Arnold. 

X-Ray  Exaviination  with  Screen.  —  The  heart  was  smaller  than  per- 
cussion had  indicated  ;  its  anterior  border  could  be  plainly  seen  when  the 
patient  was  examined  with  the  light  going  through  the  chest  from  side  to 
side,  and  also  a  clear  bright  area  which  separated  the  heart  from  the  ster- 
num (the  patient  was  a  small  thin  man);  the  outside  of  the  chest  was 
5  centimetres  from  the  anterior  border  of  the  heart  when  he  was  stand- 
ing. The  first  three  ribs  were  thickened  where  they  joined  the  sternum, 
and  Dr.  Arnold  found  that  over  this  part  the  percussion  note  changed, 
which  shows  how  a  variation  in  the  thickness  of  the  chest  wall  may  alter 
the  percussion  note.  This  note  had  misled  him  in  determining  part  of 
the  cardiac  outline. 

A  radiograph  was  also  taken  of  this  patient,  which  shows  the 
appearances  seen  from  the  side.     (See  Fig.  125.) 

Physical  Signs  of  Tuberculosis  hidden  by  Emphysema;  Abnormal 
Condition  of  Lungs  -seen  by  X-Rays.  —  The  same  cause  that  makes  it 
difficult  or  impossible  to  recognize  the  cardiac  area  in  pulmonary  emphy- 
sema by  percussion  affects  the  usefulness  of  this  method  where  this  dis- 
ease is  accompanied  by  a  pulmonary  tuberculosis,  and  not  infrequently 
I  have  found  dense  pulmonary  areas  readily  by  an  X-ray  examination 
when  they  were  not  obtained  by  auscultation  and  percussion.  Where 
emphysema  and  pulmonary  tuberculosis  occur  together,  the  emphysema 
may  conceal  the  physical  signs  of  tuberculosis.    (See  pages  140  and  141.) 

The  X-rays  then  offer  an  additional  means  of  examining  the  chest 
in  cases  of  emphysema  where  tuberculosis  is  suspected,  and  they  may 
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show  signs  of  consolidation  where  they  had  not  been  suspected;  or 
they  may  show  that  the  lungs  are  perfectly  clear,  although  auscultation 
and  percussion  had  given  cause  for  suspicion  of  pulmonary  tuberculosis. 

Bronchitis 

The  number  of  cases  of  bronchitis  which  I  have  had  an  opportunity 
of  examining  is  not  large,  about  twenty-five  in  all.  It  has  been  diffi- 
cult to  get  more  than  one  examination  in  most  of  these  cases,  and  I 
have,  therefore,  not  been  able  to  determine  what  changes  take  place  in 
the  appearances  on  the  screen  as  the  patients  improve. 

Appearances  seen  on  the  Fluorescent  Screen  in  Bronchitis.  —  In  some 
of  these  patients  the  whole  chest  was  less  clear  than  normal ;  that  is 
to  say,  the  ribs  and  outlines  of  the  organs  were  less  well  marked  than 
in  health.  In  fifteen  cases  the  excursion  of  the  diaphragm  was  about 
normal ;  in  nine  it  was  more  or  less  limited  on  both  sides ;  and  in  the 
remaining  case  I  have  no  record  of  its  movement. 

I  have  observed  the  effects  of  obstruction  to  the  air  passages  on  the 
screen  in  a  few  cases,  and  they  seem  to  give  a  hint  which  may  explain 
the  appearances  seen  in  some  cases  of  bronchitis.  When  the  air  pas- 
sages are  obstructed  by  a  foreign  body  in  one  bronchus  the  excursion  of 
the  diaphragm  may  be  limited  on  that  side  and  limited  as  in  emphysema; 
that  is,  its  excursion  is  rather  low  down  in  the  chest.  I  have  seen  the 
same  appearances  where  the  bronchus  was  probably  pressed  upon  on 
the  left  side  by  an  aneurism,  and  another  where  a  new  growth  obstructed 
the  trachea;  in  this  last  case  both  lungs  were  distended  to  their  fullest 
extent,  and  the  diaphragm  moved  very  little.     (See  pages  347-349.) 

The  following  case  is  illustrative :  — 

Henry  McC,  nine  years  old,  entered  the  hospital  November  6,  1899. 
Service  of  Dr.  John  C.  Munro.  Three  weeks  before,  while  eating  a  small 
walnut,  he  swallowed  a  portion  of  the  shell,  which  lodged  apparently 
in  the  right  bronchus.  He  soon  developed  pneumonia,  which  lasted 
ten  days.  At  entrance  to  the  hospital  there  were  no  subjective  symp- 
toms except  that  every  morning  he  coughed,  and  raised  considerable 
matter  on  getting  up.  A  physical  examination  on  the  right  side 
showed  general  dulness  and  diminished  respiration. 

•  November  7.  X-Ray  Exammatioji.  —  I  examined  this  patient  with 
the  fluorescent  screen,  and  saw  no  signs  of  consolidation  of  the  right 
lung  except  over  a  small  narrow  area  between  the  third  and  fourth 
interspace,  extending  downward  and  to  the  right  from  the  median  line. 
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The  excursion  of  the  diaphragm  was  much  shorter  on  this  side  than 
on  the  left.     (See  Fig.  126.) 

November  24.     Dr.  John  C.  Munro  did  tracheotomy  and  withdrew  the 
piece  of  nutshell,  and  on  December  2  the  patient  was  discharged. 


Nenru  McC 
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Fig.  126.  Henry  McC.  November  7.  1899.  X-ray  examination  with  screen  before  removal 
of  walnut  shell ;  excursion  of  diaphragm  shortened  on  right  side. 

I  sent  for  this  boy  after  his  discharge  from  the  hospital,  and  made 
another  X-ray  examination  of  the  chest.  This  examination  showed  a 
good  excursion  of  the  diaphragm  on  the  right  side,  the  same  length 
as  on  the  left. 

In  bronchitis,  especially  of  an  acute  or  sub-acute  form,  or  a  bron- 
chitis following  measles,  the  shortened  excursion  of  the  diaphragm,  and 
the  restriction  of  its  movement  to  the  lower  part  of  the  chest,  may  be  due 
to  the  obstruction  of  the  smaller  air  passages ;  and  the  somewhat  shaded 
pulmonary  area  to  a  marked  pulmonary  congestion,  and  the  increased 
secretion  obtaining  in  bronchitis.  It  follows,  therefore,  that  in  making 
a  diagnosis  where  such  acute  conditions  are  present,  we  should  try 
the  effect  of  coughing  on  the  movement  of  the  diaphragm,  for  if,  after 
the  passages  have  been  relieved  of  mucus,  the  excursion  increases,  the 
indications  are  in  favor  of  a  bronchitis  instead  of  an  emphysema,  but 
we  may  not  be  able  to  establish  the  diagnosis  until  after  two  or  three 
X-ray  examinations  have  been  made  with  an  interval  between  them. 


CHAPTER   VIII 

PLEURISY  WITH    EFFUSION.      EMPYEMA 

Appearances  seen  on  the  Fluorescent  Screen  in  Pleurisy  with 
Effusion.  —  I  will  begin  this  chapter  by  quoting  a  few  lines  from  an 
article  I  published  October  i,  1896,^  as  it  is  interesting  to  see  how  much 
could  be  seen  even  in  the  early  days  of  the  X-rays :  — 

**  In  pleurisy  with  effusion  the  outline  of  the  diaphragm  in  the 
fluoroscope  is  less  defined,  or  obliterated  altogether,  according  to  the 
amount  of  fluid  present,  as  are  also  some  of  the  ribs  in  the  upper  por- 
tion of  the  affected  side ;  the  lung  is  also  denser,  being  compressed  by 
the  fluid,  if  there  is  much  effusion.  I  observed  in  one  case  that  the 
line  separating  the  fluid  surrounding  the  lower  part  of  the  lung  from 
the  compressed  upper  portion  ran  from  about  the  junction  of  the  sixth 
rib  with  the  sternum  toward  the  outer  end  of  the  clavicle.'* 

While  this  line  is  in  no  sense  sharply  defined,  it  is  often  more  definite 
when  the  patient  is  examined  in  a  sitting  position  than  when  lying  down. 
A  very  marked  displacement  of  the  heart,  when  there  is  any  consider- 
able amount  of  fluid  present,  is  another  striking  feature  to  be  seen  on 
the  fluorescent  screen  in  pleurisy,  the  displacement,  as  a  rule,  given  the 
same  amount  of  fluid,  being  greater  when  the  fluid  is  on  the  left  side 
of  the  chest  and  the  heart  is  displaced  to  the  right,  than  when  the  fluid 
is  on  the  right  side  of  the  chest  and  the  heart  is  displaced  to  the  left. 
Further,  the  triangle  below  and  behind  the  heart,  described  on  page  258, 
is  seen  to  be  wholly  or  largely  obliterated  according  to  the  amount  of 
effusion  present.  The  following  cuts,  made  from  diagrams,  show  the 
picture  seen  on  the  fluorescent  screen  :  first,  in  pleurisy  with  a  small 
effusion  of  the  right  side  (Fig.  127) ;  and  second,  in  pleurisy  with  a  large 
effusion  of  the  same  side  (Fig.  128). 

1  "  A  Method  for  more  fully  determining  the  Outline  of  the  Heart  by  Means  of  the  Fluoro- 
scope, together  with  Other  Uses  of  this  Instrument  in  Medicine."  Boston  Medical  and  Surgical 
Journal^  October  I,  1896. 
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Fji..  I-  m  ol  pleurisy,  wiih  small  erJFIaaiijti ;  iiiipir^rKni. 

Lower  poriion  of  riglii:  luiiy  diirkenecl  by  the  effusion  and  diiiphmgm  lines  obUtcraic;d  on  this 
tii4t.     Broken  lme&  on  left  aide  sliow  position  of  heart  and  dimphragiri  in  expiration. 

pushed  down  on  that  side  and  its  excuraon  diminished.  After  the 
X-ray  examination  with  the  screen  was  made  in  this  case*  I  drew  off  126 
ounces  of  fluid.  The  heart  then  returned  to  a  more  normal  position, 
and  the  excursion  of  the  diaphragm  on  the  left  side  increased  and  this 
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muscle  went  higher  up  in  the  chest.  The  fluid  had  pressed  the  heart  to 
the  left,  and  the  left  half  of  the  diaphr^g"^  had  been  crowded  or  pulled 
down,  and  interfered  with  the  action  of    ^^^  left  lung. 


Fig.  128.     Diagram  of  pleurisy,  with  large  effusion:  inspiration.     Broken  lines  show  position  of  dia^ 

phragin  in  expiration. 

Right  side  darkened  throughout  by  presence  of  fluid.  Heart  pressed  to  left  by  fluid  and  action 
of  left  lung  interfered  with.  After  four  litres  had  been  drawn  from  the  right  side,  the  excursion  of  the 
diaphragm  on  the  left  side  became  much  greater  and  was  higher  in  the  thorax. 

A  downward  displacement  of  the  liver  may,  of  course,  take  place 
with  a  large  effusion,  but  an  X-ray  examination  would  not  be  necessary 
to  detect  this. 

When  the  fluid  partially  fills  the  pleural  sac  but  does  not  extend  to 
the  upper  part  of  the  chest,  we  may  still  expect  to  find  the  apex  of  the 
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lung,  on  the  diseased  side,  somewhat  darker  than  that  on  the  normal 
side,  owing  to  the  fact  that  the  first  lung  is  compressed,  and  is  thus  a  little 
denser  than  that  on  the  well  side. 

The  appearances  in  empyema  would  be  similar  to  those  seen  in 
some  cases  of  pleurisy  with  effusion.  This  point  is  illustrated  by  the 
following  experiment  made  in  1896.  I  placed  under  the  fluorescent 
screen  a  vulcanite  cup  full  of  pus,  and  beside  it  another  full  of  serous 
fluid,  and  found  there  was  no  difference  between  the  respective  shadows 
cast  on  the  screen.     (See  Chapter  I,  page  6.) 

If  we  examine  the  chest  with  the  fluorescent  screen,  we  can  never 
fail  to  recognize  an  abnormal  condition  of  the  thorax  if  a  pleuritic  eflfu- 
.  sion  or  an  empyema  be  present. 

Methods  of  Examination.  —  In  making  X-ray  examinations  of  a 
patient  suffering  from  pleurisy  with  effusion,  the  outline  of  the  dark 
area  as  well  as  the  other  outlines  in  the  thorax  may  be  seen  to  change 
in  most  cases  when  the  patient  changes  his  position.  Therefore  the 
patient  should  be  examined  when  he  is  lying  on  his  back  and  when  he 
is  sitting  up,  and  the  outlines  thus  seen  be  traced  and  compared.  (See 
Appendix.)  He  should  also  be  examined  both  when  lying  on  his  right 
side  and  on  his  left  side,  the  tube  being  on  a  level  with  his  thorax,  and 
the  light  going  through  the  chest  horizontally  when  it  is  desired  to  dis- 
tinguish, as  far  as  may  be,  between  a  possible  fluid  in  the  chest  and  other 
conditions,  such  as  a  dense  lung.  The  position  of  the  heart  and  parts 
above  it  should  be  noted,  and  the  obliteration  of  the  lines  of  the  dia- 
phragm, or  the  movement  of  this  muscle,  if  any  part  of  it  can  be  seen. 

Comparison  of  Fluorescent  Screen  and  X-Ray  Photograph.  —  The 
screen  is  better  than  the  photograph  for  examining  cases  of  pleurisy. 

The  appearances  seen  on  the  fluorescent  screen  in  pleurisy  with 
effusion  are  still  further  illustrated  by  the  following  notes  of  cases,  and 
by  the  accompanying  figures  made  from  the  tracings  which  I  first  drew 
on  the  skin  of  the  patient,  reduced  one-half  and  transferred  to  the 
blanks  described  on  pages  79-80.  The  cuts  are  reduced  still  further, 
so  that  they  are  about  one-third  life  size. 

Case  I.  Patrick  McM.,  twenty-one  years  of  age,  entered  the  Bos- 
ton City  Hospital  August  29,  1896.     Service  of  Dr.  Sears. 

Physical  Examination.  —  Lungs  :  dulncss  in  the  right  front  from  apex 
to  fourth  rib;  flatness  at  fifth  intercostal  space;  in  axilla,  dulness  from 
level  of  fourth  rib  downward  and  in  right  back  from  one  inch  above 
spine  of  scapula,  becoming  flatness  at  angle  of  scapula ;    respiration, 
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tactile  fremitus,  and  voice  sounds  diminished  from  above  downward. 
Heart :  right  border  not  determined  ;  left  border  just  inside  nipple  line ; 
apex  beat  in  fifth  space ;  action  regular ;  no  murmurs. 


Fig.  129.  Patrick  McM.  Pleurisy  with  effusion.  X-ray  examination  with  screen.  Darkened 
area  on  right  side;  n»)  ribs  and  no  outlint-  of  diapliragm  could  be  seen  on  this  side.  Heart  displaced 
to  left  (not  shown  in  cut,  nor  are  the  diaphragm  lines  on  the  left  side).     (Cut  one-third  life  size.) 

X-Ray  Exammation  zvith  Screen.  —  I  found  the  contrast  between  the 
two  sides  of  the  chest  was  very  marked.  On  the  right  side,  below  the 
third  rib,  there  was  no  light,  or  only  as  much  as  comes  through  the  liver 
ordinarily,  and  this  much-darkened  area  extended  to  the  level  of  the  upper 
border  of  the  third  rib ;  even  above  this  point  there  was  less  light  than 
on  the  opposite  side.     No  ribs  and  no  outline  or  movement  of  the  dia- 
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phragm  could  be  seen  on  the  right  side.  (See  Fig.  129,  Patrick  McM.) 
The  heart  was  displaced  to  the  left. 

September  6.  Twenty-five  ounces  of  fluid  were  withdrawn  from  the 
patient's  chest. 

At  a  second  X-ray  examination  the  upper  half  of  the  chest  was 
found  to  be  much  clearer  than  at  the  previous  one,  though  not  as  clear 
as  on  the  opposite  side.  The  ribs  could  be  seen  on  both  sides,  but  the 
outline  of  the  diaphragm  was  only  faintly  visible  on  the  right  side.  The 
heart  was  still  somewhat  displaced  to  the  left. 

Case  II.  Mary  E.  H.,  thirteen  years  old,  entered  the  hospital 
August  29,  1896.  A  patient  of  Dr.  John  L.  Ames.  Diagnosis:  acute 
miliary  tuberculosis  and  meningitis. 

It  was  a  question  whether  or  not  fluid  was  present  in  this  patient's 
chest.  Thoracentesis  had  been  performed  by  Dr.  Ames,  but  no  fluid 
was  obtained. 

Physical  Examination.  —  Lungs  :  dulness  in  right  front  from  clavicle, 
becoming  flatness  at  fourth  rib ;  in  axillary  space,  dulness  throughout, 
becoming  flatness  at  level  of  fourth  rib.  In  the  back,  on  right  side,  dul- 
ness from  spine  of  scapula,  becoming  flatness  one  inch  above  angle  of 
scapula.  Tactile  fremitus  diminished  over  dull  area,  absent  over  flat 
area.  Bronchial  respiration  over  lower  half  of  chest ;  in  the  upper  half 
respiration  exaggerated.  Respiration  also  exaggerated  in  the  left  lung. 
Heart :  right  border  not  determined ;  left  border  9.25  centimetres  to  the 
left  of  the  median  line ;  apex  in  fifth  space. 

September  3.     Twenty-five  ounces  of  clear  serous  fluid  withdrawn. 

September  4.  Physical  Examination,  —  In  right  front,  dulness  from 
fourth  rib,  and  from  same  level  in  axilla ;  in  right  back,  from  just  below 
angle  of  scapula ;  respiration  heard  to  base ;  voice  sounds  and  tactile 
fremitus  absent.  From  third  to  fourth  rib  in  front,  bronchial  respira- 
tion, with  rAles. 

September  4.  My  X-Ray  Examination  with  Screen,  —  As  indicated  in 
the  cut  (Fig.  130),  the  right  side  of  the  chest  was  divided  into  a  dark 
and  a  light  area,  the  line  between  these  two  running  from  the  point 
where  the  cartilage  of  the  sixth  rib  joins  the  sternum  in  a  direction 
upward  and  outward  towards  the  lower  end  of  the  right  clavicle.  Above 
this  line  the  pulmonary  area  was  darker  than  the  corresponding  area  of 
the  left  lung,  but  much  lighter  than  the  area  below  it  on  the  right  side. 
Later,  the  chest  was  again  tapped  and  fluid  withdrawn. 

It   will   be   noticed   that   in    Figs.    129,    130,    the    shadow   against 
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the  tlu>raoio  wall  is  darker  and  higher  up  than  that  near  the 
sternum.  One  reason,  certainly,  for  this  fact  is  the  following:  The 
rtuid  naturally  rises  between  the  costal  and  pulmonary  pleurae,  and 
thoixMoro  it  the  screen  were  on  the  front  of  the  chest,  with  the  tube 
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rated  by  the  transparent  lung,  and  therefore  not  so  much  obstruction  is 
offered  to  the  rays  in  the  latter  case  as  in  the  former.  Likewise  the 
shadow  is  very  dark  below  the  lung,  as  there  also  the  rays  are  obstructed 
by  an  unbroken  layer  of  fluid.  The  upper  line  of  the  darkest  part  of 
the  shadow  reaching  from  the  outer  wall  of  the  thorax  to  the  sternum^ 
therefore,  is  curved,  unless  the  whole  side  of  the  thorax  is  perfectly 
dark  as  in  Fig.  128. 

Case  III.  Thomas  R.,  thirty-eight  years  old,  entered  my  service 
at  the  hospital  March  9,  1897.     Diagnosis  :  pleurisy  with  effusion. 

History. —  Malaria  eighteen  months  before.     Hard  drinker. 

Present  Illness.  —  Pain  in  left  side  for  fourteen  days,  worse  on 
breathing ;  cough,  with  yellow  sputum ;  headache ;  cannot  lie  on  left 
side  ;  unable  to  sleep  on  account  of  pain. 

Physical  Examination.  —  Good  resonance  and  respiration  over  right 
lung.  Left  lung  :  in  front  breathing  somewhat  exaggerated  over  left 
upper  chest ;  slight  hyper-resonance ;  breathing  diminished  ;  marked 
friction  rub.  Beginning  at  third  rib,  dulness,  becoming  flatness  at 
fifth  rib,  and  extending  into  axilla.  Over  this  area  breathing  very 
faint,  almost  absent.  Vocal  and  tactile  fremitus  much  diminished.  In 
left  back,  percussion  over  upper  third  lacking,  with  increased  tactile 
fremitus  and  diminished  breathing  ;  dulness  beginning  two  centimetres 
below  angle  of  scapula,  flatness  from  angle  of  scapula  to  base.  Over 
this  area  breathing  much  diminished,  with  diminished  vocal  and  tactile 
fremitus. 

March  12.  X-Ray  Examination  with  Screen. —  First  and  second  ribs 
seen  faintly.  The  whole  of  the  left  chest  dark.  Heart  displaced  to  the 
right  (Fig.  131). 

March  17.  Ten  ounces  of  fluid  withdrawn.  Needle  inserted  in  the 
back,  below  angle  of  scapula. 

March  29.     Sixteen  ounces  of  fluid  withdrawn. 

April  26.  Physical  Examination.  —  Dulness  in  left  back  from 
angle  of  scapula  to  base,  also  in  left  axilla ;  dulness  in  front  from 
fifth  rib  to  base.  Breathing  somewhat  diminished ;  voice  sounds 
distant ;  diminished  tactile  fremitus. 

April  26.  Third  X-Ray  Examination  with  Screen.  —  Right  side 
perfectly  clear.  On  the  left  side  the  first,  second,  third,  and  fourth  ribs 
seen ;  no  outline  of  the  left  border  of  the  heart.  Heart  still  displaced 
to  the  right  (Fig.  132). 

May  II.     Discharged. 
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Patient  again  entered  the  hospital  May  31,  1897. 
Physical  Examination.  —  Heart :  area,  action,  and  sounds   normal 
Lungs :  in  front  dulness  in  left  chest  and  axilla  below  level  of  fifth  rib. 
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Fic;.  131.  Thomas  R.  March  12.  1897.  Pleurisy  with  effusion.  First  X-ray  examination  with 
screen.  Whole  of  leh  chest  dark ;  tirsi  and  second  ribs  seen  faintly  ;  heart  displaced  to  right.  (Cut 
one-third  life  size.) 


with  diminished  breathing  and  voice  sounds ;  tactile  fremitus  much 
diminished ;  in  the  left  back  the  same  signs,  most  marked  from  below 
angle  of  scapula  to  base;  at  base,  flatness  by  percussion;  respiratory 
murmur  absent. 
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June  5.     X'Ray  Examination  with  Screen.  —  On  the  left  side  the  ribs 
could  be  seen  from  the  first  to  the  fourth  rib,  though  less  clearly  than  on 


Natm 

AddruM 

DtagHOsis 


yA^/^ui^o/i  ^\ 


Occuptutom 


Dau 


J^^iA^  ^^ 


Vol. 


Pa£» 


Fig.  132.  Thomas  R.  April  26.  Third  X-ray  examination  with  screen.  Right  side  perfectly 
clear ;  first,  second,  and  third  ribs  seen  on  left  side ;  no  outline  of  left  border  of  heart  visible ;  heart 
still  displaced  to  right.     (Cut  one-third  life  size.) 

the  right  side.  A  portion  of  the  left  border  of  the  heart  could  be  made 
out.  No  diaphragm  lines  were  seen  on  the  left  side,  even  in  full  inspi- 
ration.    The  upper  portion  of  the  fluid,  though  of  course  not  well  defined, 
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was  rather  more  so  while*  the  patient  was  sitting  up  than  while  lying 
down.     (See  Fig.  133.) 

June  8.     The  physical  signs  were  the  same  as  on  May  31. 
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Fig.  133.  Thomas  R.  June  5.  Fifth  X-ray  examination  with  screen.  Left  side,  ribs  seen  from 
first  to  fourth  rib,  though  less  clearly  than  on  right  side.  Portion  of  left  border  of  heart  visible ;  no 
diaphragm  lines  seen  on  left  side,  even  in  full  inspiration.  Excursion  of  diaphragm  on  right  side. 
7.5  centimetres  (3  inches).     (Cut  one-third  life  size.) 

Five  X-ray  exaviinations  of  this  patient  were  made,  as  follows: 
March  12,  April  7,  April  26,  May  10,  June  5. 

The  records  of  those  made  on  March  12,  April  26,  and  June  5,  only, 
are  given  in  the  accompanying  cuts. 
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These  three  cases,  Patrick  McM.,  Mary  E.  H.,  and  Thomas  R.  show 
that  the  level  of  the  fluid  in  pleurisy  is  not  horizontal,  as  we  shall  see  later 
that  it  is  in  pneumohydrothorax ;  that  the  heart  is  displaced,  and  that 
one  border  may  be  easily  seen.  The  last  case  also  indicates  the  way  in 
which  the  appearances  seen  in  the  chest  change  as  the  fluid  is  absorbed. 

The  X-ray  examination  may  be  of  assistance  in  making  the  diagno- 
sis, and  in  directing  the  physician  where  to  insert  the  needle  when  the 
chest  is  to  be  tapped. 

Untnistworthiness  of  Percussion  in  determining  the  Presence  of  Fluid 
by  Means  of  a  Displaced  Heart.  —  The  displacement  of  the  heart,  caused 
by  fluid  in  the  chest,  as  shown  by  the  tracing  (see  Fig.  134),  may  be  very 
marked  and  still  not  be  detected  at  all  by  percussion,  or  if  detected,  its 
extent  may  not  be  accurately  estimated.  The  displacement  of  the  heart 
to  the  right  is  often  less  readily  recognized  by  this  means  than  that  to  the 
left.  It  is  obvious,  therefore,  that  failure  by  this  method  to  recognize  the 
presence  of  fluid  by  means  of  a  displaced  heart  in  those  cases  in  which 
the  physical  signs  do  not  point  clearly  to  a  pleuritic  effusion,  and  the 
physician  has  called  percussion  to  his  aid,  does  not  justify  him  in  assuming 
that  no  displacement  and  fluid  are  present.  The  X-ray  examination  is  the 
more  trustworthy  test  of  a  displaced  heart  in  pleurisy  with  effusion  than 
percussion.  The  following  cases  illustrate  this  point.  The  first  trac- 
ing shows  how  marked  the  discrepancy  may  sometimes  be  between 
the  border  of  the  heart,  as  determined  by  percussion,  and  its  actual 
border,  as  seen  by  an  X-ray  examination,  and  that  the  X-rays  give  more 
direct  and  definite  signs  of  fluid  in  the  chest  than  auscultation  and  per- 
cussion in  some  patients. 

Case  I.  Constantine  D.,  twenty-four  years  of  age,  entered  my 
service  at  the  Boston  City  Hospital  January  20,  1899. 

History.  —  In  bed  for  four  weeks  with  malaria ;  cough,  with  consid- 
erable expectoration,  and  pain  in  the  left  side  on  deep  inspiration ; 
diarrhoea  for  one  week;  pulse  regular  and  of  fair  strength;  heart  not 
displaced. 

In  the  lungs,  at  the  right  apex,  there  was  slight  dulness  and  harsh 
breathing;  numerous  sonorous  and  sibilant  rales  in  both  chests,  back 
and  front ;  slight  increase  in  tactile  fremitus  at  the  right  apex. 

January  22.  Physical  examination.  —  In  the  left  back,  just  below 
spine  of  scapula,  there  was  an  area  of  the  size  of  the  palm  of  the  hand 
where  there  was  dulness  and  harsh  breathing,  with  marked  increase  in 
voice  sounds,  but  no  increase  in  tactile  fremitus. 
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January  23.  Physical  Examinatian,  —  In  the  kft  back,  below  the 
spine  of  scapula,  there  is  still  harsh  breathing,  with  increase  in  voice 
sounds  and  absence  of  tactile  fremitus. 

An  X-ray  examination  with  screen  on  this  same  date  showed  that  the 
left  chest  was  dark  throughout ;  also  that  the  heart  was  displaced  so 
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that  its  rlirht  K^rder  was  nearly  7  centimetres  to  the  right  of  the 
median  line.  This  condition  showed  that  there  probablv  w^s  tiuid  in  the 
chest.     <  See  Fig.  1 54- ) 

The  iV/i  line  indicates  the  right  K>nier  of  the  heart  as  seen  by  X-ray 
examination,  and  the  dotted  line  this  K>Tder  as  found  bv  percussion. 
This  cas^  is  also  given  in  the  chapter  on  the  Heart, 

On  Januar\'  25  I  drew  out  56  ounces  of  serous  fluid  from  the  left 
cbcst- 


Latcr  this  patient  develojxNl  pneumohydrothorax. 
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In  the  following  case  the  X-rays  show  that  the  heart  was  pushed 
farther  to  the  left  than  percussion  indicated,  and  that  the  parts  above  the 
heart  were  also  pushed  to  the  left,  and  that  their  shadow  had  a  strong 
slant  in  this  direction  instead  of  being  vertical  as  in  health  :  — 

Case  I.  James  L.,  sixty-two  years  old,  entered  my  service  at  the 
hospital  February  9,  1 899.     Diagnosis  :   pleurisy  with  effusion. 

History,  —  Shortness  of  breath  for  nine  months. 
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Fig.  135.  James  L.  February  13.  Cut  of  X-ray  tracing.  Pleuritic  effusion  on  right  side. 
Heart  and  contents  of  mediastinum  displaced  to  left.  Diaphragm  on  left  side  pulled  down  and 
excursion  limited,  as  indicated  by  broken  line  and  full  line  below  it.     (Cut  one-third  life  size.) 


Present  Illness,  —  Some  cough ;  excessive  shortness  of  breath  and 
weakness. 

Physical  Examination.  —  Arteries  thickened  and  tortuous.  Pulse 
irregular  and  weak.  Heart :  right  border  just  to  right  of  right  sternal 
border;  left  border  in  nipple  line;  apex  in  fifth  space  in  nipple  line; 
action  regular  ;  sounds  weak  and  distant ;  no  murmurs  detected.  Lungs  : 
resonance  good  over  right  lung  to  third  space  in  front,  and  to  spine  of 
scapula  behind,  below  which  is  flatness.  Respiration  over  right  chest 
above  flat  area,  and  over  left  chest,  is  harsh,  with  prolonged  wheezy  and 
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sonorous  expiration.  Respiration  of  the  same  character  is  heard  over 
area  of  flatness,  but  much  diminished. 

February  \  3  X-ray  examitmtion  with  screen  showed  that  the  heart 
was  displaced  to  the  left,  and  the  line  of  the  blood  vessels  above  the 
heart  were  also  displaced  to  the  left,  as  indicated  by  the  oblique  line. 
(See  Fig.  135.) 

Encysted  Pleurisy.  —  In  cases  of  encysted  pleurisy  the  physical  signs 
may  be  difficult  to  interpret,  and  the  real  condition  present  may  be  more 
clearly  indicated  by  an  X-ray  examination  than  by  any  other  method. 
The  following  case  illustrates  this  point :  — 

Case  I.  William  T.,  colored,  forty  years  of  age,  entered  my  ser\'ice 
at  the  hospital  March  4,  1897.     Diagnosis:  pleurisy  with  effusion. 

Present  Illness.  —  Cough  for  four  weeks ;  vomiting ;  no  pain  ;  some 
shortness  of  breath  due  to  abdominal  distension. 

Physical  Examinations.  —  The  lungs  showed  good  resonance  every- 
where except  for  slight  dulness  in  the  left  axilla,  where  respiration  is 
diminished. 

March  17.  X-ray  examination  with  screen  (Fig.  136)  showed  a  dark 
area  extending  from  the  third  to  the  ninth  rib,  as  indicated  in  the  cut. 
The  excursion  of  the  diaphragm  on  the  left  side  was  2.5  centimetres, 
and  on  the  right  side  4.5  centimetres. 

On  March  18  a  needle  was  inserted  into  the  middle  of  the  dark 
area  on  the  left  side  and  a  syringeful  of  cloudy,  yellowish  fluid  with- 
drawn. An  attempt  had  previously  been  made  to  obtain  fluid,  but  was 
unsuccessful. 

March  19.  A  second  X-ray  examination  with  screen  showed  the 
same  condition  as  had  obtained  on  March  17. 

The  patient  died  on  April  6. 

An  autopsv  was  made  by  Dr.  F.  B.  Mallory,  who  found  on  the  outer 
side  of  the  left  chest,  corresponding  to  the  dark  area  seen  by  X-ray 
examination,  an  old  encysted  pleurisy  with  walls  1.25  centimetres  thick. 

The  autopsy  record  was  as  follows:  "The  pleura  over  the  lateral 
and  posterior  aspect  of  the  left  lung,  and  over  the  whole  lower  lobe,  and 
the  lower  half  of  the  upper  lobe,  was  enormously  thickened  and  could 
be  freed  v/ith  difficulty  from  the  costal  pleura  by  the  use  of  the  knife. 
The  costal  layers  of  pleura  vary  in  thickness  from  2  to  3  centi- 
metres: the  parietal  pleura  from  i  to  1.5  centimetres  in  thick- 
ness. Between  the  two  was  a  mass  of  broken-down  yellowish  white 
softened  material.     The  thickened  pleura  consisted  of  an  external  and 
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extremely  dense  layer  of  fibrinous  tissue.     The  inner  layer  was  soft  and 
more  or  less  gelatinous.     This  was  a  mass  of  old  organized  pleurisy." 
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Fig.  136.  William  T.  March  17,  1897.  X-ray  examination  with  screen.  Encysted  pleurisy. 
Darkened  area  from  third  to  ninth  rib.  Diaphragm  lines  not  shown.  Excursion  4.5  centimetres  on 
right  side;  2.5  on  left  side.     (Cut  one-third  life  size.) 

This  case  is  of  interest,  as  showing  how  much  more  definite  informa- 
tion was  obtained  by  the  X-ray  examination  than  had  been  yielded  by 
auscultation  and  percussion. 


2l8    THE   ROENTGEN    RAYS   IN   MEDICINE  AND  SURGERY 

Interlobar  Empyema  or  Pleurisy.  —  Fluid  may  not  only  be  encysted 
in  the  pleura  against  the  thoracic  wall,  but  may  also  be  enclosed  in  the 
pleural  membrane  between  the  lobes  of  a  lung,  and  such  a  collection  of 
fluid  would  cast  a  shadow  if  the  lung  surrounding  it  were  at  all  clear. 
Physical  signs  would  not  give  as  direct  information  as  the  X-ray 
examination. 

Diaphragmatic  Pleurisy.  —  I  have  never  examined  a  case  of  dia- 
phragmatic pleurisy  with  the  X-rays,  but  they  would  probably  be  of 
service  here  also. 

Pleurisy  with  Effusion  and  Emphysema.  —  In  pleurisy  with  effusion 
complicated  with  emphysema  the  latter  condition  is  not  always  recog- 
nized by  the  physical  examination,  but  may  be  indicated  by  the  X-ray 
examination.     The  following  case  is  illustrative :  — 

Case  I.  John  S.,  forty-two  years  old,  entered  my  service  at  the 
hospital  April  6,  1898.  Diagnosis:  pleurisy  with  effusion  on  the  right 
side. 

The  amount  of  dyspnoea  obtaining  was  unusual  for  the  quantity  of 
fluid  apparently  present  in  the  chest.  On  April  6  he  was  aspirated  and 
56  ounces  of  fluid  were  withdrawn. 

X-ray  examination  with  screen  indicated  an  emphysema  of  the  left 
lung,  which  accounted  perhaps  for  the  unusual  dyspncea.  This  emphy- 
sema had  not  been  recognized  by  the  physical  examination.  The 
amount  of  fluid  in  the  chest  would  probably  have  given  the  patient  com- 
paratively little  trouble  had  there  been  no  emphysema.  The  X-ray 
examination,  then,  by  demonstrating  the  disability  under  which  the  lung 
was  suffering,  led  me,  on  account  of  the  dyspnoea,  to  tap  the  chest  and 
draw  off  the  fluid  again  two  days  later,  at  which  time  42  ounces  were 
withdrawn. 

Pleurisy  with  Effusion  and  Pneumonia.  —  Dougald  M.,  eighteen 
years  old,  entered  my  service  at  the  hospital  December  i,  1899.  E)iag- 
nosis :  pleurisy  with  effusion  and  pneumonia. 

History.  —  Patient  caught  severe  cold  ;  had  chill,  with  dyspnoea  ;  pain 
in  the  left  chest;  cough  with  rusty  expectoration;  temperature  104, 
respirations  30. 

Physical  Examination.  —  Heart :  right  border  3.7  centimetres  to  the 
right,  and  left  border  8.25  centimetres  to  the  left  of  the  median  line; 
action  regular  ;  slight  presystolic  murmur  at  apex,  not  transmitted,  but 
heard  in  fifth  interspace  where  apex  is  best  located.  Lungs :  at  right 
apex,  above  clavicle,  prolonged  respiratory  murmur ;  whole  right  back 


PLEURISY  WITH   EFFUSION.     EMPYEMA 


219 


from  apex  to  just  above  angle  of  scapula  is  more  dull  than  left ;  above 
the  spine  there  is  broncho-vesicular  respiration,  with  increased  tactile 
fremitus.  Left  chest  moves  apparently  more  than  right  in  respiration, 
though  seat  of  chief  pain  is  in  right  side ;  percussion  note  not  good  any- 
where ;  left  side  in  front  slightly  more  dull  than  right,  except  at  apex, 
where  note  is  less  high-pitched  than  on  right ;  respiratory  murmur  not 


Doa^cifcl  M  Dec  9 


Pnea/nowa  /  PfeanU  LUu^ion 
on  Leff3t(le 


Fig.  137.  Dougald  M.  December  9,  1899.  P'irst  X-ray  tracing.  Pneumonia  on  left  side 
and  at  right  apex;  pleurisy  with  effusion  on  left  side;  heart  much  displaced  to  right.  Dotted  line 
shows  right  border  of  heart  by  percussion  ;  full  line,  by  .\-rays.     (Cut  one-third  life  size.) 


good  anywhere  ;  tactile  fremitus  about  the  same  on  both  sides.  A  few 
riles  heard  in  left  back. 

December  3.      Diminished  respiratory  murmur  heard  in  left  back. 

December  5.  Tactile  fremitus  increased  over  left  scapular  region 
and  increased  voice  sounds.     No  riles  heard. 

December  8.  Over  lower  left  chest,  front  and  back,  is  diminished 
tactile  fremitus,  distant  but  bronchial  respiration,  and  suggestion  of 
aegophonic  voice ;  a  few  medium  moist  rales  in  middle  front  and  back  ; 
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resonance  in  upper  left  chest  tympano-vesicular  with  increased  tactile 
fremitus. 

December  9,  1 899.  X-Ray  Examination  with  Screen,  —  Left  chest 
(see  Fig.  137)  dark  throughout,  no  diaphragm  lines  seen,  and  the  heart 
somewhat  displaced  to  the  right  and  also  enlarged,  especially  on  the  right 
side,  as  it  usually  is  in  pneumonia.  These  appearances  suggest  a  pleu- 
ritic effusion  in  the  left  chest ;  and  the  extension  of  the  darkened  area  to 
the  apex  and  the  enlarged  heart,  in  connection  with  the  physical  signs, 
indicate  that  there  is  also  a  pneumonic  process  on  this  side.  If  the 
quantity  of  fluid  present  were  sufficient  to  darken  the  apex,  greater  dis- 
placement of  the  heart  to  the  right  would  be  looked  for  than  obtains. 
The  right  apex  is  also  darkened  and  the  excursion  of  the  diaphragm  on 
the  right  side  shortened.  As  the  patient  has  pneumonia,  there  is  no 
present  reason  to  consider  the  appearances  on  this  side  as  due  to  tuber- 
culosis, although  the  X-ray  signs  on  this  side,  if  taken  by  themselves, 
might  be  caused  either  by  a  pneumonia  at  the  right  apex  or  by  a  tubercu- 
lous process. 

Dcce^nhcr  10.  The  left  chest  was  aspirated  and  32  ounces  of  clear 
serous  fluid  was  siphoned  off.  After  aspiration  the  physical  signs 
were  as  follows:  dulness  below  sixth  rib  in  front,. and  below  a  line  half- 
way between  spine  and  angle  of  scapula  behind,  on  the  left  side  ;  tac- 
tile fremitus  absent ;  respiratory  sounds  distinctly  bronchial  and  voice 
sounds  acgophonic ;  resonance  in  upper  left  chest  much  less  tympanitic^ 
and  tactile  fremitus  not  so  much  increased. 

Dcccvibcr  14.  Dulness  quite  marked  at  the  right  apex,  with  pro- 
longed expiratory  murmur. 

December  24.  Fluid  seems  to  have  disappeared  ;  respiratory  murmur 
very  slight  at  base  behind ;  signs  present  at  right  apex. 

Janumy  l ,  i  QCX).  Second  X-Ray  Examination  with  Screen  ( Fig.  1 38). — 
There  is  no  fluid  in  the  lower  part  of  the  left  chest,  as  the  diaphragm 
on  this  side  is  clearly  seen  in  inspiration,  but  much  of  the  left  side  is 
still  dark  owing  to  the  pneumonia.  The  darkness  is  most  marked 
below,  and  in  this  portion  of  the  chest  is  probably  due  to  pneumonia  and 
a  thickened  pleura.  The  heart  is  still  enlarged.  On  the  right  side  the 
improvement  is  very  marked.  The  apex  is  much  lighter  and  the  excur- 
sion of  the  diaphragm  greater  than  at  the  X-ray  examination  made  three 
weeks  before. 

The  special  point  of  interest  in  this  case  is  the  fact  that  the  physical 
signs  in  the  lower  part  of  the  left  chest,  when  taken  in  connection  with 
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the  knowledge  that  the  patient  had  had  a  pleuritic  effusion,  indicated, 
although  fluid  had  been  recently  drawn  from  the  left  pleural  cavity,  that 
some  was  still  remaining  there.  The  X-ray  examination  made  at  this 
time,  however,  showed  that  no  fluid  was  present.  The  physical  signs  in 
the  left  chest  at  the  base,  which  suggested  that  some  fluid  still  remained, 
were  probably  due  to  the  density  persisting  in  the  lung  from  the  pneu- 
monic process.    This  same  X-ray  examination  also  showed  that  the  right 
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Fl('..  138.  Dougalil  M.  January  i,  1900.  Second  X-ray  tracing.  (Compare  with  first  tracing 
of  this  patient.  Fig.  137).  Improvement  at  riglii  ape\  and  increase  in  excursion  of  diaphragm  on 
that  side.  On  ihe  left  side  the  lung  is  less  dense  and  tliere  is  no  pleuritic  effusion,  as  the  diaphragm 
lines  can  now  be  well  seen.     (Cut  one-thirtl  life  size.) 


apex  had  improved  very  much,  therefore  that  the  process  was  probably 
not  tuberculous.  Six  examinations  of  the  s])uta  were  made  and  no  bacilli 
found.  The  patient  had  evidently  had  a  pleurisy  and  pneumonia  on  the 
left  side  and  a  ])neumonia  at  the  right  apex.  It  is  a  great  satisfaction 
in  such  a  case  as  this  to  .see  the  improvement  in  both  lungs,  and  to  be 
assured  that  there  is  no  fluid  in  the  left  chest  and  that  the  patient  is 
making  excellent  progress. 
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Pleurisy  with  Effusion  and  Pulmonary  Tuberculosis.  —  Pleurisy  with 
effusion  and  tuberculosis,  as  is  well  known,  are  not  infrequently  associ- 
ated. If  by  means  of  the  fluorescent  screen  the  physician  examines  at 
intervals  a  patient  suffering  with  a  pleuritic  effusion,  he  will  sometimes 
find  that,  although  the  chest  becomes  clearer  in  its  lower  portion,  as  the 
fluid  is  absorbed,  it  remains  dark  above,  and  that  an  increasing  light  area 
may  be  seen  in  some  patients  between  the  upper  and  lower  part  of  the 
chest  as  the  fluid  subsides.  In  such  cases  the  physician  should  look  for 
tuberculosis.  The  signs  of  tuberculosis  at  the  apex  of  the  lung  become 
more  and  more  apparent  as  the  liquid  disappears  on  that  side ;  they 
have  been  at  first  obscured  by  the  fluid.  Or  the  physician,  while  exam- 
ining a  patient  with  pleurisy  on  one  side,  may  observe  that  the  apex  of 
the  lung  on  the  other  side  is  also  dark,  and  thus  his  attention  may  be 
drawn  to  an  early  tuberculosis. 

While  examining  some  ca.ses  of  pleurisy  with  effusion^  with  the 
fluorescent  screen,  I  have  found  indications  of  tuberculosis  in  the  lung 
which  was  not  previously  suspected.  The  consideration  of  three  cases 
will  be  sufficient  to  illustrate  the  importance  of  examining  our  patients 
by  the  X-rays,  not  only  at  the  beginning,  but  also  during  the  subsidence 
of  the  fluid ;  if  these  examinations  are  not  made,  an  early  tuberculosis 
may  be  overlooked. 

Case  I.  Mary  F.,  nineteen  years  old,  entered  my  service  at  the 
hospital  on  April  8,  1897.     Diagnosis:  pleurisy  with  effusion. 

Present  Illness,  —  Sharp  pain  in  the  left  side  on  inspiration,  which 
began  seven  weeks  ago ;  breathing  short  and  quick  ;  slight  cough  ;  for 
two  weeks  has  had  sense  of  oppression  in  left  chest. 

Physical  Examination.  —  Heart  not  displaced  to  the  right.  Lungs  : 
tympany  over  left  upper  chest,  with  increased  tactile  fremitus  ;  dulness 
beginning  at  fourth  rib,  becoming  flatness  in  axilla ;  above  fourth  rib 
respiration  rather  harsh ;  below  fourth  rib  and  in  axilla  breathing 
diminished  and  almost  absent  at  base,  with  voice  sounds  distant ;  ^ 
vocal  and  tactile  fremitus  much  diminished.  In  left  back  good 
resonance  to  middle  of  scapula;  dulness  beginning  2.5  centimetres 
above  angle  of  scapula,  with  flatness  at  the  base ;  vocal  and  tactile 
fremitus  diminished,  with  distant  breathing.  In  right  front  slight 
dulness  at  apex,  with  normal  respiration ;  tactile  fremitus  increased ; 
good  resonance  and  respiration  in  right  back. 

*  "A  Study  of  the  Adaptation  of  the  X-Kays  to  Medical  Practice,"  Medical  and  Surgical 
Reports  of  the  Boston  City  Hospital,  January,  1897. 
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April  10.  X-ray  examination  with  screen  showed  that  the  heart 
was  much  displaced  to  the  right  and  that  the  left  chest  was  dark,  the 
darkened  area  extending  throughout  the  apex  of  the  lung  (Fig.  139). 
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Fin.  139.  Mary  F.  April  lo,  1897.  First  X-ray  examination  with  screen.  Pleurisy  with  effusion 
on  left  side;  heart  displaced  to  right.  Excursion  of  diaphragm  4.5  centimetres,  shortened  on  right 
side.     (Cut  one-third  life  size.) 


After  the  X-ray  examination  was  made,  17  ounces  of  slightly  bloody 
fluid  were  withdrawn  from  the  left  chest. 

May  12.  Second  X-Ray  Examination  with  Screen.  —  A  light  area 
between  the  upper  and  lower  portion  of  the  lung  showed  that  the  fluid 
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had  subsided.     The  apex  of  the  lung  still  remaining  dark  suggested  the 
presence  of  tuberculosis.     (See  Fig.  140.) 

The  patient  was  given  i  milligramme  of  tuberculin  and  there  was 
a  well-marked  reaction. 


Diaptosis 


xupadim  VoL  Pag9 
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Fig.  140.  Mary  F.  May  12.  Second  X-ray  examination  with  screen.  Less  effusion  in  left 
chest.  Darkened  left  apex  from  tuberculosis.  Light  area  seen  between  the  effusion  and  darkened 
apex.  Excursion  of  diaphragm  on  right  side  7  centimetres  greater  than  at  first  examination.  (Cut 
one-third  life  size.) 


May  18.  Third  X'Ray  Examination  with  Screen. — The  light  area 
noted  on  May  12  had  become  so  broad  that  a  part  of  the  left  border  of  the 
heart  could  be  seen.  This  increase  in  the  light  area  showed  a  further 
subsidence  of  the  fluid.     The  darkened  apex  still  persisted  (Fig.  141). 
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The  next  case,  John  J.  L.,  illustrates  the  appearances  seen  on  the 
screen  when  the  patient  is  suffering  from  pleurisy  with  effusion  on 
the  right  side  and  tuberculosis  at  the  left  apex :  — 


J^'m,  'MOAy   ^  Age/f      Dau'hoaM/'^ 


Address 
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Occupation 


Vol.  Page 


Fig.  141.  Mary  F.  May  18.  Third  X-ray  cxaminaiion  with  screen.  Still  less  fluid  in  left  chest. 
Light  area  between  tuberculous  left  apex  and  fluid  is  larger.  A  portion  of  the  left  border  of  the  heart 
can  now  be  seen.     Excursion  of  diaphragm  on  right  side  6.3  centimetres.     (Cut  one-third  life  size.) 


Case  II.  John  J.  L.,  thirty-four  years  old,  entered  my  ser\'ice  at 
the  hospital  May  lo,  1899.     Diagnosis:  pleurisy  with  effusion. 

Family  History.  —  Mother  died  of  Bright's  disease,  and  her  three 
brothers  of  tuberculosis. 


226    THE   ROENTGEN    RAYS   IN    MEDICINE   AND  SURGERY 

Personal  History.  —  Excessively  alcoholic ;  frequent  attacks  of 
vomiting. 

Present  Illness.  —  For  some  weeks,  pain  in  epigastrium  and  much 
vomiting ;  slight  dry  cough  for  two  months ;  some  loss  of  weight  but 
no  night  sweats ;  chilly  sensations  a  week  previous  to  entrance ;  no 
dyspnoea  ;  anorexia ;  bowels  loose. 


JohnJL 


Tuhe/xo/a 


^O^l3 


Fig.  142.    John  |.  L.    May  29,  1899.    Cut  of  X-ray  tracing  (one-third  life  size).    Pleurisy  with  effusion 
on  the  right  side.     Hean  displaced  to  left.    Shaded  left  apex  shows  a  tuberculous  area. 


May  12.  —  Forty-three  ounces  of  clear  fluid  aspirated  from  right 
chest. 

May  18.  Physical  Examination.  —  Heart:  right  border  2  centi- 
metres to  right;  left  border  and  apex  9.5  centimetres  to  left  of  median 
line;  action  regular;  no  murmurs.  Lungs:  flatness  with  absent  breath- 
ing and  tactile  fremitus  below  mid-scapula  in  right  back ;  resonance 
good  above  and  in  front ;  respiration  slightly  harsh,  with  expiration 
prolonged.  Left  side  :  nothing  abnormal  found  on  this  side ;  respira- 
tion good. 
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May  29.  X-ray  examination  with  screen  showed  the  right  side 
dark  throughout ;  no  diaphragm  lines  or  ribs  seen ;  the  left  apex 
shaded  and  the  excursion  of  the  diaphragm  shortened  (Fig.  142). 

Tubercle  bacilli  were  found  in  the  sputum. 
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Fig.  143.  Andrew  J.  K.  April  12,  1897.  First  X-ray  examination  with  screen.  Pleurisy  with 
effusion :  much  displacement  of  heart.  The  amount  of  fluid  present  was  not  as  large  as  the  displace- 
ment of  heart  and  mediastinal  contents  (see  dark  curved  line  in  cut)  indicated.  (Cut  one-third 
life  size.) 

Case  III.     Andrew  J.  K.,  forty-seven  years  old,  entered  my  ser- 
vice at  the  hospital  April  lo,  1897.     Diagnosis  :  pleurisy  with  effusion. 
Family  History,  —  Father  died  of  tuberculosis ;  mother  of  cancer. 
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Personal  History.  —  Slight  cough  for  past  two  years. 

Present  Illness,  —  More  or  less  pain  in  left  side  since  November, 
1 896.  For  five  or  six  weeks,  sense  of  oppression  in  left  chest ;  for  past  ten 
days,  constant  pain ;  some  dyspnoea ;  slight  cough ;  no  loss  of  weight. 

Physical  Examiftation, — Heart:  area^  action^  and  sounds  norviaL 
Lungs:  good  resonance  and  respiration  over  right  chest,  front  and 
back.  Some  pain  in  left  chest  on  deep  inspiration;  good  resonance 
over  upper  part  of  left  chest ;  respiration  somewhat  harsh  ;  dulness  at 
about  level  of  fifth  rib  and  in  left  axilla,  with  diminished  voice  sounds, 
distant  breathing,  and  diminished  tactile  fremitus.  In  left  back,  good 
resonance  down  to  2.5  centimetres  below  angle  of  scapula.  Below  this 
level  to  base  dulness,  with  diminished  vocal  and  tactile  fremitus  and 
diminished  breathing. 

April  12.  X-Ray  Examination  with  Screen,  —  Heart  displaced  to 
right  nearly  to  nipple  line;  whole  of  left  chest  dark  (Fig.   143). 

April  22.     X-ray  examination  the  same  as  on  April  12. 

Later,  40  ounces  of  fluid  were  withdrawn  from  the  left  chest. 

May  10.  X-Ray  Examiiiation  with  Screen.  —  Left  side  darker  than 
right ;  diaphragm  seen  on  full  inspiration ;  lower  part  of  lung  brighter 
than  upper  portion.  The  density  of  the  upper  portion  of  the  lung 
shown  by  this  examination  was  not  recognized  by  auscultation  and 
percussion  (Fig.  144). 

Judging  by  the  physical  signs  obtained  on  April  10,  I  did  not  antici- 
pate that  the  X-ray  examination  made  two  days  later  would  indicate  the 
presence  of  so  large  an  effusion  as  the  great  displacement  of  the  heart 
(see  Fig.  143)  seemed  to  show;  and  in  view  of  the  X-ray  examination 
made  on  May  10,  it  is  probable  that  this  great  displacement,  as  com- 
pared with  the  amount  of  fluid  drawn  off,  was  caused  in  part  by  the 
increased  density  of  the  left  lung. 

The  X-ray  examination  suggests  tuberculosis  at  the  left  apex, 
because  the  thorax  is  nearly  or  quite  free  from  fluid,  as  indicated  by  the 
clearness  with  which  the  diaphragm  is  seen  in  deep  inspiration.  Aus- 
cultation and  percussion  had  not  suggested  tuberculosis. 

It  is  hardly  necessary  to  point  out  how  seriously  such  appearances 
as  are  shown  in  Fig.  144,  aside  from  the  pleuritic  signs,  affect  the  prog- 
nosis. I  have  repeatedly  had  my  attention  called  to  a  beginning  tuber- 
culosis by  such  signs  in  patients  suffering  from  pleurisy  with  effusion, 
when  otherwise  the  tuberculosis  might  not  have  been  recognized  until 
a  later  stage  of  the  disease,  or  might  have  been  overlooked  altogether. 
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if  only  auscultation  and  percussion  had  been  used.  It  follows,  there- 
fore, that  all  patients  with  pleuritic  effusion  should  be  submitted  to  a 
careful  X-ray  examination  before  they  are  freed  from  medical  oversight. 
If  the  X-rays  show  that  the  pulmonary  area  is  clear  and  the  excursion 
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Fin.  144,  Andrew  J.  K.  May  10.  Second  X-ray  examination  with  screen.  The  left  side  is  now 
nearly  or  quite  free  from  fluid,  as  the  outline  of  the  diaphragm  is  seen  in  full  inspiration.  From  the 
apex  downwards  this  side  is  increased  in  density  from  tuberculosis.     (Cut  one-third  life  size.) 

of  the  diaphragm  normal  on  both  sides,  we  have  the  best  assurance  of  a 
good  prognosis. 

Pleuritic  Adhesions.  —  As  is  well  known,  there  may  be  adhesions  of 
the  surfaces  of  the  pleurae  following  inflammation,  and  these  may  affect 
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the  excursion  of  the  diaphragm  in  various  ways.  A  few  unusual  cases 
will  show  how  the  presence  of  these  adhesions  may  be  suggested  by 
X-ray  examinations. 

In  Fig.  127  (see  page  203,  pleurisy  with  small  effusion)  it  will  be  seen 
that  the  diaphragm  was  clearly  defined  on  the  left,  but  not  on  the  right, 
side  of  the  chest.  It  will  be  observed,  I  think,  that  even  a  very  small 
amount  of  fluid  free  in  the  pleural  sac  would  flow  into  the  angular  space 
between  the  outer  end  of  the  diaphragm  and  the  chest  wall.  Therefore, 
if  the  diaphragm  line  on  a  given  side  can  be  followed  and  this  angular 
space  is  shown  to  be  clear  by  the  X-ray  examination,  there  is  no  fluid 
present  on  this  side  unless  it  is  encysted  higher  up  in  the  chest.  Thus 
the  X-rays  give  us  assurance  of  the  absence  of  fluid  in  certain  cases  in 
which  its  absence  or  presence  is  doubtful  by  the  usual  physical  signs. 

It  is  a  simple  matter  to  prove  the  absence  of  fluid  in  the  pleural  sac 
by  means  of  the  X-rays,  but  it  is  more  difficult  to  distinguish  between 
the  presence  of  pleurisy  with  a  very  small  effusion  on  the  one  hand, 
and  a  thickened  membrane,  or  a  lung  increased  in  density  in  its  lower 
portion,  on  the  other. 

If  the  angular  space  in  the  thorax  referred  to  is  not  clear,  a  change 
in  the  position  of  the  patient  during  examination  from  a  standing  to  a 
reclining  posture,  with  the  affected  side  uppermost,  may  enable  the 
physician  to  distinguish,  on  the  one  hand,  between  fluid  free  in  the 
pleural  sac,  and,  on  the  other,  thick  adhesions  or  greater  density 
than  normal  in  the  lung.  For  example,  with  the  patient  lying  down, 
and  the  affected  side  uppermost,  an  indication  of  the  dark  area 
seen  in  the  chest  may  be  drawn  upon  the  skin,  and  the  same  process 
may  be  repeated  with  the  patient  standing.  If,  on  comparing  the 
two  sets  of  linos,  a  change  in  the  position  of  the  darkened  area  is 
seen,  this  change  might  indicate  that  there  is  liquid  present  and  not 
a  dense  lung.  If  the  dark  area  is  not  altered  by  a  change  in  the 
position  of  the  patient,  the  evidence  favors  the  view  that  it  is  caused 
by  something  other  than  liquid.  If  the  outline  of  the  diaphragm  can 
be  followed,  with  the  patient  sitting  or  standing,  to  the  outer  side 
of  the  thorax,  there  is  probably  no  free  fluid  in  the  chest. 

Case  I.  John  F.,  twenty-two  years  old,  entered  my  service  at  the 
hospital  March  14,  1899.     Diagnosis:  pleurisy  with  effusion. 

Present  Ilhtess.  —  Chill  and  pain  in  left  side  for  two  weeks ;  consid- 
erable cough,  with  slight  expectoration ;  headache  and  malaria ;  diar- 
rhcea  for  two  days. 
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April  1 3.  X-Ray  Examination  with  Screen, — The  diaphragm  line  on 
the  left  side  can  be  seen  in  both  inspiration  and  expiration,  therefore  there 
is  now  little  or  no  fluid  in  the  left  chest,  but  the  excursion  of  the  dia- 
phragm is  shortened  on  this  side,  and  its  limited  movement  suggests 
that  there  are  adhesions ;  the  darkened  area  seen  above  the  left  dia- 
phragm lines  in  the  cut  (Fig.  145)  is  due  to  thickened  pleura  or  deposit 
of  inflammatory  tissue. 


John  F 
Pfeanik  ^r/he:>jon5 


Fig.  145.  John  F.  April  13.  1899.  Cut  of  X-ray  tracing  (one-third  life  size).  Pleuritic  adhe- 
sions on  left  side,  indicated  by  the  restricted  movement  of  the  diaphragm  and  heart  on  that  side.  The 
darkened  area  at  the  lower  part  of  the  lung  may  be  due  to  thickened  membrane,  though  to  cast  a 
perceptible  shadow  it  would  have  to  be  exceedmgly  thick  or  calcified. 

The  above  case  shows  how  the  X-rays  may  assist  in  indicating  the 
absence  of  fluid  in  the  pleural  sac,  and  at  the  same  time  suggest  the 
cause  of  the  remaining  difficulty. 

Case  II.  James  A.  W.,  twenty-eight  years  old,  entered  the  hospital 
October  7,  1899.  He  was  a  patient  of  one  of  my  colleagues,  and  the 
tentative  diagnosis  was  pleurisy  with  eff^usion  on  the  right  side. 

October  5.  Physical  Examination.  —  Lungs:  in  the  right  chest, 
from  fifth  rib  in  front,  and  from  angle  of  scapula  behind,  extending  up 
into  axilla,  flatness,  absent  respiration,  and  diminished  vocal  and  tactile 


232     THE   ROENTGEN   RAYS  IN   MEDICINE  AND  SURGERY 

fremitus;   at  upper  border  of   above   area  a  few  coarse  moist   riles; 
throughout  the  rest  of  the  chest  the  breathing  is  exaggerated. 

October  25.  Physical  Examination,  —  In  right  base,  below  angle  of 
scapula  behind,  and  level  of  nipple  in  front,  there  remains  dulness  on 
percussion,  with  diminished  tactile  fremitus.  Respiratory  sounds  dimin- 
ished, but  vocal  resonance  good.     No  riles  heard. 


7f\Kkei}ed  Membrane 


Fig.  146.    James  A.  VV.    November  2.  1899.    Cut  of  X-ray  tracing  (one-third  life  size).     Darkened 
area  at  right  apex,  suggestive  of  tuberculosis. 


November  2.  My  X-ray  examination  with  screen  showed  a  darkened 
area  at  the  right  apex,  suggestive  of  tuberculosis. 

On  the  next  day  my  colleague  found  signs  at  the  right  apex  by  per- 
cussion, and  also  signs  of  a  little  fluid  in  the  right  chest. 

If  the  tracing  made  from  this  patient  is  referred  to  (Fig.  146),  it  will 
be  also  seen  that  the  movement  of  the  diaphragm  on  the  right  side  is 
not  only  limited  but  has  an  unusual  curve.  It  moved  less  freely  in  its 
middle  portion,  and  the  outer  part  of  its  line  was  not  seen.  It  may  well 
be  that  there  was  a  small  amount  of  fluid  left  in  the  chest,  but  added  to 
this  he  probably  had  adhesions  which  limited  the  movement  of  the  dia- 
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phragm,  particularly  in  its  outer  portion.  Whether  all  the  darkened 
area  could  be  the  result  of  a  much  thickened  pleura,  without  any  fluid, 
or  whether  we  had  to  do  with  a  small  amount  of  fluid  and  adhesions, 
would  be  a  subject  for  careful  consideration. 

A  pain  in  the  side,  or  a  "  stitch  **  in  the  side  after  exertion  or  after 
cough,  or  attacks  of  pain  in  the  side  coming  on  at  irregular  intervals, 
are  sometimes  shown  by  X-ray  examination  to  be  associated  with  pleu- 
ritic adhesions.  I  have  observed  this  fact  in  a  number  of  cases,  for 
example :  — 

Daniel  J.  R.,  one  of  my  patients  at  the  hospital,  had  attacks  of  pain 
in  the  side,  etc.  X-ray  examifiation  with  screen  showed  that  the  patient 
had  emphysema,  but  also  that  the  excursion  of  the  diaphragm  on  the 
right  side  was  shorter  than  on  the  left.  His  heart  was  drawn  to  the 
right  (since  the  right  border  was  much  outside  the  sternum).  This 
change  in  position  was  not  due  simply  to  the  enlargement  of  the  right 
side  of  the  heart  which  occurs  in  emphysema,  since  I  found  the  left 
border  farther  to  the  left  than  normal.  The  position  of  the  heart  in 
this  case  may  be  most  simply  explained  by  the  presence  of  adhesions 
drawing  the  heart  to  the  right,  and  it  is  not  improbable  that  this  same 
condition  was  the  cause  of  the  attacks  of  pain  which  he  had. 

Further,  for  cases  of  this  character,  which  in  some  ways  illustrate  this 
condition  better  than  those  here  cited,  see  pages  293  and  294. 

In  patients  who  have  a  pain  in  the  side  we  should,  I  think,  consider 
not  only  the  muscles  and  nerves  of  the  chest  wall  as  the  possible  site 
of  the  trouble,  but  also  the  condition  of  the  pleuritic  membrane ;  we 
may  by  X-ray  examination  be  able  to  find  the  probable  cause.  These 
adhesions  do  not  show  themselves  on  the  fluorescent  screen  or  in  an 
X-ray  photograph,  unless  there  is  a  very  great  thickening  of  the  pleu- 
ritic membrane ;  a  thickness  of  3  millimetres,  for  example,  would  cast  so 
little  shadow  that  it  would  not  be  seen  unless  there  was  calcification  of 
the  membrane  (Fig.  217,  Chapter  XV,  shows  a  calcified  pleura),  but  their 
presence  might  be  inferred  by  the  limitation  of  the  movements  of  the 
lungs  or  heart,  or  by  the  displacement  of  the  heart. 

An  adhesion  may  modify  the  appearances  seen  in  pleurisy  with  effu- 
sion, for  if  it  fastens  one  portion  of  the  lung  to  the  chest  wall,  the  dark 
area  caused  by  the  fluid  may  at  this  point  be  divided  into  two  parts,  as 
it  were,  and  separated  by  the  light  area  of  the  normal  portion  of  the 
lung.  In  this  case  the  outline  of  the  fluid  would  be  different  from  that 
usually  seen  in  this  disease  on  the  fluorescent  screen. 


CHAPTER    IX 

HYDROTHORAX.      PNEUMOTHORAX.      EMPYEMA  WITH  PERMANENT 
OPENING.      PNEUMOHYDRO-  OR   PNEUMOPYOTHORAX 

Hydrothorax 

Appearances  seen  on  the  Fluorescent  Screen  in  Hydrothorax.  —  The 
lower  portions  of  both  sides  of  the  chest  are  darker  than  normal,  and  the 
outlines  of  the  diaphragm  cannot  be  seen.  If  the  hydrothorax  is  more 
extensive  the  dark  area  extends  higher  up  in  the  chest. 

Pneumothorax 

Appearances  seen  on  the  Fluorescent  Screen  in  Pneumothorax.  — 

(See  Fig.  147.)  The  affected  side  of  the  chest  is  unusually  clear,  and 
the  light  area  in  this  region  is  larger  than  normal ;  the  lung  is 
retracted ;  the  diaphragm  is  pushed  low  down  in  the  chest  and  has 
little  or  no  movement,  and  the  organs  on  this  side  are  displaced  to 
the  opposite  side.  The  amount  of  displacement  varies  according  to 
whether  the  air  in  the  chest  is  or  is  not  under  greater  than  atmos- 
pheric pressure ;  if  air  is  pumped  in  during  the  respiratory  movement 
through  a  valvelike  opening,  and  the  pressure  in  that  side  of  the 
thorax  is  thereby  increased,  the  displacement  of  the  organs  may  be 
very  great. 

Method  of  Examination.  —  The  patient  is  examined  lying  on  his 
back  on  a  stretcher,  and  the  appearances  above  indicated  are  traced  on 
the  skin  or  the  celluloid,  according  to  the  method  adopted. 

The  tracings  made  from  the  following  patient,  Delia  H.,  show  a 
pneumothorax  of  the  left  side.  The  heart  was  much  displaced  to  the 
right ;  the  outline  of  the  retracted  left  lung  was  not  so  clearly  seen 
in  this  patient  as  it  is  in  some  cases.  The  patient  also  had  tuberculosis 
of  the  right  lung.  The  case  is  given  because  it  illustrates  how  suc- 
cessive X-ray  examinations  show  the  gradual  improvement  that  takes 
place    in   pneumothorax   as   the   air   is   absorbed.     It  also  shows  that 
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subsequently  to  the  pneumothorax,  the  presence  of  pleuritic  fluid  on 
the  same  side  was  recognized  by  an  X-ray  examination,  and  these 
appearances  were  confirmed  by  tapping  the  chest. 


Fid.  147.  Diagram  of  pneumothorax  on  left  side,  and  tuberculosis  on  right  side.  Left  side 
brighter  than  normal  and  bright  area  more  extensive.  Diaphragm  low  down  in  chest;  little  or  no 
movement.  Organs  on  left  side  displaced  to  right.  Heavy  lines  under  axillae  indicate  level  of 
nipples. 


Case  I.  Delia  H.,  twenty-five  years  old,  entered  my  service  at  the 
Boston  City  Hospital  April  3,  1898.  Alcoholic.  Had  had  much  cough 
and  expectoration.  One  week  before  had  suddenly  had  a  sharp  pain  in 
the  left  side,  which  increased.     She  was  unable  to  take  a  deep  breath. 
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Physical  Examination.  —  Cardiac  area  not  determined  ;  chest  hyper- 
resonant.  Apex  not  determined.  No  cardiac  sounds  heard  to  the  left 
of  sternum.  On  right  of  sternum  heart  sounds  are  heard  indistinctly, 
loudest  in  fifth  space,  sternal  border,  no  murmurs  detected.  Lungs : 
resonance  increased   over  entire   left   lung,  front  and   back.     Tactile 


Fig.  148.  Delia  H.  First  X-ray  tracing.  Pneumothorax  of  left  side;  tuberculosis  of  right 
side.  Whole  of  left  side  abnormally  bright ;  right  side  very  dark ;  the  full  dark,  nearly  perpendicular 
line  gives  the  border  of  the  light  area;  the  dotted  line  indicates  the  costal  border.  The  diaphragm 
line  is  seen  to  be  very  low  down  in  the  chest  on  the  left  side;  this  side  of  the  muscle  had  little  move- 
ment during  respiration,  and  this  movement  was  chiefly  at  the  median  end,  as  if  the  motion  were  im- 
parted to  it  from  the  right  half  of  the  diaphragm.  The  outline  of  the  contracted  left  lung  was  not 
distinctly  seen,  although  in  other  cases  I  have  been  able  to  follow  it.     (One-third  life  size.) 


fremitus  and  voice  sounds  decreased  over  this  area.     Over  right  back 
there   was    marked   resonance,  and  respiration  was  broncho-vesicular. 
Many  crackling  rdles  were  heard.     Over  right  front  resonance  is  fair. 
Respiration  is  here  accompanied  by  many  rdles. 
April  4.     Physical  signs  the  same  as  on  April  3. 
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April  4.  X-ray  examination  with  screen  was  as  shown  in  the  trac- 
ing.    (See  Fig.  148.) 

The  condition  of  the  patient  on  this  day  was  serious,  and  as  I  had 
observed  that  great  relief  is  obtained  in  cases  of  pleurisy  with  effusion 
when  the  first  part  of  the  fluid  is  drawn  off,  I  thought,  in  this  case,  the 
withdrawal  of  a  moderate  amount  of  air  would  likewise  give  relief.  I 
therefore  tapped  the  chest  of  this  patient  immediately  after  making  the 


DePiaH 


Fig.  149.  Delia  H.  Second  X-ray  tracing,  after  a  litre  of  air  had  been  withdrawn  from  the 
left  side.  The  diaphragm  was  higher,  had  some  excursion  duriii|»  respiration,  and  the  border  of  the 
light  area  was  farther  to  the  left  ot  the  median  line  than  at  the  first  examination.     (Size  one-third.) 


X-ray  examination.  A  quart  seemed  to  me  a  suitable  amount  of  air  to 
withdraw,  for  to  take  out  too  much  might  cause  the  opening  from  the 
lung  into  the  pleural  sac  to  open  again,  and  thus  require  a  repetition  of 
the  operation.  The  procedure,  devised  on  the  spur  of  the  moment,  was 
as  follows :  — 

Method  for  withdrawing  air.  —  I  sent  for  a  large  bottle  and  a  stop- 
per with  two  holes  in  it.  The  bottle  was  then  filled  with  water  and 
placed  on  a  table  near  the  patient.     Through  one  of  the  openings  in 
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the  stopper,  a  glass  rod  was  inserted,  which  reached  to  the  bottom  of 
the  bottle,  and  to  whose  upper  end  was  attached  a  rubber  tube,  long 
enough  to  connect  with  a  measuring  glass  on  the  floor.  This  tube  acted 
as  a  siphon  to  suck  the  water  out  of  the  bottle.  The  other  opening  in 
the  bottle  was  connected  by  means  of  a  rubber  tube  with  a  small  hollow 
needle.  The  sterilized  needle  was  inserted  into  the  left  pleural  cavity 
in  the  sixth  space  in  the  mid-axillary  line,  and  as  the  water  was  drawn 
out  of  the  bottle  by  the  siphon,  air  from  the  patient's  chest  was  drawn 
in.     When  a  quart  of  water  had  been  thus  withdrawn  from  the  bottle, 


DePiQ  //. 


Fig.  150.  Delia  H.  April  13.  Third  X-ray  tracing.  This  cut  does  not  indicate  the  dark  right 
side  of  the  thorax,  but  is  given  to  show  the  farther  improvement  in  the  position  of  the  diaphragm  and 
that  the  left  border  of  the  heart  may  be  seen.     (One-third  life  size.) 


and  a  quart  of  air  taken  out  of  the  patient's  chest,  I  lifted  the  siphon 
tube  until  water  no  longer  flowed  through  it,  and,  as  at  this  height  the 
siphon  had  some  suction  power,  I  knew  that  there  could  not  be  a  free 
opening  between  the  pleural  sac  and  the  air  in  the  lung.  The  imme- 
diate improvement  in  the  patient's  condition  was  very  marked.  Just 
before  the  operation,  the  breathing  was  shallow  and  rapid  (forty-four 
per  minute) ;  when  the  aspiration  was  stopped,  it  was  slower  and  deeper 
(thirty-five  per  minute);  and  soon  after  this  the  respirations  had  come 
down  to  twenty-eight  per  minute.     Not  only  was  her  breathing  made 
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easy,  but  her  color  and  circulation  were  improved.  Her  change  for  the 
better  was  very  prompt  and  permanent,  so  far  as  concerned  the  pneu- 
mothorax. 

April  8.  Second  X-Ray  Examination  with  Screen.  —  The  dia- 
phragm moved  3  centimetres  on  the  left  side,  and  the  left  border  of  the 
heart  could  be  seen  4.5  centimetres  to  the  left  of  the  median  line.  (See 
Fig.  I49-) 


Deha  H. 


Fig.  151.     Delia  H.     May  17.     Fourth  X-ray  tracing.     Right  thorax  dark  from  tuberculosis. 
I>eft  chest  dark  from  pleurisy  with  effusion.     (One-third  life  size.) 


April  13.  Third  X-Ray  Examination  ivith  Screen,  —  Further 
improvement ;  the  diaphragm  moved  higher  up  in  the  chest  on  the  left 
side,  and  the  left  border  of  the  heart  was  farther  to  the  left  of  the 
median  line  than  in  the  previous  examination.  On  the  right  side,  the 
right  border  of  the  heart  and  the  movements  of  the  diaphragm  could 
be  dimly  seen,  but  these  outlines  are  not  given  in  the  tracing,  as  it 
was  made  to  show  the  changed  position  of  the  diaphragm  only.  (See 
Fig.  150.) 

April  20  and  28.  X-ray  examinations  made  on  these  dates  showed 
still  further  improvement.     The  tracings  are  not  given. 
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April  28.  The  patient  was  discharged  from  the  hospital.  The 
right  side  of  the  chest  remained  much  darker  than  normal,  owing  to  an 
extensive  tuberculous  deposit  referred  to  above. 

May  16.  The  patient  returned  to  the  hospital,  and  reported  that  she 
had  been  feeling  very  well  up  to  May  13.  Physical  examination  made 
on  May  16  showed  dulness  and  many  rdles  of  every  variety  over  entire 
right  chest ;  over  lower  part  of  left  chest  there  was  dulness  and  absence 
of  voice  sounds ;  upper  half  of  left  chest  was  hyper-resonant,  but  respi- 
ratory sounds  were  present  and  distinct.  Tubercle  bacilli  found  in 
sputum. 

May  17.  X-Ray  Examination  with  Screen.  —  The  right  chest  was 
dark,  and  there  were  signs  of  pleurisy  with  some  effusion  in  the  left 
chest.     (See  Fig.  151.) 

After  the  outlines,  from  which  this  cut  was  made,  had  been  traced, 
a  little  clear  fluid  was  withdrawn  from  the  left  side. 

Case  II.  D.  C,  twenty-eight  years  old,  entered  the  hospital 
August  30,   1896.     In  the  service  of  Dr.  G.  G.  Sears.     Alcoholic. 

History,  —  On  August  26,  6  p.m.,  felt  a  sudden  pain  in  the  left  side; 
no  dyspnoea. 

«  «  «  «.«  «  «  «- 

September  3.  Physical  Examination,  —  Tympanitic  note  over  whole 
of  right  front,  amphoric  respiration  marked  at  right  base,  with  metallic 
tinkling.  Over  upper  and  lower  thirds  of  right  front,  axilla,  and  right 
base,  marked  amphoric  voice  and  whisper.  Edge  of  liver  could  not  be 
felt.     Heart  dulness  a  finger's  breadth  to.  left  of  sternum. 

September  4.  X-ray  examination  with  screen  that  Dr.  Sears  kindly 
allowed  me  to  make  at  my  request.  Whole  of  right  side  was  clear; 
bright  area  extended  far  down  and  over  to  the  left  side.  Diaphragm  on 
left  side  extended  nearly  to  the  lower  costal  border ;  its  motion  on  inspi- 
ration and  expiration  was  much  limited  ;  its  median  end  had  more  motion 
than  the  outer  end.  The  appearances  on  the  left  side  were  unusual ; 
there  were  two  bright  areas  divided  from  each  other  by  a  vertical  dark 
area  which  included  the  heart.  The  heart  was  pushed  far  to  the  left 
with  the  lung  and  vessels.  The  examination  was  not  complete,  as  the 
patient  was  not  strong. 

The  displacement  of  the  heart  and  lung  was  so  much  greater  in  this 
patient  than  is  found  in  patients  with  a  permanent  opening  in  the  chest, 
as  after  an  operation  for  empyema,  that  the  air  in  the  right  side  of  the 
thorax   was  probably  under  more  than  the  atmospheric  pressure,  and 
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had  probably  been  pumped  into  the  pleural  sac  through  a  valvelike 
opening. 

September  5.  Physical  examination  showed  that  the  apex  beat  was 
in  the  fifth  space,  3.7  centimetres  outside  the  left  nipple  line.  Patient 
rather  cyanotic,  respiration  somewhat  hurried.  Right  chest  somewhat 
more  prominent  than  left,  but  moved  well  with  inspiration.  Metallic 
tinkling  was  absent.  Edge  of  liver  could  not  be  felt,  as  patient's 
muscles  did  not  easily  relax. 

These  patients  show,  I  think,  that  the  X-ray  examinations  may 
assist  us  to  determine  the  exact  conditions  present  in  this  class  of 
cases.  I  have  never  appreciated  these  conditions  so  clearly  as  by 
means  of  an  X-ray  examination. 

Empyema  with  Permanent  Opening 

The  appearances  seen  on  the  screen  vary  with  the  amount  of  lung 
involved ;  the  amount  of  diseased  tissue  present  in  the  chest  which  is 
denser  than  the  lung ;  the  extent  of  the  cavity ;  the  pleuritic  adhesions, 
etc.  That  is  to  say,  the  darkened  area  is  more  or  less  extensive,  and 
varies  in  its  degree  of  darkness  in  accordance  with  the  absence  or 
presence  of  the  conditions  just  enumerated.  The  diaphragm  is  seen 
to  be  more  or  less  depressed,  but  not  to  the  extent  represented  in  the 
diagram  of  pneumothorax. 

After  a  permanent  opening  has  been  made  in  empyema.  X-ray 
examinations  may  be  serviceable  by  enabling  the  physician  to  recognize 
how  large  the  sinus  is.  This  point  may  be  ascertained  by  injecting 
iodoform  in  suspension,  or  subnitrate  of  bismuth,  or  a  solution  of  iodide 
of  potassium,  or  even  sterilized  water,  as  all  these  substances  cast  a 
shadow  on  the  screen  ;  the  X-rays  will  also  be  of  use  in  showing  the 
condition  of  the  lung,  —  how  much  it  is  able  to  expand  as  improvement 
takes  place,  and  whether  or  not  there  is  an  accompanying  tuberculosis. 

Pneumohvdrothorax  —  Pneumopvothorax 

Pneumohydrothorax,  or  Pneumopyothorax,  like  empyema  and  pleu- 
risy, is  usually,  of  course,  a  symptom  rather  than  a  disease,  and,  except 
when  caused  by  trauma,  should  suggest  tuberculosis. 

Appearances  seen  on  the  Fluorescent  Screen.  Sitting  Position.  —  When 
the  patient  is  examined  while  sitting  up,  with  the  tube  behind  him,  about 
on  the  level  with  the  fourth  rib,  and  the  screen  on  the  front  of  the  chest, 
the  affected  side  is  seen  to  be  divided  into  two  parts,  the  upper  of  which 
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is  unusually  light  and  the  lower  very  dark.  The  general  appearances 
on  this  side  may  be  likened  to  a  tumbler  partially  filled  with  ink ;  when 
the  patient  moves  backward  or  forward,  the  level  of  the  fluid  changes ; 
if  he  is  taken  by  the  shoulders  and  gently  shaken,  the  surface  is  dis- 
turbed, and  the  splashing  of  the  fluid  is  clearly  seen.     When  the  fluid 


Fig.  152.  Diagram  of  pneumohydrothorax.  Left  side.  Sitting  position.  Level  line  of  fluid 
seen  in  left  chest.  Heart  displaced  to  right.  Retracted  left  lung  not  indicated;  it  would  make  a 
slight  shadow  in  upper  portion  of  left  chest. 

is  at  a  certain  level,  especially  if  the  pneumohydrothorax  is  in  the  left 
side,  the  pulsations  of  the  heart  disturb  its  surface,  and  the  waves  caused 
by  the  partially  submerged  and  beating  heart  can  be  observed. 

In  the  upper  portion  of  the  chest,  and  toward  the  median  line,  the 
slight  shadow  of  the  retracted  lung  may  often  be  seen ;  if  the  lung  is 
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tuberculous,  it  would  be  darker  than  if  it  were  not  diseased,  and  would 
not  be  so  much  retracted  as  if  it  were  healthy.  The  heart  is  much  dis- 
placed to  the  opposite  side.  The  fluid  may  be  seen  to  rise  with  inspira- 
tion, because  of  the  pushing  up  of  the  diaphragm  on  the  diseased  side 
when  this  muscle  descends  on  the  well  side  and  to  fall  with  expiration. 


V 


CPW. 


Fig.  153.  C.  P.  VV.  Pneumohydrothorax  on  left  side.  Appearances  seen  with  patient  sitting 
up.  (When  lying  down,  the  whole  of  the  left  side  was  dark.)  Tuberculosis  at  right  apex.  Heart 
drawn  to  the  right.  The  level  of  the  fluid  sharply  defined,  as  indicated  by  the  dark  line  over  the 
fourth  rib  on  the  left  side.  When  the  patient  was  inclined  to  the  right  or  to  the  left,  the  surface  of  the 
fluid  remained  level.  When  the  patient  was  gently  shaken,  the  splashing  of  the  fluid  could  be 
followed.     (One-third  life  size.) 


It  is  said  that  the  fluid  may  rise  slightly  with  each  systole  while  the 
breath  is  held,  but  I  have  not  seen  it.  The  expansion  of  the  lung, 
consequent  upon  the  subsidence  of  the  fluid  and  the  absorption  of  the 
air,  may  be  watched  upon  the  screen  if  the  perforation  closes. 

The  tracing  given  above  (Fig.  153)  also  illustrates  the  appearances 
seen  on  the  screen  in  pneumohydrothorax.     The  patient  from  whom  it 
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was  made  was  in  the  service  of  Dr.  Buckingham,  but  was  examined  by 
me  with  the  X-rays  on  June  5,  1897.  This  examination  also  suggested 
that  the  patient  had  a  tuberculous  infiltration  of  the  right  apex,  and 
this  indication  was  confirmed  later  by  the  finding  of  tubercle  bacilli  in 
the  sputum. 

On  June  17,  Dr.  Buckingham  withdrew  39  ounces;  on  June  29,  45 
ounces;  and  on  August  6,  64  ounces  of  fluid  from  the  chest.  The 
patient  was  discharged  from  the  hospital,  September  25,  1897,  improved  ; 
he  had  gained  1 5  pounds. 

Recumbent  Position.  —  If  the  patient  is  examined  lying  flat  on  his 
back  with  the  tube  below  him  and  the  screen  on  the  front  of  his  chest, 
the  whole  of  the  affected  side  is  seen  to  be  dark,  because  the  fluid  dis- 
tributes itself  over  the  whole  of  this  side  of  the  thorax ;  the  appearances 
seen  resemble  those  observed  in  pleurisy  with  large  effusion  ;  in  pleurisy 
with  small  effusion,  as  already  shown,  the  dark  area  in  the  lower  part 
of  the  chest  shades  off  into  the  lighter  area  above,  the  fluid  remains 
near  the  diaphragm,  and  changes  its  position  comparatively  little. 

The  affected  side  of  the  chest  will  present  a  different  appearance 
with  the  patient  in  this  same  position,  if  the  position  of  the  tube  and 
screen  is  changed.  If  the  tube  is  placed  opposite  and  a  little  below  the 
centre  of  the  side  of  the  thorax,  and  one  end  of  the  screen  is  rested  on 
the  chest  and  the  other  is  a  little  raised,  the  X-rays  will  enter  the  chest 
above  the  fluid,  and  a  light  area  will  be  seen  on  the  screen,  because,  as 
we  have  just  seen,  the  fluid  gravitates  to  the  back  of  the  chest  when 
the  patient  is  lying  down. 

This  condition  of  things  can  be  still  better  shown  in  some  instances 
if  the  patient,  after  lying  down,  turns  a  little  on  one  side  as  the  fluid, 
instead  of  being  distributed  evenly  over  the  back  of  the  chest,  flows  in 
toward  the  sternum  and  gives  the  X-rays  a  still  better  opportunity  to 
demonstrate  the  air  in  the  portion  of  the  thorax  near  the  front  of  the 
chest  wall. 

The  following  tracing  is  taken  from  the  chest  of  a  boy  five  years 
old,  a  patient  of  Dr.  H.  VV.  Gushing  on  the  surgical  side  of  the  hospital, 
whom  I  examined  with  the  X-rays,  and  represents  the  appearances  seen 
both  when  the  patient  is  sitting  up  and  lying  down. 

In  the  former  position  the  fluid  rose  to  the  level  indicated  in  the  X-ray 
tracing  by  the  full  horizontal  line  just  above  the  nipple.  The  chest 
below  this  point  was  dark,  while  above  this  line  it  was  light,  as  in  the 
case  of  C.  P.  W.     When  the  boy  was  lying  down  the  fluid  distributed 
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itself  over  the  chest,  as  shown  by  the  crossed  lines  above  the  horizontal 
line.  This  tracing  also  indicates  that  the  position  of  the  diaphragm 
in  pneumohydrothorax  may  be  similar  to  that  in  pneumothorax. 

Immediate  Relief  by  Operation.  —  In  pneumohydrothorax  the  press- 
ure may  become  so  great  that  the  patient  may  be  in  imminent  danger. 
It  seems  to  me  probable  that  this  serious  condition  may  be  due  to  a 
valvelike  perforation  that  allows  the  air  to  be  drawn  in  but  does  not 
permit  it  to  go  out,  so  that  the  amount  of  air  in  the  affected  side  of  the 
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Fig.  154.  TonyM.  Five  years  old.  Tracing  one-third  life  size.  Pneumohydrothorax  (traumatic). 
Recumbent  position.  — '\\\\%  tracmg,  with  the  omission  of  the  horizontal  line  on  the  left  chest, 
indicates  the  appearances  seen  on  the  screen  when  the  patient  was  recumbent  and  the  tube  below 
him.  That  is.  the  chest  was  darkened  throughout;  the  diaphnigin  was  low  down  in  the  thorax, 
and  the  heart  was  drawn  to  the  left.  Sitting  position.  —  When  the  patient  sat  up  and  the  tube  was 
behind  him,  on  a  level  with  the  fourth  rib,  the  left  chest  below  the  horizontal  line  was  dark,  and  above 
it  very  bright.  This  horizontal  line  indicates  the  level  of  the  fluid.  The  fluid  remained  level  when 
the  patient  bent  from  side  to  side. 


chest  increases  to  such  an  extent  as  to  displace  the  heart  to  a  marked 
degree ;  that  is,  the  pressure  from  within  becomes  greater  than  the 
pressure  from  without.  Tapping  the  chest  in  such  cases  gives  immedi- 
ate relief,  and  the  X-rays  enable  us  to  estimate  the  amount  of  displace- 
ment of  the  organs,  the  quantity  of  air  present,  and  whether  or  not  an 
operation  should  be  done  directly.  The  following  case  illustrates  the 
danger  to  which  a  patient  suffering  from  pneumohydrothorax  may  be 
subjected :  — 
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The  patient,  Daniel  S.,  thirty-five  years  of  age,  was  in  my  service  at 
the  Boston  City  Hospital.  He  was  unconscious  and  evidently  in  a  dying 
condition.  I  inserted  a  hollow  needle  into  the  left  chest  between  the 
axillary  lines,  while  the  patient  was  lying  on  his  back;  when  it  was 
directed  so  that  its  point  was  toward  the  back  of  the  chest  the  fluid 
ran  out ;  when  the  needle  was  reversed,  the  air  came  out.  The  opera- 
tion gave  immediate  relief. 

In  conclusion,  in  these  conditions  or  diseases  the  X-rays  give  less 
equivocal  and  more  complete  evidence  than  can  be  obtained  by  the 
physical  signs. 


CHAPTER  X 
SECTION  I 

NORMAL  AND  ABNORMAL  HEART 

X-Ray  Examinations  of  the  Heart.  —  In  order  to  determine  the 
borders  of  the  heart  with  the  X-rays,  it  is  essential  that  the  lungs  and 
pleuroe  be  clear.  If,  for  example,  the  lung  is  dense  on  the  left  side  in 
its  lower  portion,  it  will  be  impossible  to  distinguish  the  left  border  of  the 
heart ;  or  if  there  is  pleuritic  effusion  on  the  left  side,  of  a  considerable 
amount,  it  would  likewise  be  impossible  to  determine  this  border.  In  a 
word,  it  is  evident  that  X-ray  examinations  cannot  be  used  to  determine 
the  borders  of  the  heart  unless  the  contrast  between  this  denser  organ 
and  the  lighter  pulmonary  area  is  sufficiently  marked. 

The  heart  may  be  examined  when  the  patient  is  standing,  sitting,  or 
lying  down.  Let  us  suppose  first  that  he  is  placed  flat  on  his  back,  exactly 
in  the  middle  of  the  canvas  stretcher  already  described ;  that  the  posi- 
tion of  the  vacuum  tube  has  been  determined  by  the  plumb-lines ;  and 
that  the  target  has  been  placed  under  the  stretcher  about  75  centimetres 
(30  inches)  away  from  the  screen,  and  at  the  point  where  the  median 
line  crosses  the  fourth  rib.  Since  to  get  accurate  results  it  is  necessary 
that  the  two  sides  of  the  body  be  at  equal  distances  from  the  tube,  a 
small  level  may  be  placed  across  the  sternum  to  make  sure  that  one  side 
is  not  higher  than  the  other.  Now  let  us  place  the  fluorescent  screen  on 
the  chest  and  examine  the  normal  heart. 

Appfarances  seen  on  the  Fluorescent  Screen 

Normal  Heart. — The  heart  hangs  in  the  thorax,  resting,  during 
expiration,  on  the  diaphragm,  in  such  a  position  that  its  long  axis  is  at 
an  angle  with  the  median  line  of  the  body.  Rut  when  a  deep  breath  is 
taken,  as  I  pointed  out  in  1896,^  the  outlines  of  the  heart  can  be  seen 

^  "A  Method  for  more  fully  <U'terniinin}»  the  Outline  of  the  Heart  by  Means  of  the  Huoro- 
scope,  together  with  Other  Uses  of  this  Instrument  in  Medicine,"  Boston  Medical  and  Surgical 
Journaly  October  I,  1896. 
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most  fully.  At  this  time  the  heart  moves  downward  and  inward,  the 
whole  of  the  left  border  is  clearly  seen,  and  the  right  border  also  becomes 
visible  on  the  right  side  of  the  sternum ;  therefore  the  best  view  of  the 
heart  is  then  obtained.  In  other  words,  the  inclination  of  the  long  axis 
of  the  heart  becomes  more  horizontal  as  the  diaphragm  rises  in  expira- 
tion, and  more  vertical  as  the  diaphragm  descends  during  deep  inspira- 
tion, and  this  change  in  direction  of  its  axis  takes  place  chiefly  during 
the  latter  portion  of  the  descent  of  the  diaphragm,  when  its  pull  on  the 
pericardium  becomes  stronger  and  the  lungs  distend.  At  this  latter 
period  of  the  respiratory  movements  the  transverse  diameter  of  the  heart 
is  somewhat  diminished,  and  its  pulsations  are  lessened  in  amplitude. 
This  temporary  decrease  in  diameter  and  shortening  of  the  pulsations 
of  the  heart  seem  to  be  partially  due  to  the  downward  pull  of  the 
diaphragm  to  which  reference  has  just  been  made.  The  axis  of  the 
normal  heart  is  more  inclined  in  some  persons  than  in  others,  a  point 
which  will  be  considered  when  discussing  the  accuracy  of  percussion. 

In  quiet  breathing  both  borders  of  the  heart  maybe  well  seen  in  some 
individuals,  and  in  such  cases  this  organ  can  be  measured  at  that  time. 
In  those  cases  where  they  cannot  both  be  well  seen  at  this  time,  the 
left  border  can  be  first  traced  on  the  skin  or  celluloid,  as  the  case  may 
be,  and  when  a  little  further  inspiration,  before  full  inspiration  is  reached, 
brings  the  right  border  into  better  view  that  may  be  added. 

The  heart  can  be  better  seen  during  full  inspiration  than  during  expi- 
ration, for  the  following  reasons :  First,  the  diaphragm  descends  dur- 
ing the  former  part  of  the  respiratory  period,  and  therefore  a  much 
larger  portion  of  the  cardiac  outline  is  brought  into  view.  Second,  the 
lungs  are  more  transparent  to  the  rays  during  deep  inspiration,  and 
therefore  the  pulmonary  area  on  the  screen  is  brighter,  and  consequently 
the  contrast  between  it  and  the  heart  is  more  marked.  The  right  side 
of  the  heart  is  better  seen  because  this  organ  is  a  little  more  to  the  right 
in  full  inspiration  than  in  expiration.  The  inferior  vena  cava  (as  also 
the  superior)  is  pushed  toward  the  median  line,  and  the  blood  vessels 
in  the  right  lung,  which  have  a  direction  downward  and  outward  from 
the  root  of  the  lung,  are  carried  farther  from  the  median  line  of  the 
body,  so  that  the  right  border  is  more  clearly  seen  during  deep  inspira- 
tion because  the  blood  vessels  whose  shadow  would  tend  to  confuse  and 
obscure  it  are  moved  from  the  position  which  they  hold  during  expira- 
tion. Full  inspiration  is  therefore,  as  a  rule,  the  best  time  for  measur- 
ing the  transverse  diameter  of  the  heart ;  but  it  must  be  remembered  that 
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the  more  vertical  position  of  the  heart's  axis  obtaining  at  this  time 
makes  the  horizontal  distance  between  its  right  and  left  borders  less 
than  during  expiration,  at  which  time  the  axis  of  the  heart  is  more 
inclined,  so  that  the  width  of  this  organ,  measured  at  deep  inspiration, 
varies  from  that  obtaining  at  expiration. 

The  following  cut  (Fig.  155)  is  a  reproduction  of  an  X-ray  photo- 
graph of  the  heart  ^  which  I  took  during  a  full  inspiration.  The  cut  is 
about  one-half  the  original  size  of  the  photograph,  and  shows,  above  the 
fourth  ribs,  the  outer  border  of  the  superior  vena  cava  and  of  the  aorta ; 
below  the  fourth  ribs,  the  heart.  The  diaphragm  is  seen  at  the  bottom 
of  the  picture. 

The  pulsations  of  the  heart  diminish  the  sharpness  of  the  outlines 
of  this  organ  in  the  X-ray  photograph,  and  in  the  process  of  repro- 
ducing this  photograph  the  clearness  even  of  the  original  is  lost. 
The  dark  areas  on  each  side  of  the  heart,  which  have  in  general  a 
direction  downward  and  outward,  are  the  shadows  of  the  pulmonary 
vessels.  In  the  original  negative,  there  is  seen  on  the  right  side,  above 
the  heart,  the  outline  of  the  outer  side  of  the  superior  vena  cava,  and 
within  it,  that  of  the  ascending  aorta.  The  curve  of  the  descending  aorta 
may  be  easily  followed  in  the  negative,  but  is  almost  lost  in  the  half- 
tone ;  in  the  original,  nearly  the  whole  of  the  outer  curve  of  the  ascend- 
ing, transverse,  and  descending  arches  of  the  aorta  may  be  followed. 

As,  then,  the  heart  may  be  measured  during  different  stages  of  the 
respiratory  movements,  the  period  at  which  the  measurement  has  been 
taken  should  be  noted,  so  that  if  a  second  examination  of  a  given  heart 
be  made,  for  the  purpose  of  comparison,  the  same  period  may  be  used. 
Likewise  the  period  at  which  the  measurement  has  been  taken  is  of 
importance,  and  should  be  noted  if  tables  giving  the  widths  of  a  large 
number  of  hearts  are  being  compiled  for  the  purpose  of  comparison 
with  some  other  method  of  examination,  or  for  other  purpose. 

Levy-Dorn,  at  the  meeting  noted  below,^  showed  two  pictures  of  the 
heart,  the  one  in  deep  inspiration,  the  other  during  forced  expiration ; 
and  they  indicated  that  the  diameter  of  the  heart  was  greater  during 
expiration. 

Pulsations.  —  The  pulsations  of  the  heart  seem  to  be  less  marked 
during  full   inspiration   than  during   expiration,  or  the   inspiration   of 

*  Communications  of  Mass.  Med.  Society,  June  13,  1899. 

2"Zur  Untersuchung  des  Ilerzens  mittels  Roentgenstrahlen,"  Verhandlungen  des  Con- 
gresses fur  Innere  Medicin,  1899,  also  Fortschritte  a,  d,  Geb.  d.  R'dntgenstr ,,  p.  216,  B.  II,  1898. 


Fig.  156. 


Hall-lonc  of  radiograph  of  heart  of  the  same  man  as  in  Fig.  155,  taken  during  quiet  breath- 
ing (about  the  position  of  expiration). 
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quiet  breathing.  This  diminution  in  the  extent  of  the  pulsations  may 
be  due  to  several  causes :  to  the  descent  of  the  heart  when  the  dia- 
phragm is  lowered ;  to  the  stretching  of  the  pericardium  by  the  descent 
of  the  diaphragm ;  and  to  the  turning  of  the  heart  so  that  a  portion 
with  less  amplitude  of  pulsation  is  silhouetted  on  the  screen. 

The  pulsations  of  the  left  border  of  the  heart  may  be  best  followed 
on  the  fluorescent  screen  during  full  inspiration,  and  the  observer  may 
easily  see  that  it  changes  its  outline  chiefly  over  the  cavity  of  the  left 
ventricle,  toward  the  base  of  the  heart,  and  that  its  apex  does  not 
shorten  very  much.  The  pulsations  of  the  right  ventricle  may  be 
followed,  when  its  border  is  clearly  defined  beyond  the  edge  of  the 
sternum,  during  full  inspiration,  and  in  some  cases  in  the  inspiration 
of  quiet  breathing;  and  maybe  more  fully  observed  at  these  periods 
than  during  expiration.  After  a  full  breath  has  been  held,  the  pulsa- 
tions of  the  ventricle  are  not  only  more  rapid,  but  more  ample  during 
the  succeeding  expiration. 

The  right  auricle  casts  a  faint  shadow  on  the  screen,  and  its  pul- 
sations may  be  followed  in  health  under  favorable  conditions,  that 
is  to  say,  if  the  apparatus  is  good  and  the  individual  is  thin  ;  but 
more  easily  if  emphysema  is  present  or  if  the  auricle  is  distended  by 
disease. 

The  pulsations  of  the  ventricle  are  more  easily  seen  than  those  of 
the  auricle,  because  the  former  is  denser  and  therefore  casts  a  more 
marked  shadow.  The  physician  should  become  familiar  with  the  char- 
acter of  the  pulsations  and  their  amplitude  in  health,  for,  as  we  shall 
see  later,  they  may  be  modified  in  cardiac  disease. 

The  heart  does  not  work  to  its  full  capacity  when  the  individual  is 
quiet,  but,  like  the  lungs,  can  be  called  upon  to  do  much  more  when 
required.  The  excursions  from  systole  to  diastole  are  seen  on  the 
screen  to  be  ampler  after  active  exercise. 

Apex  Beat.  —  The  impulse  felt  on  the  chest  wall  is  not  always  the 
beat  of  the  apex  of  the  heart ;  but  in  health  is  sometimes  the  blow  given 
by  the  ventricle  against  the  chest  wall.  This  point  is  easily  demon- 
strated by  the  X-rays,  for,  on  looking  into  the  chest,  the  anatomical  apex 
may  sometimes  be  seen  lower  down  than  the  point  where  the  impulse 
is  felt.  In  disease,  when  the  heart  is  displaced  to  the  right,  the  impulse 
felt  to  the  right  of  the  sternum  and  attributed  to  the  apex,  is  in  some 
instances  the  blow  from  the  right  ventricle.  The  following  case  is 
illustrative :  — 
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Bernard  McL.,^  nineteen  years  old,  entered  my  service  at  the  hos- 
pital February  11,  1897.     Diagnosis:  pneumonia. 

February  13.  X-ray  examination  with  screen  showed  in  the  right 
lung  a  dark  area,  well  defined  above  and  below,  as  indicated  in  the 
tracing  (see  Fig.  106,  chapter  on  Pneumonia),  and  that  the  outlines  in 
the  whole  chest  were  rather  less  clear  than  normal. 

The  apex  beat  of  the  heart,  indicated  in  the  tracing  by  the  letter  A, 
appeared  to  be  in  the  fourth  interspace  8.25  centimetres  from  the  mid- 
sternal  line,  whereas  the  X-ray  examination  showed  that  the  real  apex 
of  the  heart  was  more  than  2.5  centimetres  below  this  point. 

If  the  apex  beat  is  especially  well  marked,  it  suggests  that  the  pul- 
sations are  stronger  than  normal,  or  that  the  heart  is  held  against  the 
thoracic  wall  more  firmly  than  usual,  either  by  a  lung  denser  than 
normal  or  by  a  somewhat  emphysematous  lung.  If  the  lung  is  so 
emphysematous  that  it  intervenes  between  the  heart  and  the  chest 
wall,  of  course  the  apex  beat  could  not  be  seen  on  the  chest  by  the 
unaided  eye. 

It  is  evident  that  in  studying  the  heart  it  is  well  to  examine  its  out- 
lines on  the  fluorescent  screen,  during  both  inspiration  and  expiration, 
but  they  are  most  fully  brought  out  when  the  patient  takes  a  deep 
breath.  If  studied  during  the  various  phases  of  the  respiratory  move- 
ment, nearly  the  whole  of  the  left,  and,  as  a  rule,  more  or  less  of  the  right, 
border  of  the  ventricles  may  be  seen.  The  following  diagram  is  illus- 
trative of  this  (Fig.  157) :  — 

Experiments  made   by    Ludwig  and    Hesse   on   the  Form  of  the 
Heart  in  Systole  and  Diastole 

In  connection  with  the  changes  in  the  size  of  the  normal  heart  as 
seen  on  the  fluorescent  screen,  the  experiments  made  by  Ludwig  and 
Hesse  on  the  physiology  of  this  organ,  and  published  in  1880  ("  Beitrage 
zur  Mechanik  der  Herzbewegung,"  Arch,  fiir  Anat.  und  Phys.y  p.  329) 
are  of  interest.  I  will  therefore  take  up  this  subject  briefly,  using  for 
the  most  part  the  lecture  by  Donald  Macalister  (**  Remarks  on  the  Form 
and  Mechanism  of  the  Heart,"  Brit,  Med.  Jotir,,  October  28,  1882), 
though  practitioners  who  are  interested  in  this  question  will  find  it  well 
worth  while  to  consult  the  original. 

*  This  case  and  the  tracing  are  given  in  the  chapter  on  Pneumonia,  so  that  further  details 
are  unnecessary  here. 
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"  Galen  and  Vesalius  taught  that  the  heart  lengthened  in  systole ; 
Harvey  that  it  shortened.    In  the  seventeenth  century  the  famous  medi- 
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Fig.  157.    Diagram  of  heart  movements. 

hi-ijM.itn  representing  the  borders  ot  the  blood  vessels,  heart,  and  diaphragm  —  the  full  lines  in 
dr-rp  Ml  .piriiiion,  the  broken  lines  in  expiration,  the  dotted  lines  just  below  the  broken  ones  the 
|Mi»ilioii  o(  ihf  diaphragn   in  ordinary  inspiration. 

I  hr  jifjr  of  large  and  small  dots  inside  the  left  border  of  the  heart  shows  the  position  of  the  left 
bortler  in  systole,  tht;  full  line  in  diastole,  during  full  inspiration.  The  other  movements  of  the  heart  — 
namely,  those  of  the  apex,  the  right  ventricle,  and  the  right  auricle  — are  not  indicated  in  the  diagram. 

cal  schools  of  Montpellier  and  Paris  fought  fiercely,  but  chiefly  with  dialec- 
tic weapons,  on  Galen's  side  and  on  Harvey's,  respectively.  At  length 
Hassuel  asked  triumphantly,  *  How,  if  the  ventricle  lengthens,  can  the 
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auricular  valves,  anchored  to  its  walls  by  the  tendinous  cords,  ever  suc- 
ceed in  closing  ? '  No  answer  was  forthcoming  from  the  south,  and  so 
victory  remained  in  Paris.  Since  then  the  text-books  tell  you  that  the 
heart  shortens  when  it  contracts.  It  is  not  hard  to  see  how  Harvey, 
and  other  observers  since,  have  got  this  impression  from  watching  the 
still  acting  heart  in  situ'' 

The  procedure  adopted  by  Ludwig  and  Hesse  to  obtain  the  form  of 
the  heart  in  diastole  and  systole  was  as  follows :  — 

"  A  dog  is  rapidly  bled  from  the  carotids ;  the  chest  is  opened ; 
the  auricular  vessels  are  ligatured ;  straight,  graduated  glass  tubes  are 
tied  into  the  pulmonary  artery  and  the  aorta,  and  the  heart  is  then 
removed  from  the  body  and  suspended  by  the  tubes,  which  are  kept 
vertical.  The  blood  of  the  animal  has  been  meanwhile  freed  from 
fibrin,  and  it  is  now  poured  into  the  vertical  tubes  so  as  to  dilate  the 
ventricles,  until  the  pressure  is  equal  to  the  mean  blood  pressure  during 
life  (150  millimetres).  The  auricles  at  once  begin  to  pulsate  rhyth- 
mically, and  continue  to  do  so  for  nearly  an  hour.  The  ventricles  remain 
soft,  pliable,  and  irritable  all  this  time.  The  heart  muscle,  in  contact 
with  nutrient  blood,  and  prevented  from  cooling  or  drying,  is  in  fact 
alive.  Certainly  for  the  first  few  moments  of  this  hour  no  change  in 
its  vital  properties  can  have  occurred.  Little  pins  are  quickly  inserted 
into  the  muscle  at  certain  spots  to  serve  as  reference  marks,  and  then 
a  thin  layer  of  very  quickly  setting  plaster  is  lightly  applied.  A 
minute  or  two  is  enough  to  let  this  harden  sufficiently,  and  then  it  is 
broken  off  by  a  skilled  hand,  who  is  able  to  set  together  the  pieces 
again,  and  so  to  form  a  mould  from  which  casts  may  be  taken.  .  .  . 
It  was  in  this  way,  then,  that  this  cast  of  the  diastolic  heart  was 
made.  ..." 

"  To  obtain  this  [a  cast  of  the  same  heart  in  typical  systole]  the  heart, 
still  living  and  uninjured  (for  the  auricles  still  pulsate),  is  emptied  of 
blood,  and  then  plunged  quickly  into  a  hot  saturated  solution  of  bichro- 
mate of  potassium  at  50°  Cent.  (Fahr.  122°).  One  rapid  and  final  con- 
traction of  the  ventricular  muscles  takes  place ;  this  is  permanent,  for 
the  muscle  passes  into  rigor  caloris,  .  .  .  and  in  this  state  it  is  fixed,  and 
its  textures  hardened,  without  shrinkage  or  alteration  by  the  bichromate. 
We  can  let  it  stay  in  the  solution  till  the  hardening  is  complete,  and  take 
a  cast  of  its  outward  form  at  leisure." 

Casts  of  the  outward  form  of  the  heart  being  thus  obtained,  Ludwig 
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and  Hesse  proceeded  to  get  casts  of  the  form  of  the  cavities  of  each 
ventricle.  The  method  was  necessarily  different,  for,  although  plaster 
could  be  poured  into  the  dilated  cavities,  the  mould  could  not  be  set  free 
without  destroying  the  heart.  Therefore,  after  making  preliminary  exper- 
iments with  several  pairs  of  young  dogs,  two  were  taken  of  the  same 
make  and  size  from  the  same  litter.  They  were  similarly  fed  and  grew 
together,  and  it  was  found  after  death  that  the  hearts  were  similar  as 
were  the  dogs.  The  heart  of  one  of  these  dogs  was  dilated,  as  in  the 
first  experiment,  with  its  own  blood,  and  then  lowered  into  cool  bichro- 
mate solution ;  it  was  thus  slowly  hardened  in  its  diastolic  form.  The 
heart  of  the  other  was  brought  to  contract  by  hot  bichromate  solution 
and  hardened  in  systole.  When  the  hardening  was  complete,  casts  of 
the  cavities  were  made  in  plaster  or  fusible  metal,  and  corresponding 
transverse  sections  of  the  two  hearts  were  cut  to  show  the  relation  of 
the  walls  to  the  lumen.  On  comparing  these  corresponding  transverse 
sections  it  was  found  that  the  muscle  area  was  the  same  in  systole  and 
diastole.  Any  change  in  the  contents  of  the  outer  circumference  was 
entirely  at  the  expense  of  the  lumina.  This  experiment  shows  that  the 
systole  is  effected  by  the  diminution  of  the  cross  section  everywhere 
without  change  of  the  length. 

The  article  goes  on  to  indicate  the  reason  why  the  heart  changes  its 
form  in  this  way. 

"  The  arrangement  of  the  muscular  fibres  of  the  heart  is  extremely 
complex.  If  it  were  composed  of  circular  fibres  alone,  it  is  plain  that, 
as  they  contracted  so  that  the  circumference  of  each  ring  shortened,  its 
thickness  must  at  the  same  time  increase.  The  result  would  be  that 
the  heart  would  lengthen  on  the  whole.  If  the  heart  were  mainly  made 
of  longitudinal  fibres,  they  would  thicken  and  shorten  simultaneously 
when  they  contracted,  and  the  heart  would  shorten  on  the  whole.  In 
the  actual  heart  both  sets  arc  present,  and  they  conspire  as  to  the 
diminishing  of  the  cavity,  but  they  conflict  as  to  changing  the  length  of 
the  heart.  The  result  is,  on  the  one  hand,  increased  efficiency  in 
expelling  the  blood  ;  on  the  other,  a  balance  between  the  opposing 
forces  which  keeps  the  length  of  the  heart  unchanged.  This  latter 
balance  is  not  an  idle  refinement.  The  mutual  checking  and  restraining 
of  each  other's  play  calls  out  the  elasticity  as  well  as  the  contractility  of 
the  muscles.  In  systole  they  are  in  strained  equilibrium.  The  result 
is  that,  as  soon  as  the  effort  of  contraction  ceases,  the  elastic  action  will 
set  up  a  springlike  reaction,  and  the  ventricles  begin  to  dilate  actively. 
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.  .  .  Marey  and  Fick,  Goltz  and  Gaule,  .  .  .  have  shown  that  in  the 
beginning  of  diastole  there  is  such  an  active  element  in  the  dilatation." 

Appearances  seen  on  the  Fluorescent  Screen  to  the  Right  of  the 
Sternum.  —  The  appearances  seen  on  the  screen  to  the  left  of  the 
sternum  can  be  readily  interpreted,  but  those  on  the  right  border  of 
the  sternum  may  vary  in  different  individuals  and  may  sometimes  be 
quite  puzzling ;  therefore  to  properly  interpret  them  it  is  necessary  not 
only  to  carefully  study  them,  but  also  to  study  the  measurements  show- 
ing the  position  of  the  blood  vessels  and  the  right  auricle  and  ventricle 
during  expiration  and  full  inspiration. 

On  the  right  of  the  sternum  the  shadow  of  the  blood  vessels  may  be 
seen  in  expiration,  but  not  always  that  of  the  right  border  of  the  right 
ventricle. 

I  have  studied  the  position  of  the  blood  vessels  and  of  the  borders 
of  the  heart  at  autopsies  made  at  the  Boston  City  Hospital,  and  taken 
measurements  of  the  position  of  this  organ  after  death,  but  the  number 
observed  was  too  few  to  afford  a  basis  for  positive  conclusions.  The 
measurements  obtained,  however,  show,  when  compared  with  the  appear- 
ances which  I  have  seen  on  the  fluorescent  screen,  that  the  position  of 
the  right  border  of  the  heart  with  reference  to  the  sternum  varies  in 
different  individuals,  and  also  under  different  pathological  conditions 
brought  about  by  disease  in  itself  or  in  neighboring  organs.  For 
instance,  in  a  man  who  died  of  arsenical  poisoning,  I  found,  after 
the  sternum  had  been  removed,  that  the  right  border  of  the  right  ventri- 
cle was  0.5  centimetres  to  the  right  of  the  median  line.  When  the  dia- 
phragm was  pulled  down,  the  right  border  of  this  ventricle  was  1.25 
centimetres  to  the  right  of  this  line.  It  probably  could  not  have  been 
seen  in  this  patient  even  in  full  inspiration.  The  border  of  the  superior 
vena  cava,  in  the  fourth  intercostal  space,  was  4.5  centimetres  to  the 
right  of  the  median  line  (its  shadow  could  have  been  seen),  and  the 
left  border  of  the  ventricle  was  9  centimetres  to  the  left  of  the  same 
line. 

Again,  at  the  autopsy  made  on  a  man  who  died  of  pneumonia,  I 
saw  that  the  right  ventricle  would  evidently  have  reached,  during  a  full 
inspiration,  much  beyond  the  right  of  the  sterniim.  The  right  auricle 
extended  from  the  lower  border  of  the  second  rib  to  the  lower  border 
of  the  fifth  rib,  and  3.5  centimetres  to  the  right  of  the  median  line.  In 
the  case  of  a  patient  with  a  normal  chest,  that  I  had  examined  radio- 
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scopically  a  few  days  before  his  death,  and  on  whose  skin  the  outlines 
of  the  heart  still  remained,  I  found  that  the  heart  after  death  was  a 
little  higher  in  the  thorax  than  in  life.  These  instances  show,  there- 
fore, that  the  question  of  what  could  and  could  not  be  seen  on  the 
fluorescent  screen  should  be  carefully  studied,  and  measurements  taken 
at  autopsies  after  the  sternum  has  been  removed,  and  both  before  and 
after  the  pericardium  has  been  opened.  The  distance  from  the  median 
line  to  the  border  of  the  heart  is  readily  found  by  measuring  the 
distance  from  a  string  stretched  from  a  point  midway  between  the 
clavicles  to  the  pubes. 

We  have  been  observing  the  movements  of  the  normal  heart  with 
the  patient  lying  on  his  back  and  the  screen  on  the  front  of  the  chest ; 
a  better  position  for  an  examination  than  if  he  were  lying  on  his  face 
and  with  the  screen  on  his  back,  because  ordiriarily  the  heart  is  nearer 
to  the  front  of  the  chest  than  to  its  back.  After  the  heart  has  been 
examined  with  the  patient  in  this  position,  he  may  be  turned  on  one 
side  or  the  other,  or  lie  on  his  face,  or  partly  on  one  side,  if  it  is  desired 
to  see  the  heart  from  different  directions.  The  physician  should  famil- 
iarize himself  with  the  outlines  of  this  organ  as  seen  when  the  patient 
is  placed  in  different  positions. 

If  the  patient  lies  on  his  right  side,  with  his  arms  held  forward  or 
up  so  that  they  will  not  be  in  the  way,  and  the  screen  be  applied  to  the 
left  side,  and  the  vacuum  tube  be  so  placed  that  the  light  is  opposite 
the  middle  of  the  right  side  and  the  lower  border  of  the  heart,  a  bright 
area,  usually  triangular  in  shape,  which,  so  far  as  I  am  aware,  was  first 
demonstrated  by  me,^  will  come  into  view  during  deep  inspiration.  This 
triangle  is  made  up  of  three  curved  lines,  the  lowest  being  the  outline 
of  the  diaphragm  ;  the  upper  and  anterior  one,  the  posterior  border  of 
the  heart ;  and  the  posterior  one  the  outlines  of  the  spine  or  of  the 
tissues  immediately  in  front  of  it.  This  triangle  is  usually  closed  at 
the  anterior  angle,  but  did  not  happen  to  be  in  the  patient  from  whom 
the  following  diagram  was  made.  The  outline  of  the  anterior  border 
of  the  heart  may  also  be  followed  in  some  patients,  as  well  as  much  of 
the  lower  and  posterior  border. 

Likewise,  when  the  patient  is  examined  with  the  light  going  through 
the  body  from  side  to  side,  a  space,  broad  above  and  narrower  below,  is 

^•*X-Rays  in  Medicine,"  Transactions  of  the  Medical  Society  of  the  State  of  New  York, 
January,  1898. 
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seen  between  the  anterior  and  upper  portion  of  the  heart  and  the  che 
wall.  This  area  is  seen  to  widen  and  lengthen  in  full  inspiratio 
That  is  to  say,  the  heart  moves  downward,  and  the  upper  portic 
slight4y  backward,  as   more   lung  intervenes  bet>yeen  the  upper   pa 


Fu;.  158.  Triangle. 
The  outline  of  the  lx>dy  and  the  ends  of  the  ribs  have  been  traced  froni  an  anatoml 
plate,  which  represents  a  section  of  the  body  through  the  left  parasternal  line.  The  heart  line  a 
the  outlines  of  a  portion  of  the  diaphragm  and  spine,  or  rather  what  jies  in  front  of  the  spine,  form  1 
triangle,  and  were  drawn  on  the  skin,  together  with  the  remaining  heart  lines,  while  looking  throu 
the  patient  during  full  inspiration,  with  the  fluorescent  screen  placed  on  the  left  side.  These  lii 
were  then  transferred  to  the  drawing  from  which  this  cut  was  made.  The  outline  of  the  heart 
indicated  in  the  cut  partly  by  a  full  and  partly  by  a  dotted  line.  The  full  line  shows  the  ext< 
of  the  tower  and  posterior  border  usually  seen  in  health  on  the  fluorescent  screen ;  the  dotted  line,  1 
additional  amount  seen  in  this  individual  in  health. 

of  the  heart  and  the  front  chest  wall  than  between  the  lower  part 
this  organ  and  this  chest  wall.      I  observed  this  movement  and   tl 
consequent  increasing  of  the  above-mentioned  space  very  well  in  oi 
of  my  patients,  J.  H.,  a  well-built  man  twenty  years  of  age,  who  w 
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convalescent  from  typhoid  fever.  This  distance  of  the  heart  from  the 
chest  wall  would  prevent  an  accurate  determination  of  the  upper  bor- 
ders of  this  organ  by  percussion,  especially  in  full  inspiration.  (See 
chapter  on  Emphysema,  page  198.) 

The  width  of  the  dark  area  which  is  back  of  the  sternum  and  above 
the  heart  varies  with  the  position  of  the  patient;  it  is  a  little  wider 
when  he  is  lying  down  than  when  he  is  sitting,  and  in  expiration  than 
in  deep  inspiration.  The  width  of  the  heart  also  varies  in  like  manner 
and  from  the  same  cause.  The  heart  and  blood  vessels  are  farther  away 
from  the  screen  when  the  patient  is  lying  than  when  he  is  sitting  down, 
and  therefore,  for  optical  reasons,  the  dark  area  alluded  to,  and  the 
heart,  cast  a  broader  shadow  on  the  screen  when  he  is  in  the  former 
than  in  the  latter  position.  This  difference  in  width,  however,  may  be 
neglected  for  clinical  purposes,  if  the  source  of  light  is  at  the  proper 
distance  from  the  patient. 

Width  of  Normal  Heart.  —  I  found  the  average  width  of  the  heart, 
as  determined  by  an  X-ray  examination  of  forty-eight  men,  was  3  centi- 
metres from  the  median  line  to  the  right  border,  and  S,6  centimetres 
from  the  median  line  to  the  left  border;  total  11.6  centimetres.  In 
thirty-one  women  the  width  was  2.5  centimetres  from  the  median  line 
to  the  right  border,  and  S,y  centimetres  from  the  median  line  to  the 
left  border;  total  11.2  centimetres.  These  cases  indicate  that  the 
heart  in  women  lies  a  little  more  to  the  left  than  in  men,  but  these 
observations  are  of  course  too  few  and  too  incomplete  for  definitely 
determining  the  average  width  of  the  heart. 

It  is  important  not  only  to  obtain  the  size  of  the  heart  as  a  whole, 
but  also  the  size  of  the  right  heart  as  compared  with  that  of  the  left ; 
and  we  must  always  bear  in  mind  the  conditions  which  may  draw  the 
heart  in  one  or  another  direction,  or  push  it  one  way  or  another.  This 
point  will  be  taken  up  later. 

If  we  note  carefully  the  width  of  the  heart  on  the  right  side  of  the 
median  line,  as  well  as  of  that  on  the  left  side,  and  the  total  width, 
we  may  infer  from  these  figures  whether  or  not  the  heart  is  displaced 
or  one  side  is  more  enlarged  than  the  other. 

Location  of  the  Right  and  Left  Borders  of  the  Heart  by  Distance  from 
the  Median  Line.^ — The  determination  of  the  right  and  left  borders  of 
the  heart  by  the   distance  from  the  median  line  is  a  more  accurate 

1 "  location  of  the  Right  and  Left  Borders  of  the  Heart  by  the  Distance  from  the  Median 
Line,"  by  F.  H.  Williams,  M.D.,  Boston  Medical  and  Surgical  Journal^  June  21,  1899. 


NORMAL  AND  ABNORMAL  HEART 


261 


method  than  the  one  now  generally  used,  of  designating  its  left  border 
by  reference  to  the  nipples,  and  its  right  border  by  reference  to  the 
sternum.  In  women  the  nipple  line  is  too  indefinite  to  be  considered, 
and  in  men  the  position  of  the  nipples  varies  considerably;  for  in- 
stance, in  21  men  in  one  of  my  wards  at  the  Boston  City  Hospital, 
the  distance  between  the  nipples  averaged  21.5  centimetres;  the  short- 
est distance  was  18.5,  the  longest  25.5  centimetres.  In  other  words, 
in  21  patients  the  variation  between  the  extremes  was  7  centimetres 
from  nipple  to  nipple,  or  3.5  between  the  median  and  the  nipple  lines. 
Thus  we  see  that  the  position  of  the  nipples  may  vary  in  their  distance 
from  the  median  line  by  more  than  2.5  centimetres.  Such  a  variation 
in  the  size  of  the  heart  as  this  might  mean  serious  disease.  The  state- 
ment that  the  left  border  of  the  heart  is  a  little  inside  the  nipple  line 
would  not  strike  us  so  forcibly  as  if  we  were  told  that  it  was  2.5  centi- 
metres farther  to  the  left  than  in  health.  Moreover,  if  we  determine 
the  right  border  of  the  heart  as  so  many  centimetres  or  inches  to  the 
right  of,  and  the  left  border  as  so  many  centimetres  or  inches  to  the  left 
of,  the  median  line,  we  determine  not  only  how  much  it  is  to  the  right  or 
to  the  left,  but  by  adding  the  two  quantities  together  we  readily  get  the 
total  width  of  the  heart.  The  width  cannot  be  obtained  so  accurately 
when  the  right  border  is  determined  with  reference  to  the  sternum,  and 
the  left  border  with  reference  to  the  nipples. 

Width  of  Heart  in  Relation  to  Height  of  Individual.  —  Levy-Dom 
("Zur  Untersuchung  des  Herzens  mittels  Roentgenstrahlen,"  Verhand- 
lungen  des  Congresses  fiir  Innere  Medicin,  1899)  measured  the  size  of 
the  heart  in  tvventy-four  individuals  by  means  of  the  X-rays,  and  deter- 
mined what  its  normal  diameter  should  be  with  reference  to  the  height 
of  these  individuals.     The  following  table  shows  his  results  :  — 


1.25 

'•5 

"•75 


Height. 


metres, 
metres, 
metres. 


Diameter  of  Heart. 


9 
II 
12 


centimetres, 
centimetres, 
centimetres. 


If  the  diameter  of  the  heart  is  considerably  greater  or  less  than  the 
figures  given,  Levy-Dorn  considers  it  indicative  of  pathological  condi- 
tions. 
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Abnormal  Heart.  —  When  the  heart  is  in  an  abnormal  condition, 
we  may  sometimes  obtain  a  more  complete  outline  of  it  on  the  fluores- 
cent screen  than  when  it  is  normal.  A  much-distended  right  auricle 
may  be  seen  if  the  lungs  are  clear,  but  it  frequently  happens  that  when 
this  auricle  is  much  distended  the  circulation  in  the  lungs  is  such  that 
the  contrast  between  the  shadow  of  the  pulmonary  area  and  the  auricle 
is  not  sufficiently  marked  to  enable  the  physician  to  distinguish  between 
the  former  and  the  latter  on  the  screen.  On  the  other  hand,  if  emphysema 
is  present,  the  lung  is  unusually  permeable  by  the  rays,  and  there  may  be  a 
good  opportunity  to  note  the  size  and  follow  the  pulsations  of  a  distended 
right  auricle.  The  left  auricle  might,  I  think,  be  seen  under  unusual  con- 
ditions if  it  were  very  much  distended.  In  examining  the  heart  the 
physician  should  note  carefully  whether  or  not  either  ventricle  is 
enlarged,  or  if  the  right  auricle  is  dilated ;  also  whether  or  not  the 
heart  changes  its  position  during  full  inspiration  and  what  the  changes 
are.  In  estimating  the  enlargement  of  the  heart,  the  observer  should 
not  only  consider  the  increase  in  the  transverse  diameter,  but  also  how 
much  the  relations  between  the  lower  border  of  the  heart  and  the 
diaphragm  differ  from  those  found  in  health.  In  the  latter  condition 
there  is  ordinarily  a  free  space  between  this  organ  and  the  muscle 
during  deep  inspiration.  The  heart  is  then  supported  by  the  blood 
vessels  and  does  not  rest  on  the  diaphragm. 

The  lateral  borders  of  the  dark  area  above  the  heart  are  cast  by  the 
blood  vessels  and  soft  tissues  which  lie  between  the  backbone  and  the 
sternum,  and  in  drawing  the  outlines  seen  on  the  screen  we  should  note 
with  care  their  lines.  Here  we  get  changes  in  outline  due,  for  example,  to 
the  beginning  of  an  aneurism  or  some  new  growths,  but  more  frequently 
to  a  deviation  towards  one  side  or  the  other,  the  consequence  of  dis- 
placement by  fluid  in  the  opposite  dark  side  of  the  thorax;  or,  if  the 
heart  is  drawn  toward  the  darker  side,  the  displacement  may  be  due  to 
contraction  of  the  lung  or  pleura  on  that  side. 

I  have  made  some  hundreds  of  tracings  of  heart  outlines  in  various 
diseases,  which  indicate  not  only  the  size  and  po.sition,  but  also  the 
mobility  of  this  organ. 

Hy  the  use  of  an  instrument  which  I  have  devised,^  it  is  possible 
to  listen  to  the  heart's  sounds  while  the  movements  of  the  heart  are  fol- 
lowtid  on  the  screen.  A  better  form  of  this  instrument  has  been  devised 
by  Ur.  Rollins.     (See  Chapter  III,  page  60.) 

1  Boston  Afediail  and  Surgical  Journaly  October,  1896. 
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SECTION    II 
METHODS   OF   EXAMINATION 

Intensity  of  Light.  —  In  examining  the  heart  with  the  fluorescent 
screen,  the  light  should  be  of  suitable  intensity,  neither  too  bright  nor 
too  faint,  as  in  either  case  the  borders  of  the  heart  would  be  ill  defined. 
In  young  people  special  care  must  be  taken  that  the  light  is  not  brighter 
than  necessary,  for,  if  too  bright,  not  merely  will  the  borders  of  the  heart 
become  indistinct,  but  the  whole  organ  will  cast  no  shadow. 

Position  of  Patient.  —  When  a  patient  is  to  be  examined,  the  position 
in  which  he  is  placed  should  be  carefully  noted,  so  that  he  may  assume 
it  again  exactly  in  case  a  second  examination  is  desired  for  purposes  of 
comparison.     (See  Chapter  III.) 

Recumbent  and  Sitting  Position.  —  The  patient  may  be  examined 
either  lying  down  or  sitting  up;  in  some  cases,  as  stated  in  Chapter  III, 
the  latter  position  is  preferable  because  the  patient  cannot  lie  down  with 
comfort  owing  to  the  diseased  condition  of  his  heart.  The  arrangements 
for  an  examination  in  this  position  have  been  given  in  Chapter  III. 

Errors  to  be  avoided  in  measuring  the  Width  of  the  Heart.  —  In  exam- 
ining the  heart  for  the  purpose  of  measuring  its  width,  there  are  two 
sources  of  error  in  technique  to  be  avoided ;  first,  that  which  would 
result  from  the  unsuitable  position  of  the  tube ;  and  second,  from  the 
manner  of  recording  the  outlines. 

Position  of  Tube.  —  The  tube  must  be  at  a  considerable  distance  (70 
to  75  centimetres)  from  the  heart  in  order  to  avoid  an  exaggeration  of  its 
shadow  on  the  screen.  If  the  heart  is  much  enlarged,  the  tube  should  be 
placed  directly  under  the  left  border  when  that  is  being  determined,  and 
moved  to  a  position  immediately  under  the  right  border  when  that  is  to 
be  obtained.  (See  Chapter  III,  page  62.)  These  positions  may  be  deter- 
mined by  the  use  of  the  indirect  plumb-line  already  described.  The 
change  in  the  position  of  the  tube  prevents  the  exaggeration  in  size 
which  would  otherwise  result.  In  a  normal  heart  this  change  is  not 
necessary,  as  the  slight  exaggeration  that  is  caused  by  determining  the 
right  and  left  borders  with  the  tube  in  the  same  position  can  be  just 
about  neutralized  by  drawing  the  outline  of  the  heart's  border  on  the 
inner  side  of  the  shadow  instead  of  on  the  outer  side. 

Position  of  Screen.  —  If  the  patient  to  be  examined  is  stout,  or  is  a 
woman  with  well-developed  breasts,  so  that  the  screen  must  be  at  some 
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distance  from  the  heart,  the  size  of  this  organ,  especially  on  its  left 
border,  will  be  exaggerated,  that  is  to  say,  the  shadow  will  fall  too  far  to 
the  left.  Therefore  in  such  cases  also  the  tube  must  be  placed  directly 
under  the  border  to  be  determined,  and  this  point  may  be  obtained  by 
means  of  the  indirect  plumb-line  already  described. 

Tracings  on  the  Skin.  —  If  the  outline  of  the  left  border  of  the  heart 
when  marked  on  the  skin  is  in  about  the  same  plane  as  the  sternum,  its 
distance  from  the  median  line  can  be  measured  correctly  ^  by  stretching 
a  tape  measure  along  the  skin  from  the  median  line  to  this  point,  but  if 
the  outline  of  the  left  border  falls  so  far  to  the  left  that  the  tape-meas- 
ure, in  following  the  skin,  must  go  around  to  the  side  of  the  chest,  it  is 
evident  that  the  measurement,  so  taken,  from  the  median  line  to  this 
point  would  be  too  great.  To  avoid  this  source  of  error,  one  end  of  the 
tape-measure  should  be  held  at  the  median  line  and  the  measure  be  then 
drawn  out  horizontally,  and  the  left  border  marked  upon  it  at  the  point 
where  this  outline  of  the  heart  would  fall  when  projected  upon  the 
measure  at  right  angles  to  it. 

A  similar  course  must  be  pursued  under  similar  circumstances  if  the 
outlines  traced  upon  the  skin  are  retraced  on  tracing  cloth ;  for  if  the 
cloth  were  folded  around  the  chest  and  the  heart  were  so  enlarged  or 
displaced  that  the  outline  of  the  left  border  fell  upon  the  curved  por- 
tion of  the  cloth,  the  width  of  the  heart  measured  upon  the  cloth  would 
be  greater  than  the  reality.  Therefore,  to  avoid  this  exaggeration,  the 
cloth,  like  the  tape-measure,  must  be  held  in  a  horizontal  plane  and  the 
line  already  drawn  upon  the  skin  be  projected  upon  the  cloth. 

The  size  of  the  heart  would  be  exaggerated  under  similar  circum- 
stances if  the  line  of  the  skin  were  followed  from  the  median  line  to  the 
left  border,  in  making  a  measurement  of  the  width  as  determined  by 
percussion. 

Tracings  on  a  Thin  Sheet  of  Glass  or  a  Film  of  Celluloid.  —  If,  instead 
of  tracing  the  outlines  of  the  heart  directly  upon  the  skin,  we  put  over 
the  screen  a  thin  sheet  of  glass  or  a  transparent  fihn  of  celluloid,  and 
draw  them  upon  this  glass  or  film,  as  the  case  may  be,  the  shadow  of  the 
heart  would  be  projected  upon  a  horizontal  plane,  and  the  error  just 
referred  to  would  be  avoided.  The  disadvantage  of  this  method  is  the 
fact  that  it  is  not  easy  by  its  use  to  determine  the  median  line,  but  this 
difficulty  can  be  overcome  by  the  means  described  in  Chapter  III. 

1  The  error  caused  by  the  position  of  the  diaphragm  is  taken  up  later  in  this  section  and  in 
Section  IV. 
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Comparison  of  Tracing  Cloth  with  Glass  or  Celluloid  Film.  —  As  most 
of  the  measurements  in  the  chest  which  require  accuracy  are  those  about 
the  heart,  and  as  in  most  cases  these  lines  fall  upon  the  front  of  the 
chest,  I  think  as  a  general  rule  the  more  practical  way  is  to  draw  the 
outlines  upon  the  skin  and  then  copy  them  carefully  on  to  tracing  cloth, 
the  line  of  the  heart  being  projected  on  the  cloth  if  it  falls  too  far  to  the 
left  to  allow  the  cloth  to  remain  close  to  the  chest  and  yet  be  in  a 
horizontal  plane. 

The  tracings  given  below  and  belonging  to  the  following  case,  illus- 
trate two  of  the  sources  of  error  which  must  be  guarded  against  in  meas- 
uring the  width  of  the  heart :  first,  that  caused  by  a  faulty  manner 
of  recording  the  outlines  on  the  tracing  cloth ;  and  second,  that  due  to 
the  position  of  the  diaphragm.  They  also  indicate  that  points  of  refer- 
ence on  the  tracing  cloth  or  film  are  necessary  in  order  to  avoid  the 
error  that  might  otherwise  arise  if  a  comparison  were  made  between  the 
widths  of  the  heart  of  a  given  individual  determined  at  different  periods 
of  time. 

M.  C,  fifty-three  years  old.  Patient  of  Dr.  H.  D.  Arnold  at  the  out- 
patient department  of  the  Boston  City  Hospital. 

Family  History.  —  One  brother  and  one  sister  died  of  phthisis. 

Present  Illness,  —  Distress  and  soreness  in  praecordial  region,  with 
dyspnoea  and  sense  of  suffocation,  worse  at  night,  for  two  or  three 
weeks.  Palpitation.  Feet  cold  and  swell  at  times.  Deep  breathing 
causes  pain  followed  by  sense  of  relief. 

January  1 7.  Physical  Examination.  —  Arteries  very  markedly  scler- 
otic ;  pulse  regular  and  of  moderate  rate  and  low  tension.  Heart  impulse 
seen  widely  diffused ;  apex  in  sixth  interspace  about  2  centimetres  out- 
side nipple.  Heart  flatness  begins  about  top  of  fourth  rib  and  extends 
to  right  border  of  sternum.  At  apex  is  heard  a  systolic  murmur  of  great 
intensity,  which  is  transmitted  to  back,  entirely  replaces  first  sound,  and 
at  apex  no  second  sound  is  heard.  The  murmur  can  be  heard  everywhere 
throughout  the  praecordial  area  and  also  in  neck.  At  base,  second 
pulmonic  was  markedly  accentuated. 

February  11.  Thorough  and  detailed  examination  by  Dr.  Arnold  at 
the  out-patient  department  of  the  Boston  City  Hospital.  Venous  and 
subclavian  pulse  while  lying  down,  disappears  on  sitting.  Murmur  as 
before. 

I  examined  this  patient  with  the  fluorescent  screen  on  February  1 1 
and  March  25,  1899,  and  March  i,  1900,  and  the  results  of  these  X-ray 
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examinations  may  be  seen  in  the  following  figures  which  were  made 
from  tracings  taken  from  the  patient's  chest  on  the  dates  given 
above.  In  all  of  these  tracings  the  borders  of  the  heart  obtained  by 
the  X-ray  examination  are  indicated  by  full  lines,  and  those  deter- 
mined by  percussion  by  dotted  lines,  except  in  the  third  tracing,  in 
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Fk;.  159.  M.  C.  First  X-ray  tracing  (one-third  life  size).  Cardiac.  The  dotted  line  indicates 
the  cardiac  outline  as  determined  by  percussion ;  the  full  line  (except  of  course  the  median  line 
and  the  curve  indicating  the  suprasternal  notch)  and  the  broken  lines,  the  outlines  of  the  heart  and 
diaphragm  as  obtained  by  the  X-rays.  The  outer  full  line  on  the  left  indicates  the  position  of  the 
heart  in  expiration;  the  inner,  in  full  inspiration.  The  distance  between  the  median  line  and  the  left 
border  of  the  heart  as  obtained  by  the  X-ray  examination  is  slightly  exaggerated,  owing  to  the  manner 
in  which  the  outlines  are  recorded  on  the  tracing  cloth.    The  error  is  still  greater  by  percussion. 


which  the  line  obtained  by  percussion  for  the  left  border  is  the  same  as 
that  by  the  uncorrected  X-ray  line,  and  therefore  only  one  line  is  given. 
The  agreement  in  these  two  lines  may  be  the  result  of  the  position  of 
the  heart  with  regard  to  the  chest  wall,  for  when  this  organ  is  more 
nearly  in  contact  with  this  wall,  a  larger  portion  of  its  border  can  be 
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determined  by  percussion  than  usual,  and  therefore  by  this  method 
the  width  seems  increased. 

These  tracings  are  given  to  call  attention  to  a  faulty  method  of  meas- 
uring the  width  of  the  left  side  of  the  heart  by  the  X-rays  (Figs.  159 
and  160). 
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Fig.  160.  M.  C.  Second  X-ray  tracing  (one-third  life  size).  The  dotted  line  indicates  the  car- 
diac outline  as  determined  by  percussion  ;  the  full  line  (except  of  course  the  median  line  and  the  curve 
indicating  the  suprasternal  notch)  and  the  broken  lines,  the  outlines  of  the  heart  and  diaphragm  as 
obtained  by  the  X-rays.  The  outer  full  line  on  the  left  indicates  the  position  of  the  heart  in  expiration ; 
the  inner,  in  full  inspiration.  The  distance  between  the  median  line  and  the  left  border  of  the  heart 
as  obtained  by  the  X-ray  examination  is  slightly  exaggerated,  owing  to  the  manner  in  which  the 
outlines  are  recorded  on  the  tracing  cloth.    The  error  is  still  greater  by  percussion. 

Figure  161  illustrates  the  result  of  a  faulty  method  of  measuring 
the  left  border  of  the  heart  by  the  X-rays,  but  more  especially  the 
difference  obtained  between  the  width  of  the  heart  when  it  is  measured 
with  the  diaphragm  higher  up  in  the  chest  than  normal,  and  the  width 
determined  when  the  diaphragm  is  in  its  natural  position. 

Position  of  Tracing  Cloth.  —  In  these  tracings  the  cloth  was 
wrapped  round  the  chest,  and  therefore  the  width  of  the  heart  between 
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the  median  line  and  the  left  border  is  slightly  exaggerated  in  the  two 
first  tracings,  and  very  much  so  in  the  third  tracing.  The  greatest 
exaggeration  is  found  in  this  latter  case  because  the  left  border,  on 
account  of  the  more  horizontal  position  of  the  heart  obtaining  at  this 
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Fig.  i6i.  M.  C.  Third  X-ray  tracing  (one-third  life  size).  The  short  vertical  line  below  the  left 
nipple  indicates  the  distance  of  the  left  border  of  the  heart  from  the  median  line  measured  in  a  plane 
parallel  with  the  front  of  the  chest,  by  means  of  the  X-rays;  the  curved  lines  its  too  great  distance 
when  the  outline  is  traced  on  the  cloth  where  it  lies  folded  around  the  body.  The  line  by  percussion 
coincides  with  this  latter  line,  and,  like  it,  is  in  error. 

As  compared  with  the  previous  examinations,  the  heart  is  increased  in  width.  The  diaphragm 
is  now,  however,  higher  in  the  chest  than  before,  and  the  long  axis  of  the  heart  is  therefore  more  hori- 
zontal. Another  examination,  with  the  diaphragm  lower  down  in  the  chest,  would  be  necessary  in 
order  to  have  the  lines  obtained  at  this  examination  comparable,  as  to  the  width  of  the  heart,  with 
those  determined  at  the  preceding  ones.  The  position  of  the  right  border  of  the  heart  by  percussion 
is  shown  by  the  dotted  line, 

examination,  and  perhaps  greater  enlargement  falls  farther  to  the  left 
than  at  the  two  former  examinations,  and  therefore  the  tracing  cloth  went 
farther  round  the  chest.  It  is  evident  that  the  farther  the  cloth  must 
curve  round  the  chest  to  reach  the  left  border  of  the  heart,  the  longer 
will  be  the  line  following  the  skin  which  extends  from  the  median  line 
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to  the  point  marking  this  left  border,  and  the  more  will  it  dififer  from 
the  line  giving  the  width  of  the  heart  when  measured  in  a  horizontal 
plane ;  therefore  the  error  arising  from  measuring  the  heart  by  folding 
the  tracing  cloth  round  the  chest  increases  as  the  left  border  of  the 
heart  falls  farther  to  the  left.  The  third  tracing  best  illustrates  the 
error  made  by  the  improper  position  of  the  tracing  cloth.  The  width 
of  the  heart  between  the  median  line  and  its  left  border,  which  extends 
beyond  the  nipple  line  in  expiration,  is  13.5  centimetres,  but  the  width 
obtained  by  holding  the  cloth  in  a  horizontal  plane,  as  already  de- 
scribed, and  projecting  the  left  border  upon  it,  is  12  centimetres;  that 
is  to  say,  the  difference  in  the  width  due  to  the  two  positions  of  the 
tracing  cloth  is  1.5  centimetres.  The  heart  is  also  wider  than  normal 
in  this  tracing  apart  from  its  possible  enlargement,  on  account  of  the 
position  of  the  diaphragm,  as  stated  below. 

Error  Greater  by  Percussion. — These  diagrams  also  show  that  in 
determining  the  width  of  the  heart,  not  only  by  X-ray  examination  but 
also  by  percussion,  we  must  measure  the  distance  from  the  median  line 
in  a  plane  parallel  with  the  front  of  the  chest,  and  not  from  the  median 
line  around  the  chest.  This  source  of  error  is  not  one  which  is  special 
to  X-ray  examinations.  It  will  be  observed  in  two  of  the  tracings  that 
the  error  made  by  folding  the  cloth  around  the  chest  and  then  tracing 
the  outlines  of  the  left  border  of  the  heart,  as  seen  by  the  X-rays,  upon 
it,  was  not  so  great  as  that  made  by  percussion. 

Position  of  Diaphragm.  —  If  these  tracings  are  compared  it  will  be 
seen  that  the  width  of  the  heart  is  much  greater  in  the  tracing  made  in 
March,  1900  (the  third  X-ray  examination),  than  in  the  other  two. 
This  greater  width  may  be  partially  due  to  increase  in  size,  but  two  other 
causes  certainly  are  concerned.  The  first  is  the  position  of  the  dia- 
phragm. This  muscle  was  higher  up  in  the  chest  when  the  third  trac- 
ing was  made  than  when  the  previous  ones  were  drawn,  and  the  axis  of 
the  heart  was  therefore  more  horizontal  (see  Section  IV);  the  second 
is  the  position  of  the  tracing  cloth. 

Points  of  Reference.  —  These  tracings  also  call  attention  to  the 
necessity  of  the  points  of  reference,  for  if  the  tracings  had  been  made 
on  a  transparent  film  placed  above  the  fluorescent  screen,  and  the  nip- 
ples and  sternal  notch  had  not  been  indicated  on  the  tracing  cloth  when 
held  horizontally  on  the  chest,  another  error  referred  to  above  (see 
page  265)  would  have  arisen.  That  is,  when  the  lines  shown  on  the 
third  tracing  were  compared  with  those  of  the  other  two,  the  change  in 
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width  noted  might  have  been  ascribed  as  wholly  due  to  enlargement  of 
the  heart,  but  for  the  nipples  as  points  of  reference,  whereas,  with 
these,  it  is  clear  that  the  diaphragm  was  higher  and  the  axis  of  the 
heart  more  horizontal  in  the  tracing  made  in  March,  1900,  than  in  those 
made  in  1899. 

Photograph  of  Heart.  —  A  photograph  of  the  heart,  taken  during 
full  inspiration,  gives  a  definite  outline  and  leaves  no  room  for  doubt  in 
regard  to  the  trustworthiness  of  the  X-ray  determinations  of  the  borders 
of  the  heart,  if  these  are  made  under  suitable  conditions  and  with 
proper  precautions.  The  photograph  is  best  made  during  a  deep  inspi- 
ration as  already  stated. 

Comparative  Value  of  Radiograph  and  Screen  in  Examinations  of  the 
Heart.  —  The  photographic  method  is  not  so  satisfactory  as  the  screen 
for  examinations  of  the  heart,  for  the  pulsations  blur  the  outline  in  the 
photograph  somewhat,  and  the  changes  in  position  during  different 
stages  of  respiration  cannot  be  studied  by  this  method  as  on  the  screen. 
Further,  time  is  necessary  to  take  a  photograph  and  develop  it,  and 
this  delay  prevents  the  physician  from  gathering  directly  the  results  of 
all  the  different  methods  of  examination  for  the  purposes  of  diagnosis. 


SECTION    III 

THE  IMPORTANCE  OF  KNOWING  THE  SIZE  OF  THE  HEART.  INAC- 
CURACY OF  PERCUSSION  IN  DETERMINING  ITS  SIZE  AS  SHOWN 
BY   X-RAY    EXAMINATIONS 

In  cardiac  diseases  the  size  of  the  heart  is  of  the  utmost  importance, 
not  only  in  diagnosis,  but  also  in  prognosis. 

Prognosis.  —  If,  for  example,  we  find  by  examining  the  heart  from 
time  to  time  that  its  size  is  increasing,  and  that  this  enlargement  is  due  to 
dilatation,  the  prognosis  would  be  unfavorable.  If,  on  the  other  hand, 
we  find,  especially  in  the  acute  forms  of  relaxation  of  the  cardiac  walls 
from  overwork,  overstrain,  etc.,  that  the  size  of  the  heart  is  diminish- 
ing under  rest  and  suitable  remedies,  we  have  additional  evidence  on 
which  to  base  a  favorable  prognosis.  It  is  important  to  know  the  size 
of  the  heart  as  a  whole,  as  well  as  the  size  of  the  right  heart  as  compared 
with  the  left,  as  already  stated  ;  it  is  also  important  to  watch  changes 
going  on  in  the  left,  —  and  in  the  right  side  of  the  heart  so  far  as  may 
be,  —  to  observe  the  increase  of  this  organ  brought  about  by  the  insuf- 
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ficiency  in  the  valves  due  to  the  relaxation  of  the  circular  fibres  about 
the  auriculo-ventricular  opening  on  one  side,  or  the  papillary  muscles 
on  the  other,  which  gives  rise  to  murmurs  that  may  cease  when  the 
heart  approaches  more  nearly  the  normal  size  again. 

Diagnosis.  —  In  the  minds  of  many,  cardiac  enlargement  is  chiefly 
associated  with  valvular  disease,  but  there  are  other  causes  acting  out- 
side the  heart  which  may  give  rise  to  an  increase  in  the  size  of  this  organ. 
A  murmur  is  to  some  pathognomonic  of  heart  disease ;  but  this  indication 
is  not  to  be  wholly  relied  upon,  for  we  may  of  course  have  murmurs 
without  organic  cardiac  disease,  and  cardiac  disease  without  murmurs. 

If  the  heart  is  larger  than  normal,  we  have  an  indication  of  disease 
which  has  its  origin  either  inside  or  outside  of  the  heart ;  except,  of 
course,  in  those  cases  in  which  physiological  hypertrophy  exists  as  a 
result  of  athletics,  or  of  the  excessive  amount  of  work  entailed  by  some 
occupations.  On  the  contrary,  if  the  size  is  normal,  it  is  not  probable 
that  any  serious  chronic  lesion  of  the  valves  is  present  in  a  young 
person. 

It  is  also  important  to  know  when  the  heart  is  smaller  than  normal, 
for  those  persons  whose  hearts  are  not  as  large  as  the  body  demands 
should  avoid  pursuits  and  exercises  beyond  their  strength.  With  the 
usual  means  of  examination  a  small  heart  is  frequently  overlooked. 

A  brief  reminder  of  some  of  the  conditions  in  which  the  size  of 
the  heart  departs  from  that  found  in  health  is  in  place  here,  since  the 
importance  of  knowing  its  size  may  be  best  appreciated  by  considering 
the  conditions  under  which  this  occurs.  I  shall  exclude  from  this 
category  the  acute  changes  in  the  size  of  the  heart  which  may  accom- 
pany excessive  exercise,  or  acute  diseases  such  as  pneumonia,  or  acute 
dilatation  of  the  heart. 

The  chief  causes  of  enlarged  heart  may  be  divided  into  two  groups : 
first,  those  acting  from  within  the  heart  wall ;  second,  those  from  with- 
out. In  this  first  group,  according  to  Howard,  are  valvular  lesions,  and, 
of  less  frequent  occurrence,  fatty  heart,  tuberculosis,  and  aneurism  of 
the  heart. 

In  the  second  group,  causes  originating  outside  of  the  heart  are  in 
the  order  of  their  frequency  :  — 

Arterio-sclerosis.  Pericardial  adhesions. 

Nephritis.  Excessive  work. 

Alcoholic  intemperance. 
Tumors  (pressing  on  vascular  trunks). 
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Causes  involving  enlargement  of  the  right  side  of  the  heart  are 
obstructions  in  the  pulmonary  circulation,  and  these  are  found  in  various 
pulmonary  diseases,  especially  emphysema. 

The  recognition  of  an  enlarged  heart  may  not  only  warn  us  of  the 
presence  of  an  otherwise  unsuspected  valvular  lesion,  arterio-sclerosis,  or 
chronic  nephritis,  but  if  its  borders  are  well  determined  they  may  also 
assist  us  in  recognizing  the  gravity  of  the  conditions  causing  the  enlarge- 
ment, and  careful  determinations  of  the  size  of  the  right  and  left  ven- 
tricles may  aid  us  in  prognosis. 

Let  us  now  consider  whether  or  not  our  present  methods  enable  us 
to  determine  the  size  of  the  heart  with  accuracy. 

Comparison  of  Percussion  and  X-Ray  Examination.  —  In  a  considerable 
number  of  cases  which  I  have  examined  during  the  past  five  years,  I 
first  determined  the  borders  of  the  heart  by  percussion  and  recorded 
these  outlines  on  the  skin  with  a  blue  pencil,  and  then  determined  the 
outline  of  the  heart  by  an  X-ray  examination  and  drew  these  outlines 
with  a  black  crayon.  On  comparison  of  these  two  sets  of  lines  I  was 
much  struck  by  their  frequent  discrepancy  in  either  one  or  more  borders 
of  the  heart,  and  by  the  greater  completeness  of  the  cardiac  outlines  as 
obtained  by  X-ray  examination. 

Width  of  Heart  obtained  by  Percussion  compared  with  Weight  of 
Heart  obtained  at  Autopsy.  —  It  occurred  to  me  to  test  still  further  the 
accuracy  of  the  determination  by  percussion  of  the  right  and  left  bor- 
ders of  the  heart,  by  comparing  the  width  of  the  heart  as  found  in  the 
clinical  record  with  the  weight  of  the  heart  as  determined  by  the  post- 
mortem examination.  —  It  is  obvious  that  this  method  of  comparison 
may  err,  for  a  heart  may  be  so  distended  during  life  as  to  give  a  large 
cardiac  area  to  percussion,  although  it  may  not  weigh  much  more  than 
normal.  On  the  other  hand,  if  the  weight  of  the  heart  is  much  increased, 
it  must  have  been  enlarged  during  life.  —  With  this  end  in  view  I 
attempted  to  compare  the  size  of  the  heart  in  one  thousand  patients  as 
found  by  percussion  and  given  in  the  clinical  records  of  the  Boston 
City  Hospital,  with  its  weight  as  found  in  one  thousand  consecutive 
autopsies,  including  both  medical  and  surgical  cases.  For  the  use  of 
the  autopsy  records  I  desire  to  thank  Dr.  W.  T.  Councilman,  under 
whose  direction  the  pathological  department  of  the  hospital  is  con- 
ducted. 

Four  hundred  and  fifty- four  cases  were  not  used  for  the  following 
reasons : — 
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1.  The  patients  were  under  twenty  years  of  age. 

2.  No  heart  weights  were  given. 

3.  The  records  were  incomplete. 

4.  The  patients  had  emphysema,  or  were  stout,  and  in  these  cases 
percussion  is  at  a  great  disadvantage. 

Five  hundred  and  forty-six  cases  were  used. 

The  average  weights  of  hearts,  as  determined  by  Dr.  H.  D.  Arnold 
at  the  Boston  City  Hospital,  is  290  grammes  for  men  and  260  grammes 
for  women.  I  have  divided  the  546  cases  (370  men  and  176  women,  the 
men  and  women  being  classed  separately)  into  six  groups  each,  accord- 
ing to  their  weight,  as  will  be  seen  in  the  following  table,  marked  A  :  — 

^.  — HEART  WEIGHTS   COMPARED   WITH  HEART  WIDTHS 

Men.    Average  Weight  in  Health  290  Grammes 

Group  I,  —  Weights  below  225  grammes.     Nine  cases. 
7,  area  normal  by  p)ercussion. 

I,  area  enlarged  by  percussion.     Small  size  not  recognized  in  88  %. 
Group  II.  —  Weights  225-349  grammes.     One  hundred  and  sixty-eight  cases. 

II,  area  diminished  by  percussion. 

Group  III,  —  Weights  350-399  grammes.     Seventy-four  cases. 
56,  area  normal  by  percussion. 

6,  area  diminished  by  percussion.     No  enlargement  recognized  in  83  %. 
Group  IV.  —  Weights  400-449  grammes.     Twenty-six  cases. 
15,  area  normal  by  percussion. 

I,  area  diminished  by  percussion.     No  enlargement  recognized  in  61  %. 
Group  V\  —  Weights  450-499  grammes.     Twenty-four  cases. 

9,  area  normal  by  percussion.     No  enlargement  recognized  in  37  %. 
Group  VI,  —  Weights  500  grammes  and  over.     Sixty-nine  cases. 
18,  area  normal  by  percussion. 
I,  area  diminished  by  percussion.     No  enlargement  recognized  in  27  %. 

Women.     Average  Weight  in  Health  260  Grammes 

Group  /.  —  Weights  below  200  grammes.     Eight  cases. 

7,  area  normal  by  percussion.     Small  size  not  recognized  in  87  %. 
Group  II  —  Weights  200-324  grammes.     Ninety-nine  cases. 

^  12,  area  enlarged  by  percussion. 
Group  III.  —  Weights  325-374  grammes.     Twenty-six  cases. 

17,  area  normal  by  percussion. 
I,  area  diminished  by  percussion.     No  enlargement  recognized  in  69  %. 

*The  weights  of  these  12  hearts  were  as  follows:  One  weighed  230  grammes;   two,  245; 
one,  250  ;   one,  260  ;   one,  270;   one,  280  ;   four,  300  ;   one,  315. 
T 
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Group  JV\  —  Weights  375-424  grammes.     Fifteen  cases. 

5«  area  normal  by  percussion. 

2,  area  diminished  by  percussion.  No  enlargement  recognized  in  46  %. 
Group  V,  —  Weights  425-474  grammes.     Twelve  cases. 

4,  area  normal  by  percussion. 

I,  area  diminished  by  percussion.  No  enlargement  recognized  in  41  %. 
Group  /'/.  —  Weights  475  grammes  and  over.     Sixteen  cases. 

I,  area  normal  by  percussion. 

I,  area  diminished  by  percussion.     No  enlargement  recognized  in  12  %. 

This  comparison  between  the  weight  of  the  heart  as  determined  at 
the  autopsy  and  the  width  of  the  heart  as  obtained  by  percussion  shows 
that : — 

Group  I,  —  Men.  In  9  men  with  hearts  weighing  below  225  grammes 
(average  weight  of  normal  heart  290  grammes),  the  diminished  size  was 
not  recognized  by  percussion  in  88  per  cent  of  the  cases.  The  number 
of  cases  in  this  group  is  small,  but  in  the  corresponding  Group  I  of  the 
women  the  results  are  similar ;  some  hearts,  of  course,  in  both  these 
groups  may  have  been  dilated  during  life. 

Group  IL  —  In  168  men  with  hearts  varying  in  weight  from  225  to 
349  grammes,  a  variation  which  I  have  allowed  as  normal  either  side  of 
the  290  grammes,  1 1  were  diminished  in  size  by  percussion.  The  weights 
of  these  1 1  were  as  follows :  — 

I  weighed  250  grammes  i  weighed  320  grammes 

1  *'  280       '*  I       "  325 

2  **  290       *'  I       "  330 

1  *'  300       '*  I       "  340 

2  ''  310 

Group  III.  —  In  74  men  uith  hearts  weighing  from  350  to  399 
grammes  (average  weight  of  normal  heart  290  grammes)  no  enlargement 
was  recognized  by  percussion  in  Zl  per  cent  of  the  cases,  and  6,  indeed, 
were  even  recorded  as  smaller  by  this  means  of  examination. 

Gnmp  1 1\  — In  26  men  with  hearts  weighing  from  400  to  449 
grammes  ( avera.£:e  weight  of  normal  heart  290 grammes)  no  enlargement 
was  recognized  by  percussion  in  61  per  cent  of  the  cases,  and.  as  in  the 
previous  group,  i  was  diminished. 

Griynp  T.  —  In  24  men  with  hearts  weighing  from  450  to  499  grammes 
(average  weight  oi  normal  heart  290  grammes)  no  enlargement  was 
recognized  in  37  per  cent  of  the  cases. 
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Group  VI,  —  In  69  men  with  hearts  weighing  5CX)  grammes  and 
over  (average  weight  of  normal  heart  290  grammes),  no  enlargement  was 
recognized  by  percussion  in  27  per  cent  of  the  cases,  and  one  was 
recorded  as  diminished  in  size  by  this  method. 

It  is  not  necessary  to  go  over  the  table  for  women  in  detail,  as  it  is 
of  similar  import. 

In  this  comparison  I  have  given  the  clinical  record  the  benefit  of  the 
exclusion  of  all  cases  of  emphysema  and  stoutness. 

It  is  worthy  of  notice  that  both  these  tables  show  that  when  the 
heart  is  about  normal  the  error  made  by  percussion  is  least  frequent ; 
when  smaller  than  normal,  very  frequent;  when  somewhat  enlarged, 
nearly  as  frequent ;  as  the  heart  grows  larger  and  larger,  the  frequency 
of  the  error  made  by  percussion  decreases,  but  the  amount  of  error  in 
a  given  case  becomes  greater. 

Let  us  now  return  to  Group  IV  for  a  moment.  In  this  group  of  26 
men,  with  hearts  weighing  from  400  to  449  grammes,  no  enlargement  was 
found  by  percussion  in  16  of  the  cases;  in  only  2  of  these  were  there 
murmurs ;  in  the  remaining  10,  which  were  recognized  as  enlarged  by 
percussion,  4  had  murmurs. 

In  Group  V,  24  men,  with  hearts  weighing  from  450  to  499  grammes, 
9  hearts  were  given  as  normal  by  percussion ;  in  only  2  of  these  were 
there  murmurs ;  in  the  remaining  15,  which  were  recognized  as  enlarged 
by  percussion,  8  had  murmurs.  This  may  mean  that  when  murmurs 
are  found  closer  attention  is  given  to  the  size  of  the  heart. 

It  is  evident  from  the  comparison  we  have  made  between  the  size  of 
the  heart  as  obtained  by  an  autopsy  and  by  percussion  that  the  latter 
method  is  inaccurate;  but  the  cases  are  too  few  to  determine  the 
amount  of  the  inaccuracy. 

Comparison  of  Percussion  with  X-Ray  Examinations  in  determining 
Width  of  Heart.  —  Now  let  us  see  how  percussion  stands  as  to  accu- 
racy when  compared  with  an  X-ray  examination,  a  method  which,  like  per- 
cussion, is  used  during  life.  It  is  unnecessary  to  compare  the  two 
methods  of  determining  the  outlines  of  the  heart  so  far  as  complete- 
ness goes ;  the  X-ray  examination  gives  much  fuller  outlines. 

First,  let  us  examine  the  table  marked  By  which  gives  the  result  of 
this  comparison  in  1 55  cases  of  various  diseases.  The  left  border  in  these 
cases  was  determined  by  its  distance  from  the  median  line  in  both 
methods  of  examination.  I  have  taken  the  left  border  in  comparing  the 
two  methods  because  it  is  the  one  more  easily  determined  by  percussion. 
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The  figures  give  the  difference  in  the  distance  of  the  left  side  of  the 
heart  from  the  median  line  as  determined  by  percussion  and  X-ray  ex- 
amination in  each  patient.  The  comparison  shows  that  percussion  is  in 
error  in  a  certain  proportion  of  cases  (how  large  a  proportion  it  is  yet 
too  early  to  estimate),  and  unfortunately  we  cannot  in  practice  determine 
without  using  the  X-rays  in  which  cases  percussion  is  wrong.  The  plus 
mark  means  that  percussion  made  the  heart  larger  than  did  the  X-ray 
examination,  and  the  minus  mark  that  percussion  made  the  heart  smaller. 

The  table  consists  of  four  double  columns ;  in  the  first  column 
the  difference  between  the  left  border  as  determined  by  percussion 
and  X-ray  examination  was  less  than  i  centimetre.  This  we  will  call 
agreement. 

In  the  second  column  the  difference  was  i  centimetre  or  more,  and 
less  than  2. 

In  the  third  column  the  difference  was  2  centimetres  and  less  than  3. 

In  the  fourth  column  the  difference  was  3  centimetres  or  more.  The 
table  also  shows  that  the  disagreement  between  the  two  methods  was 
about  as  often  plus  as  minus  in  the  155  cases. 

In  the  cases  in  the  left-hand  side  of  each  double  column  the  total 
width  of  the  heart  by  an  X-ray  examination  was  less  than  1 3  centimetres ; 
in  those  in  the  right-hand  side  it  was  13  centimetres  or  more. 

This  table  shows  the  discrepancy  between  the  position  of  the  left 
border  from  the  median  line  as  obtained  by  X-ray  examination  and  per- 
cussion, but  the  cases  (155)  are  too  few  in  number  by  which  to  measure 
the  exact  amount  of  discrepancy  that  would  obtain  as  a  rule  between 
these  two  methods. 


^.  — DIFFERENCE  OF  X-RAY  AND  PERCUSSION  DETERMINATIONS 
OF  LEFT  HEART  BORDER  ON  LEVEL  WITH  NIPPLE,  DURING 
EXPIRATION   IN    155   CASES.  1     (81    MEN,  44  WOMEN,  30  CHILDREN) 

Mex 

3  cm.  and  over. 


I  cm. 

1-2  cm. 

2-3  cm. 

Aneurism. 

Aneurism. 

+  1.75             -I 

•75 

+  2.50 

itis. 

Bronchitis. 

Bronchitis. 

+  1.50 

4-2.00 

1  4-  means  percussion  made  the  heart  larger  than  the  X-ray  examination.  -—  means  percussion 
made  the  heart  smaller  than  the  X-ray  exnmination. 

The  left-hand  column  in  each  of  the  four  double  columns  contains  the  cases  in  which  the  heart's 
width  was  less  than  13  centimetres ;  the  right  side  those  in  which  it  was  13  centimetres  and  over. 
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Mex  {Continued) 


Less  than  i  cm. 
Arterio-sclerosis. 

Cardiac. 


.0 


.0 
.0 
.0 
.0 
.0 
.0 
.0 
.0 
.0 
.0 
.0 
.0 
.0 


Rheumatism. 


.0 
.0 


Pleurisy. 


Tuberculosis. 
.0  .0 

.0 
.0 
.0 

Meningitis. 


Pneumonia. 

.0  .0 

.0 

.0 

.0 

Typhoid  Fever. 


Emphysema. 


Malaria. 


Nephritis, 
-f  i.oo 

Cardiac. 
+  1.25  -fi.50 

-f  1.50 
-  I.oo 
+  I.oo 
-1.50 
-I.oo 
+  1.00 


Rheumatism. 
+  1.50  +1.40 


Pleurisy. 
-1.50 

Tuberculosis. 
-1.50 
-1.50 
-1.25 
+  1.00 


Pneumonia. 
1.25  -fi.25 

1.50 


Typhoid  Fever. 
+  1.00 
-I.oo 

Emphysema. 

+  1-75 


Malaria. 


-1.50 


2-3  cm. 


Cardiac. 


+  2.00 
+  2.00 
+  2.00 
—  2.00 
-2.50 
-2.25 


Rheumatism. 
-2.25 


Tuberculosis. 
+  2.00  +2.50 

+  2.50  +2.00 


Pneumonia. 
-2.50  +2.00 


Emphysema. 
-2.00 


3  cm.  and  over. 

New  Growth. 

-325 


Cardiac. 


-3.00 
+  3.00 


Pleurisy. 
-3.00 

Tuberculosis. 
-3-25 


Pericardial  Ad- 
hesions. 
-4.00 
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Children  {Continued) 


Less  than  i  cm. 
Tuberculosb. 


Pneumonia. 


Typhoid  Fever. 


Total  62 


Tuberculosis. 
-1.25 


Typhoid  Fever. 
+  1.25 
-f  1. 00 
+  1.25 
+  1.50 

Spinal  Meningitis. 
+  1.25 

Total  49 


a-3  cm. 


Pneumonia. 
-2.00  —2.00 


Total  31 


3  cm.  and  over. 

Tuberculosis. 
+  3-00 


Total  13 


It  should  be  stated  that  I  have  taken  pains,  from  time  to  time,  to  get 
other  physicians  to  determine  by  percussion  the  size  of  the  heart  in  some 
cases,  and  I  then  compared  it  with  that  obtained  by  an  X-ray  examina- 
tion ;  as  yet  I  have  found  no  one  whose  percussion,  like  mine  in  the 
same  cases,  did  not  give  the  size  of  the  heart  incorrectly  when  tested  by 
an  X-ray  examination. 

If  we  consider  the  table  {B)  in  a  general  way,  and  look  at  the  groups 
of  diseases,  it  seems  that  percussion  is  very  likely  to  err  in  finding  the 
position  of  the  left  border  of  the  heart  when  it  is  of  the  most  importance 
to  have  accurate  information  about  this  organ,  namely,  in  cardiac  disease 
when  the  heart  is  enlarged.  Percussion  also  errs  when  the  heart  is  dis- 
placed, and  the  error  under  these  conditions  is,  I  think,  more  frequent 
and  on  the  average  greater  than  when  the  heart  is  enlarged. 

The  following  cases,  and  cases  given  on  pages  285  and  286,  illustrate 
this  point :  — 

Mary  F.  D.  Entered  my  service  at  the  Boston  City  Hospital 
May  7,  1898.  The  right  chest  contained  fluid  which  pushed  the  heart 
to  the  left ;  this  displacement  was  recognized  by  the  X-rays,  but  not  by 
percussion.  It  may  be  that  displacements  are  sometimes  not  readily 
recognized  by  percussion  because  the  heart  is  pushed  into  the  body  of 
the  lung  rather  than  along  or  near  the  chest  wall.     (See  Fig.  162.) 
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Harry  M.  Fig.  163.  Entered  my  service  at  the  Boston  City  Hospital 
January  28,  1899.  This  case  was  an  unusual  one.  There  was  fluid  in 
the  left  chest  which  displaced  the  heart  to  the  right,  but  as  the  patient 
had  also  at  the  same  time  pneumonia  in  the  lower  part  of  the  right 
lung,  the  heart  was  not  pushed  directly  to  the  right,  but  was  forced 
upward.  Hence  the  right  border  of  the  heart  was  found  to  the  right 
and  above  a  line  joining  the  sternal  notch  and  the  right  nipple. 


Fk;.   i6a.      Mary  F.  D.    May  7,   1898.    X-ray  tracing.    Full   line  shows  the  left  border  of  the 
heart;  broken  line  shows  this  border  as  determined  by  percussion.     (Cut  one-third  life  sire.) 


The  following  cases  show  how  the  left  border  of  the  heart,  when 
obtained  by  percussion,  may  differ  from  that  seen  by  X-ray  examina- 
tion. In  the  first  case  the  percussion  line  was  inside,  in  the  second 
case  outside,  of  the  X-ray  line. 

John  W.  M.  Fig.  164.  Entered  my  service  at  the  Boston  City  Hospi- 
tal December  2,  1898.  The  X-ray  Hne  of  the  left  border  of  the  heart 
was  outside  of  the  percussion  line. 

Catherine  P.  Entered  my  service  at  the  Boston  City  Hospital 
December  23,  1898.  The  position  of  the  left  border  of  the  heart  as 
determined  by  the  X-ray  examination  was  inside  of  the  line  indicated  by 
percussion  (Fig.  165). 
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In  the  few  cases  in  which  I  have  had  ah  opportunity  to  compare 
the  size  and  position  of  the  heart,  as  shown  by  an  X-ray  examination, 
with  that  found  at  autopsies,  they  have  all  agreed ;  except  that  after 
death  the  heart,  as  already  stated,  was  somewhat  higher  than  in  life. 

When  the  heart  is  normal  in  size,  its  border,  so  far  as  it  can  be 
obtained  by  percussion,  can  usually  be  obtained  correctly  if  the  patient 


^ 
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Fig.  163.  Harry  M.  February  27.  1899.  X-ray  tracing.  Full  line  shows  the  position  of  the  right 
border  of  the  heart;  broken  line  shows  its  position  as  determined  by  percussion.  (Cut  one- 
third  life  size.) 


is  not  too  stout  and  no  pulmonary  emphysema  is  present ;  when  it  is  of 
abnormal  size,  whether  smaller  or  greater,  this  condition  may  not  be 
exactly  indicated  by  percussion,  and  an  abnormal  size  of  the  heart  may 
be  overlooked. 

In  some  cases  the  X-rays  show,  for  example,  that  by  percussion  the 
upper  portion  of  the  left  border  of  the  heart  appears  to  be  nearer  the 
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stemaro  than  is  the  case.  They  also  show  in  some  cases  of  a  heart 
enlarged  on  the  left  side  that,  when  this  organ  approaches  nearer  the 
side  of  the  thorax  than  in  health,  percussion  may  give  dolness  closer 
to  the  axillary  line  than  normal,  because  there  is  too  little  lung  tissue 
between  the  left  side  of  the  thorax  and  the  heart  to  give  the  usual 
resonance  to  percussion,  and  therefore  the  width  of  the  left  heart  would 
be  overestimated  by  percussion. 


VUi.  164.     John  W.  M.     DecemUir  17,  1899.     X-ray  tracing.     Full  line  shows  position  of  left  border 
oi  h«tart ;  lirok«rn  line,  its  position  as  determined  by  percussion.     (Cut  one-third  lite  size.) 


The  rij^ht  border  of  the  heart  is  often  difficult  to  place  by  percus- 
Hion,  because  it  lies  away  from  the  chest  wall.  The  thickness  of  this 
wall  is  another  important  factor  to  be  taken  into  account  when  consid- 
ering the  accuracy  of  percussion.  That  is,  varying  distances  of  the 
border  of  the  heart  from  the  chest  wall  and  variations  in  the  thickness 
of  this  wall  would  affect  the  results  obtained  by  percussion. 

In  a  word,  i)ercussion  as  a  rule  indicates  what  lies  near  the  inner 
.side  of  the  chest  wall  (but  not  much  beyond,  as  is  shown  by  the  failure 
to  determine  the  cardiac  border  in  pulmonary  emphysema);  but  when 
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a  heart  is  much  enlarged  to  the  left  it  may  lead  the  practitioner  to  a  wrong 
interpretation  of  the  conditions  present. 

Small  hearts  may  be  recognized  by  an  X-ray  examination,  and  also 
the  presence  of  an  abnormal  condition  in  congenital  malformations. 
The  ability  to  recognize  with  certainty  that  the  heart  is  smaller  than 
normal  may  be  of  much  service  to  the  patient  both  in  treatment  and 
prognosis. 


Fig.  165.    Catherine  P.    January  2,  1899.    X-ray  tracing.    Full  line  shows  position  of  left  border 
of  heart ;  broken  line,  its  position  as  determined  by  percussion.     (Cut  one-third  life  size.) 

If  by  an  X-ray  examination  we  find  in  any  patient  (excluding  acute 
diseases)  an  enlarged  heart,  we  should  consider  among  the  probable 
causes  the  presence  of  valvular  lesions,  arterio-sclerosis  (especially  in 
middle  age  and  after),  renal  disease,  and  emphysema  of  the  lungs ;  this 
last  condition  would  be  very  obvious  by  an  X-ray  examination. 

SECTION   IV 
DISPLACED  HEART 

We  will  now  further  examine  the  heart  when  the  normal  outlines 
described  in  the  first  section  have  been  modified  by  conditions  existing 
outside  of  this  organ.     Various  causes  acting  from  without  may  change 
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the  position  of  the  heart,  and  this  variation  in  position  from  the  normal 
may  suggest  to  the  physician  the  diseased  condition  that  has  produced 
this  change. 

Displacement  of  the  Heart. — The  heart  is  suspended  from  above» 
and  is  surrounded  by  the  pericardium,  which  is  attached  to  the  blood 


Fig.  166.    Alex.  M.    Cut  shows  the  difference  in  the  position  of  the  left  border  of  the  heart  as  deter- 
mined by  the  X-rays  and  by  percussion  both  before  and  after  operation.     (Cut  one-third  life  sire.) 

vessels  above  and  to  the  diaphragm  below ;  and  its  position  may  be 
much  changed.  It  appears  possible  to  find  it  either  pushed  or  pulled 
into  almost  any  portion  of  the  thoracic  cavity.  It  may  be  found  so  low 
in  the  chest  that  its  pulsations  are  felt  under  the  ensiform  cartilage  ;  it 
may  be  so  pushed  to  the  left  that  the  apex  is  much  outside  the  nipple 
line ;  or  upward  and  to  the  right,  so  that  the  right  border  is  above  the 
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line  extending  from  the  right  nipple  to  the  inner  end  of  the  clavicle 
(see  Fig.  163,  Harry  M.,  Section  III,  page  281);  or  it  may  be  pushed 
still  farther  upward  to  the  very  top  of  the  thoracic  cavity.  Figure  168 
(P.  S.)  shows  the  diaphragm  pushed  high  up  in  the  chest.  The  pulsations 
of  the  heart  could  be  made  out  above  this  point. 

Causes  of  Displacement 

(a)  Fluid  or  gas  in  pleural  cavities.  —  The  heart  may  be  moved  to 
one  side  or  the  other  by  a  large  amount  of  fluid  or  gas  in  the  pleural 
cavity,  more  especially  in  the  pleura  on  the  left  side.  The  following 
cases  are  illustrative  :  — 

Case  I.  Alex.  M.  Entered  my  service  at  the  Boston  City  Hospi- 
tal April  28,  1898.  He  had  a  very  large  pleuritic  effusion  in  the  right 
side,  which  pushed  the  heart  far  to  the  left  and  much  outside  the  left 
nipple. 
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Fig.  167.    Constantin  D.    Cut  shows  the  difference  behi'een  the  right  border  of  the  heart  as  deter- 
mined by  the  X-rays  and  by  percussion. 

X'Ray  Examination  with  Screen.  —  The  position  of  the  left  border 
of  the  heart  before  the  fluid  was  withdrawn  is  shown  by  the  full  line 
(see  Fig.  166);  after  its  withdrawal  by  the  dotted  line  crossing  the  nipple. 
The  position  of  the  same  border  as  determined  by  percussion  before  the 
operation  is  shown  by  the  broken  line ;  after  operation  by  the  dotted 
line  inside  of  it. 
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Case  II.     Constantin  D.     Entered  my  service  at  the  Boston  City 

Hospital  January  20,  1899. 

X'Ray  Examination  with  Screen,  —  The  right  border  of  the  heart, 
which  is  indicated  by  the  full  line  (see  Fig.  167),  was  pushed  toward  the 
right  nipple  by  fluid  in  the  left  chest.  The  broken  line  indicates  this 
border  as  determined  by  percussion.  There  was  an  error  of  4.7 
centimetres  by  the  latter  method.     (See  also  cases  in  Section  III.) 

{b)  Changes  in  Position  and  Excursion  of  Diaphragm.  —  The  position 
of  the  heart  and  the  inclination  of  its  long  axis  seems  frequently  to  de- 
pend upon  the  position  of  the  diaphragm.  If  the  muscle  is  rather 
higher  than  normal,  the  long  axis  of  the  heart  becomes  more  inclined 
toward  the  horizontal,  and  if  lower  than  normal,  the  long  axis  approaches 
the  vertical.  The  heart  may  be  pushed  up  by  the  diaphragm  when  this 
muscle  is  forced  upward  by  gas  or  fluid  in  the  abdominal  cavity,  and  its 
axis  may  thus  be  made  more  horizontal.  By  percussion  this  change  in 
position  may  be  mistaken  for  an  enlargement  of  the  heart  to  the  left, 
but  it  would  be  rightly  interpreted  by  the  X-rays. 

Case  I.  Displacement  of  Heart  by  Diaphragm  and  Distended  Abdo- 
men.—  P.  S.,  forty-four  years  of  age,  entered  the  Boston  City  Hospital 
July  I  ;  in  Dr.  Abner  Post's  service. 

History.  —  During  past  twenty-one  years  had  had  attacks  which 
were  called  angina  pectoris.  In  1885  had  an  attack  of  abdominal  pain; 
another  in  1894,  similar  to  the  present  one,  but  less  severe. 

Present  Illness, — June  29,  1899,  cramplike  pains  in  the  belly,  later 
localized  in  the  lower  right  abdomen;  in  evening  began  to  vomit; 
bowels  moved  once  on  the  29th  and  three  times  on  the  30th,  but  not  on 
July  I.  At  entrance  the  abdomen  was  distended,  rigid,  tender,  and 
tympanitic ;  tenderness  in  the  region  of  the  appendix ; .  pain  in  the 
upper  left  chest.  The  heart's  border,  by  percussion,  was  2.5  centimetres 
to  the  right  of  the  sternum  ;  apex  1.25  centimetres  inside  of  nipple  line; 
dulness  on  the  right  of  the  sternum  extended  to  the  clavicle  ;  heart's 
sounds  appeared  normal.  At  7  p.m.  the  patient  was  sitting  up,  with 
intense  pain  in  the  cardiac  region  ;  abdomen  rigid ;  respiration  rapid 
and  painful. 

July  2.  Patient  fairly  comfortable;  less  pain  around  the  heart; 
respiration  still  increased ;  stomach  did  not  retain  milk ;  movement  of 
bowels  after  enema. 

July  5.  Patient  steadily  improving;  bowels  moved  by  enema  with- 
out disturbance. 
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July  7.  My  X-ray  examitiation  showed  a  marked  displacement  up- 
ward of  the  heart.  The  diaphragm  is  also  pushed  high  up  in  the  chest, 
above  the  nipples  ;  excursion  1.9  centimetres  on  the  left  side ;  2.5  centi- 
metres on  the  right  side.  Abdominal  symptoms  have  improved,  but 
patient  complains  of  pain  in  the  lower  right  chest.  (See  Fig.  168,  Paul 
S.,  first  examination  July  7.) 


Fbut  3 
Heart  Poshed  (Ai 


o 


o 


Fiu.  168.    Paul  S.    July  7.    Cut  of  tracing  from  first  X-ray  examination.    (Cut  one-third  life  size.) 

Heart  pushed  up. 


(q) 
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Fig.  169.    Paul  S.    July  14.    Cut  of  tracing  from  second  X-ray  examination.    (Cut  one-third  life  size.| 
Position  of  heart  nearer  the  normal. 
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July  12.  Patient  up  in  a  chair  in  blankets.  July  9  and  14,  respec- 
tively, had  an  enormous  movement  from  the  bowels.    Clothes  on  July  14. 

July  14.  Second  X-ray  examination  showed  that  the  heart  was  in 
a  more  nearly  normal  position,  and  the  excursion  of  the  diaphragm  was 
lower  in  the  thorax.     (See  Fig.  169,  second  examination  July  14th.) 

Discharged  from  the  hospital  July  15. 

From  this  patient  it  will  be  readily  seen  how  seriously  the  heart  may 
be  handicapped  by  excessive  abdominal  distension,  and  in  a  disease  like 
typhoid  fever  we  should  exercise  extreme  caution  about  the  amount  and 
character  of  the  food,  in  order  to  prevent  distension  ;  and  if  it  is  present, 
we  should  reduce  it  by  suitable  means,  and  not  allow  it  to  progress  so 
far  as  to  seriously  handicap  the  patient  through  upward  pressure  of 
the  diaphragm  and  consequent  crowding  of  the  lungs  and  heart. 

The  heart  may  be  drawn  downward  by  the  diaphragm,  normally  when 
the  muscle  goes  low  down  in  the  chest  in  deep  inspiration,  and  abnor- 
mally when  the  diaphragm  is  pushed  down  in  emphysema. 

Unequal  Excursion  of  the  Two  Sides  of  the  Diaphragm.  —  The  effect  on 
the  heart  of  unequal  excursions  of  the  diaphragm  should  be  noted. 
When  the  movement  of  the  diaphragm  is  much  greater  on  the  left  side 
than  on  the  right,  the  change  in  the  position  of  the  heart  during  deep 
inspiration  may  be  greater  toward  the  right  than  it  would  be  if  both  sides 
of  the  diaphragm  descended  normally.  An  unusual  lateral  movement 
of  the  heart  may  be  due  to  the  fact  that  the  excursion  on  one  side  is 
greater  than  on  the  other. 

{c)  Tuberculosis  and  Unequal  Excursion  of  Diaphragm.  —  In  early 
tuberculosis  of  one  side,  the  heart,  at  full  inspiration,  may  be  drawn  or 
pushed,  or  both  drawn  and  pushed,  toward  the  affected  side.  This 
change  in  the  position  of  the  heart  may  be  due  to  the  contraction  of  the 
lung,  the  result  of  which  would  be  to  draw  the  heart  toward  the  former 
organ  ;  or  it  may  result  from  the  greater  excursion  of  the  diaphragm  on 
one  side  than  the  other ;  for  if  there  is  a  marked  difference  in  the  move- 
ment of  the  diaphragm  in  the  two  sides  of  the  chest,  the  effect  would 
be  to  push  the  heart  farther  over  toward  the  diseased  side  than  it  would 
naturally  go  did  both  sides  of  the  diaphragm  move  normally.  Later  in 
the  disease  the  right  side  of  the  heart  may  be  enlarged,  owing  to  the 
obstruction  of  the  circulation  in  the  lung. 

{d)  Pneumonia  and  Unequal  Excursion  of  Diaphragm.  —  Displace- 
ment may  be  caused  by  a  solid  pneumonic  left  lung.     I  do  not  think 
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that  the  position  of  the  right  border  of  the  heart  further  to  the  right 
than  normal,  which  occurs  in  left-sided  pneumonia,  is  wholly  due  in 
all  cases  to  enlargement  of  this  organ,  but  in  some  patients  to  a 
displacement  which   is  caused  by  the  dense  and  resistant  left  lung. 


Michc/F 


Fio.  170.  Michel  F.  December  17,  1898.  Diagnosis:  acute  articular  rheumatism.  X-ray 
examination  shows  that  the  apex  on  right  side  is  darkened.  Broken  and  nearly  horizontal 
lines  on  either  side  show  position  of  diaphragm  in  expiration ;  the  full  lines  IhjIow,  in  forced  inspira- 
tion. It  will  be  noticed  that  the  excursion  of  the  diaphragm  on  the  right  side  is  shorter  than  on  the 
left.  The  heart  during  forced  inspiration  moves  more  to  the  right  than  normal,  because  the  right  lung 
'  expands  less  than  the  left.     (Cut  one-third  life  size.) 


The  heart  is  not  able  to  sink  into  the  lung  tissue  as  deeply  as  usual. 
During  convalescence  from  pneumonia  on  one  side,  the  heart  may  have 
an  unusual  lateral  movement  in  deep  inspiration,  owing  to  the  unequal 
excursion  of  the  respective  sides  of  the  diaphragm. 

In  one  of  my  patients,  Mabel  L.  (Fig.  171),  the  movement  of  the  dia- 
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phragm  on  the  right  side  was  1.9  centimetres  and  on  the  left  side 
5  centimetres,  and  the  distance  between  the  left  border  of  the  heart  in 
expiration  and  inspiration  was  3  centimetres.  This  point  will  be  better 
understood  by  comparing  this  tracing  with  Fig.  75  (Gertrude  S-X 
page  102,  in  which  the  heart  moves  normally. 


Mnbef  L 
Bm/monir.  Excur3t(mJjJ»phm^UflPoaol 
^oj/uencf  on  Ctcvrynfv  J /hirt 


Fid.  171.  MahcM  L.  ('ut  of  tracinjj  madt*  with  scre«'n  on  front  of  chest.  (Cut  one-third  life 
size.)  Pntnimonia  i;t  right  hin)^;  excursion  of  two  sid<.*>  ol  diaphragm  unequal.  Influence  on  move- 
ment of  heart,  which  is  drawn  to  the  rijjht  l>y  the  (hniinished  t:xpan!>ion  of  the  right  lung  and  pushed 
to  the  right  by  the  relatively  greater  expansion  ot  the  left  lung.  Compare  normal  outlines  shown  in 
Fig.  75,  Gertrude  S. 

{e)  Aneurisms  and  New  Growths. — The  heart  may  also  be  pushed 
out  of  place  by  aneurisms  in  the  thoracic  cavity,  or  by  new  growths  in 
this  cavity  or  the  abdomen.  The  subject  of  aneurisms  and  new  p^rowths 
is  taken  up  in  Chapters  XI  and  XII  respectively,  therefore  need  not  be 
further  discussed  here. 

(/)  Contractions  and  Adhesions. — There  are  cases  in  which  the 
heart  is  drawn  out  of,  rather  than  pushed  out  of,  position.  lis  place 
may  be  changed  by  the  diminution  in  the  volume  of  one  lung,  as  in 
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early  tuberculosis ;  or  by  the  contraction  of  one  lung  and  pleura ;  or 
by  pleuritic  adhesions. 

During  full  inspiration  the  heart  is  made  to  assume  a  lower  position 
in  the  chest,  and  its  axis  becomes  more  nearly  vertical  than  in  expira- 
tion, but  it  sometimes  happens  that  though  the  excursion  of  the  dia- 
phragm is  normal,  the  heart  at  this  period  of  the  respiratory  movement 
is  tilted  in  some  peculiar  manner,  or  fails  to  move,  owing  to  the  pres- 
ence of  adhesions.  Adhesions  near  the  upper  left  border  of  the  heart 
may  so  hold  it  that  its  apex  moves  upward  and  to  the  left  during  in- 
spiration, instead  of  downward  and  to  the  right.  Or  if  adhesions  are 
present  in  the  right  lower  border,  this  organ  may  be  suddenly  jerked  to 
the  right  toward  the  end  of  inspiration. 

The  following  cases  are  illustrative  :  — 

Pleurisy  and  Pulmonary  Fibrosis  causing  Displacement  of  Heart.  — 
The  following  patient  shows  how  the  heart  may  be  drawn  to  the  right 
and  backward  when  the  right  lung  and  pleura  are  contracted :  — 

Mary  I.,  twenty-three  years  old,  entered  the  medical  side  of  the 
Boston  City  Hospital  July  8,  1886,  service  of  the  late  Dr.  E.  J.  Forster. 
Diagnosis :  pulmonary  tuberculosis. 

She  had  night  sweats;  pain  in  the  right  side;  temperature  104; 
respiration  32  ;  pulse  144 ;  heart  negative. 

Lungs :  dull  throughout  the  right  chest,  especially  above  the  third 
rib  and  the  spine  of  scapula,  where  breathing  is  broncho-vesicular  with 
numerous  crackling  rdles  and  increased  voice  sounds;  below  clavicle 
and  at  spine  of  scapula,  small  areas  of  cavernous  respiration  and  bub- 
bling rdles  with  bronchophony.  In  lower  half  of  right  chest,  crackling 
rdles,  but  not  so  numerous  as  above. 

In  1890  she  entered  the  surgical  side  of  the  City  Hospital,  and  Dr. 
Post  removed  a  fibro-sarcoma  from  the  right  side  of  the  neck,  behind 
the  sternocleidomastoid  muscle.  It  was  dissected  out,  and  found  by 
Dr.  Henry  Sears  to  consist  of  a  mass  of  dense  white  tissue  with  fibrous 
tissue  structure  in  places,  and  was  very  cellular.  She  was  discharged 
September  22. 

In  1898  she  returned  to  the  hospital  (March  30),  and  was  in  the  ser- 
vice of  Dr.  Bowditch.     Diagnosis :  pulmonary  fibrosis.     Haematuria. 

Hemorrhage  from  the  lungs  eight  years  ago.  Since  then  considera- 
ble yellowish  and  greenish  expectoration  night  and  morning. 

No  tubercle  bacilli  found  in  sputum  in  four  examinations.  The  mal- 
position of  the  heart  thought  to  be  due  to  the  probable  fibrosis  of  right  lung. 
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May  2%,  Examination  with  Screen  (see  Fig.  172).  —  I  found  the 
heart  was  chiefly  on  the  right  side  of  the  sternum.  The  whole  right 
side  was  dark,  and  no  outlines  whatsoever  could  be  followed  there. 
When  the  patient  lay  on  her  back  there  was  seen  a  nearly  vertical, 
somewhat  curved,  line  about  3.7  centimetres  to  the  left  of  the  sternum. 
As  the  patient  turned  to  the  left,  this  outline  moved  toward  the  right 


i^ri'Divm}  io  RyhtancfBackiaitb 


l'l«i.  172.  M.irv  I.  Cut  of  tracing  luiicle  with  screen  on  fiont  of  clicst.  (Cut  one-third  life 
si/f.)  I'ulnionaiv  tihiosi^.  Heart  drawn  to  the  right  and  backward.  The  tull  line  indicates  limit  of 
dark  area  with  |)atient  lying  flat  on  her  back.  When  she  turned  to  the  left,  th<^  limit  of  the  dark  area 
moved  to  the  broken  line  marked  i;  by  turning  still  more,  to  the  broken  line  marked  2;  and  by 
furtiier  turning,  the  outline  was  as  shown  at  3,  thus  showing  that  the  heart  was  drawn  away  from 
the  sternum.  In  other  words,  when  she  had  turned  sufficiently,  the  whole  of  the  thorax  to  her  left  of 
line  3  was  clear  and  to  her  right  of  it  was  dark. 


nipple,  and  as  she  turned  more  and  more,  came  nearly  to  it,  and  assumed 
a  curve  resembling  somewhat  the  left  border  of  the  heart.  (See  i,  2, 
and  3  in  cut.)  These  appearances  would  indicate  that  the  heart  had 
not  only  been  drawn  to  the  right,  but  had  also  been  drawn  back  from 
the  anterior  wall  of  the  chest. 
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This  patient  had  had  pulmonary  fibrosis,  and  the  heart  has  probably 
been  drawn  to  the  right  by  the  contraction  of  the  lung  and  pleura. 

May  31.     Discharged  relieved. 

Displacement  of  Heart  by  Pericardial  or  Pleuritic  Adhesions.— 
D.  F.  W.,  forty- two  years  old;  entered  the  hospital  December,  1898. 
Service  of  Dr.  G.  B.  Shattuck.  Diagnosis :  emphysema  and  displaced 
heart. 


DTyf 

hearr  Draujn  lb  R^ht 
6u  Jdhesions 


Fig.  173.  D.  F.  W.  X-ray  tracing  (one-third  life  size).  Heart  drawn  to  the  right.  Full  lines 
indicate  the  position  of  heart  and  diaphragm  in  full  inspiration ;  broken  lines  in  expiration.  This 
movement  is  exceptional,  as  usually  the  right  side  of  the  heart  in  full  inspiration  would  not  move 
in  this  way. 

The  question  of  an  aneurism  or  a  new  growth  in  the  chest  was  also 
considered. 

X'Ray  Examination  with  Screen,  —  I  found  the  heart  was  farther 
to  the  right  than  normal  during  quiet  breathing,  and  was  drawn  about 
I  centimetre  farther  still  to  the  right  during  deep  inspiration.  In  the 
angle  made  by  the  right  border  of  the  heart  and  the  upper  border  of  the 
diaphragm,  a  darkened  area  was  seen  during  full  inspiration.  This 
examination  showed  conclusively  that  there  was  no  aneurism. 

My  interpretation  of  the  appearances  seen  on  the  screen  was  as  fol- 
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lows :  The  heart  was  drawn  to  the  right  by  adhesions,  and  the  darkened 
area  on  the  right  side  of  the  heart  was  perhaps  the  shadow  of  thickened 
tissue,  by  means  of  which   this  organ  was  pulled  out  of  its   normal 


Pnn/fftQmn     Ex  c  i.nt/on  y  Hturt 


Fm;.  174.  Mihviird  W.  Aj^ril.  iStyj.  (!()nv.»it'*»crnt  fnnii  pnfUMKjnia  on  left  side.  Slight  signs 
of  tuberculosis  iit  rii^lit  side,  hull  lines  show  outliiur  of  in-ait  iiinl  diaphragm  in  deep  inspinuion; 
broken  lines  in  ex])iration.  liiMrt  is  ilrMwn  to  th-  l<>tt  m  full  inspiration,  instead  of  to  the  right,  as 
usual.  In  the  l)eiiinninn  of  e.\pir;itu>n  the  dia])hr.ij;ni  moves  uj)  on  the  lelt  side  first  (i),  then  on  the 
right  side  (2),  and  reai  lies  the  |H»ition  of  expiration  on  the  leit  side  at  (3),  before  the  diaphragm 
arrives  on  the  rij^lit  side  at  (4);  the.  order  beini;  i.  -2.3.4.  The  heart  tips  back  into  the  posiuon 
of  expiration  (broken  line)  as  soon  as  the  left  dia|>hr.)gin  litis  (at  the  lx*ginning  of  expiration  after  a 
deep  ins|)iralion),  and  as  thou^^h  it  were  let  i:jo  suddenly.  The  heart  is  evidently  held  and  cannot 
desoeml  in  tuli  inspiration.  The  rif^ht  apex  should  be  shaded,  but  the  shading  is  omitted  because  it 
would  interfere  with  the  name  and  date.     (Cut  one-third  life  si/e.) 


position  when  the  diaj)hra«;m  descended ;  that  is,  at  each  descent  the 
heart  was  jerked  to  the  ri^ht  towards  the  end  of  inspiration. 

Heart  attached  ;  Movements  unusual  during  Full  Inspiration.  —  Ed- 
ward \V.  (sec  y\\r.  174),  twenty-two  years  old,  entered  my  service  at  the 
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Boston  City  Hospital  April  24,  1897,  with  pneumonia  on  the  left  side.  He 
had  a  chill  one  week  before  entrance.  Pain  in  the  left  side,  more  marked 
on  deep  inspiration ;  some  cough ;  no  expectoration ;  heart  normal. 
Lungs  :  good  resonance  and  respiration  over  right  lung ;  some  dulness  at 
the  left  apex  in  the  back,  extending  down  5  centimetres  below  the  spine 
of  scapula ;  breathing  at  apex  prolonged,  with  a  few  fine,  moist,  and  occa- 
sional crackling  rdles  after  cough ;  breathing  in  the  middle  of  the  left 
back  was  broncho-vesicular  in  character,  and  harsher  than  in  right  back ; 
vocal  and  tactile  fremitus  slightly  increased. 

April  29.  X-Ray  Examination,  —  Darkened  area  extending  out- 
ward and  upward  from  the  heart  on  the  left  side ;  shortened  excursion 
of  diaphragm  on  this  side.  This  indicated  an  unresolved  pneumonia. 
Over  this  dark  pulmonic  area  rdles  and  a  pleuritic  rub  were  heard,  and 
the  patient  reported  that  for  the  past  year  and  a  half,  when  he  coughed, 
it  **  caught"  him  there.  Right  apex  somewhat  darker  than  normal; 
excursion  of  diaphragm  on  right  side  higher  and  shorter  than  normal. 
These  conditions  suggested  tuberculosis  at  the  right  apex.  Tuberculin 
given ;   reaction. 

June  2.  Second  X-Ray  Examination,  — The  right  apex  was  clearer 
than  on  April  29 ;  excursion  of  the  diaphragm  on  this  side  had  increased, 
but  it  was  still  higher  in  position  than  normal.  On  the  left  side  the 
darkened  area  was  less  marked,  and  the  excursion  of  the  diaphragm  6.25 
centimetres.  The  heart  moved  much  less  than  in  health  during  deep 
inspiration,  the  left  border  moved  outward  and  upward  instead  of  down- 
ward and  toward  the  median  line,  and  the  right  border  moved  inward  and 
toward  the  median  line.  The  heart  was  evidently  held,  and  did  not 
descend  during  full  inspiration,  as  usual,  with  the  diaphragm  ;  therefore 
its  lower  border  was  seen  more  completely  than  is  possible  in  health. 

Displacement  of  Heart  simulating  Enlargement  by  Percussion.  —  The 
width  of  the  heart,  as  determined  by  percussion,  is  the  horizontal  dis- 
tance between  the  right  and  left  borders.  X-ray  examinations  show  that 
the  axis  of  the  heart  in  some  patients  is  more  inclined  than  in  others, 
and  therefore  a  width  of  this  organ  taken  in  a  horizontal  line  might  give 
too  great  measurement.  A  heart  whose  position  has  been  changed  may 
sometimes  be  mistaken  for  an  enlarged  heart.  For  example,  when  the 
diaphragm  is  a  little  higher  than  normal,  the  axis  of  the  heart  may  also 
be  more  horizontal ;  as  a  result  of  this  direction  of  the  axis  the  left  bor- 
der of  the  heart  is  turned  more  toward  the  left,  and  this  organ  seems 
enlarged  on  the  left  side.     This  displacement  of  the  heart  may  be  mis- 
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interpreted  by  percussion,  and  a  diagnosis  of  enlargement  made  where 
none  exists.  The  following  case  illustrates  the  advantage  of  an  X-ray 
examination  when  the  heart  is  not  in  its  usual  place :  — 

This  patient,  fifty  years  old,  was  referred  to  me,  as  it  was  thought  by 
his  physician  that  he  had  cardiac  disease.  I  found  by  percussion  that 
the  left  border  of  the  heart,  as  well  as  the  apex  beat,  was  outside  of  the 
nipple  line ;  the  right  border  was  not  clearly  defined,  but  seemed  to  be 
in  about  the  usual  place. 

The  X-ray  examination  showed  that  the  diaphragm  on  the  left  side 
moved  2.5  centimetres  ;  on  the  right  side,  3.7  centimetres.  The  heart 
was  drawn  to  the  left  and  upward.  Upon  inquiry  I  learned  that  he 
had  had  pneumonia  and  pleurisy  forty-three  years  before.  I  then  told 
him  they  had  been  on  the  left  side,  to  which  he  replied  in  the  affirma- 
tive. But  for  the  X-ray  examination  I  should  have  considered  that  the 
patient  had  an  enlarged  heart,  but  this  examination  showed  that  his  heart 
was  not  enlarged  but  simply  displaced. 

In  another  case,  in  which  by  percussion  the  left  border  of  the  heart 
and  the  apex  beat  were  outside  the  nipple  line,  the  X-ray  examination 
showed  that  the  organ  was  neither  enlarged  nor  displaced,  as  percus- 
sion and  palpation  led  the  physician  to  believe,  but  that  its  axis  was 
unusually  horizontal,  and  this  brought  the  apex  beat  farther  to  the  left 
than  if  the  axis  of  the  heart  had  had  the  usual  inclination. 

The  following  tracing  illustrates  this  point,  and  shows  that  the  axis 
of  the  heart  may  be  so  much  more  horizontal  than  in  health  that  the 
apex  beat  is  nearly  in  the  nipple  line,  and  if  percussion  gives  dulness 
in  a  line  above  this  point,  the  physician  might  be  easily  led  to  over- 
estimate the  size  of  the  heart,  as  by  this  method  he  might  not  recog- 
nize the  inclined  position  of  its  right  border,  whereas,  as  the  tracing 
shows,  he  could  obtain  an  accurate  knowledge  of  the  size  and  position 
of  this  organ  by  an  X-ray  examination  (Fig.  175). 

In  this  patient,  the  diaphragm  was  rather  higher  than  usual  in  the 
thorax.  The  long  axis  of  the  heart  was  nearly  horizontal.  The  heart 
was  dilated.  The  outline  of  the  right  ventricle  and  right  auricle  could 
be  plainly  followed  to  the  right  of  the  sternum.  During  a  forced  deep 
inspiration,  the  heart  was  diminished  in  size  both  in  its  vertical  and 
horizontal  diameters.  This  suggested  dilatation  of  the  heart  rather 
than  hypertrophy. 

This  case  shows  that  the  a.xis  of  the  heart  may  be  so  nearly 
horizontal  as  to  give,  to  a  physical  examination,  the  signs  of   a  heart 
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which  is  very  much  enlarged  (the  heart  was  enlarged  in  this  case,  but 
its  horizontal  position  exaggerated  this  unduly),  as  will  be  readily  seen 
by  the  tracing. 

Chlorosis.  —  In  cases  of  chlorosis,  the  heart  may  seem  by  percussion 
to  be  enlarged  both  to  the  right  and  left,  and  by  a  later  examination, 
made  after  the  patient  has  improved,  to  be  more  nearly  normal  in  size ; 
but  this  apparent  decrease  in  size,  as  determined  by  percussion,  is  shown 
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Fig.  175.  John  C.  Cut  of  tracing  made  with  screen  on  front  of  chest.  (Cut  one-third  life  size.) 
Full  lines  sliow  position  of  heart  during  deep  inspiration ;  broken  lines,  position  during  expiration. 
Heart's  axis  nearly  horizontal. 

by  the  fluorescent  screen  to  be  in  reality  due  to  the  descent  of  the 
diaphragm,  and  the  consequent  change  in  the  direction  of  the  long 
axis  of  the  heart;  as  in  the  cases  given  above,  the  heart  has  been 
displaced. 

Anaemia.  —  In  anaemia  with  constipation,  the  diaphragm  would  be 
higher  than  normal,  thus  tipping  the  heart  and  making  it  appear  to 
have  greater  width.     (See  page  389.) 

Unusual  positions  of  the  heart  and  transposition  of  this  organ  are 
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often  easily  recognized  by  an  X-ray  examination,  when  by  other  meth- 
ods their  recognition  would  be  uncertain  or  difficult. 

A  Case  of  Apparent  Dextrocardia.  This  case  illustrates  the  advan- 
tages which  fluoroscopic  examinations  have  over  those  with  a  radiograph 
or  the  usual  physical  examination. 

A.  B.,  a  patient  of  Dr. ,  had  been  carefully  examined  by  two 

excellent  physicians,  and  the  diagnosis  of  dextrocardia  was  made  after 
a  thorough  physical  examination.  A  radiograph  of  the  heart  was 
also  made,  which  showed  a  sharply  defined  cardiac  border  much  to  the 
right  of  the  median  line,  and  that  the  heart  extended  only  a  short  dis- 
tance to  the  left  of  the  sternum,  and  that  this  outline  was  not  at  all 
defined.  The  radiograph  was  considered  to  lend  confirmatory  evidence 
to  the  diagnosis  of  dextrocardia  made  by  the  history  and  physical 
examination. 

At  this  stage,  the  patient  was  brought  to  me  by  his  physician, 
that  I  might  make  an  examination  with  the  fluoroscope,  in  order 
that  my  outlines  might  be  used  in  the  report  of  the  case.  I  saw 
him  only  once,  but  the  examination  with  the  screen  was  sufficient  to 
demonstrate  clearly  that  his  heart  was  simply  drawn  to  the  right,  prob- 
ably as  the  result  of  a  pleurisy,  which  he  had  had  on  the  right  side  five 
years  previously.  The  right  border  was  far  to  the  right  of  the  median 
line,  and  close  to  the  front  wall  of  the  thorax  ;  the  left  border  was  a 
httle  to  the  left  of  the  median  line,  but  some  distance  from  the  anterior 
chest  wall,  as  could  be  readily  determined  by  examining  the  patient 
while  sitting  up  and  looking  through  the  chest  at  an  angle.  In  this 
position  the  whole  of  the  anterior  part  of  the  left  thoracic  cavity  was 
seen  to  be  free  from  heart.  The  above  conditions  were  readily  demon- 
strated to  the  physician  of  the  patient,  who  accepted  the  diagnosis 
without  hesitation  as  complete  and  final. 

SECTION   V 

OTHER  ABNORMAL  CONDITIONS  OF  THE  HEART 

Pulsations.  —  The  pulsations  of  the  heart  may  be  followed  in  cases 
of  irregular  action,  as  in  myocarditis  ;  and  it  may  be  seen  that  they  do 
not  correspond  to  the  pulsations  at  the  wrist,  that  is,  there  are  some- 
times incomplete  pulsations  of  the  heart  which  do  not  give  an  impulse 
at  the  radial  artery. 
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Pulsations  of  the  Heart  in  Cardiac  Disease  shown  by  X-Ray 
Examination.  —  In  cases  of  marked  insufficiency  of  either  the  aortic 
or  mitral  valve,  or  both,  the  excursion  of  the  left  border  of  the  heart, 


Fig.  176.    John  D.    Aortic  insufficiency. 

Diagram  of  heart  in  a  patient  with  aortic  insufficiency.  Compare  with  Fig.  157,  normal 
movements.  Diastole  and  systole  during  ordinary  respiration  are  indicated  by  the  arrows  pointing  to 
the  broken  and  the  dotted  lines  respectively.  The  line  made  up  of  dashes  and  dots  shows  wheie  the  left 
Iwrder  of  the  heart  is  in  systole  during  deep  inspiration.  When  a  full  breath  is  taken  the  diastolic 
excursion  is  less  than  in  ordinary  breathing.  The  movements  of  the  heart  could  be  followed  in  this 
patient  unusually  well. 


between  systole  and  diastole,  is  much  greater  than  under  normal  con- 
ditions. Not  only  is  the  to  and  fro  excursion  greater,  but  the  length 
of  the  heart's  border  which  is  seen  to  move  is  much  longer.  (See 
Fig.  176,  John  D.) 
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Slight  dilatations  of  the  aorta  may  be  seen  in  aortic  insufficiency, 
and  the  pulsations  of  this  artery  may  be  observed. 

An  X-ray  examination  also  shows  that  in  some  cases  the  movement 
of  the  heart  between  systole  and  diastole  is  much  diminished  during  a 
deep  forced  inspiration.  This  diminished  movement  may  be  caused  by 
a  lessened  regurgitation  of  the  blood,  or  it  may  show  that  the  heart  is 
dilated  rather  than  hypertrophied.  I  have  found  by  means  of  the 
X-rays  that  some  hearts,  which  by  the  ordinary  methods  of  examination 
I  considered  to  be  dilated,  were  smaller  in  size  during  forced  inspiration 
than  during  quiet  breathing. 

Pericardial  Effusion.  —  When  the  cardiac  area  is  enlarged,  we  should 
note  carefully  whether  or  not  the  pulsations  of  the  left  border  can  be 
clearly  followed.  If  so,  we  have  to  do  with  an  enlarged  heart ;  if  not, 
we  should  consider  pericardial  effusion.  The  outline  of  the  dark  area 
is  also  to  be  considered ;  in  pericardial  effusion  its  shape  is  rounded ; 
that  is,  it  is  unlike  the  shadow  of  the  normal  heart. 

The  signs  which  pericardial  effusion  present  differ  with  the  amount 
of  the  effusion. 

The  larger  amounts  of  pericardial  effusion  increase  the  shadow 
of  the  cardiac  area  and  obliterate  the  pulsating  outlines  of  the  left 
border  of  the  heart,  and  the  triangle  (see  page  259)  is  of  course 
obliterated.  The  cardiac  area  should  be  studied  with  the  patient  in 
different  positions.  The  shadow  of  the  effusion  when  traced  on  the 
chest  wall  is  an  excellent  guide  for  tapping  the  pericardium,  should 
that  operation  be  required. 

Small  Effusion.  —  In  pericarditis  with  small  effusion  it  should  be 
remembered  that  the  effusion  is  largely  in  the  dependent  part  of  the 
pericardial  sac.  We  should  endeavor  to  determine  what  changes,  if 
any,  have  taken  place  in  the  cardiac  outline,  and  whether  this  outline 
is  modified  by  a  change  in  the  position  of  the  patient.  The  patient 
should  therefore  be  examined  in  different  positions. 

Sittiti^  Position  ;  Tube  behind  Patient  and  Screen  on  Front  of  Cliest ; 
Deep  Inspiration.  —  In  this  position  the  border  of  the  left  diaphragm 
would  not  be  followed  so  far  towards  the  median  line,  if  there  was  peri- 
cardial effusion,  as  in  health,  and  if  the  patient  were  inclined  to  one 
side  or  the  other  the  cardiac  outline  might  be  modified. 

Sitting  Position;  Light  going  through  frojn  Side  to  Side ;  Deep 
Inspiration.  —  The  lower  and  posterior  border  of  the  heart  should  be 
determined,  so  far  as  possible ;   if  the  outline  of  the  triangular  area 
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formed  by  this  portion  of  the  heart  (see  pages  258  to  259)  is  not 
changed,  there  is  probably  not  much,  if  any,  pericardial  effusion 
present. 

Recumbent  Positioft ;  Deep  Inspiration.  —  An  examination  should 
also  be  made  with  the  patient  lying  on  his  back,  and  also  on  his  right 
and  left  sides,  and  with  the  light  going  through  the  body  horizontally, 
the  tube  being  on  a  level  with  the  heart,  to  determine  whether  or  not 
in  these  positions  there  is  any  modification  of  the  outline  of  the  heart. 

The  outlines  of  the  heart  and  the  effusion  should  be  drawn  during 
both  inspiration  and  expiration. 

Mobility  of  the  Heart.  —  Hoffmann  (Verhandlungen  des  Congresses 
fur  Innere  Medicin,  1898)  has  found  that  the  hearts  in  four  cases 
of  paroxysmal  tachycardia,  which  but  for  this  condition  were  normal, 
were  surprisingly  movable ;  the  first  moved  6  centimetres,  the  second 
5.2  centimetres,  the  third  6,7  centimetres,  and  the  fourth  5.3  centimetres. 
These  observations  are  of  much  interest. 

Hoffmann  also  found  that  the  heart  moved  to  the  left  surprisingly 
little  in  children  ;  in  ten  persons  in  the  first  and  second  decades  it  did 
not  move  more  than  1.2  centimetres;  in  grown  persons  there  was  a 
movement  of  2  to  7  centimetres. 

Murmurs.  Auscultation  and  X-Ray  Examinations. — These  two  meth- 
ods of  examination  used  together  may  enable  the  physician  to  determine 
with  unusual  exactness  the  site  of  the  murmur  on  the  heart,  if  ausculta- 
tion is  done  after  the  outline  of  this  organ  has  been  traced  on  the  chest. 
Second,  it  may  enable  him  to  recognize  that  the  disappearance  of  a 
murmur  due  to  the  enlargement  of  the  auriculo-ventricular  ring  is  coin- 
cident with  the  diminution  of  the  size  of  the  heart.  Third,  it  may  enable 
him  to  recognize  that  murmurs  which  are  present  when  the  heart  is 
pushed  out  of  place  disappear  when  the  pressure  is  relieved,  as  for 
example  in  some  cases  of  pregnancy. 

Other  conditions  of  the  heart  present  abnormal  appearances  or  outlines 
when  examined  by  the  fluorescent  screen.     (See  Fig.  179  and  Appendix.) 

Persistence  of  the  Ductus  Arteriosus  Botalli.  —  Zinn  {Deutsche  Med, 
Woclienschrift,  No.  8,  Supplement,  pp.  41-42,  1898)  gives  a  detailed 
account  of  a  case  in  which  the  diagnosis  of  "  Persistence  of  the  Ductus 
Arteriosus  Botalli "  was  supported  by  an  X-ray  examination. 

The  writer  states  that  the  interest  of  the  case  lay  particularly  in  the 
fact  that  the  widening  of  the  pulmonary  artery  established  by  percussion 
could  be  recognized  on  the  screen  and  in  the  radiograph. 
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SECTION    VI 

EFFECT  OF   TREATMENT   WATCHED   BY   X-RAY   EXAMINATIONS 

The  size  of  the  heart  may  vary  greatly  from  the  normal,  and  become 
much  enlarged,  and  yet  resume  a  smaller  size  after  rest  in  bed  and 
digitalis,  and  this  decrease  in  size  may  be  observed  by  X-ray  exami- 
nations. 

N^  (5^  >^  A^    n     Dau    ^^cZ  22./^?/. 

Addrtis  Occupation  Vol,¥/fPag9   2^^ 

Diagnom      ^-^^^^^^^^ 


Flc.  177.     Kllii  il.     First  X-ray  examination.     (Cut  one-tliird  life  size.)     Itoth  lungs  dark  except  in 

upper  portions.      Heart  enlarged. 

Progress  of  Improvement  in  Heart  watched  by  X-Ray  Examinations 
during  Treatment.  —  Fortunately,  in  many  forms  of  cardiac  disease  we 
are  able  to  benefit  the  patient  very  much  by  suitable  treatment.     The 
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improvement  is  indicated  on  the  screen  in  two  ways :  first,  the  size  of 
the  heart  which  has  become  enlarged  is  seen  to  diminish  ;  and,  second, 
the  lungs  gain  in  transparency  as  the  heart's  action  becomes  stronger 
and  the  congestion  or  oedema  is  lessened. 


Nam$ 

Addnsi 

Diagnosis 


CjC/^^cu   H  . 


Ags  /Z 

Occupation 


Dat» 


VoL 


Pa£9 


■^^^^^  ^'/  '?y- 


Fig.  178,  Ella  H.  Third  \-ray  examination.  (Cut  one-third  life  size.)  Lungs  now  clear.  Excur- 
sion of  diaphragm  (lines  not  given)  can  be  well  seen  on  both  sides.  Heart  smaller  in  size  than  on 
March  22. 

The  following  cases  illustrate  this  point:  — 

Case  I.  Ella  H.,  twelve  years  old,  entered  my  service  at  the  Boston 
City  Hospital  March  22,  1897.  Diagnosis:  endocarditis  following 
rheumatism.     Patient  complained  of  dyspnoea  and  orthopnoea. 

March  22.  X-Ray  Examination. — The  outlines  of  the  diaphragm 
could  not  be  seen,  and  the  outlines  of  the  ribs  were  indistinct  below  the 
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second  rib.    These  conditions  showed  marked  oedenm.of  the  lungs  or 
hydrothorax  on  both  sides. 

Physical  Signs,  —  Dulness  to  percussion,  respiratory  murmur  very 
much  diminished,  and  absence  of  vocal  fremitus  on  both  sides  in  the 
lower  portion  of  the  thorax.  There  was  a  systolic  murmur  at  the  apex^ 
transmitted  to  axilla,  also  a  presystolic  roll. 

April  3.  Second  X-Ray  Examinatiofi,  —  The  size  of  the  heart  was 
the  same  as  on  March  24,  but  the  front  and  back  portions  of  the  ribs 
were  seen  in  both  chests,  and  also  the  outline  of  the  diaphragm  on 
both  sides.  That  is  to  say,  in  the  twelve  days  since  the  last  X-ray 
examination,  the  thorax  had  become  very  much  clearer.  The  excur- 
sion of  the  diaphragm  was  2.5  centimetres  on  the  right  side  and  1.5 
centimetres  on  the  left  side. 

Treatment,  —  Rest  in  bed  and  digitalis. 

April  27.  Third  X-Ray  Rxavii nation.  —  The  outline  of  the  heart 
was  smaller  than  at  the  previous  examination,  that  is,  nearer  the  normal ; 
the  excursion  of  the  diaphragm  on  the  right  side  was  5  centimetres  and 
on  the  left  side,  2.5  centimetres.  A  very  marked  improvement  in  her 
breathing  coincided  with  the  improvement  as  observed  on  the  fluores- 
cent screen. 

Case  II.  Mary  II.,  thirty-eight  years  old,  entered  my  service  at 
the  hospital  December  13,  itSgH.  Diagnosis:  valvular  disease  of  the 
heart. 

Physical  lixamination. — There  was  a  double  murmur  at  the  apex; 
pulmonic  second  accentuated  ;  and  the  width  of  the  heart  by  percussion, 
on  a  level  with  the  nipi)les,  was  17.5  centimetres.  There  was  slight 
oedema  of  both  legs. 

December  14.  X-Ray  lixamination.  —  Both  lungs  were  very  dark ; 
the  outline  of  the  heart  could  barely  be  seen ;  no  diaphragm  could  be 
seen,  and  the  outlines  of  most  of  the  ribs  were  obscured. 

January  3,  1899.  Second  X-ray  examination  after  rest  and  treat- 
ment with  digitalis.  The  lungs  were  much  clearer,  and  the  excursion  of 
the  diaphragm  on  each  side  could  be  readily  followed. 

Hoffmann  (Verhandlungen  des  Congresses  ftir  Innere  Medicin. 
1898)  found  by  means  of  the  X-rays  that  in  some  cases  of  mitral  insuffi- 
ciency the  width  of  the  heart  was  18  or  even  20  cm.,  and  that  in  one 
case  the  width  was  diminished  from  18  to  16  cm.  after  the  use  of  digi- 
talis, but  later  returned  to  17.2.  His  X-ray  examinations  also  showed 
that  in  normal  men,  from  twenty  to  forty  years  of  age,  the  width  of 
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the  heart  varied  from  14  to  15  cm.,  but  in  older  persons  the  width  was 
usually  greater. 

Avoidance  of  too  Early  Cessation  of  Treatment.  —  The  condition  of 
the  patient  may  be  so  improved  that  further  treatment  seems  unneces- 
sary, but  if  the  X-ray  examinations  show  that  the  lower  portion  of  the 
lung  is  still  dark,  the  further  use  of  digitalis  is  indicated ;  the  remedy 
has  not  done  all  the  good  of  which  it  is  capable,  if  continued.  The  fol- 
lowing case  illustrates  this  point :  — 

Bessie  N.,  twenty-nine  years  old,  entered  my  service  at  the  hospital 
March  27,  1897.  Diagnosis:  dilated  heart  and  disease  of  the  mitral 
valve. 

History,  —  Had  dyspnoea  for  seven  months ;  pain  in  the  praecordial 
region  and  over  the  left  scapula ;  no  oedema ;  marked  orthopnoea. 

Physical  Examination.  —  Heart's  area  enlarged  to  the  right ;  apex 
in  the  fifth  space,  ^,7  centimetres  from  mid-sternum;  action  regular; 
loud  presystolic  murmur  at  apex,  with  thrill.  Examination  of  lungs 
negative. 

This  patient  had  rest  and  digitalis,  and  about  one  week  later  had 
improved  so  much  that  I  considered  the  question  of  her  transfer  to  the 
Convalescent  Home;  but  did  not  send  her,  as  an  X-ray  examination 
made  at  this  time  showed  that  the  chest  was  dark  throughout,  except  in 
the  upper  portion,  where  the  ribs  could  be  dimly  seen.  Two  weeks  later 
another  X-ray  examination  showed  improvement,  but  the  outlines  of  the 
diaphragm,  the  heart,  and  the  ribs,  could  only  be  seen  during  deep 
inspiration,  and  even  then  dimly.  This  indicated  that  a  longer  stay  in 
the  hospital  would  be  beneficial.  Without  the  X-ray  examination  she 
would  have  been  discharged  while  she  still  needed  hospital  care. 

Enlarged  Hearts  with  Murmur.  —  It  is  probable  that  a  murmur 
may  sometimes  be  due  to  the  failure  of  the  valves  to  close  on  account 
of  the  inefficiency  of  the  muscular  walls  of  the  heart,  but  it  may  disap- 
pear as  the  heart  diminishes  in  size  after  rest  and  other  suitable  treat- 
ment. An  X-ray  examination  may  enable  the  physician  to  watch  the 
heart  and  to  observe  that  it  has  become  reduced  in  size  when  the 
murmur  is  no  longer  heard. 

Warning  of  Patient's  Serious  Condition  given  by  X-Ray  Examina- 
tion.—  Bridget  O'D.,  fifty-five  years  old,  entered  my  service  at  the  hos- 
pital March  7,  1898.     Diagnosis:  myocarditis. 

March  7.  X-Ray  Examination.  —  The  pulmonary  areas  were  so 
dark  that  the  outlines  of  the  heart  could  be  seen  only  very  dimly,  and 
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tlh!  only  diaphragm  outline  seen  was  that  on  the  right  side  and  during 
lull  ifihpiration.  The  heart  was  much  enlarged  to  the  right.  The  con- 
/lilion  hhown  by  this  examination  was  a  warning  to  put  the  patient  on  the 
lidt  of  those  very  dangerously  ill.     She  died  suddenly  on  March  13. 

Timely  Warning  of  Disease.  —  X-ray  examinations  of  the  heart  warn 
tin*  pliysif  i:in,  in  cardiac  as  well  as  renal  diseases,  of  the  serious  condi- 
tion that  hJM  patient  is  approaching,  and  point  out  to  him  the  necessity 
lof  thr  timely  use  of  remedies  to  supplement  the  insufficient  action  of 
till'  liir;iit.  Want  of  clearness,  especially  in  the  lower  portion  of  the 
liui^c.  vvill  indicate  early  that  suitable  treatment  is  required. 

Ml.  S.,  filty-ci^ht  years  old,  was  sent  to  me  from  out  of  town  for 
« /#nt>ultation  and  X-ray  examination.  His  physician  wrote  to  me  as  fol- 
l/»w«i,  "  r;itirnl  suffering  from  some  form  of  thoracic  disease,  probably 
*iri  rrnpliyM-niatous  condition  with  some  complications.** 

l/tsfory.  Asthma;  marked  dyspnoea  on  exertion;  a  rapid  and 
\nt[f\\\,\\    In-art. 

\  l\ny  Iwamifiation.  —  Both  pulmonary  areas  so  much  darker  than 
In  lnMltli  that  it  was  far  more  difficult  than  usual  to  determine  the  size 
ol  till-  hrait.  The  heart  seemed  enlarged.  I  advised  that  he  should  be 
l.ilu'n  l);i(  K  to  his  home,  which  was  some  miles  from  Boston,  with  extreme 
'  AM\  .Old  !)«•  put  to  ])L'(i.  I  also  advised  suitably  large  doses  of  digitalis, 
.Hid  lli.ii  it't  cllccls  should  be  carefully  watched. 

I  wo  vvi'j'ks  later  his  physician  wrote  me  as  follows:  "The  patient 
^.',M  V.  :-.lr.M|ilv  worse  and  took  to  his  bed  the  day  after  our  visit  to  you. 
I'.v"  I  y  '■.yniijioni  was  very  ^rave,  to  say  the  least.  Heart  failure  was 
* -'p*  •  I'  d  .ii  .inv  linic,  and  many  pulsations  of  the  heart  were  lost  at  the 
y^\\\.  Ki'.jHi.ition  ot  the  worst  character.  Delirium  continuous.  After 
.1  w.iK,  ihr  )).iiirnt  improved.  The  lungs  cleared  up  wonderfully  well, 
«ind  ilh    Im-.iiI  :tt)(l  pulse  came  together.     Orthopncea  had  disappeared.** 

/\  l.ii«  I  ii|MMi  hom  this  physician  stated  that  the  patient  had  resumed 

I  Im  \  i.iy  i'H;imin;ition  was  undoubtedly  of  ser\ice  in  this  case,  giv- 
ing HNMh-dLiie  ;in<l  mic« juivocal  evidence  of  the  conditions  present,  and 
impaiiiiij.',  lo  me  ronvii  lions  as  to  the  treatment  that  should  be  pursued, 
and  thill  ihih  iiiMinh-nt  should  be  carried  out  courageously. 

Want  of  Krtident  Pulmonary  Circulation  shown  by  X-Ray  Exami- 
nations rSt  r  I'i^  i7«). )  The  X-rays  may  be  useful  in  indicating  how 
mm  h  ini  It  Msc  in  density  there  may  be  in  the  lungs,  due  to  passive  con- 
gestion, or  to  (idenia.  without  either  giving  rise  to  well-marked  signs  by 
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auscultation  and  percussion.  In  certain  diseases  or  conditions  of  the 
valves  oi  the  heart  the  pulmonary  circulation  may  be  so  much  obstructed 
that  the  lungs  are  found  radioscopically  to  be  much  darkened,  even  more 
so  than  the  diagram  represents-  This  should  warn  us  to  take  suitable 
care.     In  X-ray  examinations  we  have  a  new,  useful,  and  delicate  means 


Fig.  179.     Diagrain  of  passi^fc  coiigesugn  uf  thii  luE^gs  frum  vaEvular  disease. 
In  valvular  tJisease  I  hs^vc  seen  much  d.irkcf  tuogs  llian  (In*  diat;r4m  indicates  become  clear,  and 
Ihe  dyspticca  cejsi?  after  tifcaittihriii  by  digiialis, 

of  recognizing  changes  in  the  pulmonary  circulation,  due  to  abnormal 
conditions  of  the  kings,  heart*  or  kidneys. 

Alcoholics.  —  I  have  observed  in  a  number  of  cases  that  the  lungs 
ol  patients  addicted  to  the  use  of  alcohol  were  less  bright  throughout 
than  normal,  and  in  a  few  that  there  was  a  marked  contrast  between 
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the  pulmonary  area  above  the  position  of  the  diaphragm  in  expiration 
and  the  portion  seen  between  the  two  positions  of  the  diaphragm  in  full 
inspiration  and  expiration,  this  latter  portion  being  much  brighter  than 
that  above  the  expiratory  diaphragm  line.  The  lack  of  brightness  in 
the  lungs  may  be  due  to  a  pulmonary  congestion,  which  would  make 
these  organs  appear  darker  on  the  screen  than  in  health ;  or  there  may 
be  some  other  explanation  of  this  condition. 

In  one  patient,  who  was  thirty-four  years  old,  and  had  been  drinking 
to  excess  for  two  weeks,  and  had  been  exposed  to  cold  in  the  month  of 
March,  the  excursion  of  the  diaphragm  on  the  right  side  was  7.5  centi- 
metres, and  on  the  left  7  centimetres ;  above  the  point  reached  by  the 
diaphragm  during  expiration,  on  both  sides,  the  lungs  were  uniformly 
denser  than  normal,  so  dense  that  the  ribs  were  scarcely  visible,  but 
below  this  point,  during  full  inspiration,  the  pulmonary  area  was  bright 
on  both  sides.  The  right  side  of  the  heart  was  much  enlarged.  This 
patient  had  no  physical  signs  by  auscultation  and  percussion  except  that 
the  note  by  percussion  was  less  clear  than  in  health.  The  increase  in 
the  size  of  the  heart  was  not  found  by  percussion. 

Passive  Congestion  shown  to  be  Absent  by  X-Ray  Examination. — 
On  the  other  hand,  we  may  be  assured  that  there  is  no  passive  con- 
gestion in  the  lungs  in  some  cases  of  cardiac  disease  in  which  we 
suspect  this  condition,  if  an  X-ray  examination  shows  normal  brightness 
of  the  pulmonary  areas. 

Louis  C,  twenty-six  years  old,  a  patient  of  Dr.  Horace  D.  Arnold, 
came  to  the  medical  out-patient  department  of  the  Boston  City  Hospital 
on  March  5,  1898,  complaining  of  gastric  symptoms  and  palpitation, 
with  pain  in  the  cardiac  region. 

Physical  examination  at  this  time  gave  a  mitral  systolic  murmur  at 
the  apex  in  the  nipple  line. 

On  January  7,  1899,  his  symptoms  were  more  marked.  Apex  in  the 
sixth  space  in  the  nipple  line  ;  both  presystolic  and  systolic  murmurs 
present. 

February  11.  The  signs  and  symptoms  continued.  It  was  a  ques- 
tion whether  or  not  there  was  a  passive  congestion  of  the  lungs. 

February  14,  1899.  I  found  by  X-ray  examination  that  this  condition 
was  not  present,  as  the  lungs  were  perfectly  clear. 

Precautionary  and  Preventive  X-Ray  Examinations.  —  The  following 
case  illustrates  the  advantage  of  such  examinations  :  — 

Wm.  A.  H.,  twenty-nine  years  old.     This  patient,  having  joined  a 
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party  which  was  bound  for  the  Klondike,  came  to  see  me  as  a  precau- 
tionary measure  to  learn  whether  or  not  he  was  sound  in  body. 

I  found  that  he  had  a  much  enlarged  heart,  and  that  he  was  wholly 
unfit  for  packing  over  the  steep  trail  beyond  Skaguay,  for  example 
(the  railway  had  not  then  been  built),  and  for  undertaking  life  in  such 
a  country. 

Many  middle-aged  men  of  large  affairs  and  great  energy  doubtless 
overtax  their  hearts  in  various  ways.  As  a  consequence,  they  are 
obliged  to  retire  from  active  work  before  many  years ;  or  the  end  comes 
suddenly.  It  would  be  better  if  more  persons  in  our  country  would 
follow  the  custom  of  some  of  my  patients,  and  go  to  a  physician  to  be 
examined  once  a  year.  This  custom  is  more  useful,  even,  than  for- 
merly, for  by  means  of  X-ray  examinations  we  are  able  to  give  earlier 
warning  of  some  diseases  of  the  chest  than  has  hitherto  been  possible. 


CHAPTER   XI 

THORACIC   ANEURISMS 

Appearances  seen  on  the  Fluorescent  Screen  and  by  X-Ray  Photo- 
graph in  Aneurisms.  —  The  appearances  vary  greatly  and  depend  on 
the  size  and  position  of  the  aneurism. 

A  small  aneurism  of  the  descending  arch  of  the  aorta  casts  a  shadow 
to  the  left  of  the  sternum  and  above  the  heart,  and  by  localization  would 
be  found  to  be  in  the  posterior  rather  than  the  anterior  part  of  the 
chest.     (See  Kig.   i8o.) 

An  aneurism  of  the  ascending  aorta  would  usually  cast  a  shadow 
to  the  right  of  the  sternum,  and  by  localization  would  be  found  nearer 
the  anterior  than  the  posterior  chest  wall. 

A  large  aneurism  casts  a  shadow  on  both  sides  of  the  sternum  ;  the 
heart  is  often  seen  to  be  more  or  less  displaced,  or  enlarged. 

Difficulty  of  Diagnosis  by  Ordinary  Methods ;  Need  of  X-Ray  Exami- 
nations.—  The  diagnosis  of  an  aneurism  is  often  difficult  and  sometimes 
impossible  by  the  ordinary  methods.  Aneurisms  are  not  infrequently 
overlooked  in  their  early  stages,  the  time  when  there  is  the  best  oppor- 
tunity for  prolonging  life;  or,  if  recognized,  their  extent  is  not  appre- 
ciated ;  or  their  presence  is  suspected  when  they  do  not  exist.  Therefore, 
in  order  to  get  as  accurate  a  knowledge  as  possible  of  the  condition  of 
the  thoracic  cavity,  the  chest  should  be  examined  by  means  of  the 
fluorescent  screen,  both  in  front  and  behind,  and  from  side  to  side. 
An  X-ray  photograph  may  also  be  of  service.  Pulsations  can  be  seen 
only  by  means  of  the  screen.  If  the  walls  of  the  aneurism  are  thick 
and  the  sac  is  filled  with  a  dense  clot,  there  may  be  no  pulsation.  (See 
case  of  D.,  page  327.)  On  the  other  hand  it  is,  I  suppose,  possible  for 
a  dense  body  near  the  normal  aorta  to  have  a  movement  imparted  to  it 
by  the  pulsations  of  that  blood  vessel. 

Method  of  Examination  by  the  X-Rays.  —  The  spinal  column  should 
be  examined  to  see  if  there  is  any  displacement  of  the  vertebrae  which 

3«o 


THORACIC   ANEURISMS  311 

might  push  the  aorta  to  one  side ;  for  if  through  disease  in  the  vertebra 
or  some  neighboring  part  the  descending  aorta  is  pushed  a  little  to  the 
leftj  this  condition  might  be  confounded  with  an  aneurism,  if  this  pos- 
sibility were  not  in  mind  and  this  region  carefully  examined.     If  there 


FlC^.  iSo,     Di  I  !  :■:' dt'scending  aorliA.     Kull   inspiraliuii,      1  In    .i[L<Lirism 

would  ciiten  be  hight^r  in  ihe  chest  tlian  is  ahown  in  this  djogram.  A  dilaraiion  of  %hv  asccrndmg 
^ch  of  t\u*  aorta  would  usually  cast  a  shadow  on  ihe  right  side  of  the  stemuni.  Broken  liot!&  show 
po&Uion  of  diaphragm  in  expimtion.    The  heavy  Une&  under  the  axil^ce  indicate  ihe  level  of  the  nipples. 

is  disease  of  the  spine,  producing  displacement  of  the  aorta,  a  careful 
X-ray  examination  of  the  line  of  the  vertebrae  would  reveal  the  cause 
of  the  unusual  position  of  this  artery. 

Moreover,  in  some  healthy  individuals  the  aorta  is  more  prominent 
than  in  others.     I  have  examined  some  persons  in  whom  there  was  no 
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trace  of  aneurismal  dilatation,  but  in  whom  the  outline  and  even  the 
pulsation  of  the  descending  arch  of  the  aorta  could  be  followed. 

If  any  departure  from  the  normal  outlines  is  found  in  this  portion 
of  the  thorax,  the  physician  should  determine  whether  or  not  the 
abnormal  outline  is  due  to  something  which  is  nearer  the  front  or  the 
back  of  the  chest.  This  point  may  be  ascertained  by  making  two 
examinations  of  the  patient,  one  with  the  fluorescent  screen  on  the 
front,  and  the  other  with  the  screen  on  the  back  of  the  chest;  or 
the  screen  may  be  in  a  constant  position  and  the  patient  may  be  exam- 
ined with  the  tube  in  two  different  positions,  about  60  centimetres  apart. 
(See  Chapter  III,  page  81.)  The  outlines  seen  on  the  screen  shDuld 
be  traced  on  the  skin,  or  celluloid  covering  the  screen.  (See  Chapter 
III,  pages  77-81,  for  directions  for  making  and  recording  the  observations 
made.)     An  X-ray  photograph  should  also  be  taken,  as  stated  above. 

Further,  we  may  be  assisted  to  distinguish  between  new  growths  in 
the  thorax  and  an  aneurism.  For  this  purpose  a  careful  determination 
of  the  position  of  the  outlines,  not  only  laterally  but  antero-posteriorly, 
is  important.  If,  for  example,  when  examining  the  chest,  a  small 
shadow  is  seen  on  the  fluorescent  screen  in  the  neighborhood  of  the 
descending  arch  of  the  aorta  on  the  left  of  the  sternum,  the  physician 
must  determine  whether  it  is  cast  by  something  situated  in  the  front  or 
back  of  the  chest.  As  a  rule,  an  aneurism  of  the  ascending  portion  of 
the  aorta  will  be  found  nearer  the  front  of  the  chest  than  the  back ; 
whereas  aneurisms  of  the  descending  aorta  in  the  early  stages  would  be 
found  nearer  the  posterior  portion  of  the  chest  than  the  anterior.  If 
pulsation  of  the  outline  is  seen,  we  probably  have  to  do  with  an  aneu- 
rism, though  it  is  possible  that  a  movement  might  be  given  to  a  new 
growth  situated  over  the  aorta.  Whether  or  not  this  variation  from  the 
normal  is  due  to  a  new  growth  or  to  an  aneurism  cannot  always,  of 
course,  be  determined  by  the  X-rays  alone.  They  furnish  only  one  way, 
though  a  very  valuable  way,  of  studying  this  region. 

Other  Means  of  Diagnosis.  —  The  history  of  the  case  should  also  be 
carefully  considered ;  the  patient's  age ;  the  symptoms,  and  their  dura- 
tion ;  for  while  in  some  cases  the  diagnosis  of  an  aneurism  can  be  made 
with  much  certainty  with  the  aid  of  the  X-rays,  it  may  in  others  be  difficult 
to  recognize  the  cause  of  the  abnormal  outline  found  by  means  of  the 
fluorescent  screen. 

Early  Diagnosis  Possible  by  X-Rays.  —  In  general,  it  may  be  said 
that  aneurisms  of  the  thoracic  aorta  may  be  seen  by  the  X-rays  before 
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there  are  physical  signs.  Furthermore,  where  it  is  desirable  to  be  sure 
that  no  thoracic  aneurism  exists,  the  X-ray  examination  can  render  much 
service.  There  are  patients  who  have  troublesome  symptoms,  or  signs 
such  as  dyspnoea,  paralysis  of  the  left  vocal  cord,  pain  in  the  chest,  and 
dulness  to  percussion  over  an  area  which  might  easily  be  the  site  of  an 
aneurism ;  these  symptoms  may  give  the  physician  much  anxiety  if  he 
is  led  to  consider  that  they  are  due  to  this  cause.  For  example,  in  a 
patient  in  whom  Dr.  G.  A.  Leland  found  paralysis  of  the  left  vocal  cord, 
my  X-ray  examination  showed  no  aneurism.  Later,  Dr.  Leland  informed 
me  that  the  paralysis  of  the  cord  had  disappeared.  In  these  cases  it  is 
a  satisfaction  to  the  patient  and  to  the  physician  to  be  able  to  exclude 
the  presence  of  an  aortic  aneurism,  and  we  may  be  quite  sure  that  no 
aneurism  is  present  if  the  X-rays  give  normal  outlines  in  the  thoracic 
cavity  when  careful  examination  of  the  patient  in  various  positions  has 
been  made,  including  of  course  the  triangular  space  behind  and  below 
the  heart.  Herein  lies  one  of  the  advantages  of  this  method  of  exami- 
nation. It  may  give  us  better  assurance  of  the  absence  of  an  aneurism 
of  the  aorta  in  suspected  cases  than  any  other  evidence  at  our  command. 

Cases  of  aneurism  may  give  physical  signs  suggestive  of  tuberculosis, 
neuralgia,  or  oesophageal  stricture.  The  cases  given  below  illustrate 
some  of  these  points. 

In  a  series  of  41  cases  I  examined  37  because  an  aneurism  was  sus- 
pected and  4  to  determine  the  size  of  the  heart.  Of  these  41,  16  gave 
normal  outlines  in  the  region  where  an  aneurism  had  been  suspected ; 
6  had  more  or  less  dilatation  of  some  portion  of  the  aortic  arch,  and  19 
had  typical  aneurisms.  Seventeen  of  these  aneurisms  had  their  seat  in 
the  aortic  arch.  The  seventeenth  case  had  also  a  second  aneurism  of 
the  innominate  artery ;  the  eighteenth  case  had  two  aneurisms,  one  in 
the  innominate  and  another  in  the  subclavian  artery ;  the  nineteenth  had 
an  aneurism  in  the  subclavian  artery.  In  9  of  these  19  cases  there  were 
no  physical  signs  of  aneurism. 

Aneurism  suggesting  Pulmonary  Tuberculosis.  —  Case  I.  M.  J.,  a 
man  aged  fifty-nine  years,  brought  to  me  October,  1896,  by  Dr.  M.  P. 
Smithwick,  illustrates  the  increased  accuracy  in  diagnosis  that  an  X-ray 
examination  may  afford.  The  great  size  of  the  sac  seen  on  the  fluores- 
cent screen  suggested  early  rupture,  and  therefore  a  frank  statement  of 
the  case  was  made  to  the  patient  and  gratefully  received  by  him,  as  he 
was  thus  given  an  opportunity  for  a  much-needed  arrangement  of  busi- 
ness affairs. 
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Family  History,  —  Father  died  of  consumption  at  seventy-two  years 
of  age.  It  was  usual  for  the  males  of  the  paternal  branch  of  the 
family  to  develop  this  disease  after  fifty-nine  years.  Mother  died  of 
apoplexy.  The  patient,  his  family,  and  his  physician  did  not  doubt  that 
he  was  following  the  family  tradition  and  developing  tuberculosis.  It 
was  not  surprising  that  the  mistake  should  be  made,  when  we  com- 
pare the  clinical  picture  of  haemoptysis  and  cough  with  the  physical 
examination,  which  gave  rdles  at  the  left  apex.  The  husky  voice  led 
one  to  suspect  laryngeal  tuberculosis. 


Flfi.  i8i.  Cnse  I.  M.  J.  Reproduction  of  photograph  of  X-ray  outlines  drawn  on  chest. 
X-ray  examination  showed  a  large  tlioracic  aneurism.  Family  i)istory  and  symptoms  suggested  tuber- 
culosis.    Dotted  line,  cardiac  area  as  determined  by  percussion,  full  line  inside  jis  found  by  X-rays. 

Pi'cvious  History.  —  Always  "  short-winded."  About  four  years  ago 
he  suddenly  became  unconscious  for  about  a  minute.  There  was  no 
warning,  and  recovery  was  immediate.  About  June  15,  1896,  he  began 
to  be  hoarse  and  grew  rapidly  worse,  and  had  some  cough.  About  this 
time,  while  running  after  some  colts,  he  had  marked  dyspnoea.  This 
symptom  increased,  although  he  could  walk  a  distance  if  careful.  On 
July  1 5  he  first  raised  a  little  blood,  rather  dark  in  color,  and  this  occurred 
from  time   to  time  afterward,  especially  after  talking.       Four  or  five 
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times  after  October  i  he  had  short  and  sharp  attacks  of  pain  that  started 
in  the  "  pit  of  the  stomach  **  and  radiated  to  left  shoulder  and  down  left 
arm  to  elbow.  There  was  numbness  of  the  left  arm  associated  with  this 
pain. 

Physical  Examination.  —  The  voice  is  shrill  and  husky.  Examination 
of  the  larynx  by  Dr.  Leland  shows  the  left  cord  paralyzed  and  fixed  in 
median  line.  The  arteries  are  quite  resistant  and  nodular,  and  some- 
what tortuous.  The  heart  area  is  decidedly  diminished,  action  is  regular 
and  fairly  strong.  Apex  beat  in  sixth  interspace  apparently  outside  of 
the  nipple.  The  aortic  first  sound  is  rough ;  second  sound  is  ringing 
and  valvular.  Lungs :  resonance  somewhat  exaggerated.  Over  upper 
left  chest,  resonance,  respiratory  murmur,  vocal  fremitus,  and  voice  sounds 
somewhat  exaggerated,  especially  in  front.  At  left  apex  and  to  second 
rib  in  front  are  numerous  fine  moist  rales.  A  faint  pulsation  is  to  be 
felt  by  pressing  the  chest  between  the  two  hands.  It  seems  most  marked 
at  the  junction  of  the  second  rib  with  the  sternum. 

X-ray  examination  with  screen  made  October,  1896,  showed  that  the 
patient  had  a  large  thoracic  aneurism,  as  indicated  in  Fig.  181.  Some 
weeks  later,  after  returning  from  a  drive,  death  occurred  suddenly. 
There  was  profuse  arterial  hemorrhage  from  the  mouth.  Failure  to 
observe  necessary  precautions  may  have  hastened  the  end. 

Aneurism  of  Aorta,  with  Perforation  into  (Esophagus ;  Aneurism  and 
Size  of  Heart  as  determined  by  X-Ray  Examination  confirmed  at  Au- 
topsy—  This  case  should  remind  us  that  an  aneurism  ought  to  be 
excluded  before  we  dilate  a  supposed  oesophageal  stricture. 

Case  II.  E.  H.  was  admitted  to  the  service  of  Dr.  George  G.  Sears 
at  the  Boston  City  Hospital  June  13,  1898.  Diagnosis:  aneurism  of 
the  aorta.  He  was  brought  to  me  for  X-ray  examination  June  17th. 
The  following  history  was  given :  family  history  was  negative.  Past 
history :  neither  syphilis  nor  rheumatism ;  alcohol  in  moderation. 

Present  Illness.  —  Slight  pain  began  in  cardiac  region  five  months 
ago ;  a  month  later  it  was  felt  in  front  of  right  chest ;  and  two  weeks 
later  just  to  right  of  spinal  column  at  level  of  lower  angle  of  scapula ; 
it  was  a  dull  ache  and  has  persisted  and  increased  in  these  three  places; 
cough  increases  the  pain  but  full  inspiration  does  not ;  on  swallowing, 
pain  begins  at  level  of  thyroid  and  extends  along  the  spine  to  lower 
dorsal  region ;  solids  are  regurgitated  occasionally ;  meat  causes  severe 
pain  unless  finely  minced;  no  cough  or  palpitation ;  dyspnoea  and  hoarse- 
ness for  three  weeks. 
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Physical  Examination,  —  Left  vocal  cord  partially  paralyzed ;  pul- 
monary resonance  good,  being  slightly  exaggerated  over  right  front; 
respiration  harsh  and  wheezy;  on  full  inspiration  sounds  much  pro- 
longed on  right  side ;  cardiac  area  extends  from  mid-sternum  to  nipple 
line;  sounds  normal;  apex  in  fifth  interspace;  pulsations  seen  over 
greater  part  of  sternum ;  radial  pulse  regular,  good  strength  and  vol- 
ume ;  no  cedcma  of  extremities ;  urine  normal.  Diagnosis  of  aneurism 
of  aorta. 


EH 
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Fk;.  182.    Case  II.     \l.  H.    Tracing  of  aneurism  ot  aorta.     Aneurism  and  size  of  heart  seen  by 
X-rays  confirmed  at  autopsy.     (Cut  1  une-third  origmal  size.) 

X-Ray  Examination.  —  Fifjurc  182  gives  the  outline  of  the  aneurism 
seen  on  the  fluorescent  screen,  as  well  as  the  left  border  of  the  heart, 
which  border  was  much  nearer  the  median  line  than  Dr.  Sears  and  I 
had  placed  it  by  percussion.  The  X-ray  examination  showed  that  the 
heart  was  smaller  than  normal,  and  this  fact  was  confirmed  by  the 
autopsy. 

Three  weeks  after  admission  patient  raised  a  pint  of  dark  blood. 
Two  days  later  felt  unable  to  swallow  solids  or  liquids,  and  after  two 
more  days  the  stools  were  tarry.     Died.     A  post-mortem  examination 

1  The  cuts  of  the  aneurisms  are  reproductions  of  the  tracings  made  hy  means  of  the  fluo- 
rescent screen.  I  have  not  attempted  to  give  reproductions  of  X-ray  photographs,  as  such 
reproductions  are  so  often  unsatisfactory. 
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was  made  by  Dr.  F.  B.  Mallory,  and  I  quote  a  part  of  the  record. 
**  Intestines  contain  dark  material.  In  posterior  wall  of  transverse  arch 
of  aorta,  3  millimetres  below  beginning  of  left  subclavian  artery,  is  an 
opening  12x18  millimetres.  This  opening  is  directly  connected  with  a 
reddish-gray  clot  projecting  through  anterior  wall  of  oesophagus  by  an 
opening  4x5  centimetres,  with  thin,  retracted,  dark  greenish  edges. 
Lower  border  of  oesophageal  perforation  is  on  level  with  bifurcation 
of  trachea.  The  opening  communicates  with  a  thin-walled  cavity 
4x7x8  centimetres,  filled  with  dark  clotted  blood  in  laminae.  Intima 
of  aorta  everywhere  thickened.  Many  elevated  yellowish  placques. 
No  areas  of  softening  nor  calcification.  Weight  of  heart  270  grammes. 
Valves  and  cavities  normal.  Some  fatty  degeneration  of  muscle  micro- 
scopically.    Lungs  very  oedematous." 

"  Anatomical  Diagnosis.  —  General  arterio-sclerosis.  Aneurism  of 
aorta  with  perforation  into  oesophagus." 

The  shadow  of  the  aneurism  was  a  little  larger  than  the  aneurism 
itself  seen  after  death,  but  during  life  the  sac  may  have  been  distended, 
and  therefore  larger  than  it  was  at  the  autopsy. 

Subclavian  Aneurism;  X-Ray  Examination  before  Operation  to  ex- 
clude Extension  below  Clavicle.  The  Result  of  this  Examination  confirmed 
by  Autopsy.  —  Before  ligating  the  subclavian,  carotid,  or  innominate 
arteries  for  aneurism,  it  is  manifestly  desirable  to  know  the  extent  of 
the  aneurism,  and  whether  or  not  there  is  also  an  aneurism  of  the  aorta. 
In  the  following  case  the  innominate  artery  was  ligated  by  Dr.  George 
W.  Gay,  and  the  case  was  reported  by  him  in  the  Boston  Medical  and 
Surgical  Journal,  July  22,  1897. 

Case  III.     A.  McC,  widow,  thirty-nine  years  of  age. 

To  determine  the  lower  boundary  of  the  aneurism  and  to  ascertain 
if  the  aortic  arch  were  involved,  Dr.  Gay  referred  the  case  to  mc  for 
X-ray  examination,  with  diagnosis  of  fusiform  aneurism  of  the  innomi- 
nate, subclavian,  and  carotid  arteries. 

X-ray  examination  with  screen  showed  the  outline  of  the  portion  of 
the  aneurism  above  the  clavicle,  and  demonstrated  that  there  was  no 
extension  of  the  aneurism  below  the  clavicle,  and  that  the  lungs  were 
normal.     The  X-ray  examination  was  confirmed  by  the  autopsy. 

Diagnosis  of  Aneurism  confirmed  by  X-Ray  Examination. 

Case  IV.  C.  S.,  a  patient  in  my  service  at  the  Boston  City  Hospital, 
a  house  painter,  thirty-six  years  old,  had  a  well-defined  aneurism  of  the 
aorta,  but  no  history  of  dyspnoea. 
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History,  —  Syphilis  eighteen  years  ago ;  well  until  eight  months  ago, 
when  dull  pain  with  occasional  paroxysms  of  sharp  pain  began  in  front 
of  chest,  in  left  arm  to  the  elbow,  and  later  shot  up  left  side  of  back  of 
neck  and  head.  The  pain  has  been  constant  from  the  beginning,  and 
nine  weeks  ago  became  so  excruciating  that  he  was  compelled  to  cease 
working.  No  weakness  or  tenderness  of  the  arm;  hoarse  five  or  six 
weeks  ;  no  dyspnoea  ;  constipated  ;  appetite  poor. 


r.j. 


© 


Flc.  183.  Cjiso  IV.  C.  S.  Cut  of  X-ray  tracing.  The  greater  portion  of  the  aneurism  is  to  the 
left  of  the  sttrrnum,  though  it  also  extends  to  tlie  rij^ht  side.  The  excursion  of  the  diaphragm  on 
the  left  side  is  much  less  than  on  the  riglit.     (Cut  one-third  hfe  size.) 


Physical  Examination.  —  Well  developed  and  nourished;  voice  high- 
pitched  ;  pupils  equal  and  reactions  normal ;  no  paralysis  of  ocular 
muscles ;  neither  wrist  nor  toe  drop ;  grasp  normal ;  lead  line  present. 
Tracheal  tug ;  radial  pulses  alike ;  cardiac  area  and  sounds  normal 
except  in  second  interspace  to  left  of  sternum,  where  first  sound  is  pro- 
longed and  second  sound  slightly  accentuated ;  at  apex  of  left  lung  in 
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front,  to  third  rib,  and  behind  to  spine  of  scapula,  vocal  resonance  and 
fremitus  are  diminished ;  no  rSles ;  on  full  inspiration  right  side  of  the 
chesi  is  the  more  expansive.  Laryngoscopic  examination  by  Dr.  Leland 
showed  right  vocal  cord  normal,  left  paralyzed. 

X-ray  examination  by  me  showed  a  well-defined  dark  area  in  upper 
left  chest,  extending  out  from  the  aorta  and  expanding  with  every  heart- 
beat. The  excursion  of  the  diaphragm  on  the  left  side  was  much 
diminished  as  compared  with  the  right. 


EM 


0 


Fig.  184.  Case  V.  E.  M.  Cut  of  X-ray  tracing.  June  8,  first  X-ray  examination.  Small 
aneurism  indicated  by  fiill  line  enclosing  shaded  area.  September  8,  second  X-ray  examination. 
Increase  of  aneurism  indicated  by  full  lines  marked  "  Sept.  8."     (Cut  one-third  original  size.) 


Aneurism  suggesting  Intercostal  Neuralgia;  suspected  Aneurism 
confirmed  by  X-Ray  Examination.  These  Examinations  enable  us  to 
determine  whether  an  Aneurism  is  or  is  not  increasing. 

Case  V.  E.  M.,  thirty-three  years  of  age,  referred  to  me  by 
Dr.  J.  J.  Putnam  for  X-ray  examination  with  reference  to  aneurism. 
Patient  had  suffered  with  what  appeared  to  be  severe  intercostal 
neuralgia  for  which  an  operation  had  been  done.  The  pain  was  in  his 
left  arm,  left  side,  and  below  the  ribs.  It  had  been  severe  for  two 
months,  sometimes  by  day,  but  especially  at  night.  There  was  a  his- 
tory of  syphilis. 

X-ray  examination  made  June  8,  1897,  showed  a  small  aneurism  of 
the  descending  portion  of  the  aortic  arch,  which  is  indicated  in  the 
tracing  (Fig.    184)  by  the  shaded   lines  of   the  inner  outline  marked 
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June  8.  A  second  X-ray  examination  made  September  8,  1897,  gave 
the  outline  marked  in  the  tracing  September  8,  which  demonstrated 
that  the  aneurism  was  increasing.  Later  the  physical  signs  of  aneurism 
became  well  marked,  the  pulsation  being  easily  palpable,  and  finally 
the  aneurism  ruptured. 

Extent  of  Aneurism  determined  only  by  X-Ray  Examination.  —  The 
following  case  illustrates  well  how  definitely  we  may  outline  an  aneu- 
rism in  the  chest  by  means  of  the  X-rays,  and  shows  that  a  considerable 
amount  of  dilatation  of  the  descending  arch  of  the  aorta  may  give  rise 
to  no  physical  signs. 


Kid.  185.  Case  VI.  Aneurism  of  aorta  in  James  L.,  thirty-three  years  old.  Broken  line  shows 
outline  of  aneurism  by  percussion.  Full  line  shows  X-ray  outline  of  aneurism  and  heart.  The  part 
of  the  aneurism  to  the  left  of  the  sternum  was  not  indicated  by  percussion.  The  horizontal  line  near 
the  nipples  shows  position  of  diaphragm  in  expiration  (broken  line)  and  in  full  inspiration  (full  line) 
by  X-ray  examination.     (Cut  one-third  life  size.) 


Case  VI.     James  L.,  thirty-three  years  old. 

This  patient  was  under  the  care  of  Dr.  J.  L.  Morse,  and  the  diag- 
nosis of  thoracic  aneurism  was  made  by  the  usual  methods,  but  its 
extent  was  revealed  only  when  he  was  brought  to  me  for  an  X-ray 
examination,  as  until  that  was  made  the  dilatation  of  the  aorta  to  the 
left  of  the  sternum  was  unrecognized,  and  could  not  have  been  recog- 
nized by  ordinary  physical  examination. 
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Diagnosis  of  Aortic  Aneurism  by  X-Ray  Examination  confirmed  by 
Autopsy.  Position  of  Left  Border  of  Heart  obtained  by  X^Ray  Examina- 
tion confirmed  at  Autopsy. 

Case  VII.  A  man  forty-five  years  old  was  brought  to  me  for 
examination,  from  the  out-patient  department,  by  Dr.  Arnold,  on 
February  18,  1899,  with  diagnosis  of  probable  aneurism  of  the  innomi- 
nate artery  and  possible  aneurism  of  the  aorta. 


T 


T  Y 


Fig.  186.  Case  VII.  The  full  and  broken  curved  lines  indicate  the  outlines  of  the  aneurism  and 
the  heart  in  inspiration  and  expiration  respectively  as  determined  by  X-ray  examination;  the  dotted 
lines,  the  outlines  as  determined  by  percussion.  The  autopsy  confirmed  the  correctness  of  the  X-ray 
examination.  The  full  and  broken  parallel  lines  indicate  the  position  of  the  diaphragm  in  inspiration 
and  expiration.     (Cut  one-third  life  size.) 

The  X-ray  examination  made  February  18  revealed  a  small  aneu- 
rism of  the  descending  portion  of  the  aortic  arch,  which  gave  no  signs 
by  auscultation  and  percussion,  even  after  the  X-ray  examination. 

On  February  23  the  patient  was  found  on  the  street  unconscious, 
was  brought  into  my  service  at  the  hospital,  and  a  few  moments  later 
died.  No  cause  of  death  was  discovered  by  Dr.  Pearce  at  the  post- 
mortem, but  the  autopsy  showed  a  small  aneurism  of  the  descending 
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portion  of  the  aortic  arch  corresponding  to  the  outline  drawn  at  the 
X-ray  examination,  likewise  an  aneurismal  dilatation  of  the  innominate 
artery,  neither  of  which  had  ruptured. 

It  will  be  seen  by  comparing  the  X-ray  lines  with  the  dotted  lines, 
which  represent  the  outlines  found  by  percussion,  that  we  failed  to 
recognize  any  dulness  over  the  site  of  the  aneurism,  and  even  after  I 
had  seen  its  outline  on  the  fluorescent  screen  we  could  not  detect  it  by 
percussion.  Further,  by  following  the  dotted  line  which  indicates  the 
left  border  of  the  heart  as  found  by  percussion,  we  see  that  it  is  incor- 
rect when  compared  with  the  same  border  as  determined  by  the  fluorescent 
screen  and  at  the  autopsy. 

Another  point  of  interest  in  this  patient  is  that  the  lungs  were 
found  to  be  normal  both  by  the  X-ray  and  post-mortem  examinations. 

Aneurism  unsuspected  by  Physical  Examination;  determined  by 
X-Ray  Examination. 

Case  VIII.  J.  McC,  a  man  forty  years  old,  referred  to  me  from 
the  out-patient  department  by  Dr.  Arnold,  March,  1899,  illustrates  some 
cases  of  the  class  in  which  aneurism  could  not  be  made  out  on  physi- 
cal examination,  and  was  recognized  in  the  X-ray  examination  made  to 
determine  the  size  of  the  heart. 

History.  —  Syphilis  eleven  years  ago ;  rheumatism  six  years  ago ; 
alcohol  habitually. 

Present  Illness.  —  Marked  dyspnoea  on  exertion  and  at  times  vertigo; 
very  nervous  and  sleeps  poorly ;  pain  at  times  in  the  left  shoulder  and 
breast ;  visible  pulsations  of  all  large  arteries ;  capillary  pulse  ;  heart 
dulness  begins  below  third  rib  and  extends  2  centimetres  to  right 
of  sternum ;  apex  in  sixth  interspace,  3  centimetres  outside  nipple 
line  ;  double  murmurs  over  aortic  area ;  similar  murmurs  at  apex,  which 
are  transmitted  toward  axilla;  diastolic  murmur  heard  over  epigastrium 
and  systolic  over  large  areas  in  back ;  diffuse  visible  pulsation  over 
cardiac  area. 

X-ray  examination  revealed  with  unusual  clearness  a  small  aneurism 
of  the  descending  arch  of  the  aorta,  and  its  pulsations  were  easily  seen 
on  the  screen.  Two  examinations  were  made,  with  an  interval  of  three 
weeks  between  them,  and  the  outline  of  the  aneurism  was  readily 
observed ;  most  clearly  when  the  fluorescent  screen  was  placed  on  the 
patient's  back,  over  the  upper  part  of  the  left  scapula.  Dr.  John  W. 
Bartol  kindly  brought  the  patient  to  me  on  April  15  and  June  3,  1899. 
We  found  no  change  from  the  previous  X-ray  examination. 
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Aneurism  unrecognized  by  Auscultation  and  Percussion  seen  by  an 
X-Ray  Examination. 

Case  IX.  E.  D.,  a  neurasthenic  woman,  forty-two  years  old, 
referred  to  me  from  the  nervous  out-patient  department  of  the 
Boston  City  Hospital  by  Dr.  P.  C.  Knapp,  after  the  throat  department 
had  reported  to  him  complete  paralysis  of  the  left  recurrent  laryngeal 
nerve.  It  is  interesting  to  note  that  the  hoarseness,  which  led  to  sus- 
picion of  aneurism,  had  made  no  impression  on  the  patient,  because 
she  had  been  somewhat  hoarse  since  early  school  days.  Patient  has 
suffered  from  nervousness  for  three  years ;  lately  easily  tired,  emotional. 


A.B 


Fig.  187.  Case  X.  A.  B.  Cut  of  X-ray  tracing.  Aneurism  of  descending  portion  of  aortic 
arch,  recognized  only  by  X-ray  examination.  Full  line  partially  enclosing  shaded  area  indicates 
aneurism. 


and  depressed.  Hoarseness  has  increased  since  she  has  become  emo- 
tional.    Some  dyspnoea  recently. 

Physical  Examination,  —  Auscultation  and  percussion  gave  no  signs 
of  aneurism. 

X-ray  examination  with  screen  revealed  a  small  aneurism  of  the 
aorta. 

Aneurism  recognized  only  by  an  X-Ray  Examination. 

Case  X.  A.  B.,  referred  to  Dr.  Leland  for  oesophageal  stricture, 
and  sent  by  him  to  me  for  an  X-ray  examination  in  March,  1898. 

History,  —  In  twenty-two  years  of  married  life  her  only  pregnancy 
resulted  in  a  miscarriage.  Patient  was  said  to  have  a  stricture  about 
2  centimetres  below  the  upper  end  of  the  oesophagus,  and  another  about 
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opposite  the  second  rib.  During  the  past  summer  her  family  physician 
had  passed  an  oesophageal  bougie  every  third  day.  Shortly  before 
coming  to  me  this  treatment  had  been  omitted  and  she  felt  no  worse. 

Physical  examination  gave  no  sign  of  thoracic  aneurism. 

X-ray  examination  revealed  what  was  probably  a  small  aneurism  of 
the  descending  portion  of  the  aortic  arch.  Its  outline  was  plain  whether 
viewed  from  front  or  behind. 

This  case  suggests  the  advisability  of  an  X-ray  examination  before 
dilatation  for  oesophageal  constriction  in  some  cases. 

Aneurism  suspected  on  account  of  Hoarseness,  but  there  was  no 
Paralysis  of  the  Left  Recurrent  Laryngeal  Nerve ;  X-Rays  showed  no 
Aneurism  was  Present.  —  As  is  well  known,  hoarseness  may  be  the  first, 
and  for  a  long  time  the  only,  sign  of  thoracic  aneurism.  This  symptom 
was  present  in  the  following  case,  and  it  was  therefore  referred  to  me 
for  an  X-ray  examination. 

Case  XI.  B.  D.,  forty-five  years  old,  came  to  the  throat  depart- 
ment of  the  Boston  City  Hospital  on  January  17,  1900,  to  consult  Dr. 
Leland,  to  whom  he  gave  the  following  history :  — 

Six  weeks  previously  he  first  noticed  a  marked  hoarseness  of  voice, 
and  that  a  considerable  effort  was  necessary  to  phonate.  There  were 
no  other  symptoms.  His  family  history  and  personal  history  were  both 
negative. 

Careful  examination  ivith  the  fluorescent  screen  did  not  reveal  any- 
thing abnormal  in  any  portion  of  the  thoracic  aorta. 

Subsequent  examination  of  the  larynx  by  Dr.  Leland  showed  the 
arytenoid  on  the  right  side  to  be  absolutely  immobile,  both  in  respiration 
and  phonation  ;  the  ;-/>///  vocal  cord  was  also  involved.  Pupils  equal ; 
no  glands  demonstrable ;  no  physical  signs  or  symptoms  of  aneurism. 

On  subsequent  inquiry  in  June,  1900,  the  patient  reported  that  his 
voice  was  completely  restored. 

Case  XII.  Tentative  Diagnosis  of  Thoracic  Aneurism. — The 
hospital  record  in  the  case  of  O.  D.  is  given  below,  and  my  X-ray 
examination  follows :  — 

Thomas  O.  D.,  thirty-three  years  of  age.  Patient  of  Dr.  Metcalf 
of  Winthrop,  Mass. 

Family  History,  —  Father  and  one  brother  died  of  cramps.  Three 
sisters  and  mother  living. 

Past  History. — Never  been  sick  before  December,  1899,  when  he 
complained  of  hoarseness.     Admitted  to  military  hospital.     Diagnosis : 
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perichondritis;  not  relieved.  Was  readmitted,  April  20,  igcxD,  com- 
plaining of  constant  cough  in  addition  to  his  hoarseness.  Discharged 
May  13,  improved.  No  tubercle  bacilli  found;  no  loss  of  weight;  no 
physical  examination  recorded. 

Last  admission,  June  9.  Loss  in  weight  25  pounds  since  June  9. 
Normal  weight  190  pounds. 

Present  History,  -^  Still  complains  of  hoarseness  with  violent  cough. 
Uvula  much  relaxed;  was  amputated.  Temperature  on  admission  102°, 
which  next  day  fell  to  normal.     Has  had  an  occasional  night  sweat. 

Physical  Examination,  —  Examination  of  chest  showed  a  displace- 
ment of  the  heart  to  the  right.  Apex  beat  not  felt,  but  was  loudest  in 
fifth  interspace,  1.25  centimetres  to  left  of  right  nipple.  Percussion  of 
cardiac  area  showed  dulness  to  right  of  sternum  ;  left  lung  dull  through- 
out. Breathing  diminished,  but  not  absent.  Loud  rales  over  upper 
left  back.  Vocal  and  tactile  fremitus  both  absent  over  entire  left  lung. 
Expectoration  profuse  for  a  few  days,  apparently  pure  pus.  Micro- 
scopic examination  for  tubercle  bacilli  negative ;  test  with  tuberculin 
negative. 

Since  admission,  expectoration  has  practically  ceased.  Heart  re- 
mains displaced  to  right  of  sternum ;  dulness  over  left  lung  still  per- 
sistent ;  bronchial  r^lcs  much  diminished  and  often  absent ;  breathing 
still  diminished,  but  present;  vocal  fremitus  still  much  diminished; 
tactile  fremitus  also  diminished,  but  present,  with  the  exception  of  left 
front,  where  it  is  practically  absent. 

Pain  in  right  shoulder  behind,  going  down  to  elbow  and  hand  at 
times.     Tactile  fremitus  increased  over  right  chest,  upper  half. 

A  definite  diagnosis  was  not  made,  but  another  physician,  who  saw 
him  in  consultation,  was  inclined  to  think  it  was  tuberculosis. 

My  X-ray  examination,  given  below,  inclined  me  to  the  diagnosis  of 
aneurism,  but  there  was  so  unusual  a  history  that  I  desired  to  watch  the 
patient  still  further  before  making  a  definite  diagnosis.  This,  however, 
could  not  be  done,  as  the  patient  left  the  State. 

X-Ray  lixamination  with  Screen.  —  The  full  line,  marked  A,  in 
the  tracing,  is  an  outline  of  the  aneurism,  this  portion  of  which  the 
X-rays  showed  to  be  nearer  the  posterior  than  the  anterior  chest  wall ; 
this  outline  does  not  move  even  in  deep  inspiration.  The  full  and 
broken  lines,  marked  B  and  C  respectively,  outline  the  aneurism  on 
the  right  in  inspiration  and  expiration,  and  the  X-rays  showed  that  this 
portion  was  nearer  the  front  than  the  back  of  the  thorax.     All  the  full 
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lines  in  the  tracing  indicate  the  outlines  seen  during  a  deep  inspiration, 
and  the  broken  lines  those  seen  in  expiration.  Contrary  to  the  usual 
rule  in  health,  the  heart  in  deep  inspiration  moved  downward  and  to 
the  left  instead  of  downward  and  to  the  right.  Further,  when  the 
heart  moved  toward  the  right  in  expiration,  the  added  portion  of  the 
outline  A,  indicated  in  the  tracing  by  a  broken  line,  was  brought  into 
view.     That  is  to  say,  the  heart  lies  in  front  of  the  aneurism,  and  is 

XC 


Fin.  i88.  Case  X 11.  O.  D.  Cut  of  tracing  made  with  screen  on  front  of  chest.  X-ray  examina- 
tion shows  the  outlines  of  what  proved  to  be  an  aneurism,  and  that  it  \sas  nearer  the  back  than  the 
front  of  the  chest.     (Cut  one-third  life  size.) 

drawn  upward  and  to  the  right  in  expiration,  but  is  pulled  out  of  this 
abnormal  position  by  the  descent  of  the  diaphragm. 

The  subsequent  history,  obtained  some  time  later,  was  as  follows:  On 
September  13,  1900,  the  patient  went  to  a  baseball  game;  on  his  return 
home  he  coughed  up  a  quantity  of  blood,  and  died  in  a  few  minutes. 

Information  obtained  at  Autopsies  of  Cases  of  Aneurism  in  Regard  to 
Heart  confirmed  by  X-Rays.  —  The  cases  of  aneurism  that  I  have  exam- 
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ined  have  afforded  several  opportunities  to  confirm  by  autopsy  the 
correctness  of  the  position  of  the  left  border  of  the  heart  as  determined 
by  X-ray  examination,  and  to  show  that  that  obtained  by  percussion  was 
incorrect.     The  following  case  and  Case  VII  are  illustrative  :  — 

Aneurism  of  Ascending  Aorta ;  Enlarged  Heart ;  X-Ray  and  Percussion 
Lines  compared ;  X-Ray  Outlines  confirmed  by  Autopsy. 

Case  XI 1 1.  D.  This  patient  was  seen  by  Dr.  Arnold  in  the  out- 
patient department  and  sent  to  the  hospital ;  he  entered  my  service  and 
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Fia  189.  Case  XIII.  D.  Aneurism  of  the  ascending  aorta  without  pulsation.  X-ray  and  per- 
cussion lines  compared.  X-ray  lines  confirmed  at  autopsy;  also  the  density  of  the  lung  that  was 
determined  by  X-ray  examination.     (Cut  one-third  life  size.) 


was  examined  carefully,  both  by  the  usual  physical  examination  and 
radioscopically,  and  the  outlines  of  the  heart  and  of  the  aneurism,  as 
determined  by  each  method,  were  compared.  The  following  cut  gives  a 
reduced  copy  of  the  outlines  as  determined  by  the  X-rays  and  by  per- 
cussion ;  the  full  lines  indicate  the  former,  the  dotted  lines  the  latter. 

At  the  autopsy,  which  took  place  a  few  days  later,  and  at  which  I 
was  present,  the  correctness  of  the  X-ray  outlines  was  confirmed.  The 
position  of  the  right  and  left  borders  of  the  heart  and  of  the  aneurism 
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was  determined  by  Dr.  Mallory,  by  measurements  taken  directly  after 
the  remoN-al  of  the  sternum  and  the  opening  of  the  pericardium.  The 
tracing  of  the  outlines  made  at  the  X-ray  examination  was  in  my  hand, 
and  it  was  found  that  these  outlines  agreed  with  Dr.  Mallor)''s  measure- 
ments.  Four  millimetres  above  the  cusp  of  the  aortic  valve  there  was 
an  opening  2  x  2.75  centimetres  in  the  anterior  surface  of  the  aorta, 
rather  to  the  left  side.  This  communicated  wth  a  sac  having  very 
thick  walls,  which  was  filled  with  a  dense  clot.  The  aneurism  was 
unruptured.  There  was  marked  fatt)*  degeneration  of  the  heart.  The 
condition  of  the  left  lung  as  noted  at  the  X-ray  examination  was  also 
confirmed,  it  being  found  somewhat  denser  than  normal,  especially  at 
its  up|>er  |H>rtion. 

This  case  is  one  in  which  the  aneurism  did  not  threaten  the  patient's 
life,  as  shown  by  the  autopsy.  The  dense  tissue  surrounding  the 
aneurism  and  its  sac  IxMng  filled  with  a  firm,  hard  clot,  made  it  unlikely 
that  the  aneurism  would  have  increased  further  in  size.  X-ray  exam- 
inations made  at  intervals  in  such  cases  would  demonstrate  that  the 
aneurism  was  not  increasiui;,  and  that  interference  with  it  by  the  intro- 
ductioi\  of  wires  or  horse  hair  was  not  indicated. 

ll  the  conditions  wore  rovorseii,  and  the  aneurism  was  increasing, 
the  X-rav  examination  would  also  indicate  this  fact. 

Importance  of  Fluorescent  Screen  and  Careful  Interpretation  of  X-Ray 
Photograph.  The  ditVioultios  which  presoni  themselves  in  the  diagno- 
sis ol  thoracic  ancvuisn\s,  where  X-rav  examinations  are  not  used,  or  if 
used  ate  not  piopciK  inicrprelcvl.  is  illustrated  very  well  by  a  case 
publiNhcvl  in  the  ./";.'.»,/';    \  .\"/.r*  c ',';«•  .1  A, /;,,:.' XvVvCtjr  in  1900. 

This  woman  picwwlvd  luMsell  at  a  hosrita!  in  June.  1898,  seeking 
tieatn\ei\l,  as  she  saul,  Um  an  .;v.  •. ',\xv.  She  h.u:  a  tumor  extending 
throui;h  the  uppvM  pvMli\M\  ol  \\w  ^Wwnuw.  V'.w  ivr.v.or  was  soft  and 
elastic,  and  pulsalv^l  w^h  v\ei\  hcvUl  heaL  the  pu.satien  being  slightly 
expansile,  ,u\\l  vansnv^;  \\w  apvx  v^t  the  tvtP.K^:  tv^  reek  slightly  from 
side   to  side  l^low    this   l\in\vM.  at    llu^  !e\e'  of  the   third   and 

tovnlh  v\^sial  vanUax;\N,  was  a  n\\  vmuI  jnils.iun^  :rass,  larger,  flatter, 
auvl  less  \nlian\\'\l  than  lh\*  olhx*  I  h«s  ntass  was  i::  the  median  line, 
ami  cv»\ei\vl  an  .\\\\\  a\  \.\\vy  .w  the  ]\\\\\\  vM  th.e  har.d.  The  upper 
tun\vM  bu^kv*  on  \\w  \\\u\\  k\\\,  ,\\\\\  \  \\\\.\\\  v;e,a:^.t*.t\  et  b\Hxiv  puriform 
material  esxap^^l,  »\'nIuv  n^x-  tlu  u  ^  x^i  i!\e  v>.\>;s  .it  least  one-third. 
The  Kn\\M  swv'lhm;  w  n  \*|»v  n*  nI  \\\k\  nMtxMM*  I^no  that  trom  the  upper 
mass  was  v'\a\nai\Nl       M^v  nnpix^vxd    \\\A  w  w  sent  to  a  convalescent 
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home,  returning  to  the  out-patient  department  some  weeks  later.  Three 
physicians  who  had  seen  the  patient  agreed  that  there  was  no  aneurism 
present.  An  X-ray  photograph  was  taken  at  this  time,  but  no  indica- 
tion of  an  aneurism  was  observed  on  the  radiograph. 

On  the  evening  of  September  1 5  she  went  to  bed  feeling  as  usual. 
At  midnight  she  got  up.  There  was  the  sound  of  a  gush  and  a  cry. 
Her  husband  found  her  dead  in  a  pool  of  blood  issuing  from  her  chest. 

Her  physician's  frank  comment  is  as  follows:  — 

"  The  accompanying  radiographs  should  have  prevented  the  mistake 
in  diagnosis.  But  I  am  ashamed  to  say  that  none  of  those  who  saw  her 
took  a  sufficiently  intelligent  interest  in  them  to  see  their  significance 
until  it  was  too  late. 

"We  looked  at  them  solely  for  evidence  as  to  perforation  of  the 
sternum.  Finding  no  gap  in  the  sternum  shadow,  the  false  inference 
was  drawn  that  no  such  perforation  was  present.  But  we  should  have 
known  that  the  position  of  the  spinal  column  is  such  that  perforations 
of  the  sternum,  even  of  considerable  size,  do  not  show  on  a  radiographic 
plate. 

**  It  is  perfectly  easy  now  to  see  that  there  is  a  tumor  in  the  region 
of  the  aortic  arch,  and  to  distinguish  the  heart  and  the  liver  below. 
But  somehow,  this  did  not  force  itself  upon  us  at  that  time.  The 
moral  obviously  is  that  we  should  know  more  about  the  interpretation 
of  radiographic  plates.'* 

I  refer  to  this  case  because  the  question  is  put  forcibly  and  clearly. 
If  we  desire  to  secure  the  advantages  which  the  X-ray  examinations 
afford  in  cases  of  aneurism,  we  must  not  only  take  pains  to  get  good 
radiographs,  but  we  must  also  teach  ourselves  how  to  interpret  them. 
Further,  if  this  patient  had  been  examined  with  the  fluorescent  screen, 
a  good  apparatus  being  used,  instead  of  by  means  of  a  photographic 
plate,  the  aneurism  could  not  have  been  overlooked. 

Recently  I  have  seen  in  consultation  a  few  patients,  where  a  diag- 
nosis of  thoracic  aneurism,  based  on  an  X-ray  examination,  had  been 
made  by  the  examining  physicians,  in  whom  I  found  a  perfectly  normal 
thorax  by  X-ray  examination.  And  further,  I  have  had  my  attention 
directed  to  cases  in  which  a  diagnosis  of  an  aneurism  was  made  by  the 
attending  physicians,  but  no  aneurism  was  found  at  the  autopsy.  These 
occurrences  have  led  me  to  go  over  my  own  cases  carefully  with  refer- 
ence to  their  subsequent  history,  and  in  no  case,  so  far  as  I  can  ascer- 
tain, has  any  patient  in  whom    I  have   found  no  aneurism  by  X-ray 
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examination  proved  later  to  have  one.  On  the  other  hand,  all  the  cases 
in  which  I  have  made  the  definite  diagnosis  of  aneurism  by  X-ray  exam- 
ination, and  in  which  I  have  been  able  to  get  the  subsequent  history, 
have  either  died  of  what  was  undoubtedly  the  rupture  of  an  aneurism ; 
or,  if  death  ensued  from  some  other  disease,  and  a  post-mortem  was 
made,  an  aneurism  has  been  found  corresponding  in  position  and  size 
to  that  found  by  my  X-ray  examination.  The  partial  exception  to  this 
statement  is  the  case  of  Mr.  C,  given  in  the  chapter  on  New  Growths. 
The  cause  of  death  was  a  mass  of  glands  below  the  sternum,  which  gave 
rise  to  outlines  very  similar  to  some  aneurisms.  I  saw  the  patient  only 
once.  The  examination  was  not  as  complete  as  I  desired,  and  I  found 
it  difficult  to  decide  whether  the  appearances  were  due  to  a  new  growth 
or  to  an  aneurism,  but  inclined  to  the  latter  diagnosis.  As  stated  in  the 
chapter  on  New  Growths,  I  expected  to  see  the  patient  again,  get  his- 
tory, and  make  a  further  examination.  But  the  expectation  was  not 
fulfilled. 

I  do  not  mean  to  suggest  that  I  might  not  find  it  impossible  to  make 
a  definite  diagnosis  in  some  cases,  but  I  believe  this  would  now  occur 
infrequently. 

In  conclusion,  X-ray  examinations  should  be  made  both  with  the 
fluorescent  screen  and  the  X-ray  photograph.  Normal  outlines  in  the 
upper  part  of  the  chest  give  us  the  best  assurance  that  an  aneurism  of 
the  aorta  is  not  present,  though  symptoms  may  obtain  which  lead  the 
physician  to  suspect  it.  On  the  other  hand,  if  an  aneurism  be  present, 
its  outline  will  be  demonstrated  by  the  X-ray  examination.  An  outline 
su<;^estive  of  aneurism  may  be  due  to  other  causes,  as  a  new  growth, 
for  example.  But  confusion  of  this  kind  is  not  common,  and  we  can  in 
most  cases  convince  ourselves  by  a  careful  examination  whether  or  not 
it  is  an  aneurism  which  casts  the  shadow.  X-ray  examinations  enable 
us  to  determine  the  extent  of  an  aneurism  much  more  accurately  than 
the  usual  physical  examination,  and  to  detect  its  existence  at  a  much 
earlier  stage.  Successive  X-ray  examinations  enable  us  to  determine 
whether  or  not  it  is  increasing. 

To  make  a  definite  diagnosis  of  aneurism  by  the  usual  physical 
examination  we  may  be  obliged  to  wait  for  the  development  of  marked 
signs,  and  this  delays  treatment.  On  the  other  hand,  if  the  physician 
begins  treatment  because  the  signs  are  suspicious,  he  runs  the  risk  of 
subjecting  his  patient  to  an  unnecessary  regimen.  The  advantages  of 
an  X-ray  examination  when  compared  with  the  usual  physical  examina- 
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tion  are  evident.  A  definite  diagnosis  can  be  made  in  most  cases 
before  there  are  physical  signs.  Treatment  can  therefore  be  begun  at 
an  earlier  and  more  hopeful  stage,  can  be  planned  more  intelligently, 
as  the  knowledge  of  the  position  and  extent  of  the  aneurism  is  more 
accurate,  and  its  results  can  be  better  estimated  because  we  can  more 
accurately  measure  any  change  in  size.  In  cases  like  that  of  D.,  page 
327,  the  physical  signs,  not  only  the  X-ray  signs,  would  be  found  early 
because  of  the  position  of  the  aneurism,  which  was  directly  under  the 
sternum.  The  X-ray  examination  should  of  course  be  considered  in 
connection  with  the  history  and  all  other  evidence  when  making  a 
diagnosis. 

An  operation  should  not  be  performed  on  an  aneurism  near  the 
thoracic  aorta  until  the  latter  artery  has  been  examined  by  the  X-rays, 
for  if  an  aortic  aneurism  exists,  operation  would  be  unadvisable. 


CHAPTER   XII 

NEW  GROWTHS.     ENLARGED  GLANDS.     ABSCESS  AND  GANGRENE 

OF  LUNG 

New  growths  in  the  bone  may  as  a  rule  be  easily  recognized  by  the 
X-rays,  as  for  example  an  osteosarcoma  or  an  exostosis,  but  as  these 
growths  will  be  considered  under  the  surgical  uses  of  the  rays,  we  need 
not  discuss  them  here,  but  will  take  up  directly  those  that  occur  in  the 
thorax. 

A  new  growth  in  the  lung  usually  casts  a  marked  shadow,  and  in  the 
latter  stages  may  fill  up  most  of  one  side  of  the  chest  and  thus  render 
this  side  completely  dark  on  the  fluorescent  screen.  If,  however,  the 
new  growth  is  recognized  in  its  early  stage,  the  shadow  cast  may  be 
slight.  In  many  cases  an  X-ray  examination  makes  it  evident  without 
much  question  that  we  have  to  deal  with  a  new  growth,  although  in 
some  at  least  its  presence  was  unsuspected  by  the  usual  methods. 
There  are  other  cases  in  which  the  disease  has  advanced  so  far  before 
the  patients  are  examined  by  the  X-rays  as  to  involve  a  large  part  or 
the  whole  of  one  lung,  and  in  such  cases  the  appearances  seen  on  the 
screen  may  well  at  first  sight  call  to  mind  pleurisy  with  large  effusion 
or  an  unresolved  pneumonia.  There  are  still  other  cases  in  which  a  new 
growth,  under  certain  conditions,  may  simulate  a  thoracic  aneurism. 
Therefore,  if  the  interpretation  of  the  appearances  seen  on  the  screen 
is  not  perfectly  plain,  the  patient  should  be  examined  with  the  X-rays 
going  through  the  body  from  different  directions ;  and  in  certain  cases 
an  X-ray  photograph  should  be  taken. 

Likewise  it  must  be  remembered  that  the  X-ray  examination  is  only 
one  method,  and  that  its  results  are  to  be  considered  in  connection  with 
the  history  of  the  patient,  his  present  condition,  and  the  evidence 
obtained  by  other  means  of  physical  examination  ;  but  I  have  no  doubt 
that,  as  we  learn  better  how  to  make  and  how  to  interpret  X-ray  exam- 
inations,  they  will  aid  us  to  make  a  more  definite  and  an  earlier  diagnosis, 
when  it  is  a  question  of  a  new  growth,  than  has  hitherto  been  possible. 

On  the  other  hand,  when  a  patient  has  been  examined   by  the  ordi- 
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nary  methods,  and  the  case  does  not  seem  to  be  obscure,  although  the 
symptoms  observed  are  not  wholly  characteristic  of  those  produced  by 
a  new  growth,  or  the  diagnostic  picture  obtained  is  incomplete,  an 
X-ray  examination  should  be  made  for  confirmation  or  refutation  of 
the  diagnosis. 

The  points  just  touched  upon  can  be  most  clearly  appreciated  by 
the  history  of  a  few  cases  and  the  accompanying  cuts. 

The  first  case  illustrates  the  method  of  locating  a  new  growth :  — 

Daniel  M.,  thirty-nine  years  old,  came  to  the  out-patient  department 
of  the  Boston  City  Hospital  on  January  26,  1899,  and  was  under  the 
care  of  Dr.  John  L.  Ames. 

History,  —  On  January  9  the  patient  raised  a  little  dark  blood. 
Had  some  diarrhoea  and  passed  two  spoonfuls  of  dark  blood.  He 
weighed  165  pounds. 

Present  Illness.  —  The  general  appearance  of  the  patient  was  good. 
The  physical  examination  showed,  at  the  right  back,  beginning  about 
the  middle  of  the  scapula,  an  area  of  dulness  about  the  size  of  the  palm 
of  the  hand,  which  did  not  extend  to  the  base  of  the  lung.  Over  this 
area  the  respiratory  and  vocal  sounds  were  somewhat  diminished. 
The  fremitus  was  about  the  same  on  both  sides.  There  were  no  rdles. 
At  the  right  apex  in  front  there  was  no  dulness,  but  respiration  was 
broncho-vesicular  in  character.     Expiration  was  prolonged  and  harsh. 

On  January  28,  1899,  the  patient  was  sent  to  me  for  an  X-ray  exam- 
ination with  reference  to  early  pulmonary  tuberculosis.  The  radio- 
scopic  examination  showed  in  the  right  chest  a  dark  and  sharply  defined 
area  with  a  rounded  outline,  about  15  centimetres  high  and  12  centi- 
metres wide.  There  was  a  space  of  about  2.5  centimetres  between 
the  lower  border  of  the  dark  area  and  the  diaphragm  during  deep 
inspiration,  and  during  expiration  the  curve  of  the  diaphragm  over- 
lapped the  lower  portion  of  the  dark  area  in  such  a  way  as  to 
indicate  that  during  this  period  of  the  respiratory  movement  the 
lower  portion  of  the  mass  intervened  between  the  dome  of  the  dia- 
phragm and  the  posterior  wall  of  the  chest.  I  then  examined  the 
thorax  from  different  points  of  view  in  order  to  determine  the  exact 
position  of  this  dark  area,  and  I  found  it  was  situated  nearer  the  back 
than  the  front  of  the  chest.  This  position  was  demonstrated  in  several 
ways,  and  the  following  description  and  cuts  show  the  method  pursued, 
and  that  accurate  information  can  be  obtained  in  some  cases  by  the 
fluorescent  screen. 
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Method  of  Examination. — (See  also  Chapter  III,  pages  81-86.) 
When  the  patient  was  lying  on  his  face,  and  the  screen  was  placed  on 
his  back  and  the  tube  below  him,  the  outUne  of  the  dark  area  was  more 
sharply  defined  than  when  the  respective  positions  of  the  screen  and 
tube  were  reversed,  which  showed  that  the  dark  area  was  nearer  the 
posterior  than  the  anterior  wall  of  the  chest. 

JDowefM 
Line3  c/rtKu/i  a/i  Sock 


Fig.  190.  Daniel  M.  Cut  of  tracing  made  with  patient  lying  on  his  face,  the  screen  on  his  back, 
and  the  tube  below  the  stretcher.  The  shaded  area  indicator  the  dark  mass ;  the  full  line  enclosing 
it,  its  outline  and  position  during  expiration;  the  dotted  lines,  its  outline  and  position  during  full 
inspiration  ;  the  full  line  in  the  lower  part  of  cut  .and  the  broken  line  parallel  to  it,  the  position  of  the 
diaphragm  in  full  inspiration  and  expiration  respectively. 

This  cut  includes  only  the  right  back ;  the  median  line  is  shown,  and  at  its  upper  end  the  spinous 
process  of  the  seventh  cervical  vertebra  is  indicated.     (Cut  one-third  life  size.) 

Second,  when  the  screen  was  on  the  front  of  the  chest,  and  the  tube 
behind  the  patient,  the  shadow  moved  through  a  greater  distance  dur- 
ing deep  inspiration  than  when  the  respective  positions  of  the  screen 
and  tube  were  reversed ;  which  again  showed  that  the  darkened  area 
was  nearer  the  posterior  than  the  anterior  wall  of  the  chest.  Further, 
with  the  screen  on  the  front  of  the  chest  the  shadow  of  the.  lower  edge 
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of  the  mass  moved  a  greater  distance  in  full  inspiration  than  the  upper 
edge;  which  showed  that  the  lower  edge  was  nearer  the  posterior 
part  of  the  chest  wall  than  the  upper  edge.  In  full  inspiration  the 
shadow  of  the  lower  edge  moved  2.5  centimetres,  and  that  of  the  upper 
edge  a  little  less. 


£hn/e/JVI 
/\feiuCfO(ufh  in  Rtchf  Lonj 
Lme5  r/m/un  on  Ircu}/  of  Chest 


Fig.  191.  Daniel  M.  Cut  of  tracing  made  with  patient  lying  on  his  back,  the  screen  on  the  front 
of  his  chest,  and  the  tube  below  ihe  stretcher.  Shaded  area  indicates  the  new  growth ;  the  lull  curved 
line  above  and  below  it,  its  outline  and  position  in  expiration;  the  doited  lines,  in  full  inspiration. 
The  other  full  lines  indicate  the  outline  and  position  of  the  heart  and  diaphragm  in  full  inspiration ; 
the  broken  lines,  in  expiration.     (Cut  one-third  life  size.) 

By  comparison  with  Fig.  190,  it  will  be  seen  that  the  shadow  of  the  lower  border  of  the  dark  mass 
move  farther  when  the  screen  is  on  the  front  of  the  chest  than  when  it  was  on  the  back.  As  the  dis- 
tance of  the  tube  from  the  screen  was  the  same  in  both  cases,  it  is  evident  that  the  mass  casting  the 
shadow  was  nearer  the  screen  when  it  was  on  the  back  than  when  it  was  on  the  front  of  the  chest. 


Third,  when  the  tube  was  placed  somewhat  behind  and  to  the  right 
of  the  patient,  so  that  the  X-rays  fell  upon  the  chest  at  a  point  between 
the  axillary  lines  (screen  on  front),  the  front  of  the  chest  was  clear ; 
which  again  showed  that  the  shadow  seen  was  not  due  to  a  mass  in  the 
front  of  the  chest. 
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Several  X-ray  examinations  were  made  of  this  patieat,  but  the  accom- 
panying tracings  represent  the  appearances  seen  on  th<i  fluorescent 
screen  at  one  of  these  examinations  only.  In  Fig.  191  the*  outline  of 
the  heart  and  diaphragm  is  indicated  by  a  full  line  in  deep  inspira- 
tion, and  by  a  broken  line  in  expiration  ;  and  the  outline  of  the  new 
growth  by  a  full  line  in  expiration  and  a  dotted  line  during  inspiration. 
The  first  tracing  (see  Fig.  190)  is  copied  from  the  lines  which  were 
drawn  on  the  back  of  the  chest,  the  patient  lying  on  his  face  (the  oval 
at  the  top  of  the  median  line  indicates  the  position  of  the  spinous  pro- 
cess of  the  seventh  cervical  vertebra) ;  the  second  (see  Fig.  191 )  from  the 
lines  drawn  on  the  front  of  the  chest ;  and  the  third,  a  small  tracing 
(see  Fig.  192),  from  the  lines  drawn  on  the  right  side  of  the  chest  during 
a  deep  inspiration. 


DajyefM 
Ljne^  J/tiCun  on  Pf^/jf>5/c/e 
c^CinJ7C  Jf/f/  ]n:)piiZj/)on 

Fifi.  192.  Daniel  M.  Cut  of  tracing  made  from  patient  with  the  screen  on  his  right  side  and  the 
tu!>e  opposite  the  left  side,  showing  the  outline  of  the  bright  area  seen  when  he  was  examined  in  this 
position  during  full  inspiration.  In  health  this  area  has  the  shape  of  a  spherical  triangle  (see  Chapter 
X,  on  Heart,  page  259).  In  tiiis  pati«'nt  the  limit  of  the  upper  part  of  the  briglit  area  was  formed  by 
the  dark  mass;  the  lower  limit  of  this  area  corresponded  to  that  found  in  health.  D  represents  the 
line  of  the  diaphragm  in  full  inspiration  ;  H,  the  lower  and  posterior  border  of  the  heart;  S,  the  parts 
just  anterior  to  the  spine;   ?,  the  lower  border  of  the  growth. 

When  the  patient  was  examined  in  the  latter  position,  that  is  to  say, 
with  the  li^ht  going  through  the  body  from  side  to  side,  and  the  fluores- 
cent screen  on  the  right  side,  instead  of  the  usual  spherical  triangle 
(see  Fig.  158  in  chapter  on  Heart)  outlined  by  the  diaphragm  below,  the 
heart  in  front  and  above,  and  posteriorly  by  what  I  have  called  the 
"spine,"  although  strictly  speaking  the  shadow  is  not  cast  by  the  spine 
itself,  but  rather  by  what  lies  in  front  of  it,  I  found  a  figure  defined  by 
four  curved  sides,  the  convex  side  of  all  four  lines  being  inward.  The 
lowest  of  these  curves  is  a  portion  of  the  diaphragm,  the  anterior  one 
the  lower  posterior  border  of  the  heart,  the  posterior  one  the  spine,  and 
the  upper  one  a  portion  of  the  new  growth. 
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The  reader  must  imagine  the  patient  with  all  these  lines  drawn  on 
his  skin  (they  are,  of  course,  readily  removed  with  a  little  alcohol),  in 
order  to  appreciate  how  the  examinations  made  from  different  sides  con- 
firmed each  other,  and  gave  an  exact  indication  of  the  size,  position,  and 
movement  of  the  dark  mass. 

The  X-ray  photograph  (Fig.  193)  was  taken  somewhat  later  than  the 
tracings ;  it  shows  the  rounded  border  of  the  dark  new  growth,  and 
below  the  growth  the  lighter  pulmonary  area  crossed  by  the  ribs  on 
both  the  anterior  and  posterior  wall  of  the  chest ;  likewise  in  its  lower 
portion  the  outline  of  the  diaphragm  and  the  liver.     I  have  had  only  a 


Fig.  193.  Daniel  M.  Radiograph  taken  with  plate  on  front  of  chest  and  tube  behind  the  back. 
The  curved  outline  ot  the  dark  mass  above  the  light  area  corresponds  to  the  outline  seen  on  the 
fluorescent  screen  (Fig.  192,  page  336).  Below  the  light  area,  which  is  crossed  by  the  ribs  on  front  and 
back  of  thorax,  is  seen  a  portion  of  the  diaphragm.     (About  one-third  size  of  original.) 

portion  of  the  outline  of  the  new  growth  reproduced  in  the  cut,  for  if 
the  whole  had  been  included  a  greater  reduction  of  scale  would  have 
been  necessary  than  was  advisable. 

The  striking  features  of  this  case  are,  first,  the  fact  that  so  large  a 
mass  in  the  thorax  should  give  such  slight  physical  signs;  and,  second, 
the  readiness  with  which  its  outlines,  position,  and  movement  could  be 
followed  on  the  fluorescent  screen. 

The  well-defined,  rounded  outline  of  the  mass  suggested  an  aneu- 
rism, but  an  aneurism  of  this  extent  would  be  accompanied  by  some 
well-marked  changes  in  the  heart,  and  these  were  not  prjesent ;  also  the 
position  of  the  heart  would  be  lower  down  in  the  chest,  whereas  there 
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was  only  a  slight  displacement  of  this  organ  to  the  left.  Therefore  the 
diagnosis  suggested  by  the  first  appearances  would  not  be  borne  out  by 
the  other  observations. 

The  three  tracings  and  radiograph  are  given  to  show  how  we  may 
determine,  not  only  the  size,  but  the  position,  of  a  new  growth  in  the 
chest  more  exactly  by  an  X-ray  examination  than  by  other  methods. 


,Jaco6  D 


Fig.  194.    Jacob  D.    Cut  of  tracing  made  with  screen  on  front  of  chest     New  growth  in  left  lung 

extending  to  right  lung.     (One-third  life  size.) 

Diagnosis  of  New  Growth  made  by  Aid  of  X-Rays  confirmed  by 
Autopsy. — Jacob  D.,  twenty-five  years  old,  entered  the  Boston  City 
Hospital  August  3,   1898.     A  patient  of  Dr.  G.  G.  Sears. 

///VA^rj'.  —  Began  to  cough  two  days  before  entrance.  Soreness 
across  lower  chest.  Chest  enlarged  for  three  weeks.  Reclining  in  bed, 
especially  on  the  left  side,  caused  coughing.  Expectorated  whitish 
material.'  Coughed  up  dark  blood  •^a  long  time  ago.'*  Had  lost  consid- 
erable flesh. 
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August  5.  Left  chest  aspirated,  and  thirty-eight  ounces  of  bloody 
Huid  withdrawn. 

August  8.  It  was  noticed  that  the  whole  chest  pulsated,  and  when 
the  patient  was  aspirated  again  on  this  day  the  needle  seemed  firmly 
held  and  had  a  distinct  impulse  with  each  pulsation  of  the  heart. 

Dr.  Sears  kindly  allowed  me  to  examine  the  patient  with  the  X-rays, 
and  the  result  is  given  below ;  — 

X-ray  examination  with  the  screen y  made  on  August  10,  showed 
that  the  whole  of  the  left  chest  was  uniformly  dark,  and  that  a  part  of 
the  right  chest  was  also  dark  as  far  as  the  right  nipple.  (See  Fig.  194.) 
The  darkened  area  in  the  neighborhood  of  the  right  nipple  was  evi- 
dently not  a  displaced  heart ;  I  thought  it  was  probably  due  to  a  new 
growth.  The  reason  for  this  conclusion  was  as  follows :  the  apex  beat 
of  the  heart  was  felt  in  the  fifth  interspace,  just  inside  the  nipple,  there- 
fore the  outline  seen  to  the  right  of  the  sternum  could  not  well  be  the 
border  of  the  heart.  The  age  of  the  patient,  the  presence  of  bloody 
fluid  in  the  chest,  the  failure  to  find  bacilli,  and  the  loss  in  flesh,  taken 
in  connection  with  the  X-ray  examination,  all  pointed  toward  a  new 
growth.  This  diagnosis  was  confirmed  by  finding  a  part  of  a  spindle- 
cell  sarcoma  in  a  small  amount  of  material  which  was  withdrawn  from 
the  chest  on  the  end  of  a  needle  August  1 5  ;  and  subsequently  by  the 
autopsy.  The  latter  showed  that  the  tumor  had  evidently  arisen  from 
the  mediastinal  lymph-glands ;  that  the  left  lung  was  studded  with  soft, 
projecting,  round  tumor  nodules;  and  that  similar  ones  were  also  pres- 
ent in  the  right  lung. 

Tumors  in  Chest ;  Results  obtained  by  X-Ray  Examination  and  Aus- 
cultation and  Percussion  compared.  —  The  following  case  is  given  to  show 
the  advantage  of  comparing  the  results  obtained  by  auscultation  and 
percussion  with  those  obtained  by  an  X-ray  examination :  — 

H.  Leo  ^  cites  the  case  of  a  boy  ten  years  old,  an  abstract  of  which 
is  as  follows  :  — 

In  June  the  right  leg  was  amputated  above  the  knee  on  account  of 
sarcoma.  Recovered.  In  July  he  had  a  dry  cough.  In  August  com- 
plained of  pain  in  the  left  side  and  back.  In  September  there  was 
sudden  difficulty  in  breathing,  high  degree  of  dyspnoea,  great  weakness, 
accentuated  heart  activity,  and  pain  in  the  chest.  These  symptoms 
continued,  and  on  October  7  the  patient  died. 

^  **  Nachweis  eines  Osteosarkoms  der  Lungen  durch  Roentgenstrahlem,"  Berlin,  kiin. 
Wcchnschr.,  April  18,  1 898,  349-350. 
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The  day  before  his  death  an  X-ray  examination  showed  a  diffuse 
shadow  over  the  left  side,  with  an  irregular  boundary  touching  the  heart 
shadow ;  a  small  bright  zone  outside  of  this  boundar)' ;  and  a  shadow 
on  the  right  side  which  was  much  darker  than  the  diffuse  shadow  on  the 
left  and  almost  corresponded  to  the  heart  in  darkness.  This  dark  oval 
shadow  showed  a  clearly  defined  boundary.  The  extent  of  the  shadows 
far  exceeded  the  extent  of  the  dulness  as  determined  by  the  physical 
examination.  Percussion  had  only  given  a  dulness  on  the  left  side, 
reaching  downward  from  the  spine  of  the  scapula  to  its  lower  point,  and 
forward  to  the  axillary  line,  and  still  forward  to  the  right,  from  the  clav- 
icle down  to  the  third  rib,  but  indicated  that  the  lungs  were  otherwise 
normal,  and  only  by  the  X-ray  examination  was  the  seat  of  the  trouble 
ascertained. 

A  post-mortem  examination  a  day  later  corroborated  the  X-ray  indi- 
cations. 

Tumors  in  Head.  —  Although  this  section  is  devoted  to  the  thorax,  it 
may  be  said  here,  for  want  of  a  more  convenient  place,  that  tumors  in 
the  brain  with  our  present  apparatus  and  inexperience  must  necessarily 
offer  a  ^ood  deal  of  difficulty  to  detection  by  the  rays.  One  case,^ 
however,  has  been  reported,  where  the  skull  was  remarkably  thin,  in 
which  the  size  and  position  of  the  tumor  was  recognized  during  life, 
and  the  observations  were  confirmed  at  the  post-mortem  examination. 

Differential  Diagnosis.  —  The  following  case  shows  how  the  appear- 
ances seen  on  the  fluorescent  screen  in  a  new  growth  on  the  one  hand, 
and  a  pleurisy  with  large  effusion  on  the  other,  may  differ  from  or 
resemble  each  other  :  — 

(icorge  I).,  thirty-nine  years  old,  entered  the  hospital  March  23,  1899. 
In  the  service  of  Dr.  C.  F.  Withington. 

Didi^uosis.  —  Pleurisy  with  effusion. 

March  24.  Patient  aspirated  and  70  ounces  of  blood-tinged  fluid 
withdrawn. 

March  26.  Flatness  from  two  inches  below  spine  of  scapula  on  right 
side. 

March  27.  Aspirated  again  and  44  ounces  of  bloody  fluid  withdrawn. 
Flatness  just  below  angle  of  scapula.  Rising  toward  spine  of  scapula 
there  was  a  dull  area  where  the  breathing  was  diminished. 

> "  (  crebellar  Tumor  about  the  Size  of  a  Lemon  recognized  Clinically,  demonstrated  by 
the  X-Kay  and  proved  by  Autopsy,"  l)y  Archibald  Church,  M.I).,  American  Jottrttal  Medical 
Scieiucs,  February,  1899,  page  125. 
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March  30.     No  tubercle  bacilli  found. 

April  Sy  1899.     Discharged  relieved. 

October  24,  1899.  Reentered  the  hospital  and  was  placed  in  my 
service.     Meanwhile  the  disease  had  evidently  progressed. 

Diagttosis.  —  New  growth. 

History.  —  Seven  weeks  before  entrance  had  sharp  pain  in  the  right 
chest,  worse  on  deep  inspiration  ;  slight  dyspnoea ;  no  cough,  chills,  or 
fever.  At  work  until  ten  days  previous  to  entrance.  Right  chest  had 
been  tapped  seven  times,  no  fluid  obtained.  Had  lost  eight  pounds  in 
four  months. 

Physical  Examination.  —  Heart :  right  border  indeterminable  on 
account  of  dulness  in  the  right  chest.  Left  border  12.5  centimetres  to 
left  of  median  line.  Apex  in  fifth  space  in  the  nipple  line.  No  mur- 
murs. Lungs  :  left  chest  moved  more  than  right  in  respiration.  Marked 
bulging  of  lower  right  chest,  as  low  as  costal  margin.  Dulness  on  right, 
beginning  at  third  rib  in  front  and  spine  of  scapula  behind,  and  increas- 
ing to  flatness  at  right  base.  Respiratory  sounds  diminished  over  this 
area.  Tactile  fremitus  diminished.  Fine  crackling  and  medium  moist 
riles  in  back,  over  dull  area.  Tactile  fremitus  increased  over  upper 
right  front.  Liver  :  bulging  in  hepatic  region.  Lower  border  3.5  fingers 
below  costal  margin  in  the  nipple  line. 

On  October  25  the  X-ray  examiftation  with  the  screen  showed  that  the 
whole  of  the  right  chest  was  dark  throughout,  as  well  as  much  of  the 
upper  portion  of  the  left  chest.  The  only  outlines  visible  werfc  those  of 
the  left  diaphragm  and  a  portion  of  the  left  and  lower  border  of  the 
heart.  This  X-ray  examination  at  first  suggested  pleurisy  with  effusion, 
but  a  more  careful  consideration  of  the  appearances  on  the  screen  showed 
that  they  might  be  due  to  another  cause. 

Let  us  study  the  cut  (Fig.  195)  a  moment  and  see  how  the  X-ray  signs 
reproduced  there  should  be  interpreted.  The  darkened  right  side  sug- 
gests pleurisy  with  effusion,  and  the  shaded  left  apex  pulmonary  tuber- 
culosis ;  but,  given  a  large  pleuritic  effusion,  as  the  right  side  taken  by 
itself  indicates,  we  should  expect  to  find  the  heart  more  displaced  to  the 
left  than  is  the  case.  Further,  in  a  pleurisy  with  large  effusion  on  the 
right  side,  the  left  lung  and  pleura  being  normal,  the  diaphragm  on 
the  left  side  would  be  seen  lower  in  the  chest  than  in  health,  because  it 
would  have  been  pushed  down  by  the  organs  of  the  right  side  that  were 
displaced  to  the  left  by  fluid ;  whereas  in  this  respect  the  cut  shows  a 
normal  diaphragm  on  the  left  side.     If  this  cut  is  compared  with  the 
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diagram  of  pleurisy  with  effusion  (Fig.  128  in  the  chapter  on  Pleurisy), 
the  points  of  difference  in  the  two  illustrations  will  be  noted  and  the 
matter  will  be  made  clearer.  In  Fig.  128  we  see  the  wi/^r/z-displaced 
heart  and  the  lowered  diaphragm  that  are  characteristic  of  pleurisy 
with  large  effusion;  but  these  signs  are  wanting  in  the  cut  we  are 
considering. 

Let  us  now  take  up  the  history  and  physical  signs.     Thoracentesis 
in  March,   1899,  had  shown  the  presence  of  some  bloody  fluid  in  the 


FKi.  195.    George  D.    Cut  cjf  tracing  made  with  screen  on  front  of  chest.    New  growth  in  right  long 
and  at  apex  of  left  lung.     (Cut  one-third  life  size.) 

thorax,  but  when  the  chest  was  tapped  in  October,  no  fluid  was  with- 
drawn. The  physical  signs  indicated  to  a  large  extent  pleurisy  ^ith 
much  effusion,  but  the  history  and  appearances  suggested  a  different 
explanation.  Therefore,  taking  the  X-ray  examination  in  connection 
with  these  two  latter  facts,  the  diagnosis  of  a  new  growth  seemed  the 
more  probable  one.  Of  course  the  diaphragm  might  be  lowered  on 
the  left  side  by  a  large  new  growth  in  the  right  chest  as  weU  as  by  a 
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large  quantity  of  liquid  there,  but  when  we  find  the  diaphragm  normal 
on  the  left  side  and  a  dark  area  on  the  right,  we  may  well  suspect  that 
this  appearance  in  the  lung  is  due  to  something  other  than  pleurisy 
with  large  effusion. 

On  October  31  I  asked  Dr.  John  C.  Munro  to  see  the  patient  in  con- 
sultation, and  the  next  day  he  was  transferred  to  the  surgical  side  of  the 
hospital.  On  November  3  Dr.  Munro  operated,  and  several  small  masses 
were  removed  for  examination.  The  pathological  diagnosis  was  spindle- 
cell  sarcoma.  On  November  8  he  operated  again  and  removed  as 
much  of  the  new  growth  as  seemed  wise.  On  November  27  another 
operation  was  done  at  the  request  of  the  patient,  which  he  bore  very 
well.  In  April,  1900,  the  patient  again  returned  to  the  surgical  side  of 
the  hospital,  and  it  was  evident  that  the  disease  had  progressed. 

X-Ray  Appearances  of  an  Extensive  New  Growth  and  an  Interstitial 
Fibrous  Pneumonia  compared. — The  comparison  of  the  cut  (Fig.  195, 
George  D.)  of  a  new  growth,  with  the  diagram  of  pleurisy  with  large 
effusion  (see  Fig.  128,  chapter  on  Pleurisy)  has  shown  us  how  the 
appearances  seen  on  the  screen  may  differ  in  these  two  diseases,  and, 
therefore,  how  the  X-rays  may  aid  us  in  making  a  differential  diagnosis 
when  used  in  connection  with  other  methods.  Now  let  us  compare  the 
cut  of  a  new  growth  (George  D.)  and  an  interstitial  fibrous  pneumonia 
(Fig.  196,  Richard  S.),  and  see  how  the  appearances  seen  on  the 
screen  in  these  two  diseases  resemble  each  other. 

Richard  S.,  forty-one  years  old,  entered  my  service  at  the  Boston 
City  Hospital  October  16,  1899. 

History.  —  Pneumonia  two  years  ago.  Rheumatism  in  muscles  of 
back  from  time  to  time  for  past  three  years.  Always  fairly  well  and 
strong  excepting  this.  For  past  one  and  one-half  years  had  had  dysp- 
noea on  exertion. 

Present  Illness.  —  Well  up  to  ten  days  ago,  when  taken  with  chills. 
Pain  throughout  back  and  chest.  Dyspnoea  with  cough.  Dyspnoea 
increased  in  severity  with  some  orthopnoea.  Has  vomited  every  day 
since  second  day  of  attack,  and  complains  of  sharp  pain  over  praecordia. 
Much  expectoration  with  cough,  whitish  and  frothy  in  character.  No 
rusty  sputa. 

Physical  Examination.  —  Lungs :  percussion  note  over  right  front 
and  upper  right  back  slightly  higher-pitched  than  left;  respiratory 
sounds  increased  on  right,  diminished  over  left.  Dulness  over  lower 
half  of  left  back,  with  bronchial  breathing  in  areas,  and  bronchophony, 
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also  medium  and  fine  crackling  riles.  Tactile  fremitus  absent  in  left 
back.     Sibilant  and  sonorous  rsLles  throughout  upper  left  back. 

October  i8.     No  tubercle  bacilli  found  in  sputa. 

October  30.  X-Ray  Examination  with  Screen  (see  Fig.  196).  — 
Heart  is  found  not  displaced  to  right.  Left  chest  dark  throughout, 
but  rather  lighter  below  than  above.     Outline  of   left  diaphragm  not 


/ijc/ia/r/sS 

Jnlerah/iaf  HbtDM  Fheumowa 
Ocloher3odt 


Fig.  196.  Richard  S.  Cut  of  tracing  made  with  screen  on  front  of  chest.  Interstitial  fibrous 
pneumonia.  Left  chest  dark  throughout,  but  darker  in  upper  than  lower  part.  Apex  beat  felt  at  X 
This  darkened  area  does  not  indicate  pleurisy  with  large  eflusion.  as  the  heart  is  not  sufficiently  dis- 
placed;  likewise  the  upper  part  of  the  chest  is  darker  than  the  lower,  which  would  not  be  the  case 
in  pleurisy  with  effusion.     (Cut  one-third  life  size.) 


seen.  Left  border  of  heart  barely  seen,  but  this  faint  outline  is  not 
given  in  the  cut.     Apex  beat  shown  in  the  cut  by  a  cross. 

Patient  died  November  25. 

The  autopsy  showed  that  the  left  pleural  cavity  was  obliterated  and 
the  whole  left  lung  was  dense.  Small  cavity  in  the  base  filled  with 
blood.  Diagnosis:  "Interstitial  fibrous  pneumonia.  Purulent  bron- 
chitis." 
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New  Growth  in  Chest  WalL  —  The  following  case  shows  how  an 
X-ray  examination  may  be  used  to  indicate  that  a  new  growth  in  the 
chest  wall  does  not  extend  to  the  lung :  — 

Martin  R,  entered  the  hospital  July  7,  1898,  suffering  from  typhoid 
fever.     Patient  of  Dr.  E.  M.  Buckingham. 

There  was  a  circular  prominence  on  his  chest,  6  centimetres  in 
diameter,  lying  between  the  right  nipple  and  the  heart.    (See  Fig.  197.) 


Mar/7/2  r 
Qrw/f^mC/iesttVa/f 


P'IG.  197.  Martin  F.  The  shaded  area  on  the  right  chest  represents  the  size  and  position  of  an 
indurated  mass  which  was  prominent  when  the  chest  was  inspected  and  cast  some  shadow  on  the 
screen.    The  outHne  of  the  diaphragm  and  heart  are  X-ray  outlines.     (Cut  one-third  life  size.) 


It  was  important  to  know  whether  the  cause  of  this  prominence  was 
connected  in  any  way  with  the  thoracic  cavity. 

X'Ray  Examination  with  Screen.  —  I  therefore  examined  the  patient 
with  the  X-rays,  first,  while  he  was  lying  on  his  back,  and  saw  a  dark- 
ened area  on  the  screen  corresponding  to  the  prominence  on  the  chest, 
but  found  that  the  new  growth  was  probably  limited  to  the  chest  wall. 
for  the  outlines  of  the  lungs,  the  movement  of  the  diaphragm,  and  the 
outline  of  the  right  border  of  the  heart  did  not  give  evidence  that  the 
new  growth  extended  inward.     I  then  examined  the  patient  lying  first 
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on  one  side  and  then  on  the  other,  and  it  was  evident  in  these  posi- 
tions that  the  growth  did  not  extend  inward,  as  the  lung  was  clear 
behind  it. 

The  cut  (see  Fig.  197,  Martin  F.)  given  differs  from  the  others  in  this 
chapter,  inasmuch  as  the  lines  marking  the  new  growth  are  intended  to 
represent  what  was  seen  on  the  outside  of  the  chest,  and  not  the  shadow 
thrown  on  the  fluorescent  screen ;  but  the  full  and  broken  black  lines 
are  the  lines  of  the  heart  and  diaphragm  seen  on  the  screen. 

The  patient  recovered  from  his  typhoid  fever  and  was  discharged. 

Echinococcus  of  the  Lung.  —  Levy-Dorn  and  Zadek  ^  state  that  ac- 
cording to  different  statistics,  from  seven  to  twelve  per  cent  of  all  the 
echinococci  appear  in  the  lungs,  most  frequently  in  the  lower  right  lobe, 
as  the  disease  is  often  of  secondary  origin  and  arises  from  the  liver. 
They  report  a  very  instructive  case,  the  abstract  of  which  is  as  fol- 
lows :  — 

The  patient  was  a  robust  man;  had  been  a  butcher.  In  1897  he 
had  dyspnoea,  haemoptyses,  expectoration  of  pus  sometimes  streaked 
with  blood;  tubercle  bacilli  were  not  found.  In  November,  1898, 
echinococci  were  found  in  the  expectoration. 

The  signs  by  percussion  and  auscultation  were  not  decisive,  but 
an  X-ray  examination  showed  a  shadow  about  5  centimetres  long  and 
4  centimetres  broad,  with  a  light  interior  and  a  dark  edge.  This 
shadow  was  connected  with  the  diaphragm  by  a  short  streak.  The  dia- 
phragm was  pulled  up  at  the  junction  of  this  streak  or  band,  and  could 
not  contract  in  full  inspiration  as  well  as  on  the  left  side.  In  the  left 
lung  there  was  an  oval  black  shadow  about  the  size  of  a  plum.  These 
shadows  were  found  to  have  a  central  position. 

The  conclusions  from  the  X-ray  examination  were  as  follows :  The 
patient  had  two  separate  areas  of  echinococci,  one  in  the  right  and  one 
in  the  left  lung.  Their  central  position  explained  the  negative  result  of 
percussion.  As  the  middle  portion  of  the  area  in  the  right  lung  was 
light,  it  was  probable  that  the  echinococci  were  discharged  from  that 
side  and  that  the  cavity  had  become  filled  with  air,  but  were  still  present 
in  the  left  lung  as  indicated  by  the  dark  area. 

Malignant  Disease  of  the  Abdomen;  Question  of  Extension  into 
Thorax. — The  X-ray  examination  may,  in  malignant  disease  of  the 
abdomen,  assist  in  determining  whether  or  not  the  disease  has  extended 
to  the  thoracic  cavity. 

J  Berlin,  klin,  IVochnschr.y  May  15,  1899,  p.  431. 
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B.  B.,  a  patient  of  Dr.  Munro,  had  cancer  of  the  liver,  and  the  physi- 
cal signs  suggested  a  possible  extension  of  the  disease  to  the  lungs. 

My  X-ray  examination  with  the  screen^  however,  showed  that  the 
lungs  were  perfectly  clear.  The  physical  signs  which  indicated  exten- 
sion into  the  thorax  also  improved,  so  that  the  disease  probably  had  not 
reached  the  thoracic  cavity.  This  case  and  a  tracing  are  given  in 
Chapter  XIV,  page  376. 

A  Bunch  of  Enlarged  Glands  simulating  the  Outline  produced  by  an 
Aneurism  when  examined  from  One  Direction.  —  In  some  instances  new 
growths  under  the  upper  part  of  the  sternum  simulate  a  thoracic  aneu- 
rism. It  is  therefore  important  to  examine  the  dark  area  seen  on  the 
screen  during  both  inspiration  and  expiration,  and  carefully  observe  its 
outline.  If  there  is  no  pulsation  of  the  outline  seen,  the  shadow  may  or 
may  not  be  due  to  an  aneurism.  If  there  is  pulsation  and  the  outline 
increases  in  size,  the  dark  area  is  probably  caused  by  an  aneurism.  If 
there  is  pulsation  which  produces  displacement,  but  does  not  enlarge 
the  outline,  the  dark  area  is  more  apt  to  be  a  new  growth  than  an 
aneurism. 

The  following  case  is  chosen  to  show  how  a  bunch  of  enlarged  glands 
may  give  outlines  on  the  fluorescent  screen  that  simulate  those  produced 
by  an  aneurism ;  also  to  show  the  importance  of  examining  the  chest 
from  different  directions  in  order  to  locate  exactly  the  object  producing 
the  shadow  cast  on  the  screen  ;  and,  third,  to  show  the  importance  of 
considering  other  indications  of  disease  besides  the  appearances  seen 
on  the  screen. 

Mr.  C,  forty  years  of  age,  was  referred  to  me  by  Dr.  John  W. 
Farlow  for  an  X-ray  examination.  He  had  complained  of  pressure 
which  was  sometimes  felt  in  the  upper  portion  of  the  thorax.  He  had 
paralysis  of  the  vocal  cord,  dyspnoea,  etc.  Some  of  these  symptoms 
suggested  an  aneurism,  but  other  signs  characteristic  of  the  disease 
were  wanting. 

X-Ray  Examination  with  Screen.  —  I  examined  the  patient  with  the 
fluorescent  screen,  and  found  that  there  was  a  dark  area  in  the  neigh- 
borhood of  the  aorta,  as  indicated  in  the  cut  (Fig.  198,  Mr.  C),  but  there 
was  no  pulsation  of  these  abnormal  outlines ;  that  there  was  obstruction 
to  expiration ;  that  the  lungs  were  dilated  to  their  fullest  extent ;  that 
the  diaphragm  was  low  down  in  the  chest,  nearly  as  far  as  the  costal 
border,  and  moved  very  little  in  expiration. 

Judging  by  the  appearances  on  the  screen,  it  was  difficult  to  decide 
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whether  we  had  to  do  with  an  aneurism  or  a  new  growth,  but  I  iinally 
inclined  to  the  former  view,  though  I  did  not  make  this  diagnosis ;  the 
case  was  puzzling,  and  the  outlines  seen  on  the  screen,  though  in  some 
respects  similar,  yet  differed  from  any  other  case  of  aneurism  of  the 
aorta  that  I  had  examined  with  the  X-rays.  I  expected,  however,  to  sec 
the  patient  again,  get  histor}',  and  take  an  X-ray  photograph :  but  was 
disappointed  in  this  expectation.  Wliere  the  appearances  are  unusual 
at  least  ti%'o  radioscopic  examinations  should  be  made. 


JVr  C. 


:  -J..     Wz. 


i*Tr„-.*  ..if-  Ti 


The  patien:  died  or.  May  lO.  iSvX),  and  no  aneurism  was  found. 
An  account  o:  the  case  was  ^iven  in  an  article  by  Dr.  Classen  which 
was  published  in  the  A'/tak}  y^td:.\il  Akk-.'s,  and  I  cv.ote  the  portion 
of  the  autopsv  record  relatin*:  to  the  aorta.  The  autopsy  was  made  by 
Dr.  Larti^u  :  — 

••  Acr:a.  —  Shows  no  apparent  dilatation  at  any  po-nt.  The  circum- 
ference K>\  the  thoracic  aorta  is  ;.>  cx^ntinietres ;  the  c:rcunuerence  of 
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the  abdominal  aorta  is  5  centimetres.  The  intima  is  markedly  irregu- 
lar, the  irregularity  being  due  to  various-sized  areas  of  elevated  fatty 
atheroma.  Behind  the  trachea,  at  a  point  on  a  level  with  the  aortic 
arch,  and  situated  more  to  the  left  of  the  median  line,  is  a  bunch  of 
enlarged  glands  about  the  size  of  a  small  orange.  The  individual 
glands  vary  in  size  from  a  pea  to  those  •having  a  diameter  of  3  centi- 
metres. They  are  firm  in  consistency,  and  are  on  section  deeply  pig- 
mented in  the  central  portions,  less  so  in  the  peripheries,  which  are 
apparently  congested.  The  central  pigmented  portions  are  black. 
Now  and  then  on  the  sectional  gland  small  pin-point  to  pin-head  sized 
discrete  hemorrhages  are  apparent.  The  individual  glands  are  bound 
together  by  old  firm  bands  of  connective  tissue." 

In  this  patient  the  absence  of  pulsation  in  the  outlines  seen  on  the 
screen,  and  the  obstruction  to  expiration  on  both  sides,  were  opposed 
to  the  diagnosis  of  a  small  aneurism.  In  other  patients  I  have 
observed  this  incomplete  expiration  and  depressed  diaphragm  in  one 
or  in  both  lungs  where  there  was  obstruction  of  the  air  passage  of  one 
or  both  of  these  organs,  due  to  some  other  cause  than  an  aneurism. 
I  recall  one  case  in  which  there  was  obstruction  of  the  left  bronchus 
due  to  a  well-marked  aneurism,  and  in  which  the  diaphragm  also  was 
depressed  and  had  little  movement. 

Enlarged  Bronchial  Glands ;  Disease  extending  into  Lungs.  —  An 
X-ray  examination  may  be  of  value  in  the  early  stage  of  this  disease, 
when  no  other  method  will  serve  ;  and  successive  examinations  would 
enable  us  to  determine  whether  or  not  the  disease  is  progressing.  The 
following  case  indicates  that  we  may  get  signs  that  the  disease  originat- 
ing in  the  bronchial  glands  has  extended  into  the  lung  earlier  by  an 
X-ray  examination  than  by  other  methods :  — 

Mrs.  S.,  thirty  years  old.  Patient  of  Dr.  John  C.  Munro.  Entered 
the  hospital  August  15,  1899. 

An  enlarged  gland  about  the  size  of  a  cherry,  just  posterior  to  the 
submaxillary  gland,  and  another  on  the  left  side  of  the  neck,  about  the 
level  of  the  sternocleidomastoid  muscle,  about  the  size  of  a  pigeon's 
egg,  were  removed  by  Dr.  Munro.  They  were  found  to  be  carcinoma- 
tous in  character.  On  September  18  she  reentered  the  hospital  with  a 
recurrence  beneath  the  submaxillary  scar,  and  a  new  enlargement  of 
glands  above  the  clavicle,  which  was  operated  upon  by  Dr.  Munro. 
On  November  6  he  removed  two  small  enlarged  glands  from  the  sub- 
clavian triangle  on  the  left  side  of  the  neck  ;  on  January  4,  1900,  he 
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removed  several  small  enlarged  glands  from  the  superior  carotid 
triangle  and  from  the  subclavian  triangle  on  the  left  side  of  the  neck. 
The  patient  made  a  good  recovery  from  all  these  operations. 

On   March   9  the  patient   again    reentered   the   hospital   and  was 
examined  by  Dr.  Bowditch.     His  record  is  as  follows :  "  Lack  of  per- 


MrsS 


O 


Fig  199.  Mrs.  S.  Cut  of  tracing  made  with  screen  on  front  of  chest.  Carcinomatous  bronchial 
glands;  extension  of  disease  into  left  lung,  suggested  by  darkened  area  over  and  outside  of  left 
nipple.    (Cut  one-third  life  size.) 


cussion  note  at  both  apices ;  respiration  at  left  apex  in  front  broncho- 
vesicular  ;  no  riles  heard.  There  is  a  question  of  incipient  disease  at 
apices.     Sputum  examination  recommended." 

On  March  9  I  made  an  X-ray  examination  with  screen,  and  found  a 
darkened  area  on  the  left  side  of  the  chest  just  above  the  heart  and 
stretching  outward  toward  the  left.  The  portion  of  this  area  just  above 
the  heart  was  darker  than  its  outward  portion,  as  indicated  in  the  trac- 
ing.    (See  Fig.  199.) 

In  the  early  part  of  April  I  suggested  to  her  physician,  Dr.  Met- 
calf,  another  X-ray  examination,  but  she  was  already  too  weak  to  come 
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to  Boston.    She  died  in  the  following  June  from  her  pulmonary  trouble. 
There  was  no  autopsy. 

Abscess  and  Gangrene  of  Lung.  —  The  more  exact  location  of  an 
abscess  in  the  lung,  or  of  a  circumscribed  gangrenous  area,  than  has 
hitherto  always  been  possible,  will  doubtless  assist  the  surgeon  when 
he  operates  on  these  cases.  The  following  case  shows  that  we  may 
locate  the  exact  position  of  an  abscess  in  the  lungs  by  means  of  an 
X-ray  examination :  — 


Mara  C 


Qof^nrfic  -  RmMluno 


Fig.  200.     Mary  C.     Cut  of  tracing  made  with  screen  on  front  of  chest.     Gangrene  of  right  lung. 
Excursion  of  diaphragm  shortened  on  right  side.     (Cut  one-third  lite  size.) 


Mary  C,  twenty-four  years  old,  entered  the  hospital  April  13,  1898. 
Patient  of  Dr.  V.  Y.  Bowditch. 

Diagfiosis.  —  Abscess  or  gangrene  of  lung. 

History.  —  Had  severe  pain  in  the  right  chest  for  three  weeks. 
For  two  weeks,  cough  and  expectoration,  large  in  quantity  and  very 
offensive ;  losing  flesh  and  strength  rapidly ;  breath  very  foul. 

April  13.  Physical  Examination.  —  Heart*s  area  normal;  slight 
systolic  murmur  over  pulmonary  area.  Lungs :  slight  dulness  at  the 
right  apex,  down  as  far  as  the  third  rib  in  front  and  the  spine  of 
scapula   behind;    slight   dulness  to  a  less  degree  in   the   left   apex; 
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moist  crackling  r^les  in  both  apices,  without  any  marked  change  in 
respiratory  murmur.  A  few  r^les  heard  extending  down  right  back  as 
far  as  the  angle  of  the  scapula. 

April  1$.  Patient  seen  in  consultation  with  Dr.  George  H.  Monks, 
who  advised  examination  by  X-rays,  and,  therefore,  I  examined  her  with 
the  fluorescent  screen  and  found  a  well-defined  dark  area  at  the  right 
apex,  and  that  the  excursion  of  the  diaphragm  was  shortened  on  that 
side  and  shortened  from  below.     (See  Fig.  200.) 

April  18.  Operation  done  by  Dr.  Monks,  who  opened  near  the 
right  apex*into  an  area  corresponding  to  the  dark  shadow  seen  in  Fig. 
200,  from  which  escaped  a  very  foul  odor  and  some  pus. 


CHAPTER   XIII 

CONCLUSION   OF  THOR.AX 

Broadly  speaking,  it  may  be  said  that  a  darkened  apex  naturally 
suggests  beginning  pulmonary  tuberculosis ;  a  darkened  area  in  the 
middle  of  the  lung,  pneumonia ;  and  a  darkened  area  in  the  lower  por- 
tion, a  pleurisy  with  effusion  or  an  empyema :  for  it  is  well  known  that 
the  first  two  areas  are  the  frequent  sites  of  tuberculosis  and  pneumonia, 
respectively,  and  the  fluids  present  in  pleurisy  and  empyema  naturally 
darken  the  lowest  part  of  the  chest.  There  are,  of  course,  many  excep- 
tions to  this,  as  when  a  patient  is  convalescing  from  pneumonia  at  the 
apex  there  may  be  appearances  which  would  simulate  those  found  in 
early  tuberculosis,  namely,  a  darkened  apex  and  a  shortened  excursion 
of  the  diaphragm ;  but  the  history  of  a  recent  pneumonia,  and  a  second 
examination  after  an  interval  of  a  week  or  so,  showing  an  improvement 
in  these  signs,  would  point  out  their  probable  cause.  If  it  is  a  ques- 
tion whether  the  lung  is  involved,  or  whether  there  is  fluid  in  the  pleural 
sac,  it  should  be  borne  in  mind  that  in  the  latter  case  there  is  more  apt 
to  be  a  change  in  the  position  of  the  neighboring  organs,  which  is  seen 
on  the  screen,  and  also  that  the  appearances  on  the  screen  are  more 
likely  to  vary  when  the  patient  is  examined  in  different  positions.  The 
X-rays  assist  the  practitioner  to  recognize  an  encapsulated  and  an 
interlobar  fluid ;  to  differentiate  an  empyema  from  a  multiple  abscess  of 
the  liver.  Atelectasis  and  syphilis  produce  conditions  in  the  lungs  that 
may  be  observed  on  the  fluorescent  screen. 

An  abnormal  condition  of  the  heart  may  be  recognized  by  its  out- 
lines, its  size,  by  its  displacement,  by  watching  the  character  of  its  move- 
ments during  the  respiratory  tests,  and  also  by  observing  the  change  in 
outline  of  this  organ  produced  by  the  pulsations  during  systole  and  dias- 
tole. The  X-rays  assist  the  practitioner  to  differentiate  between  an 
enlarged  heart  and  a  pericardial  effusion,  and  between  a  pericardial  effu- 
sion and  an  encapsulated  empyema,  and  to  recognize  adhesions  which 
2  A  353 
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limit  the  change  in  the  position  of  the  heart  between  expiration  and 
deep  inspiration. 

An  aneurism  is  suggested  if  a  darkened  area  is  seen  in  either  side 
of  the  sternum  above  the  heart.  The  changes  seen  taking  place  in  the 
thorax  as  a  new  growth  increases,  by  means  of  X-ray  examinations  made 
at  intervals,  are  suggestive.  A  new  growth  may  simulate  for  a  time 
other  abnormal  conditions. 

Acute  and  Chronic  Processes  compared.  —  In  general,  I  may  say  that 
the  appearances  seen  on  the  screen  in  acute  processes  would  vary  after 
an  interval  of  a  week  or  so,  whereas  those  due  to  chronic  conditions 
would  not  so  vary  in  this  length  of  time.  Hence  the  practical  impor- 
tance of  two  examinations,  for  this  reason  as  well  as  for  others. 

Association  of  an  Acute  and  Chronic  Process.  —  An  acute  and  chronic 
process  may  obtain  in  the  thorax  at  the  same  time;  for  example,  a 
pleurisy  with  effusion  may  be  associated  with  a  tuberculosis  of  the  lung 
on  the  same  or  on  different  sides  of  the  chest,  or  a  patient  may  be 
suffering  from  a  pneumonia  in  one  lung  and  a  tubercular  process  in  the 
other ;  in  this  case  improvement  would  be  seen  on  the  screen  in  one 
lung,  while  the  signs  in  the  other  lung  would  remain  stationary  or 
increase;  or  emphysema  and  tuberculosis  may  occur  together. 

Association  of  Two  Acute  Diseases. — Two  acute  diseases  may  be 
found  in  the  same  patient  at  the  same  time,  for  example,  empyema  and 
pneumonia. 

It  is  obvious  that  more  experience  is  required  to  interpret  the 
appearances  seen  on  the  screen,  if  more  than  one  disease  is  present; 
or  if  it  is  a  question  whether  or  not  certain  of  the  signs  seen  are  the 
results  of  a  disease  which  occurred  some  years  previously, —  an  old  and 
quiescent  tuberculosis,  or  adhesions  from  a  former  pleurisy  with  or 
without  a  pneumonia,  for  example. 

X-Ray  Examination  of  the  Whole  Chest,  not  of  One  Organ  Alone.  —  It 
is  likewise  evident  that,  in  making  an  examination  of  the  thorax,  the 
condition  of  one  organ  must  not  be  studied  alone,  but  in  connection  with 
the  other  outlines  in  the  chest.  That  is  to  say,  the  position  of  the  heart, 
for  instance,  should  be  noted  in  connection  with  the  appearances  in  the 
lungs,  and  those  in  the  lungs  with  the  heart.  If,  for  example,  we  find 
that  during  full  inspiration  the  heart  is  drawn  toward  the  side  of  the 
chest,  any  suspicions  that  have  been  aroused  concerning  the  lung  may 
be  strengthened.  On  the  other  hand,  if  both  lungs  are  darkened  at 
their  bases  in  valvular  disease,  it  is  a  sign  of  failure  in  compensation ; 
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or,  if  in  renal  disease,  it  is  a  sign  of  serious  import  Without  citing 
further  examples,  I  think  it  is  clear  that  the  practitioner  must  not  only 
consider  the  appearances  observed  by  the  X-rays  in  connection  with 
other  signs  and  symptoms,  but  that  he  must  also  consider  the  X-ray 
examination  of  one  organ  in  connection  with  that  of  another. 

X-Ray  Examinations  made  by  Trained  Physicians,  preferably  Special- 
ists of  Thoracic  Diseases.  —  The  conclusion  naturally  follows  that  the 
medical  use  of  the  X-rays  must  be  in  the  hands  of  trained  physicians, 
and  that  they  must  learn  to  make  and  interpret  these  examinations,  just 
as  they  have  learned  the  use  of  other  methods  of  examination,  as,  for 
instance,  auscultation  and  percussion.  This  statement  may  be  still 
further  limited  by  adding  that  this  method  of  examining  the  chest  is 
one  which  should  be  used  chiefly  by  those  who  make  a  specialty  of 
thoracic  diseases,  just  as  the  ophthalmoscope  is  most  valuable  to  those 
who  are  specialists  in  diseases  of  the  eye.  Nevertheless,  all  medical 
schools  should  teach  the  method  of  X-ray  examination  in  connection 
with  auscultation  and  percussion,  even  though  the  student  should  never 
have  the  opportunity  to  use  this  new  method  himself  when  he  becomes 
a  practitioner ;  for  the  use  of  these  examinations  will  teach  the  student 
to  interpret  better  the  signs  given  by  the  former  methods  and  to  under- 
stand their  limitations.  It  has  been  said  that  the  **  X-rays  are  a  most 
effective  method  of  showing  how  great  a  r6le  the  imagination  may  play 
when  using  auscultation  and  percussion." 

X-Ray  Examination  Part  of  Physical  Examination.  — An  X-ray  appa- 
ratus intelligently  used  gives  the  physician  the  not  infrequent  satisfaction 
of  making  a  definite  diagnosis  when  it  would  not  otherwise  be  done,  or  of 
basing  his  opinion  and  advice  on  clearer  perceptions  of  the  conditions 
present  than  would  otherwise  be  possible.  In  some  cases  it  may  or 
may  not  add  anything  to  the  information  obtained  by  other  methods ; 
but  the  ability  to  make  the  usual  physical  examination  of  the  chest,  and 
then  look  at  the  problem,  by  means  of  an  X-ray  examination,  from 
another  standpoint,  and  thus  consider  the  question  anew,  and  by  its 
means  confirm  or  disprove  the  first  opinion,  is  a  gain  that  will  not  be 
questioned  by  any  physician  who  is  familiar  with  diseases  of  the  chest, 
and  has  informed  himself  in  the  use  of  the  X-rays.  The  ordinary  phys- 
ical examination  is  not  complete  without  an  X-ray  examination.  The 
latter  should  be  used  as  a  part  of  the  former. 

Need  of  X-Ray  Apparatus  by  Physicians.  —  I  am  not  infrequently 
asked  by  physicians  whether  or  not  it  would  be  wise  for  them  to  pur- 
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chase  an  X-ray  outfit.  The  foregoing  pages  will  enable  any  one  who 
reads  them  to  answer  this  question  for  himself.  It  is  evident  that  time 
is  required  for  the  practitioner  to  train  himself  in  the  use  of  the  appa- 
ratus and  in  making  examinations  of  the  chest.  There  are  also  pitfalls 
into  which  those  inexperienced  in  this  method  may  fall ;  for  example,  a 
physician  inexperienced  in  X-ray  examinations  may  tell  his  patient, 
on  the  evidence  thus  obtained,  that  he  has  some  serious  or  fatal  disease 
of  the  chest  which  does  not  exist,  when  a  physician  who  thoroughly 
understood  the  method  could  assure  the  patient  that  the  supposed  con- 
dition was  not  present.  These  mistakes  should  not  condemn  the  use  of 
the  X-rays,  but  rather  indicate  the  importance  of  carefully  observing 
and  interpreting  the  appearances  seen. 

The  study  of  X-ray  examinations  in  diseases  of  the  chest  has  been 
pursued  by  many ;  among  those  who  have  contributed  to  its  advance- 
ment, the  names  of  Bouchard,  Beclere,  Benedikt,  Grunmach,  Ziemssen 
and  Rieder,  and  Weinberger  are  especially  noteworthy. 


CHAPTER   XIV 

X-RAY   EXAMINATION   OF  THE  CESOPHAGUS,   ABDOMEN,   AND   PELVIS 

CESOPHAGUS 

X-RAY  examinations  of  the  alimentary  canal  have  presented  greater 
difficulties  than  those  of  other  parts  of  the  body,  because  in  its  natural 
state  it  is  not  easily  distinguished  from  the  other  soft  parts  surrounding 
it ;  but  the  size  and  position  of  portions  of  it  may  be  determined  by 
artificial  means. 

(Esophagus.  —  A  metallic  sound  may  be  passed  through  the  oesopha- 
gus and  thus  its  outline  may  be  made  visible  on  the  fluorescent  screen  ; 
or  a  soft  rubber  tube  closed  at  its  inner  end  may  be  passed  into  the 
oesophagus  and  then  filled,  more  or  less,  as  desired,  with  mercury  or 
lead  shot.  The  dark  shadow  cast  by  the  metal  enables  the  physician  to 
determine  the  position  of  the  oesophagus. 

Stricture  of  the  (Esophagus.  —  A  stricture  probably  could  not  be 
recognized  by  the  X-rays  unaided,  but  if  a  rubber  tube  filled  with  shot 
or  mercury  were  inserted,  as  described  above,  and  the  point  watched  on 
the  screen  to  which  the  metal  descended,  the  rays  would  show  the  posi- 
tion of  the  stricture.  Also,  an  X-ray  examination  might  enable  the 
practitioner  to  distinguish  between  an  obstruction  due  to  stricture  or  to 
pressure  from  outside,  for  in  the  latter  case  the  oesophagus  might  be 
displaced.  If  this  displacement  were  caused  by  a  new  growth,  its  recog- 
nition might  lead  to  the  recognition  of  the  latter  by  directing  attention 
to  this  part  of  the  radiograph  and  negative.  (The  negative  should  be 
carefully  studied,  as  .stated  in  Chapter  III,  page  96.) 

Diverticulum.  —  A  diverticulum  may  be  recognized  if  its  position 
is  a  favorable  one,  by  means  of  the  following  method.  Bismuth  is 
mixed  with  the  food,  and  when  the  patient  has  eaten  the  mixture  his 
throat  is  watched  on  the  screen.  If  the  bismuth  lodges  in  the  divertic- 
ulum, the  position  of  the  latter  may  be  pointed  out  in  .some  instances. 
Or  a  rubber  tube  filled  with  shot  or  mercury  may  be  inserted.      If  the 
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sound  finds  the  opening,  the  position  of  the  diverticulum  may  be  seen 
on  the  screen. 

Abdomen 

The  advances  in  certainty  and  ease  of  diagnosis  to  which  we  are 
assisted  by  the  X-rays  in  diseases  of  the  thorax  are  very  obvious,  but 
their  use  in  studying  diseases  in  the  abdominal  cavity  has  not  pro- 
gressed so  far  because  of  the  natural  difficulties  which  beset  the  prac- 
titioner when  making  observations  by  means  of  the  X-rays  in  this 
region  ;  but  I  think  sufficient  has  been  done  to  show  they  can  be  of 
assistance  to  us,  and  that  their  aid  in  this  field  is  capable  of  further 
development. 

In  the  thoracic  cavity  we  distinguish  the  outlines  of  the  heart  by 
their  contrast  with  the  lighter  lungs,  but  in  the  abdominal  cavity,  under 
ordinary  conditions,  such  contrast  does  not  prevail ;  it  may  be  produced, 
however,  by  artificial  means. 

Introduction  of  Air  or  Gas  into  Organs.  —  First,  air  or  gas  may  be 
introduced  into  the  hollow  organs,  and  thus  their  position  may  be  made 
clearer  than  before  by  the  presence  of  the  light  areas  thus  produced  on 
the  screen.  For  instance,  air  may  be  pumped  into  the  large  bowel,  and 
the  outline  of  the  sigmoid  flexure  and  the  descending  colon  may  be 
easily  followed.  Not  only  does  this  procedure  enable  the  practitioner 
to  follow  the  position  occupied  by  this  portion  of  the  large  intestine, 
but  he  can  thus  more  readily  detect  abnormal  conditions  in  neighbor- 
ing parts  of  the  abdominal  cavity  ;  for  example,  some  pathological 
conditions  in  or  about  the  left  kidney  ;  or  if  the  stomach,  instead  of 
the  bowel,  has  been  distended,  some  conditions  about  the  pancreas, 
an  organ  which  has  been  quite  inaccessible  to  methods  of  physical 
examination. 

Introduction  of  Air  or  Gas  to  displace  Organs.  —  Second,  air  or  gas 
may  be  used  to  displace  the  parts  near  the  special  organ  we  wish  to 
examine  ;  for  example,  the  outline  of  the  spleen  may  be  followed  more 
fully  by  filling  the  stomach  and  lower  bowel  with  air  or  some  gas ;  by 
this  means  the  lower  portion  of  the  spleen  is  surrounded  by  a  medium 
through  which  the  X-rays  pass  easily,  and  light  areas  are  brought  near 
the  denser  spleen,  and  contrast  is  thus  produced.  Gas  is  also  under 
certain  conditions  present  naturally  in  the  intestines,  and  under  these 
circumstances,  of  course,  contrast  obtains. 

Use  of  Bismuth.  —  Some  substance,  such  as  bismuth,  opaque  to  the 
rays,  may  be  introduced  into  the  hollow  organs. 
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Let  us  now  consider  the  various  organs  of  the  abdomen  separately, 
beginning  with  the  stomach. 

Stomach 

Methods  for  observing  the  Stomach.  —  Various  methods  have  been 
devised  to  determine  the  size,  shape,  and  position  of  the  stomach  by 
means  of  the  X-rays.  First,  a  rubber  tube  provided  with  spiral  wire  ^ 
may  be  inserted  into  the  stomach,  —  Lindermann  determined  the  posi- 
tion of  a  stomach  by  this  means.  This  flexible  sound  adapts  itself  to 
the  wall  of  this  organ  and  its  outline  may  be  followed  on  the  screen. 
Second,  gas  may  be  pumped  into  the  stomach,  or  the  patient  may  be 
given  a  Seidlitz  powder,  each  of  the  two  powders  being  mixed  with  a 
tumbler  of  water  and  taken  separately.  The  dense  organs  surrounding 
the  stomach  are  thus  somewhat  displaced,  and  the  area  of  the  latter 
organ  appears  light  on  the  screen,  as  the  rays  pass  readily  through 
the  space  occupied  by  the  gas.  This  method  would  answer  to  deter- 
mine the  size  of  the  stomach  in  a  general  way,  but  would  not,  I  think, 
be  as  accurate  as  the  method  about  to  be  described.  Third,  some 
substance  opaque  to  the  X-rays,  such  as  an  emulsion  of  subnitrate  or 
metallic  bismuth,  may  be  poured  into  the  stomach  through  a  stomach 
tube ;  or  powdered  subnitrate  or  metallic  bismuth  may  be  mixed  with 
the  food  —  the  latter  is  more  opaque  to  the  rays  than  the  former  — 
and  the  size,  shape,  and  position  of  this  organ  watched  on  the  screen. 
I  have  not  tried  all  of  the  various  methods  alluded  to,  but  have  found 
the  one  which  I  have  used,  namely,  the  mixture  of  subnitrate  of  bismuth 
with  food,  quite  satisfactory.  My  first  observations  were  made  four  years 
ago  with  this  salt,  the  use  of  which  would  naturally  suggest  itself  to  any 
one  who  was  seeking  a  substance  opaque  to  the  rays  and  harmless  to 
the  patient.  If  the  practitioner  does  not  wish  the  bismuth  to  pass  on 
into  the  intestines,  the  stomach  may  be  freed  from  it  by  means  of  the 
stomach  tube  after  the  observations  on  the  stomach  have  been  made. 
Subnitrate  of  bismuth  has  been  used  in  making  these  examinations,  and, 
so  far  as  I  am  aware,  no  untoward  results  have  been  caused  by  its  use ; 
it  is  non-irritating  and  non-poisonous,  and  a  large  or  small  percentage 
of  it  may  be  used,  as  desired ;  a  preparation  must  be  employed  that  is 
free  from  any  trace  of  arsenic  and  that  is  perfectly  pure. 

It  is  an  advantage  in  examining  the  stomach,  or  any  other  of  the 
organs  below  the  diaphragm,  to  have  the  bowels  empty;  therefore 
certain  preparations  for  an  examination  of  the  stomach  are  necessary. 

^  Lindermann,  Deutscht  Med.  Wochnschr.^  1897,  ^<^^-  '7»  P-  266. 
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First,  a  good  movement  of  the  patient's  bowels  should  be  secured 
on  the  day  before,  and  on  the  morning  on  which  the  observations  are 
to  be  made,  in  order  to  diminish  the  obstruction  to  the  rays  and  allow 
the  bismuth  to  be  seen  as  clearly  as  possible. 

Second,  the  stomach  should  be  free  from  food. 

Third,  an  ounce  of  subnitrate  of  bismuth,  well  mixed  with  food» 
such  as  bread  and  milk,  should  be  given  to  the  patient  when  everything 
is  ready  for  the  examination.  The  food  should  be  stirred  from  time 
to  time  while  the  meal  is  being  taken,  or  perhaps  better,  some  of  the 
bismuth  which  has  settled  in  the  bottom  of  the  bowl  may  be  dipped  up 
with  each  spoonful. 

The  further  procedure  may  be  noted  in  the  description  given  of  the 
cases  observed. 

Two  or  three  years  ago  Dr.  W.  B.  Cannon,  then  a  student  of  the  Har- 
vard Medical  School,  who  had  made  some  excellent  obser\'ations  on  the 
digestion  of  cats,^  assisted  me  in  some  observations  on  the  stomachs  of 
two  children,  the  elder  of  whom,  James  W.,  was  ten,  and  the  younger, 
M.  W.,  was  seven  years  of  age.  As  a  rule  the  children  were  lying  on 
their  backs  on  the  canvas  stretcher  already  described ;  the  target  of  the 
vacuum  tube  was  45  to  60  centimetres  from  the  under  surface  of  the 
body  at  a  point  under  the  umbilicus ;  and  the  fluorescent  screen  was 
placed  over  the  abdomen.  The  outlines  obser\'ed  were  traced  by  one 
or  other  of  the  methods  already  detailed,  that  is  to  say,  either  on  the 
thin  sheet  of  glass  or  celluloid  which  covered  the  screen,  by  means  of 
a  lithographer's  pencil,  or  directly  on  the  skin  by  means  of  a  clinical 
pencil,  and  then  copied  on  to  tracing  cloth  for  permanent  record. 
After  the  first  tracings  were  made  the  glass  or  celluloid  w^as  washed 
and  used  again,  or  the  skin  was  washed  with  alcohol  and  thus  made 
ready  for  another  tracing,  according  to  the  method  adopted. 

The  results  of  our  observations  fall  naturally  into  three  divisions: 
first,  the  position  of  the  stomach  and  the  difference  of  position  obtaining 
between  the  standing  and  the  prone  positions ;  second,  the  movements 
of  the  stomach  in  respiration  ;  and  third,  the  changes  in  the  shape  of 
the  stomach  during  digestion. 

Position  of  Stomach  when  standing  and  lying  down.  —  Saturday* 
September  23,  iSv>^.  James  \V..  ten  years  of  age,  was  examined  with 
the  X-rays  during  digestion.     He   finished  eating  a  pint  of  milk  into 

*  -  rht'  Mv^vements  of  the  Siv^mach  stuvliovl  by  Means  ot  the  Roentgen  Ra>-s,"  Am^ricam 
y^mrHj: ,"  riis:.':.-^,  Vol   l.  May  I.  iSoS» 
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which  bread  had  been  broken  and  with  which  nearly  an  ounce  of  sub- 
nitrate  of  bismuth  had  been  mixed  at  2.56  p.m.  The  tube  in  this  case 
was  53  centimetres  from  the  boy's  back.  A  coin,  which  cast  a  shadow 
on  the  screen,  was  placed  over  the  umbilicus  to  mark  the  position  of  the 
latter.     At  3.30  p.m.,  the  lower  border  of  the  stomach  was  on  a  line 


Fig.  aoi.  Cut  of  tracing  made  by  means  of  the  fluorescent  screen  from  a  girl  seven  years  old. 
showing  the  outline  of  the  stomach  one  hour  after  a  meal  of  bread  and  milk  containing  subnitrate 
of  bismuth.  The  full  horizontal  line  is  at  the  level  of  the  iliac  crests;  the  fiill  lines  at  right  angles  to  it 
are  the  outlines  of  the  body ;  the  other  full  lines  indicate  the  position  of  portions  of  the  diaphragm, 
heart,  and  stomach  during  full  inspiration.  Broken  lines  show  position  in  expiration.  (Cut  one- 
half  its  original  size.) 

This  cut  I  published  in  the  Transactions  of  the  American  Climatological  Association,  1898. 


with  the  umbilicus;  at  5  p.m.,  1.5  centimetres  above  this  point.     During 
this  time  the  boy  was  lying  on  his  back. 

He  was  then  examined,  at  the  latter  hour,  when  standing,  and  in  this 
position  the  lower  border  of  the  stomach  was  1.5  centimetres  below  the 
umbilicus ;  that  is  to  say,  with  the  change  of  position  in  the  boy,  there 
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was  a  difference  of  3  centimetres  in  the  position  of  the  lower  border  of 
the  stomach. 

Movement  of  the  Stomach  during  Respiration. — The  preceding  trac- 
ing shows  the  outline  of  the  stomach  of  M.  W.,  a  girl  seven  years  old, 
during  inspiration  and  expiration,  one  hour  after  a  meal  of  bread  and 
milk  mixed  with  J  ounce  of  subnitrate  of  bismuth  had  been  taken.  The 
full  horizontal  line  at  the  bottom  of  the  cut  is  on  a  level  with  the  iliac 
crests ;  the  other  full  lines  at  right  angles  to  it  are  the  outlines  of  the 
body ;  the  full  lines  give  the  position  of  the  stomach,  heart,  and  dia- 
phragm in  full  inspiration  ;  and  the  broken  lines  show  their  position  in 
expiration.     The  tracing  is  one-half  the  original  size. 

The  four  following  tracings  are  taken  from  James  W.,  and  show  the 
size  and  position  of  the  stomach  during  the  process  of  digestion ;  that 
is,  at  3.30,  4.20,  about  7.40  and  9.05  p.m.     The  patient  when  all  these  trac- 


I.W.     3'''' 


Fig.  ao2.     Jamt'^  W.    Cut  of  X-ray  tracing.    3.30  P.M.     In  order  to  show  the  position  of  the  nipples, 
the  costal  Iwniors.  and  the  iliac  crtsts,  this  tracing  was  reduced  to  one-third  its  original  siie. 
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ings  were  made  was  lying  on  his  back  on  the  stretcher.  In  the  last 
three  tracings  the  broken  line  shows  the  position  of  the  stomach  in 
expiration  and  the  full  line  in  deep  inspiration. 


Fig.  203.     James  W. 


Cut  of  X-ray  tracing.     4.20  r.M.     Broken  line  shows  size  and  position  of 
stomach  in  expiration ;  full  line,  in  deep  inspiration. 
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I.W.  7.^0 

/a  Sty 


CUJUUJUjldL 


Fig.  204.  James  \V.  Cut  of  X-ray  trac- 
ing made  on  celluloid.  7^0  P.M.  Broken 
line  shows  size  and  position  of  stomach  in 
expiration ;  full  line,  in  deep  inspiration. 


I.W.  ^-o^ 


Kl(..  205.  James  \V.  Cut  of  X-ray  tiacing. 
9,05  I'.M.  Broken  line  shows  size  and  position  of 
stomach  in  expiration ;  full  line,  in  deep  inspiration. 


Changes  in  Shape  of  Stomach  during  Digestion.  —  This  point  is  illus- 
trated by  the  followincr  trccin^s  from  M.  \\\,  taken  at  intervals  during  a 
period  of  4.]  hours.  The  child  finished  her  meal  of  bread  and  milk  at 
12  noon.  In  the  first  four  tracings  the  pyloric  region  is  represented  by 
a  dotted  line  because  that  portion  of  the  stomach  could  not  be  seen  dis- 
tinctly. The  change  in  size  and  shape  of  the  stomach  as  digestion  pro- 
gressed are  indicated  in  the  tracings  given  below.  It  will  be  seen  that 
the  upper  border  of  the  stomach  did  not  alter  so  much  in  position  as  did 
the  lower  border. 

A  third  child,  K.  A.,  ^\^  years  of  age,  was  recovering  from  typhoid 
fever  when  I  examined  his  stomach  with  the  X-rays.     The  procedure 
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Fk;.  206.  M.  \V.  In  this  and  the  following  six  tracings,  which  arc  full  size,  the  horizontal  line 
at  the  bottom  of  the  cuts  represents  the  |X}sition  of  a  metal  rod  which  was  placed  on  the  abdomen  on 
a  level  with  the  superior  iliac  crests. 

Where  two  tracings  are  given  in  one  cut,  they  are  intended  to  indicate  the  alternating  posi- 
tions of  the  outline. 

'I*he  vacuum  tul>e  ua>i  under  the  X  imlicated  in  this  first  tracing,  made  at  i  P.M. 
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was  as  follows :  He  was  given  2  drachms  of  castor  oil  on  one  day,  in 
order  to  empty  the  bowels,  and  the  bowels  moved  that  day  and  again  the 


\ 


Fk;.  207.     M.  W.     Full  size. 


next  morning.  At  1 1  a.m.  on  the  latter  day  he  ate  a  bowl  of  bread  and 
milk  mixed  with  6  drachms  of  subnitrate  of  bismuth.  He  was  ther 
examined  by  means  of  the  fluorescent  screen,  and  photographs  were 
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taken  at  intervals  of  one  or  two  hours  for  several  hours  after  the  meal, 
the  plate  being  placed  on  the  front  of  the  body.    The  radiograph,  taken 


Flti.  208.    xM.  W.    Full  size. 


3j  hours  after  the  meal,  showed  that  the  area  of  the  stomach  was  dark 
and  its  outline  was  best  defined  at  its  greater  curvature,  but  this  out- 
line was  still  better  defined  on  the  fluorescent  screen  because  the  stomach 
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The  next  radiograph  showed  that  the  bismuth  had  been  widely  dis- 
tributed through  the  abdominal  cavity,  and  that  it  ha4  gone  down  into 
the  pelvis  to  some  extent.    The  image  of  the  coin  was  almost  obscured. 


Fig.  210.    M.  W.    Full  size. 


The  last  radiograph,  made  5  J  hours  after  the  meal,  showed  that  there 
was  jio  food  in  the  stomach,  and  that  the  great  mass  of  it  was  on  the 
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left  side,  low  down,  and  had  reached  the  region  of  the  left  iliac  fossa. 
The  parts  which  had  been  dark  were  now  nearly  as  clearly  defined  as 
normal,  notably  the  vertebrae  behind  the  stomach.  The  next  morning 
the  dejections  had  the  color  characteristic  of  bismuth. 


Vui.  211.     M.  W.     Full  size. 


This  experiment  suggested  that  the  food  is  passed  through  the 
intestines  at  a  somewhat  rapid  rate ;  that  the  contents  of  the  alimentary 
canal  pause  in  the  stomach  and  in  the  large  intestine,  but  that  elsewhere 
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there  is  continuous  movement.  It  is  possible  that  there  was  a  trace  of 
castor  oil  left  in  the  system,  which  quickened  the  passage  of  the  food, 
or  the  fact  that  the  bowels  had  been  recently  emptied  might  have  made 
it  move  more  rapidly  than  it  would  have  done  under  normal  conditions ; 


Fk;.  212.     M.  W.     Full  size. 


or  still  other  factors  may  have  contributed  to  its  quick  movement.  The 
experiment  indicates  that  the  X-rays  afford  an  excellent  means  for  study- 
ing some  points  relating  to  the  physiology  of  digestion. 

Thus  we  see  that  if  bismuth  is  given  as  described  above,  an  outline 
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of  part  of  the  stomach,  its  position  in  inspiration  and  expiration,  and 
some  peculiarities  of  shape  may  be  noted ;  likewise  that  its  changes  in 
size  during  the  process  of  digestion  may  be  obsen-ed;  further,  the 
respective  rapidity  with  which  digestion  proceeds  in  diflFerent  individuals 
may  be  watched.  After  the  various  characteristics  belonging  to  the 
stomach  in  health  have  been  established,  the  presence  of  abnormal  con- 
ditions of  this  organ,  such  as  some  cases  of  malignant  disease,  will 
perhaps  be  more  readily  recognized  than  at  present.  The  constant 
presence  of  a  darkened  area  in  the  stomach,  for  example,  may  suggest 
the  thickening  of  its  walls  due  to  a  malignant  disease ;  some  displace- 
ments or  adhesions  may  be  recognized,  as  well  as  hour-glass  contrac- 
tions, or  an  unusual  delay  of  the  digestive  process. 

X-ray  photographs  do  not  show  the  movement  of  the  stomach  which 
takes  place  from  expiration  to  deep  inspiration.  The  photographic 
plate,  or  the  screen,  whichever  is  employed,  should  be  placed  over  the 
abdomen,  not  on  the  back,  when  an  X-ray  examination  is  made. 

These  observations  are  preliminary  in  character,  and  merely  suggest 
some  of  the  ways  in  which  this  problem  may  be  approached. 

Physiology  of  Digestion.  —  The  process  of  digestion  has  been 
obser\'ed  carefully  and  independently  by  W.  B.  Cannon  ^  in  the  stomachs 
of  cats,  and  by  Roux  and  Balthazard^  in  the  stomachs  of  frogs, 
dogs,  and  men.  Bismuth  was  used  as  a  means  of  defining  the  limits 
of  this  organ.  The  peristaltic  movements  were  followed  and  the  dimi- 
nution in  size  observed  as  digestion  went  on.  These  obser\ers  found 
that  the  stomach  divided  itself  physiologically  into  two  parts ;  that  the 
larger  cardiac  area  serves  as  a  reservoir  for  food,  and  the  smaller 
lower  area,  by  its  strong  peristaltic  movements,  serves  to  force  the  food 
into  the  duodenum.  The  experiments  showed  further,  that  these  regu- 
lar peristaltic  movements  ceased  if  the  animal  were  disturbed  (Cannon), 
and  it  seems  probable  that  the  same  effect  might  be  produced  in  human 
beings  if  the  nervous  system  were  profoundly  affected  during  the  diges- 
tive process. 

Roux  and  Balthazard  also  found  that  as  a  rule,  in  dogs  and  men,  the 
liquids  with  which  they  experimented  began  to  be  evacuated  from  the 
stomach  into  the  duodenum  only  two  or  three  minutes  after  they  had 

^"The  Movements  of  the  Stomach  stu(lied  by  Means  of  the  Roentgen  Rays,"  American 
Journal  of  P/tysiolo^y,  Vol.  I,  May  i,  1898. 

'^  Compies  reudiis  dc  la  soc.  i/e  hiologie.  1S97,  'O  S,  iv,  pp.  567-569,  704-706,  785-787, 
and  Archives  de  physiologu,  1898,  5  S,  x,  pp.  85-94. 
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entered  the  stomach ;  whereas  certain  solids  remained  in  the  stomach 
for  a  long  time,  and  that  the  pylorus  remained  closed  so  that  nothing 
could  pass  into  the  duodenum. 

Digestive  Tract  observed  by  Means  of  Capsules.  —  Boas  and  Levy- 
Dorn  ^  gave  a  patient  capsules  covered  with  celluloid,  to  prevent  them 
from  dissolving,  and  filled  with  bismuth  to  make  them  obstructive  to 
the  X-rays,  and  then  watched  their  progress  through  the  digestive 
tract  by  means  of  the  fluorescent  screen.  The  capsules  were  2.25  centi- 
metres long,  1.25  centimetres  thick,  and  weighed  12  grammes.  In  cases 
of  slight  stomach  trouble  the  capsule  was  usually  found  in  the  cecum  at 
the  end  of  twenty-four  hours ;  if  the  pyloric  orifice  was  much  contracted 
the  capsule  lay  for  days  in  the  stomach.  The  writers  think  this  method  a 
valuable  one  for  discovering  the  presence  of  a  contracted  opening,  and 
for  distinguishing  this  condition  from  dilatation  of  the  stomach.  If 
there  is  no  contraction  present  the  capsule  passes  off  naturally. 

The  size  and  position  of  the  cardiac  end  of  the  stomach  can  be  deter- 
mined by  sounds  with  metallic  tips ;  the  metal  enables  the  observer  to 
recognize  the  position  of  the  cardiac  orifice  because  of  the  obstruction  it 
offers  to  the  X-rays. 

Liver 

The  outline  of  the  upper  and  lower  border  and  of  the  left  lobe  of  the 
liver  may  be  followed  in  children  by  means  of  the  X-rays,  and  also  in 
many  adults  under  suitable  conditions;  but  as  a  rule,  although  the 
upper  border  of  the  liver  of  adults  can  be  determined  with  certainty  on 
the  fluorescent  screen,  the  lower  border  can  generally  be  better  deter- 
mined by  the  usual  methods.  Enlargements  of  the  liver,  or  changes  in 
its  outline,  if  they  affect  the  diaphragm,  may  be  recognized  by  the  rays, 
but  the  observer  should  be  very  careful  in  his  interpretation  of  the 
appearances  seen  on  the  screen.  Echinococci  of  the  liver  sometimes 
escape  into  the  thoracic  cavity,  and  may  there  be  recognized  by  means 
of  the  X-rays,  and  thus  the  attention  of  the  practitioner  be  directed  to 
the  correct  diagnosis.     (See  Chapter  XII  on  New  Growths.) 

Spleen 

The  lower  border  of  the  spleen  can  be  most  easily  recognized  by 
distending  the  large  intestine  with  air,  as  in  this  way  the  neighboring 

^ "  Zur  Diagnostik  von  Magen  u.  Darmkrankheiten  mittels  Roentgenstr.,"  Deutsrhe  Med, 
IVochenschr.^  January  13,  1898,  p.  18. 
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ori<,ni«»  iur  clinpliucil  and  this  border  is  therefore  brought  into  contrast 
with  the  h^ht  iiKM  pruduecd  by  the  air.  The  upper  border,  where  it 
lir«s  /ii:<iih<t  the  thaplua«;m»  can  be  determined  for  all  practical  purposes 
by  drtn  mining  the  position  of  that  portion  of  the  diaphragm. 

Ihr  »!pliHMi  ol  ehildivn  can  be  seen  very  well  on  the  screen,  and  the 
motion  its  »;h.iilow  dcsciilvs  during  a  full  inspiration  shows  that  it  not 
only  dr«5tTniU  with  the  diaphragm,  but  that  its  anterior  border  moves 
moir  th.in  it«*  poNlciii>r  border,  and  that  the  spleen  is  turned  about  its 
lonji  i\\\^,  i»n  the  setcen  it  has  the  appearance  of  turning  a  somersault. 

KlUNKVS 

An  \  lav  ev.nninalii>n  may  Ik  of  service  in  renal  diseases  by  showing 
the  «»i/e  .nul  pi>^.ilii>n  i>t  the'  kidneys,  especially  that  of  the  left  one,  as 
thi*3  i«»  inoie  easily  pholoj^iaphed  than  the  right,  because  a  large  part  of 
the  onlhne  ot  the  lallei  is  very  much  obscured  by  the  superimposed 
livei  ,  «»eeoiul,  bv  iuvlieatiui;  the  sserious  nature  of  the  renal  disease  by 
nppe.n.nuvs  ill  the  lun^s ;  and  third,  by  pointing  out  renal  calculi. 
This  Luiei  point  will  be  v^specially  considered  in  the  chapter  on  Calculi. 

RetiAl  Dlnrtt»o.  The  X  ra\  s  indicate  the  presence  of  cedema  of  the 
Inn^s  in  tenal  vlisease  bv  slu>wiui;  that  the  bases  of  these  organs  are 
daikeneil  on  the  tluoieseent  screen,  before  it  is  recognized  by  a  physical 
ex.unin.ition.  Thev  also  show  that  the  outlines  of  the  other  organs  in 
the  th»>ta\  ate  soiuelimes  verv  ill  detiued  in  this  disease.  Therefore  by 
Xrav  I'N.nnination  ot  the  lun^s  in  renal  disease  we  may  sometimes  get 
an  iutiii  .ition  ot  the  serious  condition  of  the  patient.  The  following 
c.ises  will  illii'^trate  this  pomt  :  — 

C  \^\  I.  \\  c  ..  foii\ -seven  years  old.  September,  1896.  Chronic 
fliffnsv-  nephritis  I*\>r  three  months  this  patient  suffered  from  dyspnoea, 
which  steadily  increased.  My  X-ray  examination  showed  the  chest  to 
be  uniformly  dark  thnniirhout,  except  at  the  apices,  where  the  first  and 
s<Torul  ribs  could  be  fairly  well  made  out.  The  outlines  of  the  dia- 
phragm and  of  the  heart  could  not  be  seen.  The  appearances  by  X-rav 
cxamiriation  su:(ic<^sted  oudema  of  the  lun-::<,  but  the  record  of  the  phvsi- 
ral  cx-arnination  made  by  her  physician  on  the  following  day,  with  this 
iri  vie  V,  did  no*,  di-^.lo-e  this  condition.  This  patient  suffered  from 
iri^r-:  i^i'. :(  dy-;'r.'/:'i   and  orthopnoea,  and  died  one  week  later. 

^.v ---  U  A  H  ,  f.i*y  y:?jrs  old.  came  to  me  for  consultation.  He 
•r;,;;  <' ', ."  *o  '.::■":  '.  '  hror.i'  T^tft'i]  disease.  X-ray  examination  showed 
*',':     .'  '//^  "^f  V   "  .'r/  .'-^  '  \*'MT  Oi'if.  in  health.     Although  he  attended 
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regularly  to  his  business,  and  there  had  been  no  recent  symptoms  to 
cause  unusual  anxiety  to  him  or  to  his  physician,  nevertheless,  on  the 
evidence  of  an  X-ray  examination,  I  warned  him  that  it  would  be  wise 
for  him  to  put  his  affairs,  which  involved  large  business  interests,  in 
order.     About  three  months  later  he  died. 

It  will  thus  be  seen  that  the  X-rays  may  be  of  service  in  examina- 
tions of  the  kidneys,  directly,  as  first  stated,  and  indirectly,  by  pointing 
out  more  emphatically  than  other  methods  of  examination  an  abnor- 
mal condition  of  the  lungs,  thus  giving  warning  which  would  enable 
the  physician  to  afford  relief  by  suitable  treatment,  or,  where  this 
cannot  be  done,  to  put  the  patient  on  his  guard  in  relation  to  his 
affairs. 

Ascites 

In  ascites,  when  the  patient  is  lying  on  his  back  and  the  rays  pass 
through  him  from  side  to  side,  the  abdomen  may  be  seen  to  be  divided 
into  an  upper,  lighter  area,  and  a  lower,  dark  area,  the  upper  border  of 
the  lower  area  being  a  horizontal  line,  the  level  of  the  ascitic  fluid. 
This  line  remains  level  even  when  the  patient  changes  his  position.  By 
pushing  the  side  of  the  abdomen  quickly  the  line  of  fluid  may  be  dis- 
turbed. Above  the  fluid  the  abdominal  cavity  is  not  uniformly  lighter, 
but  the  moving  shadows  crossing  it  suggest  that  the  intestines  are 
changing  their  direction. 

Ascitic  fluid  or  gas  in  the  abdomen  or  a  new  growth  may  push  up 
the  diaphragm  and  make  its  outline  abnormal.  The  excursion  of  the 
diaphragm  may  also  be  limited. 

New  Growths 

New  growths  in  the  abdomen  are  not  easily  recognized  by  an  X-ray 
examination.  We  may  get  some  suggestion  of  their  presence  if  they 
affect  the  outline  of  the  diaphragm.  Or  if  the  growth  is  well  marked 
and  dense,  it  may  cast  a  shadow  on  the  fluorescent  screen  or  be  seen  in 
the  negative.  New  growths  near  the  diaphragm  (for  example,  affecting 
the  liver)  may  push  up  the  diaphragm  on  this  side  or  change  its  outline. 
That  is,  during  expiration  the  diaphragm  may  go  up  into  the  thoracic 
cavity  with  a  sharper  curve  than  in  health.  Or,  during  full  inspiration 
the  outline  of  the  diaphragm  may  not  have  its  usual  curve,  and  its  outline 
may  be  less  regular  than  normal,  as  if  it  wrapped  itself  about  something 
of  abnormal  shape.     Also  the  presence  of  any  unusual  mass  just  below 
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the  diaphragm  may  affect  the  position  of  the  heart  (see  chapter  on 
Heart),  for  example,  and  the  long  axis  of  this  organ  may  be  made  more 
horizontal  than  usual. 

Carcinoma  of  the  Stomach.  —  In  one  case  of  carcinoma  of  the  stom- 
ach I  noticed  that  the  median  end  of  the  diaphragm  on  the  right  side 
did  not  have  as  long  an  excursion  on  its  inner  half  as  on  its  outer  half, 
and  that  its  outline  was  changed  in  a  way  to  suggest  that  some  ob- 
struction underneath  it  prevented  its  descent  to  as  low  a  point  as  usual. 


B  B 
Cancer  of^  Ltt^er 


Fig.  213.  B.  H.  Cancer  of  liver.  Cut  of  \-ray  tracing.  Auscultation  and  percussion  indicated 
to  the  physician  of  the  patient  extension  of  the  disease  into  the  thoracic  cavity.  My  X-ray  examination 
showed  no  evidence  of  this  extension.  Broken  line  and  full  line  below  it  show  abnormal  outline  of 
diaphragm  in  expiration  and  inspiration  respectively.      (Cut  one-third  life  size.) 


While  it  is  far  more  difficult  to  recognize  a  new  growth  in  the 
abdominal  cavity,  by  an  X-ray  examination,  than  when  it  is  situated 
in  the  thorax,  yet  there  are  cases  in  which  we  may  be  guided  by  this 
method  in  determining  whether  or  not  the  disease  in  the  former  region 
has  extended  above  the  diaphragm.     For  example  :  — 

Carcinoma  of  the  Liver.  —  Bernard  B.,  thirty-nine  years  old  ;  patient 
of  one  of  my  colleagues;  was  suffering  from  carcinoma  of  the  liver. 
The  examination  by  auscultation  and  percussion  indicated  to  his  physician 
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that  the  disease  had  extended  into  the  thoracic  cavity.  By  X-ray 
examination,  however,  I  found  no  evidence  of  such  extension ;  the  lung 
was  clear  in  this  region.  This  case  is  also  referred  to  in  the  chapter 
on  New  Growths. 

Cancer  of  the  Pylorus.  —  I  examined  the  following  case  with  the 
X-rays,  with  the  result  noted  below :  — 

Ruth  A.  G.,  forty  years  old,  entered  the  hospital  March  10,  1898. 
Diagnosis  :  cancer  of  the  pylorus. 

A  hard,  resistant  mass,  oval  in  shape,  7.5  centimetres  long  by  5 
centimetres  wide,  its  middle  point  about  5  centimetres  to  the  right  of 
the  umbilicus,  could  be  easily  felt.  The  stomach  was  distended  on 
account  of  this  obstruction,  and  this  distension  was  obvious  both  to  the 
eye  and  to  the  hand. 

An  examination  with  the  fluoroscope  showed  an  area  darker  than 
normal  over  the  site  of  the  mass  above  described,  but  nothing  was 
gained  by  the  X-ray  examination  that  was  not  more  easily  got  by 
other  methods. 

Any  conditions  which  give  rise  to  marked  contrasts  in  density  would 
offer  some  opportunity  for  X-ray  examination.  I  recall  among  others 
a  patient  whom  I  was  examining  with  the  fluorescent  screen,  whose 
abdomen  was  much  distended  by  gas.  When  he  was  lying  on  his  back 
with  the  light  going  through  the  abdomen  from  side  to  side,  the  picture 
on  the  screen  was  made  up  of  two  areas,  the  lower  of  which  was  dark 
and  the  upper  light.  As  I  watched  the  screen,  I  saw  a  dark  mass 
about  the  size  of  a  closed  hand  appear  from  time  to  time  above  the 
dark  area  on  the  screen,  and  move  across  the  light  upper  half  of  the 
picture,  and  then  disappear  again,  moving  from  the  end  of  the  screen, 
near  the  back  of  the  pelvis,  toward  the  front  of  the  abdomen.  This 
mass  seemed  to  be  undoubtedly  connected  with  the  intestine,  but  my 
experience  in  this  direction  was  too  limited  to  go  farther  than  this. 
Abdominal  section  by  the  surgeon  showed  the  object  to  be  a  mass  of 
malignant  disease  connected  with  the  intestine. 

Phantom  Tumors.  —  Patients  with  phantom  tumors  should  always  be 
examined  by  the  X-rays,  whenever  practicable,  with  the  light  going 
through  the  abdomen  from  side  to  side  as  well  as  antero-postcriorly, 
for  if  the  apparent  tumor  is  caused  by  gas,  a  bright  area  would  be  seen 
on  the  screen,  and  the  presence  of  a  dense  tumor  would  be  precluded. 

New  growths  in  the  abdomen  may  be  recognized  by  means  of  X-ray 
examination,  but,  as  a  rule,  at  so  advanced  a  stage  that  their  presence 
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has  already  been  made  probable  by  other  means  of  investigation.  But 
as  progress  is  made  in  methods  of  examination  for  this  part  of  the  body, 
much  more  may  be  done  than  is  at  present  practicable. 

The  question  of  the  treatment  of  carcinoma  by  the  X-rays  is  dis- 
cussed in  the  chapter  on  the  Therapeutic  Uses  of  the  X-Rays. 

Intestines    (See  also  Appendix) 

Insoluble  capsules  containing  opaque  substances  may  be  given  to 
the  patient,  as  we  have  just  seen,  and  their  passage  through  the  intes- 
tines watched.  It  is,  however,  not  possible  to  determine  exactly  in 
which  part  of  the  small  intestines  the  capsules  may  be,  as  the  folds 
lie  so  much  over  one  another. 

To  determine  by  means  of  such  capsules  whether  or  not  a  stricture 
is  present  in  some  part  of  the  intestines  would  hardly  be  a  wise  pro- 
cedure, since  the  capsule  might  plug  the  opening,  and  thus  cause 
serious  trouble,  unless  preparation  had  been  made  for  operation.  In 
this  case  the  capsule  might  help  the  surgeon  to  find  the  site  of  the 
stricture. 

The  large  intestine  may  be  injected  with  fluid  containing  an  opaque 
substance  like  subnitrate  of  bismuth,  and  its  outline  and  position  studied. 
I  think,  however,  that  we  should  remember  that  any  liquid  which  is 
opaque  to  the  rays  must  be  heavy,  and  that  the  risk  of  putting  into  the 
large  intestine  such  a  weight  as  might  be  dangerous  to  its  integrity 
should  not  be  taken. 

Another  method  for  determining  the  position  of  the  large  intestine 
is  —  after  the  bowels  have  been  emptied  by  a  mild  cathartic  —  to  inject 
air  into  the  intestine,  and  thus  distend  it.  Its  position  is  then  recognized 
on  the  fluorescent  screen  by  the  light  area. 

A  sigmoid  flexure  and  a  descending  colon  which  are  distended  with 
gas  may  show  their  position  and  sacculated  outline  with  surprising 
distinctness  in  a  radiograph. 

Pelvis 

It  may  be  of  importance  to  know  the  size  of  the  pelvic  inlet  and 
to  be  able  to  determine  whether  it  is  narrower  than  normal  on  account 
of  malformation  of  the  pelvis  or  of  bony  changes ;  and  this  information 
can  now  be  obtained  by  the  X-rays. 

Bouchacourt  ^  states  that  the  photograph  can  show  now  almost  with 

*  **De  la  radiographic  du  bassin  de  la  femme  adulte,"  LObsteLy  Paris,  1900,  v,  pp.  20-34. 
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certainty  whether  there  is  or  is  not  a  deformity  of  the  pelvis ;  whether 
it  is  symmetrical  or  unsymmetrical ;  and  finally,  what  the  cause  of  the 
deformity  is. 

Method  for  taking  a  Photograph  of  the  Pelvis.  —  When  the  size  of 
the  brim  of  the  pelvis  is  desired,  the  patient  may  rest  on  the  plate  in  a 
sitting  position,  leaning  somewhat  backwards ;  the  tube  in  this  case  is 
placed  above  and  in  front  of  her ;  or  the  patient  may  be  on  her  back 
with  the  thighs  drawn  up  and  the  plate  under  the  tuberosities  of  the 
ischii,  and  as  nearly  as  possible  in  a  plane  at  right  angles  to  the  axis  of 
the  pelvis.  The  tube  is  placed  above  the  patient  in  a  line  with  the 
pelvic  axis. 

Trendelenburg  Position.  —  Freund  ^  found  that  the  Trendelenburg 
position  was  a  convenient  one  for  photographing  the  pelvis,  as  in  this 
position  the  vascular  intestinal  coils,  etc.,  fall  toward  the  diaphragm, 
and  therefore  the  X-rays  have  freer  passage. 

Sacrum. — When  a  photograph  of  the  sacrum  is  desired  it  is  best 
to  place  the  patient  in  a  prone  position,  with  the  plate  under  her  and 
the  tube  above  her. 

Measurement  of  Transverse  Diameter  of  the  Pelvis.  —  In  order  to 
determine  the  transverse  diameter  of  the  superior  brim  of  the  pelvis, 
I  have  devised  the  following  method  by  which  the  two  halves  of  the 
pelvis  are  taken  separately  but  on  the  same  photographic  plate.  The 
patient  lies  on  her  back  on  the  stretcher,  with  the  plate  over  the 
abdomen  and  the  inlet  of  the  pelvis  about  parallel  with  the  plate. 
When  the  right  side  of  the  pelvis  is  being  taken,  the  left  half  of  the 
plate  is  shielded  by  a  sheet  of  lead  placed  under  the  plate.  The  tube 
is  placed  by  means  of  a  plumb-line  as  nearly  as  possible  directly  under 
the  right  border  of  the  superior  brim  of  the  pelvis,  in  the  line  of  the 
pelvic  axis,  3  centimetres  to  the  right  of  the  median  line.  If  the  tube 
is  at  least  60  centimetres  from  tjje  plate,  and  as  nearly  as  possible  just 
above  the  point  the  position  of  which  we  wish  to  determine,  the  error  in 
the  photograph  will  not  be  great.  After  the  first  exposure  has  been 
made  and  the  left  side  of  the  pelvis  is  to  be  photographed,  the  sheet 
of  lead  is  moved  so  as  to  cover  the  right  half  of  the  plate,  and  the 
tube  is  placed  immediately  over  the  left  edge  of  the  superior  outlet  of 
the  pelvis,  3  centimetres  to  the  left  of  the  median  line,  its  proper 
position  being  obtained,  as  before,  by  means  of   the  plumb-line ;   the 

*  Report  of  paper  read  before  the  Societv  for  the  Diffusion  of  Scientific  Knowledge  in 
Vienna.     British  Medical  Journal^  1899,  Vol.  II,  Epitome,  p.  85. 
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photographic  plate  is  not  disturbed.  An  exposure  is  then  made  of  this 
part,  and  thus  a  photograph  of  the  two  sides  of  the  brim  of  the  pelvis 
is  obtained.  (See  Fig.  214.)  By  this  method  the  error  due  to  the 
slanting  direction  of  the  rays  falling  on  the  pelvic  brim  and  the  plate 
when  only  one  exposure  is  made  for  both  sides,  is  avoided,  and  no 
calculation  is  necessary  to  estimate  the  amount  of  exaggeration  as  in 
the  latter  case.  Figure  2 1 5  illustrates  the  error  resulting  when  only  one 
exposure  is  made.  Figures  214  and  215  are  cuts  of  the  same  pelvis, 
but  there  is  a  difference  between  their  widths  of  1.5  centimetres.  The 
correct  width  is  that  obtained  from  Fig.  214. 

Gravid  Uterus.  —  Some  observers,  notably  Dr.  Edward  P.  Davis, 
have  succeeded  in  taking  an  X-ray  photograph  of  a  gravid  uterus ;  and 
one  case  at  least  has  been  reported  ^  in  which  the  X-rays  confirmed  the 
diagnosis  of  extra-uterine  pregnancy,  the  X-ray  photograph  showing  a 
foetus  S  or  6  months  old. 

Drs.  Varnier  and  Pinaud^  have  studied  the  gravid  uterus  in  dead 
and  living  women  by  means  of  the  rays.  In  one  patient  who  died  of 
pulmonary  congestion,  the  photographic  plate  showed  the  outline  of 
the  uterus,  and  within  it  the  vertebral  column  of  the  foetus.  In  another 
who  died  of  eclampsia  when  the  foetus  was  7  months  old,  the  right 
border  of  the  uterus  was  pressed  toward  the  left  and  the  head  of  the 
foetus  was  presented  at  the  superior  strait. 

They  also  made  X-ray  photographs  of  the  gravid  uterus  in  sLxteen 
living  women ;  seven  had  been  pregnant  from  2  to  4^  months,  and 
nine  from  5  to  7^  months.  The  conclusions  drawn  from  these  cases  were 
as  follows  :  The  maternal  pelvis  can  be  completely  seen  up  to  4.]  months, 
and  more  clearly  the  earlier  the  photograph  is  taken :  but  of  the  uterus  and 
its  contents  no  trace  is  perceived.  These  latter  are  traversed  with  such 
ease  by  the  rays  that  they  do  not  interfere  with  the  study  of  the  pelvis. 
After  5  months  the  uterus  and  its  contents  form  on  the  negative  a 
veil,  as  it  were,  which  is  badly  defined  and  without  definite  contour, 
but  which  conceals  the  posterior  wall  of  the  pelvis  and  the  vertebral 
column.  In  two  cases  a  pale  silhouette  of  the  foetal  head  could  be 
dimly  diWned  in  the  pelvic  area. 

In  a  second  series  of  seven  cases  examined  from  April  23  to  Octo- 
ber 20,  1898,  the  same  results  (that  is  to  say,  negative)  were  obtained 

^  Turbert,  Lane  ft,  London,  1 898,  June  5,  p.  1782. 

'"Radiographic  de  I'uterus  gravide,"  Ann.  Je  Gynec.  et  cT OhsUt.^  Paris,  1 899,  li,  pp. 
278-289. 
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whether  the  foetus  was  alive  or  dead.  Two  of  these  patients  had  been 
pregnant  from  2  to  3  months,  and  five  from  5  to  8  months. 

In  the  living  patient  the  head  of  the  foetus  can  be  photographed 
at  the  opening  of  the  pelvis  as  well  at  6^  months  as  at  the  approach  of 
full  term,  and  the  size  of  the  foetus,  its  orientation,  and  the  amount  of 
flexion  and  engagement,  can  be  estimated.  In  such  photographs,  taken 
with  the  patient  in  the  reclining  posture,  neither  the  vertebral  column 
nor  the  limbs  of  the  foetus  are  seen. 

Drs.  Varnier  and  Pinaud  are  still  prosecuting  their  study  of  the 
gravid  uterus. 

Determination  as  to  whether  a  Foetus  has  or  has  not  breathed. — 
X-ray  examinations  may  be  of  service  to  determine  whether  a  child  has 
or  has  not  breathed.  Walsham  found  the  lungs  opaque  in  a  foetus 
which  had  not  breathed. 


^ii.fr  1   -r""Ti. 
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displacements,  fractures,  delayed  union  of  epiphyses,  rickets;  and 
I  am  convinced  that  those  who  choose  to  cultivate  this  field  on 
the  medical  side  will  find  their  patience  well  rewarded.  For  instance, 
in  some  cases  of  pneumonia,  especially  in  the  early  stages,  we  cannot 
detect  the  presence  of  pneumonic  areas  in  infants  and  children,  nor  in 
adults,  as  has  been  shown,  by  the  usual  methods;  in  these  cases  a 
doubtful  diagnosis  may  be  made  more  certain  by  an  X-ray  examination. 
See  chapter  on  Pneumonia,  Clara  B.,  page  184. 

Again,  in  young  patients  with  symptoms  which  suggest  tuberculous 
meningitis,  it  may  be  desirable  to  have  a  careful  X-ray  examination  of 
the  lungs,  with  a  view  to  determining  whether  or  not  tuberculous  foci 
exist  there. 

It  is  unnecessary  to  give  special  directions  for  making  X-ray  exami- 
nations of  children,  as  the  same  general  rules  hold  for  them  as  for  adults. 
Especial  care  should  be  taken,  however,  when  a  child  is  to  be  examined, 
that  everything  is  in  readiness,  in  order  that  the  examination  may  be 
completed  in  a  few  moments,  before  he  has  had  time  to  get  restless. 

Children  may  be  examined  with  a  smaller  and  less  expensive  appa- 
ratus than  is  required  for  adults,  and  I  think,  eventually,  in  hospitals 
for  children  and  infants,  an  X-ray  examination  will  be  made  in  many 
cases  a  part  of  the  routine. 

Calcification  of  the  Tissues 

It  has  been  stated  in  the  first  chapter  that  the  permeability  of  a 
substance  depends  partly  upon  its  chemical  composition,  and  it  is  evi- 
dent from  the  data  there  given  that  when  the  salts  of  calcium  are  found 
in  the  soft  tissues  they  would  be  less  easily  traversed  by  the  rays,  and 
if  the  situation  is  a  favorable  one  for  taking  a  radiograph,  this  change 
in  composition  would  be  very  evident.  In  the  pleurae,  in  the  lungs, 
and  in  the  arteries  we  find  calcification  which  can  frequently  be  recog- 
nized. The  slight  amount  of  calcification  which  would  show  on  a  radio- 
graph of  the  arteries  of  the  extremities  would  not  be  apparent  if  it  were 
in  the  ascending  aorta,  but  well-marked  calcification  of  portions  of  the 
aorta  can  be  seen  on  the  negative  and  even  on  the  fluorescent  screen  ; 
a  dark  area  due  to  marked  calcification  of  the  ascending  aorta,  for 
example,  may  cast  a  shadow. 

I  have  observed  a  darkened  area  on  the  fluorescent  screen  over  the 
site  of  what  was  shown  to  be,  soon  after,  by  a  post-mortem  examination, 
a  marked  calcification  of  the  aorta.     It  has  been  stated  that  it  is  possible 
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ANiEMIA 

I  have  examined  eleven  cases  of  anaemia  in  young  women,  by  the 
X-rays,  and  in  six  of  these  found  no  marked  departure  from  the  normal 
by  this  method.  In  five  of  them  the  appearances  varied  from  the 
normal. 

In  one  of  these  the  upper  portion  of  the  left  lung  was  darker  than 
normal  and  the  excursion  of  the  diaphragm  was  shorter  on  this  side 
than  on  the  other  side.  Four  days  later  the  excursion  of  the  diaphragm 
had  increased  and  the  darkened  area  in  the  upper  portion  of  the  left 
lung  was  less  marked.  Ten  days  after  the  first  examination  the  dark- 
ened area  in  the  left  lung  had  disappeared,  and  the  excursion  of  the 
diaphragm  was  greater  than  on  the  right  side. 

In  the  second  case  the  excursion  of  the  diaphragm  was  limited  on 
both  sides ;  in  this  patient  only  one  examination  was  made. 

In  the  third  patient  the  excursion  of  the  diaphragm  on  each  side 
was  only  2  centimetres.  Eleven  days  later  it  had  increased  to  S  centi- 
metres. 

The  fourth  patient  entered  the  hospital  with  a  diagnosis  of  debility 
and  pregnancy.  The  X-ray  examination  showed  that  the  whole  of  the 
left  lung  was  darker  than  normal  and  the  excursion  of  the  diaphragm 
could  not  be  made  out ;  on  the  right  side  the  excursion  of  the  diaphragm 
was  only  2  centimetres,  and  the  upper  portion  of  the  right  lung  as  far 
as  the  third  rib  was  darker  than  normal.  These  appearances  seemed 
to  indicate  pulmonary  tuberculosis,  but  the  patient  had  a  normal  tem- 
perature and  did  not  react  to  tuberculin.  Twenty-seven  days  later  the 
appearances  in  the  chest  had  improved  very  much.  The  excursion  of 
the  diaphragm  on  the  right  side  was  7  centimetres,  on  the  left  side  4.7 
centimetres,  and  only  a  slight  shading  of  the  upper  part  of  the  left  lung 
remained.  This  case  shows  the  importance  of  a  second  X-ray  examina- 
tion made  after  an  interval  of  time. 

In  the  fifth  patient,  the  excursion  of  the  diaphragm  during  deep 
inspiration  was  less  than  normal  and  the  heart  was  smaller  than  normal. 

Small  Hearts.  —  In  four  out  of  seven  patients  suffering  from  anaemia 
that  I  examined  with  the  X-rays  I  found  the  heart  was  smaller  than  normal. 
The  ability  to  recognize  with  certainty  this  condition  may  be  of  much 
service  to  the  patient  in  both  treatment  and  prognosis. 

Error  possible  as  to  Width  of  Heart  by  Ordinary  Methods.  —  In 
anaemia  with  constipation  we  may  be  deceived  by  the  ordinary  methods 
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as  to  the  size  of  the  heart;  it  may  seem  wider  than  normal  if  the 
diaphragm  is  higher  up  in  the  chest  than  in  health.  After  suitable 
treatment,  in  such  cases,  with  laxatives  and  iron,  the  width  of  the  heart 
by  the  usual  examination  seems  to  be  diminished,  but  the  X-rays  show 
that  the  size  of  this  organ  has  not  altered,  but  that  the  supposed 
enlargement  was  due  to  the  fact  that  the  axis  of  the  heart  was  more 
horizontal  than  normal  on  account  of  the  higher  position  of  the  dia- 
phragm.    (See  chapter  on  the  Heart,  pages  287,  288,  and  297.) 

Pernicious  Anaemia.  —  In  three  cases  the  excursion  of  the  diaphragm 
was  much  less  than  in  health.  In  one  of  them  an  X-ray  photograph  was 
made  of  both  legs.  The  tibiae  did  not  show  an  outline  indicating  the 
medullary  cavity,  although  this  was  quite  evident  in  both  fibulae.  This 
photograph  was  taken  in  order  to  see  if  any  changes  in  the  bone  marrow 
could  be  observed. 

Physiology 

In  physiology,  problems  relating  to  the  voice,  digestion,  and  respira- 
tion have  been  studied  by  means  of  the  X-rays,  and  Imbert  and  Bertin- 
Sans  ^  consider  that  they  are  of  great  value  in  the  study  of  articular 
movement. 

The  movements  of  the  stomach  during  digestion  have  been  dis- 
cussed in  the  chapter  on  the  Abdomen,  but  a  few  words  in  regard  to 
Scheier's^  investigations  concerning  the  voice  and  larynx  are  in  place 
here. 

Physiology  of  the  Voice  and  Speech.  —  Dr.  Max  Scheier  has  watched 
on  the  screen  the  motions  made  by  the  soft  palate  while  the  person 
observed  was  speaking ;  he  noticed  that  the  palate  rose  to  different 
heights  according  to  the  vowels  uttered ;  least  when  '*  a "  was  pro- 
nounced, a  little  higher  with  **  e,"  and  so  on  with  each  successive  vowel 
in  order,  rising  highest  with  **  i " ;  the  shape  also  of  the  palate  varied 
according  to  the  vowels  spoken.  If  consonants,  with  the  exception  of 
the  semivowels  and  the  resonants,  were  pronounced,  the  palate  rose 
even  higher  than  with  "i,"  but  when  *'m,"  "n,"  and  "ng"  were  uttered 
it  hardly  moved.  If  the  vowels  were  spoken  in  a  nasal  tone  it  rose 
only  a  little ;  if  the  tone  of  the  voice  were  high  it  rose  more  than  when 
the  tone  was  deep ;  likewise  it  rose  higher  if  the  vowels  were  uttered  in 
a  loud  tone  of  voice  than  when  softly  spoken. 

*  Com/>f.  rend.  Acad  d.  Sc,  Paris,  May  4,  1896,  p.  997. 

2  "  Wcitcre  Mitthcilunj^en  iiber  die  Anwendunj^  der  Roentgenstrahlen  in  der  Rhino-  und 
Laryngolo^ic,"  Fortsclirittc  a.  d.   Geb    d.  Roentgenstr.^  B.  I,   1897-1898. 
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Effect  of  Excessive  Exercise  on  the  Heart  —  T.  Schott  {Berlin,  klin. 
Wochenschrifty  May,  1897)  gives  X-ray  photographs  of  the  hearts  of 
children  from  twelve  to  fourteen  years  of  age  that  had  been  acutely 
dilated  by  wrestling  with  each  other  until  they  were  out  of  breath.  The 
photographs  show  a  widening  of  the  heart,  chiefly  in  the  region  of  the 
left  ventricle,  which  had  taken  on  a  special  form. 

Schott,  in  a  later  article  (Verhandlungen  des  Congresses  fiir 
Innere  Medicin,  April  11-14,  1899),  shows  by  pulse  tracings  and 
tracings  made  of  the  heart  before  and  after  exercise,  that  excessive 
exercise  makes  the  pulse  faster,  less  regular,  and  less  full,  and  that  it 
enlarges  the  heart.  Several  of  these  tests  were  made  on  individuals 
after  they  had  ridden  rapidly  several  kilometres  on  a  wheel. 


CHAPTER   XVI 
THERAPEUTIC   USES   OF   THE  X-RAYS 

The  accounts  given  in  the  medical  journals  of  the  therapeutic  uses 
of  the  X-rays  in  diseases  of  the  skin  have  seemed  to  many  practi- 
tioners beyond  belief.  It  is  surely  marvellous  that  certain  skin  affec- 
tions can  be  relieved  by  exposure  to  the  X-rays,  without  producing 
inflammation  or  causing  inconvenience  to  the  patient;  but  sufficient 
evidence  has  now  been  accumulated  to  show  that  in  certain  fields  the 
X-rays  have  therapeutic  properties.  In  some  of  the  early  cases 
inflammation  and  dermatitis  were  produced,  and  even  more  serious 
injuries,  but  it  has  now  been  demonstrated  that  these  results  are  un- 
necessary if  proper  care  is  exercised.  In  order  to  show  the  good  results 
that  may  be  obtained,  as  well  as  the  care  that  should  be  taken  and  the 
dangers  to  be  avoided,  I  have  selected  a  few  cases  which  will  be  given 
later  to  illustrate  certain  points  that  should  be  borne  in  mind  when  using 
the  X-rays  as  a  therapeutic  measure. 

In  1897  PVeund  ^  published  the  results  of  two  series  of  experiments 
in  the  treatment  of  hypertrichosis  with  the  X-rays.  In  one,  depilation 
was  produced  after  an  aggregate  exposure  of  twenty  hours,  without 
causing  any  noteworthy  inflammation  ;  in  the  other,  a  dermatitis  which 
took  on  the  character  of  a  necrosis  was  set  up  after  an  aggregate  expo- 
sure of  forty-four  hours.  This  production  of  inflammation  in  the  deeper 
layers  of  the  skin,  and  breaking  up  of  the  tissues,  suggested  the  use  of 
the  X-rays  to  Schiff  as  a  therapeutic  agent  in  the  treatment  of  lupus, 
and  two  cases  which  he  thus  treated  are  given  in  detail  in  the  Archiv 
fur  Derm.  n.  Syph.,  B.  42,  1898.  In  one  case,  that  of  a  girl  fourteen 
years  old,  who  had  suffered  with  this  disease  since  she  was  three  years 
of  age,  the  lupus  tract  extended  on  the  dorsal  side  of  the  arm  from  the 
metatarso-phalangeal  joints  of  the  left  hand  to  within  a  hand's  breadth 
of  the  elbow  joint.  The  patient  was  protected  by  a  sheet  of  lead  where 
treatment  was  not  desired,  and  the  tube  was  placed  at  a  distance  of 
15-20  centimetres,  in  such  a  position  that  the  X-rays  fell  directly  upon 

^  Wiener  Med,  Wochenschr.^  1897,  *"<*  ^'^^  Schiff,  1898,  Nt).  22,  p.  1058. 
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a  portion  of  the  lupus  tract.  As  a  control,  when  the  part  of  the  arm 
near  the  elbow  was  being  treated,  the  tube  was  placed  opposite  the 
inner  side,  and  under  these  circumstances  the  X-rays  did  not  suffi- 
ciently penetrate  the  parts  to  affect  the  lupus. 

Before  further  considering  the  use  of  the  X-rays  in  this  disease  I 
think  it  will  be  instructive  to  take  up  briefly  their  action  on  the  skin. 

Normal  and  Abnormal  Skin.  —  Albers-Schonberg  ^  states  that,  on  the 
whole,  the  action  of  the  X-rays  on  the  normal  and  abnormal  skin  is 
similar.  After  a  shorter  or  longer  time  the  skin  becomes  slightly  yel- 
low, then  slightly  red ;  this  light  red  becomes  darker,  and  in  many  peo- 
ple a  slight  irritation  and  pricking  occur,  which  is  followed  by  a  burning 
sensation  that  in  sensitive  persons  grows  into  pain.  In  some  cases,  with 
this  increasing  redness  comes  a  slightly  oedematous  swelling  of  the  skin. 
If  the  skin  continues  to  be  exposed  to  the  X-rays  it  takes  on  an  ever 
darker  color,  and  excoriation  appears  which  in  a  few  days  spreads  over 
the  whole  of  the  X-rayed  portion  of  the  skin,  which  then  looks  as  if  it  had 
been  burned.  In  a  number  of  cases,  provided  the  X-rays  were  no  longer 
applied,  the  skin  healed  from  the  edge  toward  the  centre.  The  ten- 
dency to  heal  varied.  If  excoriation  had  followed  upon  the  oedematous 
condition  of  the  skin,  the  healing  was  very  slow.  The  new  skin  that 
formed  was  of  a  delicate  rose  color  and  very  thin,  and  it  was  months 
before  it  took  on  the  character  of  the  normal  skin.  Albers-Schonberg 
has  not  himself  seen  injuries  going  any  deeper  into  the  skin  than  to  the 
rete  malphigii.  He  has  observed,  like  others,  the  cumulative  action  of 
the  X-rays  on  the  skin. 

In  cases  in  which  hyperaemia  appeared,  as  well  as  sometimes  in 
other  cases,  a  peculiar  displacement  of  the  pigment  occurred  in  the 
X-rayed  spot.  The  centre  and  the  greater  part  outside  of  it  became 
perfectly  white  and  pigmentless,  but  scattered  over  it  were  single  pig- 
ment spots  resembling  freckles,  some  of  which  were  as  large  as  beans, 
while  the  edge  corresponding  to  the  outline  of  the  mask  was  colored 
of  a  strong  yellowish  brown.  This  displacement  of  the  pigment  lasted 
a  long  time,  often  for  months,  and  then  gradually  the  skin  became 
normal  in  color  again.  Hahn  and  Albers-Schonberg  state  that  it  is 
important  to  recognize  this  discoloration,  as  the  scattered  spots  of  pig- 
ment do  not  disappear  under  glass  pressure,  and  in  a  case  of  lupus, 
therefore,  might  be  mistaken  for  new  nodules  or  the  remains  of  old  ones. 

^  "  Uber  die  Behandlung  ties  Lupus  und  des  chronichen  Ekzems  mit  Roentgenstrahlen/* 
Forischritte  a.  d.  Gfb.  d.  Kotfnt^ens/r.y  B.  11. 
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Finger  Nails.  —  Hahn  and  Albers-Schonberg  also  observed  that  the 
finger  nails  were  affected  by  the  X-rays ;  they  became  thin  and  brittle 
on  the  edge  and  were  bent  like  claws.  The  conditions  set  up  suggested 
to  them  that  here,  as  in  the  case  of  temporary  alopecia,  there  was  also 
a  disturbance  in  the  nutrition  of  the  parts. 

Mode  of  Action  of  the  X-Rays.  —  Schiff  thinks  that  the  violent  inflam- 
mation produced  in  lupus  is  sufficient  to  injure  the  life  conditions  of  the 
micro-organisms,  and,  therefore,  their  continuance ;  Kiimmell,^  that  a 
specific  effect  is  not  produced  on  the  lupus  by  the  X-rays,  but  rather, 
perhaps,  an  electro-chemical  (Jankau)  or  tropho-neurotic  (Barth^lemy) 
influence  lies  at  the  bottom  of  their  work ;  Gocht,^  that  while  the  arti- 
ficially non-infectious  and  harmless  inflammation  which  reaches  to  the 
subcutaneous  tissue  is  going  on,  an  annihilation  of  the  tubercle  bacilli 
and  healing  take  place.  In  harmony  with  this  idea  are,  he  thinks, 
observations  made  on  cases  of  lupus  in  which  erysipelas  occurred,  and 
following  this  disease  the  inflammatory  process  came  to  a  standstill,  and 
the  skin  quickly  formed  over  the  lupus  patches ;  Albers-Schonberg  ^ 
suggests  that  possibly  the  X-rays  have  a  direct  effect  on  tuberculous 
tissue,  an  effect  which  may  be  aided  by  a  hyperaemia ;  but  he  thinks 
that  we  are  unwarranted  in  ascribing  a  healing  influence  to  the  acute 
dermatitis,  because  in  some  of  his  cases  of  lupus  the  nodules  dried  up 
and  disappeared  without  dermatitis.  My  experience  has  been  similar 
in  so  far  that  I  have  found  it  unnecessary  to  excite  dermatitis  when 
treating  cases  of  lupus. 

Apparatus.  —  The  writers,  when  reporting  the  following  cases,  have 
given  certain  details  concerning  the  apparatus  used,  that  is  to  say,  the 
number  of  volts,  and  amperes,  and  sometimes  also  the  spark-length  of 
the  induction  coil  and  the  number  of  interruptions  per  minute ;  but 
more  exact  information  is  needed  in  order  to  determine  the  amount  of 
X-rays  produced  in  the  tube  of  one  practitioner  as  compared  with  that 
of  another.     The  efficiency  of  different  coils  varies  very  much. 

The  resistance  of  the  tube  is  a  cardinal  factor  to  be  considered. 
There  is  no  wholly  satisfactory  way  known  at  present  of  measuring  the 
intensity  and  quality  of  the  light  obtained  by  one  physician  with  one 

^'*Die  Behandlung  des  Lupus  mit  Roentgenstrahlen  und  mit  koncentrirten  Licht," 
Beilage  zur  Centralblatt  fur  Chirurgif^  1898,  No.  26,  pp.  52-63. 

2  "  Therapeutische  Verwendung  der  Roentgenstrahlen,"  Fortschritte  a.  d.  Geb.  d.  Koent- 
genstr.,  B.  I,  1 897-1 898. 

*  Fortschritte  a.  d.  Geh.  d.  Roentj^'cnstr.,  B.  I,  1 89 7- 1 898,  p.  75. 
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apparatus,  as  compared  with  that  obtained  by  another  with  a  different 
apparatus. 

It  seems  advisable  to  call  attention  to  the  inadequacy  of  the  data 
given  by  various  writers,  as  otherwise  it  might  appear  incomprehensible 
that  the  same  results  do  not  follow  when  apparently  the  same  quality 
of  apparatus  is  used. 

Freund  ^  states  that  when  the  X-rays  are  employed  for  treatment 
and  not  for  purposes  of  diagnosis,  with  12  volts  not  more  than  1.5 
amperes  should  be  used ;  that  the  spark-length  of  the  coil  should  not 
exceed  30  centimetres,  and  that  the  interruptions  should  vary  between 
800  to  1000  per  minute.  I  may  say,  on  the  other  hand,  that  I  have 
used  a  current  of  1.5  to  2  amperes  at  220  volts,  and  a  coil  with  a  spark- 
length  of  75  centimetres,  in  treating  lupus,  without  exciting  dermatitis, 
much  less  excoriation  and  gangrene. 

Lupus  Vulgaris 

Illustrative  Cases.  —  The  two  following  cases  were  treated  by  Kum- 
melP  and  show  good  results  without  any  harmful  effects  except  for  a 
slight  reaction  in  the  second  case  which  required  an  interruption  in  the 
treatment.  Kiimmell  placed  his  tube  at  first  at  a  distance  of  from  10-6 
centimetres,  but  as  a  very  violent  reaction  appeared  after  a  relatively 
short  time  he  later  increased  this  distance  to  40  centimetres,  diminishing  it 
gradually,  if  no  reaction  appeared,  to  20  centimetres.  The  sittings 
were  never  over  half  an  hour  long,  and  generally  were  one-quarter 
hour  twice  a  day.  He  lays  stress  on  the  importance  of  knowing  exactly 
the  intensity  of  the  light. 

Case  I.  Mrs.  D.,  twenty-eight  years  old.  Lupus  of  the  nose  for 
ten  years ;  under  medical  treatment  five  years.  The  whole  nose  was 
covered  with  nodules,  ulcerations,  and  scabs,  and  the  nostril  was  partly 
destroyed.  Treatment  with  the  X-rays  was  begun  on  November  28, 
1897,  and  two  sittings  daily  of  one-quarter  hour  each  were  given. 
January  13,  1898,  the  ulcerations  had  cicatrized,  the  scabs  had  fallen 
off,  and  the  nodules  had  disappeared ;  but  the  nose  was  still  red.  The 
patient  was  then  discharged  from  the  hospital  and  came  to  it  only  for 
treatment.     The  redness  of  the  skin  began  to  abate. 

Case  II.  Mrs.  K.,  fifty-six  years  old.  Tuberculosis.  Lupus  of 
the  nose  for  fifteen  years.     The  end  and  left  side  of  the  nose  as  well  as 

^  ll^nner  Med,  Presse^  No.  31,  1 899. 

2  Beilage  zur  Centralhltitt  fiir  Chirurgie,  No.  26,  1898,  pp.  52-63. 
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the  left  side  of  the  cheek  was  infiltrated  and  covered  with  numerous 
nodules  and  ulcerations.  Treatment  with  X-rays  given  ;  slight  reaction  ; 
pause  of  a  few  days  ;  complete  recovery  after  three  months'  treatment ; 
the  traces  of  the  disease  scarcely  to  be  seen. 

Comparison  of  X-Ray  and  Other  Treatment  in  One  Case  reported 
by  Ktimmell. 

Case  I.  Extensive  lupus  over  the  whole  face,  on  the  forehead,  and 
reaching  down  to  the  right  shoulder.  To  show  the  effect  of  different 
treatments  one  side  was  treated  with  the  rays,  the  other  by  Dr.  Hol- 
lander with  hot  air  cauterization,  and  both  sides  healed  ;  but  on  the 
cauterized  side  of  the  face  the  lupus  nodules  reappeared  and  ectropion 
followed  on  account  of  the  contraction  of  the  scar. 

Kiimmell  continued  the  treatment  in  his  cases  until  the  scabs  had 
fallen  off,  the  ulcers  were  healed,  and  the  nodules  had  mostly  disap- 
peared. He  considered  his  recoveries  as  only  provisional,  as  the  time 
elapsed  was  too  short  to  speak  of  permanent  results. 

Insulation.  —  Kiimmell  insulated  some  of  his  patients  by  placing 
them  in  chairs,  under  the  legs  of  which  glass  was  put,  in  order  to 
hasten  treatment  that  was  often  slow  in  its  effects,  but  later  gave  up 
this  procedure  because  of  the  very  quick  and  unaccountably  strong 
reaction  which  often  took  place.  Gocht  insulated  some  of  his  patients 
in  like  manner.     He  mentions  no  ill  effects. 

Mode  of  Healing.  —  The  process  of  healing  in  lupus  cases  was  ob- 
served by  Kiimmell  to  proceed  in  the  following  way  as  a  rule :  cleans- 
ing of  the  ulcers ;  cicatrization  ;  drying  up  and  falling  off  of  the  scabs ; 
peeling  of  the  skin  ;  decrease  in  the  size  of  the  nodules ;  disappearance 
of  the  redness ;  formation  of  a  white  scar  without  any  contraction. 
Kiimmell  thinks  the  essential  point  of  this  method  consists  in  the  fact 
that  the  scar  formed  is  more  like  the  normal  skin  than  can  be  obtained 
with  any  other  method,  and  this  result  outweighs  the  long  duration  of 
the  treatment.  He  also  thinks  that  the  healing  is  the  surer  the  more 
the  injury  to  the  skin  is  avoided. 

Schiff's  ^  experience  as  to  the  process  of  healing,  after  the  treatment 
of  his  first  two  cases,  is,  like  Kiimmell's,  instructive,  and  gives  a  little 
different  picture  of  what  goes  on  in  the  skin :  — 

1 .  A  general  phlogistic  reaction  ; 

2.  Specific  reaction  of  the  lupus  tissue  to  the  X-rays,  as  shown  by  the  feet  that  lupus 

nodules  not  visible  before  tlie  treatment  were  manifest  afterward ; 

1  Archivfur  Derm.  u.  Syph.,  H.  42,  1 898. 
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3.  Loosening  and  falling  off  of  nodules,  following  the  exposure ; 

4.  Subsidence  of  the  swelling  of  the  lymph  glands  in  the  lupus  tract ; 

5.  The  torpid  ulcers  seemed  to  be  changed  into  active  granulations  by  the  X-rays. 

Dermatitis  produced  by  Exposure  to  an  Excited  Vacuum  Tube  in  the 
Lupus  Tract  may  be  slow  in  Healing. —  Albers-Schonberg  ^  reports  a  case 
which  shows  how  long  a  time  may  be  necessary  to  heal  a  dermatitis  pro- 
duced by  exposure  to  an  excited  vacuum  tube.  The  left  cheek  only  of 
this  patient  was  treated  by  the  X-rays  sixteen  times  in  two  months. 
After  two  sittings  a  redness  appeared,  which  after  sixteen  sittings  in- 
creased, and  was  followed  by  an  excoriation.  This  dermatitis  showed 
extraordinarily  little  tendency  to  heal,  and  after  1 30  days  was  not  yet 
well,  but  presented  an  excoriated  spot  2.5  centimetres  long  by  2  centi- 
metres broad. 

Long  Duration  of  Treatment.  —  Albers-Schonberg  reports  a  case  in 
which  the  treatment  with  the  X-rays  was  continued  for  a  period  of  eight 
months,  with  intervals  of  many  weeks.  One  hundred  and  fifty-one 
sittings  in  all  were  given.  He  attributes  the  long  duration  of  treatment 
in  this  case  to  the  fact  that  the  patient  was  one  of  the  first  to  be  treated 
and  the  tubes  used  were  too  weak  and  too  old. 

In  nine  cases  reported  by  him  the  current  was  30  volts  and  4-5 
amperes.  The  tube  was  at  a  distance  of  10-25  centimetres  and  its 
resistance  was  15  centimetres. 

Dermatitis  diminished  Susceptibility  of  Skin.  —  Albers-Schonberg 
noticed  in  his  cases  of  lupus  in  which  dermatitis  occurred  that  after  a 
complete  recovery  from  the  dermatitis  the  skin  on  further  exposure  to 
the  X-rays  was  much  less  susceptible  to  them.  The  reaction  appeared, 
generally  speaking,  more  slowly,  and  was  of  a  milder  form  than  at  first. 
Gassmann  and  Schenkel  observed  this  point  likewise. 

X-Rays  in  Combination  with  Dnna's  Salve.  —  The  following  case 
reported  by  Hahn  and  Albers-Schonberg  ^  is  of  interest  as  indicating 
the  effect  of  supplementing  the  X-ray  treatment  with  the  use  of  salve  :  — 

Case  I.  B.,  eleven  years  old.  Lupus.  Sixty  sittings  in  five  months. 
Improvement  rapid.  The  spot  least  improved  was  unfavorably  placed 
with  regard  to  the  X-rays,  so  that  it  was  not  exposed  to  so  intense  a 
light  as  the  remainder  of  the  tract.  This  spot  was  treated  with  Unna*s 
green  salve  with  good  result.  The  X-rays  were  then  applied  again,  after 
which  the  nodules   healed  quickly.      The  boy  had  no  dermatitis,  not 

1  Fortuhritte  a.  d.  Gcb.  d.  Roentgenstr.^  B.  II,  1 898- 1 899,  p.  27. 
■^  Mihiihencr  Med.  Wochenschr.^  March  6,  1900. 
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even  a  passing  redness  or  sensation  of  pain.  Hahn  and  Albers-Schon- 
berg  attribute  this  good  result  to  the  use  of  the  vaseline  dressing,  and 
state  in  reply  to  the  objection  that  might  be  made  of  an  individual  idio- 
syncrasy in  this  case,  that  in  all  the  cases  in  which  they  used  vaseline 
the  inclination  to  hyperaemia  and  reaction  was  diminished. 

Dr.  A.  Everett  Smith  ^  has  reported  a  case  which  is  of  interest,  as 
the  desired  result  was  accomplished  so  much  more  quickly  than  in  some 
of  those  already  cited. 

Frank  N.,  about  eighty  years  old.  Lupus  patch  on  face  which 
extended  from  the  left  side  oif  nose  over  the  bridge  to  the  right  side 
of  nose,  and  involved  the  inner  canthus  of  right  eye  and  the  inner  third 
of  the  lids,  together  with  the  bulbar  conjunctiva.  There  was  never 
much  pain  ;  it  bled  occasionally,  and  disfigured  him  much.  His  general 
health  and  family  history  were  good. 

Sittings  were  given  him  about  every  fifth  day  for  twenty  minutes  at 
a  time,  the  diseased  surface  being  placed  about  5  centimetres  from  the 
light.  He  received  in  all  twelve  treatments.  No  medicine  whatever 
was  allowed.  He  was  using  applications  of  vaseline  at  first,  but  that 
was  stopped.  **  Marked  improvement  commenced  after  the  second  treat- 
ment, and  was  not  interrupted  until  the  sore  was  completely  and  entirely 
healed.  After  the  second  treatment  healthy  granulations  appeared,  and 
healing  was  remarkably  speedy.  There  was  no  burning  from  the  light 
or  other  unpleasant  symptoms  complained  of,  except  a  slight  headache 
and  a  decided  *  crawling  sensation  '  in  the  sore  after  the  first  two  treat- 
ments." The  cicatrix  produced  a  slight  ectropion,  but  vision  was  normal. 
All  parts  healed  perfectly,  and  a  healthy  cicatrix  formed. 

Recurrence  of  Lupus.  —  Albers-Schonberg  reports  the  following  cases 
in  which  there  was  a  recurrence  :  — 

Case  I.  Miss  K.,  thirty-six  years  old.  Duration  of  disease  about 
eleven  years ;  always  under  medical  care. 

Treated  by  X-rays  sixty-eight  times.  The  patient  lived  out  of  town, 
so  that  the  treatment  was  carried  on  at  long  intervals.  The  right  cheek 
was  first  exposed  to  the  rays,  and  excoriation  appeared  after  twenty- 
seven  sittings.  The  dermatitis  healed  quickly.  Soon  after  the  latter 
had  been  cured  the  lupus  again  appeared  on  the  same  cheek,  but  was 
got  rid  of  after  from  five  to  six  sittings.  The  left  cheek  showed  excori- 
ation after  twelve  sittings,  but  healed  quickly.     The  parts  affected  by 

^  "  Lupus  Vulgaris  of  Fifteen  Years'  Standing  successfully  treated  and  cured  by  Exposure 
to  X-Rays,"  Philadelphia  Medical  Journal,  December  I,  1900,  p|).  1058-1059. 
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the  lupus  were  replaced  by  healthy  skin.  The  affection  of  the  mucous 
membrane  of  the  nose  was  much  diminished,  but  not  completely  healed. 
Three  months  afterward  there  was  a  recurrence  in  the  shape  of  seven 
nodules  on  each  cheek ;  some  ulceration  and  crusts.  The  nodules  dried 
up  after  thirteen  sittings.  This  case  when  last  reported  ^  had  been  free 
from  anything  suspicious  for  six  months. 

Albers-Schonberg  and  Hahn  call  attention  to  the  fact  that  the  recur- 
rence healed  quickly,  and  that  in  the  spots  previously  exposed  to  the 
X-rays  the  nodules  developed  more  slowly  and  less  vigorously.  They 
also  quote  a  case  in  which  the  lupus  appeared  in  a  new  spot  three 
months  after  the  original  lupus  tract  had  been  successfully  treated,  but 
suggest  that  this  fact  speaks  favorably  for  rather  than  against  X-ray 
treatment. 

Case  II.  A.  K.,  boy  thirteen  years  old.  Duration  of  disease  about 
four  years. 

This  patient  was  given  twenty-eight  sittings  with  the  X-rays  during 
three  months.  A  reaction  set  in  after  the  second  sitting,  but  there  was 
no  excoriation.  The  process  of  healing  advanced  by  gradual  drying  up 
of  the  nodules. 

Two  months  and  a  half  later  the  lupus  returned  in  the  nostril  and 
at  the  end  of  the  nose.  The  treatment  with  the  X-rays  was  repeated, 
and  at  the  time  the  case  was  reported  the  patient  had  again  recovered. 

Gassmann  and  Schenkel  report  that  in  two  of  their  cases  the  lupus 
recurred ;  in  the  first  case,  seven  months  after ;  and  in  the  second,  six 
months  after  the  cessation  of  the  treatment. 

Jutassy^  states  that  nearly  fifty  cases  of  lupus  treated  by  means  of 
the  X-rays  by  Kiimmell,  Freund,  etc.,  have  been  published,  and  that  of 
the  older  cases  about  fifty  per  cent  have  had  a  recurrence ;  but  that 
there  are  cases  reported  by  Schiff,  Gocht,  Kiimmell,  and  Albers-Schon- 
berg, which  were  treated  two  years  ago,  and  have  had  no  recurrence. 
Albers-Schonberg  ^  states  that  cases  of  Kiimmell  and  Gocht  have  been 
free  from  a  return  since  January,  March,  and  July,  1897,  and  two  of 
his  own  since  January,  1898. 

Susceptibility  of  the  Patient.  —  It  has  been  stated  that  the  suscepti- 
bility of  persons  to  the  action  of  the  X-rays  differs ;  therefore,  the  first 
sittings  must  be  cautiously  given  to  test  the  individual  idiosyncrasy. 

*  Munchener  Med.  Wochenschr.y  February  27,  1900. 

*  Fortschritte  a.  d.  Geb.  d.  Roentgenstr.,  1900,  Bd.  Ill,  H.  3,  p.  119. 
»  Ibid.y  1898-1899,  Bd.  II,  p.  24. 
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The  practitioner  should  begin  with  *'  small  doses/*  as  one  observer  puts 
it.  It  seems  to  me  however  that  the  condition  of  the  tube  and  of  the 
apparatus  is  a  stronger  factor  than  the  patient. 

Cumulative  Action  of  the  X-Rays.  —  The  action  of  the  X-rays,  accord- 
ing to  various  observers,  is  cumulative,  and  therefore  special  care  must 
be  taken  in  using  the  treatment.  Dermatitis  can  be  avoided  if  the  nec- 
essary caution  is  exercised.  Albers-Schonberg  states  that  the  first  sign 
of  a  reaction  is  a  slight  irritation  or  heat;  if  the  sittings  under  these 
conditions  are  continued,  the  part  where  the  reaction  has  appeared 
reddens;  the  sittings  should  then  be  stopped  until  the  redness  disap- 
pears, and  there  is  no  longer  heat  or  irritation.  By  means  of  these 
pauses  the  cumulative  action  will  be  avoided,  but  if  the  sittings  are 
continued,  dermatitis,  excoriation,  gangrene,  etc.,  will  follow. 

Method  of  Treatment.  —  The  patient  must  be  protected  from  an 
excited  vacuum  tube  not  only  in  the  immediate  neighborhood  of  the 
diseased  tract,  but  elsewhere,  or  dermatitis  and  loss  of  hair  may  follow. 
Some  practitioners  use  sheets  of  lead,  others,  cardboard  covered  with 
tinfoil,  for  this  purpose. 

Protection  by  Shield.  —  A  shield  is  fastened  over  the  portion  of  the 
body  to  be  treated,  by  means  of  a  strip  of  bandage,  for  instance,  passed 
around  the  body  above  and  below  the  point  where  the  disease  is  located. 
The  shield  should  not  be  held  by  the  patient.  If  the  surface  is  uneven, 
a  piece  of  cork  may  be  slipped  under  the  bandage  when  it  is  necessary 
to  press  the  shield  against  the  skin.  The  shield  is  made  of  cardboard  — 
or,  better,  of  blotting-paper,  which  can  be  adapted  to  uneven  surfaces 
—  covered  with  four  thicknesses  of  tinfoil,  and  extends  at  least  5  centi- 
metres in  every  direction  beyond  the  diseased  tract,  in  order  that  the 
neighborhood  of  the  tract  may  be  protected  from  the  rays.  The 
blotting-paper  and  the  tinfoil  may  be  held  together  by  surgeons'  plaster. 
A  hole  is  cut  in  the  shield  corresponding  in  size  to  the  part  to  be  treated. 
The  tinfoil  should  never  be  allowed  to  come  in  contact  with  the  skin, 
and  the  blotting-paper  should  not  be  allowed  to  get  moist,  as  it  then 
becomes  a  conductor  of  electricity,  and  a  current  passing  through  it 
may  irritate  the  skin  under  it. 

The  shield  may  be  made  in  the  following  way :  A  hole  is  first  cut 
in  the  blotting-paper  corresponding  in  size,  no  larger,  to  the  part  to  be 
treated  ;  then  the  tinfoil  is  fastened  to  it  by  means  of  the  plaster,  next 
the  foil  is  cut  in  lines  radiating  from  the  centre  of  the  opening  in  the 
blotting-paper  and  these  pointed  pieces  are  folded  back. 
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Mask.  —  For  the  face  I  use  a  mask,  made  of  gauze  and  pressed  into 
the  shape  of  a  face,  such  as  may  be  purchased  at  theatrical  supply 
stores.  This  mask  of  course  does  not  obstruct  the  rays.  I  cover  it 
with  tinfoil  except  over  the  diseased  area,  and  cut  one  or  several  small 
holes  in  the  portion  of  the  mask  lying  over  the  part  to  be  treated,  in 
order  to  recognize  the  size  of  the  area.     It  is  better  not  to  make  this 


Fl<;.  218  shows  the  method  of  treating  areas  of  lupus,  or  cancer  of  the  face,  with  the  patient  seated 
in  front  of  the  tul>e.  The  box  containing  the  vacuum  tube  is  seen  on  the  left.  On  the  front  of  the  box 
is  a  diaphragm  of  sheet  lead,  and  outside  of  it  is  a  thin  sheet  of  aluminum  in  which  there  is  no  open- 
ing, and  which  projects  above  the  front  of  the  box  and  is  grounded ;  outside  of  these  two  sheets  is  a 
circular  diaphragm  of  glass.  The  opening  in  the  glass  diaphragm  shoN^n  in  the  cut  is  rather  too  large 
for  this  patient.  The  patient  has  on  a  mask  which  is  covered  in  its  lower  portion  with  tinfoil,  and  in 
the  centre  of  the  latter  is  cut  an  opening  somewhat  larger  than  the  area  to  be  treated.  An  opening 
has  also  been  cut  in  the  mask,  somewhat  smaller  than  that  of  the  tinfoil ;  in  order  that  the  tinfoil 
may  not  touch  the  face.  A  mask  painted  vaih  white  lead  may  be  used  instead  of  the  tinfoil  mask. 
The  head  of  the  patient  is  steadied  by  means  of  a  photographer's  stand,  that  is  shov^-n  on  the  right 
of  the  cut. 

hole  of  the  same  size  as  that  of  the  diseased  tract,  if  this  is  a  large  one, 
because  the  mask,  if  so  cut,  would  not  keep  in  place  as  well.  It  is  held 
on  the  head  by  means  of  a  bandage,  in  the  same  way  as  the  shield 
just  described  or  better  by  an  elastic  with  spring-clips  at  each  end. 

Protection  by  a  Box.  —  The  tube  is  enclosed  in  a  box,  coated  on  the 
inside  with  lead  paint  as  de\ised  by  Rollins  (see  Chapter  II),  in  the  side 
of  which  a  circular  opening  is  cut  about  $  centimetres  in  diameter,  and 
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this  diameter  can  be  made  smaller  when  desired  by  a  diaphragm  of 
heavy  sheet  lead  which  is  covered  with  a  diaphragm  of  plate  glass ; 
this  acts  as  a  diaphragm  and  also  prevents  the  patient  from  getting  a 
slight  spark  from  the  lead  plate.  By  means  of  diaphragms  of  different 
sizes  the  aperture  through  which  the  X-rays  can  pass  is  increased  or 
diminished  according  to  the  size  of  the  part  to  be  treated,  and  therefore 
the  cone  of  rays  will  only  fall  on  the  diseased  part  and  the  tinfoil  of 
the  shield  immediately  surrounding  it.  As  stated  in  Chapter  II,  the 
diameter  of  the  cone  of  rays  when  it  reaches  the  body  is  broader  than 
at  the  aperture ;  this  fact  must  be  taken  into  consideration  in  choosing 
the  opening  to  be  used  for  a  given  part.  The  need  of  protecting  other 
parts  of  the  body  than  the  immediate  neighborhood  of  the  diseased  spot 
is  illustrated  by  cases  that  have  been  reported  in  the  medical  journals, 
and  this  box,  with  its  adjustable  diaphragm,  is  a  simple  way  of  obtaining 
the  desired  protection,  and  obviates  the  need  of  many  different  shields 
suited  to  different  parts  of  the  body,  such  as  would  otherwise  be  necessary. 

Apparatus.  —  In  my  office  I  have  used  a  coil ;  the  current  was  from 
.5  to  2  amperes  at  220  volts.  The  resistance  of  the  tube  was  from 
I  millimetre  to  about  i  centimetre.  At  the  hospital  I  used  my  large 
static  machine,  described  in  Chapter  II,  and  for  therapeutic  purposes  I 
prefer  it  to  a  coil.  The  patient  was  placed  from  10  to  15  centimetres 
from  the  target. 

As  already  stated,  these  data  as  to  the  apparatus  and  the  distance 
of  the  tube  from  the  patient  are  insufficient  for  purposes  of  comparison, 
and  I  give  them  to  emphasize  the  fact,  for  the  above  current  can  be 
used  without  exciting  dermatitis. 

If  the  tube  is  near,  the  action  is  quicker  and  more  intense,  as  the 
intensity  of  the  light  varies  inversely  as  the  square  of  the  distancfe. 
New  tubes  of  low  resistance,  that  is  to  say,  from  less  than  a  milli- 
metre to  about  I  centimetre,  are  thought  to  be  better  for  therapeutic 
purposes. 

Length  and  Frequency  of  Sittings.  —  The  length  and  frequency  of 
the  sittings  must  depend  :  first,  upon  the  resistance  of  the  tube  ;  second, 
upon  its  distance  ;  third,  upon  the  power  of  the  exciter  used  ;  and  fourth, 
upon  the  susceptibility  of  the  patient  and  whether  a  delicate  part  of  the 
skin  is  to  be  treated.  Knowledge  of  the  apparatus  and  experience  and 
judgment  are  necessary  to  use  this  treatment.  Each  case  must  be 
treated  according  to  its  special  needs  and  the  apparatus  employed, 
therefore  only  general  rules  can  be  given.     By  some  practitioners  the 
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treatment  in  lupus  is  given  daily  except  for  the  pauses  made  neces- 
sary by  the  condition  of  the  skin.  Albers-Schonberg  suggests  that  on 
the  first  and  second  days  the  sittings  should  not  exceed  ten  minutes,  in 
order  that  the  susceptibility  of  the  patient  may  be  tested.  If  the  skin 
remains  normal,  he  increases  the  sittings  to  half  an  hour,  but  makes  that 


Fig.  219.     Lupus.     Before  treatment  by  the  X-rays. 

time  the  maximum.  Freund^  thinks  it  is  wise  to  pause  for  two  or  three 
weeks  after  the  first  two  sittings,  in  order  to  avoid  any  immoderate 
reaction  that  might  arise  from  some  idiosyncrasy  of  the  patient.  He 
advises  that  the  sittings  should  then  be  given  daily  and  that  their  length 
should  be  at  first  five  minutes,  later  ten,  and  eventually  twenty  minutes. 

^   JVieuer  Med.  Presscy  No.  31,  1899. 
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My  suggestion  is  that  in  the  beginning  the  sittings  should  not  be  given 
oftener  than  twice  a  week,  because  the  ill  effects,  if  any  are  produced, 
follow  so  slowly,  often  one  or  two  weeks  after  the  exposure ;  and  that 
they  should  not  as  a  rule  exceed  ten  minutes.  If  there  is  the  slightest 
indication  of  irritation  the  sittings  should  be  suspended.      The  recovery 


Fig.  220.     Lupus.    After  treatment  by  the  X-rays. 

is  not  hastened  by  pushing  the  treatment  too  energetically,  for  if  a  der- 
matitis is  produced  the  sittings  must  be  temporarily  abandoned.  My 
experience  is  that  it  is  quite  possible  to  carry  out  the  treatment  suc- 
cessfully without  causing  any  inconvenience,  and  certainly  no  severe 
irritation. 
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The  tu'o  preceding  cuts  are  taken  from  photographs  of  a  patient 
treated  by  me  with  the  X-rays :  one  was  made  before  treatment  and 
the  other  after. 

The  two  following  cuts  (see  Figs.  221  and  222)  indicate  the  condition 
of  a  young  woman,  suffering  with  lupus,  at  the  beginning  of  treatment 
and  after  improvement  was  well  begun.  A  final  cut  after  still  further 
improvement  had  taken  place  cannot  be  given  as  the  patient  went  away 
so  that  I  could  not  get  a  photograph. 


Fl'^.  221.     L:7Ui  vu>^::s  l-ef.*-  :r  av: -r.:. 

In  this  case  the  patient  at  first  had  much  pain,  the  face  was  swelled 
and  the  surface  was  moistened  in  parts  by  a  constant  discharge  of  pus 
or  serum.  During  the  course  of  the  treatment  the  pain  and  swelling 
subsided  and  the  affected  area  became  dry  and  painless. 

Li'pus  Erythematosus 

SchifT  ^  reports  a  case  of  lupus  erythematosus  which  he  treated  suc- 
cessfully with  the  X-rays. 

The  patient  was  a  woman,  and  had  suffered  from  the  disease  for 
seven   vears.     In  Julv.   1898.  when  treatment  was  begun,  the  process 

1  ForLihritU  a.  J,  Gib.  ti.  Kc^nt^^nstr,,  IM.  II.  pp.  135-137. 
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had   affected   both  cheeks,   ran   up   on  the  nose,   and  also   appeared 
between  the  eyebrows  and  in  one  ear. 

The  left  cheek  only  was  treated  by  the  rays  ;  the  right  cheek  was 
left  untouched  as  a  control  and  for  the  purpose  of  comparison.  On 
September  5  treatment  was  stopped  and  the  condition  of  the  face  was 
as  follows:  The  infiltrations  on  the  left  cheek  had  disappeared;  the 
skin,  except  for  some  pigmentation  which  was  gradually  disappearing, 
was  smooth  and  nearly  approached  the  normal.     The  side  of  the  face 


Fig.  222.     Lupus  vulgaris  after  partial  treatment. 

that  had  not  been  exposed  to  the  action  of  the  rays  remained  in  its 
original  condition. 

As  a  rule,  during  the  treatment,  new  vacuum  tubes  were  used  which 
gave  out  a  very  intense  light.  The  tube  was  about  10  centimetres  dis- 
tant from  the  cheek  and  each  sitting  lasted  on  an  average  from  ten  to 
fifteen  minutes. 

Jutassy  ^  reports  the  following  case  :  — 

Case  I.  Lupus  erythematodes  nasi  et  faciei.  Man,  twenty-eight 
years  old.     Duration  of  disease  8  years  ;  had  been  treated  without  result 

*  Fortschritte  a.  d.  Geh,  d.  Roentgemtr.^  Hd.  Ill,  H.  3,  p.  120. 
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and  the  disease  spread  after  the  use  of  Paquelin's  cautery,  and  the 
lupus  was  disseminated.  This  case  was  treated  by  the  X-rays  from 
October  4  to  October  10,  1898.  The  sittings,  amounting  in  all  to  5^ 
hours,  were  arranged  in  such  a  way  that  the  lesion  on  the  face,  which 
was  in  the  form  of  a  butterfly,  had  longer  treatments  than  the  lesion  on 
the  bridge  of  the  nose.  In  the  beginning  of  November  the  crusts 
came  ofif  in  large  thick  laminae,  but  a  small  strip  under  the  eye-lids  and 
on  the  bridge  of  the  nose,  that  had  been  covered  by  the  lead  mask, 
remained.  The  patient  was  again  exposed  to  the  rays  from  the  14th 
to  the  29th  of  November  —  six  sittings,  in  all  3  hours  —  so  that  the 
outer  rays  fell  on  the  spots  that  were  already  free.  The  remaining 
crusts  then  came  off,  and  since  that  time,  nearly  ten  months,  the  face 
has  been  for  the  most  part  free.  A  recurrence  took  place  in  March, 
1899,  on  the  bridge  of  the  nose  and  on  the  right  half  of  the  face  in  some 
places,  of  the  size  of  a  bean,  but  did  not  spread  further.  Jutassy  states 
that  the  present  results  justify  the  prognosis  that  the  healing  obtained 
by  the  employment  of  this  new  therapeutic  remedy  will  be  radical. 

Lupus  simulating  Syphilis 

The  following  cases  are  of  interest  as  showing  the  non-effect  of  the 
X-rays  in  these  cases  :  — 

Case  I.  Kiimmell  reports  the  case  of  a  boy  suffering  from  a 
disease  in  which  the  diagnosis  was  lupus.  He  was  given  X-ray  treat- 
ment, but  as  he  did  not  improve  the  sittings  were  stopped.  The  disease 
proved  to  be  syphilis,  and  under  specific  treatment  the  boy  recovered. 

Case  II.  Gocht  reports  the  case  of  a  man  thirty-nine  years  old  who 
had  had  syphilis  six  years  previously.  Increasing  redness  of  the  nose 
during  four  months.  Treated  with  the  X-rays  for  more  than  a  month 
without  result.  It  was  probably  not  a  case  of  lupus  vulgaris,  but  one  of 
constitutional  syphilitic  affection. 

Hahn  and  Albers-Schonberg  ^  cite  the  following  case  as  one  in 
which  the  X-rays  decided  the  differential  diagnosis. 

Case  III.  Mr.  P.  There  was  a  large  ulcer  on  the  left  side  of  the 
nose,  which  was  declared  by  a  pathological  anatomist  and  by  a  special- 
ist to  be  of  tuberculous  origin.  Hahn  and  Albers-Schonberg  hesitated 
as  to  the  diagnosis  of  lupus,  although  syphilitic  infection  was  denied. 
By  request  of  the  patient's  physician  -X-ray  treatment  was  given,  but 

^  Munchener  Med.  Wochenschr,,  March  13,  1900. 
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no  change  was  produced  by  eight  sittings.  The  physician  then  gave 
specific  treatment  and  the  ulcer  was  completely  cured  within  fourteen 
days.  The  patient  then  remembered  an  infection  of  some  years  previous. 
Concentrated  Sunlight  and  Electric  Arc  Light.  —  Finsen  has  used 
concentrated  sunlight  and  electric  arc  light  in  the  treatment  of  lupus. 
Kiimmell  thinks  the  disadvantage  of  this  method  as  compared  with  the 
X-rays  is  the  fact  that  with  the  first  two  only  a  small  part  can  be 
treated  at  one  time,  whereas  with  the  X-rays  the  whole  tract  can  be 
treated  at  once.  Kiimmell  also  thinks  it  might  be  practical  eventually 
to  combine  the  two  methods ;  that  the  large  lupus  tracts  might  be 
treated  with  the  X-rays,  and  that  when  single  nodules  only  remain  the 
concentrated  light  of  Finsen's  apparatus  might  be  used.  Freund  like- 
wise states  that  Finsen's  method  takes  a  great  deal  of  time,  particu- 
larly with  persons  who  have  a  strongly  pigmented  skin,  because  the 
pigment  hinders  the  action  of  the  light  in  the  deeper  layers. 

Eczema 

Hahn  ^  reports  two  cases  of  eczema  treated  by  the  use  of  the 
X-rays  :  — 

Case  I.  Mrs.  W.  had  suffered  for  four  years  from  chronic  eczema 
in  both  legs,  which  had  resisted  all  possible  therapeutic  remedies.  The 
spot  on  the  right  leg  was  as  large  as  the  palm  of  the  hand.  The  eczema 
was  cured  by  subjecting  the  diseased  parts  to  the  action  of  the  X-rays 
twelve  times.  The  treatment  was  given  daily,  with  the  exception  of  Sun- 
days and  of  those  days  when  the  patient  was  prevented  from  coming. 
It  lasted  from  twenty  to  twenty-five  minutes,  and  the  tube  was  placed 
at  a  distance  of  about  30  to  40  centimetres  from  the  patient. 

Later  report :  ^  Nine  months  afterward,  slight  recurrence  on  one 
leg,  but  the  other  remained  well. 

Case  II.  Mrs.  W.  had  had  eczema  for  two  years  in  both  legs. 
On  the  outside  of  the  right  leg  there  was  an  area  about  12  centimetres 
long  by  6-j  centimetres  broad,  and  on  both  sides  of  the  left  leg  there 
was  a  patch  the  size  of  the  palm  of  the  hand.  In  this  case  also  all 
therapeutic  measures  had  been  tried  without  result.  The  right  leg  was 
subjected  to  the  action  of  the  X-rays  four  times,  and  then  a  reaction 
took  place,  which  showed  itself  as  a  redness  on  the  spot  itself  and  in 

^  "  Durch  Roentgenstrahlen  geheiltes  chronisches  Ekzem,"  Fortschritte  a,  d.  Geb,  (L 
Koetitgenstr.y  Bd   II,  pp.  16-18. 

2  Munchtner  Med.  Wochenschr.y  March  6,  1900. 
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the  immediate  neighborhood ;  but  this  redness  yielded  in  three  days  on 
the  application  of  bandages  wet  with  lead  water.  The  X-rays  were  then 
again  applied  to  the  right  and  also  to  the  left  leg,  and  the  eczema  was 
cured.  Each  individual  treatment  in  this  case  was  of  the  same  duration 
as  in  Case  I,  and  the  tube  was  at  the  same  distance  from  the  patient. 

Later  report.^  Slight  recurrence  six  months  afterward  on  the  left 
leg,  which  yielded  to  treatment  with  salve. 

Hahn  also  gives  a  case  of  chronic  eczema  treated  by  Albers-Schon- 
berg  with  the  X-rays,  which  finally  involved  the  whole  back  of  the  hand 
and  which  had  been  treated  without  result.  The  treatment  with  the 
X-rays  began  on  February  9,  and  was  given  daily  for  half  an  hour.  On 
February  1 1  there  was  a  slight  reaction.  On  March  28  the  hand  was 
completely  well.  On  April  19  a  few  eczematous  pustules  the  size  of 
the  head  of  a  pin  appeared  on  the  back  of  the  hand,  which  made  the 
diagnosis  of  chronic  eczema  certain. 

The  two  following  cases  of  Albers-Schonberg  increase  the  evidence 
already  adduced  in  this  direction  as  to  the  beneficial  effect  of  the  X-rays 
in  cases  of  eczema  :  — 

Case  I.  Chronic  impetiginous  eczema  of  the  head.  Boy  five  years 
old ;  had  been  treated  for  four  years  without  result.  The  whole  face, 
the  head  where  the  hair  grew,  and  the  neck  were  changed  into  a  surface 
covered  with  scabs  and  crusts  with  exudation ;  the  face  was  bloated,  the 
eyelids  swollen.  To  demonstrate  the  action  of  the  X-rays  the  face,  head, 
and  neck  were  covered  with  a  tinfoil  mask,  out  of  which  was  cut  an 
oval  hole  9x5  centimetres  in  size,  and  a  portion  of  the  cheek  only  was 
thus  left  exposed.  After  a  treatment  of  about  twenty  minutes  the  part  of 
the  cheek  exposed  presented  a  changed  appearance ;  it  was  dry  and 
remained  dry.  After  a  few  more  sittings  a  lively  peeling  of  the  epi- 
dermis set  in  on  the  part  treated.  The  rest  of  the  face  and  head  and 
neck  were  then  systematically  treated,  with  equally  quick  and  good 
results.  The  exudation  ceased  and  no  more  scabs  formed.  The  dry 
skin  began  to  peel  off,  islands  of  normal  skin  arose  and  increased  in  size. 
After  thirty  treatments  the  child  showed  traces  only  of  the  eczema. 
The  bloating  of  the  face  had  completely  disappeared,  and  the  general 
condition  was  good.  The  recovery,  when  the  case  was  reported,  was 
going  on  well. 

I  find  a  case  given  by  Albers-Schonberg  and  Hahn  in  a  later  article,* 

*  Muttchemr  Med.  Wochenschr.y  March  6,  1900. 
2  Ibid. 
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which  seems  to  be  a  further  report  of  this  same  case.  After  a  month 
the  eczema  appeared  on  the  throat,  but  the  head  and  face  remained 
almost  entirely  well.  The  sittings  were  then  renewed,  but  only  a 
transient  improvement  took  place.  Later,  the  boy  had  a  treatment  of 
sulphur  baths  and  vaseline,  and  was  completely  cured ;  after  five  months 
the  eczema  returned  again,  but  was  again  (when  reported)  improving 
under  treatment. 

Case  II.  Child.  Extensive  impetiginous  eczema  of  the  face  and 
head.     Duration  of  disease  six  weeks. 

Ten  to  twelve  X-ray  sittings  were  given  and  no  reaction  was  pro- 
duced. The  face  healed  quicker  than  the  head  under  the  hair.  The 
hair  came  out,  but  in  about  a  month  had  grown  again.  Child  completely 
well  a  year  later. 

The  prominent  characteristic  during  the  healing  process  of  these 
two  cases  was  the  extraordinary  quickness  with  which  the  X-rays  worked. 
Albers-Schonberg  characterizes  the  effect  as  follows :  ( i )  cessation  of 
the  exudation ;  (2)  drying  up  of  the  skin  ;  (3)  peeling. 

Jutassy  ^  reports  the  following  case,  which  is  instructive  as  a  warning, 
because  the  treatment  was  continued  longer  than  proved  to  be  neces- 
sary, and  a  dermatitis  was  set  up  :  — 

Eczema  chronicum  manus.  Man  twenty-nine  years  old.  On  the 
back  of  both  his  hands.  Disease  of  seven  years'  duration.  Treated 
medically  without  result.  X-ray  treatment  given  from  July  25  to  August 
3,  1898,  eight  sittings,  the  whole  time  amounting  in  all  to  two  and  a 
half  hours,  after  which  upon  the  intact  skin  reddish  brown  erythema 
appeared,  and  the  lesions  arising  from  the  eczema  came  off.  On  the 
metacarpo-phalangeal  joint  of  the  hand  only,  a  large  crust  the  size  of 
the  palm  of  a  child's  hand  remained,  therefore  this  portion  was  X-rayed 
again  on  August  8.  It  proved,  however,  to  be  superfluous,  for  a 
purulent  dermatitis  set  in,  and  while  the  skin  of  the  left  hand  and  the 
other  part  of  the  right  hand  got  well  in  a  few  days,  the  complication 
took  about  a  month  to  heal,  and  a  smooth  white  scar  was  left.  Since 
then,  thirteen  months,  there  has  been  no  recurrence. 

The  most  striking  case  of  the  usefulness  of  the  X-rays  in  the  treat- 
ment of  acute  eczema  which  I  have  had,  is  the  following:  — 

Case  I.  B.  J.  A  man  fifty  years  old,  who  had  suffered  from  this 
disease  every  winter  for  several  years  past,  and  who  formerly  required 
to  be  treated  some  weeks  or  months  before  he  obtained  relief.     This 

^  Fortschritte  a,  d,  Geb,  d.  Jioentgntstr.,  Bd.  Ill,  H.  3,  p   1 20. 
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year,  on  the  19th  of  the  month,  he  came  to  see  me  and  stated  that  the 
night  before  he  had  had  intense  itching  and  redness  of  the  skin  on  the 
outer  part  of  the  left  upper  arm,  and  that  he  had  waked  in  the  night  to 
find  his  night-dress  saturated  with  exudation  from  this  area.  When  I 
saw  him  there  was  a  red  area  15  centimetres  long  and  10  centimetres 
wide,  which  was  rough  but  not  moist.  The  intense  itching  of  this  area 
was  extremely  hard  to  bear. 

I  made  a  single  exposure  of  the  diseased  tract  to  the  X-rays,  with 
the  exception  of  a  small  portion  that  was  excluded  as  a  control,  at  three 
o'clock,  P.M.,  for  ten  minutes,  the  target  of  the  vacuum  tube  being  at  a 
distance  of  10  centimetres  from  the  skin.  In  the  evening  the  itching  had 
•decreased,  and  on  the  following  morning  there  was  no  itching  and  abso- 
lutely no  discomfort  over  the  part  which  had  been  exposed  to  the  X-rays. 

On  the  2 1st  of  the  month,  forty-eight  hours  after  the  first  exposure 
to  the  X-rays,  the  skin  was  still  rough,  but  there  was  no  pain  and  no 
itching.  The  small  portion  of  the  eczematous  area  which  had  purposely 
not  been  exposed  to  the  rays  was,  however,  still  red,  swollen,  and  itch- 
ing, and  this  was  now  subjected  to  the  X-rays  for  eight  minutes ;  like- 
wise a  reddened  area  on  the  inside  of  the  left  arm,  which  itched 
somewhat,  for  six  minutes. 

On  the  23rd  of  the  month  there  was  a  slight  redness  and  irritation 
on  the  inner  side  of  the  left  arm,  and  this  tract  was,  therefore,  exposed 
to  the  X-rays  for  ten  minutes.  On  the  26th  of  the  month  the  patient 
returned  to  state  to  me  that  he  had  been  perfectly  well  since  the  treat- 
ment, and  there  had  not  been  the  slightest  itching.  The  area  first 
affected,  on  the  outer  part  of  the  arm,  which  was  1 5  centimetres  long 
and  10  centimetres  wide,  was  still  rough,  but  gave  him  no  discomfort 
whatsoever. 

Case  II.  X.  Y.  had  chronic  eczema  of  the  back,  neck,  and  arms, 
with  much  itching  in  some  portions,  especially  about  the  elbows.  He 
had  been  treated  six  weeks  by  the  usual  method.  I  tried  to  relieve  him 
by  means  of  the  X-rays.  After  the  first  exposure  the  patient  thought 
the  itching  was  much  diminished,  but  it  returned  on  the  second  day,  and 
further  daily  exposures  to  the  X-rays  for  several  days  did  not  give  him 
any  relief.  It  is  not  improbable  that,  if  I  had  then  known  better  how 
to  use  the  X-rays  in  this  disease,  I  might  have  been  able  to  help  him. 
Possibly  the  parts  treated  by  the  X-rays  healed  subsequently  under  oint- 
ments more  rapidly  than  they  might  otherwise  have  done ;  but  I  am  not 
satisfied  that  the  X-rays  were  of  any  advantage  to  this  patient. 
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Hahn  and  Albers-Schonberg  ^  draw  the  following  conclusions  from 
fourteen  cases  of  eczema :  — 

In  eczema  with  exudation,  the  latter  dried  up  after  from  one  to  four 
sittings,  and  remained  dry.  In  eczema  with  itching,  the  latter  ceased 
often  permanently  after  one  sitting.  In  dry  eczema  the  influence  of 
the  X-rays  was  also  favorable ;  on  an  average,  after  the  fourth  sitting  a 
striking  change  appeared ;  the  spots  that  had  looked  as  if  they  were 
dead  took  on  a  fresher  appearance ;  the  surface  became  smooth,  though 
somewhat  red,  and  the  crusts  did  not  form  again. 

Small  tracts  of  eczema  were  cured  after  a  few  sittings  and  did  not 
need  further  treatment ;  if  the  eczema  was  more  extensive  a  longer 
course  of  treatment  was  necessary ;  but  in  all  cases,  even  the  most 
obstinate,  they  obtained  a  good  result.  In  cases  of  recurrence  the  X- 
rays  were  not  so  effective ;  more  sittings  were  necessary ;  the  disease 
did  not  react  so  promptly.  On  the  other  hand,  medical  treatment, 
which  had  been  absolutely  useless  before  the  employment  of  the  X-rays, 
produced  its  proper  results  after  the  sittings  and  completed  the  cure  that 
had  been  initiated  by  the  rays.     The  following  case  is  illustrative  :  — 

Case  I.  Miss  M.  Eczema  with  itching  and  fissures  on  both  hands. 
Duration  of  disease  one  year ;  constantly  under  treatment. 

Three  sittings  with  the  X-rays.  After  the  first  sitting  of  twenty 
minutes'  duration  the  itching  disappeared.  Six  months  later  a  recur- 
rence. The  itching  was  again  stopped  after  one  treatment.  Great  im- 
provement in  the  disease  after  the  tenth  treatment.  For  reasons  per- 
sonal to  the  patient  the  X-ray  sittings  were  abandoned,  and  salve  was 
applied  with  good  result,  although  before  the  use  of  the  X-rays  it  had 
been  employed  without  effect. 

The  conclusions  arrived  at  by  Hahn  and  Albers-Schonberg  ^  after  the 
treatment  of  twenty  cases  of  lupus,  one  of  favus,  and  two  of  psoriasis 
vulgaris,  in  addition  to  the  fourteen  cases  of  eczema  mentioned  above, 
are  also  of  special  interest :  — 

1.  The  X-rays  work  surely  and  favorably  in  lupus  and  other  skin  diseases. 

2.  They  cure   absolutely  the  eczema  which  accompanies   lupus,  and   the  thickening 

resembling  elephantiasis  arising  from  the  same,  and  therefore  are  adapted  to  the 
treatment  of  surfaces  and  deeper  parts. 

3.  Recurrences  are  not  excluded  by  this  method  any  more  than  by  any  other  method. 

4.  The  X-ray  treatment  does  not  exclude  other  methods,  but  rather  supplements  them, 

or  may  be  combined  with  them. 

*  Afunchgftgr  Med.   Wochenschr.^  March  6  and  13,  1900. 
2  Ihid.f  March  13,  1900. 
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5.  What  is  true  of  lupus  is  also  true  of  eczema  and  of  other  skin  diseases,  which, 

however,  need  further  study. 

6.  By  appropriate  treatment  and  technical  skill,  dermatitis,  excoriation,  gangrene,  etc.^ 

can  be  avoided. 

NiEvus  Flammeus  or  Vasculosus 

The  following  case,  reported  by  Jutassy,^  is  of  such  interest  that  I 
give  it  in  some  detail :  — 

J.  E.,  twenty-two  years  old ;  cabinet-maker ;  congenital  teleangiec- 
tasia or  naevus  vasculosus  or  flammeus  faciei. 

The  process  affected  almost  the  whole  right  half  of  the  face.  The 
teleangiectasia  did  not  rise  above  the  level  of  the  skin  on  the  forehead, 
but  on  the  cheek  and  nose  livid  growths  from  the  size  of  hempseed  to 
that  of  beans  could  be  seen,  so  that  the  teleangiectasia  was  combined 
with  angioma. 

The  color  varied  from  the  color  of  cinnabar  to  dark  purple ;  the 
edges  and  the  whole  of  the  forehead  that  was  involved  was  lighter  than 
the  centre  of  the  naevus ;  the  nose  and  the  skin  about  the  eye  appeared 
particularly  livid.  The  patient  was  of  middle  height,  well  developed, 
and  healthy.  The  hair  of  his  beard  and  mustache  was  weak  and  strik- 
ingly scanty  on  the  affected  parts. 

The  treatment  was  begun  in  October,  1897,  but  only  a  small  part 
was  treated  at  first  as  an  experiment.  The  head  and  neck  were  pro- 
tected by  a  thick  piece  of  lead  in  which  a  hole  3  by  4  centimetres 
was  cut.  Thus  not  only  a  portion  of  the  naevus  was  exposed,  but  also 
a  healthy  piece  of  skin  3  to  4  millimetres  broad,  as  a  control  experi- 
ment. 

From  October  6  to  12,  1897,  the  patient  was  exposed  in  all  four  and 
a  half  hours  to  the  X-rays,  in  eight  sittings,  and  then  a  slight  hyper- 
aemia  showed  itself  on  the  healthy  skin,  which  in  the  course  of  ten  days 
became  dark  brown  in  color  and  the  naevus  became  dark  red.  At  the 
end  of  October  the  epidermis  came  off  in  small  scales,  and  by  the  use 
of  oxide  of  zinc  salve  the  slight  dermatitis  was  healed  entirely  by 
November  10. 

The  naevus  part  of  the  skin  that  had  been  subjected  to  the  X-rays 
was  essentially  paler,  and  showed  a  marked  contrast  between  its  color 
and  that  of  the  naevus  to  which  the  X-rays  had  not  been  applied,  so 
that  the  experiment  was  considered  a  success. 

1  FortschritU  a.  d.  Geb.  d.  Roentgenstr.^  B.  II,  1 898,  pp.  213-216. 
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Jutassy  then  produced  a  more  severe  dermatitis.  The  X-rays  were 
applied  from  November  20  to  30,  and  to  prevent  the  hair  of  the  head 
and  beard,  and  the  eyebrows  and  eyelashes,  from  falling  out,  a  lead 
mask  was  put  on  which  left  the  cheek,  nose,  and  forehead  uncovered. 
The  naevus  was  so  exposed  to  the  rays  in  eleven  sittings  that  the  centre 
of  the  light  alternately  touched  the  cheek,  then  the  nose,  and  lastly  the 
forehead  ;  so  that  the  cheek  and  forehead  were  subjected  to  intense 
light  for  from  five  to  ten  hours,  and  the  nose  four  hours ;  altogether 
the  face  was  exposed  to  the  light  fourteen  hours,  until  the  normal  por- 
tion of  the  face  that  was  left  unprotected  by  the  lead,  for  a  control, 
showed  an  erythema.  The  dermatitis  developed  until  December  10, 
and  gave  all  the  characteristic  features  of  an  inflammation.  The  patient 
complained  of  trouble  in  the  bones  of  his  face  at  the  articulation  of  his 
jaw.  In  the  next  two  weeks  an  eczematous  excoriation  was  visible, 
which  later  passed  into  a  pustular  eruption.  The  epidermis  largely 
scaled  off  and  the  corium  lay  exposed. 

On  December  25,  the  patient  went  to  St.  Roch's  Hospital,  where 
he  was  treated  first  daily,  then  every  two  days,  and  later,  every  three 
days,  with  boric-vaseline.  The  new  skin  formed  tolerably  quickly 
toward  the  centre.  On  January  10,  1898,  the  skin  of  the  nose  was 
completely  healed.  At  the  beginning  of  February,  1898,  the  inflamma- 
tory process  had  entirely  disappeared.  The  naevus,  except  in  the  pro- 
tected parts,  that  is,  in  the  neighborhood  of  the  eye,  the  upper  lip,  and 
the  skin  of  the  head  under  the  hair,  had  disappeared ;  there  was  no 
trace  of  angioma.  Over  the  part  that  had  been  exposed  to  the  X-rays 
was  a  soft  smooth  scar,  rose-red  in  places,  but  which  scarcely  differed 
from  the  normal  skin.  On  the  edge,  only,  was  the  yellowish  brown 
hyperpigmentation  marked.  Where  the  head  and  beard  were  unpro- 
tected by  the  lead  a  little  hair  fell  out. 

Nearly  a  year  and  a  half  after  the  treatment  was  given  the  skin  of 
the  forehead  and  nose  could  scarcely  be  distinguished  from  the  normal 
skin.  The  check  where  the  livid  spots  had  been  showed  still  a  rose-red  . 
color.  The  hyperpigmentation  was  essentially  diminished  by  medical 
treatment,  but  did  not  entirely  disappear,  therefore  Jutassy  thinks  the 
pigment  was  probably  not  in  the  outer  skin,  but  in  the  upper  layer  of 
the  cutis.  The  new  skin  was  thin  and  susceptible  to  changes  in  the 
temperature.  In  winter  it  had  a  deeper  shade  of  rose-red,  whereas  in 
warm  weather  it  almo.st  disappeared.  Two  photographs  of  the  patient 
are  given,  one  before  and  one  after  treatment. 
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Sycosis   and   Favus 

Freund  and  Schiff,  ^  in  treating  sycosis  and  favus  by  the  X-rays,  were 
guided  by  the  idea  that  by  removing  the  hair,  which  they  looked  upon 
as  a  foreign  body,  they  would  eliminate  every  exciting  cause  of  inflam- 
mation in  the  outer  follicular  tissues,  the  cutis,  and  the  papillae.  And 
in  fact  after  the  removal  of  the  hair  they  saw  no  new  pustules  form  in 
the  cases  of  sycosis;  the  secretion  and  crust  formation  ceased  com- 
pletely. They  also  noticed  that,  before  the  removal  of  the  hair,  the 
appearances  due  to  acute  inflammation  were  much  less  prominent,  and 
the  most  striking  inflammatory  infiltrations  in  the  neighborhood  of  the 
parts  of  the  beard  that  were  affected  grew  more  level  with  the  surface 
and  disappeared.  At  this  stage  the  hair  that  was  pulled  out  showed 
dry  roots  without  any  bulbous  swelling,  whereas  before  the  roots  were 
surrounded  by  a  glossy  infiltrated  sheath.  At  the  same  time  the  sub- 
jective troubles  of  tension  and  heat,  from  which  the  patient  had  suffered, 
yielded. 

When  treating  the  favus  they  proceeded  very  energetically.  All 
the  hair  on  the  head,  whether  affected  apparently  with  favus  or  not, 
was  exposed  to  the  X-rays,  and  the  treatment  was  not  stopped  until  the 
skull  was  completely  deprived  of  hair.  This  was  done  with  the  idea  of 
destroying  any  hidden  parasites  by  which,  eventually,  the  neighboring 
parts  might  be  affected.  The  repeated  treatment  was  not  intended  to 
prevent  the  hair  of  the  head,  or  of  the  beard  from  growing  again,  and 
it  did  not. 

Freund  and  Schiff  state  that  with  the  methods  of  treatment  carried 
on  by  them  no  dermatitis  occurred.  As  soon  as  any  redness  appeared 
which  deviated  in  the  slightest  degree  from  the  redness  due  to  the 
hyperaemia  already  present,  the  treatment  was  stopped.  After  from 
seven  to  eleven  sittings  the  hair  was  loosened  and  fell  out,  or  was  easily 
pulled  out  by  the  fingers.  The  redness,  together  with  all  other  indica- 
tions of  disease,  disappeared  in  the  course  of  the  next  ten  to  twelve 
days. 

The  method  was  as  follows :  The  apparatus  used  was  a  Ruhmkorff 
coil  with  a  spark-length  of  30  centimetres.  It  was  excited  by  means  of 
six  storage  cells  (12  volts).  The  resistance  of  the  tube  never  exceeded 
10  to  15  centimetres.     The  interruptions  did  not  follow  so  quickly  upon 

1 "  Wcitere  Anwendungsgebiete  der  Radiotherapie,"  Fortschriite  a.  d.  Geb.  d,  Roentgenstr.^ 
Bd.  Ill,  H.  3,  pp.  109-110. 
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one  another  biit  that  a  flickering  of  the  light  could  be  plainly  seen. 
The  tube  at  first  was  at  a  distance  of  15  centimetres  from  the  part 
treated,  but  the  distance  was  gradually  reduced  to  5  centimetres.  The 
sittings,  which  at  first  lasted  only  five  minutes,  were  increased  to  fifteen 
minutes.  The  healthy  skin  in  the  neighborhood  of  the  parts  treated  was 
protected  by  sheets  of  pasteboard  covered  with  lead  .5  millimetre  thick. 

Case  I.  F.  S.,  twenty-six  years  old.  Sycosis  of  the  beard.  Dura- 
tion of  disease  four  years.  On  both  cheeks  where  the  hair  was  grow- 
ing were  numerous  nodules  and  pustules,  pierced  by  a  hair  and  often 
surrounded  by  a  scab.  The  roots  of  the  hair  were  swelled  with  puru- 
lent matter.  The  upper  lip  was  free  from  disease.  The  treatment  was 
begun  on  April  18,  1899.  On  April  25  the  hair  was  loosened  and  came 
out  when  slightly  pulled.  Slight  hyperaemia.  After  another  week  all 
reaction  disappeared.  The  spots  that  had  been  affected  by  sycosis 
were  smooth  and  white. 

Case  II.  J.  H.,  eczema  chronicum  barbae,  blepharitis  bilateralis. 
Duration  of  disease  over  fifteen  months.  When  the  crusts  came  off 
there  were  diffuse  moist  areas. 

Treatment  was  begun  on  the  left  side.  May  18,  1899,  and  after  eleven 
sittings  the  hair  fell  out.  After  five  sittings  the  exudation  had  completely 
ceased.  The  blepharitis  disappeared  at  the  same  time  as  the  sycosis. 
A  slight  erythema  appeared  and  disappeared  after  six  days.  June  7 
treatment  was  begun '  on  the  right  side,  and  was  brought  to  a  close  on 
June  19.  October  2  the  patient  had  a  thick,  full  black  beard  again, 
which  was  in  a  perfectly  healthy  condition. 

Case  III.  J.  H.,  twenty-eight  years  old.  Sycosis  of  the  upper 
lip  and  chin.  Duration  of  disease  six  months.  A  photograph  of  the 
patient  is  given  before  treatment,  which  was  begun  on  February  28, 
1899,  another  after  the  conclusion  of  the  treatment  on  March  17,  1899. 
In  the  second  picture  the  mustache  was  gone,  and  the  face  looked  smooth. 
On  September  4,  the  mustache  had  grown  out  again.  On  the  chin 
were  isolated  inflamed  follicles,  but  after  three  sittings  these  were  again 
normal. 

Case  IV.  J.  H.,  ten-year-old  schoolboy.  Favus  scutularis  capil- 
litii  of  seven  years'  duration.  On  April  8,  1899,  treatment  was  begun 
on  the  left  half  of  the  back  part  of  the  head.  The  hair  fell  out  April 
22.  Then  treatment  was  begun  on  the  skull  in  the  region  of  the  fore- 
head, and  was  brought  to  an  end  on  May  5.  At  last  the  right  half  of 
the  back  of  the  head  was  treated.     The  whole  treatment  ended  May  26. 
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After  the  treatment  was  over,  the  use  of  carbolanolin  salve  was  pre- 
scribed for  fourteen  days.  October  2  the  skin  on  the  head  was  per- 
fectly healthy  and  the  hair  that  had  come  out  had  been  replaced  by  a 
new  growth. 

Sycosis  Non-Parasitaria.  —  Gassmann  and  Schenkel  ^  report  the  fol- 
lowing case : — 

Case  I.  G.  B.,  thirty-six  years  old.  Entered  the  hospital  Novem- 
ber 22,  1897.  Disease  of  thirteen  years*  duration.  Had  been  treated 
medically  but  with  no,  or  only  transient,  result. 

X-ray  treatment  was  begun  on  April  12,  1898,  and  was  given  daily 
for  twenty  minutes,  with  the  tube  at  a  distance  of  20  centimetres.  After 
the  ninth  sitting  the  treatment  was  stopped  on  account  of  dermatitis. 

The  folliculitis  disappeared,  and  a  hairless  and  comparatively  nor- 
mal skin  remained. 

December  6.  The  patient  wrote  that  the  parts  treated  had  not 
changed,  but  had  remained  smooth  and  healed. 

Hypertrichosis 

Healthy  but  Superfluous  Hair.  — Jutassy  ^  has  treated  forty-four  cases 
of  hypertrichosis  with  the  X-rays.  In  these  cases  he  endeavored  to 
produce  a  reaction  that  would  lead  directly  to  depilation,  and  he  also 
tried  the  method  which  Schiff  and  Freund  pursue,  that  is,  by  the  accu- 
mulation of  many  slight  inflammations  to  produce  a  chronic  inflamma- 
tion, and  thus  a  chronic  degeneration  of  the  papillae.  He  states  that 
the  production  of  a  lasting  alopecia  was  brought  about  without  any 
noteworthy  reaction.  His  observations  taught  him  the  need  of  proceed- 
ing cautiously. 

Jutassy  states  that  the  reaction  appears  in  young  people  more  quickly 
and  more  completely  than  with  middle-aged  persons.  With  old  peo- 
ple he  had  had  no  experience.  The  skin  of  blondes  reacts  more  quickly 
and  more  vehemently  than  that  of  brunettes;  strong,  well-developed 
hair  comes  out  in  proportion  easier  than  the  lanugo  hair.  The  reaction 
is  greatest  where  the  centre  of  the  light  falls  ;  therefore,  the  vertical  rays 
are  the  most  efficient.  The  intensity  of  the  reaction  corresponds  to  the 
intensity  of  the  light  used,  the  distance  of  the  tube,  and  the  length  of 
exposure. 

1 "  Ein  Beitrag  zur  Behandlung  der  Hautkrankheiten  mittelst  Roentgenstrahlen,"  Fori^ 
schriite  a.  d.  Geh,  d.  Roentgenstr.y  H.  II. 

'^  fortsihritte  a.  d.  Geb.  d.  Roentgemtr.y  B.  II,  pp.  1 94- 1 9$;    B.  Ill,  H.  3,  p.  1 19. 
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I  give  one  case  reported  by  Jutassy :  — 

Case  I.  Hypertrichosis  totalis  faciei  et  colli.  Woman  twenty-five 
years  old.  The  cheek,  chin,  and  neck  were  covered  with  close,  coarse, 
black  hair,  but  there  was  not  much  on  the  upper  lip.  The  face  was 
treated  by  the  rays  from  the  3d  to  the  14th  of  November,  1898;  ten 
sittings  being  given,  three  and  a  half  hours  in  all.  December  2 
with  the  complete  removal  of  the  hair,  a  brownish  red  erythema  set 
in.  The  patient  went  away  with  the  understanding  that  as  soon  as  the 
erythema  disappeared  she  would  return  for  further  treatment.  The 
erythema  disappeared  in  the  beginning  of  the  new  year,  1899,  but  the 
patient  did  not  come  back  until  February,  and  then  there  was  a  slight 
recurrence,  but  only  about  the  corners  of  the  mouth,  and  that  to  a  much 
less  degree.  X-ray  treatment  was  repeated  on  February  5,  6,  7,  — one 
and  a  half  hours  in  all,  —  after  which  an  erythema  showed  itself  and 
this  time  more  quickly.  After  the  removal  of  the  hair  a  recurrence 
took  place,  but  only  in  the  neighborhood  of  the  left  corner  of  the  mouth, 
and  the  hair  was  slight  in  quantity,  so  that  another  repetition  of  the 
treatment  seemed  superfluous,  the  more  so  as  these  few  hairs  could  be 
removed  easily  in  half  an  hour  by  electrolysis. 

Freund  states  that  treatment  should  be  stopped  when  the  skin 
appears  of  a  light  red  or  brown  color,  and  the  hair  seems  loose. 
According  to  his  experience  this  occurs  in  hypertrichosis  after  17-25 
sittings;  in  sycosis  and  favus  in  7-13  sittings.  Hypertrichosis  needs, 
he  thinks,  a  second  course  of  treatment,  consisting  of  3-5  short 
daily  sittings,  which  should  be  given  after  an  interval  of  eight  weeks. 
If  this  second  course  of  treatment  is  omitted,  the  hair  usually  returns 
in  about  two  and  one  half  months,  as  generally  the  first  treatment  does 
not  suffice. 

LVMPHOMATA    COLLI 

Gocht  ^  reports  the  following  case  :  — 

Case  I.  A  man  forty-six  years  old  had  been  operated  on  repeatedly, 
and  the  last  time  the  wound  had  not  healed  well,  as  the  beard  kept  up 
a  continual  irritation.  To  get  rid  of  this  hair  he  was  given  daily  treat- 
ment with  the  X-rays.  The  sittings  began  on  April  23,  and  on  June  8 
the  hair  on  the  chin  and  neck  had  all  disappeared,  and  the  wound  had 
closed  smoothly  and  well.  After  two  months  and  a  half  no  hair  had 
grown  out,  though  the  skin  was  more  delicate  than  before.  It  was 
otherwise  normal.     The  removal  of  the  hair  gave  the  desired  relief. 

1  ForUchritte  a,  d.  Geb,  d.  Roen^enstr.y  B.  I,  p.  17. 
2  E 
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Psoriasis 

Albers-Schonberg  states  that  in  this  disease  it  has  been  observed  that 
the  scales  can  be  easily  pulled  off  without  bleeding,  after  four  sittings, 
and  adds  that  if  this  is  the  case  an  interval  between  the  sittings  is  indi- 
cated, for  the  skin  that  is  affected  with  psoriasis  is  inclined  to  excori- 
ation when  subjected  to  the  X-rays. 

Acne 

Acne  vulgaris.*  —  Jutassy  obser\'es  that  he  and  others  have  remarked 
the  cure  of  acne  vulgaris  in  cases  where  the  skin  was  treated  by  the 
X-rays  for  some  other  reason  than  the  acne. 

Acne  rosacea^.*  —  Jutassy  also  reports  that  he  is  experimenting  in  his 
laboratory  with  acne  rosaceae,  and  states  that  Schiff  and  Freund  think 
that  the  use  of  the  X-rays  is  indicated  in  obstinate  acne  and  comedones. 

Tuberculosis 

Pulmonary  Tuberculosis.  —  Hahn^  reports  that  a  patient  suffering 
from  chronic  pulmonary  tuberculosis  was  exposed  by  Rieder  to  the 
X-rays,  but  with  no  encouraging  results. 

DoUinger  ^  states  that  Bergonie  and  Mongour  report  two  cases  of 
acute  phthisis  in  individuals  who  were  in  bad  condition  owing  to  poor 
nourishment  and  the  excessive  use  of  alcohol.  The  result  was  nega- 
tive. In  a  case  of  lingering  pulmonary  tuberculosis  the  treatment 
produced  very  slight  results;  in  a  second  case  there  was  a  rapid  im- 
provement in  the  general  condition  and  the  strength  and  appetite 
increased,  but  the  local  process  remained  unchanged ;  a  third  case 
improved  generally  and  locally  during  the  first  month  of  treatment,  and 
then  severe  digestive  disturbances  appeared. 

Dr.  Sinapius,  in  August,  1897,  published  a  pamphlet  in  which  he 
gives  an  account  of  his  use  of  the  X-rays  in  the  treatment  of  pulmonary 
tuberculosis.  He  cites  a  number  of  cases  in  which  he  states  that  ex- 
cellent results  have  been  obtained,  but  the  diagnosis  was  not  estab- 
lished in  these  cases  and  his  statements  are  not  convincing. 

Laryngeal  Tuberculosis.  —  The  successful  treatment  of  lupus  by  the 
X-rays  should  lead  us  to  try  them  in  larjngeal  tuberculosis. 

>  FortsckritU  a.  d.  Geb.  d.  Rotntgenstr,^  B.  Ill,  H.  3,  p.  119 
2  IhiJ.,  B.  Ill,  H.  I,  p.  36. 
»/^ic/.,B.  II,  pp.  72.73. 
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Tuberculous  Elbow- joint  and  Wrist.  —  Southgate  Leigh  gives  a  case 
of  a  tuberculous  elbow-joint,  which  is  reported  by  Werner,^  that  was 
exposed  to  the  X-rays  for  two  hours  from  two  to  three  times  a  week. 
After  twelve  hours*  exposure  the  inflammation  had  disappeared,  and 
the  patient  had  been  free  from  recurrence  for  eighteen  months  when 
reported  upon. 

Dollinger^  states  that  Kirmisson  reports  a  case  of  a  tuberculous 
wrist  which  was  much  improved  by  daily  sittings  of  ten  minutes*  dura- 
tion, for  two  and  a  half  months,  and  was  cured  completely  by  elastic 
compression  following  the  X-ray  treatment. 

A  Case  of  Tuberculosis  in  a  Wound  caused  by  a  Burn.^ —  Dr.  Ivar 
Bagge,  of  Goteborg,  Sweden,  reports  a  case  of  a  man,  J.  B.,  forty- 
seven  years  of  age,  who  had  always  been  healthy  and  had  no  tuber- 
culous history.  When  J.  B.  was  thirty  years  old  he  burned  the  left 
back  and  front  of  his  chest  with  boiling  water.  He  went  to  no  phy- 
sician, but  tried  to  heal  the  wound  himself,  and  meanwhile  he  worked 
often  in  a  family  in  which  two  of  the  members  were  suffering  from  tuber- 
culosis. The  wound  healed  for  the  most  part  with  scars,  but  the  unhealed 
parts  were  covered  with  granulations  and  crusts  ;  these  never  healed  com- 
pletely during  the  seventeen  years ;  they  dried  up  and  then  opened  again, 
suppurated  and  increased.  Finally  the  wounds  became  so  bad  that  the 
patient  could  not  work,  and  therefore  in  August,  1899,  he  went  to  the 
hospital  for  treatment,  and  remained  there  almost  five  months.  During 
this  time  he  took  a  cold  in  his  head,  and  he  had  a  habit  of  putting  his 
fingers  into  his  nose,  and  likewise  of  picking  off  the  crusts  from  the 
wounds  on  his  chest.  Shortly  after  he  recovered  from  the  cold  a  wound 
appeared  in  the  mucous  membrane  of  the  right  nostril.  The  nostril 
swelled  up,  and  an  elevation  the  size  of  a  bean  could  be  seen  on  the 
right  side  of  the  nose.  This  elevation  soon  ulcerated  and  the  new 
wound  increased  in  size.  The  upper  lip  became  affected  and  the  trouble 
spread  to  the  right  cheek.  As  these  wounds  resisted  the  energetic  treat- 
ment applied  in  the  hospital,  the  patient  was  sent,  in  January,  1900,  to 
Dr.  Bagge,  who  applied  the  X-rays  with  the  result  that  the  wounds  on 
the  front  and  on  the  back  were  healed  in  the  course  of  three  weeks, 
and  the  bandage  could  be  taken  off. 

Dr.  Bagge  states  that  the  striking  point  in  this  case  is  the  fact  that 

*  Fortschriite  a.  d.  Geb.  d.  Roentgenstr.,  B.  Ill,  H.  3,  pp.  1 22- 1 23. 

2  /bid.,  B.  II.  p.  72. 

»  Ibid.,  B.  Ill,  H.  6,  p.  218. 
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the  X-ray  treatment  that  was  applied  only  to  the  front  of  the  chest  like- 
wise healed  the  larger  ulcerations  that  were  on  the  back,  as  well  as 
those  under  the  axilla,  as  quickly  as  those  below  the  clavicle.  This  is 
only  one  case,  and  the  good  results  may  have  been  due  to  some  other 
cause  than  the  X-ray  treatment.  Dr.  Bagge  mentions,  in  connection 
with  this  case,  two  cases  that  he  treated  of  lupus  of  the  hard  palate, 
with  ulcerations.  The  mucous  membrane  of  this  palate  was  healed, 
although  the  rays  had  passed  both  through  the  soft  and  hard  parts  of 
the  face. 

Trigeminal  Neuralgia 

Gocht  *  reports  the  case  of  a  man  seventy -six  years  old,  who  had  suf- 
fered from  trigeminal  neuralgia  of  the  right  side  for  from  ten  to  eleven 
years,  and  the  pain  came  on  daily  with  such  severity  that  large  doses  of 
morphine  had  been  used  for  years.  The  patient  went  to  Dr.  Gocht  for 
surgical  treatment,  but  instead  was  treated  daily  for  half  an  hour  with 
the  X-rays,  as  an  experiment.  From  the  second  day  on  the  patient  had 
no  more  pain  and  required  no  more  morphine.  On  the  sixth  day  he 
had  a  very  slight  attack.  He  was  then  obliged  to  go  away,  but  a  week 
later  returned.  The  attacks  had  not  returned,  but  the  right  cheek  had 
reddened,  and  the  hair  upon  it,  as  well  as  upon  the  upper  lip  and  chin, 
had  almost  entirely  come  out.  Somewhat  later  the  pain  returned,  but 
to  what  extent  is  not  known. 

New  Growths 

For  some  time  past  attempts  have  been  made  to  treat  various  forms 
of  new  growths  by  means  of  the  X-rays,  and  recently  it  has  become  a 
recognized  method  of  treatment  for  external  forms  in  the  hands  of 
those  who  have  learned  something  of  its  use  in  this  field ;  among 
external  forms  I  include  those  of  the  breast,  and  of  any  part  which  is 
easily  accessible  from  the  e.xterior,  such  as  portions  of  the  tongue,  the 
larynx,  and  the  cervix  uteri,  if  the  disease  is  in  a  very  early  stage. 

When  more  is  known  about  the  physics  of  the  radiation  from  the 
vacuum  tube,  we  may  be  able  to  separate  the  beneficent  from  the  harm- 
ful radiation  and  thus  be  enabled  to  bring  the  deep-seated  cancers 
within  reach  of  this  method  without  risk  of  burning  the  patient.  It 
now  seems  as  if  the  radiation  from  a  vacuum  tube  had  separate  and 

*  "Therapeutische  Verwendung  der  Roentgenstrahlcn,*'  Fortsckrittt  a.  d.  Gtb.  d.  Rotnt^enstr^ 
B.  I. 
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distinct  actions^  First,  prompt  relief  from  pain  takes  place,  second,  the 
process  of  repair  begins  to  be  evident,  and  third,  if  the  treatment  has 
been  pushed  vigorously,  dermatitis  may  follow. 

I  will  refer  briefly  to  some  of  the  early  attempts  to  treat  carcinoma 
by  means  of  the  X-rays,  and  then  take  up  at  more  length  the  subject  of 
the  treatment  of  external  new  growths. 

Carcinoma  of  the  Breast,  —  Gocht^  reports  the  two  following  cases  of 
cancer  of  the  breast ;  first  that  of  a  woman  fifty-four  years  old.  She 
was  treated  daily  for  six  days,  and  felt  better  subjectively,  and  the  pain 
almost  entirely  disappeared.  On  the  seventh  day  she  had  a  sudden  rise 
in  temperature,  and  erysipelas  developed,  which  spread  over  the  back 
and  breast  and  the  whole  right  arm.  A  few  days  afterward  there  was 
profuse  bleeding  from  the  ulcerating  carcinoma,  which  was  followed 
not  long  after  by  death. 

Second  a  patient  forty-six  years  old,  where  the  cancer  had  been 
operated  on  several  times,  the  last  time  being  in  1896.  Treatment  with 
the  X-rays  was  begun  in  November,  1896.  The  pain  subsided  quickly, 
but  when  the  sittings  were  stopped  because  the  apparatus  was  out  of 
order  for  about  twelve  days,  returned,  so  that  morphine  was  again 
necessary.  As  soon,  however,  as  the  sittings  were  renewed,  the  mor- 
phine was  again  omitted.  In  January  and  February,  1897,  the  cancer 
increased,  and  in  the  middle  of  the  latter  month  the  patient  was  no 
longer  able  to  be  carried  to  the  X-ray  room.  The  pain  returned  and 
morphine  was  again  used.     The  patient  died  February  26,  1897. 

Carcinoma  of  the  Stomach,  —  Despeignes^  has  treated  a  patient  with 
a  carcinoma  of  the  stomach  by  the  X-rays.  The  sittings  were  given 
twice  a  day  for  half  an  hour,  with  the  result  that  a  week  later  the  pain 
had  diminished,  the  tumor  had  considerably  decreased  in  size,  the  yellow 
color  of  the  skin  had  almost  disappeared,  and  emaciation  made  no  fur- 
ther progress. 

External  Forms  of  Cancer, — Johnson  and  Merrill,  in  an  excellent 
paper  in  the  Philadelphia  Medical  Jonnial  for  December  8  and  15, 
I900»  give  the  results  of  their  use  of  the  X-rays  in  carcinoma  and 
describe  carefully  six  cases.  They  arrive  at  the  conclusion  that  to  pro- 
duce a  curative  effect  a  so-called  X-ray  burn  must  be  set  up ;  and  they 
state  that  the  static  machine  and  smaller  coils  are  not  applicable  for  the 
use  of  the  X  rays  in  this  disease. 

'  Fortschritte  a.  d.  Geb,  d.  Roentgensfr.,  B.  I.,  p.  16. 
*  La  Semaine  AMicaU,  No.  37,  1896,  p.  cxlvi. 
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They  select  a  tube  of  low  resistance,  "but  before  using  it  on  a  patient 
its  burning  time  is  determined.  This  is  very  important,  for  we  have 
found  that,  of  two  equally  soft  tubes  operated  on  the  same  current,  one 
may  produce  k  burn  in  three  minutes,  while  with  the  other  an  exposure 
of  thirty  minutes  may  be  necessary  to  effect  the  same  result.  .  .  ." 

"  It  is  our  object  to  produce  a  mild  inflammation  and  pigmentation 
in  and  about  the  diseased  tissue,  gradually  increasing  its  severity,  until 
we  have  a  burn  of  such  depth  that  it  will  require  six  weeks  to  heal  on 


Fig.  223.     H.  N.     Epidermoid  cancer  of  the  lip  before  treatment  with  the  X-rays.     Front  view. 

the  normal  skin.  The  treatment  is  then  suspended  for  a  month,  and 
if  a  complete  cure  is  not  in  prospect  at  the  end  of  this  time,  the  process 
is  continued  over  those  parts  which  still  resist.'* 

It  is  well  known  that  cancer,  especially  of  the  face,  may  yield,  not 
only  to  surgical  interference,  but  also  to  the  effect  of  caustics,  which 
are  not  infrequently  used  to  treat  it;  and  if  relief  is  given  only  by  the 
burning  action  of  a  vacuum  tube,  there  are  other  methods  of  cauteriz- 
ing a  diseased  part  which  are  much  simpler.     Until  this  caustic  action 
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is  excluded,  it  is  not  demonstrated  that  we  have  a  therapeutic  agent  that 
is  novel  in  its  action  for  the  treatment  of  face  cancer. 

My  own  experience  ^  in  using  the  X-rays  for  the  treatment  of  cancer 
differs  from  the  above  and  has  demonstrated  to  me  that  in  certain  forms 
of  cancer,  the  pain,  odor,  discharge,  and  growth  disappear,  and  that  this 
can  be  brought  about  without  pain  or  inconvenience,  or  a  burn. 

Many  of  my  cases  have  been  treated  with  a  vacuum  tube  that  was 


Fig.  224.    H.  N.    Epidermoid  cancer  of  the  lip  before  treatment  with  the  X-rays.    Side  view. 

excited  by  a  static  machine.     As  examples  of  the  good  effect  of   this 
treatment,  I  will  cite  the  following  cases :  — 

Case  I.  H.  N.,  a  young  man  twenty-five  years  old,  who  had  been 
a  patient  of  Dr.  H.  L.  Burrell,  and  by  him  was  kindly  transferred  to 
my  service,  gave  the  following  history :  He  had  always  been  well  and 
strong.  Three  months  ago  he  noticed  a  small  crusted  sore  on  the  .right 
side  of  the  lower  lip,  which  he  thought  was  a  coldsore.     It,  however, 

^  "  Note  on  the  Treatment  of  Epidermoid  Cancer  by  the  Roentgen  Rays,"  Boston  Medical 
and  Surgical  Journal f]2Lii\x2iXy  1 7  and  April  4,  1901. 
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kept  up  a  constant  scabbing,  and  slowly  grew  larger.  There  was  no 
attendant  pain,  but  it  had  grown  "  fairly  rapidly  '*  during  the  past  two 
weeks.     The  patient  came  to  the  hospital  for  operation, 

A  small  bit  of  the  growth  was  removed  and  submitted  to  Professor 
Mallory,  assistant  pathologist  at  the  Boston  City  Hospital,  for  exami- 
nation.    He  reported  that  the  growth  was  an  epidermoid  cancer.     The 


Fig.  235.    H .  X .    After  treaim en i  w ] i : j 


,  ...4.n  well  more  ikjan  two  ycais.    i  runt  view. 


lesion  on  the  right  half  of  the  lower  lip  was  1.5  centimetres  long  and 
about  I  centimetre  wide ;  it  was  crusted  and  indurated.  A  small  gland 
was  fplt  under  the  inferior  maxilla,  just  to  the  right  of  the  symphysis. 
Recently  the  patient  had  complained  of  some  pain  in  the  lower  lip  near 
and  around  the  lesion. 

The  first   exposure   to  the   X*rays  was   of    seven   minutes    dura- 
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On  the  eleventh  day  from  the  beginning  of  the  treatment  the  cancer 
was  smaller,  the  induration  was  much  less,  and  cicatricial  tissue  was 
fDrming,  especially  on  the  right  side  of  the  growth.  The  opening  in 
the  protective  shield  was  then  found  to  be  much  too  large,  and  a  shield 
with  a  smaller  hole  was  made  and  substituted  for  it.  On  the  thirteenth 
day  the  laduration  had  disappeared.  On  the  eighteenth  day  the  lip 
showed  marked  improvementt  though  it  had  not  been  as  rapid  during 
the  past  few  days  as  during  the  first  week,  therefore  the  length  of  the 
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exposures  was  increased  during  the  next  ten  days  to  five  minutes  daily; 
From  that  time  the  healing  made  such  good  progress  that  the  time  of 
treatment  was  reduced  to  one  minute,  and  the  distance  of  the  tube 
from  the  patient  was  increased  to  about  20  centimetres.  The  part  was 
kept  clean  by  means  of  a  solution  of  peroxide  of  hydrogen,  which  the 
patient  applied  several  times  a  day.  The  treatment  by  the  X-rays  con- 
tinued in  all  for  about  five  weeks,  but  the  latter  part  of  the  time  it  was 
almost  nominal.     I  wished  to  keep  the  patient  under  observation  until 
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complete  healing  had  taken  place  and  be  ready  to  resume  it  should  im- 
provement cease.  There  has  been  no  recurrence  for  more  than  two  years. 
Presumably  with  this  patient  healing  would  have  taken  place  more 
rapidly  had  the  treatment  been  a  little  more  energetic.  Four  photo- 
graphs (see  Figs.  223  to  226),  two  of  which  show  the  appearances 
before  the  treatment  was  begun,  and  two  views  taken  after  healing  had 
occurred,  speak  for  themselves.  The  enlarged  gland  could  not  be  felt 
after  treatment. 


Fig.  228.    J.  C.     Epidermoid  cancer  during  treatment. 

New  growths  attacking  the  lid  of  the  eye  cannot  well  be  treated 
surgically  without  removing  a  considerable  part,  or  perhaps  the  whole, 
of  the  lid.  This  would  require  a  plastic  operation  also.  By  means  of 
the  X-rays  I  have  found  it  practicable  to  treat  the  disease,  even  when 
extending  to  the  edge  of  the  lid,  without  any  irritation  extending  to  the 
eye  in  consequence  of  this  treatment ;  and  the  treatment  can  be  carried 
on  without  interfering  in  any  way  with  the  usefulness  of  the  patient's 
sight,  or  with  his  work. 
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Case  IL  J.  C,  sixty-nine  years  of  age ;  carpenter.  Sent  to  me  by 
Dr,  Wadsworth.  Twenty  years  ago  a  small  pimple  started  on  the  outer 
canthus  of  the  right  eye,  but  practically  did  not  increase  in  size  for  a 
great  many  years.     Four  or  five  years  ago  it  was  burnt  with  acid.     Dur- 


Fig.  229.     B.  F.     Epuhelioma.     Side  view  before  treatment. 

ing  the  past  six  months  it  began  to  grow  rapidly,  and  ulcerated  in  the 
centre.     There  was  no  pain  but  some  itching. 

Physical  Examination.  —  An  area  on  lower  lid  of  right  eye  2  cen- 
timetres long  by  .5  wide.  There  was  some  ulceration  in  the  centre, 
and  a  well-defined  lower  edge  raised  above  the  surface  of  the  skin, 
which  was  indurated.     (See  page  426.) 
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Dr.  Mai  lory  examined  a  specimen  of  the  growth,  and  found  it  to  be 
an  epidermoid  cancer. 

I  exposed  this  patient  to  the  X-rays,  the  face  being  suitably  pro- 
tected and  the  eyelids  closed,  about  five  minutes  every  other  day  for 
about  four  weeks.  The  slow  improvement  that  took  place  was  soon 
noticeable  by  a  slight  reddening  and  softening  of  the  edges  of  the  indu- 
ration. The  treatment  was  then  omitted  for  two  weeks,  owing  to  necessary 
absence  on  my  part.  On  my  return  I  found  the  improvementj  which 
had  gone  on  during  this  time,  very  striking.     The  raised  indurated  ridge 


Fig*  230.     B.  F.     From  view  before  irtvitntcnt. 

had  disappeared,  though  the  induration  lying  under  the  part  which  was 
ulcerated  still  remained ;  the  ulcerated  area  was  not  then  more  than  a 
third  its  original  size,  and  the  skin  about  the  growth  was  slightly  puck- 
ered, having  drawn  together  as  the  growth  diminished.  The  especially 
interesting  feature  in  this  case  is  that  it  continued  to  improve  during 
cessation  of  treatment.  I  have  abser\Td  this  same  characteristic  in 
other  cases. 

Case  IIL     B,  F.*  a  man  fifty  years  of  age.     Patient  referred  to  me 
by  Dr,  Burrell.     The  microscopic  e.Kamination,  made  in  the  pathological 
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laboratory  of  the  Boston  City  Hospital  by  Dr.  Mallory,  showed  that  the 
patient  had  an  epithelioma  of  the  lip.  7^he  growth,  which  was  of  four 
years'  duration,  included  nearly  the  whole  of  the  lower  lip,  which  was 
between  two  and  three  times  as  thick  as  nornmJ.  The  whole  lip  %vas  indu- 
rated, and  had  an  ulcerated  surface  that  was  at  times  covered  by  a  dark 
crust.     The  odor  was  foul,  penetrating,  and  unbearable. 

Tnrafm^nf.  —  Exposures  of  about  five  minutes  were  made  daily,  ex- 
cept Sundays,  with  the  lip  at  a  distance  of  from  12  to  15  centimetres 
from  the  target  of  the  tube.     The  tube  had  a  resistance  of  about  1  centi- 


Fig.  331,    b= 


'  ki   krHitniMrrL, 


metre.  After  six  exposures  the  odor  had  ceased,  and  here  was  less 
induration.  The  hair  on  the  lower  lip,  which  was  exposed  during  treat- 
ment to  the  X-rays,  was  at  no  time  loosened.  Unsuccessful  attempts 
were  made  from  time  to  time  to  pull  it  out  with  the  forceps. 

The  first  two  cuts  (see  Figs.  229  and  230)  were  taken  before  treat- 
ment. The  third  photograph  (see  Fig.  231)  is  a  front  view  taken  about 
six  weeks  after  the  beginning  of  the  treatment  The  lip  was  then  soft 
and  pliable  throughout,  except  for  a  small  crust;  in  the  centre  of  the  lip 
there  was  a  furrow.  The  fourth  view  (see  Fig,  232)  was  taken  some 
weeks  later  than  Fig.  231.     Healing  was  perfect  and  the  scar  slight. 
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It  is  difficult  to  estimate  the  necessary  duration  of  treatment  in  this 
case,  as  it  was  interrupted. 

Case  IV.  Among  the  cases  I  have  found  instructive  is  the  follow- 
ing:— 

D.  K.,  a  man  seventy-three  years  old.  Referred  to  me  by  Dr.  M.  F. 
Gavin.     Diagnosis  :  a  typical  epithelioma  of  the  hand. 


Fig.  232.     ii.  F.    About  a  month  later  than  preceding  figure. 

History.  —  Five  months  previous  to  my  seeing  this  patient,  as  he 
drew  his  hand  out  of  his  pocket  he  tore  off  a  small  wart.  An  ulcer  then 
formed,  which  grew  rapidly.  At  the  time  of  his  entrance  to  the  hospi- 
tal, the  ulcerated  surface  was  7.5  centimetres  long  and  4  centimetres 
wide  and  was  surrounded  by  an  edge  raised  in  parts  i  centimetre  above 
the  surface  of  the  skin,  and  this  edge  was  firmly  indurated  ;  the  whole 
mass  presented  a  cauliflower-like  appearance.  (See  Figs.  233  and  234.) 
Dr.  Mallory  reported  as  follows :  — 
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"  The  growth  shows  a  typical,  rapidly  growing  epidermoid  carcinoma 
containing  many  epithelial  pearls.     Mitotic  figures  are  numerous.     The 


Fig.  233.     D.  K.    Epidermoid  cancer  of  hand.     Near  the  beginning  of  treatment. 
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surface  of  the  growth  is  ulcerated ;  the  underlying  tissue  is  infiltrated 
with  many  polynuclear  leucocytes.  The  carcinoma  extends  out  at  the 
edge  for  some  distance  in  the  corlum  underneath  the  normal  epidermis/' 
(See  Fig.  235,  page  434,) 

Tr£atmenL  —  Daily  exposures  were  made  —  usually  of  five  or  ten 
minutes,  sometimes  of  twenty  minutes'  duration  —  with  the  hand  at  a 
distance  of  15  centimetres  from  the  target  of  the  tube.  Improvement 
began  in  about  one  week,  at  which  time  the  two  photographs,  of  which 


Fig.  034.     D*  K*     Epidermoid  cancer  oi  hand.    Side  view  oi  Fig.  233, 

cuts  are  shown,  were  taken.  This  improvement  continued,  and  after 
eight  weeks  the  ulcer  had  become  smoother  on  its  surface,  and  was  but 
6  centimetres  long  by  3.5  centimetres  wqde,  and  the  induration  was  largely 
gone.  (See  Fig.  236,  page  435.)  At  this  time  1  had  a  thin  specimen 
taken,  reaching  down  to  the  full  depth  of  the  growth  and  from  the 
centre  of  the  ulcerated  area  to  well  beyond  the  edge  of  the  growth  into 
the  healthy  skin,  and  this  was  sent  to  the  pathological  laboratory,  where 
it  was  examined  at  my  request.  I  give  Dr.  Mai  lory's  report,  and  also 
the  comments  made  by  him  and  Dr.  Councilman  \- — 


A 
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"  The  ulcerated  area  left  after  treatment  with  X-rays  shows  no  evi- 
dence of  carcinoma  except  at  the  edge  near  and  beneath  the  epidermis, 
where  a  few  small  islands  of  epithelial  cells,  some  of  which  are  dividing 
by  mitosis,  are  present.     The  central  portion  of  the  ulcerated  area  is 


Fig.  235.  A  portion  of  a  section  through  the  carcinoma  before  treatment  with  the  X-ray, 
Magnified  approximately  tj  diameters.  The  masses  of  squamous  epithelial  cells  and  the  interstitial 
tissue  crowded  with  small  round  cells  are  shown. 


entirely  free  of  any  carcinomatous  growth.  The  base  of  the  ulcer  is 
composed  of  rather  dense  fibrous  tissue,  in  which  are  the  remains  of 
epithelial  pearls  often  surrounded  by  young  connective  tissue  cells  and 
giant  cells.     Toward  the  surface  is  granulation  tissue  infiltrated  with 


THERAPEUTIC   USES  OF  THE  X-RAYS 


435 


numerous  polynuclear  leucocytes.  The  surface  is  covered  with  more 
or  less  fibrin  containing  leucocytes  in  its  meshes.  The  reaction  on  the 
part  of  the  connective  tissue  to  the  necrotic  growth  is  surprisingly 
slight.'*     (See  Figs.  237  and  238.) 

Dr.  J.  H.  Wright  kindly  had  made  for  me  in  the  Pathological 
Laboratory  of  the  Massachusetts  General  Hospital  the  excellent  micro- 
photographs  from  which  Figs.  235,  237,  and  238  were  made. 

The  fact  that  near  the  edges  of  the  ulcer  there  were  still  a  few  small 
islands  of  epitheliar cells  may  be  accounted  for  in  perhaps  two  ways: 


Fig.  236.     D.  K.     Epidermoid  cancer  after  some  treatment  by  the  X-rays,  and  as  it  appeared  when 
the  second  specimen  was  taken  for  microscopic  examination.     (See  Figs.  237  and  238.) 


First,  this  portion  of  the  growth,  where  the  edges  were  much  raised,  was 
thicker  than  the  other  portions ;  and  second,  the  edges  may  have  been 
more  or  less  protected  by  the  lead  shield  which  was  used  to  prevent  the 
rays  from  striking  the  healthy  skin  near  the  cancer.  If  this  latter  sup- 
position is  correct,  it  shows  that  it  is  of  the  first  importance  to  expose  an 
area  of  apparently  healthy  tissue  around  the  growth,  as  well  as  to  expose 
the  growth  itself  to  the  X-rays.  In  fact  this  should  always  be  done.  It 
is  not  improbable  that  some  of  the  early  cases  of  cancer  treated  by  this 
method  will  recur,  because  this  apparently  healthy  tissue  has  not  been 
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fully  treated.  But  if  this  recurrence  takes  place,  it  should  not  dis- 
courage us  from  using  this  method  of  treatment,  but  only  be  regarded, 
for  the  present  at  least,  as  showing  that  it  has  not  been  efficiently  car- 
ried out. 


^•rvu.-  it>-  ..jam- 


Fig.  237.  A  portion  of  the  section  through  the  centre  of  the  carcinomatous  ulcer  after  treat- 
ment with  the  X-rays.  Magnified  approximately  77  diameters.  The  small  groups  of  necrotic  squamous 
epithelial  cells  and  the  granulation  tissue  in  which  they  are  imbedded  are  shoN^-n. 

Two  important  points,  which  Dr.  Councilman  and  Dr.  Mallory 
notice,  are  that  the  central  portion  of  the  ulcerated  area  was  entirely 
free  from  carcinomatous  growth,  and  furthermore,  as  Dr.  Mallory 
states  in  his  report,  the  reaction  on  the  part  of  the  connective  tissue  to 
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the  necrotic  growth  was  surprisingly  slight.     It  would  seem  that  the 
X-rays  have  a  selective  action. 


Fir,.  238.  A  portion  of  the  section  through  the  centre  of  the  carcinomatous  ulcer  after  treatment 
with  the  X-rays.  Near  the  centre  of  the  figure  is  a  small  group  of  necrotic  squamous  epithelial  cells  a. 
Around  this  are  seen  new  formed  connective  tissue  cells,  and  above  and  to  the  right  are  two  multi- 
nucleated giant  cells  d  and  c.  The  group  of  necrotic  epithelial  cells  thus  produces  the  same  reaction 
on  the  part  of  the  surrounding  tissue  as  a  foreign  body  does.    Magnified  approximately  500  diameters. 

Rodent  Ulcer 
Stenbeck,^  of  Stockholm,  reports  the  following  case  of  rodent  ulcer:  — 

*  "  Ein  Fall  von  Hautkrebs,  geheilt  durch  Bebandlung  mit  Rfintgenstrahlen,"  Mittheilungen 
aus  den  GrentgebieUn  der  Medici n  und  Chirurgie^  VI,  1 900,  pp.  347-349. 
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Christina  A.,  seventy-two  years  of  age.  The  patient  had  two  con- 
fluent ulcers  on  the  nose ;  the  upper,  on  the  bridge,  having  an  average 
width  of  1.5  centimetres,  and  the  lower,  on  the  nostril,  a  somewhat 
greater  width.  The  glands  were  not  swollen.  The  ulcer  had  been 
treated  with  salves  and  hot  iron. 

Stenbeck  gave  the  patient  treatment  with  the  X-rays ;  at  first  the 
sittings  were  ten  to  twelve  minutes  long,  with  the  tube  at  a  distance  of 
1 5  to  20  centimetres.  After  four  sittings  there  was  a  reaction,  and 
after  eight  to  ten  sittings  pus  formed,  which,  however,  soon  diminished 
in  amount.  After  about  thirty-five  sittings  the  cleansing  of  the  ulcers 
began  ;  they  became  smoother,  and  a  new,  thin,  but  smooth  skin 
formed  from  the  edges  inward.  After  this  process  had  begun,  and  the 
ulcers  showed  signs  of  healing,  the  sittings  were  increased  to  fifteen 
minutes,  with  the  tube  at  a  distance  of  10  centimetres.  A  slight 
reaction  ensued,  but  the  new  skin  was  not  thrown  off ;  the  reaction  soon 
passed,  and  complete  healing  followed. 

Stenbeck  states  that  the  ulcer  was  not  examined  microscopically,  as 
the  patient  was  unwilling,  but  that  this  diagnosis  was  made  by  several 
physicians,  and  the  course  of  the  disease  and  the  characteristic  appear- 
ances observed,  demonstrated  that  it  was  a  typical  case  of  skin  cancer 
(rodent  ulcer). 

Dr.  Stenbeck  also  states  that  Dr.  Sjogren  reported  a  case  of  rodent 
ulcer  that  was  not  yet  healed,  at  the  same  medical  meeting,  held  Decem- 
ber 19,  1899,  in  which  the  above  case  was  given. 

In  "A  Preliminary  Communication  on  the  Treatment  of  Rodent 
Ulcer  by  the  X-Rays,"  ^  Dr.  James  H.  Sequcira  reports  twelve  cases 
treated  by  this  means. 

The  first  of  these  twelve  cases  was  sent  to  Dr.  Sequeira  to  be  treated 
by  the  Finsen  method,  but  as  the  patient  could  not  bear  the  pressure  of 
the  apparatus  which  is  used  to  render  the  parts  under  treatment  anaemic, 
Dr.  Sequeira  applied  the  X-rays  instead,  having  already  had  some  ex- 
perience of  the  value  of  these  rays  in  the  treatment  of  lupus.  Of  these 
twelve  cases,  eight  are  still  under  treatment,  and  four  are  under  obser- 
vation, the  ulcers  having  healed. 

"  In  no  instance  has  there  been  a  disappointing  result.  The  treat- 
ment is  painless,  and  nothing  further  is  required  but  to  cover  the  part 
with  a  simple  antiseptic  dressing.  It  is,  of  course,  too  early  to  say 
anything  as  to  the  permanence  of  the  cures  in  these  cases,  but  I  hope 

^  British  Medical  Journal^  February  9,  1901,  pp.  332-334. 
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to  be  able  to  make  a  further  communication  upon  the  subject  with  par- 
ticular reference  to  the  histological  changes.  The  immediate  result  is 
all  that  can  be  wished  for,  and  I  feel  justified  in  recommending  the  use 
of  the  X-rays,  at  least  in  the  cases  in  which  complete  removal  by  the 
knife  is  impracticable." 

From  among  my  cases  of  rodent  ulcer  I  will  choose  two  as  examples 
of  the  excellent  results  which  this  method  of  treatment  gives. 

Case  I.  J.  H.,  a  man  seventy  years  old.  Referred  to  me  by 
Dr.  M.  F.  Gavin.  The  growth  —  a  small  specimen  from  which  was 
examined  microscopically  by  Dr.  Mallory,  and  found  to  be  a  carcinoma 
of  the  rodent  ulcer  type  —  began  fifteen  years  ago.     There  was  a  red 


Fig.  239.     J.  H.     Rodent  ulcer  before  treatment  by  the  X-rays. 

and  somewhat  swollen  annular  area,  about  i  centimetre  wide,  sur- 
rounding the  ulcer. 

The  exposures  were  made  at  a  distance  of  12  centimetres  from 
the  target,  and  were  from  three  to  five  minutes*  duration  daily,  except 
Sundays  during  the  first  four  weeks.  Twenty-four  hours  after  the  first 
exposure,  which  lasted  five  minutes,  a  shrinking  and  slight  puckering 
of  the  swollen  ring  around  the  ulcer  was  noticed.  After  three  ex- 
posures, of  three  minutes  each,  the  redness  and  swelling  of  this  ring 
had  diminished.  After  six  exposures,  there  was  likewise,  by  measure- 
ment, a  slight  diminution  in  the  size  of  the  ulcer. 

The  order  of  healing  seems  to  be  as  follows  :  the  ulcer  heals  up 
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from  the  bottom,  and  then  afterward  closes  over.  This  closing  in  of 
the  surface,  though  delayed  at  the  beginning,  takes  place  rapidly  after 
it  is  fairly  under  way.  The  total  duration  of  the  treatment  in  this 
patient  was  nearly  six  weeks.  During  the  last  two  weeks  it  was  applied 
for  oftly  one  minute  a  day,  and  probably  this  was  unnecessary. 

Case  II.  A.  B.,  a  man  fifty-five  years  of  age.  Referred  to  me  by 
Dr.  David  W.  Cheever.  Rodent  ulcer  of  about  thirty  years'  duration. 
Five  operations  had  been  done,  in  one  of  which  one  of  the  eyes  had 
been  removed.  His  experienced  surgeon  finally  decided  that  further 
operation  was  impossible,  and  referred  the  patient  to  me.     The  growth 


Fig.  240.     J.  H.     Rodent  ulcer  after  treatment 

involved  the  whole  of  the  orbit,  the  eyebrow,  and  the  side  of  the  nose, 
and  extended  below  the  orbit  on  to  the  cheek,  an  area  of  7  x  8  cms. 
It  has  healed  over  under  treatment  by  the  X-rays. 

Some  of  the  growths  I  have  treated  were  typical  epitheliomas; 
others  were  of  the  rodent  ulcer  type;  still  others  were  ulcers  that  were 
indurated  and  had  persisted  for  months,  or  in  some  cases  for  years ; 
clinically  these  were  epitheliomas,  but  when  a  specimen  was  examined 
under  the  microscope  they  did  not  present  the  appearances  typical  of 
epithelioma,  and  were  reported  by  Dr.  Mallory  either  as  chronic  inflam- 
matory tissue  or  plasmoma.  It  is  noteworthy  that  all  of  these  cases, 
however,  j-ielded  to  treatment  by  the  X-rays. 
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The  exposure  of  external  growths,  with  the  target  at  a  distance  of 
10-15  centimetres,  to  the  X-rays  for  a  few  minutes  (usually  five  to  ten) 
two  or  three  times  a  week,  for  several  weeks,  is  in  general  what  is 
required,  or  daily  exposures  may  be  made  for  several  days,  and  repeated 
after  an  interval  of  a  few  days.  Where  the  growth  is  more  exteffsive, 
a  longer  time  than  this  may  be  necessary.  On  the  other  hand,  in  very 
early  cases,  fewer  exposures  may  suffice. 

I  have  been  unable  to  get  statistics  on  a  large  scale  that  will  show 
the  distribution  of  cancer  in  various  parts  of  the  body,  but  as  an 
example  I  have  taken  the  cases  admitted  to  the  Boston  City  Hospital 
for  a  series  of  years  —  I  have  not  included  those  received  at  the  out- 
patient department  —  and  have  placed  them  in  two  groups,  namely, 
external  and  internal  cases,  as  shown  in  the  following  table.  I  have 
classed  as  internal,  cases  which  may  be  accessible,  such  as  some  cases 
of  the  tongue  and  larynx,  for  example.  The  cases  are  likewise  divided 
into  two  groups,  namely,  cancers  and  carcinomas,  as  they  are  thus 
classed  in  the  records  of  the  hospital. 

The  table  is  intended  merely  to  give  some  indication  of  the  propor- 
tion of  cases  which  might  be  amenable  to  treatment  by  the  X-rays  in  a 
very  early  stage  of  the  disease. 

It  is  desirable,  of  course,  to  begin  this  treatment  at  as  early  a  moment 
as  possible,  in  order  to  avoid  the  chance  of  metastases,  and  also  to  shorten 
the  duration  of  treatment.  It  may  be  that  from  the  surgical  standpoint 
many  would  advise  operative  measures  in  early  cases,  but  I  think  we 
have  now  got  far  enough  in  the  use  of  the  X-rays  to  justify  their  employ- 
ment in  the  early  stages  also,  in  order  that  we  may  teach  the  community 
that  these  growths  may  be  healed  by  a  harmless  and  painless  method ; 
and  when  this  fact  is  realized  we  will  hope  that  few  of  them  will  be 
allowed  to  advance  to  serious  dimensions  through  delay  and  fear  of  the 
knife.  In  deciding  whether  the  X-rays  should  be  used,  or  an  operation 
done,  it  is  to  be  remembered  that  improvement,  under  the  first  method 
of  treatment  if  properly  carried  out,  may  be  looked  for  within  two  or 
three  weeks ;  therefore,  a  trial  of  the  X-rays  does  not  require  much  delay. 

Of  course  it  will  be  urged  that  to  carry  out  this  method  requires  a 
good  deal  of  time.  It  is  only  fair  to  suggest  that  with  more  experience 
the  duration  of  treatment  will  probably  be  lessened.  I  find  already  that 
I  have  learned  to  carry  it  out  with  fewer  exposures  than  I  gave  at  the 
beginning. 

It  will  also  be  stated  that  these  growths  may  return.     This  criticism 
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CAHCESS 

Internal 

Abdomen 5 

Antrum 4 

Axilla 10 

Bladder 6 

Ear  (Mastoid)    .     .     .  i 

Gall  Bladder ....  2 

Groin 2 

Intestine 8 

Jaw 24 

Larynx 5 

Liver 3 

Lung I 

Mouth 2 

Neck 26 

(Esophagus    ....  7 

Omentum i 

Omentum  (Liver)  .     .  i 

Ovary i 

Palate i 

Pelvis I 

Perineum 3 

Pharynx i 

Prostate 3 

Rectum 51 

Shoulder i 

Side I 

Spine I 

Stomach 14 


TABLE 

Thorax i 

Tongue 23 

Tonsil I 

Uterus 34 

Vagina i 

CARCINOMAS 

Internal 

Abdomen 3 

Axilla 5 

Bladder 4 

Groin 2 

Hip I 

Intestine 5 

Jaw 5 

Larynx 3 

Leg I 

Liver i 

Lung I 

Neck 10 

Omentum i 

Prostate I 

Rectum 5 

Stomach 3 

Throat 5 

Tongue 5 

Tonsil 2 

Uterus 9 


CAHCESS 

External 

Anus I 

Arms I 

Breast 189 

Clitoris I 

Ear I 

Face II 

Foot 2 

Hand 2 

Leg I 

Lip 21 

Nose 4 

Penis 7 

Scrotum i 

Testicle 3 

Vulva 2 

CARCINOMAS 

External 

Breast 61 

Face 4 

Hand i 

Lip 2 

Nose I 

Penis I 

317 
318 

Total 635 


can  only  be  answered  after  a  sufficient  time  has  elapsed  to  demonstrate 
whether  or  not  the  cure  is  permanent.  As  already  pointed  out,  we 
should  bear  in  mind  that  some  of  these  relapses,  should  they  occur,  may 
be  the  result  of  inefficient  treatment,  and  may  mean  simply  that  we  have 
not  yet  learned  how  to  employ  it  in  the  best  way. 

This  new  therapeutic  agent  gives  us  a  method  of  treatment  which  is 
painless  and  useful  in  certain,  if  not  all,  forms  of  external  cancer  of 
not  great  depth ;  how  efficient  it  will  prove  to  be  it  will  take  two  or 
three  years  to  decide ;  but  if  there  is  a  recurrence,  treatment  could  be 
again  instituted.     The  first  steps  in  this  field  have  been  taken,  and  it 
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now  remains  to  study  the  method  carefully  with  the  view  of  finding  out 
the  best  modes  of  procedure,  and  of  determining  its  limitations.  This 
is  a  question  of  time  and  careful  observation. 

Where  the  X-rays  are  used  for  purposes  of  examination,  there  is  now 
no  risk  of  any  burn  or  inconvenience  to  the  patient ;  but  where  they  are 
used  for  therapeutic  purposes,  it  is  at  present  necessary  to  have  the  tube 
very  near  him ;  and  there  is,  therefore,  greater  risk  of  setting  up  an 
X-ray  burn  than  there  is  when  the  rays  are  used  for  purposes  of  diag- 
nosis. But  if  proper  care  is  exercised,  I  do  not  think  that  it  is  neces- 
sary to  cause  a  burn  ;  in  none  of  my  cases  of  external  growths  has  one 
occurred. 

This  subject  is  still  so  new  that  all  opinions  about  it  must  necessarily 
be  tentative.  The  special  points  that  my  experience  thus  far  suggests 
may  be  thus  summarized :  — 

1.  This  treatment  is  adapted  to  external  new  growths  which  have  not 
great  depth,  though  they  may  cover  much  surface. 

2.  The  treatment  causes  no  pain. 

3.  There  need  be  no  delay  on  account  of  dread  of  the  knife. 

4.  Pain  and  odor  are  relieved. 

5.  Healing  follows  without  causing  a  burn. 

6.  The  results  from  a  cosmetic  standpoint  are  excellent. 

7.  Treatment  can  be  carried  on  without  the  work  in  which  the  patient 
is  engaged  being  given  up. 

8.  Signs  of  improvement  may  be  seen  within  two  or  three  weeks. 

9.  In  the  larger  forms  of  external  growths  an  operation  might  first 
be  done  to  remove  the  growth  so  far  as  possible,  and  then  the  X-rays 
may  be  applied. 

The  disadvantages  are :  — 

1.  The  apparatus  is  expensive  and  difficult  to  use  properly,  and  with 
its  present  capacity  the  X-rays  do  not  exert  their  full  action  through 
a  great  thickness  of  tissue. 

2.  The  treatment  may  have  to  be  continued  for  some  time. 

A  therapeutic  measure  cannot,  of  course,  point  out  the  cause  of  a 
disease ;  but  it  may  throw  suggestive  light  upon  it.  For  example,  in 
the  radiation  from  a  vacuum  tube,  good  results  are  produced  in  a 
disease  where  the  cause  is  known  to  be  due  to  a  microscopic  organism ; 
for  instance,  tuberculosis  of  the  skin,  or  lupus,  yields  more  or  less  well 
to  the  action  of  this  agent ;  but  syphilitic  growths,  it  is  said,  do  not  yield 
readily  to  this  method  of  treatment.     The  clinical  picture  which  healing 
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cancers  present  is  quite  suggestive.  Their  response  to  treatment  in 
certain  cases  is  immediate,  sometimes  within  two  or  three  days;  and, 
further,  in  some  of  the  cases  improvement  continues  for  a  time  after 
the  exposures  have  been  stopped.  These  facts,  taken  together  with  the 
microscopic  appearances  after  treatment,  suggest  that  cancer  is  pro- 
duced by  some  living  cause ;  and  also  that  the  radiation  from  a  vacuum 
tube  —  probably  the  X-rays  —  interferes  with  its  life. 

Internal  Forms  of  Cancer 

As  yet  we  have  only  begun  the  use  of  this  new  therapeutic  agent, 
and  there  is  much  to  be  learned,  both  on  the  side  of  the  physics  of  the 
X-rays  and  on  that  of  an  intelligent  application  of  them.  Therefore 
until  I  have  had  still  further  experience  with  these  forms,  I  prefer  not 
to  discuss  this  side  of  the  subject.  I  am  about  to  try  a  75  cm.  (30  inch) 
coil  in  these  cases. 

Rodent  Ulcer  treated  by  Finsen's  Light  Treatment 

Drs.  Morris  and  Dore,^  in  a  paper  on  "  Finsen's  Light  Treatment  of 
Lupus  and  Rodent  Ulcer,"  point  out  the  conditions  which  are  favorable, 
and  those  which  are  unfavorable,  for  this  treatment.  I  refer  to  it  here, 
as  the  question  may  arise  as  to  whether  this  treatment,  or  that  of  the 
X-rays,  is  to  be  preferred.  It  seems  probable  that  in  most,  if  not  in 
all,  cases,  the  treatment  by  the  X-rays  will  replace  that  of  Finsen. 

"unfavorable  conditions  for  finsen's  method 

"  A.    Those  which  hinder  the  penetration  of  the  light,  and  so  prevent  a  good  reaction  :  — 

1 .  Scarrhtii,  especially  from  scraping,  when  the  cicatricial  tissue  is,  as  a  rule,  very 

dense. 

2.  Pigmentation^  which  intercepts  the  ultra-violet  rays. 

3.  Great  vascularity^  because  it  is  more  difficult  to  express  the  blood  from  the 

part,  and  unless  the  tissues  be  made  anaemic  the  rays  will  not  penetrate. 

4.  Great  depth  belmv  the  surfmce^  with  which  may  be  included :  (.-1)  Thickness 

and  induration  of  the  nodules  ;  (Z?)  surrounding  inflammation  and  induration  ; 
(C)  confluence  of  the  nodules. 

"  B.    Difficulties  of  position :  — 

I.  On  the  skin ;  for  example,  when  the  disease  is  situated  near  the  eye  special 
compressors  have  to  be  used,  and  it  is  sometimes  difficult  to  adapt  even  these 
to  the  surface  to  be  treated,  or  on  the  eyelid,  when  it  is  impossible  to  apply 
adequate  pressure. 

*  "  Remarks  on  Finsen's  Light  Treatment  of  Lupus  and  Rodent  Ulcer,"  British  Medical 
Journaly  February  9,  1901,  pp.  326-332. 
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2.  On  the  mucous  membrane  ;  the  interior  of  the  nose  and  mouth  is  inaccessible, 
with  the  exception  of  the  gums  and  lips,  which  can  be  treated,  the  latter  by 
eversion.  (In  these  cases  the  combination  of  X-rays  with  Finsen's  treat- 
ment has  been  found  most  successful.) 

"  C.    Extent  of  the  disease :  — 

**  As  only  a  small  area  can  be  treated  each  day,  very  extensive  cases  are  unfa- 
vorable, both  from  the  long  duration  of  the  treatment  and  the  fact  that  while 
one  part  is  being  treated  the  disease  may  be  spreading  in  another. 

"favorable  conditions 

**  Conversely,  cases  are  favorable  where  the  disease  is  limited  to  a  small  area,  is  superficial, 
is  not  spreading,  and  has  not  undergone  previous  treatment,  especially  operative." 

The  X-Rays  as  an  Analgesic 

Werner  ^  reports  on  two  cases-  which  Southgate  Leigh  presented 
before  the  Seaboard  Medical  Association.  The  first  was  a  youth  who 
had  been  shot  in  the  thigh.  A  bad  swelling  appeared  at  the  knee,  and 
was  so  painful  that  the  slightest  movement  was  impossible.  The  physi- 
cian who  took  a  radiograph  of  the  thigh  had  so  poor  an  apparatus  that 
the  patient  was  exposed  four  hours  to  the  rays.  On  the  following  day 
he  was  free  from  pain,  and  on  the  third  day  could  walk. 

Another  case  was  that  of  a  patient  suffering  from  gallstones.  The 
X-rays  were  used  for  diagnostic  purposes.  The  stone  was  not  found, 
but  the  patient  was  free  from  pain  and  had  no  further  gallstone  colic. 

Articular  Rheumatism 

Schmid-Monnard^  gives  a  short  report  of  an  article  by  Sokolow  on 
the  cure  of  articular  rheumatism  in  children  by  the  X-rays.  Soko- 
low treated  four  cases  with  good  results.  The  children  were  covered 
with  a  woollen  cloth  and  exposed  to  the  X-rays  for  ten  to  twenty  minutes. 
The  tube  was  at  a  distance  of  50-60  centimetres.  The  first  case  was  a 
girl  of  nine  years  who  was  suffering  with  pain  and  swelling  in  the  right 
and  left  wrist,  finger,  and  knee.  The  pain  disappeared  after  the  second 
sitting.  The  second  was  a  girl  fourteen  years  old  who  had  violent  pain 
and  swelling  in  the  knees,  which  disappeared  after  the  first  sitting. 
The  third  was  a  girl  of  three  years  of  age  who  had  violent  pain  and 
swelling  in  the  knees,  which  diminished  after  the  third  sitting.     After 

1  FortSihvilfe  a.  d.  Ceb.  d.  Roenti^ettstr,,  B.  Ill,  II.  3,  pp.  122-123. 

2  Ibid.,  W.  I,  p.  209. 
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four  days  the  swelling  was  reduced  3  centimetres  in  circumference. 
The  last  case  was  a  girl  of  thirteen  years  who  had  suffered  from 
chronic  rheumatism  and  heart  disease  for  five  years.  The  disease  grew 
worse  ;  the  pain  was  violent ;  there  was  swelling,  and  the  knee  was  bent 
at  an  angle  of  45°.  After  each  application  of  the  X-rays  the  leg  could 
be  straightened  more ;  the  pain  diminished,  and  disappeared  after  the 
fourth  sitting. 

Immelmann  ^  reports  on  an  article  by  Stenbeck  (of  Sweden)  regarding 
the  treatment  of  articular  rheumatism  with  the  X-rays.  Fifty-two  pa- 
tients in  all  were  exposed  to  the  rays ;  forty  per  cent  were  much  im- 
proved ;  forty  per  cent  felt  subjectively  better ;  and  twenty  per  cent 
gave  an  entirely  negative  result. 

Summary  of  Directions  concerning  Apparatus  and  Length  and  Fre- 
quency of  Sitting.  —  It  is  evident  that  experience  in  using  the  X-ray 
apparatus  is  essential  before  an  attempt  is  made  to  employ  the  X-rays 
for  treatment.  There  are  two  sets  of  precautions,  which  should  be 
taken  when  using  these  rays  as  a  therapeutic  agent:  first,  those 
relating  to  the  apparatus ;  and  second,  those  relating  to  the  patient. 
The  exact  resistance  of  the  tube  should  be  known,  as  it  is  stated  that 
tubes  of  low  resistance  are  more  efficient  for  treatment  than  those  of 
high  resistance.  The  tube  should  be  enclosed  in  a  box  of  such  a 
character  as  to  protect  the  patient  by  permitting  the  rays  to  issue  only 
in  the  desired  direction,  and  a  grounded  aluminum  screen  should  be 
interposed  between  the  tube  and  the  patient.  The  patient  should  further 
be  protected  by  a  shield  made  of  blotting-paper  and  tinfoil  or,  for  the 
face,  a  mask  of  gauze  or  paper  painted  with  white  lead. 

The  time  of  the  exposure,  the  distance  of  the  tube  from  the  patient, 
and  the  frequency  of  the  exposures  must  be  determined  for  each  indi- 
vidual, each  disease,  and  each  apparatus.  In  general  it  is  well  that 
the  target  should  be  placed  at  a  distance  from  the  patient  of  from  15  to 
20  centimetres,  and  that  the  exposures  should  last  from  five  to  twenty 
minutes,  and  should  be  given  two  or  three  times  a  week.  If  at  any  time 
redness  or  bronzing  of  the  skin  takes  place,  the  exposure  should  be  sus- 
pended until  these  effects  have  disappeared ;  for  if  the  exposures  are 
continued  under  these  circumstances,  serious  injury  may  result.  The  ill 
effects,  if  any  occur,  may  not  appear  for  a  week  or  more  after  exposure. 

No  substances  such  as  oxide  of  zinc,  iodoform,  or  aristol  should  be 

^  FortsihritU  a.  d.  Geb.  d.  Roentgenstr,^  B.  II,  p.  227. 


THERAPEUTIC   USES  OF  THE  X-RAYS  447 

used  in  local  applications  while  this  treatment  is  carried  on,  as  they 
obstruct  the  passage  of  the  X-rays  and  vitiate  their  effect 

Changes   produced    in    the    Skin    by    Exposure    to   an    Excited 
Vacuum  Tube,  and  their  Causes 

Jutassy  ^  states  that  short  and  weak  exposures  cause  hyperaemia  and 
erythema ;  long  and  intense  exposures  produce  ulcers ;  the  effect  does 
not  show  itself  at  once  but  after  a  shorter  or  longer  time.  The  X-ray 
dermatitis  heals  tolerably  quickly  and  leaves  a  fine,  smooth  scar,  except 
when  ulcers  penetrating  deep  down  into  the  cutis  are  produced,  which 
easily  cause  necrosis,  and  heal  with  great  difficulty,  and  in  this  respect 
are  like  torpid  specific  ulcers.  This  necrosis  is  differentiated  from  other 
necroses,  according  to  the  investigation  of  Gassmann,  in  that  it  also  dis- 
turbs the  structure  of  the  blood  vessels.  Unna,  who  had  the  opportunity 
of  examining  the  human  skin  suffering  from  dermatitis  erythematosa 
produced  by  exposure  to  an  excited  vacuum  tube  found  such  changes 
that  he  concluded  the  X-rays  attacked  the  most  resistant  tissues  of  the 
skin,  and  by  this  means  he  explained  the  long  continuing  cumulative 
action  observed. 

Jutassy  also  touches  upon  other  histological  changes,  namely,  the 
atrophy  of  the  sweat  and  sebaceous  glands,  as  well  as  the  papillae  of  the 
hair  (Kibby  and  Jutassy)  and  the  obliteration  of  the  capillaries  (Gass- 
mann and  Jutassy),  and  adds  that  Destot  explains  the  pathological 
changes  in  a  tropho-neurotic  way  ;  Kaposi  seeks  a  reason  for  them  in  the 
paresis  of  the  blood  vessels ;  and  Bordier,  in  the  disturbance  of  the 
nutrition  of  the  tissues,  because  he  found  that  under  the  action  of 
the  X-rays  the  osmosis  in  the  tissues  of  animals  as  well  as  of  plants  was 
delayed. 

Cause  of  the  So-called  X-Ray  Burn 

H.  D.  Hawks  {Electrical  Reviezv,  August  12,  1896)  reported  that 
he  had  severely  burned  himself  with  the  X-rays. 

W.  M.  Stine  (in  the  Electrical  Revieiv  for  November  18,  1896)  stated 
that  the  burns  consequent  on  an  exposure  of  the  body  to  an  excited 
vacuum  tube  were  not  due  to  the  X-rays,  but  to  the  ultra-violet  light 
coming  from  the  tube. 

Elihu  Thomson  {Electrical  Review  for  November  25,  1896)  gave  it 

1  Fortschritte  a.  d.  Geb.  d.  Roentgenstr.^  B.  Ill,  II.  3,  pp.  1 1 8- 1 19. 
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as  his  opinion  that  the  effects  produced  were  not  electrostatic  in  their 
origin,  as  had  been  suggested,  but  were  due  to  the  chemical  acti\it)'  of 
the  Roentgen  rays. 

Tesla  {^Electrical  Rcx*inv^  December  2,  1896)  wrote  that  the  bums 
were  not  due  to  Roentgen  rays,  but  to  ozone  that  was  generated  on  the 
skin,  and  possibly  to  a  small  extent  to  nitrous  acid.  He  therefore 
interposed  a  screen  made  of  aluminum  \*ire,  that  was  connected  with 
the  ground,  between  the  tube  and  the  person,  and  no  bums  occurred. 
Before  he  took  this  precaution  one  of  his  assistants  had  been  burned. 

Rollins  (£*/<v/rrt-<i/ AVr/Vii'.  Januar)*  5,  1898)  exposed  his  hand  to  a 
tube  the  resistance  of  which  was  so  high  that  no  current  could  be  forced 
through  it  with  the  generator  used,  and  therefore  no  X-rays  were  pro- 
duced ;  yet  the  hand  was  burned.  This  experiment  showed  that  the 
so-called  X-ray  bums  could  be  produced  by  electricity-,  but  did  not  show 
that  they  cv^uld  not  also  be  caused  by  the  X-rays. 

Trowbridge  {Am^ncaH  /ountal  of  Science .  1898.  page  129)  stated 
that  the  "  s^vcalled  X-my  bum  is  due  to  an  electritication  —  a  discharge 
at  the  surface  of  the  skin  —  and  this  electrification  may  or  may  not  be 
accompanied  by  X-rays."  Trowbridge  exposed  his  hand  to  the  brush 
discharge  of  a  generator,  with  the  result  that  a  topical  X-ray  bum  was 
produced. 

Eiihu  Thomson  ^  American  X-Ray  JcumaL  November.  iSo8»  stated 
that  bums  were  produced  by  the  X-rays,  and  chieHy  by  th«;»>e  rays  that 
are  produced  by  a  ''soft  tube** ;  that  is,  one  of  low  resistance. 

Bacteria 

EFFECT    OF    X-R_\VS    '-^N    BA«:TER:A 

ICnk.  Tyf*uju£  ?aj:!Jus.  — G*>cht  ^  rep«:)rts  that  Mink,  starting  with 
the  fact  that  daylij^ht.  sun'i^ht.  and  electnc  arc  \ij:':il  wea*K.ened  and 
injured  l^acteria  ^rowin^  in  culture  media,  exposed  typhoid  i?av:i".Ii  ».'»n  an 
agar  plate  to  t*ne  X-rays  for  half  an  hour  ^b-ith^^u:  any  :r.;ur:«  us  edfect ; 
he  then  exposed  them  for  thirt]i--nve  minutes  and  w:tr:«?ut  any  note- 
worthy result  I  but  fewer  o.^Ioaies  grew  on  the  portioc  .u'  the  plate  ex- 
posed to  the  ravs.  Later  reports  trom  Mink  sh».^w  that  he  v:;.xposed 
t>phoid  bacilli  to  the  X-ravs  for  eight  consecutive  hi?urs  without  any 
injurious  ejects  w«?rth  menti«.^ning. 


•frm  z,  J.    .c".   /-  .1  'ft/; 


O-s^/r^  B.  L  r.So--i>«?. 


THERAPEUTIC   USES  OF  THE  X-RAYS  449 

Von  Wolfender  and  Forbes  Ross  ^  report  experiments  with  the  bacillus 
prodigiosiis.  The  cultures  were  grown  on  potato  and  carried  on  to  the 
fifth  generation.  The  coil  used  had  a  spark-length  of  18  inches;  volt- 
age 16 ;  amperage  8  to  10.  The  exposure  to  the  rays  was  fifty  or  sixty 
minutes,  and  the  test  tube  was  placed  at  a  distance  of  6  inches  from  the 
vacuum  tube.  The  writers  state  that  a  single  exposure  increased  the 
growth  markedly;  further  exposure  stimulated  the  growth  so  as  to 
deprive  the  bacilli  of  their  power  to  form  pigment  when  subjected  to 
warmth,  but  this  power  was  recovered  when  subjected  to  cold,  and  a 
larger  amount  of  pigment  was  formed  than  originally,  but  it  was  slightly 
different  in  color;  up  to  the  fifth  generation  the  result  of  an  hour's 
exposure  was  to  produce  an  exuberant  growth.  The  writers  observed 
changes  in  the  protococcus. 

The  natural  comment  upon  one  experiment  is  that  the  glass  of  the 
test  tube,  if  thick,  would  obstruct  the  passage  of  the  X-rays. 

Beck  and  Schultz.  —  Rieder^  reports  that  Beck  and  Schultz  have 
experimented  with  color-prodiici?tg  bacteria.  The  bacteria  were  planted 
in  agar  on  Petri  dishes.  The  induction  coil  used  had  a  spark-length  of 
12  centimetres,  the  tube  was  at  a  distance  of  25  centimetres,  and  the 
bacteria  were  exposed  for  from  twenty  minutes  to  two  and  a  half  hours 
to  the  X-rays.  Twenty-four  hours  after  the  exposure  all  the  bacteria 
used  in  the  experiment  had  grown  well,  however,  and  there  was  no  dif- 
ference to  be  seen  in  the  color  produced  by  these  and  those  that  were 
protected  from  the  rays  by  sheets  of  lead. 

Berton  has  made  experiments  with  bouillon  cultures  of  diphtheria 
bacilli  and  exposed  them  to  the  X-rays  sixteen,  thirty-two,  and  sixty-four 
hours  respectively.  After  each  exposure  two  guinea  pigs  were  inocu- 
lated with  the  culture  that  had  been  subjected  to  the  rays,  and  two  other 
guinea  pigs,  as  a  control,  with  the  ordinary  bouillon  culture  of  diphtheria. 
Both  sets  of  guinea  pigs  died  quickly. 

Sabrazes  and  Riviere  experimented  with  the  bacillus  prodigiosus. 
The  tube  was  placed  at  a  distance  of  1 5  centimetres,  and,  in  order  to 
exclude  the  light  rays,  the  dishes  were  covered  with  black  paper.  The 
exposure  lasted  one  hour  a  day  for  twenty  days,  and  produced  no  effect 
on  the  bacilli  as  to  color,  morphological  properties,  or  growth.  These 
investigators  also  experimented  with  the  X-rays  on  leucocytes  and  with 

i"A  Preliminary  Note  on  the  Action  of  Roentgen  Rays  upon  the  Growth  and  Activity  of 
Bacteria  and  Microorganisms,"  Lancet,  1898,  p.  1752. 
*  Miinchener  Med.  IVochenschr.^  1898. 
2  G 
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the  heart  of  a  frog,  but  could  see  no  effect  upon  either  although  the 
exposure  lasted  over  one  hour. 

J.  Brunton  Blaikie  obtained  the  same  negative  results  in  his  ex- 
periments with  cultures  of  tubercle  bacilli  and  with  guinea  pigs  inocu- 
lated with  diphtheria  toxine  after  an  eight  hours*  exposure  to  the 
X-rays. 

Rieder.  —  In  the  following  described  experiments  with  various  bac- 
teria, Rieder  used  a  voltohm  induction  coil  with  a  spark-length  of  30 
centimetres  and  three  hundred  interruptions  per  minute.  The  cultures, 
on  an  average,  were  placed  at  the  distance  of  10  centimetres  from  the 
target,  in  order  that  they  might  be  exposed  to  a  direct  and  close  action 
of  the  rays. 

The  cultures  were  placed  in  Petri  dishes  that  were  covered  during 
the  exposures  with  a  piece  of  lead,  out  of  the  centre  of  which  a  hole  had 
been  cut.  The  exposures  lasted  from  forty-five  minutes  to  three  hours. 
In  some  cases  the  hole  in  the  centre  of  the  lead  was  covered  with  black 
paper  that  was  impervious  to  daylight,  in  order  that  the  X-rayed  part 
might  show  unmistakably  the  effect  of  the  Roentgen  rays  on  the 
bacteria.  The  action  of  the  X-rays  proved  to  be  the  same  whether  or 
not  the  hole  was  covered  with  this  paper. 

Cholera  Vibriones,  —  The  cultures  of  cholera  vibriones  were  exposed 
to  the  X-rays  for  forty-five  minutes  and  were  then  put  into  an  oven  that 
was  heated  to  37°  C.  When  the  dishes  were  taken  out  and  their  con- 
tents examined  macroscopically  and  microscopically,  it  was  found  that 
the  centre  of  the  dish  corresponding  to  the  hole  was  free  from  colonies, 
whereas  between  the  circumference  of  the  hole  and  that  of  the  dish 
there  were  very  numerous  colonies.  The  culture  medium  in  this  case 
was  agar. 

Bacterium  Coli. — With  these  bacteria  gelatine  was  used  as  a  culture 
medium,  and  the  cultures  were  exposed  about  an  hour  and  then  placed 
in  the  oven  after  an  interval  of  thirty-six  hours,  with  the  result  that 
there  were  many  fewer  colonies  in  the  part  of  the  dishes  under  the  hole 
than  the  portion  under  the  lead. 

Staphylococcus  Pyogenes  Aureus.  —  The  same  positive  result  was 
obtained  in  this  case  by  means  of  a  short  exposure,  the  culture  medium 
used  being  gelatine. 

Staphylococcus  Pyogenes.  —  In  this  experiment  the  time  of  exposure 
was  only  about  forty  minutes,  and  the  result,  although  positive,  was  not  so 
striking  as  in  the  other  cases.     The  culture  medium  used  was  agar. 
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Diphtheria  Bacillus,  —  Blood  serum  cultures  of  diphtheria  bacilli  were 
exposed  for  nearly  an  hour  to  the  X-rays  and  then  placed  in  an  oven 
heated  to  37°  C.  After  remaining  there  for  almost  two  days  only  a  few 
colonies  were  to  be  seen  in  the  centre  of  the  dish  open  to  the  rays, 
whereas  under  the  lead  they  were  very  numerous. 

Typhoid  Bacillus.  —  These  bacilli  were  grown  on  agar  plates ;  the 
part  of  the  dish  exposed  to  the  X-rays  was  almost  free  from  colonies,  but 
they  grew  very  close  to  the  circular  opening,  forming  a  white  ring. 

These  experiments  showed  that  these  bacteria,  when  grown  in  agar, 
blood  serum,  or  gelatine,  were  killed  by  the  X-rays  when  exposed  to 
them  for  about  an  hour.  In  other  words,  bacteria  outside  of  the  body, 
but  living  in  suitable  media,  can  be  deprived  tolerably  quickly  by  the 
X-rays  of  capacity  for  further  development.  Rieder  adds  that  it  is  not 
necessary  to  kill  the  bacteria  inside  the  human  body,  but  that  to  check 
their  development  will  probably  be  sufficient,  for  the  natural  guardian 
of  the  organism,  namely  the  blood,  with  its  strong  bactericidal  action, 
can  complete  the  destruction  of  the  pathogenic  germs. 

Effects  of  X-Rays  on  Developed  Colonies.  —  Rieder  then  experimented 
with  developed  colonies,  and  found  in  the  case  of  the  cholera  colonies 
that  the  bacteria  were  killed  after  an  exposure  of  two  hours,  but  the 
gelatine  cultures  of  bacterium  coli  which  had  been  in  the  oven  twenty- 
four  hours,  before  the  exposure  of  an  hour  to  the  rays,  showed  colonies 
in  the  exposed  part  of  the  dish  which  on  the  average  were  as  large  in 
size  as  those  on  the  protected  part,  although  fewer  in  number ;  which 
seemed  to  indicate  that,  though  the  rays  could  prevent  the  develop- 
ment of  new  colonies  in  this  case,  they  could  not  stop  those  already 
existing. 

Tubercle  Bacilli  Cultures.  —  Eight  dishes  containing  a  solution  of 
extract  of  beef,  glycerine,  and  pepton  were  sterilized  and  spread  with  a 
thin  layer  of  a  fresh  bouillon  culture  of  tubercle  bacilli ;  four  of  these 
dishes  were  then  exposed  to  the  X-rays  for  over  an  hour,  after  which 
exposure  they  and  the  unexposed  dishes  were  placed  in  an  oven  heated 
to  37°  C.  A  week  later,  in  the  unexposed  dishes  there  was  a  luxuriant 
growth  of  tubercle  bacilli ;  in  three  of  the  exposed  dishes  the  growth 
was  diminished,  and  in  the  fourth  there  was  scarcely  any  growth  to  be 
seen. 

The  striking  point  in  these  experiments  is  the  directly  opposite  results 
reached  by  Rieder  from  those  obtained  by  other  investigators.  Rieder 
ascribes  this  difference  to  the  difference  in  the  apparatus. 
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Effect  of  Concentrated  Light  on  Bacteria 

Kummell  ^  reports  two  parallel  series  of  experiments  made  by  Finsen 
with  concentrated  blue  light  and  the  direct  arc  light,  the  source  of  light 
being  75  centimetres  distant,  on  cultures  of  micrococcus  prodigiosus, 
bacterium  coli,  typhoid  bacilli,  etc.  The  concentrated  light  diminished 
the  power  of  growth  in  one  to  one-half  hours,  and  killed  the  bacilli  in 
eight  to  nine  hours,  whereas  the  concentrated  blue  light  diminished 
their  capacity  for  development  in  four  to  five  minutes,  and  killed  the 
bacilli  in  fifteen  to  twenty  minutes. 

Effect  of  X-Rays  on  Animals  inoculated  with  Bacteria 

Rieder,^  following  his  experiments  with  the  X-rays  on  bacteria  cul- 
tures, made  a  series  of  experiments  regarding  the  action  of  these  rays 
on  various  animals,  namely,  mice,  rabbits,  and  guinea  pigs.  The  animals 
were  inoculated  with  virulent  streptococci,  staphylococci,  etc.,  and  then 
exposed  immediately  to  the  X-rays.  The  results  were  negative.  Rieder 
then  injected  animals  with  tubercle  bacilli  with  results  which  differed 
little  from  those  of  Miihsam  (see  below).  The  tuberculous  disease  of 
the  internal  organs  generally  developed  later  in  the  X-rayed  animals 
than  in  the  control  animals ;  the  local  tuberculosis  was  delayed  and  in 
many  cases  also  the  general  infection ;  nevertheless  the  animals  died. 

Kratzenstein  ^  reports  on  Muhsam's  experiments  with  twenty-six 
guinea  pigs  that  were  inoculated  with  tuberculosis  ;  his  observations  led 
him  to  the  conclusion  that  the  X-rays  are  not  in  a  position  to  arrest 
general  tuberculosis,  but  can  modify  the  local  disease.  With  a  few 
exceptions  the  X-rayed  animals  survived  the  control  guinea  pigs,  and 
at  dissection  showed  that  the  disease  was  not  so  extensive. 

Lortet  and  Genoud. — Took  eight  guinea  pigs  of  equal  weight  and 
size,  and  injected  into  the  right  inguinal  region  a  fluid  mixed  with 
the  powdered  spleen  of  a  very  tuberculous  guinea  pig.  Two  days  later 
three  of  these  guinea  pigs  were  exposed  at  the  point  of  injection  to  the 
X-rays  for  an  hour  a  day  for  two  months,  with  the  result  that  they 
kept  well,  gained  in  weight,  had  no  ulcers,  and  the  inguinal  glands  were 
hard  and  of  normal  size.     The  remaining  five  guinea  pigs  grew  thin, 

»  Centralhlatt  fur  Chirur-ir,  April,  1898. 

-  Fortschritte  a,  d.  Geb,  d.  Roenti;tn5tr.,  B.  Ill,  H.  I,  1899,  p.  36. 

^  Ibid,,  \\.  II.  1898-1899,  p.  47. 
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developed   ulcers  at  the  point  of   injection,  and  the  inguinal  glands 
became  soft  and  spongy. 

Fiorentine  and  Linaschi  injected  guinea  pigs  in  the  intraperitoneal 
region  with  a  culture  of  virulent  tubercle  bacilli.  The  tube  was  at  a 
distance  of  10-20  centimetres,  and  so  placed  that  the  rays  penetrated 
the  inoculated  part.  The  X-rayed  animals,  when  dissected,  showed 
many  fewer  tuberculous  nodules  than  the  control  guinea  pigs,  and  in  a 
second  set  of  experiments  the  tuberculous  nodules  had  disappeared 
altogether,  in  the  neighborhood  of  the  injection,  in  the  X-rayed  animals. 

Chief  Therapeutic  Uses  of  the  X-Rays 

The  X-rays  as  a  therapeutic  agent  may  be  used  to  relieve  pain  and 
itching  in  certain  diseases,  to  remove  hair  for  cosmetic  reasons,  to  treat 
sycosis  and  favus ;  to  remove  a  birthmark,  and,  what  is  most  important, 
to  cause  external  new  growths  to  heal.  These  rays  are  also  serviceable 
in  lupus  —  especially  lupus  vulgaris,  and  in  some  cases  of  eczema  and 
acne. 

The  mode  of  action  of  the  X-rays  when  they  give  relief  from  pain 
offers  an  inviting  field  for  physiological  study. 

For  further  discussion  of  therapeutic  uses,  see  Appendix. 


CHAPTER   XVII 

INTRODUCTION   TO   SURGERY 

The  X-rays  were  used  in  surgery,  first,  to  detect  certain  foreign 
bodies,  such  as  bullets ;  and  second,  to  recognize  fractures.  With  the 
progress  of  time  each  of  these  applications  of  the  rays  has  been  carried 
out  more  carefully,  foreign  bodies  are  more  exactly  located,  and  frac- 
tures are  studied  with  more  thoroughness.  The  impression  prevails 
among  some  surgeons  that  the  two  applications  just  mentioned  are  still 
the  only  ways  in  which  the  X-ray  examinations  assist  in  surgery ;  but 
this  impression  is  a  mistaken  one,  for  the  method  has  extended  beyond 
these  limits,  and  includes:  first,  the  large  subject  of  diseases  of  the  bone, 
as,  for  example,  tuberculosis  of  the  bone,  rickets,  tumors  and  abscesses 
of  the  bone,  sub-periosteal  abscess,  osteosarcoma,  osteomyelitis,  the 
study  of  the  bone  during  the  process  of  repair,  etc. ;  second,  congenital 
malformations ;  third,  the  specialties  of  dental  and  orthopedic  surgery ; 
fourth,  the  detection  of  calculi.  This  method  has  shown  itself  of  service 
likewise  to  the  embryologist  and  the  anatomist  in  the  study  of  the  de- 
velopment of  the  skeleton  ^  from  the  earliest  stages,  and  in  the  study  of 
the  normal  joints.^  An  exact  knowledge  of  the  latter  is  also  of  especial 
benefit  to  the  surgeon. 

The  surgical  use  of  the  X-rays  is  then  in  a  stage  of  natural  develop- 
ment. It  is  evident  that  the  profession  appreciate  the  fact  that  we  now 
have  for  surgical  purposes  a  method  of  examination  which  is  harmless, 
and  useful  as  a  basis  for  diagnosis,  treatment,  and  prognosis,  and  one 
that  may  save  needless  operations.  The  criticisms  which  were  made  of 
it  in  the  early  days,  and  the  shortcomings  of  which  it  was  accused,  were 

1  "  Atlas  der  normalen  u.  pathologischen  Anatomic  in  typ.  Roentgenbildern,"  Lambertz, 
Lucas  (jrafe  &  Sillem,  Hamburg,  1900. 

^  E.  A.  Codman,  M.D.,  "  Experiments  on  the  Application  of  the  Roentgen  Rays  to  the 
Study  of  Anatomy,"  Journal  of  Experimental  Medicine^  1898,  pp.  383-392 ;  and  Kugene  R. 
Corson,  M.D.,  "  An  X-Ray  Study  of  the  Normal  Movements  of  the  Carpal  Hones  of  the  Wrist," 
Proceedings  of  the  Ass'n  .\m.  Anat.,  December,  1898,  pp.  67-92. 
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due  largely  to  the  difficulties  of  carrying  it  out,  and  especially  to  the 
want  of  familiarity  with  radiographs,  and  consequently,  as  was  natural, 
an  inability  to  read  and  interpret  what  they  showed.  This  new  method 
should  of  course  be  used  in  connection  with  other  methods  of  exami- 
nation. 

Size  of  Apparatus.  —  Since  the  extremities  are  more  easily  pene- 
trated by  the  rays  than  the  trunk,  a  less  powerful  exciter  for  the 
vacuum  tube  than  is  necessary  for  the  physician  will  answer  for  a 
great  deal  of  surgical  work.  Foreign  bodies  are  very  apt  to  be 
found  in  the  extremities,  as  needles,  bits  of  glass,  etc.,  get  into  the 
hands  and  feet  more  frequently  than  into  other  portions  of  the  body. 
Second,  an  examination  of  the  records  of  8361  cases  of  fractures  ad- 
mitted to  the  Boston  City  Hospital  during  fifteen  years,  exclusive  of 
those  treated  in  the  out-patient  department,  demonstrates  that  fifty-four 
per  cent  at  least  could  have  been  examined  with  a  machine  of  moderate 
power;  and  that  out  of  1537  fractures  treated  during  two  years  at  the 
out-patient  department,  sixty-nine  per  cent  could  have  been  examined 
also  with  a  machine  of  this  size.     (See  Table,  page  456.) 

These  statistics  in  regard  to  fractures,  together  with  the  fact  already 
mentioned  that  a  larger  proportion  of  foreign  bodies  are  found  in  the 
extremities  than  in  the  trunk,  indicate  that  in  all  probability  more  than 
one-half  of  the  surgical  cases  could  be  examined  with  a  comparatively 
small  and  inexpensive  machine.  By  this  I  do  not  mean  to  suggest 
that,  when  possible,  the  surgeon  should  not  have  the  best  apparatus, 
but  I  do  wish  to  indicate  that  good  work  can  be  accomplished  with 
inexpensive  apparatus,  although,  of  course,  the  latter  would  have  its 
limitations. 

Radiograph  and  Fluorescent  Screen.  —  The  radiograph  is  better 
adapted  to  the  surgeon  than  the  physician,  as  most  of  the  former's 
work  is  done  on  the  extremities,  whereas  the  physician  deals  more 
largely  with  the  thorax;  in  the  extremities  the  parts  are  at  rest;  in 
the  trunk,  as  a  rule,  they  are  in  motion.  But,  as  will  be  seen  later, 
the  fluorescent  screen  is  also  helpful  to  the  surgeon  in  connection 
with  the  radiograph. 

Knowledge  of  Normal  Bones  and  Joints;  Interpretation  of  X-Ray 
Photographs.  —  Before  the  surgeon  attempts  to  interpret  X-ray  photo- 
graphs of  abnormal  bones  or  joints,  he  should  familiarize  himself  with 
the  appearances  of  the  bones  and  joints  of  healthy  persons  of  various 
ages;    otherwise   he   may   not   infrequently   be   led   into  error.      For 
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instance,  an  epiphyseal  line  in  a  child  may  be  mistaken  for  a  fracture. 
Likewise,  when  considering  a  given  photograph,  he  should  always  have 
at  hand  a  history  of  the  case. 

TABLE     (See  page  455) 

8j6i  Cases  of  FRAcrrREs  treatei>  in  the  Wards  of  the  Boston  City  Hospital 
IN  Fifteen  Years  previois  Tt)  July,  1897 
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for  comparison  with  corresponding  parts  in  the  X-ray  photograph  of 
any  given  patient.^ 

Radiographs  are  sometimes  accused  of  being  deceptive,  but  very 
frequently  they  seem  to  be  deceptive  because  the  surgeon  has  not 
learned  to  interpret  them. 

Value  of  Negative.  — The  art  of  reading  the  negative  made  by  means 
of  the  X-rays  is  one  which  deserves  careful  study  especially  on  the  part 
of  the  surgeon  as  the  negative  often  shows,  particularly  one  of  calculi, 
more  than  the  print.  (See  Chapter  III,  page  96.)  It  also  saves  delay, 
although  if  Velox  paper  is  used,  the  time  necessary  to  make  a  print  is 
short. 

Two  or  More  Negatives  made.  —  If  the  negative  presents  only  a 
faint  shadow  its  import  may  be  variously  interpreted ;  therefore  two 
negatives  at  least  should  be  made  and  carefully  compared,  and  unless 
the  appearances  seen  in  one  confirm  those  observed  in  the  other,  a  third 
should  be  made ;  no  doubtful  appearance  that  lacks  confirmation  should 
be  used  as  a  basis  for  diagnosis. 

Further,  X-ray  negatives  or  photographs  may  be  misleading  because 
the  relative  position  of  the  part  to  be  photographed,  the  plate,  and  the 
tube  are  not  such  as  to  give  the  best  answers  to  the  questions  in  the 
mind  of  the  surgeon. 

Stereoscopic  pictures  aid  in  making  simpler  the  interpretation  of  some 
of  the  conditions  present,  those  about  the  elbow  and  ankle  joints  espe- 
cially. This  point  will  be  further  discussed  in  succeeding  chapters. 
Professors  Trowbridge,  Elihu  Thomson,  and  Girdwood  directed  atten- 
tion to  the  method  some  years  ago. 

Comparison  of  Well  and  Affected  Bone.  —  In  disease  of  the  bone  the 
immediate  comparison  of  the  well  and  the  affected  part  is  often  advanta- 
geous, and  to  this  end  it  is  desirable,  if  we  suspect  disease  of  the  bones 
of  one  leg,  for  .example,  to  take  a  picture  of  both  legs  on  one  plate. 

Importance  of  Two  Views. —Two  radiographs  of  a  given  injury  or 
foreign  body  are  often  necessary  for  diagnosis.  This  point  will  be 
discussed  in  more  detail  in  the  succeeding  chapters. 

Importance  of  Good  Negatives.  —  In  the  early  days  of  the  X-rays 
the  surgeon  was  obliged  to  accept  pictures  such  as  should  not  be  re- 
ceived to-day,  and  although  much  may  be  suggested  by  an  indifferent 

*  Since  this  was  written,  1  find  that  Dr.  R.  Jedlicka  has  made  radiographs  of  the  elbow 
joint;  Drs.  (I.  Krat/enstein  and  W.  Scheffer,  of  the  wrist  and  shoulder  joints.  Fortschritte 
a,  d.  Geb.  d.  Kofnl};enstr.^  Ergan/.ungsheft  4,  1900. 
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negative,  in  many  fractures,  for  example,  much  more  can  be  learned 
from  a  good  one,  and  X-ray  photographs  of  the  bones  should  be  care- 
fully made  with  a  good  apparatus  in  order  to  get  as  perfect  outlines  and 
details  as  possible.  When  X-ray  examinations  are  made  with  refer- 
ence to,  or  on  account  of,  a  suspicion  of  a  diseased  condition  of  the 
bone,  nothing  short  of  the  best  can  be  considered  in  estimating  the  ca- 
pabilities of  this  method.  In  many  cases,  in  order  that  the  photographer 
may  do  his  work  in  the  best  way,  it  must  be  done  under  the  direction  of 
the  surgeon.  Many  things  that  would  be  overlooked  in  a  poor  radio- 
graph show  distinctly  in  a  good  one,  and  it  takes  but  little  more  time  to 
obtain  a  good  picture  than  to  make  a  blurred  and  unsatisfactory  one. 

Swelling  about  a  Fracture  and  Swollen  Joints.  — When  there  is  con- 
siderable swelling  about  a  fracture,  or  if  the  joints  are  much  swollen,  it 
is  more  difficult  to  obtain  a  satisfactory  picture  than  when  there  is  no 
swelling,  for  two  reasons :  first,  the  plate  must  be  farther  from  the  bone 
in  the  former  case ;  and,  second,  the  thicker  the  soft  parts  are  the  more 
obstruction  do  they  offer  to  the  rays.  For  example,  a  bone  which  is 
2.5  centimetres  in  diameter  at  the  wrist,  and  is  covered  by  soft  parts 
having  a  thickness  of  1.25  centimetres,  would  show  a  marked  contrast  to 
the  soft  tissue  in  an  X-ray  photograph ;  but  if  such  a  part  were  swollen 
so  that  the  soft  tissues  were  3.7  centimetres  in  thickness,  the  difference 
between  the  amount  of  rays  absorbed  by  the  bones  and  the  tissue  would 
make  the  contrast  between  the  two  less  pronounced.  In  such  cases  as 
the  above,  or  when  photographing  the  hip,  better  results  may  be  looked 
for  when  a  tube  is  used  that  has  a  low  resistance,  and  when  the  plate  is 
given  a  long  exposure,  than  when  the  contrary  method  as  to  tubes  and 
exposure  is  employed.  For  soft  tissues,  tubes  with  low  resistance  should 
be  used,  because  greater  differentiation  is  obtained  by  them.  If  the  parts 
are  thick  much  energy  must  be  sent  through  the  tube. 

Bones  and  Soft  Tissues. — When  a  radiograph  is  desired  of  the 
bones  and  soft  tissues,  the  exposure  cannot  always  be  readily  adapted 
for  both  conditions,  because  to  show  the  one  requires  a  longer  exposure 
and  a  tube  of  different  resistance  than  the  other.  The  length  of  the 
exposure,  as  in  ordinary  photographs,  must  be  adapted  to  the  amount 
of  light  which  the  plate  receives  from  the  desired  object. 

Sinus.  — The  extent  of  a  sinus  may  be  recognized  by  means  of  the 
X-rays,  by  injecting  into  it  a  paste  made  of  subnitrate  of  bismuth  ;  the 
paste  should  be  thin  enough  to  flow  easily.  It  may  be  injected  through 
a  piston  syringe. 


CHAPTER    XVIII 

DEVELOPMENT  OF   THE   SKELETON,      CONGENITAL   MALFORMATIONS. 
FRONTAL   CAVITIES,      MUSCLE 

Development  of  the  Skeleton 

The  following  cut  is  given  to  show  how  w^ell  the  osseous  portions  of 
the  skeleton  may  be  seen  even  during  foetal  life ;  but  since  the  develop- 
ment of  the  skeleton  has  been  studied  and  discussed  with  great  care, 
and  beautiful  reproductions  of  X-ray  photographs  made  by  Dr  Lam- 
bertz,*  it  is  superfluous  to  do  more  than  refer  the  reader  to  his  work  on 
this  subject. 

Epiphysis^ — The  X-rays  are  of  assistance  in  pointing  out  delayed 
union  of  the  epiphyses,  and  when  we  are  familiar  with  the  appearances 


to  be  expected  of  the  epiphyses  at  different  ages,  that  is  to  say^  when 
we  have  made  a  physiological  scale*  we  may  find  that  we  have  gained 
a  method  of  estimating  the  general  condition  of  younger  patients  in 
regard  to  their  development, 

^  **  Atlas  tier  normaJeii  u,  path.  Anat*  in  typ.  RoemgeobiltlerD,"  Lucas  Grafe  &  Sinem^  Ham- 
burg, 1900. 
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The  preceding  cut  shows  how  clearly  the  epiphyses  may  be  seen  in 
a  boy  about  fourteen  years  of  age.  The  patient,  A.  P.,  was  examined 
at  the  out-patient  department  of  the  Boston  City  Hospital. 

Epiphyseal  Lesions  in  Children.  —  Hitherto  our  knowledge  of  epiphys- 
eal lesions  has  only  been  approximately  correct,  but  accurate  informa- 
tion can  now  be  obtained  by  the  X-rays.  Poland  ^  showed,  as  early  as 
1896,  the  importance  of  obtaining  X-ray  photographs  of  certain  forms 
of  recent  complicated  injuries  to  the  epiphyses  in  children,  and  cited  a 
case  of  a  boy  seventeen  years  old,  where  the  X-ray  photograph  con- 
firmed the  diagnosis  of  a  lesion  in  the  distal  end  of  the  metacarpal  bone. 
His  book,  entitled  "Traumatic  Separation  of  the  Epiphyses,*'  is  of  value 
to  any  one  who  desires  to  make  himself  familiar  with  this  subject. 

Corson  has  also  written  an  excellent  article  on  the  study  of  the 
normal  membral  epiphyses  at  the  thirteenth  year.^ 

Disturbance  of  the  Development  of  the  Bones  in  Cretinism.  —  Hof- 
meister^  has  published  an  interesting  and  instructive  article  on  this 
subject,  in  which  he  reports  at  some  length  the  case  of  a  girl  four  years 
old  who  appeared  like  a  child  of  a  year  and  a  half  old  only.  She  could 
not  speak,  but  cried  continually.  The  thyroid  gland  could  not  be  felt. 
The  extremities  were  myxodematous  and  very  much  thickened. 

The  X-ray  photographs  showed  that  the  bones,  although  normal  in 
shape,  were  strikingly  small  for  the  age  of  the  child.  In  almost  all  the 
long  bones  the  diaphysis  only  was  seen  ;  of  the  epiphysis  either  nothing, 
or  small  centres  of  ossification  only,  could  be  observed.  The  child 
improved  strikingly  when  given  thyroid  extract. 

Robert  von  Wyss  *  has  made  an  interesting  investigation  of  the  de- 
velopment of  the  skeleton  in  cretins  and  cretinoids,  and  compared  it  with 
that  of  the  normal  individual.  He  examined  by  means  of  the  X-rays  30 
abnormal  persons,  24  of  whom  ranged  from  7  to  20  years  of  age,  and  6 
from  23  to  55  years  of  age.  In  connection  with  the  data  obtained  from 
radiographs  of  the  elbow,  hand,  knee,  etc.,  he  gives  the  personal  history 
so  far  as  he  has  been  able  to  obtain  it,  and  in  7  cases  belonging  to  two 
families,  the  family  history. 

'  •' Skiagraphy  as  an  Aid  to  the  Diagnosis  of  Epiphyseal  Lesions  of  Childhood,"  British 
Medical  fournal^  London,  1896,  Vol.  T,  p.  620. 

2  Annals  of  Surj^cry,  1900,  pp.  621-647. 

^  "  Uher  Storungen  des  Knochenwachstums  bei  Cretinismus,"  Fortschritte  auf  dem  Gehiete 
der  Roent^enstrahUn^  1 897- 1 898,  pp.  4- 1 2. 

^ "  Beitrag  zur  Kenntnis  dcr  Kntwickelung  des  Skelettes  von  Kretinen  und  Kretnioi- 
dcn,'*  Fortschriite  a.  d.  Geb  d.  Roentgenstr.^  H.  Ill,  1899-1900. 
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From  a  careful  investigation  of  the  subject  he  draws  the  following 
conclusions :  — 

1.  That  there  is  no  hint,  in  the  cretins  and  cretinoids  observed,  of 
premature  ossification,  or  synostosis  (he  mentions  that  premature  synos- 
tosis has  been  taught  for  forty  years). 

2.  That  there  is  a  delay  in  the  ossification  of  the  cartilaginous  parts 
of  the  skeleton,  in  the  cretins  and  cretinoids  who  are  at  the  age  of 
development  or  a  little  older  only,  as  shown  by  the  late  development 
of  the  centres  of  ossification  and  the  delayed  union  of  the  epiphyses. 

3.  The  delay  in  the  process  of  ossification  as  compared  with  the 
normal  individual  is  of  a  few  years*  duration  only,  as  a  rule,  judging  by 
the  macroscopic  investigation  and  the  X-ray  examination  ;  only  excep- 
tionally is  an  abnormal  condition  to  be  found  in  this  respect  after  the 
age  of  twenty-five. 

4.  The  bones  of  the  hand  are  the  latest  to  ossify. 

Ossification  of  the  Cartilage  of  the  Larynx.  —  Scheier,*  in  his  study 
of  the  larynx  by  means  of  the  X-rays,  found  in  all  the  cases  he  exam- 
ined that  the  ossification  began  at  the  end  of  the  second  decade.  He 
considers  that  this  ossification  must  be  looked  upon  as  a  normal  process 
that  begins  when  other  portions  of  the  skeleton  have  concluded  their 
growth.  He  also  found  that  the  ossification  advanced  from  point  to 
point  in  a  tolerably  regular  manner,  and  its  line  of  advance  was  differ- 
ent in  men  and  women. 

Congenital  Malformations 

It  is  not  infrequently  difficult  for  the  surgeon  to  decide  from  the 
data  obtained  by  the  ordinary  methods  of  examination  whether  or  not 
he  should  attempt  to  improve  the  condition  of  the  patient.  The  X-rays 
afford  the  surgeon  a  means  of  determining  the  exact  condition  of  the 
bones,  and,  if  an  operation  seems  desirable,  assist  him  to  plan  the  best 
method  of  procedure.  The  following  illustrations  show  how  readily  the 
distribution  of  the  bony  portion  of  the  hand  can  be  made  out :  — 

Deficiency  and  Arrested  Development  of  Bones.  —  Dr.  Lane  '^  reports 
two  cases  of  deficiency  of  the  shaft  of  the  ulna,  treated  successfully  by 
the  insertion  of  a  rabbit's  femur.  He  gives  an  X-ray  photograph 
illustrative  of  the  operation. 

1  Fortschritte  a,  d.  Geb.  d,  Roen/genstr.,  B.  I,  1 897- 1 898,  p.  64. 

2  Trans.  Clin.  Soc,  London,  Vol.  XXXII,  1899,  p.  44. 


Klij,  i43.    Congenital  malformation  ot  h^nd. 

Dr.  Schorsteiii  *  reports  a  case  of  congenital  absence  of  both  clav- 
icles, and  Dn  Alfred  G.  Levyi^  a  case  of  arrested  development  of  the 
third  and  fourth  ribs.     These  cases  are  illustrated  by  radiograph s» 
*  liift^tf,  Januiiy  y*  1899,  p.  10.  s  Briihk  Att^imi /ourn&i^  May  13,  1899,  p.  1150. 
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Spina  Bifida.  —  In  this  disease  Dr.  Carl  Beck  >  has  found  that  the 
radiograph  showed  whether  there  was  an  opening  in  the  spinal  column 
and  gave  some  indications  of  the  character  of  the  contents  of  the  sac. 


Punmit  oi 


Examination   of   Frontal    Carities   by  the  Aid   of  the   X-Rays^  — 

Scheier  -  indicates  the  usetulnezs^  ot  the  X-rays  in  this  direction.     For- 

'     V.n-     >Vr?  ,l/iJt^jJ  AzCjrj^  AUiTis*   IJ^    I>C*S  p.   2;i. 
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merly  the  only  means  of  judging  whether  or  not  the  sound  reached  the 
sinus  frontalis  was  the  direction  it  had  taken  and  the  distance  it  had 
entered.  Now,  by  means  of  the  X-rays,  its  entrance  or  failure  to  enter 
can  be  definitely  settled.  In  some  cases  in  which  Scheier  used  the 
sound,  the  X-rays  showed  that  it  had  reached  the  cavity  easily,  and  its 
shadow  could  be  watched  on  the  screen  as  it  was  moved  about.  In 
other  cases  the  X-rays  showed  that  the  sound  had  not  reached  the 
frontal  cavity  as  Scheier  had  thought  from  the  direction  it  had  taken 
and  the  distance  it  had  entered.  He  found  the  screen  gave  clearer 
pictures  than  the  negative,  and  the  negative  than  the  print. 

Spiess  ^  has  also  done  some  work  in  this  direction,  and  considers 
that  all  danger  is  excluded  because  the  movements  of  the  instrument 
can  be  watched  on  the  fluorescent  screen.  He  also  thinks  that  by 
means  of  improved  instruments,  on  which  he  is  working,  the  frontal 
cavities  can  be  brought  into  better  communication  with  the  nose,  and 
all  the  sinuses  can  be  thoroughly  scraped.  He  considers  that  with 
better  instruments  the  rhinologist  can  treat  cases  of  empyema  of  the 
frontal  cavities  in  its  severest  form,  that  have  been  formerly  referred 
to  the  surgeon.  Further,  he  believes  that  with  the  use  of  the  X-rays 
the  practitioner  can  hardly  be  deceived  as  to  whether  or  not  a  frontal 
cavity  exists.  The  part  should  be  examined  from  both  the  right  and 
left  sides  with  the  screen,  and  if  the  question  is  not  clear  an  X-ray 
photograph  should  be  taken  with  the  face  in  profile,  and  also  with  the 
light  going  through  from  the  back  of  the  head  to  the  face. 

Muscle 

Myositis  Ossificans  Traumatica.  —  Frederick  Eve  ^  reports  a  case  in 
which  the  X-ray  photograph  showed  a  mass  in  front  of  the  femur 
that  had  an  ill-defined  outline.  This  osseous  mass  was  removed  by 
operation,  and  the  patient  did  well.  Dr.  Eve  remarks  that  the  diag- 
nosis would  have  been  impossible  without  the  X-ray  photograph  and 
exploration. 

X-ray  examinations  may  be  of  use  in  myositis  ossificans  progressiva. 

Myositis  Ossificans.  —  Dr.  de  la  Camp^  reports  a  case  of  so-called 
myositis  ossificans,  of  which  Virchow  published  an  account  in  the  Ber- 
liner klin.  Wochenschr.y  No.  32,  1894.     The  patient  during  the  previous 

*  Ibid.  2  Trans.  Clin.  Soc,  London,  1899.  xxxii,  p.  232. 

^  I^ormhritte  a.  d.  Geb.  d.  Koentgenstr.^  li.  I,  pp.  179-180 
2  H 
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f//«jr  years  had  had  no  further  marked  attacks  of  ossihcation.  nor  had 
his  M/f*ditiori  hK^cn  essentially  influenced,  so  that  clinically  he  remained 
the  >arnc.  Virchow,  in  discussing  the  case,  considered  that  it  was  an 
exostosis  iuxurians  rather  than  a  myositis  ossificans;  that  the  ossifica- 
tion did  fiot  so  much  have  its  origin  in  the  muscles,  as  that  (to  use 
Virchow's  expression ;  the  skeleton  had  a  contagious  effect  upon  -its 
Hurroimdirr^s.  The  X-ray  photograph,  states  Dr.  de  la  Camp,  confirms 
thi\  view,  and  shows  that  the  most  marked  ossification  was  in  the  thorax 
where  the  mus^jles  and  skeleton  come  in  contact  with  each  other. 

kemy  ;ind  Contremoulin  *  report  that  by  the  aid  of  chemical  prepa- 
rations the  muscles,  ligaments,  and  tendons  of  dead  bodies,  both  of 
men  and  frogs,  could  be  seen  in  the  radiograph.  This  method  would 
l>c  ijwrful  in  showing  the  anatomical  relations  of  soft  part. 

'  /-Mr tin  at  /\(Tte7v,  New  York.  April  14,  1897. 


CHAPTER   XIX 

FRACTURES   AND   DISLOCATIONS 

The  X-rays  provide  a  more  accurate  and  detailed  picture  of  a  frac- 
ture than  can  be  had  in  any  other  way.  In  some  cases,  as  will  be  seen 
presently,  the  diagnosis  of  fracture  can  be  made  only  after  an  X-ray 
examination ;  in  other  cases,  which  simulate  a  fracture,  the  X-rays  show 
that  none  exists.  In  severe  sprains,  where  the  foot,  for  instance,  is 
much  swollen,  it  may  be  difficult  without  the  rays  to  know  whether  or  not 
a  fracture  is  present.  Further,  the  X-rays  make  unnecessary  or  curtail 
the  painful  examination  of  a  swollen  and  sensitive  part,  and  it  is  not 
improbable  that  the  excellent  views  of  the  fractured  bones  which  may 
now  be  obtained  will  lead  to  improved  methods  of  treatment. 

Drs.  Ross  and  Wilbert,^  in  a  careful  study  of  500 ^  fractures,  have 
shown  the  value  of  the  X-rays  in  the  diagnosis  and  during  treatment 
of  these  injuries.  The  article  is  illustrated  by  outlines  of  various  frac- 
tures, and  by  a  diagram  showing  the  frequency  with  which  fractures 
occur  in  different  bones.  The  interesting  fact  is  pointed  out  that  of 
these  cases  349  were  fractures  of  some  portion  of  the  upper  extremity, 
and  151  of  the  lower.  Fractures  of  one  or  more  phalanges  were  found 
in  21  cases,  and  of  one  or  more  metacarpal  bones  in  51  cases.  It  is 
also  suggested  that  these  fractures,  as  well  as  those  of  the  metacarpal 
bones,  were  probably  not  recognized  in  the  past,  even  when  of  quite  an 
extensive  nature.  In  many  of  the  metacarpal  cases  patients  did  not 
apply  for  treatment  until  two  to  ten  days  after  the  accident ;  pain, 
especially  when  trying  to  use  the  hand,  was  severe.  The  writers  also 
show  that  injuries  of  the  lower  articulating  surface  of  the  humerus  are 
more  common  in  children  than  in  adults,  and  they  state  that  when  the 

^"Five  Hundred  Cases  of  Fractures  of  the  Extremities  verified  by  Radiographs,"  Philadel- 
phia Monthly  Medical  Journal^  June,  1899. 

2  Since  this  was  written  Drs.  Ross  and  Wilbert  have  reported  on  a  second  series  of  five 
hundred  cases  which  were  verified  by  radiographs,  Philadelphia  Medical  Journal^  1900,  VI, 
1241-1244. 
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long  bones  are  broken  at  or  near  the  middle,  the  line  of  fracture  is 
apt  to  be  more  transverse  than  oblique. 

C.  T.  Dent  ^  states  that  the  X-rays  have  modified  existing  views  as 
to  the  nature  of  fractures.  First,  they  are  nearly  always  more  or  less 
oblique ;  and,  second,  longitudinal  splitting  has  occurred  more  often 
than  has  been  realized.  He  likewise  points  out  that  the  X-rays  enable 
the  surgeon  to  watch  the  process  of  union  in  oblique  fractures,  and  that 
they  render  aid  by  indicating  to  him  how  long  a  rigid  apparatus  should 
be  worn. 

I  will  not  attempt,  in  the  space  at  my  disposal,  to  discuss  the  whole 
subject  of  X-ray  examinations  of  fractures  in  detail,  as  books  are  now 
written  on  radiographic  examinations  of  the  fracture  of  one  portion  of 
a  single  bone  ;  for  example,  works  by  Dr.  E.  Gallois  of  Lyons,  and  Dr. 
Fernand  Picard  of  Paris,  on  fractures  of  the  lower  end  of  the  radius ; 
but  will  present  a  few  cases  of  fractures,  the  radiographs  of  which  were 
made  chiefiy  at  the  Boston  City  Hospital,  to  illustrate  the  ways  in 
which  the  X-rays  assist  in  this  field. 

Method  of  Examination  by  the  X-Rays.  —  The  methods  of  examina- 
tion have  been  considered  in  Chapter  HI,  but  will  be  further  discussed 
here  and  illustrated  by  X-ray  phptographs. 

Examination  with  Flnorescent  Screen.  —  Before  taking  a  photograph 
of  a  dislocation  or  a  fracture  it  is  well  to  examine  the  given  part  first 
with  the  fluorescent  screen,  in  order  to  see  in  which  direction  the  view- 
is  likely  to  be  the  most  instructive.  The  screen  may  show  the  fracture 
when  the  photograph  does  not,  but  such  a  case  is  rare.  After  the  e.x- 
amination  has  been  made  with  the  fluorescent  screen,  the  photographic 
plate  can  be  put  over  the  part  to  be  radiographed  and  the  exposure 
made  without  moving  the  patient. 

Examination  with  the  Radiograph.  —  The  radiograph  gives  the  sur- 
geon a  good  basis  for  proper  treatment,  and  puts  him  in  a  position  to 
determine  what  is  most  judicious  for  the  individual  case.  X-ray  exami- 
nations not  only  enable  the  surgeon  to  aid  the  special  patient,  but  to 
become  a  better  practitioner  because  the  habit  of  thinking  out  a  new 
problem  is  encouraged. 

The  following  case  illustrates  the  importance  of  X-ray  examinations, 
and  shows  also  that  in  some  instances  radiographs  are  essential  —  that 
we  cannot  rely  upon  the  fluorescent  screen.     The  case  also  shows  that 

i"The  Value  of  Skiagraphy  in  Surgical  Cases,"  Practitioner,  London,  1898,  LX,  pp. 
123-136. 
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it  is  well  to  have  the  plate  rather  larger  than  would  be  necessary  to 
cover  the  supposed  site  of  the  injury. 

T.  D.  fell  a  few  feet  from  a  staging  and  injured  his  right  foot.  He 
went  directly  to  a  hospital  and  was  carefully  examined  by  the  usual 
methods.  No  injuries  were  found.  He  was  then  examined  with  the 
fluoroscope,  and  no  injuries  were  detected.  No  radiograph  was  made. 
The  patient  remained  three  days  in  the  hospital,  and  was  then  dis- 
charged with  his  foot  in  a  plaster  cast.  A  day  or  two  later  he  returned 
to  the  out-patient  department  of  the  hospital,  and  this  time  a  radiograph 
was  taken.  The  plate  used  was  large  enough  to  include  the  lower 
portion  of  the  tibia  and  fibula  as  well  as  the  foot,  and  the  radiograph 
showed  (see  Fig.  245)  a  fracture  of  both  bones  of  the  right  leg. 

Importance  of  Radiograph  from  Two  Points  of  View.  —  Sometimes 
one  photograph  will  answer,  but  it  is  best  to  take  two  from  different 
points  of  view.  It  is  quite  possible,  as  just  shown,  that  a  fracture  may 
escape  observation  by  the  fluorescent  screen,  or  even  with  a  single 
X-ray  photograph,  but  if  two  pictures  of  the  bone  are  taken,  the  chance 
of  not  finding  a  fracture,  if  one  exists,  is  very  small.  Suppose  one  of 
the  long  bones  to  have  been  fractured,  with  no  displacement,  but  simply 
a  crack  through  the  bone.  If  a  view  is  taken  looking  through  the 
crack  of  the  fracture,  it  will  be  easily  recognized  on  a  photographic 
plate.  If,  however,  the  view  is  taken  at  right  angles  to  this,  the  frac- 
ture may  escape  detection  even  by  an  X-ray  photograph.  When  there 
is  a  fracture  without  displacement  it  is  as  a  rule  not  recognized  by  an 
examination  with  the  fluorescent  screen. 

Stereoscopic  Pictures.  —  For  the  location  of  many  fractures  of  the 
bones  —  this  statement  applies  particularly  to  the  joints  —  and  of  the 
position  of  foreign  bodies,  a  so-called  stereoscopic  view  is  very  satis- 
factory. In  order  to  get  a  good  view  of  many  surgical  injuries  or  dis- 
eases of  the  bones  two  pictures  mu^  be  taken  from  different  points  of 
view,  as  already  suggested,  but  the  relation  of  the  parts  will  often  be 
still  more  clearly  indicated  if  these  two  views  are  stereoscopic  ones. 
To  carry  out  this  method  of  examination  the  tube  must  be  moved,  after 
the  first  exposure  has  been  made,  a  distance  of  6.2  centimetres,  and  a 
second  photograph  taken,  the  patient  remaining  in  the  same  position 
during  the  two  exposures.  After  the  negatives  have  been  developed 
the  photographs  must  be  mounted  stereoscopically.  They  are  then 
looked  at  with  the  stereoscope,  or,  with  practice,  with  the  eyes  alone. 
Now  that  we  have  a  reflecting  stereoscope  it  is  no  longer  necessary  to 


Fig.  245.    T.  D.    Fractures  recognired  only  by  radiograph. 
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reduce  the  pictures  in  order  to  make  them  fit  into  a  small  stereoscope. 
Professor  Gird  wood  has  suggested  and  used  the  reflecting  stereoscope 
successfully. 

The  following  cut  shows  a  modificatioti  of  the  Wheatstone  stereo- 
scope* The  radiographs  are  held  in  sliding  f  ram  us,  and  the  observer 
so  places  his  eyes  that  the  reflection  of  each  picture  is  seen  in  each  of 
the  two  mirrors  in  the  middle  of  the  apparatus. 


i 


t  J I  ^.   -j^o. 


Errors  to  be  avoided.  — Two  errors  are  not  uncommon  when  making 
X-ray  examinations  of  bones.  The  first  occurs  only  in  patients  where 
the  epiphyseal  line  is  still  present ;  this  line  has  been  mistaken  for  a 
fracture,  hence  the  importance  of  familiarity  on  the  part  of  the  surgeon 
with  the  characteristics  of  the  bones  of  persons  of  different  ages  (see 
Chapter  XVII,  Introduction  to  Surgery^  page  4SS);  the  other  is  due  to 
the  reliance  placed  upon  one  photograph  for  the  determination  of  the 
presence  or  absence  of  a  fracture.  Two  photographs  should  be  taken, 
as  above  stated,  to  avoid  this  error,  the  direction  of  the  light  when  the 
first  view  is  taken  being  at  right  angles  to  its  direction  w^hen  the  second 
photograph  is  made 

Advantages  of  Permeable  Splints  and  Dressings.  —  Wooden  splints 
and  cotton  dressings  are  preferable  to  plaster,  and  to  dressings  that 


472 


THE    ROENTGEN    RAYS   IN    MEDICINE   AND   SURGERY 


Soft  rubber  drainage  tube. 

Silver  wire. 

Going  from  left  to  right,  the 
needles  are  threaded  with 
catgut,  horsehair,  silkworm 
gut,  iron-dyed  silk,  and 
silk.  resi>eetivcly. 


Fir,.  247.     Radiograph  of: 

Tin. 

Fiaster-of-paris  bandage  6  mm. 

thick. 
Aluminum  four  times  as  thick 

as  the  tin. 
Wooden    splint    3    mm.   thick. 
Mill  board  6  mm.  thick. 


Iodoform  bandage. 
Starch  bandage. 
Rubber  plaster. 
Corrosive  cotton. 
Cotton. 
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obstruct  the  rays,  whether  an  X-ray  photograph  is  to  be  taken  or  an 
examination  made  with  the  fluorescent  screen,  because  they  allow  the 
surgeon  to  see  the  position  of  the  parts,  and  learn  whether  it  has  been 
properly  set  without  removing  the  splints,  and  to  watch  the  process  of 
repair  going  on.  The  preceding  cut  illustrates  the  various  degrees  of 
obstruction  offered  to  the  X-rays  by  different  kinds  of  splints  and 
dressings,  and  by  buckles,  pins,  etc. 

The  following  cut  (Fig.  248,  fracture  of  both  bones  of  the  leg)  shows 
the  effect  of  iodoform  in  a  picture,  and  that  it  might  easily  be  mistaken 
for  a  foreign  body  (see  Chapter  III,  page  86).  It  is  so  opaque  that  in 
this  case  it  obscures  one  of  the  fractures. 

Position  of  Patient.  —  It  is  an  advantage,  generally  speaking,  to  have 
the  patient  lying  on  the  stretcher  when  a  photograph  of  a  fracture  is 
taken.  The  position  is  a  comfortable  one,  and  enables  the  patient  to 
keep  the  given  part  at  rest. 

Examination   of   Special    Bones    of   the    Body,    Illustrated    by 

Radiographs 

These  radiographs  largely  explain  themselves ;  they  and  the  notes 
appended  indicate  or  demonstrate  such  points  as  the  following:  that 
X-ray  examinations  make  a  more  exact  diagnosis  possible ;  they  may 
show  the  absence  of  a  fracture  where  by  the  ordinary  methods  one  was 
thought  to  be  present,  or  the  presence  of  a  fracture  that  had  been 
overlooked  by  the  ordinary  methods  —  this  fact  is  especially  the  case 
in  fractures  of  the  phalanges  and  metacarpal  bones ;  if  there  is  a  frac- 
ture, they  show  its  site  and  character,  and  whether  or  not  the  parts  are 
in  good  position ;  that  the  X-rays  are  useful  in  showing  us  cases  of 
fracture  where  there  is  much  swelling  and  where  palpation  is  difficult ; 
that  an  old  callus  may  be  seen,  but  not  a  recent  callus,  or  that  the 
latter  can  be  seen  only  indistinctly ;  that  it  is  an  advantage  to  compare 
the  well  and  injured  extremity  on  the  same  plate ;  that  thin  parts  are 
more  easily  radiographed  than  thick  parts ;  that  it  is  important  to  take 
radiographs  of  a  fracture  from  two  points  of  view ;  that  a  record  of  the 
position  of  the  tube  with  reference  to  the  plate  is  necessary  (see  Chapter 
III,  page  SjX  and  of  the  relative  position  of  the  plate  and  the  part  to  be 
photographed. 

When  these  radiographs  were  taken,  the  tube  was  70  centimetres 
from  the  plate,  and,  as  a  rule,  opposite  the  fracture.     I  do  not  give  cuts 
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Skull.  —  If  a  fracture  of  the  skull  has  occurred,  or  is  suspected,  it  is 
well  first  to  examine  the  head  carefully  with  the  fluorescent  screen,  and 
to  follow  so  far  as  may  be  possible  the  outline  of  the  interior  as  well  as 
the  exterior  of  the  bones  of  the  cranium,  as  this  examination  may 
enable  the  practitioner  to  select  the  best  point  of  view  from  which  to 
take  the  photograph.  By  "  point  of  view  "  I  mean  the  best  position 
both  for  the  vacuum  tube  and  the  photographic  plate  with  reference  to 
the  part  of  which  a  photograph  is  desired.  If  the  fluorescent  screen 
gives  no  hint,  two  or  more  photographs  must  be  taken  so  that  the  part 
may  be  viewed  from  different  directions.    The  base  is  now  inaccessible. 

Much  ingenuity  may  be  exercised  in  devising  suitable  methods  for 
obtaining  photographs  of  special  parts  of  bones  of  the  face.  For-ex- 
ample,  if  a  picture  is  desired  of  some  portion  of  the  jaw,  or  of  the  teeth, 
it  is  an  advantage  to  put  the  photographic  plate  inside  the  mouth,  in 
contact  with  the  part  to  be  photographed,  according  to  the  method 
devised  by  Dr.  Rollins  (see  chapter  on  Dental  Surgery,  page  606).  To 
make  this  arrangement  practicable  the  film  used  must  be  stiffened  by  a 
backing  of  wood  or  cardboard  and  wrapped  in  light-proof  paper,  and 
the  whole  must  be  covered  with  a  water-tight  cloth.  The  size  of  the 
film  must  be  adapted  to  the  part  of  which  a  picture  is  desired.  By  this 
method  the  photograph  may  be  taken  without  including  the  bones  on 
the  other  side  of  the  face,  as  would  be  necessary  were  the  film  on  the 
outside  of  the  cheek  and  the  tube  opposite  the  other  cheek,  and  thus  the 
picture  is  free  from  undesired  and  confusing  images. 

Spine.  —  In  photographing  the  spine  it  is  generally  best  to  make 
separate  pictures  of  the  cervical  and  dorsal  vertebrae,  and  perhaps  also 
of  the  lumbar  vertebrae.  A  good  photograph  of  several  of  the  first- 
mentioned  vertebrae  may  be  obtained  when  the  plate  is  put  on  the  side 
of  the  neck  with  the  light  opposite  to  it  on  the  other  side.  (See  Fig. 
6S.)  The  outlines  of  this  portion  of  the  spine  can  also  be  seen  very 
well  on  the  fluorescent  screen.  When  a  photograph  is  desired  of  the 
dorsal  and  lumbar  vertebrae,  the  best  position  for  the  plate  is  under  the 
back,  the  patient  being  in  a  prone  position  on  the  stretcher.  In  this 
connection  the  following  case  reported  by  Noble  Smith  ^  is  interesting, 
as  it  shows  the  usefulness  of  the  X-rays  in  injuries  to  the  spine.  The 
patient  fell  eighty  feet,  and  some  weeks  after  the  fall  suffered  from 
pain  and  stiffness  of  the  neck.  An  examination  showed  an  angular  bend 
between  the  fifth  and  sixth  cenical  vertebrae,  and  an  X-ray  photograph 

^  Medical  Press  and  Circular^  London,  19CX),  N.  S.  LXIX,  p.  240. 
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adhesions  gave  way,  and  after  more  force  was  applied,  a  slight  gliding 
movement  was  felt  in  the  neck,  and  it  was  then  found  that  the  vertebrae 
€M:cupied  their  natural  straight  position*  Since  this  operation  the 
patient  has  remained  perfectly  well. 

Shoulder.  —  X-ray  photographs^  are  of  great  service  in  determining 
the  exact  site  of  a  fracture  of  the  humerus,  especially  when  it  occurs 


FiGL  354.    Fracture  of  ulna  caused  by  a  circubir  saw;  erjtb  oi  ulna  approximait;d  by  silver  wire. 

Patient  of  Dr.  Post. 


near  the  joint  of  the  shonlder.  Two  photographs  of  this  fracture  are 
frequently  necessary  in  order  to  obtain  all  the  information  desired ;  one 
should  be  taken  with  the  plate  on  the  front,  and  the  other  with  the  plate 
on  the  back,  of  the  shoulder  The  shoulder  is  often  so  enveloped  in 
the  dressing  or  splint  that  the  plate  cannot  be  brought  near  the  bone, 
and  in  such  a  case  the  tube  must  be  placed  at  a  greater  distance  from 


21 
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method  is  also  of  assistance  here.     If  the  elbow  is  surrounded  by  a  thick 
bandage,  or  if  it  cannot  be  straightened,  it  is  difficult  to  get  a  plate  of 


Fic;.  260.     Frederick  F.     lateral  view. 
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ordinary  size  near  enough  to  the  inside  of  the  elbow  to  get  a  good 
picture ;  therefore  in  such  a  case  rather  a  small  plate  should  be  used. 
The  tube  should  be  at  a  considerable  distance,  about  70  centimetres  away, 
as  when  a  shoulder  is  taken,  and  for  the  same  reason, 

Radius,  Ulna>  and  Wrist  —  Two  photog^raphs  should  be  taken  of  an 
arm  fractured  near  the  wrist,  or  of  a  fractured  wrist ;  one  from  an  antero- 
posterior and  the  other  from  a  lateral  point  of  view ;  a  stereoscopic  pic- 
ture of  the  wrist  joint  and  the  end  of  the  radius  is  often  instructive. 


Fro.  261*  fames  C,  age  not  given  in  recurds.  Oui-piintni  dipartmeTil  of  (he  Bostmi  City  Hos- 
pital. Dl^nosis.  ^pmincd  wrist  X-ray  phutograph  showed  fracture  of  radium  a.5  centimetres  above 
the  articular  surface. 

Therein  rio  fracture  of  the  ulna;  the  line  seen  on  the  ulna  is  the  epiphyseal  line.  Such  lines- 
have  been  mistaket)  for  fractures. 


Supposed  Fracture  of  Radius,  —  The  cut  (see  Fig.  256)  shows  no 
fracture  of  the  radius,  and  probably  none  exists,  where  by  the  ordinary 
methods  a  fracture  was  thought  to  be  present. 

Radio^aphs  as  a  Guide  to  Treatment ^ Simon  D,,  tvventyseven 
years  old,  entered  the  hospital  April  i8|  i899»  patient  of  Dn  Monks. 
The  patient  fractured  his  left  radius  and  both  femurs  by  falling  about 
forty  feet   in   an   elevator.      About  two  months  and  a   half  later   the 
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old  callus  was  divided  with  a  chisel.  Adhesions  with  the  ulna  were 
broken  away,  and  the  smallest  possible  piece  was  sawed  off  of  each  end 
of  the  radius  to  square  them.  The  ends  of  the  radius  were  then  drilled 
and  wired  with  silver  wire,  as  seen  in  the  radiograph,  taken  about  two 
months  after  this  operation  was  done.     (See  Fig.  258.) 


Flc;.  263.  Gertrude  F.,  twenty-three  years  old.  Entered  hospital  November  8,  1900.  Patient 
of  Dr.  Monks.  Diagnosis  :  fracture  of  left  radius.  Fell  down  a  flight  of  stairs,  injuring  both  wrists ; 
under  ether;  crepitus;  abnormal  mobility.  Radiograph  also  shows  fracture  of  the  tip  of  the  styloid 
process  of  the  ulna.     Antero-postcrior  view. 

New  and  Old  Callus  about  a  Fracture.  —  A  callus  which  has  formed 
recently  about  a  fracture  does  not  show  in  an  X-ray  photograph,  but 
later,  when  inorganic  salts  are  present,  it  gives  a  well-marked  outline. 
The  cases  (see  Figs.  258  and  283)  are  illustrative. 
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Fig,  365,     Mrs.  H.     Fracture  of  third  inetacarpaJ  bonn^.     Aiiit  tij-|Miiii:nr5j  vnttw. 


The  preceding  and  the  three  following  cuts  (and  the  next  case  given, 

"  Stave  of  the  Thumb  *')  show  how  easily  this  overlooking  may  occur  ;  — 

The  So-called  ''Stave  of  the  Thumb'  Fracture.  ^  Beatson  ^  reports 

the  case  of  a  surgeon  who  had  fallen,  during  rough  weather,  on  a 
steamer,  and  thought  he  had  merely  bruised  his  thumb  severely; 
but  the  recovery  was  so  slow  that  sixteen  days  after  the  accident  he 
consulted  the  reporter  of  this  ease.  Beatson  thought  he  could  detect 
some  crepitus,  and  an  X-ray  photograph  confirmed  the  existence  of  a 
fracture  at  the  base  of  the  metacarpal  bone.  The  leading  feature  of 
this  fracture  Beatson  describes  as  the  "  inability  to  oppose  the  thumb 
to  the  index  finger.''  This  inability  interfered  with  the  use  of  the  hand 
in  many  ways.  An  X-ray  photograph  taken  two  and  a  half  weeks 
after  treatment  showed  satisfactory  results,  and  later  all  disablement 
disappeared.  Beatson  concludes  by  recommending  that  ali  "sprains  of 
the  right  thumb"  be  X-rayed,  for  otherwise  a  fracture  may  be  overlooked. 
Pelvis.  — This  part  of  the  skeleton  is  taken  up  in  the  chapter  on  the 
Abdomen. 

1  Brtiish  Mf^iiciii  Jmirmti^  May  5,  1900. 
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Hip.  —  There  are  special  difficulties  to  be  encountered  in  obtaining 
an  X-ray  photograph  of  a  hip-joint,  particularly  in  stout  patients ;  first, 
because  the  difference  in  the  amount  of  rays  absorbed  by  the  thick 
tissues  surrounding  the  bone  and  the  bone  itself  is  not  so  great  as  in 
the  more  superficial  joints,  and  therefore  the  bone  does  not  stand  out  as 
well  in  the  photograph  as  is  the  case  when  the  joints  lie  nearer  the  sur- 
face ;  second,  because  the  bone  is  at  a  considerable  distance  from  the 


Fig,  fl66»    Fracture  of  phalanx  of  st^cond   finger  of  right   hand;  no  displaceraeni ;   llltk  mobility. 
Corresponding  phalimx  of  fifsi  finger  shown  (or  compjirison. 


plate;  third,  if  the  hii>jotnt  is  tuberculous  the  contrast  between  the 
bone  and  the  soft  tissues  is  not  so  good  as  when  the  joint  is  normal, 
unless  the  patient  is  very  much  emaciated,  because  a  tuberculous  bone 
is  more  transparent  to  the  rays  than  a  normal  bone,  and  therefore  the 
tuberculous  bone  and  the  soft  tissues  are  more  nearly  alike  in  regard  to 
the  obstruction  they  offer  to  the  rays. 

In  photographing  a  fractured  hip  it  is  often  well  to  place  the  patient 


Fig.  267.     Fracture  of  fourth  metacarpal  bone  of  left  hand,  indicated  by  arrow. 
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on  his  back  atid  the  tube  underneath  him,  not  io  the  median  line,  but 
under  the  point  it  is  desired  to  photograph.  If  the  patient  is  thin,  the 
plate  is  placed  to  advantage  over  the  front  of  the  hip;  but  if  stout,  it  is 
better  to  put  it  under  the  patient  because  the  large  abdomen  makes  it 
difficult  to  get  the  plate  as  near  the  front  of  the  hip  as  is  desirable;  or 


k- 


Fig.  a68.     Fracture  of  fifth  metacaipal  of  hand.     Padcnt  of  Dr.  F.  B.  Lund. 


the  hips  and  the  femurs  may  be  placed  in  the  same  position  and  the 
tube  be  put  opposite  the  median  line,  as  this  arrangement  gives  an 
opportunity  of  comparing  one  hip  with  another. 

Thigh.  —  In  fractures  of  the  femur,  or  upper  and  tower  part  of  the 
tibia  and  fibula,  two  photographs  are  necessary,  as  in  the  case  of  the 
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elbow-joint,  one  taken  from  an  antero-posterior,  and  one  from  a  lateral, 
point  of  view. 


Fig.  269.    J.  W.    Fracture  of  thumb. 
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Importance  of  Two  Views.  —  The  following  case  shows  the  advantage 
of  taking  two  views  of  a  fracture.  The  first  radiograph  was  made  from  a 
lateral  point  of  view  and  showed  no  fracture  (see  Fig.  270);  the  second 
radiograph  was  taken  from  an  antero-posterior  direction  and  showed 
fracture.     (See  Fig.  271.) 


Fig.  270.    Fracture  of  left  femur.    Lateral  view ;  no  fracture  shown.     Patient  of  Dr.  M.  F.  Gavin. 
2  K 


jfjC^    r^rH.  aC£>*3^£:*    jaTt  Z*   jiEZQIZ^H:  _k3i:    iCHi^^BX 


►'(/',   '/^r, 


^^,^^,  .j,^  ^^  y^  Vtri-jr.  nr.'jsz'-^^jv^r^r  -new:  fncrir^  shc^ara.     Paifent  of  Dr.  Gbttb. 


Fig.  273.     Fracture  of  patella ;  front  \iew ;  plate  over  patella ;  bones  wired  by 
Dr.  F.  S.  Watson's  method. 
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Fig.  274.     Fracture  of  patella;  side  view.     Patient  of  Dr.  F.  S.  Watson. 

Leg  and  Ankle.  —  In  fractures  of  the  bones  of  the  leg  an  antero- 
posterior view  is  usually  the  better,  but  of  the  ankle  a  side  view  is  the 
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Fl(i.  275.  Jolin  S..  five  years  old.  P.iliont  of  Dr.  Munro.  Noveinbcr  13.  1900.  tripix'd  over 
stick  in  room  and  was  aftcr^vards  unable  to  stand.  Sent  to  the  hospital  on  the  same  day.  I^ft  leg 
at  junction  of  middle  and  lower  third  presents  a  deformity  ;  considerable  swelling  :  no  crepitus  ;  very 
sensitive  to  touch.  X-rays  showe(i  a  fracture  of  the  tibia;  fibula  intact.  Radiographs  taken  on 
day  of  entrance,  November  13,  1900.  Plate  placed  on  inside  of  leg.  Tube  was  opposite  metal  washer. 
This  case  shows  the  importance  of  two  views. 


F'fl,  z'T'.  P-iiir-nt  >f  Z.r.  "J.ishmfi^  Fracture  jf  owrr  -'nd  Jt  il"u..u  In  his  ii^e.  ot  a  ' 
'him*  •♦rar'=:  id.  't.t-  rrr  mk.e  v.ia  much  -woilen.  ami  'hcrr:  'wcii  i.io  -nucti  swe  irru  'i  *he  '.eg  juid 
:o«it .  •encirmf-'i.s  >»n^an  t  :irnnmetTcs  adovc  rhe  np  Jt  :ht;  .-xrvma.  na.. '.-^j-us.  Cu<f!Ui  -^.Tjiminanon 
^▼  'he  L5!ia..  TJ^hcjris  vas  a<iT  lossibie  'U  uxrount  •!  jciema  inu  ^\%t*;;:n5i.  r'*»J  X-.-.iv  :jaotO]$nipbs 
•3irrr  Mkc-n,  T'-.e  m«  Tom  *tie  mierooostenur  -itrN*  ^hu>%ed  no  :rui.ture .  the  aierai  view  showed. 
fratrurp. 
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more  clearly  the  exact  condition  of  the  bones  than  can  be  obtained  in  any 
other  way.     Stereoscopic  pictures  are  also  excellent. 

Importance  of  Two  Views.  —  The  fonowing  case  (like  John  S.,  Figs. 
27s,  2j6)  illustrates  the  importance  of  two  views :  — 


William  A.,  nine  years  old,  a  patient  of  Dn  H,  W.  Gushing,  at- 
tempted to  climb  on  to  a  truck ;  caught  his  foot  between  the  spokes  of  the 


Fig.  281.    John  C.     Liiteral  view. 


Dr.  Munro.  The  palieni  was  ,hroi»-n  from  his  w.il  while  driving  a  leam  .ind  JraLiu.t..i  u^H.  iZ„  ?- 
^e  m,ddl.  ,hird  o.  ,he  rish.  l^g  -n  NovemU-r  5=.  .90.x  Swe^i^^  ^1  ^^  m  "  R-S-S  "^^^ 
December  i.  igoo,  wh.oh  .hp,.s  ,h.  ir.uu.e  .ako«  alier  .ho  splin,,  :„a  .,.,na»g«  Lad  bZpu.  on 


FlC#.  084.  Micha^cl  M,,  sixiy hit  i  lt-  >'Ui,  ]■  n«ered  ihe  Bostorl  City  Hospital  January  li,  1B99, 
Patient  of  Dr.  Watson*  While  w.ilking  nlong  itic  sfrcet,  slipped  on  the  ice  and  fell  to  the  ground* 
The  left  Itg  showed,  5  cenliniicires  filjove  the  internal  malleolus,  an  oblique  fracture  of  Ihc  tibia. 
The  left  fihula  appeared  also  to  be  broken.  Radiograph  t^kijn  Marxh  25,  1899,  showed  deitrly  a 
fracture  of  both  tibia  and  fibola.    The  patient  was  discharged  with  good  u7ivqi\  X'^fC^  ^. 


i^.  wg/o.  Patient  of  Dr.  Giivin.  Fmcitjre  of  both  bones  of  kg.  Recent  fhiclure;  detail* 
of  fibula.  k»5  clearly  awn  Uian  in  tliai  ni  the  other  leg,  :i]thniigh  hoih  leg^  were  Tnken  on  ihc  same 
plale.  One  illustrates  Iwjw  clearly  the  bones  show  wlicn  (he  soft  tissues^  are  in  nnrtnal  condition,  and 
the  other  how  much  less  clear  ihcy  appciu  when  the  tbsues  nbQm  them  Ofe  inH.imrd. 
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Fig.  291.  Paticni  of  Dr.  Bolles.  Fracture  of  t>otli  bones  of  the  leg,  William  T,,  thirty-iwo  yeswis 
old,  while  dancing  at  a  theatre  p  twisted  his  right  fool,  heard  the  bone  snap,  and  fell  on  the  si  age.  The 
X-ray  photograph  was  taken  six  days  Later.  Tbii  cut  shows  well  the  chatd^iter  ol  a  fracture  due  to 
torsion. 
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Fig.  294.     Fracture  of  epiphysis.    R  indicates  the  point  opposite  which  the  light  was  placed  and 

that  it  was  the  right  leg. 
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Absence  of  Fracture  indicated  by  X-Rays;  Fracture  by  Ordinary 
Methods.  —  The  cut  (Fig.  285)  shows  that  there  was  a  fracture  of  the 
tibia,  but  probably  none  of  the  fibula,  as  had  been  supposed  before  the 
radiograph  was  made.  Cuts  285  and  286  illustrate  the  method  of  taking 
well  and  injured  leg  on  same  plate,  for  comparison :  — 

Bowed  Leg  mistaken  for  Fracture.  —  Noble  Smith  ^  cites  a  case  of 
a  child  two  and  a  half  years  old  who  was  thought  to  have  bowed  legs. 
He  noticed,  however,  that  only  one  leg  was  affected,  and  that  the  inner 
malleolus  was  higher  than  natural,  and  that  the  child  felt  pain  if  the 
limb  were  touched.  He  therefore  took  a  radiograph,  which  showed  a 
fracture  of  the  tibia  4  centimetres  above  the  ankle-joint.  The  bone 
was  cut  down  upon  and  straightened,  and  the  child  made  a  good 
recovery. 

Advantage  of  comparing  Injured  and  Uninjured  Leg.  —  Cuts  287 
and  288  also  show  the  advantage  of  taking  a  picture  of  both  legs  in 
order  to  compare  the  injured  and  uninjured  one :  — 

Tarsus.  —  For  examining  the  bones  of  the  tarsus  the  tube  must  be 
placed  according  to  the  special  bones  that  it  is  desired  to  photograph. 

X-Rays  show  Cause  of  Chronic  Swelling  of  Foot.  —  The  chronic  swell- 
ing of  the  foot  which  arises  from  slight  sudden  blows,  from  a  rifle  butt, 
for  instance,  has  heretofore  been  looked  upon  as  due  to  an  inflamed  con- 
dition of  the  soft  parts,  tendons,  joints,  etc. ;  but  Freund  ^  states  that  the 
X-rays  show  it  is  really  due  to  the  fracture  of  one  of  the  metatarsal 
bones. 

There  is  a  saying  that  **  a  bad  sprain  is  worse  than  a  broken  bone,*' 
but  a  new  light  is  thrown  on  this  adage  by  X-ray  examinations,  as  they 
show  that  fractures  may  be  present  when  they  are  not  recognized  by 
the  older  methods,  and  therefore  that  the  inflammation  and  pain  which 
they  produce  are  attributed  to  other  causes.  The  saying,  with  our  pres- 
ent knowledge,  should  for  some  cases  be  amended. 

Foot.  —  The  metatarsal  bones  and  phalanges  are  often  most  easily 
photographed  with  the  plate  placed  on  the  floor,  the  patient  then  rest- 
ing his  foot  lightly  upon  the  plate ;  the  tube,  of  course,  is  placed  above 
the  foot  in  such  a  way  that  the  rays  may  fall  upon  it  vertically  ;  in  this 
position  the  tube  is  brought  so  near  the  knee  or  thigh  of  the  patient 
that  the  latter  should  be  screened  from  it  by  a  box  thickly  coated  with 
white  lead  as  already  described. 

^  Medical  Presi  ant/  Circular,  London,  March  7.  1900,  p.  240. 
2  British  Medical  Journal,  1899,  II,  Epitome,  p.  85. 
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Advantage  of  comparing  Injured  and  Uninjured  Foot.  —  Cuts  295  and 
296  show  the  advantage  uf  taking  a  photugraph  of  both  the  injured  and 
uninjured  foot 

Fractures  of  Phalanges  of  Great  Toe  and  Fracture  of  First  Phalanx  of 
Second  Toe.  —  Alfred  W,,  twenty  years  old,  patient  of  Dr.  H.  W,  Gush- 
ing,  caught  his  right  foot  between  the  elevator  and  the  floor  above,  and 
was  brought  directly  to  the  hospital.     There  was  some  ecchymosis  and 


Fig.  397.    Fracitires  of  phalanges  of  grtat  toe  and  fracture  of  first  phalanjs  at  second  toe.    Two  of 
these  frojctui^^  were  kuiiuspecied  before  the  radJpgmph  was  made. 


swelling  across  the  entire  metatarsal  region  and  base  of  toes,  but  no 
fracture  of  metatarsals  was  made  out.  There  was  bony  crepitus  and 
pain  ID  phalanx  of  great  toe.  The  X-ray  photograph  showed  fractures 
of  the  phalanges  of  great  toe  and  of  the  phalanx  of  second  toe.  The 
second  fracture  of  the  great  toe  and  the  fracture  of  the  second  toe  were 
not  suspected  by  the  ordinary  methods.  The  uninjured  foot  was  taken 
by  the  side  of  the  injured  foot  and  on  the  same  plate  for  purposes  of 
comparison,  but  is  not  shown. 


CHAPTER   XX 
FOREIGN    BODIES 

It  is  frequently  necessary  or  desirable  to  know  whether  a  foreign 
body  is  present  or  not  in  the  human  body,  and  if  it  is,  to  learn  its  exact 
location  in  order  to  remove  it,  or  to  determine  whether  or  not  its  removal 
should  be  attempted.  The  X-rays  can  show  us  those  substances  whose 
shadows  present  a  contrast  to  the  shadows  of  the  surrounding  tissues, 
and  therefore  objects,  such  as  bullets  or  other  pieces  of  metal  or  glass, 
admit,  as  a  rule,  of  precise  localization,  whereas  a  splinter  pf  wood  or 
the  shell  of  a  nut  could  not  be  seen  or  only  under  very  favorable  con- 
ditions. But  in  the  case  of  metallic  objects,  we  have  a  probe  which  is 
exact,  clean,  and  painless.  Moreover,  it  will  determine  the  position 
of  a  bullet,  for  example,  after  the  most  careful  search  by  all  other 
methods  has  failed  to  reveal  its  location. 

Methods  of  Localization.  —  Various  methods  have  been  devised  for 
the  localization  of  foreign  bodies,  some  of  which  have  already  been 
described  (see  Chapter  III,  page  8i,  and  Chapters  XI  and  XII),  and 
we  will  now  consider  others :  first,  a  method  which  is  carried  out  by 
means  of  the  fluorescent  screen ;  and  second,  those  which  are  carried 
out  by  means  of  X-ray  photographs. 

First  Method ;  by  Fluorescent  Screen.  Part  moved  and  examined 
from  Two  Directions.  —  The  following  description  of  the  manner  in 
which  this  method  is  carried  out  I  quote  from  an  article  which  I 
published  in  January,  1897:  — 

"  Everything  being  now  in  readiness,  the  fluoroscope  is  placed 
directly  on  the  thigh  (let  us  suppose  the  bullet  is  there),  and  the 
examination  is  begun.  After  looking  a  moment  the  spark-gap  may 
be  changed  a  little  in  order  to  increase  or  diminish  the  light,  as  by 
means  of  this  variation  more  can  be  seen,  certain  things  showing 
better  in  a  bright  light  and  others  in  a  less  brilliant  one.  With  a 
bullet  it  is  generally  well  to  use  a  considerable  amount  of  light.  After 
the  fluoroscope  has  been  moved  about  a  little,  the  shadow  of  the 
bullet  is  found,  and  the  spark-gap  may  again  be  changed,  in  order  to 

531 


532     THE   ROENTGEN    RAYS   IN    MEDICINE   AND   SURGERY 

get  as  clear  a  shadow  as  possible.  The  physician,  while  still  looking 
through  the  fluoroscope,  then  makes,  with  the  pencil  already  described, 
a  mark  over  the  place  where  the  bullet  seems  to  be,  and  directly  under 
the  fluoroscope;  he  then  makes  a  corresponding  mark  on  the  side  of 
the  thigh  nearest  the  Crookes  tube,  over  the  shadow  of  the  bullet,  and 
draws  i  and  i  by  the  side  of  each  of  these  two  marks.  Then,,  while 
still  looking  through  the  fluoroscope,  the  Crookes  tube  should  be  moved 
horizontally  a  few  inches  to  and  fro  in  order  to  learn  how  deeply  the 
bullet  is  imbedded,  for  if  the  shadow  of  the  bullet  moves  considerably 
in  the  fluoroscope,  the  bullet  is  some  distance  away.  If  it  moves  very 
little,  it  must  be  near  the  fluoroscope  and  the  surface  of  the  skin.  If 
far  from  the  surface,  its  shadow  will,  of  course,  be  ill  defined ;  if  near, 
it  will  be  very  sharply  defined.  Next,  the  patient  should  be  turned  so 
as  to  allow  the  physician  to  look  through  the  thigh  in  a  direction  about 
at  right  angles  to  that  first  taken,  and,  as  before,  a  mark  should  be  made 
with  the  pencil  over  the  place  where  the  bullet  seems  to  be,  both  when 
the  point  of  the  pencil  is  held  directly  under  the  fluoroscope  and  on  the 
side  of  the  thigh  nearest  the  Crookes  tube.  These  points  should  be 
marked  2  and  2,  and  the  bullet  will  be  found  at  the  point  where  the  line 
from  I  to  I  intersects  that  from  2  to  2.  I  have  used  this  method  for 
locating  bullets  in  different  parts  of  the  extremities,  and  in  the  neck, 
thorax,  back,  and  abdomen,  and  usually  the  situation  of  the  bullet  is 
readily  determined  by  this  means.  The  first  bullet  I  located  in  this 
way  was  in  April,  1896.*' 

It  is  well  to  go  over  the  marks  indicating  the  position  of  a  foreign 
body  with  nitrate  of  silver,  so  that  they  will  not  come  off  when  the  part 
is  washed  with  an  antiseptic;  the  stains  caused  by  the  former  may  be 
removed,  when  desired,  by  painting  them  with  tincture  of  iodine.  The 
iodine  may  in  turn  be  removed  by  dilute  ammonia  water.  Since  nitrate 
of  silver  is  a  caustic,  it  should  be  diluted,  as  a  precaution,  with  some 
less  caustic  substance,  nitrate  of  potash,  for  example.  The  ordinary 
diluted  lunar  caustic  consists  of  equal  parts  of  nitrate  of  silver  and 
nitrate  of  potassium.  This  substance  is  too  strong,  and  I  have  had 
a  crayon  made  which  has  a  smaller  proportion  of  nitrate  of  silver,  in 
order  to  obtain  a  pencil  suitable  for  marking  on  the  skin.  The  crayon 
should  be  moistened  when  it  is  to  be  used. 

The  above  method  of  locating  a  foreign  body  applies  to  all  such 
as  can  be  seen  on  the  fluorescent  screen,  but  some  cannot  be  thus 
recognized,  and  in  this  case  the  radiograph  must  be  employed. 
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Second  Method ;  by  X-Ray  Photograph.  Stereoscopic  Pictures.  —  Dr. 
G.  P.  Girdwood  ^  has  devised  an  excellent  method  of  locating  a  foreign 
body  by  means  of  stereoscopic  radiographs.  Dr.  Mackenzie  Davidson  ^ 
has  also  worked  out  a  similar  method  which  differs  in  certain  particulars 
from  that  of  Dr.  Girdwood. 

Localizers.  —  A  number  of  forms  of  apparatus  have  been  made  for 
the  purpose  of  localization,  among  which  the  following  deserve  special 
mention :  — 


Fio.  303.  Mackenzie  Davidson  cxposer.  The  photographic  plate  is  placed  beneath  the  crossed 
wires  on  the  lx>ard.  The  wires  are  inked  and  leave  marks  on  the  skin  of  the  part,  and  the  image 
of  the  wires  appears  on  the  negative.  This  gives  lines  lor  localization.  The  tube  is  suspended  verti- 
cally above  the  transverse  wire  and  equidistant  at  each  exposure  from  a  point  vertically  above  where 
the  wires  cross. 

Pig*  303  and  Fig.  304,  and  descriptions,  are  taken  from  "  The  Use  of  the  Roentgen  Ray  in  the 
War  with  SfKiin,"  by  Captain  W.  C.  Borden. 

Mackenzie  Davidson  has  devised  a  very  ingenious  apparatus  for 
locating  a  foreign  body.  The  following  account  is  quoted  from  an  arti- 
cle^ by  him  and  Dr.  Hedley  :  — 

"  Two  wires  at  right  angles  to  each  other  are  placed  upon  the  photo- 
graphic plate,  film,  or  paper.  The  Crookes  tube  is  then  placed  with 
its  anode  at  a  measured  distance  from  the  plate  and  exactly  perpendicu- 
lar to  where  the  wires  cross.     The  tube  is  fixed  in  a  holder  which  slides 


1  "Stereoskiagraphy,"  Montreal  Medical  Journaly  1899,  p.  193. 

2  British  Medical  Journaly  December  3.  1898,  p.  1669. 

'  "  A  Method  of  Precise   Localization  and   Measurement  by  Means  of  Roentgen  Rays," 
by  J.  M.  Davidson  and  W.  S.  Hedley,  Lancet^  October  16,  1897,  P*  'O^'- 
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in  one  plane.  Further,  one  of  the  cross  wires  must  be  in  exactly  the 
same  plane  as  that  in  which  the  tube  is  to  be  displaced.  The  wires 
being  painted  over  with  some  pigment,  the  part  to  be  photographed  is 
placed  on  the  plate  and  carries  with  it  a  mark  of  the  cross  wires.  The 
tube  is  then  displaced  to  a  measured  distance  to  one  side  of  the  perpen- 
dicular, and  an  exposure  given,  then  to  a  corresponding  point  on  the 
other  side  of  the  perpendicular,  and  another  similar  exposure  given.    The 


Fig.  304.  Mackenzie  Davidson  localizer.  The  negative  is  placed  on  the  glass  plate  in  the  same 
position  relative  to  the  two  points  on  the  crossbar  that  it  occupied  relative  to  the  anode  when  the 
exposure  was  made.  Weighted  threads  are  then  stretched  from  corresponding  points  on  the  image 
to  the  points  on  the  crossbar,  and  their  p>oint  of  crossing  indicates  the  position  which  the  lodged 
missile  occupied  relative  to  the  plate  when  the  exposure  was  made. 


resulting  negative  shows  double  images  from  the  two  different  points  of 
view.  A  further  precaution  is  necessary,  viz.,  to  mark  one  quadrant 
of  the  plate  and  the  corresponding  quadrant  on  the  patient's  skin. 

"  The  negative  having  been  developed,  fixed,  and  slightly  washed, 
is  at  once  placed  on  a  horizontal  stage  illuminated  from  below  by  a 
suitable  reflector  (an  arrangement  similar  to  a  retoucher's  desk).  The 
negative  may  be  placed  with  the  gelatin  surface  upward,  or  downward 
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if  the  glass  is  not  too  thick.  In  the  case  of  celluloid  films  it  is  most 
convenient  to  place  them  downward.  The  negative  is  adjusted  so  that 
a  perpendicular  dropped  from  a  notch  in  a  horizontal  scale  falls  upon 
the  point  where  the  shadows  of  the  wires  cross.  On  each  side  of  it 
another  notch  is  made  at  the  exact  distance  and  height  that  the  anode 
of  the  Crookes  tube  occupies  in  the  two  exposures.  A  fine  silk  thread 
is  then  passed  through  each  lateral  notch,  and  a  small  lead  counter- 
weight is  attached  to  one  end  of  each  thread,  while  the  other  is  passed 
through  the  end  of  a  fine  needle.  The  needle  is  weighted  with  lead  so 
that  its  eye  lies  flat  on  the  surface  of  the  negative.  In  short,  these  two 
silk  threads  represent  the  path  of  the  X-rays,  so  that  if  each  needle  be 
carefully  placed  upon  a  corresponding  point  in  each  shadow,  it  follows 
that  the  point  where  these  threads  cross  marks  the  position  occupied 
by  the  corresponding  part  of  the  actual  object.  Further,  its  distance 
can  be  measured  perpendicularly  from  three  planes  —  from  the  hori- 
zontal which  gives  its  depth,  and  from  the  two  planes  represented  by 
the  shadows  of  the  cross  wires.  By  measuring  any  other  desired  cor- 
responding points  the  precise  size,  position,  and  direction  of  the  object 
can  be  determined,  and  remembering  that  the  cross  wires  have  left  their 
mark  on  the  patient's  skin,  we  can  at  once  from  these  data  give  the 
surgeon  all  the  information  he  can  possibly  desire.  .  .  .  Dr.  Hedley 
suggested  that  instead  of  displacing  the  tube,  two  tubes  be  used  and  a 
simultaneous  exposure  given.'* 

Harrison's  Apparatus.  —  Harrison,^  following  the  idea  described  by 
Davidson  in  the  British  Medical  Journal,  January  i,  1898,  has  devised 
a  localizer  which  he  considers  rather  simpler.  His  description  is  as 
follows :  — 

"The  stand  of  my  focus  tube  is  7  inches  wide  and  about  18 
inches  long,  and  I  fix  the  tube  so  that  its  centre  is  7  inches  above  the 
board.  The  tube  can  be  moved  to  either  side,  and  a  point  is  marked 
on  the  extreme  edge  of  the  board  on  each  side,  directly  under  its  centre. 
These  points  are  joined  by  a  straight  line,  and  a  line  is  drawn  at  right 
angles  through  the  centre  of  the  first  line.  The  sensitive  plate  should 
be  so  placed  that  its  centre  coincides  with  this  point.  A  photograph 
is  taken  with  the  tube  over  each  of  the  lateral  points  in  succession  on 
the  same  plate,  and  the  distances  of  the  images  of  the  foreign  body  from 
the  sides  of  the  board  must  be  accurately  measured. 

"  I  now  draw  on  a  board  a  square  of  7  inches  and  divide  one  side 

1  British  Medical  Journal,  February  12,  1 898. 
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into  a  scale.  On  this  scale  I  mark  the  distances  of  the  images  of  the 
object  from  the  sides  of  the  board,  with  two  pins.  I  also  fasten  two 
pins  at  the  two  opposite  corners  of  the  board.  Two  threads  are  now 
fastened  to  these  pins  and  passed  round  the  pins  on  the  scale.  Their 
point  of  intersection  will  show  the  position  of  the  object." 

Harrison  has  made  a  modification  of  his  apparatus  so  that  the  whole 
object,  or  as  many  points  as  are  desired,  can  be  localized,  and  if  the 
subject  examined  is  bigger  than  the  hand,  a  larger  square  than  the  one 
described  can  be  made.  His  description  of  this  modified  apparatus^  is 
as  follows :  — 

**A  7-inch  square  is  drawn  on  a  board,  and  its  centre  accurately 
marked ;  at  the  ends  of  a  line  drawn  through  the  centre,  perpendicular 
to  two  of  the  sides,  two  upright  rods  are  fixed  (for  convenience  of  car- 
riage these  can  be  made  to  take  in  and  out);  at  a  height  of  7  inches  on 
each  of  these  pillars  a  hook  or  loop  is  placed. 

**  Take  the  case  of  a  needle  in  the  hand.  A  double  photograph  of 
the  hand  and  needle  is  taken  with  the  light  alternately  right  and  left. 
A  tracing  of  this  photograph  is  then  taken  on  the  sensitive  side,  mark- 
ing distinctly  the  ends  of  the  needle.  This  tracing  is  then  placed  so 
that  its  centre  coincides  with  the  centre  of  the  square ;  pins  are  then 
stuck  slantingly  through  the  tracing  into  the  board  at  the  ends  of  the 
needle.  Cross  threads  are  carried  from  the  pins  to  the  loops,  and  kept 
stretched  by  small  weights.  Where  these  threads  intersect  will  show 
the  position  of  the  needle  relatively  to  the  sensitive  plate  which  is  repre- 
sented by  the  tracing." 

Grossman's  Method  for  localizing  a  Foreign  Body  in  the  Eye. — 
Karl  Grossman,^  in  localizing  a  foreign  body  in  the  eye,  utilizes  the  eye 
itself  for  the  purpose  of  obtaining  the  necessary  parallax  of  the  shadow  ; 
the  vacuum  tube,  the  head  of  the  patient,  and  the  photographic  plate 
retain  their  relative  position  to  each  other  unchanged.  Grossman  de- 
scribes his  method  as  follows :  — 

"  Either  one  or  two  pairs  of  skiagrams  are  taken.  The  first  pair  is 
obtained  by  making  the  patient  look  (a)  downward,  (d)  upward,  in 
the  same  plane,  the  X-rays  coming  from  the  other  side  of  the  face  and 
somewhat  in  front  of  the  face.  If  the  foreign  body  be  in  the  eyeball, 
the  shadow  has  moved  from  (a)  to  (t)  a.s  follows :  — 

1  BrUisA  Medical  Journal,  April  2,  1 898,  pp.  882-883. 

-  "  Localisation  of  Foreign  Bodies  in  the  Kye  by  X-Rays,"  Liverpool  Mcdiio-Chir,  Journal^ 
January,  1899,  pp.  359-36i. 
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Upward,  if  in  the  anterior  half  hemisphere 

Downward,  **  **     "  posterior   "  " 

Forward,  "  **     **    inferior     "  ** 

Backward,  **  "     "    superior    "  " 

the  axis  of  these  four  half-hemispheres  being  at  the  same  time  the  axis 
of  rotation  for  the  upward  movement. 

"If  the  shadow  has  not  moved,  the  foreign  body  might  still  be  in  the 
eyeball,  viz.  at  any  point  on  the  axis  of  rotation.  In  this  case  the  sec- 
ond pair  of  skiagrams  would  become  necessary,  the  patient,  this  time, 
having  to  look  at  a  point  (c)  temporalward,  (d)  nasal  ward,  in  the  hori- 
zontal plane.  A  movement  of  the  shadow  from  (c)  to  (d)  would  mean 
the  presence  of  a  foreign  body  in  the  eye,  viz.  in  the  temporal  hemi- 
sphere if  forward ;  in  the  nasal  hemisphere  if  backward. 

**  It  may  be  mentioned  that  the  relative  position  of  the  tube,  head,  and 
plate  need  only  remain  the  same  for  the  two  exposures  of  each  pair ; 
viz.  for  (a)  and  (d)  on  the  one  hand,  and  for  (c)  and  (d)  on  the  other, 
but  may  be  a  different  one  for  each  pair  of  skiagrams. 

"  In  order  to  give  landmarks  of  orientation  to  the  skiagrams,  thin  lead 
wire  or  narrow  strips  of  lead  foil  were  applied  in  various  ways ;  if  neces- 
sary, they  can  be  placed  in  the  conjunctival  sac.'* 

Dr.  Sweet's*  Apparatus. — The  apparatus  is  fixed  to  the  patient's 
head,  and  by  knowing  the  distance  of  one  of  the  balls  of  the  indicator 
from  the  centre  of  the  cornea  and  the  distance  between  the  two  balls 
the  position  of  the  metal  in  the  eye  may  be  determined. 

Dr.  Sweet  ^  has  employed  the  rays  for  diagnostic  purposes  in  thirty- 
five  cases  of  injury  to  the  eyes.  In  thirteen  cases  there  was  shown  to 
l?e  no  foreign  body  in  or  near  the  eye.  In  the  remaining  twenty-two  a 
foreign  body  was  found  either  in  the  eyeball  or  the  orbit,  the  localiza- 
tion being  verified  in  sixteen  cases  by  magnetic  extraction,  or  by  enuclea- 
tion, and  in  two  cases  by  the  ophthalmoscope.  Three  cases  were  gunshot 
injuries  and  no  operation  was  performed  for  the  removal  of  the  shot ; 
while  one  patient  did  not  reappear  after  the  radiographs  were  made. 

Dr.  Sweet  considers  that  these  cases  show  an  accuracy  in  the  deter- 
mination of  the  situation  of  foreign  bodies  in  the  eye  by  the  use  of  the 
Roentgen  rays,  that  he  believes  is  not  equalled  by  any  other  means.     If 

*  "The  Value  and  Method  of  determining  the  Precise  Location  of  Pieces  of  Metal  in  the  Eye 
by  Means  of  the  Roentgen  Rays,"  ^hc/tnes  Ophth.,  New  York,  November  27,  1898,  pp.  377-399- 

'^  "  Locating  Foreign  Bodies  in  the  Eye  ;  Results  of  Two  Years'  Work  with  the  Roentgen 
Rays,"  Philadelphia  Medical  Journal^  October  14,  1899,  pp.  718-719. 
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the  examination  is  negative,  both  the  surgeon  and  the  patient  are  reas- 
sured. If  the  radiograph  indicates  that  a  foreign  body  is  in  the  eye,  an 
attempt  to  remove  it  may  be  made  before  a  firm  exudate  has  formed 
about  it.  To  wait  until  the  inflammation  has  subsided,  in  the  hope  of 
determining  the  situation  of  the  metal  by  the  ophthalmoscope,  consumes 
valuable  time  and  menaces  the  safety  not  only  of  the  injured  but  of  the 
sound  eye. 

Piece  of  Copper  in  the  Eye.  —  One  of  the  first  cases,  so  far  as  I  am 
aware,  in  which  the  X-rays  helped  to  indicate  the  presence  of  a  foreign 
body  in  the  eye,  was  that  of  a  patient  who  was  brought  to  me  in  June, 
1896,  by  my  brother,  Dr.  Charles  H.  Williams.  Messrs.  Charles  L. 
Norton,  R.  R.  Lawrence,  and  myself  examined  this  patient  in  the 
Rogers  Laboratory  of  Physics  of  the  Massachusetts  Institute  of  Tech- 
nology. 

The  patient,  M.  M.,  seventeen  years  old,  was  brought  by  Doctor 
Shurtliff  of  Somerset  to  Doctor  Williams  on  June  5,  1896.  His  descrip- 
tion of  the  case  is  as  follows  :  ^  — 

"  The  day  before  he  had  placed  a  Flobert  rifle  cartridge  in  a  vise 
and  hammered  it ;  the  cartridge  exploded,  and  a  piece  struck  his  left 
eye.  Examination  showed  no  injury  to  the  eyelids,  but  a  vertical  cut 
extended  two-thirds  across  the  cornea,  the  anterior  chamber  was  empty, 
and  the  pupil  was  filled  with  a  mass  of  opaque  lens  substance.  Under 
atropine  there  was  some  adhesion  between  the  iris  and  lens  capsule,  and 
no  view  could  be  had  of  the  interior  of  the  eye  on  account  of  the  opac- 
ity of  the  lens.  There  was  very  little  redness  of  the  sclera,  and  no 
complaint  of  pain.  Light  projection  was  fairly  good  upward,  inward, 
and  outward,  but  uncertain  downward ;  fingers  could  not  be  counted. 

"  It  was  hard  to  decide  whether  this  injury  was  caused  by  a  piece  of 
cartridge  which  had  struck  the  eye  and  then  rebounded,  or  whether  the 
metal  had  lodged  within  the  eye.  No  use  could  be  made  of  the  elec- 
tromagnet for  diagnosis  and  removal,  as  the  metal  was  probably 
copper.  ..." 

The  patient  was  laid  on  the  table  with  his  injured  eye  close  to  the 
plate  holder,  and  the  vacuum  tube  so  placed  that  the  rays  passed 
partly  across  the  bridge  of  the  nose,  and  partly  through  the  thin  nasal 
and  orbital  bones  to  the  injured  eye,  and  so  on  to  the  plate.     After  ten 

1  *'  A  Case  of  Extraction  of  a  Bit  of  Copper  from  the  Vitreous,  where  X-Rays  helped  to  locate 
the  Metal,"  by  Dr.  Charles  H.  Williams.  Boston  Medical  and  Surgical  Journal^  August  13, 
1896. 
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minutes*  exposure  the  developed  plate  showed  what  appeared  to  be  a  for- 
eign body  a  little  back  of  the  centre  of  the  eyeball.  A  second  X-ray 
photograph  with  the  tube  in  a  different  position  showed  no  foreign  body. 
It  may  be  that  this  exposure  was  not  suitable,  or  that  the  thin  metal 
strip,  which  was  found  later  was  turned  edgewise  to  the  light,  thus  giv- 
ing a  less  marked  impression  on  the  plate. 

Dr.  Charles  H.  Williams  operated  and  removed  a  thin,  nearly  straight 
piece  of  copper,  6  millimetres  long  by  3  millimetres  wide,  and  of  the 
thickness  of  the  cartridge  shell. 

Bullet  in  Head.  — An  interesting  case  of  the  localization  of  a  bullet 
by  the  X-rays  is  given  by  R.  C.  Lucas.^  The  patient  was  a  child  ten 
years  old,  who  was  shot  in  the  back  of  the  head.  There  was  a  circular 
wound  over  the  upper  part  of  the  occipital  bone,  about  6  millimetres 
in  diameter,  rather  to  the  right  of  the  median  line.  A  radiograph 
showed  that  the  bullet  had  separated  into  two  pieces,  one  of  which  was 
lying  near  the  hole  in  the  skull,  and  the  other  about  4-5  centimetres  far- 
ther on.  After  the  foreign  bodies  were  removed  the  improvement  was 
marked. 

Bullet  in  Head.  —  K.  W.,  30  years  old,  entered  the  surgical  side  of 
the  Boston  City  Hospital  November  23,  1899.  Service  of  Dr.  Munro. 
F^our  years  ago  the  patient  was  shot  through  the  right  side  of  the  face, 
but  did  not  suffer  much  from  the  injury  until  three  weeks  ago.  At 
times  since  then  her  jaws  have  seemed  to  set  tightly,  and  there  was  swell- 
ing on  the  right  side  of  the  face,  accompanied  with  much  pain.  About 
1.25  centimetres  anterior  to  the  lobe  of  the  ear  on  this  side  was  a  small 
scar.  There  was  a  slight  tenderness  about  this  region  on  pressure,  also 
over  right  temporal  region.  On  November  28,  with  the  aid  of  two 
X-ray  photographs,  Dr.  Munro  removed  the  bullet,  which  was  found 
2.5  centimetres  from  the  surface,  imbedded  in  fat  tissue  close  to  the 
temporal  bone.     The  patient  was  discharged  well. 

Foreign  Body  in  (Esophagus.  —  The  following  cut  shows  the  condi- 
tion of  a  girl  13  years  old,  who  was  brought  to  me  for  an  X-ray  exami- 
nation. On  December  26,  1898,  she  had  swallowed  a  fifty -cent  piece; 
subsequent  to  this  vomiting  occurred  if  anything  stuck  in  her  throat  when 
eating.  Liquids  were  swallowed  without  difficulty.  I  examined  her 
with  the  fluorescent  screen,  and  located  the  position  of  the  coin  as  fol- 
lows :  opposite  second  rib  in  front  and  fourth  dorsal  vertebra  behind ; 
in  front,  from  6  to  12.5  millimetres  to  right  of  median  line;  behind,  a 

*"  Localization  of  Bullets  by  X-Rays,"  British  Medical  Journal,  October  21,  1899,  p.  1064. 
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little  to  right  of  median  line.     A  radiograph,  from  which  this  cut  wasj 
made,  was  also  taken.     {See  Fig.   305.) 

Dr.  J.  F.  Baldwin  ^  dt^Sjcribes  the  case  of  a  child  who  without  an) 
assignable  cause   had   symptoms   of   croup  with    inability  to  swallow, 
About  a  month  later  the  child  was  very  much  emaciated.     Dr,   Baldwin  I 
advised  an  X-ray  examination,  which  showed  a  button  in  the  cesopha- 
gus,  about  five  centimetres  above  the  stomach. 


FlC*  305.    Half  dollar  in  cesopbagus. 


Piece  of  Steel  in  Arm  found  only  by  X-Rays.  —  A  piece  of  ste 

entered  the  right  arm  of  a  man  twenty  years  old.  An  unsiiccessfu 
attempt  was  made  to  find  the  steel;  the  arm  became  much  swollen  and 
the  patient  came  to  the  out-patient  department  of  the  Boston  City  Hos- 
pital in  September,  1899,  where  another  unsuccessful  attempt  was  made 
under  cocaine  to  find  the  foreign  body.  Two  X-ray  photographs  wer 
then  taken  (see  Figs.  307,  308)  and  the  steel  was  removed  under  etherj 

*  Cif/um^us  Mediiai /oHrnaK  Febriiaiy,  1900,  p.  73. 


if  there  is  delay  it  may  change  its  position.  For  example,  a  young  woman 
was  examined  at  the  hospital  with  the  fluorescent  screen,  and  a  needle 
found  in  her  right  hand  between  the  carpal  ends  of  the  second  and  third 


Fig.  312.     Needle  in  hand ;  lateral  view.     (Sec  preceding  figure.) 
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Fk;.  313.     Needle  in  wrist ;  antero-posterior  view.     (See  also  following  figure.) 


550    THE   ROENTGEN    RAYS   IN    MEDICINE   AND  SURGERY 

determine  how  small  a  piece  of  metal  could  be  seen  in  a  radiograph* 
They  used  four  fragments  of  needles  of  known  weight  and  size,  and 
attached  them  firmly  to  various  parts  of  the  human  body,  and  then 
radiographed  them.     The  summary  of  their  experiments  is  as  follows : 

1,  An  iron  foreign  body  in  the  hand ;  weight  i  milligramme.    The  exposure  was  ten  sec- 

onds, and  the  tube  was  at  a  distance  of  20  ceniimetres  from  the  photographic  plate. 

2.  Iron  foreign  body  in  the  forearm  ;  weight  1  milJigramme*    Exposure  thirty  seconds; 

distance  of  tul>e  30  centimetres. 


FKi.  315.    This  cul  shows  a  ptcce  of  gtass  in  ihe  upper  finger.     Patient  of  Dr.  Lund, 

Iron  foreign  body  in  the  upper  arm  \  weight  r  milligramme.  Exposure  thirty  sec- 
onds ;  distance  of  tube  30  centimetres. 

Iron  foreign  body  in  the  foot;  same  weight  as  above.  Exposure  one  to  two  min- 
utes ;  distance  of  tube  as  above- 

Iron  foreign  body  in  the  knee;  weight  4  milligrammes*     Exposure   five  minutes; 

distance  of  tube  40  centt metres- 
Iron  foreign  body  in  the  thigh  ;  weight  1  milligramme.  Expo^iure  five  minutes  :  dis- 
tance  of  itibe  40  centimetres;  but  it  could  be  seen  only  when  the  image  of  the 
needle  fell  on  the  muscle  and  was  not  in  the  shadow  of  the  femur. 

Iron  foreign  body  in  the  shoulder;  weight  i  milligramme.  Exposure  five  minutes ; 
distance  of  tube  40  centimetres. 

Iron  foreign  body  in  the  thorax  of  children  four  to  twelve  years  old;  w^eight  i  milli- 
gramme* Exposure  five  minutes ;  distance  of  tube  40  centimetres,  unless  the  body 
was  hidden  by  the  sternum  or  backbone. 

Iron  foreign  body  in  the  abdomen  of  children  four  to  twelve  yearis  old;  weight  4 
milligrammes,     Expostire  ten  minutes  ;  distance  of  tube  40  centimetres. 


CHAPTER   XXI 

X-RAYS   IN    MILITARY   SURGERY 

It  may  be  said  that  the  principles  which  govern  the  use  of  the 
X-rays  in  this  field  are  the  same  as  those  which  obtain  under  the 
conditions  in  which  an  apparatus  that  has  its  independent  source  of 
electricity  is  used ;  therefore  only  a  few  words  are  necessary  on  this 
subject 

The  X-rays  have  been  employed  in  military  surgery  with  success. 
It  has  been  well  said  by  Dr.  Haughton  that  "  The  X-rays  have  furnished 
the  army  surgeon  with  a  probe  which  is  painless  ;  which  is  exact ;  and, 
most  important  of  all,  which  is  aseptic." 

Dr.  Abbott  and  Mr.  Symons  ^  believe  that  the  X-rays  will  be  of  great 
use  in  future  wars,  but  not  at  the  actual  front.  They  found  that  a 
screen  saved  much  time  because  the  question  of  depth  was  so  easily 
approximately  solved  by  its  aid.  The  X-rays  not  only  assisted  them  to 
localize  bullets,  but  also  indicated  other  sources  of  irritation,  namely, 
pieces  of  dirt  and  sequestra,  and  thus  proved  useful  guides  to  a 
secondary  operation. 

Surgeon  Major  Beevor,^  M.  B.,  Army  Medical  Staff,  on  the  contrary, 
considers  that  every  civilized  nation  should  have  an  X-ray  apparatus  not 
only  at  base  hospitals,  but  wherever  soldiers  are  fighting.  The  apparatus 
used  during  operations  on  the  frontier  of  India  was  a  ten-inch  spark 
coil  with  a  primary  battery.  If  the  roads  are  not  good,  he  thinks  that 
a  portable  apparatus  should  not  weigh  more  than  eighty  to  one  hundred 
pounds,  so  that  it  can  be  slung  from  a  pole  and  be  cafried  by  two  men. 
One  difficulty  encountered  with  the  apparatus  was  the  melting  of  the 
wax,  by  the  hot  sun,  that  insulated  the  wire  of  the  secondary  coil,  but 
this  trouble  was  overcome  by  the  use  of  a  mixture  of  paraffin  wax  and 

^  "Surgery  in  the  Gneco-Turkish  War,"  Lancet^  London,  January  14,  1899,  p.  80. 
2  Report  of  Address  made  before  the  Royal  United  Service  Institution,  British  Medical 
Journal,  May  28,  1898,  p.  1408. 
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resin  which  did  not  melt  under  150°  F.  A  covering  of  felt  protected 
the  coil  from  the  sun,  rain,  snow,  and  frost. 

Major  Battersby  ^  states  that  the  ordinary  methods  were  insufficient 
to  demonstrate  the  position  of  the  bullet  in  the  tissues,  or  to  show  that  a 
bullet  was  not  present,  in  twenty-one  men  out  of  one  hundred  and  twenty 
who  were  wounded  at  the  battle  of  Omdurman  and  carried  into  the 
hospital.  In  twenty  of  these  cases  the  diagnosis  was  reached  by  means 
of  the  X-rays ;  in  the  twenty-first  case  the  patient  was  too  feeble  to  bear 
the  examination. 

Major  Battersby  found  that  the  fluorescent  screen  was  advantageous 
in  that  any  part  of  the  body  could  be  examined  without  delay,  but  it  was 
most  useful  at  night,  because  no  dark  room  was  available  and  the  hood 
employed  was  not  sufficient  to  keep  out  the  intense  sunlight.  He  like- 
wise found  that  when  plates  are  used  in  warm  countries  an  alum  bath 
is  necessary  because  the  water  which  is  used  in  the  developing  solution 
and  to  wash  the  plate  is  always  warm.  He  used  a  bicycle  to  charge  the 
storage  battery ;  but  thought  in  the  Soudan  a  static  machine  was  the 
ideal  apparatus. 

Edward  Loison  ^  suggests  the  use  of  Eastman  paper  of  bromide  of 
silver,  or  films,  in  military  surgery  for  taking  X-ray  photographs,  in  order 
to  avoid  the  risk  run  of  breaking  the  plates,  if  these  are  used.  Glass 
plates,  too,  are  heavy  to  carry ;  still,  he  thinks  them  the  best. 

Captain  W.  C.  Borden,^  Assistant  Surgeon  in  the  United  States 
army,  expresses  the  following  opinion  in  regard  to  the  need  of  an 
X-ray  apparatus  in  military  surgery,  and  the  place  where  it  should 
be  kept : — 

"  The  use  of  the  Roentgen  ray  has  marked  a  distinct  advance  in 
military  surgery. 

"  It  has  favored  conservatism  and  promoted  the  aseptic  healing  of 
bullet  wounds  made  by  lodged  missiles,  in  that  it  has  done  away  with 
the  necessity  for  the  exploration  of  wounds  by  probes  or  other  means, 
and  by  this  has  obviated  the  dangers  of  infection  and  additional  trau- 
matism in  this  class  of  injuries. 

"  In  gunshot  fractures  it  has  been  of  great  scientific  value  by  show- 
ing the  character  of  the  bone  lesions,  the  form  of  fracture,  and  the 

*  British  Medical  Journal,  January  14,  1899,  p.  112. 
«  Arch,  de  Med.  et  Pharm.  MiliL,  Paris,  1899,  Vol.  z:^,  p.  435. 

•"The  Use  of  the  Roentgen  Ray  by  the  Medical  Department  of  the  United  States 
Army  in  the  War  with  Spain." 
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amount  of  bone  comminution  produced  by  the  small  caliber  and  other 
bullets  — conditions  which  could  not  have  been  otherwise  determined  in 
the  living  body. 

"  In  the  treatment  of  these  traumatisms  it  has  been  of  great  value 
in  determining  the  course  of  treatment  to  be  pursued,  as  its  use,  together 
with  the  course  of  the  cases  under  treatment,  has  shown  that  aseptic  or 
septic  condition  of  the  wound  is  of  far  greater  importance  than  the 
amount  of  bone  comminution.  This  is  illustrated  by  those  cases  of 
extensive  bone  comminution  which,  when  connected  with  aseptic  wounds, 
progress  to  favorable  termination  with  a  minimum  of  immediate  and 
remote  ill  effects ;  while  those  cases  in  which  the  bone  traumatism  is 
slight,  if  complicated  by  infection  of  the  wound,  are  much  more  difficult 
to  treat  and  serious  in  their  result.  .  .  . 

"  The  many  cases  of  lodged  bullets  in  which  the  bullets  were  left 
undisturbed  until  the  patients  reached  a  general  hospital  or  hospital 
ship,  where  the  missiles  were  located  by  the  Roentgen  ray  and  removed 
under  aseptic  technic  with  complete  safety  to  the  patient  and  rapid 
recovery,  prove  the  non-necessity  for  the  use  of  Roentgen  ray  apparatus 
in  field  or  other  advanced  hospitals.  Even  where  the  bullet  can  be 
readily  located  without  the  use  of  the  Roentgen  ray,  the  experience  of 
the  late  war  and  the  opinion  of  numerous  authorities  lead  to  the  conclu- 
sion that  the  zeal  of  the  surgeon  should  not  cause  him  to  remove  the 
missile  at  the  field  hospital  except  in  special  cases.  Infection  is  almost 
sure  to  occur  from  the  almost  absolute  impossibility  of  obtaining 
asepsis  under  conditions  which  are  present  at  the  front,  and  the  recovery 
of  the  patient  is  delayed  and  the  functions  of  the  wounded  part  likely 
to  be  impaired  in  consequence  of  the  suppuration  which  will  follow." 


CHAPTER   XXII 

DISEASES  OF  THE   BONES  AND  OF  THE  JOINTS 


The  change  in  chemical  composition  accompanying  pathological 
processes  is  obvious  in  certain  diseases  of  the  bones  and  of  the  joints  by 
the  aid  of  the  fluorescent  screen,  but  far  more  so  by  that  of  X-ray  photo- 
graphs, and  a  careful  study  of  good  radiographs  will  do  much  to  make 
our  conception  of  these  diseases  clearer.  More  exact  diagnosis  can  be 
made  in  some  cases  by  means  of  the  X-rays,  and  in  other  cases  a  definite 
diagnosis  cannot  be  made  without  them. 

The  following  table  will  serve  to  place  before  the  eye  of  the  reader 
some  of  the  conditions  in  which  X-ray  examinations  are  of  service :  — 

Periostitis. 

Osteitis.     Spina  ventosa. 

Osteitis  Deformans.     (Affects  both  bone  and  periosteum.) 
Osteomyelitis.     Abscess,  Necrosis,  Sequestra. 
Regeneration  of  Bone  after  Operation.    Callous  Formation. 
Tuberculosis.     (Nearly  always  begins  in  epiphyses ;  sometimes  in  joints.) 
Syphilis. 

Rickets.    Coxa  vara. 
Acromegalia. 
L  Chronic  Pulmonary  Osteoarthropathy. 

Osteoma.     (Exostoses.) 

Chondroma. 

Osteochondroma  . 

Osteosarcoma. 

ChONDROS  ARCOM  A . 


BONES. 


NEW   GROWTHS. 

Differentiation  of  bony 
from  other  tumors. 

r  Tuberculosis 
Coxitis. 
Syphilis. 


Cancer.     (Rare.) 


JOINTS. 


Arthritis  Deformans.  < 


Rheumatoid  arthritis.     (Atrophy  of  bone  and 

all  joint  structures.) 
Osteo-arthritis.      (Hypertrophy  of  bone  and 

cartilages.) 
Charcots. 
Rheumatism,  acute. 

Deposits  about  Joints,  including  urate  of  soda  or  lime  salts. 
Loose  Cartilage. 
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Fig.  319.     Augusta  G.,  forty-five  years  old. 


Chronic  periosliiis  of  the  fibula  and  of  a  small  portion 
of  the  libra. 
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Diseases  of  the  Bones 

Methods  of  Examination.  —  The  general  directions  already  given  for 
examination  of  the  bones  when  fractured  largely  apply  in  the  following 
diseases.  It  is  well  to  place  the  healthy  and  diseased  bone  on  the  same 
plate  and  photograph  them  thus,  for  purposes  of  comparison.  The  best 
results  can  be  obtained  if  a  new  tube  that  has  a  low  resistance  is  used. 


Fig.  320.    Augusta  G.,  forty-five  years  of  age.    From  same  patient  as  Fig.  319.    Shows  loss  of  bone 

substance  in  phalanges. 


The  special  diflficulties  lie  in  so  arranging  the  apparatus  as  to  obtain  the 
best  differentiation,  and  in  the  correct  reading  of  the  radiograph,  par- 
ticularly in  cases  where  the  disease  is  beginning  and  only  a  small  focus 
is  affected.  The  changes  in  the  outline  and  thickness  of  the  bones,  of 
the  periosteum,  in  the  cancellated  structure  of  the  bones,  in  the  amount 
of  rays  absorbed  by  the  tissues,  should  all  be  carefully  studied  in  the 
radior^raphs.  A  well-made  radiograph  may  be -defined  as  one  which 
shows  the  details  of  the  bones,  and  also  of  the  soft  parts,  such  as  skin, 
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itty  tissues,  muscles,  tendons,  and  in  some  cases  normal  arteries,  with 
jrprising  clearness.  I  regret  that  the  beautiful  detail  shown  by 
lem  cannot  always  be  reproduced  by  any  method  that  it  is  practicable 


[G.  322.    Z.    Osteomyeliiis.  with  necrosis  of  lower  jaw.    Patient  of  Dr.  E.  H.  Nichols,  out-patient 
department.  Boston  City  Hospital. 
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to  use  in  a  book ;  but  the  half-tones  given  here  indicate  in  part  what 
the  negatives  show. 

Spina  Ventosa.  —  Feilchenfeld  ^  reports  on  a  typical  case  of  spina- 
ventosa  of  the  right  forefinger  in  a  boy  eight  years  of  age.  The  X-ray 
photograph  showed  the  swelling  of  the  soft  parts,  a  very  slight  thicken- 
ing of  the  bone,  and  two  quite  small  carious  foci  at  the  base  of  the  pha- 
lanx. The  writer  notes  the  importance  of  this  case  because  it  shows 
the  possibility  of  early  diagnosis  at  a  time  when  a  small  diseased  place 
in  the  bone  could  not  otherwise  be  located. 

Regeneration  of  the  Bones  after  Operation.  —  The  following  cases  are 
illustrative :  — 

Oilier  2  describes  the  case  of  a  girl  fifteen  years  old  who  had  suffered 
from  suppurative  osteomyelitis  of  the  tibia,  with  invasion  of  the  articula- 
tions of  the  astragalus  and  persistent  suppuration  of  tarsus.  In  October, 
1889,  he  removed  a  piece  of  the  tibia  28  centimetres  long,  which  included 
the  whole  of  the  epiphysis  with  its  malleolus,  and  he  also  completely 
removed  the  astragalus.  The  fibula,  although  attacked  by  osteitis,  was 
simply  abraded,  but  as  it  was  longer  than  the  tibia  and  made  the  foot 
turn  inward.  Oilier  cut  out  the  external  malleolus.  May  i,  1897,  a 
radiograph  was  taken  which  showed  that  the  new  tibia  was  almost  as 
long  as,  and  thicker  than,  the  normal  one  in  a  large  part  of  its  extent ; 
its  exterior  surface  was  slightly  irregular ;  the  darkness  of  the  shadow 
indicated  compact  tissue ;  its  malleolus  was  very  clearly  marked.  The 
astragalus  was  indicated  in  the  radiograph  by  an  osseous  mass  insig- 
nificant in  size.  The  patient  can  dance  without  fatigue  and  walk  a  dis- 
tance of  from  10  to  12  kilometres. 

Oilier  reports  a  second  case  of  a  patient  sixteen  years  old  on  whom 
he  had  operated  five  years  before.  The  radiograph  showed  that  new 
bone  had  formed. 

Dr.  H.  W.  Gushing^  gives  radiographs  and  an  instructive  account 
of  a  case  of  acute  osteomyelitis  in  a  boy  sixteen  years  of  age  upon 
whom  he  operated  successfully.  Two  years  after  the  removal  of  the 
left  tibia  the  patient  was  well  and  strong,  and  walked  unaided  and  with- 

^  Berlin  klin.  IVochenschr.^  NT  ay,  1 896,  p.  403. 

^  "  Demonstration  par  les  rayons  de  Roentgen  de  la  regeneration  osseuse  chez  rhomme  a 
la  suite  des  operations  chirurgicales,"  Compt.  rend.  Acad.  d.  Sc.,  Paris,  1 897,  CXXIV,  pp. 
1070-1074. 

^"A  Method  of  Treatment  for  the  Restoration  of  Entire  Tibiie  Necrotic  from  Acute 
Osteomyelitis,"  Annais  0/  Surgery,  August,  1899. 


KiG.  323.  Ali.'xandcr  S.  Service  of  Dr.  H.  W.  Cubhin^.  Usteomyclitis  of  the  tibia,  lateral 
virvs.  It  wii:  I"-  nciticid  that  tin.'  bones  ot  th»:  t«K»t  wrre  ciutlinfrl  with  unusual  clearness  in  the  radio- 
jjr.ipli  fp-rii  whi'.li  tl.is  !i.rt-i«inc  was  made.  —  thrri:  has  been  no  retouching,  —and  that  they  are  more 
periii'  .i:-"'.-  tluin  n-^rma".  t-i  fli'-  \-rays. 
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out  difficulty.  The  radiograph  showed  the  bone  to  be  intact,  with  a 
distinct  cortex  and  a  medullary  cavity.  A  part  of  the  shaft  just  above 
the  malleolus  and  of  the  epiphysis  was  lighter  than  elsewhere ;  the  pro- 
cess of  repair  was  delayed  there,  and  probably  the  calcification  was  less 
in  amount.  Dr.  Gushing  concludes  that  the  shaft  of  the  bone  is  more 
easily  restored  than  the  epiphysis.  The  reader  is  referred  to  the  origi- 
nal article  for  details  and  suggestions  in  regard  to  treatment. 

Osteomyelitis  of  the  Tibia. — Alexander  S.,  four  years  old,  entered 
the  hospital  June  5,  1899.  Service  of  Dr.  H.  W.  Gushing.  Three  days 
before  he  had  fallen  on  a  stove  and  injured  his  left  leg.  He  had  a  tem- 
perature of  103J  and  a  pulse  of  no.  On  June  6  operation  was  per- 
formed and  a  considerable  amount  of  dark  brown  pus  escaped  from  the 
incision  along  the  lower  and  inner  side  of  the  tibia.  The  entire  perios- 
teum of  the  shaft  of  the  tibia  was  dissected  away.  The  cavity  left  then 
filled  with  purulent  fluid.  The  shaft  of  the  tibia  was  excised  below  the 
tuberosity  and  above  the  malleolus. 

One  year  later  the  radiographs  (see  Figs.  323,  324),  one  taken  from 
a  lateral  and  the  other  from  an  antero-posterior  point  of  view,  were 
made,  which  show  that  bone  formation  had  taken  place :  — 

Osteomyelitis.  Mary  P.,  seven  years  old  ;  entered  the  hospital  No- 
vember 13,  1900;  patient  of  Dr.  Munro.  Two  weeks  ago  fell  down 
stairs,  bruising  leg,  which  began  to  swell  rapidly ;  much  pain  and  con- 
stitutional symptoms.  The  patient  is  anaemic.  The  left  leg  presents 
a  marked  enlargement.  X-rays  showed  involvement  of  the  periosteum 
at  the  upper  portion  of  the  tibia  (see  Fig.  325). 

Operation  by  Dr.  Munro  on  November  13,  cavity  curetted  out. 
January  i,  1901,  a  second  operation;  periosteum  split  down  about 
10  centimetres.  For  7.5  centimetres  the  periosteum  was  lined  with  a 
crackling,  rough,  new  bone  3  to  4  millimetres  thick,  ending  below  in 
normal  periosteum.  The  periosteum  with  its  new  bone  was  peeled  from 
the  shaft  and  the  shaft  sawn  through  just  below  the  beginning  of  the 
normal  periosteum,  and  the  fragment  was  removed.  A  rough  necrotic 
fragment  about  12.5  millimetres  in  diameter  was  removed  from  the 
epiphyseal  end,  and  the  epiphysis  curetted  wherever  the  bone  seemed 
diseased.  The  edge  of  the  periosteum  was  sutured  with  catgut, 
and  the  leg  compressed  laterally  so  that  the  periosteum  fell  together 
more  or  less  closely.  A  temporary  drain  was  placed  at  the  upper 
end,  the  skin  below  being  sutured.  X-ray  photograph  taken  Janu- 
ary 17,   1901. 


Fk;.  324-    Alexanders.     Osteomyelitis  of  the  tibia.    Antero-posterior  view. 


Fig.  325.    Mary  P. 


Osteomyelitis.    Before  opKiration.    The  white  spot  seen  in  the  upper  part  of  the 
diseased  area  is  caused  by  an  injury  to  the  negative. 
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Fig.  326.      Mary  P.,  seven  years  old.      Osteomyelitis  of  tibia.      Well  and  diseased  leg  compared. 
Antero-posterior  view.     Radiograph  taken  January  17,  1901,  alter  operation. 


Fi(..  328.    H.  T.  S..  fourteen  years  old.     Entered  the  hospital  February  7,  X90I, 
of  the  tibia.    Antero-posterior  view.    Operation  done  February  15,  by  Dr.  Paul  Tho 
over  fluctuation  into  extensive  abscess.    Was  in  the  hospital  in  October,  1900^  wit' 


Fig.  330.  Dclora  A.  S.,  eight  years  old.  Entered  hospital  January  21,  1901.  Patient  of 
Dr.  Bolles.  Osteomyelitis  of  radius.  Incision  made  in  fluctuating  swelling  over  the  head  of  the 
radius  and  a  considerable  amount  of  pus  evacuated.  X-r.\y  photographs  made  on  January  22.  1901. 
Antero-p>osterior  view. 


h'Ui.  331.     Dolora  A.  S.     Osteomyelitis  of  nidius.     Lateral  view. 


1 


Fig.  332.  Roy  H..  fifteen  years  old.  Osteomyelitis;  abscess;  thickened  tibia  Radiomoh 
taken  January  5.  1901-  Antero-posterior  view.  Operation  done  by  Dr.  Burrel'  Tanuarv  ai  iqot 
Sinus  enlarged ;  no  dead  bone.  '  ■'  ^      '    ^oi. 


F.0.333.     Koy>i.    I-«™Wi.„.    Radiograph  „fc.„j^„„,^  5.  X90.. 
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Tuberculosis  of  the  Bones.  —  Tuberculous  bones,  in  many  cases  at 
least,  are  lighter  than  normal  ones.  The  outlines  of  tuberculous  joints, 
and  especially  the  ends  of  the  bones  near  them,  are  less  defined  than 
normal.  The  cause  of  the  lighter  shadow  appears  to  be  the  result  of 
a  diminished  amount  of  inorganic  salts  in  the  diseased  bones.  This 
subject,  tuberculosis  of  the  bones,  will  be  further  discussed  under 
joints. 

Syphilitic  Disease.  —  Reference  will  be  made  to  the  use  of  the 
X-rays  in  this  disease  under  joints. 

Rickets.  —  This  disease  affects  the  bones  during  development. 
The  proliferation  of  the  cartilage  cells  leads  to  an  enlargement  of  the 
epiphyses,  and  the  cartilage  is  lacking  in  its  normal  amount  of  calca- 
reous matter.  The  X-rays  show  that  in  rickets  the  bones  are  less  dense 
than  normal  and  that  their  shape  is  altered.  A  comparison  of  the  fol- 
lowing analysis  ^  of  the  bones  of  a  healthy  child  two  months  old,  with 
that  of  rachitic  bones,  is  instructive,  and  indicates  why  the  normal  and 
the  rachitic  bones  differ  in  the  shadows  they  produce  on  the  screen  or 
in  the  photograph  :  — 


HEALTHY  CHILD. 

RACHITIC   BONES. 

Tibia. 

Ulna. 

FEMl.R. 

TlHIA. 

HUMERUS. 

Inorganic  matter     . 
Organic  matter .     . 
Calcium  phosphate 
Magnesium    .     .     . 
Calcium  carbonate . 
Soluble  salt  .     .     . 
Ossein      .... 
Fats 

62.3 
34.68 

57 
I 
6 
0.7 

33 
0.8 

64 

359 

56 

I 

6 

1.6 

34-9 

I 

20.6 

79-4 

14.7 
0.8 

3 

I 

72 
7 

33.6 
66.3 
26.9^ 

0.8  i 

4.8 

I 
60      } 

6     f 

18.8 
81 

15.6 

2.66 

0.6 
81 

The  following  cut  was  made  from  an  X-ray  photograph  of  the  foot 
of  a  child  four  years  old,  and  shows  the  rachitic  bones,  the  muscles,  and 
the  adipose  tissue  :  — 

Coxa  Vara.  —  Muirhead  Little  ^  sums  up  his  article  on  this  subject 
by  saying  that  coxa  vara  in  adolescence  may  be  produced  by  the  action 


1  Hallburton's  Physiology. 

2  "  Remarks  on  Coxa  Vara,"  Briiish  Medical  Journal,  November  5,  1898,  pp.  1 394-1395. 
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of  gravity  on  bones  softened  by  any  disease;  that  when  present  in 
children  it  is  due  to  rickets ;  that  some  cases  of  apparent  coxa  vara  are 
in  reality  curvature  of  the  upper  part  of  the  diaphysis  of  the  femur ; 
others  are  cases  of  dislocation  of  the  hip  ;  and  still  others,  greenstick 
fracture  of  the  cervix  f emoris.  The  X-rays  afford,  he  thinks,  the  surest 
means  of  diagnosis  that  we  at  present  possess,  and  should  always  be 
employed.  He  reports  a  case  in  which  the  diagnosis  of  coxa  vara  had 
been  made,  but  in  which  the  radiograph  showed  that  both  hips  were 
dislocated.  / 

Changes  in  Neck  of  Femur.  —  R.  J.  Godlee^  reports  three  cases  of 
shortening  and  eversion  of  the  lower  extremity  depending  upon  changes 
in  the  neck  of  the  femur,  in  order  to  suggest  that  some  of  the  cases 
described  as  coxa  vara  may  be  of  a  different  nature.  Excellent  illustra- 
tive radiographs,  made  by  Mackenzie  Davidson,  are  given  in  the  article. 
Godlee  believes  that  two  of  these  cases  were  the  result  of  tuberculous 
changes  taking  place  in  the  distal  side  of  the  epiphysis  of  the  head  of 
the  bone,  and  he  thought  that  in  one  of  these  two  some  change  had 
also  occurred  in  the  hip-joint  itself. 

Acromegalia.  —  X-ray  photographs  have  been  of  some  service  in  this 
disease  by  pointing  out  changes  in  the  bones. 

Murray  2  reports  two  cases  in  which  X-ray  photographs  showed  an 
increased  thickness  of  the  shaft  of  each  of  the  phalanges  of  the  hand, 
the  absence  of  osseous  union  between  the  phalanges  and  the  epiphyses, 
and  a  great  increase  in  the  bulk  of  the  soft  structure  of  the  hands,  and 
in  one  case,  of  the  feet.  Murray  suggests  that  the  union  of  the  epiphy- 
ses may  have  been  arrested  by  some  other  cause  than  the  acromegalia. 

Oudin  and  Barth^lemy  have  also  reported  on  the  use  of  the  X-rays  in 
acromegalia. 

New  Growths —  New  growths  which  in  any  way  interfere  with  the 
bony  structure,  as,  for  example,  a  growth  which  might  cause  disintegra- 
tion of  the  spinal  column,  may  be  recognized  indirectly  by  an  X-ray 
examination ;  that  is,  the  changes  in  the  bones  could  be  recognized  by 
an  X-ray  photograph,  but  the  cause  of  the  change  would  be  decided  by 
means  of  other  signs  and  symptoms. 

New  growths  which  are  formed  in  the  soft  tissues,  such  as  carci- 
noma and  sarcoma,  have  already  been  referred  to  in  connection  with  the 

^  Trans.  Clin.  Soc,  London,  XXXII,  pp.  244-247. 

2  "  Acromegaly  with  Goitre,  and  Exophthalmic  Goitre,"  Edinburgh  Medical  Journal^ 
February,  1897,  PP-  '7C>-I74' 


1"  !<;.  33'^-     Osteosarcoma  of  humerus.     Patient  of  Dr.  Bolles  in  i8g6.     The  fluorescent  screen  mui 
radioi^raph  showed  great  enlargement  of  humerus  and  shaggy  outline.     The  patient  was  lying  on  his 
hack  when  the  radiograph  was  taken,  with  the  tulx;  above  him  and  a  little  insidt  Vc\vi.\v\xTCvv.\>afi»\  '^•ax 
is.  toward  the  median  line  of  the  body.     Dr.  Bolles  considered  that  this  was  aw  o^A&QsaxvL^x^'^.  vA^^cv*^ 

humerus. 


t'^.337.    Photograph  of  knee.    Mary  R..  foorteen  years  old.    See  radiograph,  Rg.  338. 
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Differentiation  of  Bony  from  other  Tumors.  —  X-ray  photographs,  as 
well  as  the  fluorescent  screen,  assist  in  differentiating  hard  tumors  which 
are  made  up  of  bony  material  from  those  which  are  not.     I  recall,  for 


Fig.  339.     Mary  K.     Antero-p>osterior  view.     Disease  beginning  in  phalanx  of  third  finger;    spot 

indicated  by  arrow. 


example,  a  dense,  firm  tumor  of  the  thigh  which  seemed  to  be  connected 
with  the  femur.  While  looking  through  the  fluoroscope,  with  the  fingers 
pressed  against  this  hard  growth,  it  could  be  readily  observed  that  the 
fingers  did  not  come  within  3.5  centimetres  of  the  femur;  that  is  to 


t  ' 
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say,  though  the  tumor  was  firm  and  dense,  it  did  not  contain  any  con- 
siderable portion  of  mineral  salts. 

Chondrosarcoma.  —  Mary  K.,  fourteen  years  old,  entered  the  hospi- 
tal April  10,  1900.     Service  of  Dr.  H.  W.  Gushing.     Six  months  before 


Fig.  340.    Mary  K.    Lateral  view. 

entrance,  without  suffering  any  injury,  or  without  any  apparent  cause, 
she  had  felt  pain  in  the  left  knee,  which  was  aggravated  by  walking. 
About  the  lower  part  of  the  thigh  swelling  was  soon  noticed,  which  in- 
creased ;  pain  constant  and  dull  in  character.  Figure  338  shows  the  out- 
lines of   the  bones  of  the  knee  delicately  pencilled  (they  are  not  re- 


b 
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touched X  and  that  the  interior  of  the  lower  end  of  the  femur,  the  site  of 
the  disease,  is  very  dark,  but  just  above  this  point  that  the  bone  is  lighter 
than  norma L    The  outline  and  structure  of  the  diseased  area  can  be  easily 


Fig,  242.  Am  B.  Tumor  mvolving  fingcfs  of  the  leti  hand  o(  a  intin  iijtty-seven  years  oM, 
The  tumor  had  cKisted  for  niany  years,  but  weis  mereasing  slowly  in  sue*  I1  was  probably  coft^ 
getiiial.    This  pAtieni  was  in  ihc  service  of  Dr,  Cyshing.     I  Compare  with  Fig.  541.) 


DISEASES  OF  THE   BONES  AND   OF  THE  JOINTS         587 

November  26.  Culture  showed  the  infection  to  be  one  of  staphy- 
lococcus. 

December  i.  Incision  of  finger  nearly  healed.  Discharged  to  Con- 
valescent Home. 

Metastatic  Carcinoma.  —  Benedikt^  describes  a  case  of  a  patient  who 
had  had  the  right  kidney  removed  on  account  of  a  cancer,  by  Gussen- 
hauer.  Three  and  a  half  years  afterward  sciatica  set  in,  first  on  the 
right  side  and  later  on  both  sides.  This  pain  was  considered  as  a  new 
illness,  entirely  unconnected  with  the  former  cancer.  But  in  spite  of 
the  treatment  given  the  pain  increased  in  severity.  A  radiograph  was 
then  taken,  which  showed  that  the  last  lumbar  vertebra  was  almost 
entirely  destroyed.  The  diagnosis  of  metastatic  carcinoma  was  thus 
assured.  Benedikt  emphasizes  the  value  of  the  X-rays  in  aiding  the 
physician  to  an  early  diagnosis  in  these  diseases  of  the  vertebrae,  and 
states  that  they  present  no  marked  symptoms  for  a  long  time,  but 
if  taken  in  the  early  stage  can  be  more  successfully  treated. 

Joints  and  Cartilages 

Methods  of  Examination.  —  The  joints  in  the  hands  and  feet,  wrists 
and  ankles,  are  most  easily  photographed,  because  they  are  small  and  lie 
near  the  surface,  so  that  the  bones  can  be  brought  close  to  the  plate ; 
other  joints  present  special  difficulties  on  account  of  their  size,  position, 
or  surroundings.  In  the  study  of  the  joints  the  tube  should  be  directly 
above  or  underneath  the  joint  to  be  photographed,  that  is,  opposite  the 
interarticular  space,  in  order  to  show  as  much  as  possible  of  the  outlines 
of  both  bones ;  further,  the  diseased  joint  should  be  compared,  when 
possible,  with  a  normal  one  in  the  same  individual.  Further  directions 
for  examining  joints  have  been  given  in  the  chapter  on  Fractures,  and 
special  methods  for  special  joints  will  readily  suggest  themselves  to  the 
practitioner.  These  tissues  can  be  examined  with  the  best  results  if  a 
new  tube  that  has  a  low  resistance  is  used. 

Tuberculosis  of  Foot.  —  Leslie  E.  P.,  eighteen  years  old,  entered  the 
hospital  May  26,  1899.     Service  of  Dr.  H.  W.  Cushing. 

Diagnosis  :  tuberculosis  of  the  foot. 

History, —  Four  months  before  lameness  began  in  left  ankle,  possibly 
after  slight  "sprains."  No  swelling  noticed.  Lameness  increased  in 
next  two  months.     Two  months  ago  it  was  put  up  in  plaster-of-paris. 

1  Wiener  klin.  Wochenschrift,  June  8,  1899,  P  639. 
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About  this  time  the  patient  had  severe  pain  for  three  days.      CEdemi 
about  ankle ;  no  discharge. 

The  following  X-ray  photographs  were  taken  on  March  27,  1900. 


Via.  346.     Leslie  K.  P.     Nfarch  27.  1900.    Tuberculosis  of  ankle. 
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Many  accounts  of  the  usefulness  of  the  X-rays  in  tuberculosis  of  the 
bones  have  been  published,  among  which  the  following  may  be  men* 
tioned  as  further  illustrating  this  point :  — 

Lannelongue,  Barthelemy,  and  Oudin  ^  repK>rt  a  case  of  tuberculcMS 
of  the  first  and  second  phalanx  of  the  middle  finger  of  the  left  hand  in 


Fig.  348.    M.  ].,  child.    TuUrrcuIosis  of  the  foot.    The  disease  is  chiefly  in  the  first  metitusal  and 
phalanges.    X-ray  photograph  taken  April  11.  190a 

which  the  X-rays  confirmed  the  diagnosis.  The  radiograph  showed 
that  a  portion  of  the  second  phalanx  was  lighter  than  normal,  which 
indicated  a  rarefying  osteitis,  and  that  the  space  occupied  by  the  carti- 
lages of  this  articulation  was  greater  than  that  of  the  other  analogous 
joints,  which  indicated  that  the  articulation  was  somewhat  affected,  as 

>  "  r^c  Putilite  (]tn  photographies  par  les  rayons  X  dans  la  pathologic  hamune,^  CpmfL 
nnJ.  Acad.  J.  Sc,  F'aris,  1896,  i»p.  1 59- 1 60. 
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they  had  supposed.  Dr.  De  F.  Willard*  reports  on  three  series  of 
radiographs  (taken  by  Professor  A.  W.  Goodspeed)  of  tuberculous  knees. 
In  the  case  in  the  second  series  the  patient  was  twenty  years  old  and 
had  suffered  from  the  tuberculous  process  for  ten  years.  Radiographs 
were  taken  from  four  different  points  of  view.  The  limb  was  fixed  in  a 
straight  position,  and  great  erosion  of  the  tibia  and  femur  bad  taken 
place;  therefore  no  attempt  was  made  to  restore  motion  for  fear  a 
further  destructive  process  might  be  set  up.  Dr.  Willard  states  that 
the  value  of  the  X-rays  for  diagnosis  and  as  a  guide  to  treatment  was 
well  illustrated  by  this  series  of  radiographs,  as  well  as  by  the  first 
series  which  he  described.  Levy-Dorn^  states  that  cases  have  been 
reported  in  which  small  tuberculous  foci  on  the  spinal  column  of  children 
have  been  observed  in  radiographs.  A.  Oschmann  ^  has  written  an  ex- 
cellent article  on  the  operative  treatment  of  tuberculous  elbow-joints, 
that  is  well  illustrated  by  radiographs,  to  which  the  reader  is  referred. 

Tubercular  Osteitis.  —  Oudin  and  Barth^lemy  *  report  on  a  radio- 
graph in  which  areas  of  tubercular  osteitis  could  be  plainly  determined 
in  spite  of  the  swelling  and  suppuration  of  the  surrounding  soft  parts. 

Coxitis.  —  Redard  ^  discusses  the  value  of  the  X-rays  in  coxitis,  and 
states  that  they  indicate  in  the  very  beginning  of  the  disease  the  changes 
that  have  taken  place ;  they  assist  the  observer,  by  showing  the  condition 
of  the  bones,  to  distinguish  coxitis  from  osteomyelitis  and  from  different 
kinds  of  arthritis.  In  many  cases  the  radiographs  demonstrate  that 
the  coxitis  has  delayed  the  ossification  of  the  upper  epiphysis  of  the 
femur. 

Caries  of  the  Spine.  —  Noble  Smith,^  in  1896,  reported  two  cases, 
with  illustrative  radiographs,  in  which  he  had  used  the  X-rays  for  pur- 
poses of  diagnosis.  In  one  case  the  symptoms  had  been  attributed  to 
hysteria,  but  as  they  increased  rapidly  the  patient  was  seen  by  another 
physician,  and  Noble  Smith  was  consulted.  The  latter  believed  that 
there  was  caries  of  the  cervical  vertebrae.     Later  a  radiograph  was  taken 

1  "  Roentgen  Ray  Skiagraphs,"  Trans.  Orthop.  Assn.,  Philadelphia,  1896,  p.  275. 

2  "  Zur  Kritik  unci  Ausgestaltung  des  Roentgenverfahrens,"  Deutsche  Medicinische  Wo- 
chinschrift^  December  9,  1897. 

*  "  Cber  die  operative  Behandlung  des  tuberculosen  Ellenbogengelenkes  und  ihre  Endre- 
sultate,"  Arch.  f.  klin.  Chir.^  Berlin,  1899,  LX,  pp.  177-245. 

♦  La  France  Mf-Jicaie,  December,  1896,  p.  807. 

^  Reported  in  Klinisch-iherap.  IVochensc/ir,,  1898,  XXXIV,  p.  1230. 
^  "  The  Diagnosis  of  Spinal  Caries  by  the  Roentgen  Process,"  British  Medical  Journal, 
June  6,  1896. 


Fic.  350.  Delia  F.  Service  of  Dr.  Post.  Disease  of  the  bones  and  joint,  probably  tuberculosis. 
Anteroposterior  view.  The  inner  trochanter  of  the  femur  and  the  same  side  of  the  tibia  are  involved. 
liv  comparing  the  inner  half  of  the  articulating  surface  with  the  outer  half,  it  will  be  seen  that  the 
toniier  is  less  well  defined  than  the  latter. 
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which  showed  the  cervical  vertebrae,  from  the  second  to  the  seventh  in- 
clusive. The  appearance  of  the  bone  demonstrated  the  severity  of  the 
disease  which  had  existed,  and  the  amount  of  repair  that  had  taken 
place.  The  radiograph  cleared  up  all  doubt  as  to  the  nature  of  the 
case,  and  also  indicated  the  line  for  treatment. 

Oudin  and  Barthelemy  ^  have  also  shown  how  useful  the  X-rays  are 
in  indicating  the  extent  of  Pott's  disease  in  children. 

Syphilitic  Diseases.  —  Hahn^  has  published  an  instructive  account 
of  the  work  he  has  done  in  studying  syphilitic  diseases  by  means  of  the 
X-rays. 

In  one  case  the  X-ray  photograph  (taken  by  Dr.  Albers-Schonberg) 
showed  that  the  tumors  on  the  forearm  were  not  connected  in  any  way 
with  the  bones,  but  were  completely  isolated,  and  each  single  tumor 
could  be  made  out  on  the  picture. 

In  a  second  case  the  X-ray  photograph  showed  distinctly  the  thick- 
ening of  the  tibia.     The  patient  was  suffering  from  an  osteosclerosis. 

In  still  another  case  there  was  a  bony  tumor  of  the  humerus,  and 
the  patient  could  only  extend  his  arm  to  an  angle  of  1 50  degrees.  Anti- 
syphilitic  treatment  was  instituted,  and  the  X-ray  photograph  showed 
the  reduction  of  the  tumor,  and  that  the  arm  could  be  moved  through  a 
greater  angle. 

A  fourth  case  was  that  of  a  syphilitic  knee-joint.  The  tumor  was 
almost  as  big  as  the  head  of  a  man,  and  appeared  to  be  a  new  growth. 
The  X-ray  examination  showed  that  the  bone  itself  was  only  indirectly 
affected,  but  that  a  periosteal  deposit  nearly  i  centimetre  thick  had 
formed  on  the  bone,  beginning  about  10  centimetres  above  the  knee 
joint,  and  extending  downward  to  the  condylus  internus.  The  outline  of 
the  internal  condyle  was  uneven,  and  its  shadow  was  less  dark  than  that 
of  the  external  condyle.  The  X-ray  photograph  also  indicated  a  large 
exudate  which  had  pressed  the  patella  outward.  Another  radiograph 
taken  during  treatment  showed  improvement  in  all  these  appearances. 

Hahn,^  in  a  report  of  Roentgen  ray  work,  gives  a  case,  described  by 
Stamm,  of  a  boy  a  year  old.  Stamm  ascribed  the  multiple  thickening 
of  the  different  long  bones  to  syphilitic  disease  of  the  epiphyseal  carti- 
lage, but  the  X-ray  photograph  showed  nothing  abnormal  in  the  bones ; 
the  structure  was  plainly  to  be  seen. 

^  I.a  France  McdicaU^  December,  1896,  p.  807. 

-  Fortschrilie  a.  d,  Geb.  d.  Roentgentstr.^  B.  II,  pp.  132-135. 

'^  Ibid.y  p.  190. 
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Albers-Schonberg  ^  reports  on  four  pictures  of  syphilitic  disease  of 
the  joints  showed  by  Katzenstein ;  one  of  syphilitic  dactylitis  and  three 
of  diseases  of  knee-joints. 


Fir;.  351*     RTieumatoirf  cirthriiiB  of  third  finger  foini  indicatpd  by  nrrow«     The  space  b^fwefn  the 
phjiianges  is  not  as  clea^r  as  ii  is  in  the  corresponding  joint  of  the  cniddle  finger, 

I  Fi^U€kritti  a.  d.  Gek  d,  RQtnigtmir.,  B,  III,  p.  35, 
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Rheumatoid  Arthritis.  —  The  preceding  radiograph  shows  the  appear- 
ances seen  in  this  disease. 

Osteo-arthritis  of  the  large  joint  of  the  great  toe.     This  caused  much 
pain  unless  boots  adapted  to  the  foot  were  worn.     (See  Fig.  353.) 

Cartilage.  —  In  most  radiographs  of  the  joints  we  find  a  space 
between  the  ends  of  the  bones  under  normal  conditions,  but  when 
the  articular  cartilage  has  been  thinned,  or  is  absent,  the  bones  are 
not  thus  separated.  Articular  cartilage  has  a  composition  between 
the  soft  and  hard  tissues,  represented  by  muscle  on  the  one  hand  and 
bone  on  the  other,  and  we  should,  therefore,  in  conditions  involving  the 
cartilage,  take  more  than  one  radiograph,  and  make  one  of  the  ex- 
posures with  a  view  to  getting  a  picture  of  the  cartilage,  or  of  determin- 
ing its  altered  condition  or  absence.  These  tissues  can  be  examined 
with  the  best  results  if  a  new  tube  that  has  a  low  resistance  is  used. 

Hyaline  Cartilage.  —  The  shadow  of  this  cartilage  may  vary,  as  in 
age  it  may  become  calcified  or  ossified. 

Loose  Cartilage.  —  Loose  cartilages  are  generally  of  hard  fibrous  or 
partly  bony  tissue.  They  show  in  the  radiograph,  but  not  as  distinctly 
as  bone  (Fig.  352). 

Cartilages  affected  by  Gout.  —  In  this  disease  crystalline  urates 
(sodic  urate)  are  deposited  in  the  cartilage  and  elsewhere,  and  they 
may  be  seen  in  the  radiograph  outside  the  joint. 

In  some  cases  the  sodium  urate,  acting  as  a  foreign  body,  may  set 
up  an  inflammation,  and  become  infiltrated  with  calcium  phosphate,  as 
tuberculous  matter  often  is ;  calcium  urate  may  also  be  found ;  the 
composition  of  the  cartilage  being  thus  changed,  it  would  show  even 
more  clearly  in  the  radiograph. 

Flat  Foot. — (See  Fig.  354.)  B.  H.,  eighteen  years  old.  Service  of 
Dr.  Bolles.  This  patient  had  had  pain  in  the  sole  of  his  right  foot  for 
about  two  months,  after  standing  or  walking  for  some  time.  He  had 
had  no  injury,  and  was  otherwise  well.  An  operation  was  performed, 
and  he  was  discharged  relieved. 

Bony  and  Fibrous  Ankylosis.  —  Osseous  ankylosis  can  be  distin- 
guished from  fibrous  ankylosis  by  means  of  the  X-rays ;  the  radiograph 
shows  in  the  former  that  the  intcrarticular  space  is  obliterated. 

Osseous  Ankylosis. —  Mr.  Sidney  Rowland^  inserts  in  his  report  to 
the  British  Medical  Jonrnal  the   following  case  of  osseous  ankylosis 

^  **  Report  on  the  Application  of  the  New  Photography  to  Medicine  and  Surgery,"  by 
Sidney  Rowland,  British  Medical  Journal^  1896,  Vol.  I,  pp.  496-497. 


Fig.  352.    Loose  cartilage  in  knee-joint. 
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which  was  treated  by  Dr.  B.  L.  Abrahams,  and  of  which  Mr.  Sidney 
Rowland  took  the  radiographs :  — 

The  patient,  V.  F.,  a  youth  of  nineteen,  injured  his  right  little  finger 
while  attempting  to  catch  a  cricket  ball.     As  a  result  of  this  accident. 


Fig.  353.     Osteo-arthritis  of  great  toe  joint. 

the  last  joint  of  this  finger  was  bent  at  a  slight  angle,  and  was  fixed  in 
this  position,  allowing  neither  flexion  nor  extension.  This  condition 
prevented  the  patient  from  completely  closing  his  fist,  and  any  force 
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transmitted   through  the  bones  of  the  finger  caused  great  pain.      He 
was  treated  at  the  out-patient  department  of  a  hospital  in  London  for 
some  little  time,  and  was  then  told  that  the  phalanges  had  been  frac- 
tured, that  the  joint  was  firmly  ossified,  and  that,  to  obtain  relief,  ampu- 
tation of  the  phalanx  was  necessary.     The  patient  then  went  to  Mr. 
Rowland,  who   made   a   radiograph   of   the  finger,    and   he    and    Dr. 
Abrahams  concluded  that  the  two  last  phalanges  were  connected  by 
a  bridge  of  bone  which  had  been  thrown  out,  owing  to  the  traumatic 
inflammation  of  the  joint.      Dr.  Abrahams  broke  the  bridge,  and    a 
radiograph  taken  after  the  operation  showed  that  the  two  phalanges 
were  no  longer  connected.     In  this  case  the  X-rays  indicated  the  line 
of  treatment  by  showing  that  the  ankylosis  was  only  partial,  not  total. 

It  is  evident  that  the  X-rays  afford  a  means  of  recognizing  chemical 
changes  that  have  taken  place  in  the  body.  We  should  therefore  use 
every  effort  to  study  with  the  greatest  care  any  conditions  or  diseases 
involving  such  a  change,  for  a  knowledge  of  it  will  aid  us  in  making  a 
diagnosis,  and  possibly  enable  us  to  anticipate  the  subsequent  changes 
which  are  physical  in  character. 

The  X-rays  will  continue  to  become  of  more  value  for  examining 
diseases  of  the  bones  and  joints  as  the  apparatus  improves,  because 
with  better  apparatus  will  come  greater  possibilities  in  the  way  of  dif- 
ferentiation ;  their  value  in  these  diseases  will  also  increase  as  the 
practitioner  learns  to  interpret  better  what  the  radiograph  presents. 
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For  the  successful  use  of  the  X-rays  in  dentistry,  sharp  definition  in 
negatives  is  necessary,  and  differentiation  is  required  between  tissues 
that  do  not  differ  very  much  in  the  obstruction  they  offer  to  the  passage 
of  the  X-rays.  The  roots  of  the  teeth  are  only  a  little  less  permeable 
to  the  rays  than  the  surrounding  bone,  and  therefore  it  is  difficult  to  get 
a  clear  picture  of  their  ends. 

Suitable  Apparatus 

Generator.  —  The  A.  W.  L.  Universal  coil  with  the  Heinze  inter- 
rupter is  a  good  apparatus  for  taking  photographs  of  the  teeth.  The 
current  obtained  is  unidirectional  and  steady,  and  steadiness  of  the 
radiant  area  is  essential  when  taking  photographs  of  such  small  objects. 

Tube.  Sharp  Definition.  —  To  insure  good  definition  the  cathode 
stream  must  be  sharply  focussed  on  the  target,  as  this  secures  a  small 
radiant  area  from  which  the  X-rays  arise.  A  suitable  tube  for  X-ray 
work  is  shown  in  Fig.  26,  page  36.  The  stems  of  the  anode  and 
cathode  are  bare  and  of  sufficient  size  to  stand  hard  use  without  being 
bent  out  of  line.  The  cathode  is  drop-forged  to  an  exact  curvature  and 
the  concave  face  is  perfectly  smooth ;  defects  in  this  surface  alter  the 
cathode  stream  and  thus  make  the  radiant  area  of  the  target  larger, 
with  the  result  that  the  definition  of  the  picture  is  not  so  sharp.  The 
target  is  of  platinum  alloyed  with  iridium ;  the  stem  is  hollow  and 
cooled  artificially  (see  Chapter  II,  page  35),  and  therefore  the  cathode 
stream  can  be  sharply  focussed  on  its  face  without  danger  of  melting 
the  metal.  The  angle  is  56°  instead  of  45°,  and  thus  the  apparent 
radiant  area  is  made  smaller  in  its  longest  diameter  and  approaches 
more  nearly  to  a  circular  form. 

Resistance.  —  For  good  differentiation  between  tissues  that  are  not 
very  different  in  permeability  the  tube  must  have  a  low  resistance. 
Methods  for  lowering  the  resistance  when  it  has  become  too  high,  and 
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obtaining  again  the  proper  quality  of  light,  have  been  stated  in  Chapter 
n»  page  44.  The  following  cut  (see  Fig.  355)  shows  the  oven  there 
mentioned.  It  has  asbestos  ends  CC,  through  which  pass  the  terminals 
DD,  It  is  heated  by  the  burners  HH,  the  effect  of  the  heat  on  the  tube, 
which  is  supported  by  asbestos  slabs  AA^  being  observed  through  a 
transradiable  door.  The  heat  liberates  the  gas  from  the  glass  walls  of 
the  tube.     But  all  methods  of  lowering  the  resistance  art^  temporary. 

Rollins  believes  that  one  cause  of  the  rise  in  the  resistance  of  a  tube 
is  due  to  a  diminished    supply  of    gas  particles  in  the  terminals,  and 


m 


0^ 


; 


Fig,  355.     Oven  for  healing  lube,  thc-reby  UbemUng  gas  from  its  walls  and  loweitng  its  reii5la.nce. 


that  it  is  a  necessary  result  of  use.  He  therefore  considers  that  to 
reduce  this  resistance  some  method  should  be  devised  to  restore  these 
gases  to  the  terminals. 

Tube-holder  and  Diaphragm.  —  In  addition  to  a  suitable  apparatus 
and  tube  for  producing  a  small  and  steady  radiant  area,  it  is  essential 
for  obtaining  the  best  definition  to  so  enclose  the  tube  that  no  X-rays 
can  escape  except  the  smallest  cone  that  will  cover  the  area  to  be  photo- 
graphed. Figure  42,  Chapter  IL  page  52,  shows  a  suitable  tube*holder 
with  cover  removed,  and  Fig.  356  shows  the  cover  and  diaphragm  in 
place. 


Fig.  356.    Apparmtu^  In  position  tor  photographing  upper  front  teeth. 

suggested  by  Tesla,  should  therefore  be  used  (see  Chapter  II,  page 
58).  A  good  form  of  screen  for  deotal  photography  is  shown  in 
Fig^  356^     It  consists   of  a  framework   of  wood  sHding  on  the  tube- 
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holder.  To  this  is  attached  a  disk  of  tin  43  centimetres  in  diameter,  in 
the  middle  of  which  is  a  square  hole  10  centimetres  in  diameter.  Three 
sides  of  the  square  surrounding  the  hole  are  grooved,  and  in  these 
grooves  slides  a  sheet  of  aluminum  or  a  screen  of  aluminum  wire.  The 
latter  is  the  more  convenient,  as  it  allows  the  ordinary  light  as  well  as 
the  X-rays  to  pass  on  to  the  patient,  and  shows  to  the  eye  the  area 
covered  by  the  cone  of  X-rays  escaping  from  the  tube-holder. 

Position  of  Patient.  —  Figure  356  shows  the  general  arrangement  of 
the  apparatus  for  taking  a  photograph  of  the  upper  front  teeth. 

Position  of  Plate  or  Film.  —  Glass  plates  are  less  useful  than  films 
for  photographing  the  teeth.  The  method  in  general  use  in  this  coun- 
try was  devised  by  Dr.  Rollins  in  1896.  It  consists  in  placing  inside 
the  mouth  the  sensitive  films,  which  have  previously  been  enclosed  in 


CELLULOID   FILMS. 
LlA^^?.        -{I-  RUBBER  BAa(cLOSCO) 


RUBBER  BA0  (OPCn) 


TRONT  View  KNO 

RETAINING  CLIP 


HALF   Size. 


Fig.  357.     Films  for  photographing  teeth.     To  be  placed  inside  the  mouth.     Method  devised  by 

Dr.  Rolhns  in  1896. 


a  thin  bag  of  black  soft  rubber  or  black  waterproof  paper,  to  exclude 
light  and  moisture,  and  in  putting  the  tube  opposite  the  same  jaw  as 
the  films  and  about  28  centimetres  distant  from  them.  Several  films, 
each  one  separated  by  a  thin  sheet  of  foil,  are  used,  because  in  this 
way  each  negative  has  a  slightly  different  exposure.  The  film-holder 
is  shown  in  Fig.  357. 

For  some  cases  the  metal  film-holder  shown  in  Fig.  358  is  desirable. 

Length  of  Exposure.  —  The  length  of  exposure  depends  upon  the 
amount  of  light,  and  varies  from  a  few  seconds  to  several  minutes, 
according  to  the  form  of  apparatus  used. 

The  main  uses  of  the  X-rays  in  dentistry  are  as  follows :  — 

1.  To  obtain  information  about  unerupted  teeth. 

2.  To  find  the  position  of  roots  before  regulating,  or  for  bridge  work, 

3.  To  recognize  pulpless  teeth. 
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Fig.  358. 


Metal  film-holder. 


To  determine  the  presence,  cause,  and 

extent  of  alveolar  abscess. 
To   discover  the    extent   of   alveolar 
absorption  in  chronic  loosening  of 
the  teeth. 
To  detect  fractures  of   roots   caused 

by  blows  or  falls. 
To  find  whether  a  root  canal  has  been 

filled. 
To  find  fluid  in  the  antrum. 
I.  Unerupted  Teeth.  —  The  X-rays 
give  us  information  in  regard  to  unerupted 
teeth  not  easily  obtained  in  any  other 
way.  This  information  may  be  desired 
for  the  following  purposes:  — 

(a)  Absence  or  Presence  of  Permanent 
Teeth.  —  The  most  frequent  need  is  to 
determine  whether  or  not  there  is  a  per- 
manent tooth  in  the  jaw,  in  those  cases 
in  which  a  temporary  tooth  is  retained 
beyond  the  normal  age.  If  such  a  tooth 
is  found,  and  is  of  normal  shape,  and  in 
a  position  to  erupt,  the  temporary  tooth 
should  be  removed;  if  the  permanent 
tooth  is  deep  in  the  jaw,  the  following 
method  devised  by  Dr.  Rollins  should  be 
employed.  This  method  consists  in  cut- 
ting down  with  one  of  his  tubular  knives 
until  the  tooth  is  reached ;  a  mechanical 
appliance  is  then  adjusted  which  prevents 
the  neighboring  teeth  from  closing  up 
the  gap  made  by  the  removal  of  the 
temporary  tooth,  and  at  the  same  time 
exerts  traction  upon  the  unerupted  tooth. 

(b)  Neuralgia,  —  Another  important 
use  of  the  X-rays  in  this  direction  is  the 
detection  of  unerupted  teeth  that  are 
causing  neuralgia.  It  is  not  uncommon 
for  teeth,  particularly  lower  third  molars, 
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to  be  imbedded  in  the  jaw  in  such  a  position  that  they  cannot  come 
through,  and  therefore  become  the  seat  of  obstinate  pain.  The  treat- 
ment in  such  cases  is  to  remove  the  given  tooth ;  or,  if  this  removal 
involves  too  serious  an  operation,  to  remove  the  tooth  which  prevents 
the  eruption.  Dr.  Rollins  has  found  that  teeth  which  the  X-rays  show 
to  be  lying  at  right  angles  to  their  normal  position,  will  turn  through 
an  angle  of  90  degrees,  erupt  in  proper  position,  and  then  advance 
into  the  space  left  free  by  extraction  until  they  fill  it;  a  process  to 
which  he  has  given  the  name  of  "  progression  in  teeth." 


Fig.  359.  Patient  of  Dr.  Clapp.  Age 
twenty-one;  male.  Shows  unerupted  cuspid 
very  high  up  and  over  second  bicuspid.  Also 
portion  of  antrum. 


Fig.  360.  Patient  of  Dr.  Clapp.  Shows 
unerupted  cuspid,  but  no  trace  of  lateraL 
Temporary  cuspid  in  place. 


Fig.  361.  Patient  of  Dr.  Price.  Radio- 
graph of  the  superior  front  teeth  of  a  boy  eight 
years  of  age.  His  mother  and  grandmother 
had  lacked  the  permanent  laterals,  and  it  was 
feared  he  would  also,  and  steps  were  being 
taken  to  prevent  the  first  being  shed,  when  the 
radiograph  was  taken,  which  shows  clearly  that 
the  boy  will  get  his  permanent  laterals. 


Fig.  362.  Patient  of  Dr.  Price.  Shows  the 
superior  arch,  in  wliich  no  teeth  have  been 
erupted,  of  a  boy  fourteen  months  of  age.  Not 
only  are  all  the  teeth  of  the  temporary  set 
shown  in  the  negative  of  the  radiograph,  but 
the  negative  also  shows  that  the  central  incisors 
of  the  permanent  set  are  forming  and  that  the 
crypts  are  started  for  the  permanent  laterals, 
which  teeth  his  father  has  never  had. 


Fu:»  365.  Patient  of  Dr,  Clapp.  Shows 
crown  of  unenipietl  third  interior  molar  com- 
plelely  wilhin  the  jaw.  Alveolar  and  guin  lintr 
shown  in.  cut. 


Fir*!a,  367^  368.  Piific^n!  of  Dr.  F'lice,  Show  both  sides  of  the  superior  urch  of  u  gitl  of  twelve 
yciirs  of  age,  who  has  retarded  deniiiion.  They  show  very  clearly  the  relation  of  the  temporary 
molars  I0  the  bicuspids  which  are  forming  above  them, 

1  ft 
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Fig.  369.  Patient  of  Dr.  Clapp;  girl,  aged 
thirteen.  Shows  temporary  left  lateral.  The 
permanent  central,  with  apex  unformed,  is 
within  the  jaw  above  the  temporary  central. 
Shows,  also,  portion  of  nasal  cavity. 


Fig.  37a  Patient  of  Dr.  Price.  Shows  a 
case  of  delayed  dentition.  A  girl  at  seventeen 
years  of  age  still  has  her  temporary  cuspid,  with 
no  indication  that  the  permanent  has  ever 
formed.  The  radiograph  shows  it  to  be  im- 
bedded against  the  central  at  an  angle  of  about 
forty-five  degrees.  It  is  now  being  placed  in 
its  proi>er  position.  The  gold  of  a  crown  is 
conspicuously  shown  on  the  next  tooth. 


Figs.  371,  372,  Patient  of  Dr.  Price.  Show  the  front  part  of  the  superior  arch  of  a  boy  at  four- 
teen years  of  age.  He  has  still  his  temporary  cuspids  and  the  right  temporary  lateral.  The  centrals 
have  been  regulated.  Clearly  the  boy  is  never  to  have  his  permanent  laterals,  but  will  in  time  gel  his 
permanent  cuspids. 


Figs.  373,  374.     Patient  of  Dr.  Clapp.     Woman,  age  twenty-three.    Temporary  cuspids  in  place,  with 
the  unerupted  permanent  ones  lying  nearly  horizontally  within  the  jaw. 
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Fig.  375.  Patient  of  Dr.  Clapp.  Girl,  age 
about  fourteen.  Shows  deformed  left  lateral 
and  the  left  central  imbedded  and  horizontal 
in  the  jaw. 


Fig.  376. 


Patient  of  Dr.  Clapp. 
inferior  third  molar. 


Malplaced 


2.  Position  of  Roots. — (See  Fig.  377.)  (a)  Before  regulating  teeth  it 
is  often  desirable  to  know,  not  only  the  position  of  their  roots,  but  also 
to  what  extent  they  are  closed.  If  the  apex  of  the  root  is  not  fully 
formed,  the  teeth  can  be  regulated  more  rapidly  without  danger  of 
destroying  the  pulp.  The  X-rays  often  give  valuable  information  in 
regard  to  some  tooth  which  it  is  desired  to  move ;  this  process  is  not 


Fig.  377.  Patient  of  Dr.  Clapp.  Shows 
curved  root  of  lateral,  demonstrating  why  there 
was  difficulty  in  rotating  it. 


Fig.  378.  A  piece  of  bridge  work  in  posi- 
tion, resting  on  cuspid  and  lateral  roots.  The 
picture  was  taken  to  ascertain  the  probable 
strength  of  the  lateral  root.  It  is  shown  to  be 
very  short  and  with  but  slight  alveolar  attach- 
ment. 


infrequently  impracticable  owing  to  some  malformation  of  the  root,  but 
before  the  discovery  of  the  X-rays  time  was  sometimes  lost  in  vain 
attempts  to  bring  such  a  tooth  into  place,  (d)  A  knowledge  of  the 
position  of  the  roots  is  desirable  for  bridge  work.     (See  Fig.  378.) 

3.  Diagnosis  of  Pulpless  Teeth.  —  The  pulp  chamber  in  a  pulpless 
tooth  shows  more  clearly  on  the  negative  than  the  living  pulp,  but  this 
diagnosis  can  usually  be  made  with  ease  without  the  use  of  the  X-rays. 
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4.  Alveolar  Abscess.  —  The  death  of  the  pulp  is  often  followed  by 
an  abscess.  This  abscess  is  usually  due  to  imperfect  manipulation,  but 
as  the  roots  are  small  and  irregular  it  is  not  always  possible  to  fill  them 
to  the  ends.  As  a  result,  an  abscess  may  develop.  The  X-rays  would 
show  the  extent  of  this  abscess. 

Broken  Instrument, — (See  Figs.  382,  383.)  In  preparing  the  roots 
for  filling,  instruments  are  frequently  broken  without  the  knowledge  of 
the  dentist,  or  if  he  is  aware  of  the  fact  and  attempts  their  removal,  they 

may  be  forced  through  the  ends  of  the  roots. 
The  X-rays  show  that  such  conditions  are 
^^^^^^^^^_  frequent,  and  indicate,  first,  the  importance  of 
^^^B  ^^^^^^1  using  untempered  instruments  made  of  piano 
^^H^^  V^^^^l  wire  for  all  work  on  root  canals ;  and,  second, 
I  ^^I^B  ^^^^^1  ^^  position  of  the  piece  of  instrument  if  the 
r  ^B^l  ^^^H  accident  has  occurred,  and  thus  enable  the 
1^  *W  fl      operator  to  take  suitable  measures. 

^HUP  *  ^^H  Origin  of  Abscess.  —  It  is  not  always  easy 

1^^       ^^fl^^^^l      ^^    determine    the    point    of    origin    of    the 

abscess,  for  sometimes  an  alveolar  abscess 
does  not  appear  to  take  the  shortest  path  to 
the  surface.  The  X-rays  make  it  possible 
to  determine  its  origin  and  in  consequence 
make  the  treatment  more  simple.  With  the 
information  given  by  the  X-rays  this  incision 
can  be  made  directly  over  the  abscess,  and  thus  the  least  loss  of  tissue 
possible  is  involved. 


Fig.  379.  Patient  of  Dr.  Price. 
Shows  an  abscess  of  eight  years' 
standing.  It  has  formed  at  the 
apex  of  the  superior  lateral  inci- 
sor, and  has  developed  a  cavity 
in  the  bone  as  large  as  a  hickory 
nut. 


P'lr..  380.  Patient  of  Dr.  Price.  Shows  the 
extent  of  an  abscess  of  the  lower  jaw  which 
has  half  cut  the  jaw  in  two. 


Fig.  381.  Patient  of  Dr.  Price.  Shoe's 
the  appearance  of  the  early  stage  of  an  abscess 
at  the  apex  of  a  root. 
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Fuis.  382.  383.  Patient  of  Dr.  Clapp.  Broken  instrument  in  the  jaw.  The  instrument  was 
forced  through  the  central,  and  remained  in  the  jaw  a  year,  causing  serious  abscess.  These  two  cuts 
show  the  great  hability  to  error  in  diagnosis  from  X-ray  pictures  unless  two  views  are  taken.  One 
of  the  cuts  represents  the  instrument  as  protruding  from  the  apex  of  the  central ;  the  other,  that 
it  lies  between  the  central  and  lateral.    The  latter  was  the  true  position. 


5.  Extent  of  Alveolar  Absorption.  —  The  X-rays  are  not  necessary  to 
show  the  presence  of  alveolar  absorption,  which  is  sadly  evident  and 
impossible  of  cure,  but  it  is  of  interest  to  know  the  extent  of  the  loss. 
Dr.  Rollins  has  shown  by  means  of  the  X-rays  an  absorption  of  the  edge 
of  the  alveoli  in  mouths  where  there  was  no  out- 
ward sign  of  the  disease. 

6.  Fractured  Roots.  —  (See  Fig.  384.)  It  has 
been  impossible  by  the  older  methods  to  make  a 
diagnosis  of  a  fracture  of  the  upper  end  of  a  root, 
and  therefore  impossible  to  learn  whether  or  not 
such  fractures  would  heal.  It  has  been  customary 
to  believe  that  dentine  had  no  power  of  repair. 
Dr.  Clapp,  however,  has  observed  by  the  X-rays 
a  fracture  which  did  not  show  in  subsequent  nega- 
tives, and  although  he  does  not  consider  such 
evidence  conclusive,  it  is  nevertheless  interesting. 

7.  Root  Canal  filled  or  not.  —  It  is  often  desirable  to  know,  without 
removing  a  filling,  whether  or  not  a  root  canal  has  been  filled,  and  this 
information  can  be  furnished  by  the  X-rays  even  when  the  filling  is  not 
of  metal,  for  the  oxide  of  zinc  used  in  the  non-metallic  fillings  is  less  per- 
meable by  the  rays  than  the  dentine. 

8.  Fluid  in  the  Antrum.  —  Fluid  can  be  seen  in  the  antrum  by  ordi- 
nary light,  therefore,  although  the  X-rays  can  be  used,  to  determine  the 
presence  or  absence  of  this  fluid,  they  are  not  likely  to  supersede  the 
present  method. 

Interpretation  of  X-Ray  Pictures.  —  It  is  easy,  as  already  stated,  to 
draw  incorrect  inferences  from  X-ray  negatives.     Figures  382  and  383, 


Fig.  384,  Patient  of 
Dr.  Clapp.  Shows  lower 
incisor  broken  near  apex 
by  blow  from  a  polo  mallet. 
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made  from  the  same  case,  illustrate  this  fact :  in  Fig.  382  the  broken 
steel  instrument  appears  to  project  from  the  end,  in  Fig.  383  from  the 
side,  of  the  root. 

Further,  unless  care  is  taken  to  place  the  light  and  the  plate  in 
proper  relation,  distortion  will  occur  and  very  erroneous  conclusions 
may  be  drawn.  By  practice  alone  can  accurate  results  be  obtained. 
In  a  general  way  it  may  be  said  that  it  is  desirable  to  keep  the  plane  of 
the  film  perpendicular  to  the  central  rays  and  parallel  with  the  long 
axis  of  the  teeth  to  be  photographed. 

I  am  indebted  to  Dr.  Dwight  M.  Clapp  of  Boston  and  to  Dr.  Weston 
A.  Price  of  Cleveland  for  the  radiographs  from  which  the  cuts  of  the 
teeth  were  made. 

I  am  also  indebted  to  Dr.  Rollins  for  his  kindness  in  obtaining  these 
radiographs  and  providing  the  cuts;  likewise,  for  the  material  contained 
in  this  chapter,  and  for  the  cuts  marked  with  his  name  in  this  chapter 
and  in  Chapters  II  and  XXIV. 

Dr.  Rollins  was  among  the  first  to  appreciate  the  importance  of 
Roentgen's  discovery  to  medicine,  and  his  genius  for  devising  new  forms 
of  apparatus  has  already  been  illustrated  in  the  chapter  on  X-ray  equip- 
ment. His  contributions  to  a  better  knowledge  of  the  physics  of  the 
cathode  rays,  the  progenitors  of  the  X-rays,  are  well  known. 


CHAPTER   XXIV 

CALCULI 

The  ease  with  which  calculi  can  be  recognized  by  the  X-rays 
depends  upon  their  size  and  chemical  composition.  The  importance 
of  this  latter  factor  is  illustrated  by  an  experiment  which  I  made  in 
1896. 

Before  trying  to  take  X-ray  photographs  *  of  calculi  in  the  body,  I 
placed  several  different  kinds,  together  with  other  objects,  on  a  photo- 
graphic plate,  and  added  to  these  a  cup  of  water  as  a  standard  of  com- 
parison. The  result  is  seen  in  Fig.  385.  It  will  be  readily  appreciated, 
from  a  glance  at  this  illustration,  that  calculi  similar  in  size  will  be 
recognized  more  or  less  easily  according  to  the  amount  of  inorganic 
salts  contained  in  them,  as  those  made  up  largely  of  organic  matter 
cast  a  much  fainter  shadow  than  those  consisting  mostly  of  inorganic 
substances. 

The  difficulty  of  recognizing  calculi  made  up  of  pure  uric  acid  is 
further  illustrated  by  the  following  test:  — 

I  took  a  kidney  which  had  been  hardened  in  formalin  and  which 
contained  uric  acid  calculi  and  small  cysts,  and,  placing  it  on  a  photo- 
graphic plate,  exposed  it  to  the  X-rays.  After  the  plate  was  developed 
there  was  no  trace  of  the  small  uric  acid  calculi  or  of  the  full  cysts,  but 
the  outline  of  the  cavities  which  had  been  made  by  cutting  open  and 
emptying  some  of  the  cysts  could  be  seen  on  the  plate.  The  calculi 
were  from  3  to  6  millimetres  in  diameter,  and  the  cysts  varied  from 
about  12  to  15  millimetres  in  diameter. 

Thus,  in  the  kidneys,  bladder,  or  gall  bladder,  we  may  expect  to  detect 
calculi  by  the  rays  when  they  contain  inorganic  matter,  that  is,  mineral 
substances,  such  as  the  salts  of  calcium  ;  but  if  they  are  made  up  wholly 

1  When  such  X-ray  photographs  are  made  it  is  well  to  include  a  receptacle  holding  a 
measured  depth  of  water,  as  shown  in  the  cut,  otherwise  the  comparison  may  be  misleading ; 
for  by  using  a  short  exposure  we  may  easily  make  a  negative  which  would  suggest  that  the 
objects  photographed  were  not  easily  penetrated. 
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Fig.  3S5.    Estperiment  made  in  1896,    The  two  upper  rows  of  objects  in  this  Tsidio^rs^^  t 
calcu!L    The  Iwd  calculi  on  the  left  are  composed  of  uric  acid  and  urates-  those  on  Uxe  ti^hi,  afpba) 
phates;  and  I  he  1m  t>  in  the  midttlt.%af  oxalate  of  calcium  and  uric  acid,  the  upper  one  of  these  Ust  t*^ 
iiaving  an  outside  coating  of  ttrates.     In  the  centre  of  the  picture  is  a  routid  aluminum  c«p,  con«a 
ing  water*  2*5  centjmetre&  in  depth,  und  00  chher  side  of  this  cup  is  a  group  of  fitill  stoncrs.  mid  10  tJ»l 
righl  aufi  below  the  cup  a  single  large  g^ll  stone  is  seen  indistinctly-     In  Ihe  left-hand  lower  conifT  SI 
a  decak'ified  bone,  bent  into  the  s)mpe  of  PI,  wlih  a  lead  lag  attnched  by  a  copper  wire,     l*he  dccai^i 
fied  hone  surrounds  an  incinemtcd  hone,  which  is  lying  on  a  piece  of  cotton  wool  in  a  wooden  I 
with  a  glass  sirJe»    In  the  right-hand  lower  comer  is  a  dry  bone :  in  the  extreme  right-^hand  como'  fl 
a  triangular  piece  of  lead.    Tlic  picture  is  reduced  to  one-third  of  its  original  siie. 
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of  organic  matter  I  think  they  can  be  photographed  only  with  difficulty, 
because  stones  made  up  of  uric  acid  are  penetrated  by  the  rays  about 
as  easily  as  the  soft  tissues  of  the  body. 

Ringel  ^  stated  that  oxalates,  urates,  and  phosphates  stood  in  the  order 
named  as  regards  the  obstruction  they  offered  to  the  passage  of  the  X-rays, 
oxalates  being  the  most  opaque.  On  further  investigation,  however,  he 
found  that  the  uric  acid  stone  he  had  photographed  contained  traces  of 
oxalate  of  calcium,  and  that  a  pure  uric  acid  stone  was  more  trans- 
parent than  the  phosphatic,  that  is,  the  most  transparent  of  all  the  three 
substances. 

He  thought  that  phosphatic  calculi  were  the  most  common,  that  is 
to  say,  in  his  collection  he  has  three  oxalate  stones,  three  uric  acid, 
and  eleven  phosphatic  stones.  Other  observers,  however,  find  the  uric 
acid  or  urates  to  be  the  most  common  form.  It  is  possible,  therefore, 
that  the  conditions  of  the  place  in  which  the  patient  resides  determine 
to  some  extent  the  composition  of  the  calculi. 

Appearances  seen  on  the  X-Ray  Photograph.  —  The  following  cut  is 
illustrative  (see  Fig.  386). 

Methods  of  Examination  for  Kidneys  and  Ureters.  —  The  apparatus 
must  be  good  and  the  tube  one  that  will  differentiate  as  much  as  pos- 
sible between  the  tissues.  The  patient's  bowels  should  be  thoroughly 
emptied,  and  no  meal  should  be  taken  for  some  hours  previous  to 
the  examination.  When  the  patient  has  been  thus  prepared  he  should 
be  placed  flat  on  his  back  on  the  canvas  stretcher,  with  the  plate  sup- 
ported under  the  stretcher,  as  shown  in  Fig.  72.  The  photographic 
plate  used  should  be  sensitive  and  fresh,  and  be  so  placed  as  to  in- 
clude the  last  four  or  five  ribs,  both  kidneys  (as  both  may  contain  cal- 
culi), and  the  whole  pelvis,  as  the  calculus  may  be  in  the  ureters.  Two 
or  three  negatives  should  be  taken  for  the  sake  of  greater  certainty. 
Good  negatives  are  those  which  show  the  outline  of  the  soft  tissues, 
such  as  the  kidneys  and  muscles. 

Helen  A.  L.,  twenty-two  years  of  age.  Entered  the  hospital  No- 
vember 5,  1900.     Under  Dr.  Lund's  care.     Diagnosis:  renal  calculi. 

At  the  age  of  ten  she  had  pain  in  the  right  lumbar  region  after  get- 
ting tired.  Five  or  six  years  ago  had  first  attack  of  severe  pain  in  right 
lumbar  region.  Pain  came  on  suddenly.  No  change  noted  in  urine ; 
since  then  three  or  four  similar  attacks.     Has  had  occasionally  a  drag- 

'  "Zur  Diagnose  der  Nephrolithiasis  durch  Roentgenbilder,"  Arch.  f.  kiin.  Chir.^  Berlin, 
1899,  LIX,  pp.  167-174. 
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Last  attack 


giiig  pain  in  the  same  region  while  lying  on  the  left  side, 

two  years  ago;  present  attack  three  weeks  ago. 

I       A^ovember  9.    Examination  of  urine  showed  little  trace  of  albumen  ; 
"considerable  pus;  a  few  blood  globules;  no  cr)^stalline  elements  and  no 

positive  evidence  of  chronic  pyelitis. 


Fifi.  3S7,  On  till?  Ipfi  is  si?eii  the  auilirtR  of  ific  side  of  iKc  body,  and  about  i  ccntinielre  from  it 
'«be  outline  of  the  muscles.    The  group  of  dark  areas  to  the  rig^ht  of  the  centre  and  below  the  middle 

^>f  the  cut  indicate  the  calculi.  On  the  negative  ihey  stre  much  more  readily  mude  out;  but  it  jias  not 
^ft}een  jxissibk*  to  reproduce  thetn  satisfaciorily*    Sijc  or  seven  stones  were  counted  on  the  negative 

iL^efore,  ten  were  found  after  operation  ;  composition,  uric  acid  and  urates  coated  with  calcic  phosphate. 

i 

X-ray  examination  on  November  9  showed  stones  in  right  kidney; 
six  or  seven  could  be  made  out  on  the  negative.  See  Fig.  i^y, 
■  November  10.  Operation  done.  Kidney  found  low  down  in  lumbar 
region;  cortex  split  along  convex  border  and  a  number  of  stones  re- 
moved from  calices,  pelvis,  and  infundibula.  As  little  secreting  kidney 
remained,  it  was  removed.  The  patient  made  a  good  recovery.  Dis- 
charged December  15.     See  also  Figs.  388  and  389, 
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Comparison  of  X-Ray  Negatives  and  Radiographs. — The  negatives 
should  be  carefully  examined,  —  we  must  not  be  satisfied  with  the  appear- 


FlG.  388.    Shows  a  radiugiaph  of  the  calculi  after  they  had  been  removed  ftx>m  the  kidney. 

ances  seen  on  the  radiograph,  —  as  often  the  drj'  negative  will  reveal 
clearly  what  the  print  at  most  suggests.  Further,  some  things  may  be 
seen  during  the  development  of  the  plate,  which  are  not  apparent  later. 


Fig.  3S9.     Radiograph  ot  the  kidney  arter  removal. 


Comparison  of  X-Ray  Negative  and  Fluorescent  Screen.  —  The  fluo- 
rescent screen  is  not  so  satisfactory'  as  X-ray  negatives  in  making  exami- 
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nations  for  calculi,  and  should  not  be  employed  for  this  purpose,  for, 
unless  the  stones  are  large  and  made  up  of  oxalate  or  phosphate  of  cal- 
cium, they  would  not  be  detected  on  the  fluorescent  screen. 

Fenwick's  Method  of  Examination  of  Kidney  outside  the  Body. — 
Fenwick  ^  has  examined  the  kidney  with  the  fluorescent  screen  after  it 
has  been  taken  out  from  the  patient's  loin.  This  procedure,  as  he  states, 
would  not  always  be  possible,  as  in  some  patients  the  blood  vessels  are 
too  short  to  permit  of  it ;  further,  this  method  might  entail  delay,  for  if 
the  surgeon  who  took  out  the  kidney  should  also  make  the  X-ray  ex- 
amination, he  would  be  obliged  to  remain  in  a  darkened  room  for  ten 
minutes  before  he  could  use  the  fluorescent  screen  properly,  as  it  would 
be  entirely  useless  to  give  any  weight  to  the  results  of  an  X-ray  examina- 
tion unless  the  observer's  eyes  were  in  a  proper  condition  for  seeing. 

Method  of  Examination  for  Bladder;  Photograph  taken  outside  of 
Bladder.  —  It  is  desirable  to  so  place  the  patient  when  he  is  examined 
that  the  plate  should  be  as  near  as  possible  to  the  calculus.  He  should 
therefore  lie  on  his  face  on  the  stretcher;  the  tube  should  be  placed 
above  him  and  the  plate  under  him,  as  this  position  would  bring  the 
calculus  nearer  the  plate  than  any  other,  unless  he  is  stout,  or  the  calcu- 
lus is  not  free  in  the  bladder.  In  either  of  these  cases  he  should  lie  on 
his  back  with  the  plate  under  him.  The  operator  cannot  determine 
whether  or  not  the  calculus  is  free  in  the  bladder,  and  therefore  if  the 
patient  is  thin,  and  the  results  are  not  satisfactory  when  the  radiograph 
was  taken  with  the  patient  lying  on  his  face,  a  second  X-ray  photograph 
should  be  taken  when  he  is  lying  on  his  back.  The  size  of  the  calculus 
is  shown  on  the  radiograph,  and  sometimes  its  composition  is  indicated 
by  its  shape,  as  in  the  mulberry  calculus  for  instance. 

The  bladder  is  of  course  more  accessible  to  other  means  of  examina- 
tion than  many  other  parts. 

Instrument  for  Photographing  Calculi  in  the  Bladder.  —  The  follow- 
ing cut  shows  an  instrument  Rollins  devised  in  1896  for  photograph- 
ing a  calculus  in  the  bladder.  It  consists  of  an  aluminum  tube  22.5 
centimetres  long  and  2.5  centimetres  wide,  which  is  closed  with  a 
solid  piece  of  metal  at  one  end,  while  to  the  other  is  fitted  a  handle 
which  screws  on  (see  HH,  Fig.  390).  FC  is  a  thin  piece  of  metal  with 
grooved  edges  which  holds  several  photographic  films  or  pieces  of 
bromide  paper  that  should  be  about  as  wide  as  the  tube  and  about  half 
its  length. 

'^British  Medical  Journal^  1897,  P*  '0755   International  AfeJical  Annual^  1 898,  p.  338. 
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Direction  for  its  Use.  —  The  instrument  should  be  got  ready  for  use 
in  a  dark  room.  To  put  the  films  in  place  the  sliding  piece  FS  is 
removed  from  FC,  and  the  films  are  slid  into  the  grooves  and  pushed  to 


Fig.  39a    Instrument  for  photographing  a  calculus  in  the  bladder.     (Rollins.) 

the  end  as  far  as  they  ^ill  go.  FS  is  then  put  back  to  hold  the  films  in 
place,  and  the  tube  is  then  pushed  inside  of  NB,  and  the  round  handle 
//  screwed  on. 

The  patient  is  placed  on  his  back  and  the  tube  above  the  bladder ; 
the  instrument  with  the  convex  side  up  is  then  inserted  into  the  rectum 
and  held  in  such  a  position  that  the  films  are  brought  just  below  the 
bladder.  After  a  proper  exposure  the  instrument  is  taken  out  and 
the  films  are  developed.  In  the  two  cases  in  which  I  have  used  this 
instrument  nothing  was  found  on  the  films;  calculi  were  present, 
however,  and  were  removed,  but  proved  on  analysis  to  be  made  up 
of  uric  acid. 

This  instrument  may  also  be  passed  into  the  vagina  and  a  photograph 
may  then  be  taken  of  the  bladder. 

I  give  below  an  account  of  the  majority  of  cases  thus  far  reported, 
at  this  writing,  in  which  the  recognition  of  calculi  by  the  X-rays  was 
confirmed  by  operation  or  by  autopsy,  because  it  is  instructive  to  note 
the  amount  of  successful  work  done  in  this  direction,  and  the  composi- 
tion of  the  stones  of  which  the  X-rays  have  given  evidence:  and  I 
desire  at  the  same  time  to  direct  special  attention  to  Dr.  Leonard's  and 
Dr.  Abbe's  articles  on  the  use  of  the  X-rays  in  this  field,  as  they  have 
devoted  themselves  most  zealously  to  this  subject. 
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The  following  case  is  the  first  in  which  the  X-rays  were  successfully 
employed  to  point  out  a  calculus :  — 

Case  L  Dr.  Maclntyre  of  Glasgow  {Lancet,  London,  July  11, 
1 896).  Calculus  found  by  X-rays  in  one  patient.  Diagnosis  confirmed 
by  operation. 

Case  IL  Swain  {Bristol  Medico-Chirurgical  Journal,  1897,  p.  i). 
Patient:  male,  twenty-seven  years  old.  Composition  of  calculus: 
oxalate  of  calcium.  Size:  i^x^xf  inches.  Weight:  148  grains. 
Symptoms  :  transient  haematuria,  pain.     In  urine,  pus  cells. 

Case  III.  Gorl  {Munch.  Med.  Wochenschr,,  April  5,  1898)  reported 
at  a  meeting  of  a  German  medical  society,  December  2,  1897,  the  find- 
ing of  a  hard  stone  by  the  X-rays,  of  the  size  of  a  plum,  which  was 
removed  by  operation. 

Case  IV.  Thyne  {Australasian  Medical  Gazette,  October  20,  1897, 
p.  502).  Patient :  female.  Composition  of  calculus :  oxalate  of  lime,  with 
a  coating  of  phosphate  of  lime.  Weight:  275  grains.  Symptoms:  renal 
colic  and  vomiting.     In  urine,  pus. 

Case  V.  Taylor  and  Fripp  (Trans.  Clin.  Soc,  London,  1 897-1 898, 
pp.  200-202)  report  a  case  in  which  a  renal  calculus  was  detected  by  an 
X-ray  photograph  and  successfully  removed.  The  patient  was  a  man 
twenty-six  years  old.  Several  X-ray  photographs  were  taken  without 
detection  of  any  opacity  in  either  loin.  An  incision  was  then  made  to 
explore  the  right  lumbar  region,  but  the  kidney  could  not  be  found. 
Three  days  later  another  X-ray  photograph  was  taken,  in  which  a 
definite  though  not  well-defined  opacity  was  evident.  It  was  thought 
to  be  a  stone,  though  it  was  very  high  up,  above  the  twelfth  rib.  The 
wound  was  reopened,  and  the  stone  was  discovered  and  removed.  The 
calculus  was  made  up  of  alternate  layers  of  uric  acid  and  phosphate, 
weighed  half  an  ounce,  and  was  if  inches  long,  |  inch  wide  and  |  inch 
thick.  Examination  of  the  urine  showed  only  slight  traces  of  blood  on 
three  days  out  of  thirty-eight.  The  fact  that  several  X-ray  photographs 
were  made  before  the  stone  was  detected  is  a  special  point  of  interest  in 
this  case. 

Case  VI.  Bevan  {Chicago  Medical  Recorder,  March,  1898). 
Patient :  male,  thirty  years  old.  Large  stone.  Composition  not 
given. 

Case  VII.  McArthur  {Chicago  Medical  Recorder,  February,  1898) 
reports  the  case  of  a  patient  supposed  to  be  suffering  from  pyelitis,  who 
had  previously  had  a  stone  removed   from  one  kidney.     The  X-rays 
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showed  a  stone  in  the  other  kidney,  which  was  removed.  The  stone 
was  phosphatic  and  measured  |  inch  by  I  inch. 

Case  VIII.  Lauenstein  {Deutsche  Zeitschrift  f.  Chinirgie^  No.  50, 
1898-1899,  p.  195).  Patient:  male,  forty-seven  years  old.  Composition 
of  calculus,  carbonate  of  calcium,  oxalate  of  calcium,  and  uric  acid. 
Size  :  2|  x  i|  x  i  centimetre.  Weight:  8  grammes.  The  shadow  seen 
on  the  plate  was  2  by  3  centimetres,  and  was  3  centimetres  distant  from 
the  border  of  the  twelfth  rib,  4  centimetres  from  the  body  of  the 
vertebrae,  and  8  centimetres  from  the  spinous  processes.  The  evidence 
obtained  by  the  X-rays  enabled  Lauenstein  to  make  an  incision  in  the 
kidney  just  large  enough  to  extract  the  stone,  which  was  of  the  size 
indicated  in  the  radiograph. 

Case  IX.  Dr.  C.  A.  Morton  {Lancet,  London,  1898,  Vol.  I, 
p.  1534)  reports  a  case  of  a  patient  twelve  years  old,  where  the  stone 
was  detected  in  the  kidney  by  means  of  an  X-ray  photograph  after 
the  subsidence  of  all  symptoms.  He  had  had,  during  previous  attacks, 
severe  pain  in  the  left  loin,  frequent  passage  of  urine,  and  haematuria. 
When  admitted  to  the  hospital  there  was  no  sensitiveness  to  pressure 
over  the  kidney.  The  bladder  was  sounded  with  negative  result.  Pain 
in  the  left  loin ;  vomiting,  but  no  haematuria ;  muscles  over  the  kidney 
became  rigid  during  attacks  of  pain.  He  apparently  recovered,  so  that 
he  could  run  and  jump  without  pain.  The  only  distress  was  along  the 
urethra  after  micturition.  An  X-ray  photograph  showed  a  shadow  over 
the  twelfth  rib,  and  operation  discovered  a  typical  oxalate  of  calcium 
stone,  which  was  |  x  |  inch  in  size.     The  patient  recovered. 

Case  X.  Dr.  Herman  {Wicn.  klin.  Wochenschr.,  1899,  Vol.  VIII, 
p.  190)  cites  a  patient  thirty-nine  years  old,  in  whom  clinical  examina- 
tion showed  all  the  symptoms  of  a  stone  in  the  bladder,  but  its  existence 
could  not  be  corroborated  by  an  instrument.  X-ray  examination  showed 
repeatedly  the  existence  of  two  stones,  one  the  size  of  a  walnut  and  the 
other  the  size  of  a  hazelnut.     They  were  removed  by  operation. 

Case  XI.  Dr.  Herman  also  reports  the  following  case  (  Wien.  klin. 
Wochenschr.,  1899,  Vol.  VIII,  p.  190):  A  patient  twenty-six  years  old, 
from  whom  a  stone  the  size  of  a  hazelnut  was  removed,  was  examined  by 
the  X-rays  because  the  wound  showed  no  tendency  to  heal  after  several 
weeks.  The  Roentgen  picture  showed,  about  10  centimetres  to  the  left 
of  the  spinal  column,  three  indistinct  shadows ;  the  largest  the  size  of  a 
pea,  the  smallest  the  size  of  a  lentil.  The  large  shadow  of  the  kidney 
lay  outward  from  the  shadows  of  the  stones.     After  the  removal  of  the 
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stones  the  correctness  of  the  size  of  the  shadows  noted  in  the  radiograph 
was  corroborated  by  the  stones. 

Case  XIL  Alsberg  {Miifich,  Med.  Wochenschr,,  December  20,  1898) 
reports  the  case  of  a  man  thirty-four  years  old ;  a  shipbuilder,  large, 
powerful,  and  well-nourished,  who  entered  the  hospital  in  June,  1898. 
He  had  suffered  for  ten  years  with  pain  in  the  right  side,  below  the 
arch  of  the  ribs.  He  attributed  this  to  a  blow  from  a  mast.  In  1893 
he  went  to  the  hospital.  Nothing  unusual  was  found  and  massage  was 
without  effect.  He  left  the  hospital  after  several  weeks,  unrelieved. 
After  this  he  had  constant  pain,  and  finally  was  obliged  to  walk  in  a 
bent  position.  Another  physical  examination  showed  nothing  except 
tenderness  over  the  right  kidney.  The  urine  was  clear  and  without 
albumen,  and  the  microscopic  examination  negative. 

A  Roentgen  photograph  showed,  about  4  centimetres  to  the  right  of 
the  spinal  column,  a  sharply  defined  uniform  shadow.  This  shadow 
was  3 J  centimetres  long  and  2\  centimetres  broad,  i^  centimetres 
below  and  outward  from  this  shadow  was  seen  a  second,  i  centimetre 
in  diameter,  round,  but  with  indefinite  borders.  An  operation  found 
the  stones  just  as  shown  in  the  Roentgen  picture,  the  smaller  one  being 
made  up  of  little  stones  about  the  size  of  peas.  The  large  stone  was 
very  hard,  dark  brown  in  color,  ^  centimetre  thick,  and  made  up  of  oxa- 
late of  calcium.  It  weighed  8  grammes.  The  smaller  stones  together 
weighed  2  grammes  and  were  made  up  of  oxalates.  In  this  case  it  was 
possible  to  make  a  certain  diagnosis  by  means  of  the  X-rays,  and  the 
carrying  out  of  the  operation  was  made  easy,  as  the  stones  were  so 
accurately  located  that  it  was  not  necessary  to  search  for  them. 

Cases  XIII,  XIV,  XV,  and  XVI.  Mackenzie  Davidson  {Archives 
of  the  Roentgen  Ray,  May,  1899)  reports  four  cases  in  which  a  diag- 
nosis of  renal  calculi  was  made  by  the  X-rays  and  confirmed  by  opera- 
tion. One  case  was  that  of  a  boy  eighteen  years  old.  The  stone  was 
made  up  of  uric  acid  with  a  thin  crust  of  oxalate  of  calcium  ;  size :  2  x 
i^^  inches. 

Cases  XVII  and  XVIII.  yMdignQV {Centra Iblatt  f.  Chirnrgie,  No.  8, 
1899)  reports  two  cases.  First  case  that  of  a  girl  ten  years  old.  Radio- 
graph showed  four  stones,  one  large  and  three  small.  They  were  made 
up  of  phosphate  of  potassium  and  magnesium,  with  a  trace  of  ammonium 
phosphate.  The  second  case  was  that  of  a  woman  thirty-eight  years  old. 
A  stone  the  size  of  a  walnut  was  discovered  in  the  pelvis  of  the  kidney. 
This  was  verified  by  autopsy. 
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Case  XIX.  McBurney  of  New  York  reported  at  a  meeting  of  the 
Practitioners'  Association,  in  1898,  the  successful  removal  of  a  calculus 
f  inch  in  diameter,  which  had  been  found  by  means  of  the  X-rays. 

Case  XX.  Longard  (^Deutsche  Med,  Wochetischr,^  No.  4,  1898) 
reports  a  case  in  which  his  X-ray  photograph  showed  that  there  were 
four  stones  in  the  bladder,  and  this  diagnosis  was  confirmed  by  opera- 
tion. The  X-ray  photograph  also  showed  the  presence  of  a  fifth  stone 
which  was  not  found  in  the  bladder,  but  in  the  ureter  behind  the  bladder, 
at  a  second  operation. 

Case  XXI.  G.  Julliard  {Fortschritte  a,  d.  Gebiete  d,  Roentgenstrak- 
len,  B.  II).  Patient :  male,  thirty-four  years  of  age.  The  presence  of  a 
calculus  was  demonstrated  by  the  metallic  sound.  An  X-ray  photo- 
graph was  afterward  made  which  gave  a  very  clear  shadow  of  the  cal- 
culus, its  place,  its  shape,  and  its  size.  After  operation  the  stone  was 
measured.  Its  length  was  25  millimetres,  and  its  greatest  width  15  milli- 
metres. It  weighed  4  grammes.  It  was  made  up  of  calcic  oxalate  and 
a  trace  of  ammonium  magnesium  phosphate. 

Cases  XXII  and  XXIII.  Abbe  of  New  York  {Annals  of  Surgery, 
August,  1899)  reports  two  cases.  The  first  was  that  of  a  man  twenty- 
seven  years  old.  Composition  of  calculus,  oxalate  of  calcium  and 
urates.  Size:  \  inch  in  diameter.  Symptoms:  haematuria  and  pain. 
The  second  case  was  that  of  a  woman  twenty-eight  years  old.  Compo- 
sition of  calculus,  oxalate  of  lime.  Size :  \  inch  in  its  longest  measure- 
ment. Symptoms :  renal  colic.  The  shadow  was  seen  between  the 
eleventh  and  twelfth  ribs  \\  inches  from  the  vertebral  edge. 

Cases  XXIV,  XXV,  and  XXVI.  Albarran  {Amiales  des  Maladies 
des  Organes  Genito-Urinaires,  pp.  673-687,  1899).  Patient:  a  man  twenty- 
eight  years  of  age.  By  process  of  elimination  Albarran  arrived  at  the 
conclusion  that  the  patient  had  renal  calculi.  An  X-ray  photograph 
was  then  taken  which  showed  on  the  left  side,  9  centimetres  from  the 
median  line,  a  very  clear  shadow  which  was  partially  hidden  by  the 
eleventh  rib.  It  was  of  irregular  form  and  resembled  a  reversed  "  L." 
Its  greatest  length  and  breadth  was  5  centimetres.  On  the  right  side 
were  three  small  shadows,  the  largest  of  which  was  not  as  big  as  a  nut. 
The  first  was  below  the  eleventh  rib ;  the  second  between  the  eleventh  and 
twelfth  ribs ;  and  the  third  below  the  twelfth  rib,  near  its  end.  The  opera- 
tion on  the  left  side  confirmed  the  diagnosis  made  by  the  X-ray  photo- 
graph. Albarran  also  cites  the  two  following  cases  reported  by  Miiller 
and  Braatz :  — 
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Mailer,  —  The  radiograph  gave  positive  information  which  was  con- 
firmed by  operation.  The  calculus  was  made  up  of  carbonate  of  lime 
with  traces  of  uric  and  oxalic  acid. 

Braatz,  —  The  radiograph  gave  a  clear  picture  of  a  renal  calculus 
which  was  confirmed  by  operation.    The  stone  was  oxalic  in  composition. 

Case  XXVH.  Rutherford  Morrison  {British  Medical  Journal, 
November  18,  1899).  Calculus  removed  by  operation  owing  to  the 
evidence  obtained  from  the  patient's  symptoms  and  the  X-rays.  The 
stone  was  the  size  of  a  filbert  and  was  made  up  of  oxalate  of  lime. 

In  the  Annals  of  Surgery,  August,  1899,  Dr.  Leonard,  who  has  had 
the  largest  experience  in  this  field,  gives  fifty-nine  cases  which  he  had 
personally  examined  by  the  X-rays,  and  in  eight  of  these  the  evidence 
obtained  by  the  X-rays  was  confirmed  by  operation.  I  quote  below  these 
latter  eight  cases  :  — 

"  Case  i.  —  March  15,  1898.  Mr.  C.  S.  W.,  referred  by  Dr.  Edward 
Martin.  His  symptoms  were  sufficiently  pronounced  to  lead  to  a  diag- 
nosis of  calculus.  This  diagnosis  was  confirmed  by  the  skiagraph,  with 
the  additional  detail  that  two  calculi  were  present,  and  giving  their  posi- 
tion. This  facilitated  their  removal,  as  the  smaller  calculus  was  encysted, 
and  was  only  found  by  measurements  derived  from  the  skiagraph. 
They  were  uric  acid  calculi,  weighing  32  grains  and  10  grains. 

"  Case  6.  —  May  17,  1898.  Mr.  H.  A.  L.,  referred  by  Dr.  J.  William 
White.  Had  had  attacks  of  renal  colic  at  frequent  intervals,  and  had 
passed  previously  a  small  mulberry  calculus.  Two  months  ago  the  pas- 
sage of  gravel  ceased,  and  the  paroxysms  of  pain  increased  in  frequency 
and  intensity.  Urine  was  acid;  sp.  gr.  1032.  No  blood,  no  pus,  heavy 
deposits  of  uric  acid  gravel.  The  skiagraph  showed  the  presence  of  a 
calculus,  which  was  found  encysted  in  the  superior  calyx,  and  was  cov- 
ered with  urates.     It  weighed  21  grains. 

"  Case  8.  —  Mrs.  A.  D.  K.,  referred  by  Dr.  J.  William  White.  In  this 
patient  calculi  were  present  in  both  kidneys.  The  right  kidney  was 
operated  upon  and  the  calculus  removed.  The  patient  recovered  from 
the  operation,  but  the  kidney  was  too  nearly  disorganized  to  maintain 
its  function.  The  post-mortem  examination  showed  the  skiagraphic 
diagnosis  to  be  correct,  and  that  the  three  calculi  in  the  left  kidney  had 
destroyed  it  totally,  although  no  symptoms  had  ever  been  referred  to  that 
side  or  that  kidney.    The  calculus  removed  weighed  4  drachms  10  grains. 

"Case  ii.  —  November  19,  1898.  Mr.  C.  S.,  referred  by  Drs. 
Mitchell  and  Martin.    This  patient  had  had  marked  but  indefinite  symp- 
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toms  of  renal  calculus,  extending  over  a  period  of  twelve  years.  Al- 
though examined  on  numerous  occasions  by  prominent  surgeons,  the 
diagnosis  had  never  been  established,  while  exploratory  nephrotomy  had 
only  been  once  suggested.  The  symptoms  at  this  time  were  more 
marked  but  were  still  indefinite.  The  skiagraph  showed  a  large  hydro- 
nephrotic  kidney,  with  one  large  and  two  small  calculi.  Every  detail 
was  subsequently  confirmed  by  the  operation.  The  kidney  was  saccu- 
lated and  enlarged,  and  the  three  calculi  were  removed.  The  patient 
recovered  completely.  In  this  case,  as  in  others  where  multiple  calculi 
were  shown,  the  value  of  such  detail  was  demonstrated  in  making  the 
operation  complete. 

"  Case  12.  —  November  29,  1898.  Mr.  J.  H.,  referred  by  Dr.  James 
Tyson.  He  has  had  indefinite  lumbar  pain  for  six  years ;  has  had  slight 
traces  of  blood  in  urine,  but  had  never  passed  a  calculus.  The  only 
symptoms  were  lumbar  pain,  a  trace  of  pus,  and  some  albumen.  The 
skiagraphs  showed  a  small  calculus.  Dr.  White  performed  an  explora- 
tory nephrotomy,  but  was  unable  to  palpate  the  calculus  or  touch  it  with 
a  needle  in  the  apparently  healthy  kidney.  The  incision  into  the  kidney 
disclosed  the  correctness  of  the  diagnosis,  as  an  oxalate  calculus  was 
removed  that  weighed  twelve  grains. 

"Case  17.  —  December  6,  1898.  Mr.  W.  W.,  referred  by  Dr.  J. 
William  White.  He  had  had  frequent  attacks  of  acute  pain  in  the  lum- 
bar region,  but  not  characteristic  of  renal  colic.  Just  before  the  exami- 
nation he  had  had  pain  with  chill  and  sweating,  with  a  lingering  pain 
through  back  and  limbs.  The  urine  was  normal  in  odor  and  color,  no 
albumen,  no  sugar,  acid  in  reaction ;  the  microscope  showed  a  few  pus- 
cells,  occasional  red  cells,  some  epithelium,  but  no  casts.  The  skiagraph 
showed  the  presence  of  a  calculus,  which  was  removed  by  operation 
and  weighed  17  grains.     It  was  composed  of  phosphates  and  oxalates. 

"  Case  24.  —  March  7,  1899.  Mr.  A.  D.  C,  referred  by  Dr.  W.  W. 
Keen.  The  patient's  symptoms  were  sufficiently  typical  to  make  the 
diagnosis  of  calculous  disease  probable.  The  skiagraphs  made  it  posi- 
tive. The  oxalic  acid  calculus  was  subsequently  removed  and  weighed 
48  grains. 

"Case  53.  —  October  24,  1899.  J.  J.  M.,  referred  by  Dr.  A.  J. 
Downcs.  This  patient  had  passed  calculi  on  three  occasions.  The 
last  was  passed  five  years  ago,  since  which  time  he  had  been  free  from 
symptoms  until  nine  months  ago,  when  an  abscess  formed  in  the 
lumbar  region  and  was  opened.     The  patient  was,  however,  so  weak 


CALCULI  629 

that  a  more  serious  operation  was  not  advisable.  The  sinus  was 
reopened  three  months  ago,  but  the  physical  condition  still  contra- 
indicated  extensive  exploration.  The  urine  has  contained  a  slight 
trace  of  pus  from  time  to  time  and  some  red  blood  corpuscles.  The 
skiagraph  showed  a  large  calculus  in  the  left  lumbar  region  opposite 
the  inter-vertebral  cartilage  of  the  second  and  third  lumbar  vertebrae. 
At  the  subsequent  nephrolithotomy  it  was  found  that  the  shadow  of 
the  calculus  had  been  cast  by  a  mass  of  amorphous  urates  and  phos- 
phates contained  in  a  crystalline  shell  that  filled  the  pelvis  of  the  kid- 
ney. This  mass  broke  up  readily  under  the  finger,  and  contained 
minute  uric  acid  calculi.  The  detection  of  a  calculus  of  such  character 
leaves  no  doubt  of  the  accuracy  and  efficiency  of  this  method,  and  its 
value  in  negative  diagnosis." 

So  far  as  I  have  been  able  to  gather  from  the  literature  accessible 
to  me,  of  cases  published  at  the  time  these  were  collected,  there  have 
been  thirty-five  cases  where  a  diagnosis  of  the  presence  of  renal  calculi 
by  means  of  a  radiograph  was  confirmed  by  operation.  In  fourteen 
cases  the  composition  was  not  given.  In  all  the  others  they  were  either 
made  up  in  part  or  in  whole  of  oxalate  or  phosphate  of  calcium,  except  one 
of  Dr.  Leonard's,  in  which  there  were  calculi  of  uric  acid  weighing  10  and 
32  grains  respectively ;  and  the  case  on  pages  617, 619,  620,  in  which  the 
calculi  were  made  up  of  uric  acid  and  urates  coated  with  calcic  phosphate. 

In  the  present  stage  of  this  study,  it  is  probable  that  a  larger  pro- 
portion of  successful  cases  would  have  been  reported  than  of  unsuc- 
cessful ones,  and  it  is  also  probable  that  out  of  the  considerable  number 
of  unsuccessful  cases  which  had  symptoms  of  a  calculus,  some  of  them 
may  have  been  made  up  of  uric  acid,  and  were  not  recognized  by  the 
X-ray  examination.  When  we  consider  that  in  most  countries  the  uric 
acid  calculi  are  the  most  common  of  all,  and  that  out  of  the  twenty-one 
cases  given  where  the  composition  is  stated,  only  one  is  put  down  as 
pure  uric  acid,  it  would  seem  probable  that  either  the  method  is  not  yet 
carried  out  by  most  observers  as  carefully  as  it  will  be  in  the  future, 
when  it  has  been  perfected,  or  that  pure  uric  acid  calculi  will  always 
remain,  on  account  of  their  having  about  the  same  power  of  absorption 
of  the  X-rays  as  the  soft  tissues  of  the  body,  the  most  difficult  to 
detect,  to  say  the  least. 

It  is  to  be  remembered,  of  course,  that  in  a  considerable  proportion 
of  these  cases  the  diagnosis  was  probable  without  the  X-ray  examination. 
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Various  authors  have  reported  the  removal  of  renal  calculi  by  opera- 
tion after  failures  to  find  them  by  X-ray  photograph. 

Gall  Stones.  —  Gall  stones  cannot  be  easily  recognized  as  yet  by  the 
X-rays,  because  they  are  generally  composed  of  organic  matter,  and 
therefore  do  not  cast  much,  if  any  more,  shadow  than  the  surrounding 
soft  parts ;  but  if  they  should  contain  salts  of  calcium,  they  would  be 
more  easily  detected.  The  fact  that  the  plate  can  be  brought  near  the 
gall  bladder  is  an  advantage,  and  enables  the  observer  to  obtain  a  better 
photograph  than  when  the  plate  is  at  a  distance.  Some  observers  have, 
however,  reported  a  few  cases  where  they  were  satisfied  that  they  had 
recognized  gall  stones  in  X-ray  photographs,  and  their  diagnosis  was 
confirmed  by  operation. 

Dr.  Carl  Beck  (^New  York  Medical  Journal,  January  20,  1900)  has 
made  ninety-seven  radiographs  of  twenty-eight  cases  of  suspected  chole- 
lithiasis, in  nineteen  of  which  the  presence  of  biliary  calculi  was  ascer- 
tained by  operation.  In  only  two  of  these  nineteen  cases  was  he  able 
to  obtain  shadows  on  the  plates,  and  they  were  so  slight  that  he  would 
not  have  relied  upon  them  for  diagnosis.  In  several  of  the  cases  exam- 
ined, he  made  from  six  to  ten  exposures,  varying  the  position  of  the 
plate  and  the  length  of  the  exposure. 

Dr.  Beck's  study  of  this  difficult  problem  has  recently  resulted  in  un- 
usual success,  and  at  a  meeting  of  the  Academy  of  Medicine  of  New  York 
held  in  January,  1901,  he  showed  good  radiographs  of  gall  stones. 

Dr.  Leonard,  in  an  excellent  paper  read  at  the  same  meeting,  stated 
that  about  one-half  of  the  calculi  are  found  in  the  ureters  and  the 
other  half  in  the  kidneys,  exclusive  of  those  found  in  the  bladder  and 
gall  bladder. 

Absence  of  Calculus  not  definitely  determined  by  the  X-Rays.  —  In 
many  cases  where  the  symptoms  point  to  a  diagnosis  of  a  calculus,  but 
it  is  a  question  whether  or  not  one  is  present,  I  think  its  absence  would 
not  be  definitely  demonstrated  by  lack  of  evidence  of  it  in  the  X-ray 
photograph. 

Determination  of  Presence  of  Calculus.  —  On  the  other  hand,  if  evi- 
dence is  obtained  by  at  least  two  X-ray  negatives  of  the  presence  of  a 
calculus,  whether  in  the  kidneys,  ureter,  or  bladder,  even  though  the 
ordinary  indications  are  indefinite,  this  evidence  is  conclusive  ;  the  pres- 
ence and  position  of  the  stones  can  be  accurately  demonstrated. 

Conclusions. — The  presence  of  calculi  containing  inorganic  matter, 
such  as  mineral  salts,  may  be  detected  by  X-ray  photographs.     If  the 
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apparatus  and  technique  are  very  good,  Dr.  Leonard's  experience  is  that 
calculi  made  up  of  pure  uric  acid  can  also  be  found.  The  X-ray  exami- 
nations give  definite  and  positive  information  as  to  the  location,  and, 
within  certain  limits,  as  to  the  number  and  the  size  of  the  calculi.  They 
show  in  which  organ  the  stone  is  present ;  which  kidney  or  which  ureter 
is  affected ;  and  often  whether  there  is  one  stone  or  several.  The 
operation  is  therefore  simplified,  and  the  surgeon  is  less  likely  to  over- 
look a  given  calculus  when  several  are  present.  The  presence  of  cal- 
culi may  be  detected  early  by  means  of  the  X-rays,  also  when  they 
have  been  quiescent  for  some  time  and  give  rise  to  only  slight  or  indefi- 
nite symptoms.  Further,  there  is  no  danger  attending  this  method  of 
examination,  and  no  discomfort. 

Calculi  can  be  more  easily  detected  in  young  or  thin  patients  than  in 
stout  or  adult  persons.  Thickness  is  one  of  the  obstructions  offered  to 
the  passage  of  the  rays,  as  we  have  seen  in  Chapter  I,  and  in  youth  the 
soft  tissues  seem  to  be  more  permeable  by  the  rays  than  in  adult  life. 
But  the  composition  of  the  calculus  has  more  influence  than  the  size  or 
age  of  the  patient.  That  is  to  say,  a  calculus  made  up  of  oxalate  of 
calcium  would  be  far  more  easily  detected  in  a  stout  person  than  a  cal- 
culus of  urates  in  a  thin  patient. 

New  Method  of  Diagnosis.  —  The  X-rays  then  contribute  one  more 
means  of  diagnosis,  and  in  cases  where  a  calculus  is  suspected  in  the 
urinary  tract,  an  X-ray  examination  should  be  made. 

Difficulty  of  Diagnosis  of  Calculus  by  Ordinary  Methods.  —  It  is 
well  recognized  that  there  are  many  difficulties  in  the  way  of  a  definite 
diagnosis  of  calculi  in  the  urinary  tract.  For  example,  there  are 
various  symptoms  which  suggest  strongly  the  presence  of  renal  cal- 
culi; on  the  other  hand,  there  are  cases  of  renal  calculus  which  are 
unsuspected  because  the  symptoms  observed  may  be  referred  to  another 
cause. 

Direct  and  Indirect  Use  of  X-Rays.  —  X-ray  photographs  will  not 
only  be  a  means  of  pointing  out  calculi  directly,  as  indicated,  but  even- 
tually will  also  prove  of  service  by  pointing  them  out  indirectly,  for 
they  will  instruct  the  profession  more  exactly  in  regard  to  the  symp- 
toms which  calculi  produce.  That  is  to  say,  the  X-rays,  by  giving 
more  definite  information  than  hitherto  of  a  calculus  in  the  kidney,  for 
example,  will  enable  the  physician  to  associate  characteristic  groups 
of  symptoms  with  its  presence,  that  he  is  not  now  able  to  connect 
definitely  with  the  disease.     In  this  way  the  X-rays  will  increase  the 
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possibility  of  making  a  tentative  diagnosis  without  an  X-ray  exami- 
nation, and  more  cases  will  be  recognized.  The  X-ray  examination 
would  then  follow  for  more  definite  information. 

The  work  done  by  surgeons  in  this  field  is  a  triumph  of  careful  and 
persistent  endeavor  over  many  obstacles,  and  those  who  have  demon- 
strated the  possibilities  of  the  X-rays  in  this  direction  deserve  the  appre- 
ciation and  gratitude  of  the  profession. 


CHAPTER   XXV 

USEFULNESS    OF   X-RAY    EXAMINATIONS   TO  LIFE  INSURANCE    COM- 
PANIES.    MEDICO-LEGAL  USES  OF  THE  X-RAYS 

The  foregoing  pages  show  the  usefulness  of  these  examinations  in 
life  insurance  cases,  but  it  may  be  of  service  to  call  attention  to  one  or 
two  points  already  discussed. 

The  organs  to  be  considered  by  life  insurance  examiners  in  the  phys- 
ical examination  of  candidates  are  chiefly  the  kidneys,  the  lungs,  and 
the  heart.  Two  of  these  organs  —  the  lungs  and  the  heart  —  are  espe- 
cially open  to  inspection  by  the  X-rays,  and  if  it  is  desirable  to  put  the 
candidate  to  the  least  possible  trouble  he  can  be  thus  examined  with- 
out removing  the  clothing.  In  the  lungs,  for  instance,  old  foci  of 
tuberculosis  give  rise  to  abnormal  appearances,  which  can  be  seen  on 
the  fluorescent  screen,  and  yet  which  might  be  overlooked  by  ausculta- 
tion and  percussion,  if  not  near  the  surface  of  these  organs.  It  is 
important  for  the  insurance  company  to  know  if  such  foci  exist,  because 
they  are  a  source  of  danger.  Emphysema  of  the  lungs  is  best  recog- 
nized by  the  X-rays ;  the  effects  of  old  pleuritic  adhesions  may  some- 
times be  seen  by  this  new  method  of  examination,  and  thoracic  aneu- 
risms may  be  detected  in  an  early  stage. 

The  size  and  position  of  the  heart  can  be  determined  with  greater 
certainty  and  exactness  by  the  X-rays  than  by  the  older  methods.  Some 
companies  will  now  accept  as  risks  persons  who  have  certain  heart  mur- 
murs, but  no  company  would  knowingly  accept  a  man  who  had  an 
enlarged  heart,  and  if  this  organ  is  enlarged  as  the  result,  for  example, 
of  a  valvular  lesion,  or  of  arterio-sclerosis,  renal  disease,  or  a  fatty  mus- 
cle, the  X-ray  examination  not  only  shows  it,  but  shows  it  with  certainty 
and  precision. 

There  is,  I  think,  no  single  method  of  physical  examination  of  the 
thorax  that  gives  more  trustworthy  and  complete  evidence  of  the  nor- 
mal or  abnormal  condition  of  the  organs  in  this  part  of  the  body  than  an 
examination  with    the   fluorescent   screen,  when   properly  carried  out. 
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From  the  standpoint  of  the  life  insurance  company  it  is  not  always 
so  much  a  question  of  what  the  disease  is  as  whether  there  is  or  is 
not  an  abnormal  condition  in  the  chest.  This  method  of  examination 
should  of  course  always  be  made  by  a  physician  who  is  experienced  in 
its  use. 

Medico-Legal  Uses  of  Radiographs.  —  There  is,  I  think,  no  question 
that  radiographs  will  eventually^  be  admitted  as  evidence  by  the  courts, 
and  that  they  can  make  some  doubtful  points  perfectly  clear.  Obvi- 
ously, evil  results  would  be  produced  if  this  kind  of  evidence  were 
employed  in  any  other  than  an  intelligent  way.  Before  the  radiograph 
is  admitted,  it  should  be  shown  that  it  has  been  taken  by  a  person 
trained  to  this  kind  of  work.  The  position  of  the  part,  of  the  plate, 
and  of  the  tube  should  be  accurately  determined  and  stated.  (See 
Chapter  III,  especially  pages  64  to  66  and  S6-Sy.)  The  point  on  the 
plate  opposite  which  the  tube  was  placed  should  be  indicated  on  the 
radiograph  by  a  metal  letter,  as  shown  on  page  521. 

In  cases  of  fracture,  for  example,  two  views  should  be  taken,  for  the 
reason  given  in  a  preceding  chapter  (page  469).  The  kind  of  fracture 
shown  in  the  radiograph  might  give  some  indication  of  the  force  which 
caused  it,  and  this  knowledge  might  sometime  be  useful  from  a  medico- 
legal standpoint.  For  instance,  there  would  be  a  difference  of  character 
in  the  fracture  produced  by  a  direct  and  heavy  blow,  as  from  the  kick  of  a 
horse,  and  in  that  produced  by  torsion.     (See  Figs.  J91  and  292.) 

In  fractures  it  is  of  the  first  importance  to  distinguish  between  the 
functional  and  the  anatomical  results.  It  is  already  recognized  that  a 
perfectly  useful  limb  may  not  look  well  in  the  radiograph,  and  as  it  is 
the  desire  of  both  the  surgeon  and  the  patient  to  have  as  serviceable  a 
member  as  possible,  this  test  rather  than  the  anatomical  one,  as  shown 
by  the  radiograph,  should  be  followed.  No  covering,  other  than  a 
sheet,  should  be  allowed  over  the  part  of  which  a  radiograph  is  to  be 
taken,  especially  if  it  is  a  question  of  a  foreign  body,  as  there  might  be 
objects  opaque  to  the  rays  in  the  clothing. 

Radiographs  should  be  read  not  only  by  a  surgeon,  but  by  a  surgeon 
who  is  trained  in  reading  them.  In  cases  of  poisoning  we  do  not  expect 
the  jury  to  interpret  all  the  tests  which  the  chemist  has  made,  but  the 
latter  can  make  the  meaning  of  these  tests  clear  to  the  jury. 


APPENDIX 

As  more  and  more  hospitals  will  have  an  X-ray  department,  a  few  words  in 
regard  to  the  development  of  the  one  at  the  Boston  City  Hospital  may  be  of 
service.  In  1896  the  Trustees,  who  have  shown  much  interest  in  this  method  of 
examination,  kindly  placed  a  room  at  my  disposal,  in  which  I  set  up  my  apparatus 
and  made  examinations  with  the  fluorescent  screen  and  by  means  of  radiographs 
for  more  than  two  years,  and  in  which  I  have  also  taught  something  of  this  method 
of  examination  to  students  in  connection  with  exercises  in  clinical  medicine. 

In  1898  Mr.  Ernest  Fewkes  was  appointed  to  do  the  radiographic  and  photo- 
graphic work  of  the  hospital.  Mr.  Fewkes  had  no  knowledge  of  X-ray  work  when 
he  was  appointed,  but  his  twelve  years'  experience  as  a  photographer  and  his 
marked  mechanical  ability  were  strong  recommendations.  I  taught  him  how  to 
use  the  apparatus  and  to  take  radiographs,  and  gave  much  time  to  this  part  of  the 
work  for  more  than  another  year,  and  still  supervise  it.  The  X-ray  photographs 
which  have  been  reproduced  in  the  preceding  pages  were  made  for  the  most  part 
by  Mr.  Fewkes.  The  medical  work  with  the  fluorescent  screen  I  have  thus  far 
done  myself,  and  any  physician  whose  interest  lies  in  diseases  of  the  chest  will 
find  it  advantageous  to  learn  how  to  use  it,  just  as  the  laryngologist  has  found  it 
necessary  to  learn  to  use  the  laryngoscope,  and  the  ophthalmologist  the  ophthal- 
moscope. 

At  the  Boston  City  Hospital  three  different  requisition  blanks  are  used,  —  one 
when  a  radiograph  is  desired,  another  when  it  is  desired  to  make  an  examination 
with  the  fluorescent  screen,  and  still  a  third  when  an  ordinary  photograph  is 
wanted.  These  are  filled  out  by  the  house  officer  and  signed  by  the  visiting  phy- 
sician or  surgeon.  These  blanks  are  then  sent  to  Mr.  Fewkes,  and  an  appointment 
is  made  for  the  patient  to  go  to  the  X-ray  room.  The  blank  gives  the  name 
of  the  patient,  the  ward  and  bed  number ;  also  the  volume  and  page  of  the 
medical  or  surgical  record.  The  negatives  are  seen  by  the  surgeon,  or  the  physi- 
cian, as  the  case  may  be,  and  a  print  of  each  is  inserted  in  the  record  book  as  a 
part  of  the  record  of  the  patient.  When  an  examination  with  the  fluorescent 
screen  has  been  made,  a  memorandum  of  it,  and  a  tracing  if  desired,  is  inserted 
in  the  record  book. 

A  portable  apparatus  might  be  used  at  the  bedside,  but  where  the  method  of 
examination  employed  at  the  Boston  City  Hospital  is  followed,  there  are  few 
patients  who  cannot  easily  be  taken  to  the  X-ray  room  on  a  stretcher,  examined 
upon  it,  and  then  be  brought  back  to  their  beds.     (See  page  27.) 
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The  time  has  come  when  every  large  hospital  should  make  proper  provision 
for  X-ray  work ;  by  this  I  mean  provide  opportunity  for  having  X-ray  photographs 
taken  for  the  surgical  side  of  the  hospital,  and  for  the  making  of  fluoroscopic  exami- 
nations and  for  the  therapeutic  uses  of  the  X-rays.  These  needs  demand  more 
than  one  X-ray  apparatus ;  and  suitable  rooms,  including  a  developing  room  and 
dressing  and  waiting  rooms  for  the  patients. 


X-RAY   EQUIPMENT 

The  question  of  the  best  form  of  X-ray  apparatus  is  still  an  unsettled  one,  the 
ideal  apparatus  is  yet  to  be  devised.  During  the  past  seven  years  I  have  had 
seven  static  machines,  each  better  than  its  predecessor,  and  five  coils,  each  one 
successively  larger  than  the  other.  I  have  likewise  had  the  temporary  use  of  still 
other  apparatus  from  different  manufacturers,  and  I  have  also  talked  with  many 
medical  men  from  other  parts  of  the  country  when  they  were  visiting  the  X-ray 
room  at  the  Boston  City  Hospital,  or  at  my  office,  and  have  learned  from  them 
what  they  have  seen  in  other  places,  as  well  as  profited  by  my  own  visits  to 
others.  The  result  of  these  inquiries  and  of  my  own  experience  may  be  in  part 
summed  up  as  follows  :  — 

Generator.  —  The  requisites  for  the  best  work  are  a  generator  of  abundant 
power,  provided  with  adjustable  multiple  spark-gaps  (see  pages  16  and  17)  and 
good  tubes  with  regulators.  If  the  generator  is  wanting  in  power,  it  will  not  be 
able  to  excite  a  tube  of  high  resistance ;  and  although  it  can  excite  one  of  low 
resistance,  the  amount  of  light  generated  will  not  be  great,  therefore  the  need  of 
a  powerful  generator  is  evident.  With  it  an  efficient  amount  of  light  can  be 
obtained,  and  by  suitably  adjusting  the  regulator  of  a  well-made  self- regulating 
tube  the  desired  quality  can  be  produced. 

Static  Machine.  —  Moisture  is  the  great  drawback  of  the  static  machine ;  an 
efficient  one  is  more  expensive  than  a  coil,  and  photographic  plates  need  a  longer 
exposure  than  when  a  very  large  toil  is  used ;  but  it  gives  a  steadier  light  than  a 
coil,  and  therefore  is  excellent  for  fluoroscopic  work ;  tubes  ranging  over  wider 
limits  of  resistance  can  be  used  on  it  and  they  last  longer ;  it  is  independent  of 
an  electric  main. 

A  rather  longer  time  is  necessary  as  stated  above  to  take  a  radiograph  when 
a  static  machine  is  used  than  when  a  large  coil  is  employed,  but  this  is  not  a 
serious  matter,  since  if  a  patient  is  placed  in  a  comfortable  position  he  can  with- 
out inconvenience  retain  it  sufficiently  long. 

The  time  required  to  take  a  radiograph  of  a  child  is  shorter  than  that  for  an 
adult ;  but  if  a  very  rapid  exposure  is  necessary  in  the  case  of  a  child,  the  tube  may 
be  placed  a  little  nearer  than  usual.  If  instantaneous  radiographs  of  the  chest 
are  desired,  a  very  large  coil  is  preferable  to  a  static  machine. 

One  of  the  static  machines  at  the  Boston  City  Hospital  has  been  in  constant 
use  for  more  than  four  years.  The  custom  is  to  start  the  machine  in  the  morning 
and  let  it  run  nearly  all  day,  the  speed  being  somewhat  slower  when  the  machine 
is  not  in  actual  use.     Whenever  it  is  desired  to  excite  the  vacuum  tube,  it  is  only 
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necessary  to  pull  a  cord  to  open  the  circuit,  and  lower  this  cord  when  it  is  desired 
to  close  the  circuit. 

If  the  machine  is  in  constant  use  and  enclosed  in  a  case,  an  acid  substance, 
which  is  a  conductor,  collects  on  the  plates ;  therefore  they  should  be  cleaned  at 
intervals  with  a  cloth  wet  with  ammonia  water  wound  on  a  stick  and  held  against 
them  as  they  revolve. 

Static  machines  with  a  few  large  plates  such  as  the  one  described  on  pages  9-13 
occupy  much  space  and  are  expensive.  But  quite  as  good,  perhaps  better,  results 
can  be  had  with  machines  of  smaller  size  with  a  large  number  of  plates.  The 
machine  should  give  a  stream  of  sparks  of  sufficient  length  to  overcome  the  resist- 
ance of  a  high  tube,  or  the  resistance  of  the  multiple  spark  gap  when  that  is  used 
with  a  tube  of  low  resistance.  In  short,  the  requisites  for  a  satisfactory  machine 
that  will  permit  the  use  of  tubes  of  low  resistance,  which  are  more  desirable,  as  a 
rule,  than  those  of  high  resistance,  are  voltage  enough  to  give  a  spark  of  good 
length  and  an  ample  supply  of  current. 

A  static  machine  of  the  Holtz  pattern  (the  Wimshurst  is  not  so  susceptible  to 
moisture,  but  is  considered  less  powerful)  that  is  well  built,  has  ten  plates,  120 
centimetres  (4  feet)  in  diameter,  that  can  be  run  at  500  revolutions  per  minute, 
will  probably  fulfil  very  well  the  requirements  of  a  hospital  or  of  a  practitioner 
who  desires  to  pursue  X-ray  work.  At  the  Boston  City  Hospital  there  are  now 
two  such  machines  that  can  be  used  independently,  or  as  one  machine  of  20 
plates. 

While  X-ray  apparatus  of  moderate  power  is  being  used  with  success  for  many 
purposes,  it  is  nevertheless  true  that  the  most  difficult  kinds  of  X-ray  work  can 
only  be  well  done  with  excellent  apparatus. 

Coils.  —  For  photographic  work,  a  coil  with  a  simple  form  of  interrupter,  such 
as  the  hammer,  run  by  a  low  voltage  current,  such  as  may  be  obtained  from  a 
storage  battery,  has  from  the  beginning  yielded  and  continues  to  yield  good 
results.  The  excellent  pictures  taken  by  Professor  Goodspeed  some  years  ago 
were  made  by  such  a  coil  with  a  mechanical  interrupter.  When  currents  of  high 
voltage  are  used  a  suitable  interrupter  (see  pages  20-23)  is  difficult  to  find.  The 
electrolytic  interrupter,  especially  the  form  devised  by  Wehnelt,  was  considered 
a  decided  advance  over  its  predecessors,  as  with  it  a  large  amount  of  energy 
could  be  sent  through  the  tube.  I  have  found  the  one  devised  by  Heinze  fairly 
satisfactory.  The  disadvantages  of  electrolytic  interrupters  are :  that  if  the 
apparatus  is  constantly  used,  the  platinum  wire  of  the  interrupter  wears  rapidly 
and  the  amount  of  the  current  which  passes  through  the  tube  diminishes  — 
the  wire,  however,  can  then  be  slid  down  a  little  farther ;  it  is  difficult  to  get 
tubes  adjusted  to  this  form  of  interrupter  on  very  large  coils,  and  the  tubes  do 
not  last  as  long  as  when  used  on  some  other  form  of  exciter.  These  coils  do 
not  give  as  steady  a  light  as  the  static  machine,  but  they  have  the  advantage  of 
taking  photographs  more  quickly. 

Coils  of  30  centimetres  (12  inches)  can  do  good  work,  but  the  time  of  exposure 
required  to  take  a  radiograph  is  much  less  when  larger  coils  are  used.  The  larger 
the  coil,  and  the  stronger  the  current  sent  through  it,  the  shorter  will  be  the  expos- 
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ure  required ;  tubes,  however,  will  be  used  up  the  more  quickly  the  larger  the 
coil.  The  case  is  somewhat  analogous  to  that  of  the  railroad  train,  the  addition 
of  ten  miles  an  hour  to  a  good  speed  requires  in  an  increased  ratio  a  greater 
expenditure.  Similarly,  with  the  large  coil.  When,  however,  instantaneous  pic- 
tures are  required  this  expenditure  must  be  met,  but  the  price  that  must  be  paid 
to  obtain  short  exposures  is  greater  than  most  work  requires. 

A  50-centimetre  (20-inch)  coil  is  a  good  size  for  hospitals. 

Portable  Apparatus.  —  A  good  form  of  apparatus,  which  is  as  portable  as  a 
trunk,  is  a  40-centimetre  (16-inch)  Ritchie  coil,  with  a  hammer  interrupter,  that 
is  run  by  a  current  of  8  volts  from  a  storage  battery. 

Static  Machine  compared  with  Coils  :  for  fluoroscopic  examinations  of  the  chest: 
comparative  value  of  fluorescent  screen  and  X-ray  photograph  for  chest  exami- 
nations, —  My  experience  teaches  me  that  static  machines  are  far  superior  to  coils 
for  fluoroscopic  examinations  of  the  chest,  because  they  give  a  perfectly  steady 
light  of  excellent  character,  whereas  that  from  a  coil  is,  as  a  rule,  unsteady. 
Only  those  who  have  used  a  large  static  machine  for  these  examinations  can 
appreciate  what  a  value  this  method  has.  Examinations  of  the  chest  with  the 
fluorescent  screen  satisfy  the  needs  of  the  practitioner  more  fully  than  those  with 
the  X-ray  photograph  (see  pages  99,  120,  169-170,  270,  328,  334-337)»  there- 
fore a  static  machine  is  far  better  for  examining  the  chest.  Fluoroscopic  exami- 
nations should  of  course  be  recorded  as  described  on  pages  77  to  81,  and  as 
shown  in  Figs.  79,  82,  83,  153, 168, 169,  etc. 


TABLE    SHOWING    SOME    OF  THE    RESPECTIVE   ADVANTAGES    AND 
DISADVANTAGES   OF    STATIC   MACHINE   AND  COIL 


Static  Machine 

Coil 

Advantages 

Disadvantages 

Advantages 

Disadvantages 

Perfectly  steady  light. 

Tubes  of  lower  resist- 
ance (except  with 
large     coils)     and 
ranging  over  wider 
limits  of  resistance 
can  be  used. 

Light    excellent    for 
fluoroscopic  work. 

Independent  of  elec- 
tric main. 

Very  susceptible  to 
moisture. 

Longer  exposure 
needed  for  photo- 
graphic work. 

Large   one  is  more 
expensive  than 
coil. 

Not  affected  by 
moisture. 

Shorter    exposure 
for    photographic 
work. 

More    powerful    for 
amount  of  money 
expended. 

Occupies    smaller 
space. 

Light  is  unsteady. 

Range  of  resistance 
for  tubes    narrow 
and  tubes  do  not 
last  as  long. 

As  a  rule,  ill  adapted 
to  fluoroscopic 
work. 

Interrupter  wears. 
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In  short,  moisture  is  the  chief  source  of  trouble  with  static  machines,  the 
interrupter  with  coils. 

The  practitioner  uses  the  X-ray  for  three  kinds  of  work :  (i)  photographic, 
(2)  fluoroscopic,  and  (3)  therapeutic ;  the  coil  has  the  advantages  of  shorter 
exposures  for  the  first,  but  is  not  adapted  to  the  second ;  the  static  machine  is 
the  best  for  the  second,  and  either  can  be  used  for  the  third,  but  the  static  machine 
is  safer  for  the  patient.  The  static  machine  and  the  A.  W.  L.  coil  may  be  used 
where  it  is  desired  to  employ  electrotherapeutic  treatment. 

The  practitioner  must  be  guided,  in  his  choice  of  an  apparatus,  by  the  kind 
of  work  he  chiefly  desires  to  do ;  by  the  climate,  and  by  the  source  of  electrical 
supply;  that  is  whether  or  not  an  electric  main  is  at  hand.  If  one  is  available 
whether  it  affords  a  direct  or  an  alternating  current ;  if  the  former,  of  what 
voltage  ? 

Intensifying  Screens.  —  Intensifying  screens  have  been  used  with  brilliant 
success  for  taking  instantaneous  photographs  of  the  chest,  especially  by  Ziemssen 
and  Rieder ;  ^  the  second  and  third  parts  of  their  book  are  even  more  commend- 
able than  the  first  part ;  but  much  time  and  expense  are  necessary  to  carry  out 
this  photographic  method,  and  therefore  it  is  less  adapted  to  the  needs  of  daily 
practice  than  the  fluoroscopic  examination ;  moreover,  for  the  practitioner's  pur- 
pose, the  information  they  afford  is  often  not  as  full ;  but  both  methods  have  in- 
dispensable fields  of  usefulness. 

Tubes  of  high  resistance  are  most  suitable  when  intensifying  screens  are  used, 
yet  a  tube  of  low  resistance  is  necessary  when  it  is  desired  to  diffierentiate  between 
the  tissues ;  but  the  light  from  such  tubes  may  have  too  little  penetration  to 
produce  instantaneous  pictures  even  when  an  intensifying  screen  is  used  :  hence 
slight  increase  of  density  in  tuberculosis,  for  instance,  may  not  be  so  well  detected 
by  photographs  taken  in  such  a  way,  as  by  those  made  with  a  tube  of  low  resist- 
ance without  an  intensifying  screen  and  given  a  longer  exposure,  especially  if 
these  photographs  are  taken  while  a  full  breath  is  held,  as  they  should  be.  (See 
page  250.) 

Stereoscopic  Fluoroscopy  —  Mackenzie  Davidson  was,  I  believe,  the  first  to 
devise  and  use  the  stereoscopic  fluoroscope.  Eugene  W.  Caldwell  has  employed 
a  most  ingenious  form  of  stereo-fluoroscopic  apparatus  which  he  has  fully  de- 
scribed in  the  Electrical  Rtinnv  for  November  16,  1901. 

Tube  and  Regulator.  —  The  automatic  regulator  shown  in  Fig.  38,  page  45,  is 
an  efficient  one,  and  especially  useful  for  therapeutic  work.  When  a  light  of  great 
penetration  is  desired,  comparatively  little  of  which  would  be  absorbed  on  the 
surface  of  the  body,  such  a  light  as  is  shown  in  the  tube  marked  2,  Fig.  39,  page 
48,  the  movable  rod  of  the  regulator  should  be  drawn  out  until  the  distance 
between  its  right-hand  end,  as  seen  in  Fig.  38,  and  the  cross  is  considerable. 
When  a  light  of  less  penetration  is  desired,  most  of  which  would  be  absorbed 
before  passing  through  the  hand,  the  distance  between  the  right-hand  end  of  the 
rod,  as  seen  in  Fig.  2i^y  and  the  cross  should  be  comparatively  short.  Ordinarily, 
I  use  a  resistance  of  i  mm.  to  i  cm.,  measured  as  described  on  page  42. 

^  Die  Roentgographie  in  der  innerin  Medicin,     Wiesbaden.     Published  by  J.  H.  Bergmann. 
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With  a  static  machine  an  automatic  regulator  is  not  needed.  If  the  tubes  are 
of  low  resistance,  when  new,  they  may  be  used  for  a  number  of  hours  daily  for 
more  than  two  weeks  without  using  even  an  ordinary  regulator. 

» 

TIMES  OF  EXPOSURE  FOR  X-RAY  PHOTOGRAPHS 

I  did  not  give  a  table  of  times  of  exposure  for  taking  X-ray  photographs  of 
various  parts  of  the  body  in  the  first  edition  because  different  forms  of  X-ray 
apparatus  vary  greatly  in  strength ;  and,  as  no  one  table  would  apply  to  all  of 
these,  it  seemed  better  to  let  each  observer  determine  this  time  by  experiment 
with  his  own  apparatus.  But  experience  has  shown  me  that  some  table,  though 
imperfect,  is  better  than  none ;  I  believe,  too,  that  the  strength  of  the  apparatus 
used  is  becoming  greater  and  more  nearly  alike  than  formerly.  I  therefore  insert 
the  following  table,  which  may  be  of  service  when  an  apparatus  of  considerable 
power  is  used  and  a  tube  of  low  resistance,  that  gives  a  good  light ;  that  is  to  say, 
when  the  light  is  of  such  a  quality  that  it  does  not  diminish  much  in  brilliancy  on 
the  fluorescent  screen  when  the  hand  is  examined  at  a  distance  of  153  centimetres 
(5  feet)  from  the  tube  as  compared  with  that  seen  when  the  hand  is  examined  at 
a  distance  of  54  centimetres  (18  inches)  from  the  tube  :  — 


Hands,  feet 

about  2  minutes 

Tube  66  centimetres  (26  inches) 
from  plate 

Forearm,  ankle 

about  3  to  4  minutes 

Elbow,  leg,  arm 

about  4  minutes 

Knee,  thigh 

about  4  to  5  minutes 

Chest 

about  4  to  5  minutes 

Resistance  of  tube  less  than   i 

Shoulder 

about  5  minutes 

millimetre  to  i  centimetre 

Head 

about  5  minutes 

Kidney 

about  4^  to  7  minutes 

Hip 

about  5  to  8  minutes 

Thinner  parts  require,  of  course,  less  exposure  than  thicker  and  denser  parts. 
With  the  thicker  parts  too  long  an  exposure  causes  fogging,  perhaps  by  diffusion 
of  the  light  through  the  tissues ;  for  example,  if  an  exposure  of  six  minutes  is 
right  for  a  hip,  ten  minutes'  exposure  would  give  a  fogged  plate.  Diaphragms 
over  the  part  and  on  the  opposite  side  fi-om  the  plate  are  an  aid  in  preventing 
fogging,  which  occurs  more  readily  with  tubes  of  high  than  with  those  of  low 
resistance. 

Fluorometer.  —  To  those  who  are  making  a  study  of  the  uses  of  the  X-rays  the 
value  of  a  simple  instrument  for  determining  the  amount  of  rays  issuing  from  a 
given  vacuum  tube  is  obvious.  There  are  several  ways  in  which  this  measurement 
may  be  made ;  I  have  chosen  the  following,  which  depends  upon  the  distance 
that  a  tungstate  of  calcium  screen  must  be  held  from  a  given  vacuum  tube,  in 
order  that  the  illumination  from  it  may  equal  that  from  a  radio-active  substance 
which  has  been  measured  by  a  standard  source  of  light.     The  radio-active  sub- 
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stance  with  which  I  experimented  was  radium  (Curie)  that  was  most  kindly  placed 
at  my  disposal  by  Dr.  Rollins.  I  found  that  when  a  tungstate  of  calcium  screen 
with  the  radium  lying  upon  it  was  placed  over  a  vacuum  tube  in  a  dark  room  and 
the  X-rays  allowed  to  strike  it,  the  radium  was  less  bright  than  the  luminous  screen ; 


Fio.  391.  Fluoromcter.  Instrument  for  determining  the  amount  of  fluorescence  produced  by 
different  vacuum  tubes  on  the  tungstate  of  calcium  screen,  and  also  for  determining  the  quality  of  dif- 
ferent tungstate  of  calcium  screens.  Tiie  cut  shows  the  section  of  a  Rollins  box  and  of  a  vacuum  tube, 
the  anode  of  which  is  at .-/.  The  broken  lines  originating  at  A  represent  the  rays  given  off  at  the 
anode.  At  the  right  of  the  cut  is  shown  a  cardboard  tube  T,  the  interior  of  which  is  black,  and  in  the 
lower  end  of  which  is  a  small  oval  screen  .S"  of  tungstate  of  calcium ;  across  this  screen  is  fastened  a 
sealed  glass  tube  /?,  8  centimetres  long,  containing  some  radium  (Curie),  and  under  it  a  strip  of 
dark  cardboard.  This  screen  has  been  put  at  an  angle  in  the  tube  in  order  that  the  instrument  may 
be  used  without  exposing  the  eye  and  the  hand  to  the  X-rays.  To  determine  the  amount  of  fluores- 
cence produced  on  the  tungstate  of  calcium  screen  by  a  given  tube,  the  room  should  be  darkened  ;  the 
tube  T  should  be  held  near  the  top,  its  opening,  the  rim  of  which  is  made  soft  by  a  covering  of 
velvet,  placed  close  to  the  eye,  and  its  other  end  at  such  a  distance  from  the  anode  of  the 
vacuum  tube  that  the  radium  appears  as  a  bright  band  on  the  less  bright  screen;  then  the  cardboard 
tube  should  be  brought  gradually  nearer  the  anode  until  a  point  is  reached  at  which  the  amount  of 
light  from  the  radium  A'  and  the  screen  A'  is  about  equal  (or  the  point  when  the  band  of  light  from  the 
radium  is  just  disappearing  may  Ijc  chosen).  The  distance  between  the  radium  and  the  anode  should 
then  be  measured  and  noted.  Vacuum  tubes  may  thus  be  tested  and  the  differences  between  them 
determined.  Hy  using  a  tube,  the  brilliancy  of  which  has  been  thus  determined,  tungstate  of  calcium 
screens  can  also  be  thus  tested  and  their  different  degrees  of  brightness  measured.  The  brightness  of 
the  radium  can  be  measured  in  terms  of  a  known  standard  hy  a  photometer,  and  then  by  means  of  a 
fluoromcter  the  tube  and  the  screen  can  be  referred  to  the  same  standard. 

but  that  as  the  screen  was  moved  farther  away  from  the  vacuum  tube  the  bright- 
ness of  the  screen  diininished  until  a  point  was  reached  at  which  the  screen  was 
less  bright  than  the  radium  ;    that  then  by  approaching  the  screen  gradually 
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nearer  the  vacuum  tube  a  point  was  found  at  which  the  radium  and  the  screen 
were  about  equally  bright.  I  experimented  with  several  vacuum  tubes  in  this  way 
and  found  that  the  distance  at  which  the  screen  and  the  radium  were  about  equally 
bright  was  different  with  different  tubes,  the  limit  of  variation  being  between  10 
and  41  centimetres ;  and  the  distance  was  constant  for  the  same  tube  under 
the  same  conditions.  I  then  made  a  simple  instrument  by  means  of  which 
the  distance  from  a  vacuum  tube  at  which  the  light  from  the  radium  and  the 
screen  are  about  equal  in  brightness  could  be  determined  and  thus  the  amount 
of  fluorescence  produced  on  the  screen  by  a  given  tube  be  measured.  This 
instrument  can  also  be  used  to  test  the  quality  of  the  tungstate  of  calcium  screens. 
In  both  tests  the  radium  is  the  constant ;  and  in  the  latter  test  the  amount  of 
fluorescence  produced  by  a  given  tube  must  first  be  determined  in  order  that  the 
quality  of  the  screen  may  be  the  only  unknown  quantity.  I  have  called  this 
instrument  a  fluorometer.     (See  Fig.  391.) 

To  use  this  instrument  as  a  standard  of  measurement  the  radio-active  sub- 
stance must  be  compared  with  the  standard  of  light.  Mr.  R.  R.  Lawrence, 
Assistant  Professor  of  Electrical  Engineering  in  the  Massachusetts  Institute  of 
Technology,  has  kindly  tested  the  radio-active  substance  (radium)  that  I  have 
used,  and  this  test  indicated  that  the  light  it  gave  out  was  equal  to  that  from  a 
white  surface  when  illuminated  by  a  standard  candle  at  a  distance  of  about  5 
metres  (16  feet).  A  more  accurate  determination  might  be  made  by  using 
in  the  photometer  a  light  more  nearly  similar  to  that  given  out  by  the  radium 
than  was  then  at  his  disposal.  As  by  means  of  a  photometer  the  amount  of  light 
given  off  by  the  radium  can  be  measured  in  terms  of  a  known  standard,  so  the 
amount  of  fluorescence  produced  on  a  tungstate  of  calcium  screen  by  a  given  tube 
and  the  brightness  of  which  a  given  screen  is  capable  may  both  eventually  be 
referred  to  the  same  standard. 

The  fluorometer  may  serve  as  a  basis,  with  a  given  apparatus,  for  determining 
the  length  of  exposures  when  the  X-rays  are  used  as  a  therapeutic  agent,  and 
likewise  when  they  are  employed  for  taking  radiographs. 


PRECAUTIONS   TO   BE  TAKEN   BY   THOSE   USING  THE  X-RAYS 

Every  one  who  uses  an  X-ray  apparatus  should  recognize  the  importance  of 
protecting  himself  from  the  rays. 

I  St.  The  tube  should  be  enclosed  in  a  tube  holder,  painted  with  many  coats 
of  white  lead,  as  pointed  out  by  Rollins,  which  obstructs  the  passage  of  the  rays 
and  only  allows  them  to  pass  where  an  opening  has  been  made  for  them. 

2d.  The  box  of  the  fluoroscope  should  be  coated  with  the  same  material, 
and  the  fluorescent  screen,  at  its  base,  covered  with  a  plate  of  thick  lead  glass 
to  protect  the  eyes  of  the  observer,  as  suggested  by  Rollins.*  Or  a  much  smaller 
piece  of  thick  lead  glass  may  be  placed  inside  the  box  just  below  its  apex. 

3d.   The  amount  of  the  light  from  the  tube  may  be  tested  by  a  fluorometer. 

^  Electrical  Review^  June  14,  1902. 
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There  are  risks  to  the  practitioner  if  he  attempts  to  estimate  the  amount  of 
X-rays  coming  through  the  Crookes*  tube  by  watching  the  image  of  his  hand  on 
the  fluorescent  screen.  If,  however,  he  so  tests  the  light,  he  should  always  stand 
at  a  distance  of  six  feet  from  the  tube. 

Cases  have  been  reported  of  epitheliomatous  growths  arising  in  the  scar  of 
burns  produced  by  the  X-rays  on  persons  using  the  apparatus.  I  have  seen  one 
case  of  a  medical  man  who,  after  following  the  action  of  vacuum  tubes  excited  by 
a  coil  for  two  or  three  months,  suffered  from  acute  choroiditis.  This  affection 
may  or  may  not  have  been  caused  by  the  X-rays,  but  it  is  quite  possible  that  they 
produced  it,  and  that  they  can  cause  other  injuries  to  the  eyes;  therefore  no 
unnecessary  risk  should  be  run. 

METHOD   OF   DETERMINING  ANGLE  AT  WHICH  THE   LIGHT  PASSES 
THROUGH   THE   BODY   WHEN   THE   PATIENT   IS   EXAMINED 

Not  infrequently  in  making  a  fluoroscopic  examination  of  the  chest,  for  example, 
it  is  an  advantage  to  be  able  to  turn  the  patient  for  the  purpose  of  making  the 
examination  with  the  light  going  through  the  chest  first  in  one  direction  and  then 
in  another.  It  is  also  desirable  to  have  some  simple  way  of  knowing  at  what 
angle  the  light  is  passing  through  the  chest  or  certain  portions  of  it,  especially 
when  the  central  portion  of  the  thorax  above  the  level  of  the  heart  is  being 
examined.  This  end  I  have  accomplished  in  various  ways,  and  one  of  the 
simplest  seems  to  be  the  manner  illustrated  in  the  accompanying  cut. 

An  arm  of  wood  is  hooked  over  the  top  of  the  tube  holder  and  is  held  by  two 
small  pins  which  enter  holes  in  the  back  of  the  tube  holder.  In  this  wooden  arm 
there  is  a  spirit  level,  near  TIS",  which  does  not  show  in  the  cut,  and  near  the 
front  edge  of  the  tube  holder  a  wooden  thumb  screw  ( 7IS)  by  means  of  which 
the  end  of  the  arm  toward  the  patient  may  be  raised  or  lowered.  The  screw  is 
turned  while  watching  the  level,  until  the  arm  is  brought  into  a  horizontal  plane. 
In  the  middle  of  that  portion  of  the  arm  which  is  immediately  above  the  top  of 
the  tube  holder  is  an  opening  2  centimetres  in  diameter.  By  looking  down 
through  this  opening  into  the  tube  holder  the  observer  can  see  the  anode  of  the 
Crookes'  tube  and  then  can  move  the  tube  until  the  anode  is  brought  exactly 
under  the  centre  of  this  opening  in  the  arm. 

Between  the  tube  holder  and  the  patient  there  are  two  vertical  pieces  of  wood 
which  may  be  slid  in  a  slot  on  the  arm.  The  one  of  these  nearer  the  tube  holder 
carries  a  flat  iron  ring  having  an  opening  about  2  centimetres  in  diameter,  and  the 
other,  which  is  nearer  the  patient,  has  a  lead  bullet  about  i^  centimetres  in 
diameter.  The  centre  of  the  iron  ring  and  of  the  lead  bullet  are  on  a  level  with 
the  central  axis  of  the  Crookes' tube. 

If  the  adjustments  above  described  have  been  properly  arranged,  and  the 
observer  places  his  fluoroscope  between  himself  and  the  end  of  the  arm,  he  will 
see  on  the  fluorescent  screen  a  shadow  of  the  bullet  surrounded  by  a  light  area, 
and  around  that  the  shadow  cast  by  the  iron  ring;  that  is,  the  centre  of  the 
bullet,  the  centre  of  the  ring,  and  the  anode  are  all  in  the  same  horizontal  line. 
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Fk;.  392.  Cut  illustrating  metliod  of  dctcrniininjj  the  angle  at  which  the  light  was  passing 
through  the  body  wh»-n  tin*  patient  v\;ij>  examined.  J'S,  tliunih  .screw;  A',  ring;  /^  bullet;  /".  tulx; 
holder  with  iris  diaphriigm  ;  /'  (untli^r  the  chair)  indicates  the  zero  of  the  graduat«'d  circle  on  the  disk 
which  rests  on  the  n)iildl»»  support  ot  tin-  chair,  and  may  bo  turned  by  hand  about  it.  The  pointer  is 
fastened  to  the  seat  of  the  chair  and  turns  with  it. 


The  patient  is  then  seate<l  in  a  swivel  chair,  which  has  a  straight  leather  back, 
as  described  on  ])age  73,  and  the  tube  holder  is  so  placed  that  the  centre  of  the 
shadow  of  the  bullet  is  seen  over  the  centre  of  the  s])inal  column  and  over  the 
centre  of  the  sternum.  Then  the  tube  holder  may  be  raised  or  lowered  to  biing 
the  shadow  of  the  bullet  on  a  level  with  the  fourth  rib,  still  keej)ing  it  in  the 
median  line  of  the  body. 

The  disk  under  the  patient  (see  Fig.  392),  which  carries  a  graduated  circle, 
rests  on  the  feet  of  the  chair  and  does  not  turn  when  the  upj)er  ])ortion  of  the 
chair  is  turned.  \Vhen  the  patient  is  seated  and  has  been  brought  into  the  posi- 
tion which  brings  the  shadow  of  the  bullet  over  the  median  line  on  a  level  with 
the  fourth  rib,  as  described  above,  the  disk  is  moved  around  the  pivot  attached 
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to  the  feet  of  the  chair  until  the  zero  of  the  scale  {P)  is  directly  under  the 
pointer,  which  is  attached  to  the  seat  of  the  chair  and  moves  with  it.  The  physi- 
cian then  seats  himself  in  the  low  chair  near  the  patient  and  makes  an  examina- 
tion of  the  thorax.  To  make  a  second  examination  from  another  point  of  view 
he  turns  the  chair  and  again  studies  the  appearances  on  the  fluorescent  screen. 
He  then  reads  off  on  the  scale  the  angle  at  which  the  second  examination  was 
made  by  noting  the  number  on  the  circle  of  the  disk  over  which  the  pointer  lies. 
For  example,  if  the  physician  wishes  to  examine  more  fully  than  can  be  done  in 
the  position  shown  in  the  cut  the  left  side  of  the  descending  arch  of  the  aorta,  or 
the  top  of  the  transverse  portion  of  the  arch,  he  has  only  to  turn  the  chair  so  as 
to  bring  the  right  shoulder  of  the  patient  toward  himself  and  the  left  nearer  the 
tube,  and  when  he  has  found  exactly  the  position  at  which  these  portions  of  the 
aorta  are  brought  out  most  clearly  on  the  fluorescent  screen,  —  in  some  cases  about 
35  degrees,  —  he  may  read  the  angle  at  which  the  light  is  going  through  the  body, 
by  noting  the  number  on  the  scale  to  which  the  pointer  was  moved  when  the  chair 
was  turned  from  its  position  over  the  zero. 

By  this  method  the  practitioner  has  a  ready  way  of  determining  the  angle  at 
which  the  light  was  passing  through  the  body  when  a  given  organ  or  organs  were 
observed  on  the  fluorescent  screen.  A  record  of  this  angle  should  then  be  made 
on  the  tracing  cloth  on  which  the  practitioner  has  traced  the  outlines  he  has  first 
drawn  on  the  skin  of  the  patient. 

When  the  examination  is  over  and  the  practitioner  desires  to  remove  the 
wooden  arm  and  put  it  away  until  it  is  needed  again,  it  is  only  necessary  to  push 
it  back  about  one-half  a  centimetre,  in  order  to  free  the  pins  attached  to  the  arm 
and  holding  it  to  the  tube  holder,  and  then  lift  the  arm  off". 

HEAD  AND  NECK 

With  the  better  forms  of  apparatus  now  at  our  disposal  and  with  greater 
experience  more  can  be  learned  of  nearly  all  parts  of  the  head  and  neck  from 
X-ray  photographs  than  was  formerly  possible. 

Dr.  Charles  K.  Mills  and  Dr.  G.  E.  Pfahler '  report  a  second  case  (see  page 
340)  in  which  a  tumor  of  the  brain  was  localized  by  the  X-rays  in  the  living 
person.  In  this  case,  as  in  the  one  reported  by  Church,  the  bones  of  the  cranial 
vault  were  very  thin.  Dr.  Mills  first  localized  the  tumor  by  clinical  study,  and 
then  Dr.  Pfahler  made  an  X-ray  picture  of  this  part  of  the  head.  The  negative 
showed  good  detail  of  all  the  structures,  such  as  the  scalp,  the  outer  and  inner 
table  of  the  skull,  the  frontal  sinuses,  the  coronal  suture,  and  the  groove  of 
the  posterior  meningeal  artery.  Between  this  suture  and  artery  was  a  large 
shadow  that  corresponded  to  the  area  in  which  Dr.  Mills  had  located  the  tumor. 

The  patient  was  a  colored  woman,  thirty-two  years  of  age,  and  therefore  for 
comparison  another  colored  woman,  an  epileptic  of  the  same  age,  was  chosen  and 

1  "  Tumor  of  the  brain  localized  clinically  by  the  Roentgen  rays.  With  some  observations 
and  invcstijjations  relatin^j  to  the  use  of  the  Roentgen  rays  in  the  diagnosis  of  lesions  of  the 
brain,"  Philadelphia  Medical  Journal,^  February  8,  1902,  pp.  268-273. 
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a  similar  X-ray  exposure  made  of  her  head.  The  resulting  negative  and  a  second 
one,  taken  later,  did  not  show  a  shadow  corresponding  to  the  one  seen  in  the 
negative  taken  from  the  patient.  Dr.  Pfahler  likewise  took  another  negative  of 
the  head  of  the  patient  and  obtained  the  same  shadow  as  before.  Its  definite 
outline  in  the  upper  portion  seemed  to  indicate  that  the  tumor  was  superficial 
and  therefore  removable.  Dr.  Mills  hesitated  about  advising  an  operation  because 
he  believed  that  the  neoplasm  was  in  large  part  subcortical,  but  as  he  knew  that 
enucleable  encapsulated  tumors  of  considerable  size  in  this  and  other  regions 
were  operable,  and  that  operation  gave  a  chance  of  success  in  an  otherwise  hope- 
less case,  he  finally  advised  surgical  interference.  He  was  likewise  influenced 
somewhat  by  the  patient,  whose  sufferings  were  so  terrible  that  she  urged  opera- 
tion. An  operation  was  done  and  the  upper  portion  of  the  new  growth,  which 
corresponded  in  position  to  the  upper  part  of  the  shadow,  was  removed.  The 
autopsy  showed  a  large  subcortical  portion  of  the  tumor  corresponding  to  the 
remainder  and  less  definite  part  of  the  shadow. 

A  microscopical  examination  proved  this  tumor  to  be  a  fibrosarcoma.  At 
Dr.  Mills's  suggestion.  Dr.  Pfahler  made  some  experiments  on  the  cadaver.  He 
placed  in  different  portions  of  the  brain  a  tumor,  hoping  to  prove  by  means  of 
X-ray  negatives  that  it  could  be  shown  in  any  of  the  usual  locations.  From 
these  experiments  he  draws  the  following  conclusions  :  — 

"  I.  That  fibrosarcomata,  and  probably  other  tumors,  can  be  photographed  in 
the  living  subject  and  their  location  and  extent  shown. 

2.  That  various  tumors  can  be  photographed  in  their  most  common  locations. 

3.  That  other  abnormalities  and  deficiencies  in  brain  tissue  itself  can  be 

photographed,  which  will  probably  be  of  value  in  the  diagnosis  of  cysts, 
softening,  and  hemorrhages. 

4.  That  over-exposure  of  the  third  series  (of  negatives)  and  the  under- 

exposure of  the  fourth  show  that  good  results  will  only  follow  the  most 
careful  technique  and  keen  judgment  as  to  the  special  conditions  in 
each  case. 

5.  That  the  shadows  obtained  in  normal  parts  of  the  brains  studied  indicate 

that  great  care  is  necessary  in  the  interpretation  of  any  shadow  obtained 
in  the  living  subject.** 

Dr.  Charles  K.  Mills  and  Dr.  G.  E.  Pfahler  ^  report  another  case  of  tumor  of 
the  brain  located  clinically  and  also  by  the  X-rays.  An  operation  was  done,  and 
the  tumor,  which  was  of  enormous  size  and  encapsulated,  was  removed.  The 
microscopical  examination,  made  by  Dr.  Spiller,  showed  that  it  was  a  spindle- 
celled  sarcoma. 

Dr.  Mills  believes  that  the  gravest  dangers  in  operations  for  brain  tumors  are 
hemorrhage  and  a  prolonged  operation,  and  that  the  lack  of  success  in  removing 
these  tumors  is  due  largely  to  the  fact  that  the  operation  is  not  performed  at  a 
sufficiently  early  date,  and  that  the  trephine  openings  are  usually  too  small.  He 
concludes  by  saying  that  the  X-rays  should  be  used,  as  well  as  the  other  methods, 

1 "  An  additional  case  of  tumor  of  the  brain  localized  clinically  and  by  the  Roentgen  rays," 
Philadelphia  Medical  Journal^  September  27,  1902,  pp.  439-441. 
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in  making  a  diagnosis  of  tumor  of  the  brain  ;  that  if  the  diagnosis  is  clear  and 
the  tumor  is  presumably  in  an  accessible  area,  an  operation  should  be  performed 
immediately;  that  large  openings  should  be  made  in  the  skull  and  that  the 
operation  should  be  osteoplastic  in  order  not  to  leave  a  permanent  opening  in 
the  skull,  and  to  increase  the  chances  of  maintaining  the  vitality  of  the  bone  flap ; 
that  preparation  should  be  made  to  perform  a  Crile  operation  for  temporary 
clamping  of  the  carotids  as  soon  as  hemorrhage  becomes  threatening,  and  that 
the  operation  in  some  cases  should  be  done  in  two  stages. 

FRONTAL  SINUS 

Dr.  John  Harold  Philip  *  advocates  the  use  of  the  X-rays  as  an  aid  to  deter- 
mining the  limitations  of  the  frontal  sinus  previous  to  operation.  He  states  that 
Dr.  Howard  A.  Lothrop,  of  Boston,  after  carefully  examining  250  frontal  sinuses 
from  dissecting-room  material,  comes  to  the  conclusion  that  "  there  was  no  ex- 
ternal landmark  defining  the  superior  limit  of  the  sinus ;  that  the  external  angu- 
lar process  of  the  frontal  bone  was  not  often  the  limit  of  the  sinus  laterally ;  that 
in  the  majority  of  cases  the  septum  (between  the  sinuses)  deviated  to  one  side 
or  the  other  within  a  range  of  five  millimetres  or  even  more,  notwithstanding  its 
frequent  median  position  inferiorly ;  that  the  plane  of  the  septum  was  roughly 
anteroposterior,  passing  between  the  anterior  and  posterior  surfaces,  but  occa- 
sionally it  might  so  deviate  that  one  sinus  would  lie  partly  overlapping  the  other, 
even  to  an  extent  of  two  centimetres ;  that  there  were  no  absolutely  certain 
guides  by  which  the  degree  of  development  of  the  frontal  sinus  in  the  adult  could 
be  determined  before  attempting  to  expose  it."  Dr.  Philip,  before  entering  a 
frontal  sinus,  obtained  three  frontal  bones  and  found  that  one  had  almost  no  sinus 
on  the  left  side ;  that  the  sinus  on  the  left  side  in  another  extended  not  more 
than  three  millimetres  beyond  the  median  line  and  that  there  was  no  septum  and 
no  communication  with  the  left  nasal  cavity;  but  that  the  third  frontal  bone  seemed 
normal.     (See  pages  464  to  465.) 

THE  THORAX 
Emphysema 

In  one  case  of  emphysema  that  I  have  seen  the  heart  was  pushed  so  far  for- 
ward that  the  whole  of  its  posterior  border  could  be  followed  when  the  light 
went  through  the  chest  from  side  to  side,  and  it  was  pushed  so  strongly  against 
the  anterior  wall  of  the  chest  that  its  lateral  borders  could  of  course  be  more 
perfectly  defined  by  percussion  than  under  any  other  conditions. 

Pneumohydrothorax 

The  following  case  shows  that  all  the  usual  physical  signs  of  pneumohydro- 
thorax may  not  be  present  in  some  cases. 

i"The  X-ray  in  determining  the  limits  of  the  frontal  sinus,"  Journal  of  the  American 
Aledical  Association,  March  22,  1 902,  pp.  764-765. 
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A.  B.,  fifty  years  of  age.  Diagnosis  pulmonary  tuberculosis ;  pleurisy  with 
effusion  ;  2  litres  of  fluid  withdrawn  from  the  chest.  A  few  days  later  he  was 
examined  with  some  other  patients  who  had  pleurisy  with  effusion,  in  order  to 
compare  the  fluoroscopic  signs  seen  in  his  chest  with  those  observed  in  the  chest 
of  these  latter  patients.  To  my  surprise  I  found  the  X-rays  showed  that  A.  B. 
had  a  pneumohydrothorax,  but  careful  physical  examination  made  on  the  same 
and  on  the  following  days  failed  to  give  succussion  or  the  coin  sound.  The  front 
of  the  chest,  however,  below  the  level  of  the  nipple  when  the  patient  was  in  a 
sitting  position,  was  flat  to  percussion,  and  the  same  area  gave  good  resonance 
when  the  patient  was  in  a  prone  position. 


Pleurisy  with  Effusion.     Darkened  Area  in  the  Lower  Part 

OF  the  Thorax 

The  fluoroscope  sho^s  that  there  may  be  pleurisy  with  a  very  small  effusion 
in  the  outer  and  lower  portion  of  the  chest,  obscuring  a  part  of  the  outer  end  of 
the  diaphragm  and  at  the  same  time  a  friction  rub  may  be  heard  above  the  site 
of  the  effusion. 


^^^'-  393-     Pleurisy  with  effusion  on  left  side. 


The  direction  of  the  line  indicating  the  upper  portion  of  the  shadow  cast  by 
moderate  amounts  of  pleuritic  effusion  varies  with  the  quantity  of  fluid  present  in 
the  chest. 
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Sitting  Position, — When  the  amount  of  effusion  is  moderate,  the  line  is  more 
nearly  vertical  than  when  the  chest  is  nearly  full  of  fluid. 

The  preceding  cut  shows  how  fluoroscopic  examinations  may  assist  in  distin- 
guishing between  fluid  in  the  pleural  sac  and  an  increased  density  in  the  lung. 

The  full  line  marked  "  prone  "  on  the  left  side  and  the  full  vertical  line  parallel 
with  the  line  of  the  sternum  indicate  about  the  limits  of  the  light  area  seen  on  the 
fluorescent  screen  when  the  patient  was  lying  on  his  back;  the  line  marked 
"  sitting  "  and  the  vertical  line  of  the  same  character,  the  limits  of  the  light  area 
when  the  patient  was  sitting  and  facing  the  observer  squarely.  The  position  of 
the  light  with  reference  to  the  patient  was  the  same  in  both  these  examinations ; 
that  is,  behind  the  patient,  70  centimetres  from  the  screen  and  opposite  the  point 
where  the  median  line  crosses  the  fourth  rib. 

The  line  marked  B  and  the  whole  of  the  vertical  line  indicate  the  limits  of  the 
light  area  when  the  patient  was  sitting  with  his  left  shoulder  turned  a  little  toward 
the  observer,  who  was  in  front  of  the  patient  in  all  three  cases. 

The  heart  line  marked  "  prone  "  shows  the  position  of  the  right  border  of  the 
heart  when  the  patient  is  lying  down,  and  the  one  marked  "  sitting  "  the  place  of 
this  border  when  the  patient  is  in  that  position.  In  both  these  cases  the  tube 
was  behind  the  patient,  70  centimetres  distant  from  the  fluorescent  screen,  and 
opposite  the  point  where  the  median  line  crosses  the  fourth  rib. 

It  is  not  always  easy  to  distinguish  by  physical  signs  between  a  liver  that  is 
higher  than  normal,  and  some  effusion  on  the  right  side  of  the  chest,  but  this  dis- 
tinction is  readily  made  by  a  fluoroscopic  examination. 

When  the  lower  portion  of  the  chest  is  slightly  darkened,  it  is  well  to  consider 
the  possibility  of  abnormal  conditions  just  below  the  diaphragm.  For  instance,  in 
one  case  I  saw  a  shadow  on  the  screen  in  the  lower  portion  of  the  thoracic  cavity 
in  a  patient  who  had  pus  in  one  of  her  kidneys,  and  after  the  pus  had  been  re- 
moved and  the  patient  had  recovered  from  the  operation,  this  portion  of  the  chest 
was  found  to  be  perfectly  clear. 

Heart 

One  way  in  which  fluoroscopic  examinations  assist  auscultation  is  in  determin- 
ing the  position  of  the  heart  with  reference  to  the  anterior  thoracic  wall  both  in 
inspiration  and  expiration.  When,  for  example,  the  lower  portion  of  the  heart  is 
farther  from  the  chest  wall  than  usual,  we  may  find  that  the  murmurs  are  heard 
less  distinctly  than  we  should  expect  below  the  line  where  the  heart  and  chest 
wall  separate.  By  determining  the  exact  position  of  the  heart  in  the  thorax,  both 
when  seen  in  the  fluoroscope  with  the  light  going  through  from  back  to  front,  and 
also  with  the  light  going  through  from  side  to  side,  the  reason  why  the  heart 
sounds  are  transmitted  more  distinctly  in  one  place  on  the  chest  wall  than  in 
another  is  made  clear.  The  fluoroscope  shows  that  in  one  case  the  heart  is  near 
the  chest  wall,  and  in  the  other  that  it  is  farther  away. 

Fluoroscopic  examinations  in  cardiac  disease  also  show  that  some  of  the  out- 
lines of  the  ventricles,  auricles,  pulmonary  artery,  or  venae  cavae  vary  from  liie 
normal  as  would  be  expected.     (See,  for  example,  Fig.  179,  page  307.) 
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A  Comparison  between  a  Radiographic  and  a  Fluoroscopic 
Examination  in  a  Case  of  Dextrocardia 

•  Both  radiographic  and  fluoroscopic  examinations  of  the  chest  are  of  value ; 
the  latter  method  is  coming  more  and  more  into  use,  especially  among  French 
physicians.  It  requires  a  perfectly  steady  light,  which  is  not  necessary  for  taking 
radiographs,  and  as  an  apparatus  giving  such  light,  namely,  a  powerful  static 
machine,  is  not  readily  obtained,  comparatively  few  physicians  have  had  the  op- 
portunity of  seeing  what  this  method  can  accomplish. 

A  comparison  between  the  two  methods  in  a  case  of  dextrocardia  in  a  girl 
aged  seven  years,  a  patient  of  Dr.  E.  P.  Joslin,  at  the  Boston  City  Hospital,  who 
was  brought  to  me  for  X-ray  examination,  is  of  interest.  The  radiograph  gave 
the  position  of  the  heart  as  indicated  by  the  illustration  (see  Fig.  394),  but  the 
outline  of  this  organ  was  seen  with  greater  clearness  by  means  of  the  fluoroscope 
(see  Fig.  395)  ;  moreover,  the  characteristic  pulsations  of  the  left  ventricle  could 
be  watched  on  the  fluorescent  screen,  and  the  movement,  during  a  deep  inspira- 
tion, of  the  left  side  of  the  heart  downward,  and  to  the  left  instead  of  downward, 
and  to  the  right,  as  in  a  normal  individual,  could  be  observed.  That  is  to  say,  the 
fluoroscope  not  only  gave  the  same  information  as  the  radiograph,  but  also  added 
to  it ;  further,  the  fluoroscopic  examination  was  not  subject  to  the  delay  incident 
to  the  photographic  method.  On  the  other  hand,  the  radiograph  has  the  ad- 
vantage of  being  in  itself  a  permanent  record  that  can  be  filed  with  the  case ; 
but  a  permanent  record  of  the  fluoroscopic  examination  may  also  be  made 
(see  Fig.  395)  and  filed  with  the  case  by  tracing  on  the  skin  the  appearances  seen, 
and  then  retracing  them  on  tracing  cloth. 

ABDOMEN 

Intestines 

Dr.  W.  B.  Cannon  *  has  made  interesting  and  instructive  observations  on  the 
movement  of  the  food  through  the  intestines  by  watching  the  process  of  digestion 
in  this  portion  of  the  digestive  tract  of  cats,  and  he  has  found  that  the  antiperi- 
stalsis  in  the  large  intestine  may  force  a  nutrient  enema  into  the  small  intestine. 
The  food  used  in  these  experiments  was  mixed  with  subnitrate  of  bismuth  in  the 
proportion  of  one-tenth  to  one-third  of  its  weight.  Canned  salmon,  which  is 
much  liked  by  cats,  was  generally  used.  Dr.  Cannon  found  that  the  constrictions 
going  on  in  the  small  intestine  caused  the  food  to  divide  into  segments,  with  the 
result  that  it  was  mixed  with  the  digestive  juices  and  then  brought  into  contact 
with  the  absorbing  mechanism  ;  these  constrictions  also  emptied  the  venous  and 
lymphatic  radicles  of  their  contents  by  compression  of  the  intestinal  wall ;  peri- 
stalsis was  usually  combined  with  segmentation,  that  is,  as  the  food  moved  on 
constrictions  occurred  which  separated  one  end  from  the  main  body,  but  this 

^  "The  Movement  of  the  Intestines  studied  by  the  Roentgen  Rays,"  American  Journal 
of  Physiology^  Vol.  VI,  January  I,  1902,  No.  V. 
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separation  was  only  momentary,  for  the  two  masses  were  soon  united  again,  and 
the  combined  material  was  pushed  onward  until  another  constriction  repeated 
the  process  described ;  the  iliocaecal  valve  was  competent  for  food  entering  the 
colon  from  the  ileum  ;  the  usual  movement  of  the  transverse  and  ascending  colpn 


Fig.  395.  Reproduction  of  fluoroscopic  tracing  from  the  same  case  of  dextrocardia.  Fluo- 
rescent screen  on  front  of  chest.  The  two  full  lines  near  the  right  nipple  indicate  the  position  of  the 
border  of  the  left  ventricle  in  expiration  (outer  line)  and  inspiration  (inner  line),  respectively.  The 
horizontal  full  lines  indicate  the  position  of  the  diaphragm  in  deep  inspiration;  the  brolcen  lines,  paral- 
lel with  them,  in  expiration.     The  ends  of  the  clavicles  are  indicated  at  the  top  of  the  cut. 
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and  caecum  was  an  antiperistalsis ;  the  food,  after  being  brought  into  a  closed 
sac,  was  thoroughly  mixed  by  constrictions  running  toward  the  caecum  and  again 
subjected  to  absorbing  walls  without  interfering  with  the  process  going  on  in  the 
small  intestine ;  when  the  new  food  entered  the  large  intestine  a  strong  contrac- 
tion took  place  along  the  caecum  and  ascending  colon  which  pushed  some  of  the 
food  onward;  this  contraction  was  followed  by  antiperistaltic  waves;  as  the 
material  accumulated  in  the  transverse  colon,  tonic  constrictions  appeared  which 
carried  it  into  the  descending  colon,  leaving  the  transverse  and  ascending  por- 
tions free  for  the  antiperistaltic  waves,  and  then  it  was  carried  out  of  the  lower 
descending  colon  by  peristalsis  and  the  pressure  of  the  abdominal  muscles ;  the 
remainder  of  the  material  was  then  spread  into  the  emptied  tract  and  this  tract 
was  again  cleared.  Dr.  Cannon  states  that  his  observations  have  given  no  evi- 
dence of  antiperistalsis  in  the  small  intestine,  but  that  the  antiperistalsis  of  the 
large  intestine,  as  already  stated,  may  force  a  considerable  amount  of  a  large 
nutrient  enema  into  the  small  intestine,  and  that  the  segmentation  of  this  enema 
would  have  the  same  results  as  if  the  enema  had  passed  normally  through  the 
stomach.  The  movement  of  both  the  large  and  small  intestine  ceased  if  the 
cats  were  frightened,  distressed,  or  angry ;  but  these  movements  continued  dur- 
ing sleep. 

Subdiaphragmatic  Abscess 

The  following  case  illustrates  how  an  X-ray  examination  may  make  perfectly 
clear  a  diagnosis  previously  so  obscure  that  two  excellent  physicians  who  saw  the 
patient  independently,  prior  to  the  X-ray  examination,  did  not  recognize  the 
conditions  present. 

The  cut  (Fig.  396)  indicates  the  appearances  seen  in  the  right  side  of  the 
thorax  when  the  patient  was  sitting,  and  the  fluorescent  screen  was  on  the  front 
of  the  chest  and  the  tube  behind  him.  The  upper  part  of  the  right  side  was 
clear,  below  was  a  darker  area,  D  (Fig.  396),  the  shadow  cast  by  the  diaphragm ; 
below  this  again  a  light  tract,  and  then  a  very  dark  shadow.  The  horizontal  line 
dividing  the  light  area  (Gas,  Fig.  396)  from  the  dark  (Fluid,  Fig.  396)  remained 
level  when  the  patient  bent  his  body  from  side  to  side,  and  became  wavy  when  he 
was  gently  shaken.  These  observations  indicated  that  there  was  a  cavity  below  the 
diaphragm,  which  was  higher  than  normal,  containing  gas  and  fluid,  the  light  ar«a 
corresponding  to  the  gas  and  the  shadow  indicating  fluid. 

When  the  patient  was  examined  lying  on  his  back,  with  the  tube  and  fluores- 
cent screen  in  the  same  respective  positions  as  when  he  was  sitting,  the  lower 
right  side  of  the  thorax  appeared  to  be  filled  with  a  dark  mass,  rounded  above ; 
that  is,  the  light  area  observed  in  the  sitting  position  was  obliterated  when  the 
patient  was  in  the  prone  position  as  the  fluid  distributed  itself  horizontally. 

An  examination  with  the  tube  opposite  the  middle  of  the  right  side  of  the 
patient,  so  that  the  light  could  pass  through  the  body  in  this  direction,  was  not 
attempted,  as  the  patient  was  too  weak  to  make  it  advisable  to  prolong  the 
examination. 


654     '^KE   ROENTGEN    RAYS   IN    MEDICINE  AND    SURGERY 

An  operation  was  done  by  Dr.  John  C.  Munro,  at  the  Boston  City  Hospital, 
and  I  was  informed  that  ray  X-ray  examination  was  confirmed  in  every  particular. 


T 


i 


WM 


'1/ 


4a4. 


Fig.  396.  September  24, 1902,  X-ray  examination  with  patient  in  a  sitting  position.  Tube  behind 
the  back  and  fluorescent  screen  on  front  of  chest.  D,  right  diaphragm ;  H,  heart.  Horizontal  line 
marking  the  top  of  the  fluid  remained  level  when  the  patient  bent  from  side  to  side,  and  became  wavy 
when  he  was  gently  shaken. 

Dr.  Weinberger  *  has  given  an  excellent  radiograph  of  the  appearances  seen 
in  the  thorax  in  subdiaphragmatic  abscess. 


THERAPEUTIC   USES   OF   THE   X-RAYS 

Further  experience  with  the  X-rays  as  a  therapeutic  agent  both  in  this  country 
and  in  Europe  has  confirmed  their  value  in  this  field  of  medicine  and  has  shown 
that  as  such  they  have  a  wide  range  of  usefulness. 

Apparatus.  —  The  apparatus  required  is  either  a  good-sized  static  machine  or 
a  coil.  It  has  been  stated  that  static  machines  would  not  answer  the  purpose, 
and  that  the  therapeutic  uses  of  the  X-rays  could  only  be  carried  out  when  a  coil 
was  used  to  excite  the  vacuum  tube ;  either  will  answer,  however,  but  the  static 
machine  is  safer  for  the  patient.  I  use  the  static  machine  described  on  pages  9 
to  1 7  at  the  hospital,  and  a  static  machine  or  a  coil  at  my  office.  There  is,  I 
think,  an  advantage  in  using  the  larger  forms  of  apparatus  for  the  larger  new 
growths,  but  much  smaller  forms  will  answer  for  the  smaller  and  superficial 
growths,  although  the  time  of  exposure  and  the  distance  of  the  tube  should  not 
be  the  same  in  the  one  case  as  in  the  other.  All  forms  of  X-ray  apparatus  should 
have  adjustable  multiple  spark-gaps  (see  pages  16,  17,  and  26)  by  means  of  which 
the  light  may  be  regulated. 

*  Atlas  der  RadiographU  der  Brustorgane^  p.  75.     Emil  \V.  Engel,  Wien  u.  Leipzig. 
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Resistance  of  Tube, —  (See  pages  42  to  49.)  The  next  important  considera- 
tion is  the  choice  of  a  suitable  tube,  and  the  following  fact  throws  some  light  on 
the  subject.  Frida  Hansmann*  has  shown  that  the  rays  from  a  tube  of  low  resist- 
ance reduce  a  larger  amount  of  the,  silver  salt  in  a  photographic  film  than  those 
from  a  tube  of  high  resistance,  that  is,  probably  more  rays  from  a  tube  of  the 
former  character  are  stopped  by  the  film  and  exert  their  action  there  than  from 
a  tube  of  the  latter  kind. 

This  suggests  that  tubes  of  low  resistance  should  be  used  for  treating  super- 
ficial lesions,  because  much  of  the  light  from  such  tubes  is  absorbed  in  or  near 
the  surface ;  but  tubes  of  high  resistance  for  deep-seated  lesions,  as  the  light 
from  such  tubes  does  not  exert  so  large  a  proportion  of  its  action  upon  the 
surface. 

Tube  Holder,  —  The  tube  should  be  placed  in  a  tube  holder,  the  inside  of 
which  is  painted  with  many  coats  of  white  lead  as  suggested  by  Rollins  (see 
pages  50  and  400),  which  obstructs  the  passage  of  the  rays  so  that  they  can  find 
an  exit  only  where  special  provision  has  been  made  for  them.  The  X-rays  should 
never  be  used  without  enclosing  the  tube  in  some  form  of  the  Rollins  tube  holder. 

Figure  397  shows  the  coil,  stretcher,  and  tube  holder,  and  Fig.  398  the  tube 
holder  in  relation  to  the  patient  when  he  is  being  treated  in  a  prone  position. 
The  top  of  the  box  has  a  circular  opening  5  (better  10)  centimetres  in  diameter, 
that  is  covered  by  a  piece  of  plate  glass  15  millimetres  thick.  Through  this 
glass  and  the  opening  in  the  bottom  of  the  box  the  physician  can  look  down  and 
get  a  view  of  the  area  to  be  treated,  and  see  that  the  target  of  the  tube  is  in 
proper  relation  to  it.  After  the  tube  has  been  arranged  so  that  the  rays  will  fall 
on  the  diseased  part,  an  aluminum  screen  (0.25  mm.  thick)  is  slipped  in  to 
cover  this  lower  opening,  and  is  then  grounded.  This  grounded  screen  carries  off 
the  electricity  that  is  about  the  tube,  which  may  be  a  source  of  discomfort  to  the 
patient,  but  does  not  protect  from  the  action  of  the  X-rays,  There  is  also  an 
opening  in  the  back  that  is  covered  with  a  sheet  of  plate  glass,  and  another  in  the 
front  of  the  box,  so  that  when  the  patient  is  treated  in  a  sitting  position  the  phy- 
sician can  look  through  the  box  from  back  to  front  and  see  as  before  that  the 
target  is  in  the  exact  position  desired.  The  opening  in  the  box  next  the  patient, 
whether  he  is  treated  in  a  prone  or  in  a  sitting  position,  is  covered  by  an  iris- 
diaphragm,  which  limits  the  size  of  the  cone  of  rays  issuing  from  the  box  so  that 
it  covers  a  spot  a  little  larger  than  the  diseased  area.  The  rays  are  limited 
exactly  to  the  area  desired  by  placing  over  it  a  sheet  of  pure  tin  or  lead  (or  a 
mask  may  be  used,  as  shown  on  page  400),  i  or  2  millimetres  thick,  which  has  an 
opening  in  it  corresponding  in  size  and  shape  to  the  area  to  be  treated.  As  the 
diseased  area  heals,  another  piece  of  the  sheet  metal  is  used  with  a  suitably 
smaller  opening. 

Method  of  Treatment,  —  Before  the  diseased  part  is  exposed  to  the  X-rays,  the 
patient  should  be  placed  in  a  comfortable  position.     In  cases  of  superficial  new 

^ "  Beziehungen  zwischen  der  chemischen  Wirkung  der  aus  einer  Rontgenrohre  austretcnden 
Strahlung  zur  Wirkung  des  Lichtes  auf  dieselbe  Bromsilbergelatine,"  Fortschritte  a,  d.  Geb.  der 
Koentgenstr.^  B.  V,  II.  2,  pp.  89-I15. 


656     THE   ROENTGEN    RAYS   IN  MEDICINE  AND    SURGERY 


growths  the  tube,  enclosed  in  the  tube  holder,  should  be  brought  to  within  15  o 
20  centimetres  (6  or  8  inches)  of  the  part ;  in  skin  diseases  the  distance  shouk 
be  greater. 

Time  of  Exposure:    General  Rule, — .The  diseased  area  should  be  giver 


Fl^-  397*  Cut  showing  X-ray  apparatus  and  stretcher  with  tube  holder  above  stretcher.  To 
place  the  tube  holder  below  the  patient  the  inner  side  of  the  stretcher  must  be  lifted  up,  and  the  holder. 
which  is  supported  by  a  counterpoise,  m.iy  then  be  slid  down  to  any  desired  height  above  the  floor. 
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an  exposure  of  five  minutes  for  the  first  few  sittings,  and  this  time  may  be 
increased  to  ten,  in  larger  growths  to  fifteen,  minutes,  and  the  exposures  may 
be  given  two  or  three  times  a  week.  But,  as  stated  on  page  446,  the  time  of 
exposure,  the  frequency  of  the  exposures,  and  the  distance  of  the  tube  from  the 
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Fkj.  398.  Cut  showing  position  of  tube  in  relation  to  patient  when  he  is  treated  in  a  prone 
position.  The  sheet  tin  placed  over  the  face  to  protect  the  healthy  pans  from  the  X-rays  has  been 
pushed  forward  a  little  to  show  the  opening  in  it.  The  aluminum  screen  has  been  slipped  in  and 
grounded,  but  the  physician  is  represented  as  if  he  were  looking  through  the  box  to  ascertain  whether 
or  not  the  target  is  in  the  proper  position  with  regard  to  the  diseased  area. 

patient   must   be   determined    for    each    individual,    each    disease,   and    each 
apparatus. 

Exposures  given  by  Physicians,  —  There  has  been  a  tendency  to  put  non- 
medical men  in  charge  of  X-ray  work,  but  these  rays  can  be  most  satis- 
factorily used  as  a  therapeutic  measure  under  the  immediate  charge  of  a 
physician  who  understands  how  to  use  the  apparatus,  or  better,  by  the  physician 
himself.  It  appears  to  be  a  simple  matter  in  a  hospital,  for  example,  to  send  a 
2  u 
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patient  to  the  non-medical  man,  who  has  charge  of  the  static  machine  or  the 
coil,  with  the  direction  that  the  diseased  area  be  exposed  to  the  X-rays  ;  but  this 
man  knows  nothing  of  the  medical  side  of  the  question,  and  can  only  succeed 
imperfectly  in  his  attempts  to  use  the  X-rays  as  a  remedy,  or  he  may  do  harm 
with  them.  These  rays  are  a  powerful  form  of  energy,  and  must  be  used  care- 
fully and  understandingly,  especially  when  employed  as  a  therapeutic  measure. 

X-RAY   DERMATITIS 

Kienbock  *  describes  four  degrees  of  acute  X-ray  dermatitis.  The  first  degree 
appears,  as  a  rule,  twelve  to  sixteen  days  after  exposure,  but  sometimes  after  a 
longer  period.  The  hair  loosens  and  finally  falls  out,  leaving  the  skin  smooth  and 
bald,  but  without  any  other  abnormal  appearances  except  sometimes  marked 
pigmentation.  After  a  lapse  of  some  weeks,  generally  six  to  eight  weeks,  the 
skin  begins  to  become  normal  again  and  the  hair  to  grow.  Some  months,  per- 
haps three  to  four,  after  the  signs  of  injury  have  appeared  complete  return  to  the 
normal  condition  takes  place. 

In  cases  where  the  X-ray  exposure  has  been  more  intense.  X-ray  dermatitis 
in  the  second  degree  appears  and  after  a  somewhat  shorter  latent  period  than 
when  the  first  degree  occurs.  There  is  a  slight  general  swelling,  or  certain  areas 
only  may  be  swelled.  The  hyperaemia  is  first  of  a  light  red  color  and  later  of 
a  dark  red  color,  and  there  is  irritation.  These  acute  symptoms  last  a  few  days 
and  are  followed  first  by  complete  loss  of  hair,  later  by  an  increasing  pigmenta- 
tion of  the  skin,  and  finally  by  the  scaling  off  of  the  epidermis.  After  these 
scales  of  different  sizes  have  been  thrown  off,  the  epidermis  is  very  tender  and 
smooth,  of  a  delicate  color,  and  devoid  of  hair  for  some  weeks ;  but  finally  the 
conditions  become  normal  again,  except  that  occasionally  a  little  hyperpigmenta- 
tion  remains. 

Blisters,  or  even  extensive  exfoliation,  occur  in  the  third  degree  of  X-ray 
dermatitis,  and  a  complete  recovery  does  not  take  place  as  a  rule,  the  hair 
does  not  grow  again,  or  only  scantily,  while  changes  in  pigmentation  and  patches 
of  telangiectasis  remain  permanently ;  there  is  atrophy  of  the  cutis  and  papillae 
with  sensitive  scars. 

The  fourth  and  most  severe  degree  of  X-ray  dermatitis,  which  consists  of 
superficial  dry  necrosis  of  the  tissue,  is  of  still  longer  duration.  After  a  latent 
period  of  from  one  to  two  weeks  the  skin  appears  brown,  sometimes  almost 
black,  and  an  ulcer  appears  which  may  heal  after  some  weeks  or  remain  torpid 
for  some  months  or  even  a  year.  These  conditions  may  not  be  accompanied 
by  pain. 

Chronic  X-Ray  Dermatitis,  —  Besides  the  above-mentioned  acute  kinds  of 
X-ray  dermatitis,  Kienbock  also  describes  a  chronic  kind,  the  result  of  many 
X-ray  exposures,  of  which  there  are  three  degrees. 

The  first  degree  is  distinguished  by  an  atrophy  of  the  hair  bulbs,  and  alopecia 

^ '*  Ilautveranderungen  durch  Roentgenbestrahlung  bei  Mensch  und  Thier,"  JViettfr  Mid, 
Presse,  1 90 1,  pp.  874-879. 
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and  atrophy  of  the  glands  of  the  skin.  This  change  can  be  permanent,  and 
represents  the  ideal  result  of  a  hypertrichosis  treated  by  the  X-rays. 

In  the  second  degree  the  skin  becomes  thinner  and  slightly  wrinkled,  and 
there  is  extensive  atrophy  of  the  skin ;  it  may  develop  into  a  dystrophy  of  the 
skin,  a  thickening  of  the  epidermis,  and  be  accompanied  by  hyperpigmentation 
and  a  deepening  of  the  normal  markings  in  consequence  of  the  permanent 
relaxation  of  the  walls  of  the  blood  vessels.  These  changes  occur  very  fre- 
quently on  the  outer  side  of  the  hands  of  people  who  are  engaged  in  making 
X-ray  apparatus  and  tubes,  or  with  the  physical  study  of  the  X-rays  and  with 
their  use  in  medicine.  Not  only  does  the  skin  on  the  back  of  the  hand  become 
thickened  and  of  a  brown  red  color,  but  there  are  also  fewer  hairs,  and  the  nails 
likewise  are  affected.  Further,  the  skin  is  very  easily  injured  mechanically,  and 
shows  as  a  result  of  cold  a  marked  paralysis  of  the  vessels  (X-ray  skin). 

The  third  and  most  severe  degree  of  chronic  X-ray  injury  consists  in  the 
destruction  of  portions  of  the  skin.  An  ulcer  gradually  forms  and  increases 
outward  and  downward,  but  does  not  go  beyond  the  part  exposed  to  the  X-rays. 
This  injury  is  not,  as  a  rule,  the  result  of  individual  idiosyncrasy,  but  rather 
depends  upon  the  degree  of  over-exposure  to  the  X-rays.  It  should  not  be 
assumed  that  an  exposure  that  would  cause  a  passing  hyperaemia  in  one  person 
could  produce  an  ulcer  in  another.  Nevertheless,  individuals  differ  in  their  sus- 
ceptibility to  the  X-rays,  children  and  especially  delicate  persons  reacting  more 
intensely  than  adults  and  vigorous  people.  Likewise,  the  skin  of  certain  parts 
of  the  body  is  more  susceptible  than  that  of  other  parts. 

Further  Kienbock  states  that  when  a  considerable  inflammation  or  chronic 
change  has  been  produced  in  the  skin,  it  reacts  more  quickly  to  later  exposures  for 
a  long  period  of  time. 

Causes  of  Changes  in  the  Skin,  —  Kienbock  *  believes  that  the  effects  produced 
on  the  skin  by  the  X-rays  are  due  to  a  chemical  change  in  the  tissues  caused  by 
that  portion  of  the  X-rays  that  is  absorbed,  and  that  the  processes  of  disintegra- 
tion which  presumably  take  place  in  the  skin  after  its  exposure  to  the  X-rays  are  of 
a  peculiar  kind.  No  outward  visible  changes,  as  is  known,  are  seen  on  the  skin  at 
first,  but  an  inflammation  may  appear  after  an  interval  which  may  increase  for 
some  days  or  we'eks,  or  even  for  a  longer  period.  This  inflammation  may  be 
accompanied  by  headache,  restless  sleep,  a  temperature  of  38°  to  40°,  etc. 
These  symptoms  can  be  explained  by  the  idea  that  toxines  are  formed  in  the 
tissues  of  the  injured  skin,  and  that  a  general  intoxication  of  the  organism  takes 
place  by  the  absorption  of  the  same  into  the  circulation. 

Kienbock  believes  that  X-ray  dermatitis  is  caused  by  the  reaction  of  the 
tissue  cells,  even  those  in  the  deepest  layer  of  the  skin,  to  the  disturbance  pro- 
duced in  the  metabolism  by  the  X-rays  that  are  absorbed.  The  assumption  that 
the  injury  to  cell  activity  caused  by  the  X-rays  may  be  temporary  or  permanent 
agrees  with  the  facts  observed  ;  namely,  that  animals  endowed  with  a  more  lively 
metabolism  —  the  warm-blooded  animals  —  are  more  markedly  influenced  than 

1  Wiener  Med.  Presse,  Vol.  42,  1901,  pp.  1039-1040.     Sec  also  pp.  932-937  and  987-989. 
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the  cold-blooded  ones ;  that  young  animals  react  more  quickly  and  more  violently 
to  the  X-rays  than  adults,  and  these  latter  more  quickly  than  old  ones  ;  further, 
that  that  organ  especially  suffers  pathological  changes  that  in  proportion  to  its 
continuous  cell  proliferation  possesses  the  most  active  metabolism,  —  for  instance, 
the  skin,  the  papillae  of  the  hair,  especially  the  hair  of  the  head  and  beard. 

Kienbock  states  that  the  attempt  to  explain  the  pathogenesis  of  X-ray  der- 
matitis, and  the  following  trophic  disturbances,  by  the  supposition  of  a  disturbance 
of  cell  activity  through  a  formation  of  toxines  is  in  harmony  with  the  idea 
that  chemical  changes  in  the  tissues  follow  exposure  to  the  X-rays,  and  it 
also  explains  the  surprisingly  long  latent  period  and  the  temporary  general  in- 
toxication of  the  body  after  exposure  to  the  rays.  Kienbock  believes,  however, 
that  the  question  demands  further  investigation,  especially  in  the  direction  of 
chemistry  and  by  means  of  experiments. 

Frequency  of  Burns,  —  Dr.  E.  A.  Cod  man*  has  collected  171  cases  of  X-ray 
burns,  and  he  concludes  from  a  careful  study  of  them  that  the  frequency  of  X-ray 
injuries  has  been  much  exaggerated ;  that  at  a  maximum  estimate  it  is  safe  to 
say  that  not  one  patient  in  five  thousand  has  been  injured  in  the  past  ^v^  years 
by  an  X-ray  examination,  and  in  the  past  year  not  one  in  ten  thousand ;  that  the 
important  factors  in  the  production  of  an  X-ray  burn  are  the  intensity  of  the 
current  used  to  excite  the  tube,  the  quality  of  the  lube,  the  distance  and  time  of 
exposure,  and  the  idiosyncrasy  of  the  patient.  Codman  thinks  that  the  latter  is 
a  very  important  element  in  the  problem,  that  much  depends  upon  the  dryness  or 
dampness  of  the  skin  of  the  patient,  on  his  electrical  resistance,  upon  his  being 
in  an  anaemic  or  plethoric  condition,  etc. 

In  one-third  of  the  reported  cases  injury  took  place  within  the  first  four  days ; 
in  one-half  before  the  ninth  day ;  and  it  became  visible  from  a  few  minutes  to 
three  weeks  after  exposure,  but  in  two  cases  five  months  after  exposure.  Codman 
believes  that  the  reason  such  a  large  proportion  of  the  severe  burns  occur  in  the 
abdomen  and  groin  is  due  to  the  fact  that  these  parts  require  the  longest  expos- 
ures, because  they  are  the  thickest  portions  of  the  body.  The  data  of  the  reported 
cases  show  that  no  burn  has  been  produced  by  an  exposure  of  five  minutes  with 
the  tube  at  a  distance  of  25  centimetres. 

Since  this  excellent  article  by  Codman  was  published,  the  X-rays  have  been 
in  much  more  frequent  use  for  theray)eutic  j)urposes  and  therefore  the  opportuni- 
ties for  burns  have  increased  and  I  believe  many  have  occurred.  The  precautions 
that  should  be  taken  to  avoid  them  are  described  on  pages  642  and  655.  When 
the  X-rays  are  used  for  therapeutic  purposes,  it  may  be  justifiable  to  push  the  ex- 
posures intentionally  up  to  the  point  of  causing  a  mild  form  of  burn,  but  they 
should  not  be  allowed  to  occur  through  lack  of  care,  or  knowledge  of  proper  pre- 
cautions. Except  for  two  instances  where  mild  forms  of  burns  were  intentionally 
produced,  I  have  seen  none  in  more  than  twelve  thousand  exposures. 

*  "  A  Study  of  the  Cases  of  Accidental  X-Ray  Burns  hitherto  Recorded,*'  rhilaJelphia 
Medical  Journaly  March  8,  1902. 


APPENDIX  66 1 


TREATMENT   FOR   X-RAY   BURNS 

Bar  and  Boull^  *  describe  at  some  length  the  following  case  of  X-ray  burn, 
for  the  cure  of  which  the  red  rays  were  used  :  — 

This  patient,  a  pregnant  woman  twenty-three  years  of  age,  who  had  always  been 
healthy,  entered  the  Infirmary  of  Saint  Lazare  on  account  of  Menorrhagia,  ac- 
companied by  abdominal  pains.  On  September  7,  when  she  had  been  pregnant 
about  three  months,  the  X-rays  were  applied  for  the  purpose  of  producing  a 
blister.  The  patient  complained  of  no  special  sensation  during  the  exposure,  and 
the  skin  remained  white.  September  25,  eighteen  days  after  the  sitting,  an  erythema 
appeared  on  the  abdominal  wall,  but  there  was  no  loss  of  hair  and  no  irritation. 
The  slight  erythema  increased,  however,  and  was  followed  by  irritation,  but  there 
was  no  erosion.  Later  an  erosion  developed  in  the  left  groin,  but  this  healed, 
only  a  marked  irritation  remaining.  Two  months  after  the  exposure  an  acute 
attack  of  dermatitis  appeared  and  was  followed  by  a  deep  and  extensive  ulcer- 
ation which  increased  in  size  and  depth.  Gradually  the  tissues  in  the  centre  of 
the  ulcerated  area  became  gangrenous  and  sloughed  off,  but  the  ulceration  showed 
no  tendency  to  heal. 

At  this  time  the  patient  was  sent  to  the  maternity  hospital.  She  had  been 
pregnant  about  six  and  a  half  months.  Above  the  left  groin  there  was  a  deep 
ulcerated  area  as  large  as  the  palm  of  the  hand,  the  centre  of  which  was  gan- 
grenous. The  usual  treatment  was  employed,  but  in  spite  of  it  the  ulceration 
increased,  and  became  so  deep  that  a  perforation  of  the  abdominal  wall  was 
feared.  This  condition  obtained  on  January  15,  1901,  —  that  is,  four  months 
after  the  application  of  the  X-rays. 

On  Febniary  3  twins  were  born.  There  was  some  fever  following  the  birth 
of  the  children,  during  which  time  the  ulceration  in  the  abdominal  wall  remained 
without  change,  but  a  fortnight  later  it  began  suddenly  to  deepen,  and  at  the 
same  time,  February  20,  a  crust  appeared  on  the  abdominal  wall  to  the  right  of 
the  umbilicus,  in  a  place  where  the  pigmentation  had  been  very  marked.  This 
crust  increased  in  size  and  depth.  It  was  situated  at  a  point  where  some  days 
before  a  hypodermic  injection  of  salt  solution  had  been  given.  March  12,  six 
months  after  the  application  of  the  X-rays  and  forty  days  after  the  birth  of  the 
children,  the  ulceration  in  the  groin  was  extensive,  and  in  the  umbilical  region 
the  ulceration  had  a  crust  detached  from  the  skin,  but  adherent  below. 

The  various  treatments  employed  to  cure  these  ulcerations  were  ineffectual, 
and,  finally,  March  12,  Bar  and  Boull^  had  the  patient  carried  every  day  into  a 
sunny  corridor  and  placed  in  such  a  way  as  to  subject  the  abdominal  wall  to  the 
rays  of  the  sun  sent  through  red  glass.  Over  the  ulcerations  they  placed  a  trans- 
parent sheet  of  celluloid.  At  night  the  ulcerations  were  covered  by  an  inert 
powder.     Gradually  the  crust  produced  by  the  X-rays  sloughed  off,  and  at  the  end 

^  "  Ulcerations  profondes  et  troubles  trophiques  graves  de  la  parol  abdominale  prodults  par 
les  rayons  X  chez  une  femme  enceinte  ;  heureuse  Influence  des  rayons  rouges,"  BtUUtin  de  la 
Societi'  iV  Obstetrique  de  Paris ^  1901,  Vol.  IV,  pp.  251-266. 
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of  March  the  bottom  of  the  ulceration  was  clean ;  little  by  little  also,  at  first  very 
slowly,  the  ulceration  decreased  in  size,  and  May  5,  fifty  days  after  this  treat- 
ment was  begun,  the  healing,  hastened  by  cauterization  with  nitrate  of  silver,  was 
complete.  Likewise,  the  crust  situated  at  the  point  of  the  injection  of  salt  solu- 
tion detached  itself  and  showed  that  the  tissues  underneath  were  gangrenous  over 
a  large  area.  The  gangrenous  tissue  having  sloughed  off,  a  sinus  so  deep  was 
left  that  it  was  necessary  to  make  an  incision  of  22.  centimetres  in  order  to  lay 
bare  its  walls. 

The  general  health  of  the  patient,  which  up  to  that  time  was  precarious,  then 
improved  quickly.  On  May  5,  in  place  of  the  large  ulceration  above  the  pubes, 
there  was  a  firm  scar  much  smaller  than  the  ulceration,  and  in  place  of  the  one 
near  the  umbilicus  there  was  a  long,  narrow  scar  left  by  the  operation  done  to 
open  the  cavity. 

Bar  and  BouUe  do  not  affirm  that  the  red  rays  were  the  efficient  agent  in 
curing  the  ulcerations,  but  say  that  the  cure  may  have  been  due  to  the  recovery 
of  the  patient  from  the  birth  of  the  children,  and  likewise  that  perhaps  the  sub- 
jection of  the  patient  to  intense  sunlight  had  a  favorable  effect  on  the  general 
system  and  indirectly  increased  the  vitality  of  the  tissues,  but  think  that  their 
experience  authorizes  the  use  of  colored  rays,  and  preferably  perhaps  red  rays  in 
cases  that  resist  all  other  treatment. 

Bouchacourt  thinks  the  success  obtained  by  Bar  and  Boull^  was  due  in  part 
to  the  caloric  power  of  the  red  rays  and  in  part  to  their  lack  of  chemical  prop- 
erties. He  states  that  darkness  and  red  light  have  been  used  indifferently  and 
with  identical  results  in  the  treatment  of  smallpox ;  that  Flammarion  experi- 
mented with  sensitive  plants,  strawberry  plants,  etc.,  and  found  that  they  grew 
extraordinarily  under  red  glass ;  at  the  end  of  three  months  the  sensitive  plants 
were  fifteen  times  taller  than  those  growing  under  blue  glass  ;  he  also  observed 
that  the  plants  grown  under  red  glass  had  more  fragrance  than  those  grown  under 
other  colors.  The  results  were  the  same  if  the  plants  were  grown  under  red  glass 
or  in  the  dark,  other  conditions,  such  as  heat,  moisture,  and  air,  being  the  same, 
except  that  the  chlorophyl  which  gives  the  leaves  their  green  color  was  entirely 
lacking. 

Bouchacourt  also  states  that  the  experiments  made  by  Finsen,  Schenk,  and 
Graber  on  animals  that  dislike  the  light,  like  salamanders,  earwigs,  tadpoles,  etc., 
and  on  those  that  love  the  light,  like  butterflies,  show  that  the  former  prefer  the 
red  rays  and  the  latter  the  chemical  blue  rays.  These  experiments  and  later 
ones  demonstrate  that  white  light  is  a  stimulating  agent  of  considerable  power, 
its  action  being  due  almost  wholly  to  the  chemical  rays,  and  that  therefore  the 
use  of  the  red  rays  by  Bar  and  Boull^  was  a  legitimate  one. 

Hyde,  Montgomery,  and  Ormsby  ^  also  discuss  the  action  of  light  on  animals 
as  determined  by  the  experiments  of  Graber,  Bert,  Lubbock,  and  others,  but  more 
particularly  by  the  researches  of  Jaques  Loeb,  and  state  that  his  observations  show 
that  blue  and  violet  light  stimulate  directly  the  animal  cells,  the  stimulus  result- 

^  "A  Contribution  to  the  Subject  of  Radiotherapy  and  Phototherapy  in  Carcinoma,  Tuber- 
culosis, and  Other  Diseases  of  the  ^Vaxk^'  Journal  of  Am.  MeJ,  Assn.,  January  3,  1903,  pp.  i-S. 
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ing,  probably,  from  chemical  changes.  They  also  state  that  Benedict  Friedlander 
demonstrated  by  control  experiments  that  dermatitis  and  pigmentation,  following 
exposure  of  the  skin  to  sunlight  or  to  strong  electric  light,  are  caused  by  the  blue 
and  violet  rays,  and  not  by  the  heat  rays. 


THE  X-RAYS   AS   AN   ANALGESIC 

Various  practitioners  have  reported  cases  in  which  pain  has  been  relieved, 
besides  those  cases  of  new  growth  in  which  intense  suffering  has  been  removed 
that  will  be  referred  to  later,  which  justify  us  in  believing  that  the  X-rays  have 
some  special  action  upon  the  nerves.  They  give  relief  from  pain  in  some  cases 
in  various  affections,  such  as  facial  and  intercostal  neuralgia,  lumbago,  hepatic  colic, 
fracture,  and  in  some  forms  of  herpes.     The  following  cases  are  illustrative. 

Freund^  states  that  Grunmach  (1899)  has  used  X-rays  in  cases  of  neuralgia 
of  the  face,  of  the  back,  of  the  head,  of  the  intercostal  nerves,  and  in  rheuma- 
tism of  the  joints  and  muscles,  with  variable  results;  that  Stembo  (1900)  cured 
21  out  of  28  cases  of  neuralgia  in  3  to  10  sittings  of  3  to  10  minutes'  duration 
by  the  use  of  the  X-rays.  Freund  himself  reports  the  case  of  an  old  man  who  had 
such  a  severe  trigeminal  neuralgia  that  it  could  scarcely  be  helped  by  morphine, 
but  which  he  treated  by  the  X-rays  and  so  brought  about  a  wonderful  diminution 
in  the  pain  after  1 1  exposures.     In  a  second  case  the  X-rays  had  no  effect. 

Dr.  E.  D.  Bondurant  *  has  known  one  application  of  the  X-rays  to  stop  facial 
neuralgia,  and  to  remove  intense  intercostal  neuralgic  pain. 

Dr.  Seabury  VV.  Allen  ^  reports  several  cases  in  which  the  X-rays  acted  as 
an  analgesic.  One  was  that  of  a  woman  whose  hands  were  radiographed  for  the 
purpose  of  making  a  diagnosis  of  chronic  rheumatic  arthritis.  Five  days  later  the 
patient  reported  that  since  the  X-ray  photographs  were  taken  her  hands  had 
been  comfortable,  and  she  had  been  able  to  resume  the  use  of  the  piano. 

A  second  case  was  that  of  a  woman  who  had  a  discharging  sinus  of  the  shoul- 
der, of  eight  months*  duration,  that  followed  an  operation  for  the  removal  of  frag- 
ments of  bones.  An  X-ray  photograph  was  taken  preparatory  to  operation  for 
diagnostic  purposes,  but  the  operation  was  abandoned,  as  the  patient  several  days 
later  said  that  the  motion  of  the  joint  was  freer  and  that  it  felt  comfortable. 

A  third  case  was  that  of  a  man  whose  ankle  was  radiographed  to  confirm  the 
diagnosis  of  Pott's  fracture.  Forty-eight  hours  later  his  wife  came  for  the  nega- 
tives, and  at  that  time  expressed  a  disbelief  in  the  existence  of  the  fracture 
because  the  ankle  felt  so  much  better. 

In  a  fourth  case,  varicose  ulcers  of  the  legs,  the  pain  was  relieved  not  only  in 
the  ulcerated  area,  but  also  in  the  hip  joint,  although  only  the  lower  leg  was  ex- 
posed ;  and  in  a  fifth  case  improvement  took  place  in  the  shoulders,  although  only 

1  *♦  Grundriss  der  Gesammten  Radiotherapie  fur  Praktische  Aerzte,"  1903,  p.  244. 

2  "  Some  of  the  Therapeutic  Uses  of  the  X-Ray,"  New  York  Medical  Journal^  August, 
1902,  Vul.  Ixxvi,  pp.  194-196. 

8  "Notes  on  the  Analgesic  Effects  of  the  X-Rays,"  American  Medicine ^  March  22,  1902, 
p.  461. 
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the  sides  of  the  neck  were  exposed.  Dr.  Allen  suggests  that  the  nerve  supply  of 
the  parts  in  question  may  account  for  these  facts,  although  nothing  can  be  proved 
by  two  cases ;  in  the  first  case  branches  of  the  same  nerve  that  supplies  the  por- 
tion of  the  skin  that  was  exposed  to  the  X-rays  also  supply  the  hip  joint ;  in  the 
second  case  the  branchial  plexus  that  was  exposed  to  the  X-rays  also  supplies  the 
shoulder  muscles. 

Analgesia  did  not  immediately  follow  the  application  of  the  rays  in  any  of  the 
cases  reported  by  Dr.  Allen,  but  in  each  instance  did  take  place  within  forty-eight 
hours. 

Dr.  William  M.  Sweet*  of  Philadelphia  has  noted  the  pronounced  action  of  the 
X-rays  on  the  nerve  stnictures  as  seen  in  the  loss  of  sensation  of  healthy  skin 
after  too  long  or  too  frequent  exposures,  and  has  observed  that  large  portions  of 
the  cancerous  tissue  may  be  excised  without  pain  after  it  has  been  subjected  to 
the  X-rays  for  several  minutes. 

THE  X-RAYS  IN  THE  TREATxMENT  OF  DISEASES  OF  THE  SKIN 

For  more  than  three  years  I  have  used  the  X-rays  in  the  treatment  of  some 
diseases  of  the  skin  and  have  become  more  and  more  convinced  of  their  value  in 
this  direction.  It  occurred  to  me  when  endeavoring  to  find  some  effective  way 
of  arousing  the  interest  of  the  profession  in  this  subject,  to  look  over  the  list  of 
diseases  that  were  treated  in  the  skin  department  of  a  large  hospital  for  the  pur- 
pose of  ascertaining  how  large  a  proportion  of  them  could  be  relieved  by  the  use 
of  the  X-rays.  I  append  in  tabular  form  a  summary  made  from  the  report  of  the 
dermatological  department  of  the  Boston  City  Hospital  for  a  recent  year. 

In  343  out  of  the  1303  cases  the  X-rays  are  not  needed ;  in  492  cases  they 
would  have  been  of  much  assistance  ;  in  some  of  the  372  cases  they  could  render 
help. 

These  figures  are  sufficient  to  suggest,  without  entering  into  a  detailed  con- 
sideration of  all  diseases  of  the  skin,  that  there  is  probably  no  single  remedy  which 
can  do  so  much  for  those  sufiering  from  these  diseases  as  the  X-rays. 

^ "  The  Treatment  of  Epithelioma  of  the  Eyelids  by  the  X-Rays,"  American  Medicine^  De- 
cember 13,  1902,  pp.  935-937- 
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TABLE   OF    SKIN   DISEASES  TREATED   AT   THE   BOSTON   CITY   HOS- 
PITAL, BUT  NOT   BY   THE  X-RAYS,   DURING   A   RECENT   YEAR 


Whole  number  of  cases  treated 

From  this  number  may  be  subtracted  certain  diseases  for  which 
there  are  good  remedies  — 

Pediculi 

Scabies       ........... 

Syphilis 

Dermatitis  (various  forms) 

Varicella 

Total 

Among  the  diseases  in  which  the  X-rays  are  of  value  may  be 
included  — 
Eczema 
Psoriasis^  . 
Acne 

Rosacea     . 
Epithelioma 
Hypertrichosis 
Keratosis    . 
Verruca 
Lupus 

Total  . 

The  X-rays  have  been   found  of  use  in  some  of  the   following 
diseases  — 
Prurigo       ........... 

Pruritus 

Seborrhea 

Tinea  fav.,  circin.,  syco.,  tons.,  versic 

Urticaria 

Hyperidrosis 

Impetigo 

Pityriasis 

Lichen        ........... 

Alopecia 

Herpes 

Herpes  zoster 

Total 


There  remain  — 
Erysipelas 
Funmculus 

Total  . 
Miscellaneous 

Total  . 


1303 


_343_ 
960 


492 


67     j 


372 


29 
960 


^  The  proportion  of  individuals  suffering  from  this  disease  is  probably  larger  than  the  figure 
given  would  indicate,  as  many  would  cease  attendance  when  they  found  relief  difficult  to  obtain. 
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DISEASES  OF  THE  SKIN  TREATED  BY  THE   X-RAYS 
I.  INFLAMMATIONS 
Intertrigo 

Good  results  have  been  reported  as  following  the  use  of  the  X-rays  in  this 
disease. 

Herpes  Zoster 

I  have  used  the  X-rays  for  two  patients  suffering  from  shingles,  and  in  each 
case  some  relief  was  obtained.  In  the  first  case,  temporary  relief  followed  two 
exposures,  given  on  two  successive  days ;  the  treatment  was  then  discontinued, 
as  the  patient  was  obliged  to  go  away.  In  the  second  case,  immediate  relief 
from  the  burning  sensation  and  pain  followed  the  first  exposure ;  the  treatment 
was  then  suspended  for  a  time,  during  which  there  was  much  pain  in  the  side  of 
the  chest  in  which  the  eruption  occurred.  At  the  end  of  two  weeks  the  exposures 
were  resumed  and  given  three  times  a  week.  The  pain  ceased,  as  before,  after 
the  first  exposure  and  did  not  return. 

Psoriasis 

The  results  obtained  from  the  use  of  X-rays  in  psoriasis  are  more  satis&ctoiy 
than  from  any  other  remedy  we  have  for  this  disease.  So  far  as  my  experience 
goes  all  cases  of  psoriasis  are  relieved  by  the  X-rays,  but  some  of  them  more 
promptly  than  others.  In  cases  that  are  acute,  that  is  to  say  where  the  color  is 
bright,  the  response  is  more  prompt. 

X-Ray  Exposures,  —  The  exposures  may  be  given  daily,  or  more  safely  three 
times  a  week.  The  number  necessary  to  bring  about  healing  in  any  given  area 
may  be  6  to  lo.  Therefore  if  there  are  many  widely  distributed  areas,  some 
time  would  be  required  to  make  the  number  of  exposures  necessary  to  treat  the 
whole  diseased  tract,  so  that  the  treatment  might  extend  over  many  weeks,  or  in 
a  case  of  long  standing  and  of  especially  obstinate  character,  over  a  number  of 
months. 

When  the  disease  covers  very  large  areas,  for  example,  the  whole  of  the  trunk, 
the  entire  front  or  back  may  be  exposed  at  once  by  placing  the  tube  at  a  dis- 
tance of  40  to  50  centimetres  from  the  body,  if  the  apparatus  is  sufficiently 
powerful.  If  the  apparatus  is  small,  the  tube  must  be  placed  nearer  the  patient 
and  therefore  only  a  comparatively  small  area  can  be  exposed  at  one  time,  then 
the  tube  must  be  moved  and  another  area  treated  ;  consequently  with  such  an 
apparatus  a  long  time  must  be  consumed  at  one  sitting  in  going  over  the  whole 
affected  tract,  area  by  area,  or  else  the  patient  must  be  under  treatment  for  a  long 
period. 

My  experience  has  been  that  under  the  most  favorable  conditions  improve- 
ment may  begin,  in  a  given  area,  within  three  days  after  a  single  exposure  of  ten 
minutes,  and  i)rogress  rapidly  under  exposures  of  3  to  5  minutes'  duration,  given 
every  other  day,  the  tube  being  at  a  distance  of  20  centimetres. 
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Some  patients  do  not  show  improvement  so  rapidly  as  those  referred  to  above, 
but  after  a  very  few  exposures  improvement  is  readily  perceived,  even  in  the  worst 
cases. 

If  the  treatment  is  pursued  with  care  the  skin  heals,  becomes  natural,  soft, 
and  of  a  normal  color  without  any  irritation  being  caused  in  the  diseased  parts 
or  in  the  healthy  skin. 

Recurrences,  —  Recurrences  have  been  unusual  in  my  experience,  and  are  less 
likely,  I  believe,  to  occur  if  the  treatment  is  thorough  ;  but  if  they  take  place, 
they  yield  more  readily  to  treatment  than  the  first  attack.  Healing  seems  to 
begin  in  the  deeper  portions,  and  if  the  treatment  is  carried  out  so  thoroughly  as 


Fig,  399.  A.B.  Psoriasisof  forty  years' duration.  When  this  patient  came  to  me  for  treatment  by 
the  X-rays,  nearly  the  whole  of  the  front,  back,  and  sides  of  the  body  was  affected.  The  umbilicus 
is  seen  near  the  lower  right-hand  corner  of  the  cut.  The  upper  half  of  the  cut  shows  the  rough,  dry 
scaly  psoriasis  before  treatment  by  the  X-  rays ;  the  lower  part  an  area  which  had  been  of  the  same 
character,  but  which  became  soft,  smooth,  and  almost  like  the  normal  skin,  except  in  color,  after  five 
exposures  to  the  X-rays  of  twenty  minutes  each.     After  some  months'  treatment  this  patient  recovered. 

to  remove  all  traces  of  the  disease,  and  then,  if  a  few  additional  exposures  are 
given  after  healing  has  apparently  taken  place,  recurrences  do  not  seem  to  occur 
within  a  few  months  at  least.  How  permanent  the  good  effects  of  the  X-rays 
may  be,  it  is,  as  yet,  too  early  to  state. 

Two  of  my  cases  illustrate  the  difference  with  which  patients  with  psoriasis 
yield  to  treatment  by  the  X-rays.  In  one  case  (see  Fig.  399)  the  disease  was  of 
forty  years'  standing,  in  the  other  of  thirty-eight  years*  duration ;  in  both  cases  it  was 
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distributed  over  most  of  the  trunk  and  large  portions  of  the  extremities.  In  the 
first  case,  signs  of  improvement  were  seen  after  five  exposures,  and  the  treat- 
ment was  continued  for  months ;  in  the  second  case,  improvement  showed  itself 
after  two  exposures,  and  the  treatment  was  continued  for  weeks  only. 

The  patient  who  yielded  more  readily  had  the  advantage  of  a  much  more 
powerful  apparatus  during  the  whole  of  the  treatment,  so  that  the  tube  could  be 
placed  at  such  a  distance  from  his  body  as  to  expose  the  whole  side  of  it  at 
once;  whereas  the  other  had  a  small  apparatus  in  the  beginning  of  the 
exposures ;  but  I  do  not  think  the  difference  in  apparatus  accounted  altogether 
for  the  difference  in  the  time  required  to  produce  healing. 

It  has  been  stated  that  it  might  be  a  disadvantage  to  the  patient  to  expose 
large  areas  at  one  time ;  but,  so  far  as  I  have  observed,  there  is  nothing  but 
advantage  in  so  doing.  The  improvement  of  the  patient  under  such  circum- 
stances is  much  more  rapid. 

It  would  seem  as  if  the  X-rays  had  a  tonic  effect  upon  the  patient,  aside  from 
the  improvement  due  to  the  relief  obtained.  One  of  my  patients  was  much 
gratified  to  find  that  he  felt  better,  and  the  muscular  stiffness,  which  in  old  age 
is  apt  to  follow  prolonged  exercise,  was  not  so  apparent  after  he  had  been  under 
treatment  for  some  weeks ;  he  frequently  spoke  of  what  I  may  call  the  rejuvenat- 
ing action  of  the  rays.  The  sittings  in  his  case  were  sometimes  of  two  hours* 
duration  in  order  that  the  whole  diseased  area  might  be  given  its  due  proportion 
of  treatment.  I  have  had  other  patients  also,  one  a  nervous  invalid,  in  which 
similar  tonic  effects  have  followed  exposure  to  the  X-rays  —  the  treatment  in 
these  latter  cases  was  given  for  this  purpose. 

Dr.  Startin  ^  reports  a  case  of  psoriasis  that  came  under  his  care  in  March, 
1900.  The  patient  was  a  woman  twenty-one  years  of  age,  who  had  psoriasis  of 
the  legs,  arms,  and  body.  Dr.  Startin  first  treated  her  with  tonics,  arsenic,  and 
tarry  preparations,  until  she  was  tolerably  well,  except  for  one  patch  on  the  leg 
about  6  inches  long  and  3  inches  wide.  This  patch  he  treated  with  the  X-rays, 
giving  the  patient  seven  exposures  at  intervals  of  about  three  days,  Vrith  the 
result  that  the  whole  skin  was  healthy  about  a  fortnight  after  the  last  sitting. 
Dr.  Startin  states  that  in  the  treatment  of  skin  diseases  he  generally  gives  four 
or  five  exposures  of  10  to  15  minutes  on  consecutive  days,  with  the  target  at 
a  distance  of  5  inches. 

Hahn  -  reports  that  this  disease  is  favorably  influenced  by  the  X-rays.  The 
scales  fall  off  after  the  first  four  to  six  treatments  without  the  bleeding  charac- 
teristic of  patches  of  psoriasis  appearing.  The  cases  had  not  been  under 
observation  long  enough  to  say  whether  or  not  there  would  be  a  recurrence. 

Drs.  Hyde,  Montgomery,  and  Ormsby^  have  treated  thirty- two  cases  of 
psoriasis  by  means  of  the  X-rays,  and  in  each  case  the  results  were,  at  least, 

1  "  On  X-Rays  in  the  Treatment  of  Rodent  Ulcer,"  The  Lancet,  July  20,  1901,  pp.  144-145. 

2  FortschritU  a.  d.  Gch.  der  Roenigeustr.,  W.  IV,  H.  2,  pp.  95-96. 

^"  A  Contribution  to  the  Subject  of  Radiotherapy  and  Phototherapy  in  Carcinoma,  Tuber- 
culosis, and  Other  Diseases  of  the  Skin,"  Journal  American  Medical  Association,  January  3, 
1903,  pp.  1-8. 
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temporarily  satisfactory.  Four  to  ten  short  exposures  of  a  given  place  (length 
of  exposure  not  given),  with  the  tube  at  a  distance  of  about  25  to  30  centi- 
metres, were  usually  enough  to  cause  the  trouble  to  disappear  except  for  a  certain 
amount  of  pigment.  In  cases  where  the  thickening  was  moderate  the  scales 
often  disappeared  after  the  second  or  third  treatment,  and  the  itching,  if  any  was 
present,  was  relieved  at  about  the  same  time.  The  writers  noticed  that  as  a  rule 
the  first  effects  produced  from  exposure  to  the  X-rays  were  the  inability  to  show 
bleeding  points  and  the  reduced  number  of  scales,  and  that  the  latter  became 
more  easily  detached,  lost  their  micaceous  appearance,  and  were  more  friable  or 
even  powdery.  In  about  fifty  per  cent  of  the  cases  the  psoriasis  appeared  again 
within  a  few  weeks,  either  in  the  old  or  in  new  parts.  In  the  remaining  cases  re- 
currence did  not  occur  for  several  months.  In  two  cases  of  circumscribed  areas 
of  psoriasis,  which  were  of  many  years*  duration,  ten  exposures  to  the  X-rays 
were  given,  and  no  recurrence  had  taken  place  in  eight  months ;  but  in  a  few  of 
the  widely  distributed  cases,  although  the  treatment  was  carried  out  for  several 
weeks,  a  recurrence  took  place  while  new  regions  were  being  treated ;  as  a  rule, 
however,  the  recurrent  patches  disappeared  more  quickly  under  treatment  than 
did  the  original  ones.  The  writers  also  found  that  the  cases  of  short  duration 
were  more  easily  dealt  with  than  those  of  long  standing.  In  one  very  acute  case, 
in  which  the  skin  of  the  patient  was  especially  sensitive,  exposure  to  the  X-rays 
seemed  to  render  tlie  skin  more  irritable. 

They  likewise  state  that  the  influence  of  the  X-rays  in  psoriasis  is  in  harmony 
with  the  fact  demonstrated  by  Hyde,  twelve  years  ago,  and  often  since,  that  some 
cases  can  be  cured  by  exposing  the  skin  to  the  sun. 

Eczema 

So  far  as  I  can  judge  from  the  use  of  the  X-rays  in  this  disease  for  more  than 
two  years,  all  forms  of  eczema,  acute,  chronic,  moist,  and  dr}',  seem  to  be  amena- 
ble to  treatment  by  them.  In  the  case  described  on  page  410  there  proved 
to  be  some  doubt  about  the  diagnosis.  The  relief  from  the  painful  symptoms  in 
acute  cases  with  much  swelling,  irritation,  and  sensation  of  heat  sometimes  takes 
place  within  a  few  hours  after  exposure  to  the  X-rays.  In  cases  of  moist  eczema, 
accompanied  by  a  good  deal  of  pain  and  much  fetid  discharge  over  an  almost 
raw  surface,  relief  from  discomfort  may  be  obtained  within  a  few  days.  Patients 
who  at  first  are  afraid  to  give  up  the  local  treatment  they  have  been  using  soon 
rejoice  in  being  relieved  from  it.  But  while  relief  may  be  had  from  the  use 
of  the  X-rays  in  certainly  most  cases  of  eczema  within  a  short  time,  the  healing  of 
the  skin  may  require  some  weeks. 

While  it  is  too  early  to  state  that  the  X-rays  will  cause  healing  in  all  cases  of 
eczema,  there  is  no  question  they  afford  us  a  means  of  giving  relief  in  this  com- 
mon and  hitherto  obstinate  form  of  skin  disease.  Some  of  my  patients  have  been 
children  who  were  worn  out  with  constant  scratching  and  sleeplessness ;  others 
were  women  with  eczema  of  the  fiice,  to  whom  the  disease  was  not  only  a  dis- 
comfort, but  a  distress;  still  others  were  men  of  middle  age  who  had  suffered 
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from  eczema  for  years,  one  ail  his  life.  In  one  case  the  disease  was  so  serious 
that  life  had  been  burdensome  for  months,  and  the  odor  emitted  made  the  patient 
offensive  to  those  about  him.     In  all  these  cases  the  X-rays  gave  wonderful  relief. 

X-Ray  Exposures,  —  Exposures  of  5  minutes'  duration  may  be  made  every 
other  day,  in  some  cases  every  day,  with  the  anode  of  the  tube  at  a  distance  of 
15  or  20  centimetres. 

Greater  care  should  be  exercised  to  prevent  over-exposure  in  this  than  in  other 
diseases  of  the  skin  ;  and  in  treating  eczema  of  the  face,  the  eyebrows  and  eye- 
lashes should,  of  course,  be  carefully  protected. 

In  one  of  my  patients  the  eczema  was  in  the  scalp  and  in  the  parts  of  the  face 
covered  by  the  beard ;  but  by  using  great  care  the  disease  was  efficiently  treated 
without  causing  the  hair  to  fall  out. 

Most  local  treatment  should  be  given  up  when  the  X-rays  are  used ;  the  use 
of  any  ointments,  oxide  of  zinc,  particularly,  which  would  interfere  with  the 
passage  of  the  rays,  should  be  especially  interdicted. 

Recurrence,  —  The  eczema  may  reappear  but  seems  more  apt  to  occur  in 
parts  that  have  not  been  previously  treated  by  the  X-rays. 

Acne  Vulgaris  and  Acne  Rosacea 

My  own  experience  with  these  diseases  has  been  limited  to  a  few  cases,  but  the 
results  have  been  very  satisfactory.  It  is  gratifying  to  be  able  to  convert  the 
complexion  of  a  young  woman  that  is  repulsive  into  one  that  is  more  than  tolerably 
good. 

X-Ray  Exposures,  —  The  exposures  in  acne  should  ordinarily  be  of  10 
minutes'  duration,  a  little  longer  than  in  the  cases  of  eczema,  with  the  tube  at  a 
distance  of  20  centimetres.  They  should  not  be  given  oftener  than  three  times  a 
week,  and  the  frequency  should  be  reduced  if  too  much  irritation  is  caused. 

When  the  acne  pustules  and  comedones,  if  these  also  are  present,  are  near 
together  and  there  are  many  of  them,  the  area  exposed  at  once  should  be  large 
enough  to  include  a  number ;  but  when  they  are  isolated  the  opening  in  the  metal 
shield  should  be  only  a  little  larger  than  the  given  pustule  in  order  not  to  expose 
unnecessarily  any  portion  of  the  face,  if  that  is  the  part  attacked.  The  come- 
dones are  pushed  above  the  surface  after  several  exposures,  and  finally  fall  off  or 
are  brushed  off. 

To  carry  out  this  treatment  requires  time,  patience,  and  great  care,  for  no  risk 
should  be  run  of  producing  an  X-ray  burn  on  the  face ;  but,  on  the  contrary, 
every  precaution  should  be  exercised  to  expose  the  parts  it  is  desired  to  treat  and 
those  only ;  likewise,  as  is  i)ointed  out  below,  due  regard  should  be  had  to  the 
effects  on  the  skin  in  later  years. 

Dr.  Gautier  ^  (Paris)  reports  that  in  fifteen  cases  of  acne  vulgaris  and  acne 
rosaceoe  the  advantages  of  X-ray  treatment  have  been  very  great.  He  recom- 
mends a  daily  sitting  of  5  or  6  minutes'  duration  with  the  tube  at  a  distance 

1  "Traitement  de  I'acne  et  de  la  couperose  par  les  rayons-x,"  Comptes-remius  du  XII  Con^'ei 
International  de  MedecinCy  Muscou,  August,  1897,  PP*  385-386. 
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of  30  centimetres,  and  a  current  of  6  amperes  and  18  to  20  volts.  The  good 
effect  in  these  cases  became  apparent  after  the  sixth  sitting :  the  skin  peeled,  the 
acne  grew  paler,  the  vessels  were  less  apparent.  Later,  white  ribbon-like  masses 
were  seen  to  appear  between  the  nodules  and  the  patches  of  acne  rosacea. 

Dr.  Pakhitonov*  (Paris)  reports  a  case  of  a  woman  twenty-three  years  of  age 
who  had  suffered  from  acne  vulgaris  since  she  was  thirteen  years  old.  She 
improved  under  treatment,  but  was  not  completely  cured.  Dr.  Pakhitonov  sent 
her  to  Dr.  Gautier  for  baths,  which  soothed  the  general  irritation,  but  the  patches 
persisted.  They  finally  decided  to  use  the  X-ray  treatment,  and  after  twelve 
exposures  the  patches  were  completely  blanched. 

Hahn^  reports  two  cases  of  acne  rosacea  in  -which  he  obtained  excellent 
results.  The  redness  of  the  nose  and  of  the  contiguous  parts  disappeared,  and 
months  had  elapsed,  when  this  report  was  made,  without  a  recurrence. 

Dr.  R.  R.  Campbell^  reports  fifteen  cases  of  acne  that  he  treated  with  the 
X-rays ;  the  exposures  as  a  rule  were  of  10  minutes'  duration,  with  the  tube  at  a 
distance  of  10  to  15  centimetres.  The  cases  were  not  selected.  The  first  one 
came  under  treatment  early  in  January  and  the  last  on  March  19,  1902.  In  nine 
of  these  fifteen  cases  the  results  were  excellent  and  there  had  been  no  recurrence 
when  they  were  reported ;  one  of  the  nine  was  a  brunette  and  a  slight,  passive 
pigmentation  was  produced,  but  no  erythema  or  dermatitis ;  in  four  of  the  fifteen 
cases  a  few  papules  were  left ;  in  one  case  the  eruption  disappeared  except  in  the 
neighborhood  of  the  hair,  and  this  part  was  not  treated  on  account  of  the  depila- 
tory effects  of  the  X-rays.  In  one  case,  after  the  patient  had  been  under  treat- 
ment for  three  months,  January,  February,  and  March,  1902,  and  had  been  given 
thirty-three  exposures  of  10  minutes  each,  with  the  tube  at  a  distance  of  10 
to  15  centimetres,  a  slight  dermatitis  was  produced,  but  no  improvement  had 
taken  place  in  the  local  conditions.  Dr.  Campbell  thought  the  treatment  a 
failure  in  this  case  and  advised  discontinuance  of  it.  The  patient  therefore  went 
home  reluctantly,  but  on  June  24,  1902,  wrote  him  that  the  eruption  on  the  fore- 
head and  cheeks  had  disappeared,  but  that  the  lesions  on  the  chin  still  remained, 
though  they  had  somewhat  improved.  Dr.  Campbell  calls  attention  to  this  case 
as  it  illustrates  the  accumulative  effects  of  the  X-rays,  and  indicates  the  necessity 
of  careful  treatment  in  order  to  accomplish  good  results  and  avoid  disastrous 
effects.  One  of  the  cases  already  mentioned  was  of  especial  interest  in  that  the 
goitre  from  which  the  patient  was  also  suffering  had  almost  disappeared  after  the 
treatment  by  the  X-rays  that  was  given  for  the  acne. 

Hyde,  Montgomery,  and  Ormsby  *  report  two  extensive  and  severe  cases  of 
acne,  in  which  the  eruptive  symptoms  disappeared  under  the  use  of  the  X-rays ; 

^  "L'acne  et  les  rayons-x,"  Comptes-rendus  du  XII  Cottgrt's  International  de  Midecine, 
Moscou,  August,  1897,  PP*  382-385. 

2  Fortschritte  a.  d.  Geb,  der  Roentgenstr.^  B.  IV,  H.  2,  pp.  95-96. 

3  "Results  obtained  in  the  Treatment  of  Acne  by  Exposure  to  the  X-Koys^^  Journal  Ameri- 
can Medical  Association^  August  9,  1 902,  pp.  313-314. 

*  '•  A  Contribution  to  the  Subject  of  Radiotherapy  and  Phototherapy  in  Carcinoma,  Tuber- 
culosis, and  Other  Diseases  of  the  Skin,"  Journal  American  Medical  Association,  January  3, 
1903*  PP-  1-8. 
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in  some  cases  a  few  exposures  aided  the  other  treatment  employed.  These  writers 
think  that  in  cases  of  acne  confined  to  small  areas  the  X-rays  are  of  undoubted 
value  and  that  the  treatment  can  be  pushed  to  the  point  of  producing  atrophy  of 
the  affected  glands  and  follicles  ;  but  that  when  the  acne  is  more  widely  distributed 
and  new  areas  are  constantly  being  affected,  though  the  X-rays  give  temporary 
benefit,  they  cannot  be  expected  to  make  a  permanent  cure  unless  the  treatment 
is  carried  so  far  as  to  cause  general  atrophy  of  the  sebaceous  glands  of  the  face ; 
and  that  this  course  must  be  questionable  until  its  effect  on  the  skin  10  to  40 
years  later  is  known.  The  writers  further  believe  that  no  local  treatment  can  be 
expected  to  take  the  place  entirely  of  the  treatment  of  the  underlying  conditions 
on  which  many  cases  of  acne  depend. 
• 
Prurigo,  Pemphigus  Foliaceus,  Lichen  Ruber  Planus 

Freund^  states  that  Scholtz  had  no  distinct  results  in  the  treatment  of  prurigo 
with  the  X-rays,  but  that  he  obtained  a  temporary  improvement  in  pemphigus 
foliaceus  and  observed  striking  results  in  lichen  ruber  planus,  retrogression  of  the 
papules  taking  place  with  scaling  and  pigmentation. 


2.    HYPERTROPHIES 
Elephantiasis,  Verruca,  Keratosis 

Elephantiasis,' — Sorel  and  Soret  report  favorable  results  with  this  disease. 

Warts,  —  Sjogren  and  Sederholm  -  have  found  the  X-rays  useful  in  the  treat- 
ment of  warts.  1  have  also  found  that  warts  can  be  removed  by  the  X-rays,  but 
that  other  methods  of  treatment  are  simpler. 

Keratosis  and  pre-ei)itheliomatous  growths  seem  to  yield  to  the  X-rays.  My 
experience  in  these  cases  has  been  satisfactory. 

3.   ATROPHIES 

Growth  of  Hair  stimulated  by  X-Rays 

The  X-rays  have  for  some  time  past  been  used  to  remove  superfluous  hair, 
but  it  seems  surprising  that  they  should  also  be  capable  of  stimulating  the  growth 
of  the  hair  in  patients  where  it  has  been  gradually  fulling  out.  For  example,  one 
of  my  i)atients  who  had  a  skin  disease  over  a  considerable  area  of  the  body  and 
also  to  some  extent  in  the  scalp,  and  who  had  very  little  hair  on  the  top  of  his  head, 
desired  to  have  the  scalp  exposed,  although  T  cautioned  him  that  it  might  result 
in  a  loss  of  hair.  He  was,  however,  indifferent  to  this  effect.  The  hair  did  fall 
out  to  some  extent,  Init  later  returned  with  renewed  vigor,  and  he  had  such  an 

^  Cruwiriss  iter  Gesammten  Radiotherapie  fiir  Praktische  Acrztc^  I903»  P-  240. 
-  "  Ik-itrag  zur  therapeutischen  Vtnvcrtung  tier  Roentgenstrahlen,"  Fortschritte  a,  d.  Geb, 
der  Koentgenstr.y  B.  I\',  H.  4,  pp.  145-170. 
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increased  growth  of  hair  that  his  friends,  who  were  not  aware  of  what  had  been 
done,  commented  upon  it. 

Another  patient,  a  woman  who  was  losing  her  hair,  desired  to  try  the  effects 
of  the  X-rays.  Six  exposures  of  five  minutes  each,  with  the  tube  at  a  distance  of 
20  centimetres,  were  given  during  three  weeks,  and  at  the  end  of  this  time  the 
hair  on  the  top  of  the  head  began  to  come  out  freely.  Over  the  area  that  had 
been  treated  a  barely  perceptible  reddening  of  the  scalp  could  be  seen.  A  few 
weeks  later  this  area  was  covered  with  quite  a  thick  growth  of  short  hair,  which 
more  than  replaced  the  hair  which  had  been  lost. 

The  risks  of  this  treatment  are  obviously  great,  as  at  present  it  is  difficult  to 
adjust  the  dose  of  the  X-rays  in  such  a  way  as  to  accomplish  only  the  desired 
result,  that  is,  to  stimulate  the  growth  of  the  hair  without  causing  it  to  fall  out. 


Alopecia  Areata 

Freund  ^  reports  a  case  of  alopecia  areata  treated  by  R.  Kienbock  by  means 
of  the  X-rays.  The  patient  had  suffered  from  this  disease  three  years.  Kienbock 
gave  the  front  of  the  head  six  exposures  of  fifteen  minutes  each  with  the  tube  at  a 
distance  of  20  centimetres.  What  hair  there  was  in  this  region  fell  out,  and  two 
months  later  vigorous,  dark,  normal  hair  appeared.  On  the  untreated  portions 
of  the  head  the  alopecia  remained,  and  Kienbock  drew  the  conclusion  that  the 
X-rays  and  depilation  led  to  a  new  growth  of  normal  hair. 

Freund  also  cites  a  case,  treated  by  G.  Holzknecht,  in  which  similar  results  were 
produced.  In  this  case  five  exposures  of  ten  minutes  each  were  given  with  the 
tube  at  a  distance  of  20  centimetres.  The  hair  did  not  fall  out  so  completely  at  first 
as  in  Kienbock's  case,  but  some  thick,  black  hair  remained,  so  that  every  bald 
patch  was  surrounded  by  a  circle  of  black  hair.  The  new  growth  of  hair  appeared 
in  the  areas  that  had  been  bald  before  treatment  by  the  X-rays  was  begun,  and 
two  months  after  the  rings  of  hair  had  fallen  out  new  hair  began  to  appear  in 
these  regions.  Holzknecht  had  similar  results  in  two  other  cases.  But  Freund 
states  that  Holzknecht,  Kienbock,  and  he  himself  have  had  refractory  cases  of 
alopecia  areata,  and  goes  on  to  say  that  for  the  present  the  hope  that  the  X-rays 
will  be  a  cure  for  a  general  alopecia  that  has  been  looked  upon  as  incurable  must 
be  given  up. 

Freund  believes  that  an  absolute  depilation  is  not  necessarily  recjuired,  but  that 
the  X-rays  need  merely  be  used  to  stimulate  into  activity  the  papillae  of  the  hair ; 
that  they  may  be  used  in  cases  of  alopecia  areata,  which  would  improve  spon- 
taneously or  under  the  use  of  other  therapeutic  methods,  but  that  the  X-rays  bring 
about  quicker  results  than  treatment  by  drugs  ;  that  the  X-rays  are  not  a  specific 
cure  in  these  cases,  and  their  power  to  make  the  hair  grow  is  not  so  sure  as  their 
power  to  make  it  fall  out,  but  that  nevertheless  the  fact  observed  by  Kienbock  is 
very  interesting  and  shows  how  the  same  means,  if  reasonably  used,  may  be  help- 
ful for  two  diametrically  opposite  purposes. 

^  Grundriss  der  Gesammten  Radiotherapie  fur  Prakiische  AerUty  1903,  pp.  221-224, 
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4.   SENSORY   DERMATO-NEUROSES 
Pruritus  Ani  and  VuLViC 

Sjogren  and  Sederholm  ^  observed  that  the  itching  in  this  disease  was  favor- 
ably influenced  by  the  X-rays,  and  heahng  took  place  if  no  great  change  of  this 
part  of  the  skin  had  been  produced  by  the  original  disease,  and  if  the  cause  of  the 
itching  was  cured. 

Scholtz^  reports  a  severe  case  of  pruritus  vulvae  in  which  he  obtained  decided 
improvement. 

5.   PARASITIC  AFFECTIONS 

Cutaneous  Blastomycosis 

Hyde,  Montgomery,  and  Ormsby  ^  report  two  cases  of  cutaneous  blastomycosis 
in  which  the  borders  that  had  not  healed  under  treatment  by  iodide  of  potassium 
disappeared  after  twelve  and  sixteen  exposures  to  the  X-rays  respectively. 

6.    NEW  GROWTHS 

The  value  of  the  X-rays  as  an  aid  in  making  a  diagnosis  in  both  medical  and 
surgical  cases  is  already  recognized.  Their  beneficent  action  in  relieving  many 
forms  of  skin  diseases  is  well  established,  but  the  position  they  will  eventually  hold 
as  a  therapeutic  agent  in  the  treatment  of  cancer  is  still  to  be  determined.  The 
cases  thus  far  treated  are  too  few  in  number,  and  too  short  a  time  has  elapsed 
since  their  treatment  was  begun,  to  justify  as  yet  definite  conclusions.  The  sub- 
ject must  therefore  be  approached  without  undue  enthusiasm,  and  with  the  full 
realization  that  at  least  a  few  more  years  of  careful  study  are  needed  to  determine 
what  is  to  be  the  position  of  the  X-rays  among  the  legitimate  methods  of  treating 
new  growths  ;  but  the  considerable  number  of  articles  on  this  subject  given  at  the 
end  of  this  Appendix  shows  how  fully  interest  in  it  has  been  aroused,  and  a  study  of 
them  indicates  that  excellent  work  has  been  done,  notably  by  Sequeira,  Johnson 
and  Merrill,  Morton,  and  Pusey. 

Method  of  Treatment  in  Cases  of  Cancer 

Rules  regarding  the  length  of  exposure  and  the  distance  of  the  anode  from 
the  patient  cannot  be  applied  too  literally,  the  experience  of  the  practitioner 
must  be  the  guide  in  determining  exactly  what  should  be  done  in  the  individual 
case,  because  the  apparatus  used  by  one  physician  may  vary  very  much  in  power 
from  that  of  another.  The  following  general  directions  may  be  helpful  in  the 
treatment  of  new  growths. 

^  "  Beitrag  zur  therapeutischen  Verwertung  der  Roentgenstrahlen,"  Fortschritte  a,  d.  Geh, 
der  Roentgenstr,^  B.  IV,  H.  4,  pp.  145-170. 

2  "  Ueber  den  Einfluss  d.  Roentgenstrahlen  a.  d.  Haut  in  gesundem  u.  krankem  Zustande," 
Arch.  f.  Der  mat  u.  Syphilis^  Vol.  59,  1902,  p.  443. 

'  "A  Contribution  to  the  Subject  of  Radiotherapy  and  Phototherapy  in  Carcinoma,  Tuberculo- 
sis, and  Other  Diseases  of  the  Skin,"  Journal  American  Medical  Association^  January  3,  1903, 
pp.  1-8. 
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Small  Growths 

Distance  of  Tube,  —  The  tube  may  be  first  placed  at  a  distance  of  20  centi- 
metres, and  if  there  is  no  reaction  after  a  few  exposures,  this  distance  may  be 
shortened  to  15  centimetres. 

Length  and  Frequency  of  Exposures,  —  The  first  exposures  may  be  of  5  to 
10  minutes*  duration;  but  if  after  a  few  exposures  given  during  the  course  of 
two  weeks  too  much  reaction  should  be  excited,  this  time  should  be  shortened. 
The  exposures  should  not  be  given  oftener  than  three  times  a  week.  An 
interval  between  the  sittings  is  desirable,  as  otherwise  the  accumulated  effects 
of  the  X-rays,  which  manifest  themselves  only  after  some  time,  might  be  in 
excess  of  what  is  desired.  When  the  development  of  rapidly  increasing  moist 
growths  is  arrested  and  improvement  becomes  obvious,  the  exposures  may  be 
given  less  often,  twice  instead  of  three  times  a  week.  By  this  procedure  the 
physician  can  watch  more  carefully  the  process  of  healing  and  avoid  too  violent 
treatment.  It  has  seemed  to  me  that  when  the  progress  of  these  growths  was 
once  arrested  and  improvement  had  begun,  nature  needed  less  assistance  from 
the  X-rays  than  at  first.  This  observation  does  not  apply  to  dry,  indolent 
growths,  such  as  many  forms  of  rodent  ulcer  which  require  more  vigorous 
treatment  along  dry,  indurated  edges. 

In  treating  new  growths  some  ingenuity  must  be  used  in  certain  cases  to 
make  them  accessible  to  the  X-rays  without  injuring  the  neighboring  parts. 
The  following  cases  are  illustrative :  — 

New  Growths  on  the  Eyelid,  —  When  it  is  necessary  to  expose  strongly  new 
growths  on  the  eyeHd,  the  small  instrument  used  by  ophthalmologists  for  raising  the 
lid  may  be  modified  to  suit  this  need.  One  form  of  this  instrument  is  made  of 
bent  silver  wire,  and  that  portion  of  it  which  goes  under  the  lid  can  be  made 
solid  by  soldering  a  piece  of  metal  across  it,  and  inserted  under  the  part  of  the  lid 
occupied  by  the  new  growth  to  protect  the  eyeball  from  the  X-rays.  The  usual 
outer  shield  to  protect  the  parts  surrounding  the  new  growth  is  then  placed  in 
position,  and  by  means  of  these  appliances  and  the  tube  holder  painted  with 
several  coats  of  white  lead,  the  new  growth  only  is  exposed  to  the  X-rays. 

New  Groiuths  in  the  Ear,  —  The  following  case  illustrates  a  useful  method  of 
treating  growths  in  this  region  :  This  patient,  who  was  sent  to  me  by  Dr.  Wilson 
of  Bridgeport,  Conn.,  for  treatment  by  the  X-rays,  had  an  epithelioma  of  the  pos- 
terior wall  of  the  auditory  canal  that  had  been  operated  on  and  had  recurred. 

I  placed  the  patient  on  the  stretcher  already  described  and  figured,  and  in- 
serted into  the  canal  a  speculum,  one  lip  of  which  was  made  of  aluminum  and  the 
other  of  silver ;  by  means  of  this  silver  the  healthy  part  of  the  canal  was  protected 
from  the  rays  while  the  other  was  exposed.  The  external  ear  and  hair  were  shielded 
ft-om  the  rays  by  sheet  lead  placed  around  the  speculum  and  by  the  box,  painted 
with  white  lead  and  enclosing  the  tube,  already  described.     This  growth  healed. 

Ne7u  Groivths  in  the  Mouth,  —  I  have  found  the  glass  speculum,  painted  on  the 
inside  with  white  lead,  and  employed  as  shown  in  Fig.  400,  useful  when  treat- 
ing a  new  growth  in  the  mouth.     It  will  also  be  of  assistance  in  other  cavities. 
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Dr.  E.  W.  CaldwelP  of  New  York  has  described  a  new  tube  for  thera- 
peutic applications  of  the  Roentgen  rays  to  the  larynx,  tongue,  prostate,  cervix 
of  uterus,  vagina,  etc. 

The  target  in  these  tubes  is  placed  at  the  end  of  a  tubular  projection  on  the 
spherical  portion  of  the  tube.     Over  this  projection  is  a  tubular  hood  of  sheet 
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Fu'..  400.  Glass  speculum,  painted  inside  with  while  lead,  to  be  used  for  treating  new  growths  in 
cavities.  The  flaring  edge  of  the  speculum  shields  the  parts  under  it,  and  the  sheet  of  pure  tin  is  a 
further  protection.  The  section  of  the  tube  holder  and  the  tube  are  shown  above  the  speculum.  A 
glass  diaphragm  only  may  be  used  in  the  lower  part  of  the  tube  holder,  as  shown  in  the  cut,  or  an  addi- 
tional one  ot  sheet  lead  may  be  placed  above  it.  The  aluminum  screen,  0.25  millimetre  thick,  shown 
in  the  cut,  is  grounded  by  a  wire. 

metal,  which  has  an  aperture  through  which  the  X-rays  pass,  and  therefore 
the  hood  limits  the  area  exposed  to  their  action.  (Instead  of  a  hood  this 
portion  of  the  tube  can  be  painted  with  white  lead,  as  has  been  done  by 
E.  K.  Fewkes  in  other  kinds  of  tubes.)  As  the  anode  is  brought  very  near  the 
part  to  be  treated,  long  exposures  are  not  required.  It  is  stated  that  these 
tubes  may  be  best  used  on  a  small  static  machine. 

^  uXtiv  York  Medical  Journal^  July  12,  1902. 
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Cancer  of  the  Breast 

In  treating  larger  growths,  such  as  inoperable  cancer  of  the  breast,  it  may  be 
necessary  to  increase  the  length  of  the  exposures  and  make  them  as  long  as  the 
skin  will  bear,  and  even  sometimes  to  excite  a  slight  dermatitis.  The  cases  which 
permit  the  greatest  length  of  exposure  are  those  in  which  there  is  a  large  ulcerat- 
ing surface  or  a  considerable  mass  of  diseased  tissue.  The  exposures  in  these 
cases  should  be  made  two  or  three  times  a  week,  and  should  be  of  longer  duration 
than  under  any  other  circumstances.  The  effect  of  this  energetic  treatment  is  to 
soften  the  induration  and  cause  profuse  discharge.  After  the  mass  has  been  thus 
disposed  of,  improvement  usually  takes  place  quite  rapidly.  Great  care  should  be 
taken  to  intermit  the  treatment  should  any  symptoms  of  toxaemia  arise  due  to 
absorption  from  the  growth. 

When  the  skin  is  unbroken  the  treatment  cannot  be  pushed  as  when  there  is 
an  open  ulcerating  surface.  The  X-rays  applied  to  a  large  mass  underneath  an 
unbroken  skin,  particularly  when  the  new  growth  is  of  a  nature  that  increases 
rapidly,  softens  that  mass  in  some  cases,  and  portions  of  it  are  slowly  absorbed. 
This  process  may  give  rise  to  symptoms  affecting  the  general  condition  of  the 
patient,  therefore  it  is  necessary  to  proceed  cautiously  in  those  cases  in  which 
the  products  of  the  changes  set  up  by  the  X-rays  cannot  find  a  ready  outlet  to  the 
surface.  The  elimination  of  these  products  from  the  system  is  desirable ;  whether 
it  is  wise  in  cases  of  cancer  of  the  breast,  where  the  skin  is  unbroken,  to  apply 
the  X-rays  over  a  very  small  area  so  vigorously  as  to  cause  a  deep  ulceration 
and  thus  allow  drainage,  is  a  question  for  experience  to  determine. 

In  treating  cancer  of  the  breast,  whether  primary  or  after  operation,  with  the 
X-rays,  not  only  should  the  site  of  the  disease  be  exposed,  but  also  the  glands, 
which  might  become  affected,  and  the  whole  shoulder  and  neck ;  likewise  the 
other  breast,  for  it  should  be  remembered  that  the  growth  is  liable  to  appear  in 
the  latter  breast. 

Patients  should  report  at  intervals  of  a  month,  for  a  time  after  cessation  of 
treatment,  whether  they  have  been  suffering  from  a  smaller  or  a  larger  growth. 

The  method  of  treating  new  growths  which  I  have  used  is  less  severe,  as  a  rule, 
than  is  usually  recommended.  The  disadvantage  of  this  milder  treatment  is  that 
more  exposures  are  required  ;  but  on  the  other  hand,  there  is  less  likelihood  of 
exciting  so  much  reaction  as  to  cause  the  new  growth  to  spread  or,  in  larger 
forms,  of  causing  toxaemia. 

The  following  tables  give  in  some  detail  and  a  summary  of,  respectively,  150 
cases  of  new  growths  that  have  come  under  my  care  prior  to  January  i,  1903. 
I  do  not  include  those  subsequent  to  this  date,  as  their  treatment  is  too  recent  to 
make  them  of  much  value,  nor  the  post-operative  cases. 

These  150  cases  may  be  subdivided  into  smaller  new  growths,  loi ;  larger 
new  growths,  such  as  those  of  the  jaw,  neck,  and  leg,  18  ;  cancer  of  the  breast,  31. 

In  carrying  out  the  treatment  in  a  large  proportion  of  these  patients  at  the 
Boston  City  Hospital,  I  have  had  the  efficient  assistance  of  Dr.  S.  W.  Ellsworth. 


678     THE   ROENTGEN    RAYS   IN    MEDICINE  AND   SURGERY 


8s 

o 

H 

a: 
o 

CO 

I 
X 

H 

PQ 

Q 

H 
< 

H 

CO 

H 

^ 

O 

£< 

o 
o 

CO 

w 

CO 

< 


O 

CQ 
< 


■a 

g 

Nearly  healed  when  ceased 

coming 
Improved 

Has  been  well  since  Sep- 
tember, 190X 
Improved 

Did  not  do  weU 
No  scar 

sXb^'X  -taije  a3uajjn33^ 

pairaH  »ON 

lii                                          .{.          lii      lii           ^ 

luauiieaix  panunaoDstQ 

.i.      .i.                                      .i. 

)uau])B3JX  -"PUQ 

.i.           .i.          .i.                ^         ^      lif                    ^ 

papfaH 

tib    ^    ^        ffb    ^*        ^^        '^              •!«*        *•!« 

spuBio 

sasBjsBja)^ 

uouBanQ 

a3uajjn3a^     |                                                                             i{i 

XjBaii4({ 

^ii<^^ii.iiiiiiii<iiiii.^ii.^ii.^     liiiii^     •iiiiiii.ii«^^^iii 

1 

1 

c 

|B3ld03S0J3tJ\       jl{(l{(l{(l{(^^l{<l{«                l{«                l{(                       4*^                                      ifl 

iBoiuin    1                         ^        »i«^     »i«»i«     »i«»i«»i«         ii«  ifi  ifi  ifi  lii     ^ifi 

c 

M 

.2 

Q 

Carcinoma 

Epithelioma 

Rodent  Ulcei 

Epid.  Carcin. 

Carcinoma 

Rodent  Ulcer 

Carcinoma 

Ulceration  and  Necrosis 

Rodent  Ulcer 

Epithelioma 

Rodent  Ulcer 

Carcinoma 

Carcinoma 

Epid.  Carcin. 

Epid.  Carcin. 

Carcinoma 

Epithelioma 

Epithelioma  ? 

Carcinoma 

Carcinoma 

Rodent  Ulcer 

Rodent  Ulcer 

Epith.  or  R.  U. 

Epithelioma 

Papilloma 

Epithelioma 

Rodent  Ulcer  ? 

Epithelioma 

=>sv  1    J;^^3^  g.  R  Ji ;;;  3.'5>'olj;  f:"i°5.  ^v3  v3  °3.'S.^^  ?.  5;  s>  5.^  «?.  P;*?*^ 

X3S    i    SP-5:SSSu.p?Sb-u.:^u.sSSS?;?.t*.Su.^SSS£»«£»« 

aaquinx 

-«^^.n>o.^oooo-2::?;r^^'2?8sss*S'S'^;;-*s 

APPENDIX 


679 


•«  S   I  2 

c 


•8 
"8 


s 


s     s 

til 

Mas 

Ml- 


•s 

I 

a 

M 

S. 


.s-g 


^  2 


2-2 
B   * 


* 

**                 * 

!{<         lil         ^                      ^               lillil 

*                 •i** 

.i.                                                                                                              ^ 

** 

*     * 

^                      .i.                      .i.                                           ^'•i' 

^ 

^ 

4*     •!< 

^             *i*         ^*b         *i*         ^li* 

^ 

* 

>» 

00  « 

^ 

**                lii 

e!|  *•              *• 

^ 

TTTT     •r'r 

^•i«* 

*                *         ^.li-.i.^^.li.li.         •i.^lil                      !{< 

••2  .3- J  J  ».&.•§ 

nJ  ^  u  a  A^  (/3 


Sis        I 


Hi 


Hi 


CQH-lPQ-li-lH:?<PQxAZ2U^ZHca(bU2(iuOCQCQ0Q 


.i.^ 


•i*     ^     ^^ 


a 


v«      ri       C9      r^  rs       c« 

B  B   B  E  ^  B  B 
.2  .2  .2  .2  S  .2  .2 

I I I 11 11 

'p,  'p,  'p,  'p,    J3   'g^  'p, 
(d  Cd  U)  (d  0  Cd  U] 


■♦O«oo0ft    ft    ts,o    mo    «rtw    OOP    •Airt'^NO    0>o    o    rs.i/^0    o    «ft 


S^  ^  S  bb  ^  ^  ^ 


U'SSf««sssss5*.fc.: 


'  **;  ^  ^,  ,«  I 


:;;  (X.  (h  S  u.  (b 


rs,  00    o«   O 


i/>   i/>   m  N 


68o     THE   ROENTGEN    RAYS   IN   MEDICINE  AND   SURGERY 


.*: 

I 

o 

H 

X 

o 

cu 

en 

I 
X 

H 
> 

Q 

H 
< 
W 

a: 

H 

X 
H 


O 
•r. 

r. 

< 


3 

1  2 

.ti 

5i 

•g 

•s^ 

0 

E^ 

M 

.:< 

1 

J! 

I 

9( 

V 

r<^ 

1= 

? 

o 

far  a^ 
mprov 
to  an 
ment 

1  ? 

o 

a 
E 

s-^ 

1 

a 
E 

"" 

•"* 

I 
sXcy-X  iaijc  ajuaxinoa^ 

P=»I«'H  »OM 

^ 

luauuKaJX  panuijuoDsiQ 

* 

* 

* 

* 

*                             * 

ju.->uncaiL  -lapuil 

* 

* 

* 

paieaH 

*i*^4*4*^     4*4**i* 

* 

* 

•i.                             4.^ 

spuBio 

S9$ei«naiv 

>» 

>,  >» 

>»  e 

>»  >. 

>« 

>. 

>« 

X 

uouejncT 

o 

<0     ro 

t*>  vo 

■♦  •♦ 

o 

NO 

ts, 

N 

VO                                   ^    >- 

^ 

^ 

asusjjnoa^ 
XjuuiiJfi 


>i«>  > 


^ 


C  ^ 


•i*** 


^•{iiii 


•.    -    *-    i;    V 


O 

w    I 


rj 

rcas 
reas 
rcas 
rcas 
orch 
ace 
hec 

« 

=:  H^  J  J  V5  r-  /.  J  c:  3  Z  W  ir.  >^.              < 

s  ffi  sc  q:  b.  u.  u 

P' '!' 

«'.>SOiJ||^' 

*                        *            * 

** 

H>iui|  ) 

* 

i{«  »{4  ^  i{«  ^  i{«  i{«  i{«      ^>i«^^ 

•i-*****-!* 

!l. 

^     O     rt 

■^ 

un, 
r  sec 
com 

c 

«  ^    « 

rt 

1^2 

««       » 

E 

rtEEEESEErtESEE^rtiE 

c«    t    rt    rt    E    rt    S 

0 

1  J  J  -i  -i  J  -i  •  2   5  -J  -2  .£  i    £    S     .  .J 

u 

cuwwwvwccwfww'^SS'^ 

X 

•s.cj=4=j=j=j=j=--:jcj=j=j=    u    b    2j= 

^  .::  .s  .ti  .ti  .t:    s   s    ii   ti   t:  .ti  .s    «    «   -  .ti 

o. 

fl    aa.o.&.a.aQ.r!    aaaac:    >«    «    a 

rt    n    rt    «    q.   cs    C. 

Ul 

cjwu:u:uju]u:u:;j;i:u:uu;<           u: 

u  u  u  u  u:  u  u: 

oSv 

s 

in\CO«'>oo»-r^Om<>OOOf«                  0 

,n    4-    in    5J-    in    u^  vo 

jj4Munv 

u. :?  5*  ^  ^  :?  ?.  5?  '*  ^  c»-  s  '•*-  '*        s 

U.   b.   U.   U.   b.   U.   S 

^  cs  <s  <;?  of  ,5^  s 

APPENDIX  68 1 


1 

1 

1 

12 

"5 

3 

§. 

S  S 

0 

« 

tA 

V 

•a  j<    >» 

« 

c 

1"^ 

Nearly  healc 

Glands,    nee 

removed  3 

1 

1 

.a 

"5 

0^ 

11 

.2 

t 

c/: 

1 

.1 
s 

0^ 

» 

h 

*     * 

^        * 

* 

h 

*     * 

* 

** 

^ 

•ii^ 

** 

^ 

* 

* 

* 

* 

*  * 


•i« 

>» 

>» 

lO-*fO-*.««sO      0      •-' 

>» 

■♦ 

**                    .J. 

*     *            J 

1        * 

* 

0 

u 


t3  «  >5  g 

IL§li.^lilli..ijilUl}...^.JjI||     hjll  II 


l! 


En  ->  *«  J<  ^ 

««rt6r:«EB«i;^fi«serE«BSS  «EEE«E'«E.-«E«EEcE--22 

I   E  .0  ^   S  .2  .0    S  «  ^  .0    E  J  P  .2   S    0  J  .0  rt  rt   E  J  .0  .0   E  .0   E  J  :-^    E    S    E  .2  J   §  .2  .£  £  I 

•3  "G  ■£  ^  '0  •£  -5  g  g  ^  •£  'p  •£  ^  ■£  'w  •£  £  -5  8  8  '?  -  •£  •£  o  -5  'G  •£  ^  '3  ^  "u  -  "5  r;  •£  c  •£  -g  . 

!S  «  S.  5  !5  '5.  "a  >.  ,  5  'a  S  "5.  5  a  «  'S.  'S.  "5.  I;  S  §  'S.  "S.  'S.  S  'S.  «  '5.  5  n  «  S  '5.  '5.  ^  '5.  ;2  "S.  « 

c3  u  u3  ag  u  wu3JtAfl<wou3:^u;uu3u;wJ?J:uwwwDu:u  ui  a  -j u  m  m  tr.  w  c  u;  u 

■♦♦O^O     fnts,>3     wo     i/^.g»5iA-*'OvOvO     tn>o  W  "^vC     ts,rvv5     roooo  r^-*»n           •»7^"^-»««^g>'o     ■♦ 


682     THE   ROENTGEN    RAYS   IN   MEDICINE  AND   SURGERY 


I  ■! 
8^i 


8 


•3 

> 
2 


e    c'    x 
E    ^    c 


o    Ei 

^     m    •" 

2  s  §• 


o 

H    , 
O 

2  . 

a. 

C/3 

< 

u]  : 

^  I 
>  i 

I 
Q 

H 

< 

W 

H 
en 

H 

O 
X 

o 

w 
z. 

o 

w 

< 

u 


o 

w 

03 
< 


sXe^  X  -^^ij*  »uajjn33^ 


P9I«^H  »oX 


luauiieaj  i^  panuijucosiQ 


*  * 


•ii^ 


^^ 


^•ii 


paieaH     i    ^«      •!«* 


•i«»i«»i«     •!« 


.iiii. 


iii     ii«     lii 


spue|Q 


uoueinQ 


*n   t*   \0    m   fo   «    ■♦ 


>s    >>    >s    >> 


M  O    vo    OO 


93U3iJn33^ 


XjeuiiJf{     j     ^ 


^Ei        ^Ki  ^Ki  kl^  J%        ^Eg  iZi  kl^  feb  kl^  ^1^  ^b  ^1^  kb 


1 1 1 . 5 

•-•    »-    "    •:    »i 


d^  ag  ^  c£  2 


|c:)idoDSOjDij^ 


** 


^       »i* 


E    E 


B   » 

2   E 
—    c 


rt  rt    (3    rt    rt    fS 

£   <S   E   £   E   S   E  ; 
2    G  .2  .2  .2  .2  .2  ' 


«   E  q   E    E  I 
E    o  3   c    o  , 


E    ? 


^  -c  ^  -r: 


E   A 
2  «-> 


11 


J=^^^j:    S-nJ=    «J=£, 


i-E-B  sl-^l'ls 


u:uu:'Ju:uu;;x^WMuja;uuj9^u:u:.<s      uzcjtf 


is 

O     w 

.£  g 


i  E 


^^3 


t^  ^o    <*»   r^ 


O     N   vc    oo 


O       M 


vo     <*»    »«    * 


prp;pru-5:u.:;ru.u.p:u.S^f»'?.  SS7?       f*«t»-SSS       U.S 


•O     r^  00     ■■>    O 


CI     «     «     ct     m<*>romi 


eiVo'*-«ANO     r^oo    ^O 


■♦    irj  NO     ts,  00 


APPENDIX 


683 


SMALLER   NEW  GROWTHS 

The  following  table  is  a  summary  of  the  results  in  the  loi  cases  of  smaller  new 
growths  :  — 

One  Hundred  and  One  Smaller  New  Growths  treated  by  X-Rays 


Healed  — 

Carcinoma 

Epidermoid  carcinoma  (Epithelioma) 

Rodent  ulcer 

Spindle-celled  sarcoma 
Ulceration  and  necrosis 

Under  Treatment  — 

Carcinoma 

Epidermoid  carcinoma  (Epithelioma) 
Rodent  ulcer 

Discontinued  Treatment  — 

Epithelioma 

Keratosis 

Rodent  ulcer 

Not  Healed  — 

Carcinoma 

Epidermoid  carcinoma  (Epithelioma)  . 
Rodent  ulcer ^ 


5 

44 

8 

I 
I 


4 
9 
5 


14 

I 

2 


59 


18 


17 


7 

lOI 


The  fifty-nine  heaUd  cases  have  been  well  from  periods  varying  from  more 
than  two  years  to  over  two  months.  Only  a  very  few  have  been  healed  for  the 
longer  period  mentioned. 

The  following  cases  show  how  healing  may  follow  the  use  of  the  X-rays  with 
a  minimum  amount  of  disfigurement. 
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Case  14.  Alfred  T.,  thirty  years  of  age.  Patient  of  Dr.  F.  E.  Cheney.  Mi- 
croscopical diagnosis,  epidermoid  cancer  of  the  lower  lid.  History  :  the  growth 
began  as  a  small  sore  under  the  lid  in  September,  1900 ;  in  May,  1901,  the  growth 
was  about  half  as  large  as  a  pea ;  in  July,  1901,  the  lower  lid  was  gone  and  the 
growth  was  rapidly  extending  on  the  cheek.  When  the  patient  was  sent  to  me 
for  treatment  by  the  X-rays,  the  growth  was  5  by  2  by  i  J  centimetres  in  extent 


Fig.  401.    Case  14,  Alfred  T.    Microscopical  diagnosis,  epidermoid  cancer  of  the  lower  lid.     Before 

treatment  by  the  X-rays. 

X-Ray  Exposures,  The  first  exposure  was  of  fifteen  minutes*  duration  ;  after 
an  interval  of  four  days  a  second  of  twenty  minutes  was  given,  and  on  the  two  fol- 
lowing days  two  exposures  of  twelve  minutes  each  were  given.  Improvement  was 
noticeable  after  the  second  exposure.  During  the  following  four  weeks,  exposures 
of  about  ^\Q  minutes  each  were  made  daily,  except  on  Sundays,  and  during  the 
next  three  weeks  every  other  day  except  on  Sundays.  At  this  time  the  second 
photograph  (see  Fig.  402)  was  taken. 


Fic.  402.  Case  14.  Alfred  T.  After  treatment  by  the  X-rays,  but  a  short  time  before  healing  was 
fully  accomplished.  There  is  some  oedema  of  the  upper  lid  which  followed  an  incision  made  in  its 
outer  end  in  order  to  free  it  and  enable  me  to  reach  the  growth  there  more  easily.  The  ulceration  of 
the  cheek  healed  completely,  leaving  but  slight  scar.     He  has  been  well  a  year  and  a  half. 

Case  15.  Thomas  H.  G.,  sixty  years  of  age.  Microscopical  diagnosis  by 
Dr.  Mallory  of  the  Boston  City  Hospital,  epidermoid  carcinoma.  Growth  of 
seven  to  eight  years'  duration.  In  July,  190T,  when  the  patient  was  referred  to 
me  by  Dr.  M.  F.  Gavin,  there  was  an  ulcerated  surface  on  the  right  temple,  as 
shown  in  Fi<?.  403. 

X-Ray  Exposures,  Five  exposures  of  ten  minutes  each  were  given  on  consec- 
utive days,  and  were  followed  by  exposures  of  three  minutes  each  for  two  days. 
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The  treatment  was  then  stopped  for  two  weeks ;  at  the  end  of  this  lime  healing  had 
taken  place  over  half  the  original  area.    The  exposures  were  then  resumed,  and 


Fig.  403.     Case  15,  Thomas  H.  G.    Microscopical  diagnosis,  epidermoid  carcinoma.    Before  treat- 
ment by  the  X-rays. 

were  given  once  a  week  for  five  weeks,  and  were  of  three  minutes*  duration.     At 
the  end  of  this  time  complete  healing  had  taken  place. 


Fig.  404.    Case  15,  Thomas  H.  G.     After  treatment  by  the  X-rays. 

Case  53.     John  M.  D.,  seventy-five  years  of  age.      The  clinical  diagnosis 
in  this  case  was  epithelioma  of  the  nose,  which  was  of  six  years*  duration.    I  gave 


Fig.  405.     Case  53,  John  M.  D.    Clinical  diagnosis,  epithelioma.     Before  treatment.     Steady  im- 
provement has  followed  the  use  of  the  X-rays. 


Flti,  411.  Case  67,  K,  NL,  fifty  years 
of  age.  Clinical  dingnusb,  epithdioma 
of  lid.  Duration  (hirti^cti  years.  Be- 
fore treaimcut  by  Iht  X-niys, 


Fig.  413'     Case  14S.  G.  P,.  fifty-one  years  of    i;,         '■■<  /■■       md  cllijic^l  diagnosis,  rodeat  utocT, 

of  nose,    yutatton  eigtil  y«9Ts.    Belore  treatment  by  the  K-nyi. 


I 


Fta.  414,    Case  14B,  G-  P,     After  twenty-two  ei^posures*    Healing  complete  three  days  later. 
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Case  59.  Mrs.  S.,  fifty-seven  years  of  age.  Clinical  diagnosis,  epithelioma 
of  cheek.  This  growth  began  six  years  ago  as  a  small  pimple  and  grew  much 
more  rapidly  during  the  fifth  year  than  at  first.  The  photograph  (Fig.  415)  was 
taken  after  two  exposures  of  ten  minutes  each  had  been  made,  and  when  the 
edges  of  the  cavity  had  begun  to  contract  as  a  result  of  the  exposures.  The 
patient  improved  rapidly,  and  after  six  more  exposures  of  five  minutes  each,  given 


Fig.  415.    Case  59,  Mrs.  S.    Clinical  diagnosis,  epithelioma  of  cheek.     Photograph  taken  after  two 
exposures  of  ten  minutes  each  to  the  X-rays. 


twice  a  week,  the  growth  was  only  half  the  size  it  was  when  this  treatment  was 
begun.    The  exposures  were  continued,  and  the  results  are  shown  in  Fig.  416. 

Case  45.  Arthur  B.,  six  years  of  age,  patient  of  Dr.  C.  T.  Gardner  of  Provi- 
dence. Vaccinated  September,  1900 ;  small  lump  near  the  scar  was  noticed  March, 
1 90 1,  removed  June,  1901 ;  returned  again  and  removed  September,  1901.  The 
microscopical  diagnosis  showed  it  was  made  up  of  small  spindle  cells,  irregularly 
arranged  and  closely  packed  together.  Returned  December,  1901  (see  Fig.  417)- 
X-ray  treatment  January,  1902  (see  Fig.  418). 

In  this  case  we  have  an  opportunity  for  direct  comparison  between  the  readi- 
ness with  which  recurrence  has  taken  place  after  operation  and  the  freedom  from 
it  already  obtained,  after  the  use  of  the  X-rays,  that  is  for  one  year. 


had  never  entirely  disappeared,  a  little  larger  m  extent.  1  advised  him  to  resume 
treatment^  which  he  did. 

The  seventeen  cases  that  dhconHnued  treatmrut  did  so  for  such  reasons  as 
the  following :  the  patients  thought  they  were  welJ,  or  they  lived  too  far  away  to 
be  able  to  come  and  wished  for  treatment  nearer  home  ;  one  died  of  renal  disease- 
Most  of  these  cases  were  doing  well  when  I  lost  sight  of  them. 

The  seven  iwt  hiuikd  cases  are  as  follows :  one  was  a  carcinoma  of  the 
nose  upon  which  several  operations  had  been  done  prior  to  the  use  of  the  X-rays ; 
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this  treatment  for  a  time  promised  well,  but  improvement  did  not  continue  and 
another  operation  was  performed ;  three  were  cases  of  epithelioma  of  the  lip, 
one  of  the  lip  and  chin,  and  one  of  the  cheek,  involving  the  zygomatic  arch.  I 
advised  an  operation  in  the  latter  case,  as  improvement  under  treatment  by  the 
X-rays  was  not  satisfactory.  Three  of  these  five  patients  I  know  to  be  living  ;  of 
the  remaining  two,  one  of  the  lip  cases  and  the  lip  and  chin  case,  I  have  had  no 


Fig.  417.    Case  45,  Arthur  B. 


Microscopical  diagnosis,  spindle-celled  sarcoma, 
by  the  X-rays. 


Before  treatment 


news  of  late.  The  seventh  case  was  a  rodent  ulcer  of  the  forehead  in  which  a 
very  small  area  did  not  heal  under  treatment  by  the  X-rays.  This  area  was  treated 
by  the  actual  cautery. 

Rodent  Ulcers.  —  The  dry,  hard,  indolent  new  growths  with  raised,  worm- 
like edges,  usually  classed  under  the  head  of  rodent  ulcer  or  epidermoid  car- 
cinoma, I  have  found  to  heal  less  readily  by  the  X-rays  than  the  moist  ulcerating 
forms,  and  that  sometimes  a  small  remaining  corner  was  left  that  was  very  difficult 
to  heal.    In  some  of  these  cases  the  actual  cautery  has  been  used  rather  than  con- 
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tinue  the  use  of  the  X-rays  indefinitely.  I  do  not  feel  as  sure  of  the  permanency 
of  the  result  in  cases  of  rodent  ulcer  as  in  those  of  epithelioma.  Some  cases  of 
the  former  kind  persist  so  long,  even  under  the  constant  and  systematic  use 
of  the  X-rays,  that  though  this  treatment  may  be  a  valuable  addition  to  our 
therapeutic  resources  for  them,  its  best  opportunity  is  not  in  these  cases. 

Sequeira,^  who  has  had  much  more  experience  than  I  have  had  in  this  class 
of  cases,  reported  in  September,  1901,  forty-five  cases  of  rodent  ulcer  that  he  had 


Fig.  418.  Case  45,  Arthur  B.  After  treatment  by  the  X-rays.  This  patieni  has  been  well  for  a 
year,  a  longer  time  than  after  either  operation.  Operated  on  June  and  September,  1901.  Recurred 
again  December,  1901.     X-ray  treatment  begun  January,  1902. 

treated  with  the  X-rays  since  the  previous  June.  He  states  that  the  ulcers 
healed  rapidly  and  large  cavities  filled  up,  but  that  he  had  had  difficulty  with  the 
hard,  raised  edges.  He  had  also  observed  slight  recurrences,  which,  however, 
had  been  easily  controlled. 

Sequeira^  in  October,   1902,  reports  eighty  cases  of  rodent  ulcer,  thirty-four 

1  British  Medical  Journal^  September  28,  1901,  p.  851. 
^British  Medical  Journal^  October  25,  1902,  pp.  1316-1317. 
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of  which  were  healed,  and  the  majority  of  the  rest  were  under  treatment.  He 
found  infiltration  of  the  cartilage,  especially  of  the  nose,  and  the  involvement  of 
the  bone  and  the  pericranium  were  unfavorable  conditions.  He  again  states  that 
small  recurrences  occurred  in  some  cases,  but  in  others  sound  healing  had  taken 
place  and  there  had  been  no  recurrences  in  two  years.  He  also  again  lays  stress 
on  the  difficulty  of  causing  the  hard  edge  of  the  growth  to  disappear,  and  sug- 


^  tT^ 


Fig.  419.  Case  74,  Mrs.  L.,  sixty-nine  years  of  age.  Clinical  diagnosis,  epithelioma  of  orbit. 
Duration  ten  years.  Enucleation  three  years  ago ;  second  operation  two  years  ago.  Before  treatment 
by  the  X-rays. 

gests  that  the  actual  cautery  would  probably  give  more  satisfactory  results  in 
these  parts. 

He  further  states  that  a  microscopical  examination  of  tissues  after  treatment 
by  the  X-rays  showed  that  the  epithelial  cells  were  destroyed,  and  in  some  cells  a 
fatty  change  had  taken  place  ;  that  the  connective  tissue  elements  were  also  stimu- 
lated, and  this  stimulation  led  to  the  filling  up  of  cavities  and  the  formation 
of  healthy  scar  tissue. 
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G.  H.  Lancashire  *  roughly  divides  rodent  ulcers  into  two  classes,  the  ulcerated 
and  the  non-ulcerated  variety,  and  he  believes  that  the  former  respond  more 
readily  to  treatment  than  the  latter.  In  the  ulcerated  variety,  according  to  his 
observation,  the  hard  border  softens  after  being  treated  by  the  X-rays  for  two  or 
three  weeks,  and  later,  granulations  are  seen  springing  up  from  the  surface  of  the 
ulcer,  which  multiply  rapidly  and  in  time  raise  the  base  to  a  level  with  the  sur- 


Fk;.  420.     Case  74,  Mrs.  L.    After  treatment  by  the  X-rays.    1  wenty-four  exposures  given. 


rounding  skin.  While  the  granulations  are  forming  the  border  softens  still  more 
and  grows  thinner ;  later  the  ulcer  seems  to  be  a  simple  healthy  ulcer,  from  which 
the  malignancy  has  disappeared,  and  which  heals  in  the  ordinary  way,  leaving  a 
remarkably  smooth  and  supple  scar.  Lancashire  has  seen  two  cases  in  which 
during  the  healing  process  the  reaction  from  the  X-ray  exposures  was  too  strong, 
and  the  newly  formed  tissue  broke  down  with  rapidity.     The  treatment  was  sus- 

i"rhe  Therapeutic  Employment  of  X-Rays,"   British  Medical  Journal^  May  31,   1902, 
P-  1330- 
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pended,  and  in  one  case,  when  last  seen  healing  was  going  on  again,  and  to  the 
naked  eye  there  was  no  appearance  of  a  rodent  ulcer. 

The  second  case  was  one  in  which  there  had  been  for  some  time  a  thick  crust 
on  the  deepest  part  of  the  ulcer  which  Lancashire  did  not  disturb.  The  tissues 
first  broke  down  under  this  crust,  and  on  removing  it  he  found  a  considerable 
amount  of  pent-up  material,  which  he  stated  must  have  been  rich  in  putrefying 
organisms  that  would  be  injurious  to  the  granulation  tissue.  When  the  relapse 
occurred  this  ulcer  was  two-thirds  healed,  and  Lancashire  hoped  it  would  recover 
the  ground  it  had  lost. 

Lancashire  states  that  the  non-ulcerated  class  of  ulcers  are  not  insignificant  in 
number,  and  that  they  not  infrequently  remain  unrecognized  until  they  have  made 
considerable  progress;  that  they  are  characterized  by  pale,  worm-like  ridges, 
hard  to  the  touch,  which  mark  the  advance  of  the  disease.  Cases  of  this  kind, 
that  Lancashire  has  seen,  have  reacted  after  a  time,  the  ridges  first  softening  and 
sometimes  being  slowly  absorbed  without  ulceration.  Generally,  however,  they 
broke  down,  the  ulceration  marking  well  the  sinuous  lines  which  formed  the  site 
of  the  thickened  epithelioma.  Elsewhere  the  scar  tissue  grew  softer  and  redder, 
and  eventually  the  patches  and  streaks  of  ulceration  healed  in  the  usual  manner. 
Lancashire  has  seen  only  one  case,  a  very  long-standing  and  extensive  ulcer,  that 
showed  apparently  no  response  to  X-ray  treatment. 

He  states  that  two  of  his  cases  of  rodent  ulcer  were  discharged  from  treat- 
ment 4  and  6  months  ago  respectively,  and  were  still  free,  when  reported  on,  from 
visible  recurrence.  He  suggests  that  it  is  wise  in  all  cases  to  continue  the  expos- 
ures for  a  while  after  cure  has  apparently  been  effected. 

Johnson  and  MerrilP  report  13  cases  of  epithelioma  treated  by  the  X-rays, 
10  of  which  were  apparently  cured,  2  were  improved,  i  of  these  is  still  under 
treatment,  and  i  was  not  benefited,  except  that  the  pain  was  alleviated  and 
.  the  discharge  diminished.  In  one  of  these  13  cases  the  last  exposure  was  given 
2\  years  ago,  in  a  second  2  years,  in  a  third  i.V  years,  in  a  fourth  i  year,  in  one  8 
months,  in  three  6  months,  and  in  one  i  month  ago,  and  there  has  been  no 
recurrence  so  far  as  known. 

They  also  report  three  cases  of  rodent  ulcer ;  two  of  which  had  improved  and 
were  under  treatment  when  reported  on,  and  in  the  third  case  the  patient  had 
stopped  the  treatment;  likewise  two  cases  o{  fibroma  which  showed  no  change  ; 
these  latter  cases  Johnson  and  Merrill  state  they  would  not  have  treated  if  the 
patients  could  have  been  induced  to  submit  to  an  operation.  They  further  cite  one 
case  of  sarcoma  that  was  apparently  cured,  the  last  exposure  having  been  given  a 
year  ago,  when  the  case  was  reported,  but  the  patient  had  since  been  lost  sight  of. 

The  writers  give  a  table  with  further  data  concerning  these  19  cases.  The 
table  also  includes  7  inoperable  cases  of  carcinoma  in  which  pain  was  relieved, 
but  the  termination  was  fatal. 

Dr.  William  Allen  Piisey  -'  reports  a  case  of  sarcoma,  in  which  the  X-rays  were 
applied  with  success.     The  patient  was  a  man  twenty-four  years  of  age,  who  in 

1  "The  X-Ray  Treatment  of  Carcinoma,"  American  Meiiicine^  August  9,  1902,  pp.  217-218, 

2  ♦*  Cases  of  Sarcoma  and  of  Hodgkin's  Disease  treated  by  Exposures  to  X-Rays :  A  Pre- 
liminary Kci^otX.,'^  Journal  0/ the  American  Medical  Association^  January  18,  1902. 
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February,  1901,  noticed  a  small  hard  swelling,  the  size  of  a  filbert,  below  the  angle 
of  the  jaw,  on  the  left  side  of  the  neck,  which  gradually  increased  in  size.    In  May, 

1 90 1,  he  observed  a  similar  hard  swelling,  of  the  size  of  a  filbert,  on  the  right  side 
of  the  neck,  about  an  inch  below  the  mastoid  process,  which  increased  rapidly  in 
size.  Ten  weeks  later  the  condition  was  as  follows  :  a  hard  movable  swelling  the 
size  of  a  hen's  egg  just  below  the  angle  of  the  jaw  on  the  left  side,  which  was  not 
tender  or  painful ;  another  hard  mass  under  the  upper  third  of  the  sternocleido- 
mastoid muscle  on  the  left  side,  and  still  another  very  hard  mass,  the  size  of  a 
man's  fist,  on  the  right  side  of  the  neck,  below  the  ear  and  mastoid  process ; 
neither  of  these  two  latter  masses  was  freely  movable,  tender,  or  painful.  The 
clinical  diagnosis  of  sarcoma  was  made  by  Dr.  Ochsner,  and  the  diagnosis  of 
small,  round-celled  sarcoma  by  Dr.  Zeit  after  a  microscopical  examination.  Dr. 
Ochsner  removed  the  tumors  on  the  left  side  ;  the  patient  made  a  speedy  recovery 
and  was  sent  to  Dr.  Pusey  on  September  2  for  a  month's  treatment  by  the  X-rays 
as  a  preliminary  to  a  second  operation.  Twenty-one  exposures,  varying  in  length 
from  10  to  15  minutes  each,  were  given  to  the  right  side  of  the  neck  between 
September  2  and  27  with  a  tube  of  high  resistance  which  gave  a  weak  light ;  the 
tube  was  placed  at  a  distance  of  5  centimetres  from  the  surface  treated.  On 
September  1 7  slight  erythema  appeared ;  by  September  2  7  there  was  pronounced 
dermatitis,  which  increased  for  the  following  six  days,  and  then  rapidly  disappeared, 
and  by  October  1 2  was  almost  well.  The  tumor  decreased  in  size  during  the 
first  ten  days  of  treatment  by  the  X-rays,  and  on  October  1 1  there  was  no  trace 
of  the  disease  left  except  a  small  painless  gland  not  larger  than  the  kernel  of  an 
almond.  On  December  7  the  patient  reported  that  his  neck  seemed  to  be  in  as 
good  a  condition  as  it  ever  was,  and  that  the  gland  appeared  to  be  about  half 
as  large  as  the  kernel  of  an  almond.     This  report  was  repeated  on  January  12, 

1902,  and  the  patient  added  that  since  September  he  had  gained  twelve  pounds. 
Dr.  Pusey  states  there  is  no  doubt  that  the  tumor  on  the  right  side,  which  was 
treated  by  the  X-rays  alone,  was  of  the  same  character  as  that  on  the  left  side. 

April  12, 1902,  Dr.  Pusey ^  makes  a  further  report  on  this  case.  On  March  10, 
1902,  the  patient  wrote  that  the  swelling  was  returning.  Dr.  Pusey  wished  to 
give  him  further  X-ray  exposures,  but  the  patient  was  unable  to  remain  in  the  city. 

Dr.  James  Francis  McCaw^  reports  a  case  of  primary  epithelioma  of  the 
uvula  and  velum  palati,  the  diagnosis  of  which  was  made  by  means  of  the  micro- 
scope. The  growth  was  first  excised  as  far  as  possible,  then  curetted  and  cauter- 
ized, and  two  weeks  later  exposed  to  the  X-rays.  The  exposures  were  made 
three  times  a  week  for  seven  weeks ;  at  the  end  of  the  first  week  the  patient 
stated  that  the  soreness  had  almost  entirely  left  her  throat,  and  at  the  end  of  two 
weeks  the  diseased  areas  were  in  a  state  of  healthy  cicatrization.  Three  weeks 
later  the  throat  seemed  entirely  healed,  but  examination  with  the  mirror  showed 
that  the  upper  posterior  surface  of  the  soft  palate  was  still  affected.     At  the  end 

^  "  Report  of  Cases  treated  with  Roentgen  Rays,"  Journal  of  the  American  Medital 
Association^  April  12,  1902,  pp.  911-919. 

2  "  Primary  Epithelioma  of  the  Uvula  and  Soft  Palate  and  Treatment  with  the  Roentgen 
Rays;   Report  of  a  Case,"  New  York  Medical  Journal^  August  9,  1902,  pp.  225-227. 
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of  the  seven  weeks  there  was  only  one  small  area  as  large  as  a  split  pea  remaining 
unhealed.  The  patient,  then  thinking  her  throat  well,  remained  away  for  three 
weeks.  At  the  end  of  this  time  the  diseased  area  had  increased,  and  the  growth 
was  again  thoroughly  curetted  and  cauterized.  A  portion  of  this  growth  was  ex- 
amined under  the  microscope,  and  the  result  confirmed  the  previous  examination  ; 
but  this  specimen,  unlike  the  first,  showed  that  there  had  been  a  rapid  colloid 
degeneration  of  the  epithelial  cells,  the  protoplasm  of  which  was  almost  entirely  re- 
placed by  colloid  material.  Treatment  by  the  X-rays  was  resumed,  the  exposures 
being  given  three  times  a  week  for  five  weeks  ;  at  the  end  of  which  time  there  was 
only  a  small  unhealed  area  on  the  velum  palati,  which  gave  every  indication  that 
it  would  soon  likewise  heal. 

Dr.  McCaw  examined  this  patient  later,  and  found  that  the  ulcerated  surfaces 
had  entirely  healed,  that  the  amount  of  scar  tissue  was  almost  unnoticeable,  and 
that  the  slight  degree  of  previous  contraction  of  the  velum  palati  had  disappeared, 
and  that  the  parts  worked  properly.  Dr.  McCaw  will  give  a  further  report  of 
this  case. 


LARGER    NEW   GROWTHS 

The  following  table  is  a  summary  of  the  results  in  eighteen  larger  new 
growths,  not  including  those  of  the  breast :  — 

Eighteen  Larger  New  Growths  treated  by  X-Ravs 


Healed 

Under  Treatment  — 

Carcinoma 

Lympho-sarcoma  and  round-celled  sarcoma 

Discontinued  Treatment  — 

Carcinoma 

Epidermoid  carcinoma  (Epithelioma)   . 

Not  Healf:d  — 

Carcinoma 

Epidermoid  carcinoma  (Epithelioma)  . 

Papilloma 

Spindle  and  round-celled  sarcoma 
Spindle-celled  sarcoma  ... 
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The  first  case  still  under  treatment  is  that  of  a  girl,  twelve  years  of  age  (see 
Figs.  421  and  422),  who  had  a  growth  of  seven  years*  duration.  Two  operations 
had  been  done  for  the  removal  of  large  masses  of  glands  in  the  neck,  one  by  Dr. 
G.  W.  Gay  and  the  other  by  Dr.  M.  W.  Richardson,  before  she  came  to  me  for 


Fk;.  421.    Case  78,  A.  D.,  twelve  years  of  ajg^e.    Microscopical  diacrnosis,  lympho-sarcoma  and  round- 
celled  sarcoma.     Duration,  seven  years.    Two  operations.     Before  treatment  by  the  X-rays. 

treatment  by  the  X-rays.  The  microscopical  examination  made  after  the  first 
operation  showed  that  the  growth  was  a  lympho-sarcoma,  and  that  after  the 
second  that  it  was  a  round-celled  sarcoma. 

The  growth  involved  the  glands  of  the  neck,  both  axillae,  groin,  and  thorax. 
The  accompanying  cut  shows  how  great  was  the  enlargement  of  the  glands  in  the 


Fig.  423.    Case  78*  A.  D,,  twelve  years  of  age.    After  trealmenl  by  tlie  X-ray^, 
Still  under  treatment 
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or  twice  a  week,  as  a  rule,  during  ten  months.  During  the  seventh  month  of 
treatment  the  spleen  became  enormously  large,  extending  to  the  right  of  the 
umbilicus  and  nearly  down  to  the  iliac  crest,  but  after  X-ray  exposures  it  steadily 
diminished  in  size ;  the  weight  of  the  patient  has  constantly  increased. 

The  second  case  under  treatment  is  a  growth  in  the  thorax,  and  the  third  a 
growth  in  the  neck. 

The  first  case  tabulated  as  having  discontinued  treatment  was  that  of  an  epithe- 
lioma of  the  hand,  referred  to  on  page  432.  The  patient  was  a  hospital  case,  and 
ceased  to  come  for  treatment.  He  was  old  and  feeble,  and  I  think  would  not 
have  recovered.  The  second  patient  who  discontinued  treatment  had  a  cancer 
of  the  rectum,  and  was  not  relieved. 

The  thirteen  not  healed  cases  are  as  follows :  two  were  growths  in  the  jaw 
that  had  recurred  after  operation,  which  were  relieved  by  treatment  with  the 
X-rays ;  three  were  new  growths  in  the  neck  that  were  much  relieved  by  the 
X-rays ;  one  of  these  was  a  recurrence  after  operation,  and  the  growth  largely 
healed  externally,  but  the  progress  of  the  disease  was  not  checked.  The  follow- 
ing cut  shows  the  condition  of  the  latter  case  before  treatment  by  the  X-rays  was 
begun. 

Case  58,  D.  R.  The  cut  of  this  patient  (see  Fig.  423)  shows  extensive  ulcer- 
ation over  the  angle  of  the  jaw,  under  the  ear,  and  extending  down  on  to  the  neck. 
Under  the  X-rays  the  external  portions  improved  very  much,  but  after  a  few 
weeks  it  was  evident  that  the  deeper  portions  of  the  growth  were  extending,  and 
the  patient  had  much  difficulty  in  swallowing.  Except  to  give  relief,  and  perhaps 
retard  the  progress  of  the  growth,  the  X-rays  did  not  avail. 

Four  of  the  thirteen  cases  were  growths  on  the  tongue ;  one  was  an  epi- 
thelioma of  the  tongue,  which  began  on  the  tip,  and  was  referred  to  in  the 
last  edition.  It  is  the  only  case  of  new  growth  on  the  tongue  I  have  seen  which 
offered  hope  of  being  healed  by  the  X-rays.  The  patient  came  early  for  treat- 
ment and  improved  very  much.  At  the  end  of  four  exposures,  one  of  fifteen,  one 
of  twelve,  and  two  of  seven  minutes  each,  he  could  talk  more  clearly,  the  indura- 
tion had  lessened,  and  the  growth  felt  smaller  to  the  patient.  He  then  discon- 
tinued treatment  with  the  X-rays,  by  the  advice  of  an  astrologer,  and  went  to  a 
friend  of  the  latter  for  treatment.     The  patient  has  since  died. 

The  eleventh  was  a  papilloma  of  the  larynx,  described  in  the  last  edition,  that 
improved  under  treatment,  the  suffocative  attacks  became  easier  and  the  hoarse- 
ness was  diminished,  but  later  the  patient  did  not  do  well. 

One  was  a  new  growth  in  the  leg  of  a  man,  sixty-seven  years  of  age,  who  had 
had  seven  operations,  the  first  ^\t  years  ago.  X-ray  treatment  was  instituted  and 
carried  on  for  several  months,  the  exposures  being  given  usually  once  a  week, 
and  the  growth  diminished  in  size.  Then  the  treatment  was  discontinued  for 
several  weeks ;  at  the  end  of  this  time  three  small,  raised,  soft,  dark  areas  of 
spindle-celled  sarcoma  appeared  in  the  wound.  Vigorous  treatment  was  given 
by  the  X-rays,  but  the  disease  did  not  yield,  and  amputation  was  advised. 

The  thirteenth  was  a  case  of  spindle-celled  sarcoma,  in  which  nearly  the 
whole  abdominal  wall   was  involved.     The    patient,  a  woman,  improved   very 
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much  under  X-ray  exposures,  but  they  were  begun  in  so  late  a  stage  of  the 
disease  that  she  had  not  sufficient  strength  to  continue  to  come  for  treatment. 
Johnson  and  Merrill  ^  report  seven  cases  of  carcinoma,  all  of  which  were  classed 


Fig.  423.     Case  58,  Dennis  R.,  fifty  years  of  age.     Microscopical  diagnosis,  carcinoma.     Duration 
fifteen  months.     Before  treatment. 


as  inoperable  by  the  surgeon  who  referred  them.     None  of  these  showed  any 
improvement  except  relief  from  pain,  and  probably  a  delay  in  the  final  result. 

1"  The  X-Ray  Treatment  of  Carcinoma,"  American  Medicine,  August  9, 1902,  pp.  217-218. 
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CANCER  OF  THE  BREAST 

A  summary  of  thirty-one  cases  of  cancer  of  the  breast  treated  by  the  X-rays 
is  given  in  the  following  table  :  — 

Thirty-one  Cases  of  Cancer  of  the  Breast  treated  by  X-Ravs 


6 

I 

7 

II 

I 

1 

»3 

4 

4 

2 

I 

7 

Healed  — 

Carcinoma 

Sarcoma     ...... 

Under  Treatment  — 
Carcinoma  ..... 

Paget's  Disease 

Scirrhous  Carcinoma  .... 

Discontinued  Treatment  — 

Carcinoma 

Not  Healp:d  — 

Carcinoma 

Carcinomatous  glands  in  neck  after  breast 
Sarcoma 


31 


Six  of  the  seven  cases  that  healed  were  small  recurrences  in  the  site  of  the 
growth  after  operation  for  the  removal  of  the  breast,  except  in  one  case  where 
small  glands  were  involved.  The  seventh  case  was  a  primary  growth  in  the 
breast  of  a  man. 

In  eleven  of  the  thirteen  cases  still  under  treatment  the  growths  seem  to  be 
held  in  check  or  are  decreasing ;  two  are  not  improving. 

In  one  of  the  eleven  cases  the  patient  weighed,  before  treatment,  90  pounds. 
The  growth  was  cauliflower-like  in  character  and  projected  4  centimetres  above 
the  skin.  The  photograph  from  which  Fig.  424  was  made  was  taken  at  this  time. 
Figure  425  shows  the  improvement  that  has  taken  place  under  treatment  by  the 
X-rays.  The  patient  weighed  when  this  cut  was  made  116.V  pounds,  and  has 
gained  much  in  strength,  but  is  not  yet  well. 

Figure  426  shows  the  condition  of  another  of  the  eleven  patients  before  treat- 
ment by  the  X-rays.  This  case  was  considered  inoperable.  Figure  427  shows 
the  condition  after  and  during  treatment.  This  improved  condition  has  been 
maintained  for  eleven  months. 

The  four  cases  that  discontinued  treatment  were  all  improving ;  one  could 
not  believe  that  she  had  any  serious  trouble,  though  the  growth  was  so  extensive 
as  to  include  both  breasts ;  a  second  had  another  disease  which  prevented  him 
from  coming  the  necessary  distance ;  a  third  was  sent  back  by  me  to  her  own 


Frc.  424^    Case  iiS.  Mrs,  B,     Before  rreatment.     Weighs  90  potji\ds»    See  also  Fig:.  425. 
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hat]  any  opportunity  for  usefolness,  but  I  consented  to  try  them  at  the  urgent 
request  of  her  devoted  husband,     (See  Fig*  428/) 

\\'hen  treatment  was  begun  there  was  extensive  induration  of  the  whole  left 
side  in  front,  w*hich  disappeared  under  the  X-ray  expostires.     Meanwhile  a  coa- 


FlG.  435.    Case  118,  Mrs,  B,    During  trcaimewt  by  the  X-rays.    Weight,  1164  pounds. 

See  also  Fig.  424. 


siderable  mass  of  glands  developed  in  the  neck  and  left  side  above  the  clavicle, 
but  they  too  disappeared  under  the  action  of  the  X-rays,  The  induration  of  the 
right  side,  which  at  one  time  included  the  whole  right  breast,  also  largely  dis- 
appeared, not  more  than  one -fourth  remaining  when  treatment  was  discon  tinned 
because  the  patient  was  obliged  to  return  to  her  home  to  avoid  the  rigorous 
winter  chraate.  The  treatment  w^as  carried  on  six  months  in  all,  and  the  patient 
was  not  well  when  it  was  stopped ;  but  there  was  great  improvement  in  her  condi- 


APPENDIX 


705 


tion  locally,  she  had  gained  in  strength  and  general  well-being,  and  had  enjoyed 

the  summer.    Six  months  later  I  learned  that  the  improvement  was  still  maintained. 

The  seven  cases  that  did  not  heal  all  improved  somewhat  locally ;  one  was 

inoperable,  and  the  rapidly  increasing  growth  involved  both  breasts  ;  the  other  six 


Flc.  426.  Case  62.  Mrs.  D.,  fifty  years  of  age.  Patient  of  Dr.  Post.  Diagnosis,  carcinoma 
of  the  breast.  Inoperable,  and  therefore  referred  to  me  for  treatment  by  the  X-rays.  'I he  extreme 
hardness  of  the  breast  and  surrounding  parts  as  far  as  the  axilla  cannot  be  shown  in  the  cut.  The 
arm  was  bt)un(l  to  the  side.     See  Fig.  427. 

were  cases  of  recurrence  after  one  or  more  operations.  Two  of  these  latter 
were  so  extensive  as  to  be  entirely  hopeless  from  the  beginning  ;  in  the  remain- 
ing four  the  glands  were  involved,  and  metastases  had  taken  place ;  one  of  these 
has  died,  and  two  of  the  others  will  i)robably  not  live  long. 


Fig.  427-  C&se  6a»  Mrs,  D»  After  treatment  by  the  X-ray»:  still  under  treatment.  The  par 
became  soft  and  her  general  cotidition  improved;  and  this  improvement  has  contmued  during  eleve 
months.    S<5t  Fig,  436* 

had  the  pallor  characteristic  of  persons  suffering  from  a  carcinomatous  growth 
was  very  striking ;  the  pallor  largely  disappeared,  and  the  general  condition  wa 
better  after  these  few  treatments.     It  would  seem  as  if  the  first  action  of  the" 
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X-rays  in  such  cases  was  to  put  an  end  to  the  production  of  material  which  is 
deleterious  to  the  system  as  a  whole,  and  which  is  carried  into  the  circulation. 
Certainly  some  even  of  the  small  new  growths  must  give  rise  to  products  that  act 
in  a  noxious  manner  on  the  patient,  and  the  X-rays  probably  have  the  power  of 
checking  the  production  of  these  substances. 

The  same  improvement  in  the  patient's  general  condition  is  sometimes  seen 
in  cases  of  large  inoperable  cancers  of  the  breast  where  there  is  no  rupture  of  the 


Fig.  428.  Case  82.  Mrs.  A.,  fifty  years  of  age.  Clinical  diagnosis,  cancer  of  breast.  Recur- 
rence after  removal  of  left  breast.  Full  line  on  right  marks  border  of  the  induration.  Before  treat- 
ment by  the  X-rays.  Extensive  induration  of  left  side  disappeared  under  X-rays,  and  largely  on 
right  side.    Returned  to  her  home  after  six  months'  treatment,  not  well,  but  improved. 


skin.  I  have  in  mind  one  woman  who  was  transferred  to  my  care  for  treatment 
by  the  X-rays  because  her  surgeon  decided  it  was  impossible  to  do  anything  for 
her  by  operation.  She  had  the  peculiar  pallor  and  debility  that  accompany  this 
disease.  After  treatment  by  the  X-rays  her  color  and  well-being  improved,  and 
the  indurated  mass  became  softer.  The  improvement  continued,  although  the 
new  growth  appeared  in  the  other  breast,  and  had  advanced  to  a  surprising  degree 
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before  attention  was  called  to  it.  The  treatment  of  this  breast,  however,  was  fol- 
lowed by  the  same  improvement  as  that  of  the  first  breast,  and  the  patient,  who 
has  been  under  treatment  for  nearly  a  year,  now  says,  to  quote  her  own  expres- 
sion, "  except  for  a  slight  attack  of  rheumatism  I  feel  as  well  as  I  ever  did." 

The  history  of  this  case  shows  the  advantage  of  treating  both  breasts,  although 
only  one  may  be  involved,  as  described  on  page  677. 

Frequently  the  more  rapidly  a  new  growth  develops,  the  more  readily  will  it 
yield  to  treatment  by  the  X-rays,  except  in  cases  of  a  very  large  growth ;  and  the 
more  indolent  and  the  longer  the  duration  of  the  new  growth,  the  more  slowly  it 
yields  to  the  X-rays. 

Operation  before  Treatment  by  the  X-Rays, — If  primary  cases  of  cancer  or  sar- 
coma of  the  breast  have  already  attained  considerable  size,  a  thorough  operation 
should  first  be  done,  as  a  rule,  and  then  treatment  by  the  X-rays  instituted.  The 
X-rays  should  not  be  substituted  for  surgical  interference  in  such  cases,  but  sup- 
plement it  until  further  experience  in  inoperable  cases  and  cases  that  have 
declined  operation  has  been  obtained.  The  X-rays  alone  cause  much  improve- 
ment in  some  cases,  but  most  kinds  of  new  growths,  if  of  large  mass,  diminish 
only  slowly  under  their  action. 

It  is  not  necessary  to  wait  for  the  healing  of  the  wound  after  the  op>eration 
before  beginning  this  treatment.  It  may  be  given  through  the  bandages,  care 
being  taken  that  no  substances  that  would  obstruct  the  rays,  such  as  iodoform, 
aristol,  oxide  of  zinc,  etc.,  have  been  used. 

X-Rays  instead  of  Operation,  —  In  certain  cases  in  which  the  patient  declines 
operation,  or  in  which,  for  any  reason,  surgical  interference  is  deemed  inadvis- 
able, or  in  inoperable  cases,  the  X-rays  may  be  of  value,  not  only  in  ameliorating 
the  symptoms,  but  also  in  checking  the  growth.  In  some  primary  cases  of  cancer 
of  the  breast,  where  the  patients  have  declined  operation,  I  have  used  the  X-rays 
at  their  earnest  solicitation.  Some  of  these  patients,  after  treatment  by  the 
X-rays  given  during  several  months,  the  breast,  axilla,  and  neck  being  exposed 
two  or  three  times  a  week,  have  remained  as  well  as  before  treatment  was 
begun,  or  have  become  better ;  in  certain  instances  the  patients  have  been  ap- 
parently well  for  more  than  fifteen  months.  We  shall,  perhaps,  find  that  in  some 
cases  of  cancer  of  the  breast  the  growth  will  not  increase  or  will  diminish  even, 
and  the  patient  will  remain  well  as  long  under  or  after  treatment  by  the  X-rays 
as  after  o])eration,  or  longer. 

X-Rays  or  Second  Operation, —  In  cases  of  recurrence  after  operation,  where 
the  new  growth  has  attained  some  size,  it  is  a  question  to  be  determined  for  a 
given  case  whether  another  operation  should  be  done  before  using  the  X-rays,  or 
whether  the  X-rays  alone  would  give  better  results. 

Recurrences.  —  After  surgical  treatment  of  new  growths  in  certain  situations 
in  the  body,  the  percentage  of  recurrences  is  considerable.  Therefore  the 
X-rays  should  be  used  as  an  after  treatment  in  all  forms  of  new  growths  as  soon 
as  the  condition  of  the  patient  and  the  wound  will  permit,  without  waiting  for  the 
growth  to  reappear.  Just  how  long  these  exposures  should  be  continued  in  order 
to  be  successful  we  do  not  yet  know,  but  experience  is  being  gathered  as  to  the 
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length  of  time  that  is  necessary  to  cause  a  primary  new  growth  to  disappear  by 
means  of  the  X-rays,  and  these  data  ought  eventually  to  be  a  guide  as  to  the 
amount  of  treatment  required  to  prevent  the  recurrence  of  a  malignant  growth 
after  operation.  After  removal  of  a  breast,  the  X-rays  may  be  used  twice  a  week 
for  at  least  two  months. 

Recurrences  of  small  size  after  operation  where  no  glands  are  involved,  and 
where  there  are  no  metastases,  so  far  as  my  experience  goes,  usually  do  well  under 
treatment  by  the  X-rays.  Even  when  the  glands  are  involved,  the  place  where 
the  recurrence  has  occurred  heals  under  the  X-rays.  Evidently  the  difficulty  in 
treatment  by  the  X-rays,  as  it  has  been  by  surgical  methods,  is  to  prevent  the  ex- 
tension of  the  disease  through  the  glandular  system.  Thus  far  the  X-rays  offer  only 
partial  encouragement  for  us  to  hope  that  by  their  aid  we  may  be  able  to  cope  suc- 
cessfully with  the  glandular  involvements  accompanying  or  following  this  disease. 

The  difficulty  of  combating  cancer  becomes  greater  after  each  recurrence  or 
operation. 

Comparison  betwecfi  Treatment  by  X-Rays  and  an  Operation  in  Cases  of 
Recurrence  after  Operation,  —  So  far  as  I  can  make  a  comparison  regarding  the 
length  of  time  during  which  the  same  patients  have  remained  well  after  operation 
and  after  treatment  by  the  X-rays  respectively,  the  results  show  that  the  interval  of 
freedom  from  recurrence  was  longer  after  the  use  of  the  X-rays  than  it  had  been 
after  an  operation ;  or,  if  a  second  operation  had  been  performed,  the  length  of 
time  recurrence  was  delayed  was  again  in  favor  of  the  X-rays  when  they  were 
resorted  to  in  lieu  of  a  third  operation ;  the  interval,  that  is,  was  longer  before 
a  recurrence  occurred  when  the  latter  treatment  was  used  than  that  between  a 
second  and  third  operation,  if  no  glands  were  involved,  and  it  may  prove  so  if 
there  is  such  involvement.  I  include  in  the  cases  on  which  this  opinion  is  based, 
breast  cases  in  which  recurrence  had  taken  place  after  one  or  more  operations, 
and  the  X-rays  had  been  used  to  treat  this  recurrence  instead  of  resorting  to  a 
second  or  third  operation.  This  comparison  is  not  based  on  a  large  number  of 
cases,  but  it  is  one  of  the  most  encouraging  experiences  regarding  X-ray  treatment 
1  have  had.     See,  for  example,  Fig.  418. 

Summary 

The  time  has  not  yet  come  to  make  too  definite  or  final  a  statement  in  regard 
to  the  value  of  the  X-rays  as  a  curative  agent  in  various  forms  of  new  growths. 
It  is  very  evident,  as  our  experience  increases,  that  different  kinds  of  new  growths 
vary  in  the  manner  in  which  they  respond  to  the  action  of  the  X-rays. 

Some  of  the  groups  of  new  growths  yield  slowly  to  the  action  of  the  X-rays, 
and  a  certain  percentage  of  them  do  not  yield ;  while  in  other  groups  response 
to  the  X-rays  is  rapid,  and  nearly,  if  not  quite  all,  in  these  groups  yield  to  them. 

External  Neiu  Growths,  —  Further  experience  may  show  us  that  most  of  the 
small  external  forms  of  cancer  can  be  better  treated  by  the  X-rays  than  by  surgi- 
cal means ;  this  point  is,  of  course,  not  yet  established.  In  the  extreme  cases, 
which  are  beyond  surgical  relief,  the  X-rays,  if  used  intelligently,  may  prolong  life 
or  ameliorate  suffering  in  some  though  not  in  all  instances.     The  chief,  if  not  the 
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only  field  for  the  surgeon,  may,  within  a  few  years,  be  shown  to  lie  in  those  cases 
which  are  intermediate  between  the  small  forms,  on  the  one  hand,  and  the  in- 
operable ones  on  the  other.  Some  cases  will  doubtless  be  most  successfully  and 
quickly  relieved  by  combining  the  two  methods  of  treatment,  the  growth  being 
first  removed,  as  far  as  possible,  and  then  treatment  by  the  X-rays  instituted. 

Most  forms  of  superficial  new  growths  heal  under  the  X-rays.  It  seems  prob- 
able that  this  method  will  yield  as  good  results  as  operation,  but  only  time  and 
careful  comparison  can  determine  this  question.  Should  they  prove  to  be  no 
better  than  operation,  their  painlessness  will  give  them  a  great  advantage,  in  that 
patients  will  come  earlier  for  treatment. 

Breast  Cancer,  —  The  X-rays  may  be  used  in  inoperable  cases  of  breast 
cancer,  to  ameliorate  suffering  and  prolong  life. 

They  should  be  used  as  a  post-operative  treatment. 

They  should  be  used  early  in  cases  of  recurrence  after  operation. 

In  cases  in  which  the  growth  is  of  some  size,  an  operation  should  first  be 
done ;  if  operation  is  declined,  the  X-rays  may  be  used.  Some  of  my  cases 
have  been  improved  in  general  health  and  remained  well  for  more  than  a  year, 
and  growths  of  considerable  size  have  ceased  to  increase,  or  have  become 
smaller,  under  the  X-rays. 

In  primary  cases,  or  in  recurrences  in  which  the  growth  is  not  large,  the  hard 
masses  in  some  cases  soften  under  the  X-rays.  Drainage  might  then  be  obtained 
by  the  burning  action  of  the  X-rays  in  a  small  spot  or  by  incision  with  a  knife. 

Recurrences  in  the  original  site,  and  where  the  glands  are  not  affected, 
usually  do  well  under  the  X-rays,  if  metastasis  does  not  take  place. 

INTERNAL  FORMS  OF  CANCER 

At  present  the  practitioner  is  not  justified  in  promising  that  the  X-rays  will 
cause  deep-seated  new  growths  to  heal,  but  they  do  afford  relief  in  some  cases, 
either  after  operation,  or  where  operation  is  not  practicable,  and  sometimes  still 
better  results  have  been  reported,  especially  in  cancer  of  the  uterus. 

Rollins,'  in  order  to  learn  whether  or  not  the  X-rays  would  affect  cell  growth 
in  the  interior  of  the  body,  with  a  view  to  their  effects  in  internal  cancer,  made  a 
series  of  careful  experiments  on  guinea  pigs.  To  exclude  any  electrical  effects, 
the  guinea  pigs  were  placed  in  a  grounded  Faraday  chamber,  that  is,  in  a  closed 
metallic  chamber  that  was  hung  by  silken  cords  inside  another  metallic  chamber. 
The  walls  of  the  two  chambers  that  faced  the  tube  were  made  of  aluminum  .26 
millimetre  thick,  and  the  walls  on  the  side  away  from  the  tube  had  windows  of 
iron  wire  gauze  in  order  that  air  might  be  admitted.  The  tube  was  placed  out- 
side the  Faraday  chamber,  and  its  target  was  14  centimetres  from  the  guinea 
pigs.  The  X-rays  were  obliged  to  go  through  two  sheets  of  aluminum  before 
they  could  reach  the  animals,  one  of  which  was  connected  with  the  earth  by 
means  of  a  small  metal  wire ;  and  yet  loss  of  hair,  paralysis,  abortion,  bums,  or 

^Boston  Medical  and  Surgical  Journal^  February  14  and  28,  March  28,  1 901,  and  Janu- 
ary 9,  1902. 
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death  could  be  produced,  if  the  exposures  were  long  enough,  or  death  could  be 
produced  without  causing  a  burn.  As  a  control  other  guinea  pigs  were  placed  in 
the  Faraday  chamber,  but  were  not  exposed  to  the  X-rays,  and  kept  there  for 
the  same  length  of  time  as  those  that  were  so  exposed.  These  guinea  pigs 
remained  well  and  produced  young.  Both  classes  of  guinea  pigs  were  kept  in 
the  same  pen  and  received  the  same  care  and  food. 

Skinner  ^  reports  thirty-three  cases  of  cancer  that  he  divides  into  five  groups, 
which  he  has  had  under  treatment  during  the  preceding  nine  months,  and  some 
of  these  come  under  the  head  of  internal  cancer. 

The  first  group  consisted  of  ten  cases,  in  which  different  deep-seated  localities 
were  involved  and  terminated  fatally ;  the  second  group,  of  four  cases  in  which 
bony  tissue  was  affected ;  the  third  group,  of  eight  intra-abdominal  cases,  which 
were  still  under  treatment  when  reported  ;  the  fourth,  of  ten  mammary  cancers ; 
and  the  fifth,  of  one  case  of  sarcoma  of  the  neck.  He  states,  without  designat- 
ing the  groups  that  there  was  apparent  complete  disappearance  of  the  malig- 
nant process  in  three  cases ;  gradual  reduction  in  the  size  of  the  growth  in 
thirteen  cases,  with  good  prospects  of  ultimate  cure ;  that  twelve  cases  were 
temporarily  benefited ;  that  two  experienced  no  benefit  whatever ;  and  that 
in  three  the  treatment  was  discontinued  by  the  patients  after  two  or  three 
exposures. 

Pain,  —  Permanent  relief  from  pain  was  obtained  in  fourteen  cases ;  complete 
temporary  relief  in  two ;  partial  relief  in  eight ;  and  no  relief  whatever  in  four. 
In  five  cases  there  was  no  pain. 

Hemorrhage. — The  amount  of  hemorrhage  was  lessened  in  eight  cases,  and 
uninfluenced  in  one.     In  twenty-four  there  was  no  hemorrhage. 

Toxamia,  —  Evidence  of  systemic  toxaemia  was  observed  in  fourteen  cases 
at  some  time  during  the  treatment. 

Skinner  states  that  all  of  these  thirty-three  cases  were  inoperable,  because  of 
the  advanced  stage  of  the  disease,  and  he  draws  from  the  results  he  obtained  the 
conclusion  that  the  X-rays  are  capable  of  retarding  the  progress  of  the  disease 
in  cases  of  deeply  seated  cancer,  even  if  they  cannot  save  life ;  that  in  a  certain 
proportion  of  these  cases  the  X-rays  can  apparently  restore  the  patient  to  perfect 
health ;  that  in  a  small  number  of  deep-seated  cases  of  riialignant  growth  the 
X-rays  seem  to  have  no  effect ;  that  chills,  rise  of  temperature,  etc.,  indicating 
systemic  toxsemia,  not  infrequently  accompany  the  treatment  of  malignant 
growths  by  the  X-rays,  and  that  this  condition  is  probably  due  to  a  liberation  of 
toxin,  "  the  formation  of  which  is  probably  dependent  upon  retrogressive  meta- 
morphosis, occurring  in  masses  of  tissue,  which  have  become  too  deeply  involved 
in  the  malignant  change  to  be  susceptible  of  regeneration."  Skinner  thinks  this 
autoinfection  is  capable  of  being  carried  so  far  as  to  destroy  the  patient,  arid 
therefore  deems  it  wise  to  interrupt  the  treatment  when  systemic  toxaemia  first 
appears,  in  order  to  give  the  organism  an  opportunity  to  throw  off  the  injurious 
accumulation. 

^  "  X-Light  in  Therapeutics,"  Medical  Record,  December  17,  1902,  pp.  1007-1013. 
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One  case*  that  Skinner  describes  is  of  special  interest.  The  growth  was  in 
the  left  broad  ligament,  and  was  said  to  be  malignant  and  inoperable,  but  no 
microscopical  diagnosis  was  made.  It  was  accompanied  by  ascites,  and  frequent 
tappings  were  necessary.  The  patient  was  first  treated  by  the  X-rays  January  27, 
1902,  and  three  days  later  two  gallons  of  fluid  were  withdrawn  from  the  abdo- 
men by  a  canula.  During  the  next  month  eleven  X-ray  exposures  were  given, 
and  the  soreness  on  palpation  was  considerably  lessened,  and  the  general  condi- 
tion improved.  The  patient  was  then  tapped  again,  and  a  gallon  and  a  quarter 
of  fluid  removed.  The  weight  at  this  time  was  i28|  pounds.  X-ray  exposures 
were  given  three  times  a  week  for  two  months  more.  The  fluid  did  not  increase 
to  any  extent  during  this  period,  the  patient  continued  to  feel  better,  and  her 
weight  increased  to  140^^  pounds.  When  reported  the  exposures  were  being 
made  on  an  average  three  times  a  week,  the  fluid  had  not  reaccumulated,  the 
growth,  so  far  as  examination  showed,  had  decreased  in  size,  and  the  general 
health  was  excellent. 

Dr.  Thomas  Bryant*  reports  a  case  of  cancerous  stricture  of  the  rectum  in  an 
old  man,  in  which  good  results  had  been  obtained  by  the  application  of  the 
X-rays  through  the  perineum.  After  this  treatment  the  patient  could  pass  his 
dejections  without  pain,  and  the  finger  could  be  introduced  through  the  stricture 
without  force. 


To  use  the  X-rays  successfully  in  the  treatment  of  new  growths,  the  apparatus 
should  be  of  the  best  and  well  under  the  control  of  the  practitioner.  The  action 
of  the  X-rays  on  the  growths  must  be  most  carefully  watched,  and  the  treatment 
be  used  in  a  way  to  promote  healing  and  to  avoid  over-stimulalion,  which  may 
cause  extension  of  the  growth,  or  toxaemia. 

The  problem  of  the  use  of  the  X-rays  is  still  in  the  stage  of  development ; 
later  we  shall  be  better  able  to  assign  to  them  such  cases  as  they  can  ameliorate, 
delay,  arrest,  or  heal. 

Keloid  and  Hvpertrophied  Scar  Tissue 

Mr.  L.  Herschel  Harris  ^  reports  one  case  in  which  hvpertrophied  scar  tissue, 
formed  after  an  operation  for  tubercular  glands  of  the  neck,  was  removed  by 
intermittent  treatment  with  the  X-rays  during  three  months. 

Lupus  Vulgaris 

In  this  disease  it  is  necessary  that  the  treatment  should  be  carried  out  for  a 
long  time,  and  more  vigorously  than  in  many  other  diseases  of  the  skin,  and  the 

1  "  X-Light  in  the  Treatment  of  Cancer,"  American  X-Kay  Journal^  November,  1902, 
pp.  1 219-1234. 

2  British  Medical  Journal^  October  25,  1 902,  pp.  1302-1303. 

'  "Therapeutics  of  the  Roentgen  Rays,"  The  Australasian  Medical  Gazette^  September  20, 
1902,  pp.  448-450. 
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percentage  of  recoveries  is  not  so  great  as  in  some  other  skin  diseases.  It  is  an 
advantage  to  begin  the  treatment  early,  and  it  does  not  seem  to  answer  as  well 
when  operative  measures  have  been  previously  employed.  The  cosmetic  results 
are  excellent.  Dr.  Thurston  Holland  *  recommends  that  the  X-rays  should  be 
used  before  any  other  method  is  adopted,  not  only  in  bad  cases  of  long  continu- 
ance, but  more  especially  in  cases  that  are  in  an  early  stage.  Schiff,^  on  the 
contrary,  considers  extirpation  and  transplantation  the  ideal  method  for  circum- 
scribed, accessible,  little  foci,  and  that  the  X-rays  should  be  used  for  the  extensive, 
deeply  ulcerated  processes  that  attack  the  mucous  membrane  and  inaccessible 
parts,  and  are  looked  upon  as  inoperat)le. 

Holland  reports  two  cases  of  lupus  vulgaris  of  dve  years*  duration  that  had 
been  scraped  and  cauterized  before  treatment  by  the  X-rays,  that  are  of  interest. 
The  ulcerated  lupus  patch  in  the  first  case,  involving  the  lobe  of  the  left  ear  and 
extending  from  there  to  the  left  side  of  the  chin,  was  given  seventeen  exposures 
of  fifteen  minutes  each  ;  there  was  a  slight  recurrence  after  a  lapse  of  nearly  two 
years,  and  six  more  exposures  of  ten  minutes  each  were  given.  The  ulcerated 
lupus  patch  in  the  second  case,  a  little  larger  than  a  halfpenny,  was  given  six 
exposures  of  ten  minutes  each. 

Dr.  Clarence  A.  Greenleaf  ^  believes  that  cases  which  have  not  been  subjected 
to  surgical  treatment  recover  rapidly  on  exposure  to  the  X-rays,  but  that  if  they 
have  received  the  former  treatment  before  that  by  X-rays,  recovery  is  slow  in  pro- 
portion to  the  amount  of  this  previous  surgical  interference.  In  one  case  which 
he  reports,  where  there  had  been  no  surgical  treatment,  good  results  were  obtained 
by  twelve  exposures  to  the  X-rays.  He  points  out  the  importance  of  hygienic 
surroundings  and  the  good  general  condition  of  the  patient  to  the  ultimate  result. 

Lupus  Erythematosus 

Two  more  cases  of  lupus  erythematosus,  in  addition  to  those  given  in  the 
body  of  the  book,  may  be  of  interest  as  strengthening  the  evidence  of  the  good 
effect  of  treatment  by  the  X-rays  in  this  disease. 

Dr.  Richard  F.  Woods  *  reports  the  following  case,  that  had  been  increasing 
for  four  years,  but  was  cured  by  five  exposures  to  the  X-rays  of  ten  minutes  each, 
given  twice  a  week  :  — 

M.  D.,  thirty-two  years  of  age.  The  patient  noticed  a  small  pimple  on  her 
face,  which  increased  in  size,  bled  quite  freely  at  times,  and  caused  some  pain. 
Two  years  previous  to  treatment  by  the  X-rays,  the  patient  had  applied  various 
ointments  and  taken  medicine  internally  without  obtaining  good  results.     July  12, 

*  "  The  Treatment  of  Lupus  by  the  X-Rays,"  Liverpool  Medico-Chirurgical  Journaly  March, 
1901,  pp.  87-92. 

^ "  Der  Gegenwartige  Stand  der  Roentgen-Therapie,"  Klinisch-therapcutische  Wochen- 
schrift,  1 901,  No.  27,  July  7,  pp.  883-887. 

* "  The  Therapeutic  Value  of  the  X-Ray  in  Lupus  Vulgaris,"  Buffalo  Medical  Journal, 
Octol»er,  1 90 1,  pp.  189-193. 

*  "  A  Case  of  Lupus  Erythematosus  cured  by  the  X-Rays,"  American  Journal  of  Medical 
Sciences^  September,  1901,  pp.  834-836. 
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1 90 1,  the  growth,  about  the  size  of  a  half  dollar,  was  slightly  raised,  of  a  bright 
reddish  color,  and  its  centre  was  partially  covered  with  scales ;  the  mouths  of 
the  sebaceous  glands  were  somewhat  altered,  and  the  follicular  orifices  were 
enlarged  and  filled  with  hardened  sebaceous  matter. 

The  improvement  was  remarkable  after  the  second  exposure  to  the  X-rays, 
and  went  on  so  rapidly  that  a  sixth  treatment  was  found  unnecessary. 

Dr.  James  Startin  ^  reports  a  well-marked  case  of  butterfly  lupus  erythematosus 
extending  over  the  bridge  of  the  nose  on  to  both  cheeks  in  a  woman  thirty  years 
of  age.  Dr.  Startin  used  at  first  various  applications  —  salicylic  collodion,  etc.  — 
with  some  good  results,  but  progress  was  slow.  He  then  applied  the  X-rays  at 
intervals  of  three  days ;  the  results  were  good  ;  after  six  applications  cicatrization 
had  taken  place. 

Leprosy 

Sequeira  *  reports  one  case  of  nodulated  leprosy  of  the  skin  that  has  shown 
marked  improvement,  the  hard  masses  softening  and  becoming  flat. 

Scholtz  ^  reports  that  he  obtained  no  marked  results  in  two  cases  of  leprosy 
treated  by  the  X-rays,  and  that  de  la  Camp  obtained  none. 

Mycosis  Fungoides 

Scholtz  *  reports  three  cases  of  mycosis  fungoides  treated  by  the  X-rays.  In 
two  of  these  cases  the  treatment  was  so  energetic  as  to  produce  a  superficial 
necrosis,  but  under  its  use  not  only  did  the  premycosic  patches  disappear,'  but 
also  the  tumors.     New  foci,  however,  appeared  in  other  parts  of  the  body. 

Norman  Walker*  also  reports  a  case  treated  by  Allan  Jamieson  with  very 
marked  improvement. 


Goitre  with  Enlarged  Thyroid 

In  goitre  with  enlarged  thyroid,  the  X-rays  seem  to  cause  some  improvement, 
but  I  do  not  find  that  much  has  been  published  on  this  subject,  and  my  own 
experience  is  too  limited  to  justify  me  in  doing  more  than  encourage  others  to 
try  them  in  this  disease  in  order  to  ascertain  whether  there  may  or  may  not  be 
certain  cases  in  which  they  may  be  of  assistance.  The  case  of  acne  referred  to 
on  page  671  that  was  treated  by  Campbell  with  the  X-rays,  and  in  which  coinci- 
dently  with  the  healing  of  this  disease  a  goitre  also  largely  disappeared,  is  of  inter- 
est in  this  connection. 

^  "  On  X-Rays  in  the  Treatment  of  Lupus  and  Rodent  Ulcer,"  The  iMncet,  July  20,  1901, 
pp.  144-145- 

2  British  Medical  Journal^  September  28,  1 901,  p.  851. 

*"Ueber  den  Einfluss  d.  Roentgenstrahlen  a.  d.  Haul  in  gesundem  u.  krankem  Zustande," 
Arch.  f.  Dermat.  u.  Syphilis^  Vol.  59,  1 902,  pp.  443-444. 

*  Ibid. 

^  British  Medical  Journal^  October  25,  1902,  p.  1 3 19. 
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Pulmonary  Tuberculosis 

Dr.  Samuel  Beresford  Childs^  rq)orts  a  case  of  pulmonary  tuberculosis  treated 
by  the  X-rays.  The  patient  consulted  Dr.  Childs  May  24,  1902,  about  a  year 
after  her  arrival  in  Colorado.  She  was  coughing  and  expectorating  freely  in  the 
morning  and  after  each  meal.  Tubercle  bacilli  were  present  in  the  sputum. 
The  weight  was  about  normal ;  no  rise  in  temperature  was  detected.  Both 
apices  were  affected,  and  the  left  was  consolidated  to  the  second  rib.  Anteriorly 
prolonged  expiration  and  bronchial  breathing  were  present  in  this  area,  and 
moist  rales  could  be  heard  below  the  clavicle.  Moist  rales  were  also  detected 
posteriorly  at  the  superior  angle  of  the  scapula  in  both  the  right  and  left  lung. 

X-ray  exposures  were  begun  May  24,  1902,  and  seventy-six  were  given 
between  that  date  and  September  26,  1902,  the  chest  and  back  being  exposed 
on  alternate  days.  The  rays  had  sufficient  penetration  to  make  the  contents  of 
the  thorax  plainly  visible  on  the  fluorescent  screen.  The  signs  of  moisture  had 
disappeared  from  the  lungs  September  26,  1902,  but  the  consolidation  and 
bronchial  breathing  were  still  present.  Nine  weeks  after  the  exposures  had  been 
given,  namely,  August  6,.  the  expectoration  had  ceased  and  did  not  recur. 

Chronic  Tuberculous  Peritonitis 

Freund  *  states  that  Ausset  and  B^dard  report  a  case  of  chronic  tuberculous 
peritonitis  treated  by  the  X-rays.  The  exposures  were  given  daily  and  were  of 
thirty  minutes*  duration,  the  tube  being  from  20-13  centimetres  distant.  After 
fifty  exposures  the  ascitic  fluid  had  been  absorbed,  the  hard  tuberous  masses, 
which  could  be  felt  in  the  abdomen,  had  disappeared,  and  the  general  well-being 
of  the  patient  had  improved.  Two  years  later,  they  reported  a  second  case  with 
similar  favorable  results. 

Adenitis 

In  some  forms  of  adenitis,  especially  tuberculous  cervical  adenitis,  the  X-rays 
cause  the  glands  to  disappear,  and  as  in  this  disease  the  patient  does  not  suffer 
by  delaying  operative  treatment,  I  think  that  the  X-rays  should  be  given  a  trial, 
especially  in  the  case  of  girls,  where  an  operation  would  leave  an  unsightly  scar. 
In  cases  where  the  X-rays  give  relief,  some  improvement  should  be  expected 
within  a  month  or  six  weeks,  but  all  cases  do  not  yield  to  this  treatment. 

In  some  of  my  cases  of  tuberculous  adenitis,  even  when  the  glands  were  of 
great  size,  the  improvement  has  been  satisfactory. 

Tuberculous  Sinuses 

Tuberculous  Sinuses  of  the  Neck,  —  Dr.  F.  M.  Briggs  has  had  two  cases  of 
tuberculous  sinuses  of  the  neck  that  have  been  benefited  by  treatment  with  the 
X-rays,  of  which  he  has  kindly  given  me  notes. 

The  first  was  that  of  a  boy  about  fourteen  years  of  age  who  gave  a  history  of 

*  "  Cases  illustrating  the  Therapeutic  Uses  of  the  Roentgen  Rays,"  Medical  News,  Janu- 
ary 24,  1903,  p.  149. 

'^  "  Grundriss  der  Gesammten  Radiotherapie  fur  Praktische  Arzte,"  1903,  p.  245. 
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long  standing,  freely  suppurating  cervical  adenitis  on  both  sides  of  the  neck,  and 
of  eight  months*  treatment  and  operations  at  different  hospitals.  When  Dr. 
Briggs  first  saw  him  he  had  a  sinus  opening  on  both  sides  of  the  neck,  and  fluid 
injected  into  the  opening  on  one  side  issued  from  that  of  the  other.  Dr.  Briggs 
referred  the  case  to  Dr.  S.  VV.  Allen  for  treatment  by  the  X-rays.  After  six 
exposures  the  opening  on  one  side  had  closed,  and  there  was  only  a  small 
amount  of  daily  discharge  from  that  on  the  other.  The  patient  was  siill  under 
treatment  and  improving. 

The  second  case  was  that  of  a  boy  of  about  eight  years  of  age  who  had  had 
a  daily  discharge  from  a  sinus  on  one  side  of  the  neck  near  the  ear,  for  nineteen 
months,  during  which  time  he  had  been  under  constant  treatment  without  avail. 
Dr.  Briggs  referred  this  case  to  Dr.  C.  C.  Simmons,  and  after  two  exposures  to 
the  X-rays  by  him  the  sinus  stopped  discharging.  The  patient  has  reported 
once  a  week  since  the  sinus  has  closed,  and  it  has  not  reopened. 

Dr.  Samuel  Beresford  Childs  ^  reports  a  case  of  tuberculous  glands  of  the  right 
side  of  the  neck,  which  he  treated  by  the  X-rays,  that  was  referred  to  him  by 
Dr.  S.  G.  Bonney.  In  this  patient  the  glands  at  the  posterior  border  of  the 
sterno- mastoid  muscle  in  the  upper  half  of  the  neck  were  much  enlarged, 
and  a  mass  of  two  or  three  glands  were  matted  together  and  projected  below 
and  behind  the  lobe  of  the  ear.  The  chain  in  front  of  the  trapezius  was  also 
enlarged.  This  condition  of  the  glands  had  existed  for  six  years,  slight  variations 
in  size  occurring  according  to  the  general  health  of  the  patient. 

Twenty-four  X-ray  exposures  were  given  to  the  glands  in  the  upper  part  of  the 
neck  and  sixteen  to  the  lower  chain  in  front  of  the  trapezius  between  May  2  and 
June  16,  1902.  On  this  latter  date  the  patient  was  examined  by  Dr.  Bonney, 
who  reported  the  glands  one-half  smaller.  The  exposures  were  then  discon- 
tinued, as  the  patient  left  the  city  for  the  summer.  The  glands  continued  to 
diminish  in  size,  and  when  the  case  was  reported,  nearly  four  months  after 
cessation  of  treatment,  were  scarcely  perceptible. 

Old  Ulcerations 

Sjogren  and  Sederholm*  found  that  old  ulcerations  were  favorably  influenced 
by  the  X-rays,  in  that  fresh  granulations  arose  which  were  followed  by  healing. 

Dr.  Taylor*'*  reports  that  *'a  further  proof  of  the  remediable  effect  of  the  rays 
in  stimulating  the  growth  of  epithelium  was  afforded  by  the  following  case."  A 
small  boy  had  been  burned  on  the  left  arm  near  the  elbow  joint.  His  arm  had 
been  neglected,  and  where  any  healing  had  taken  place  the  scar  was  hard  and 
fibrous,  and  contractions  seemed  probable.  Dr.  Taylor  applied  the  X-rays,  and  the 
unhealed  portions  of  the  ulcer  healed  rapidly ;  there  was  a  soft  and  flexible  scar, 
and  the  child  had  a  serviceable  movement  of  the  arm. 

1  "  Cases  illustrating  the  Therapeutic  Uses  of  the  Roentgen  Rays,"  Mniical Xeivs^  January  24, 
1903,  p.  146. 

-  '*  Heitrag  zur  therapeutischen  Verwertung  der  Roentgenstrahlen,"  Fortschriite  a,  d.  Gcb, 
der  R  centime  list  r.^  \\.  IV,  H.  4,  pp.  145-170. 

8  British  Medical  Journal,  September  28,  1901,  pp.  852-853. 
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Hodgkin's  Disease 

I  have  treated  three  patients  with  Hodgkin's  disease  by  means  of  the  X-rays. 

The  first  case,  J.  M.,  a  man  twenty-one  years  old,  was  given  in  the  last  edition. 
He  had  had  the  disease  one  year  when  treatment  by  the  X-rays  was  begun,  and  he 
improved  with  rapidity.  The  glands  diminished  in  size,  his  pallor  disappeared, 
his  strength  increased,  and  in  every  way  progress  was  most  satisfactory.  After 
the  lapse  of  seven  months  improvement  ceased,  and  during  the  following  eight 
weeks  the  glands  grew  larger.  He  became  anjemic,  lost  in  strength,  suffered  from 
distress  in  the  stomach  and  dyspnoea ;  and  it  became  evident  that  the  X-ray 
treatment  was  of  little  or  no  avail.  Exposures  had  been  given  during  all  these 
months,  three  times  a  week,  usually  for  ten  minutes,  with  the  tube  at  a  distance 
of  about  20  centimetres,  over  each  of  the  affected  glands.  Over  the  spleen 
the  exposures  were  of  longer  duration.  He  died  nine  months  after  the  treat- 
ment was  begun.  The  X-rays  caused  improvement  and  probably  prolonged 
his  life. 

The  second  case,  a  man  twenty-three  years  old,  improved  very  much,  but  went 
during  his  improvement  to  Louisiana,  and  I  have  not  been  able  to  hear  from  him 
since. 

The  third  case,  a  woman  sixty-two  years  old,  gave  up  the  treatment,  as  I  did 
not  feel  justified  in  promising  her  ultimate  success  ;  but  she  has  recently  returned 
desiring  further  treatment. 

We  may  find  that  the  X-rays  will  be  the  means  of  relieving  patients  with  this 
disease ;  how  much  more  they  can  do  remains  for  further  experience  to  determine. 
Improvement  at  first  is  certainly  rapid  and  marvellous. 

Dr.  Pusey^  reports  two  cases  of  Hodgkin's  disease  which  he  has  under  treat- 
ment by  the  X-rays. 

The  first  was  a  boy  four  years  of  age.  In  August,  1901,  Dr.  Ochsner  made  a 
diagnosis  of  Hodgkin's  disease  and  removed  the  cervical  glands  on  the  n^ht  side. 
On  September  1 1  he  referred  the  case  to  Dr.  Pusey  for  the  treatment  of  the 
glands  on  the  /<//  side,  which  were  as  large  as  a  fist,  by  the  X-rays.  After  two 
months*  treatment  these  glands  were  reduced  to  the  size  of  an  almond.  From 
November,  1901,  up  to  the  time  the  case  was  reported  on  by  Dr.  Pusey,  the  boy 
was  given  intermittent  treatment  by  the  X-rays. 

Dr.  Pusey-  made  a  further  report  on  this  case,  namely,  on  April  12,  1902,  and 
stated  that  no  change  had  taken  place. 

The  second  patient  was  a  man  fifty  years  of  age  who  had  an  enlargement  of 
the  axillary  and  epitrochlear  glands  of  the  right  side.  The  diagnosis  of  Hodg- 
kin's disease  was  made  by  Dr.  McArthur,  and  the  patient  was  treated  for  some 
time  with  parenchymatous  injections  of  arsenic,  in  spite  of  which  the  tumors 
steadily  increased  in  size.  On  November  i,  1901,  when  the  epitrochlear  gland 
was  almost  as  large  as  a  goose  egg  and  very  hard,  Dr.  I^usey  subjected  it  to  the 
X-rays.     Within  a  month  it  was  about  one-third   its  previous  size,  and  when 

^  /ounuil  of  Ameritnn  Medical  Association^  ]2iX\\x'\xy  1 8,  1 902. 

'^  Journal  of  American  Medical  Association^  April  12,  1 902,  pp.  91 7-919. 
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reported  on  was  about  as  large  as  an  olive,  and  quite  soft.  Meanwhile  the 
axillary  gland,  which  was  being  treated  with  the  arsenic  injections,  showed  no 
change.  On  December  i8,  at  Dr.  Mc Arthur's  suggestion,  Dr.  Pusey  began  to 
make  exposures  of  this  gland,  which  was  as  large  as  a  child's  head  and  interfered 
with  the  motion  of  the  arm,  to  the  X-rays.  Dr.  Pusey  reports  that  the  patient 
thinks  it  softer  and  smaller,  and  says  that  he  can  now  play  billiards,  which  of  late 
he  had  been  unable  to  do. 

In  a  later  report  Dr.  Pusey ^  states  that  by  January  20,  1902,  almost  all  the 
axillary  swelling  had  disappeared,  and  had  not  returned  when  the  report  was 
made,  namely,  in  April,  1902.  The  general  condition  of  the  patient  had  also 
greatly  improved. 

Disease  of  Cornea 

Some  time  since  I  suggested  to  my  friend.  Dr.  Walter  B.  Lancaster,  the 
possibility  of  using  the  X-rays  in  the  treatment  of  certain  affections  involving  the 
cornea,  and  asked  him  if  he  would  send  me  some  cases.  Dr.  Lancaster  kindly 
consented  to  do  so,  and  sometime  later  sent  me  two  patients,  but  expressed  him- 
self as  sceptical  of  any  good  results  following  the  treatment.  I  exposed  both 
these  patients  to  the  X-rays,  and  some  improvement  resulted  in  each  case,  but  I 
will  consider  one  only  in  detail,  as  the  other  was  obliged  to  return  to  his  home 
in  Nova  Scotia  before  a  satisfactory  number  of  exposures  had  been  made. 

Case  I.  Charles  F.,  forty-eight  years  of  age.  History  of  gonorrhoeal 
ophthalmia  twenty  months  previously. 

Condition  tuhcn  Treatment  by  the  X-Rays  was  Begun,  —  Dr.  Lancaster  found 
that  in  the  left  eye  there  was  a  semicircular,  dense,  flat  leucoma  in  the  lower  half 
of  the  cornea,  shading  off  gradually  in  the  upper  half,  and  leaving  above  the  dis- 
eased portion  a  crescent  of  clear  cornea  2-3  millimetres  wide,  and  below  it  a 
strip  \-\  millimetre  wide  ;  that  the  pupil  dilated  but  little  with  mydriatic,  on 
account  of  an  extensive  adhesion,  so  that  vision  was  the  same  with  and  without 
atropine.  The  patient  could  count  his  fingers  at  a  distance  of  25  to  30  centime- 
tres and  stated  that  there  had  been  no  improvement  in  the  eye  for  months. 

Method  of  Treatment,  —  I  raised  the  upper  lid  of  the  eye  by  sticking  one  end 
of  a  strip  of  surgeon's  plaster  to  it  and  the  other  end  to  the  forehead.  I  then 
suspended  a  disk  of  glass  about  4  centimetres  in  diameter,  in  the  centre  of  which 
there  was  a  hole  3-4  millimetres  in  diameter,  in  front  of  the  eye  so  that  the  open- 
ing came  opposite  the  area  I  desired  to  expose  to  the  X-rays.  The  disk  was 
held  by  a  thread  which  passed  through  its  opening  and  was  fastened  to  the 
surgeon's  plaster  on  the  forehead.  The  diaphragm  used  in  the  tube  holder  had 
an  opening  about  i.V  centimetres  in  diameter,  and  this  opening  was  brought  oppo- 
site the  aperture  in  the  disk  and  only  3  centimetres  away  from  it.  The  exposures 
were  made  once  a  week  for  three  months  and  twice  a  week  for  two  months, 
lasting  usually  about  ten  minutes.  It  was  necessary,  of  course,  to  proceed  with 
great  caution  when  exposing  the  eye  to  the  X-rays. 

"^  Journal  of  American  Medical  Association^  April  12,  1902,  pp.  9 1 7-9 1 9. 
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At  the  end  of  this  fxve  months  I  sent  the  patient  to  see  Dr.  Lancaster,  and  he 
reported  that  the  patient  could  count  his  fingers  at  a  distance  of  60  centimetres 
instead  of  25-30  centimetres  as  before ;  that  the  greatest  gain  was  in  the  appear- 
ance of  the  scar,  which  was  smaller,  smoother,  and  less  dense  than  before.  To 
eliminate  error  in  this  examination,  the  vision  was  tested  without  atropine  and 
after  atropine  had  been  in  the  eye  for  twenty-four  hours. 

1  have  satisfied  myself  in  other  cases  that  it  is  quite  possible  to  expose  the 
conjunctiva  to  the  X-rays  for  therapeutic  purposes,  and  this  patient  shows  that  it 
is  practicable  to  expose  the  cornea  to  them.  I  hope  to  have  the  opportunity  of 
pursuing  these  studies  farther  with  Dr.  Lancaster,  for  the  number  of  cases  in 
which  vision  is  impaired  or  lost  through  a  diseased  cornea  is  large ;  there  seems 
to  be  no  danger  in  the  method  if  it  is  carried  out  with  extreme  care,  and  it  is  pos- 
sible that  some  among  the  many  patients  suffering  from  disease  of  the  cornea  may 
be  relieved.     Rodent  ulcer  of  the  cornea  would  perhaps  yield  to  such  treatment. 

Foreign  Bodies 

Dr.  W.  M.  Sweet  ^  gives  further  results  concerning  the  use  of  the  X-rays 
(see  page  537)  in  locating  foreign  bodies  in  the  eye.  He  has  used  them  in 
one  hundred  and  two  cases  to  determine  the  absence  or  presence  of  such  bodies 
in  the  eyeball  or  surrounding  tissues ;  in  sixty-five  of  these  a  foreign  body  was 
shown ;  in  thirty-seven  the  result  of  the  examination  was  negative.  So  far  as 
these  examinations  were  verified  by  the  extraction  of  the  foreign  body  or  after 
enucleation,  the  accuracy  with  which  the  X-rays  can  locate  a  foreign  substance 
was  demonstrated.  His  method  of  localization  is  the  "  triangulation  of  the  shadow 
of  the  foreign  body  from  two  different  positions  in  relation  to  the  shadows  on  the 
photographic  plate  of  two  known  points  so  that  accuracy  must  result "  if  proper 
care  is  used.  Dr.  Sweet  instances  one  case  in  which  the  knife  struck  the  steel 
in  making  the  scleral  opening  at  the  indicated  point,  and  another  in  which  it  was 
possible  to  show  that  the  body  was  partly  imbedded  in  the  optic  nerve,  from  which 
it  was  removed  by  forceps.  Dr.  Sweet  concludes  that  the  X-rays  offer  the  most 
certain  method  for  detecting  and  locating  foreign  bodies  in  the  eye. 

Dr.  Fox  thinks  that  it  is  much  easier  to  locate  a  foreign  body  by  means  of 
the  apparatus  he  has  devised  than  by  Dr.  Sweet's  localizer.  His  apparatus  is 
as  follows :  — 

Localizer  for  Determining  Foreign  Bodies  in  the  Eye,  —  Dr.  L.  Webster  Fox ' 
of  Philadelphia  describes  a  localizer  he  has  devised  for  determining  the  position 
of  foreign  bodies  in  the  eye.  It  consists  of  an  oval  band  of  gold  or  silver  0.75 
millimetre  in  width,  so  curved  as  to  conform  to  the  outline  of  the  eye,  and 
crossed  in  front  by  two  gold  strands  at  right  angles  to  each  other,  thus  dividing 
the  oval  band  into  quadrants.     This  localizer  is  adjusted  directly  to  the  surface 

*  "  Results  of  X-Ray  Diagnosis  and  of  Operation  in  Injuries  from  Foreign  Bodies  in  the 
Eye,"  Philadelphia  Medical  Journal,  February  I,  1902,  pp.  208-212. 

2  "  A  New  Localizer  for  determining  the  Position  of  Foreign  Bodies  in  the  Eye  by  the 
Roentgen  Rays,"  Philadelphia  Medical  Journal,  February  I,  1902,  pp.  213-220. 


720     THE   ROENTGEN    RAYS   IN   MEDICINE  AND   SUROERY 

of  the  eye,  and  its  geometrical  shadow  thrown  on  the  photographic  plate  aids  in 
locating  a  foreign  body  in  the  orbit  or  eyeball. 

The  photographic  plate  is  adjusted  on  the  side  of  the  temple  near  the  injured 
eye,  and  the  Crookes'  tube  is  so  placed  that  the  X-rays  fall  as  perpendicularly  as 
possible  upon  it.  If  the  foreign  body  is  within  the  shadow  of  the  localizer,  it  is  in 
front  of  the  equator  of  the  eyeball ;  if  behind  the  shadow  of  the  localizer,  in  the 
posterior  portion  of  the  globe  or  orbit.  A  second  photograph  giving  an  occipito- 
frontal view  identifies  the  quadrant  in  which  the  foreign  body  Hes. 

Dr.  Fox  has  varied  this  localizer,  and  has  made  it  of  two  nearly  concentric 
gold  or  silver  circles  connected  by  four  wires.  He  has,  however,  generally 
obtained  better  results  with  the  form  first  described.  His  latest  modification 
is  the  use  of  a  band  of  a  smaller  diameter  than  0.75  millimetre,  and  the  shadow 
cast  by  it  is  so  small  that  the  foreign  body  must  be  very  small  to  be  hidden  by 
the  localizer. 

Dr.  Fox  applies  a  solution  of  cocaine  to  the  eye  before  adjusting  the  localizer, 
in  order  that  it  may  remain  in  place  long  enough  to  take  two  X-ray  photographs 
without  inconveniencing  the  patient. 

(Esophagus,  —  George  Hamilton  Gibson^  advocates  the  plan  of  removmg  a 
foreign  body  from  the  oesophagus  while  guiding  the  movement  of  the  coin-catcher 
by  means  of  the  fluorescent  screen.  The  patient  may  be  seated  in  a  chair  with 
the  tube  behind  him,  or  lying  on  a  canvas  couch  with  the  tube  below  him. 
Gibson  has  removed  a  number  of  foreign  bodies  in  this  way,  and.  advises  this 
plan  as  least  dangerous  to  the  life  of  the  patient.  He  has  known  of  two  cases 
in  which  coins  that  had  been  some  time  in  the  gullet  were  driven  through  the 
walls  by  the  coin-catcher,  the  patients  having  been  removed  to  the  operating 
room,  after  the  coins  had  been  located,  before  the  attempt  was  made  to  extract 
them. 

Stomach,  —  Mr.  Stephen  Mayou  ^  has  devised  a  means  for  withdrawing  foreign 
bodies  of  iron  or  steel  from  the  stomach  by  the  aid  of  the  X-rays.  He  uses  a  small, 
round  electromagnet,  5  centimetres  long  and  8  millimetres  in  diameter,  the  ends 
and  centre  of  which  are  made  of  soft  iron  and  wound  in  the  ordinary  way,  having 
a  lifting  power  of  a  quarter  of  a  pound  "  when  connected  with  stiff  wires  to  a 
four-volt  battery."  The  magnet  is  inserted  into  an  ordinary  stomach  tube,  the 
end  of  which  is  cut  off,  or  preferably  into  a  celluloid  tube,  which  has  a  perfectly 
smooth  inner  surface,  and  within  which  the  magnet  can  be  drawn  up  and  down 
with  ease  by  pulling  on  the  stiff  connecting  wires.  A  narrow  silver  band  is  placed 
on  the  outer  side  of  the  stomach  end  of  the  tube,  so  that  this  end  may  be  easily 
seen  in  the  stomach  by  means  of  the  X-rays,  the  remainder  of  the  tube  casting 
no  shadow. 

When  a  foreign  body  is  to  be  extracted,  the  patient  lies  on  his  back  with  the 
Crookes*  tube  below  him  and  the  fluorescent  screen  on  his  abdomen.     The  tube, 

1  **  Note  on  the  Removal  of  Foreign  liodies  from  the  (Ksophagus  by  an  Improved  Method  of 
using  the  Roentgen  Rays,"  The  Lancet^  December  13,  1902,  pp.  1623- 1 624. 

■-2"  A  Method  of  removing  Small  Metallic  Foreign  Bodies  from  the  Stomach  without  Exter- 
nal Operation,"  The  Lance t^  December  6,  1902,  pp.  1535-1537. 
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containing  the  magnet,  that  should  protrude  6  millimetres,  is  passed  into  the 
stomach,  preferably  under  an  anaesthetic.  The  X-ray  tube  is  excited  and  the 
magnet  brought  into  contact  with  that  part  of  the  foreign  body  most  suitable  to 
draw  into  the  tube ;  the  current  is  then  allowed  to  flow  through  the  magnet,  and 
the  foreign  body  is  drawn  into  the  tube  by  means  of  the  connecting  wires. 
When  the  foreign  body  is  in  the  tube,  as  indicated  by  its  position  above  the  silver 
ring,  the  tube,  magnet,  and  foreign  body  are  withdrawn.  Tubes  and  magnets  of 
various  shapes  and  sizes  suited  to  a  given  foreign  body  and  the  oesophagus  of 
the  patient  can  be  used. 

Mr.  Mayou  mentions  one  case  that  Mr.  Burghard  placed  in  his  hands,  in  which 
he  had  used  the  means  described.  The  patient  was  a  boy  a  little  over  two  years 
old,  who  had  swallowed  a  large-sized  hairpin.  This  hairpin  was  located  by 
means  of  the  X-rays,  and  was  found  to  be  to  the  right  of  the  median  line  below 
the  shadow  of  the  liver ;  it  was  in  a  vertical  position,  and  apparently  across  the 
pyloric  orifice.  Seven  weeks  after  admission  to  the  hospital,  the  patient  had 
attacks  of  diarrhoea  and  vomiting.  The  hairpin  meanwhile  had  passed  into  the 
duodenum,  and  was  lying  about  on  a  level  with  the  umbilicus.  The  method 
described  above  was  employed,  and  the  magnet  brought  into  contact  with  the 
blunt  end  of  the  hairpin.  Then  the  tube,  magnet,  and  hairpin  were  withdrawn. 
The  patient  left  the  hospital  the  same  day. 

Diseases  of  the  Bones 

Dystrophy  of  Bones,  —  Henri  Molin  ^  in  a  radiographic  and  clinical  study  of 
bony  dystrophy  characterized  especially,  from  the  clinical  point  of  view,  by  the 
partially  arrested  development  of  the  skeleton,  concludes  that  the  long  bones  of 
the  limbs  and  the  metacarpal  and  phalangeal  bones  of  the  hand  are  most 
frequently  attacked  ;  that  the  long  bones  present  curvatures  similar  to  those  seen 
in  rickets ;  that  the  articular  malformations  observed,  outward  (genu  varum ),  and 
inward  (genu  valgum)  curving  of  the  knee,  etc.,  must  be  considered  as  a  direct 
consequence  of  these  bony  changes ;  that  radiography  alone  has  enabled  the 
practitioner  to  suspect  the  nature  of  this  dystrophy,  which  resembles  rickets,  and 
more  especially  chondroma,  but  is  not  exactly  like  either  of  these  processes. 

Disease  of  Hip  Joint.  —  Victor  Gardette-  in  an  article  concerning  the  use 
of  radiography  in  disease  of  the  hip  joint  comes  to  the  conclusion  first  that 
radiographs  furnish  sufficiently  accurate  knowledge  of  the  lesions  in  this  disease 
and  permit  the  practitioner  to  distinguish  three  principal  varieties  in  children  :  — 

{a)  Hip-joint  disease  with  diffuse  lesions. 

(b)  With  localized  bony  foci. 

(r)  Hip-joint  disease  in  which  deformities  predominate. 

Second,  the  radiographs  are  ordinarily  clear  enough  to  determine  a  doubtful 
diagnosis.  Localized  bony  changes  can  be  recognized,  when  they  exist,  and  the 
seat  of  the  disease,  whether  femoral  or  acetabular,  can  be  determined,  but  its 
nature,  whether  sequestral  or  caseous,  cannot  be  determined. 

^  "  I^  Dyschondroplasie,''  These,  Lyon,  1900. 

^"  Application  de  la  radiographic  a  I'etude  de  la  coxalgie,"  Doc.  These,  Lyon,  1898. 
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Third,  the  radiographic  examination  is  of  no  assistance  in  the  treatment 
of  the  diffuse  form  of  hip-joint  disease ;  but  in  the  localized  variety  it  may  justify 
the  search  for  the  bony  foci  and  its  treatment  by  a  conservative  operation  if 
it  is  accompanied  by  an  abscess  and  is  seated  at  a  certain  distance  from  the 
articulation ;  in  the  other  cases  waiting  is  preferable,  but  exact  knowledge  con- 
cerning the  lesions  permits  the  surgeon  to  make  resections  earlier,  and  thus  to 
obtain  better  functional  results. 

Fourth,  in  cases  where  deformity  is  present,  radiography  enables  the  prac- 
titioner to  learn  the  exact  location  and  extent  of  such  deformities,  and  to  deter- 
mine better  whether  anything  should  be  done,  and  if  so,  the  nature  of  the 
intervention. 

Heck*  describes  a  case  of  osteomyelitis  in  a  woman  twenty  years  of  age,  in 
which  the  symptoms  seemed  to  justify  a  fear  that  a  malignant  growth  was  present. 
The  radiograph  showed,  however,  periostitic  proliferations  and  a  circumscribed 
OHtiMMnyelilic  focus  in  the  humerus.  The  focus  was  exposed  by  the  chisel,  and 
the  patient  made  so  speedy  a  recovery  as  to  confirm  the  evidence  given  by  the 
radiograph  of  the  integrity  of  the  remaining  portions  of  the  humerus. 

SfifHestrum,  —  He  also  describes  another  case  in  which  the  X-rays  were  of 
fti*hist«nce  in  pointing  out  the  true  cause  of  the  difficulty.  The  patient  was  a  man 
iwrnty-three  years  of  age  who  had  crushed  his  left  little  finger.  Extensive  tissue 
nrrrusis  in  the  muscular  interstices  of  the  forearm  demanded  deep  incisions, 
which  showed  that  the  radius  as  well  as  the  ulna  were  denuded  of  periosteum. 
The  process  was  confined  to  the  forearm,  and  recovery  seemed  rapid,  but  a  small 
flhtuhi  at  the  dorsum  of  the  forearm  did  not  close.  The  probe  did  not  indicate 
the  presence  of  rough  bone,  but  the  X-rays  showed  a  large  splinter  exfoliated 
IVoin  the  inner  portion  of  the  radius,  the  surface  of  which  was  covered  with 
ohleophytes.  The  sequestrum  was  found  to  be  covered  by  thick  fibrous  tissue  a*, 
the  upper  surface,  while  the  inner  and  lower  surfaces  were  exposed.  These  con^ 
dilions  showed  why  the  probe  gave  no  information,  as  it  only  came  in  contact 
with  tlu?  fibrous  cover.     Recovery  was  perfect  eleven  days  after  operation. 

(hstvMs  Cysts,  —  Beck  states  that  osseous  cysts  in  their  early  stage  are  easily 
overlooked  because  the  symptoms  are  at  first  slight  and  may  not  be  appreciated 
until  a  fall  has  i)roduced  a  fracture  of  the  thin  cortex,  therefore  the  information 
^\\%'\\  l»y  the  X-rays  is  valuable.  The  X-rays  enable  the  practitioner  to  discrimi- 
nate between  osseous  cysts  and  osteosarcoma.  In  the  former  the  Hne  of  the  cortex 
appears  narrow,  because  it  is  thin,  but  well  marked  and  regular;  the  fluid  centre 
of  osseous  cysts  is  indicated  by  a  lighter  shadow  in  the  radiograph. 

***  Tht*  Roentgen  Rays  in  differentiating  between  Osteomyelitis,  Osseous  Cyst,  Ostcosar- 
tnma,  and  Other  Osseous  Lesions,  with  Skiagraphic  DtuionsiTdXioxiS,^^  Journal  American  Medi- 
ml  AiUHiatioHy  January  4,  1902,  pp.  28-33, 
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at  Boston  City  Hospital,  442. 
displacement  of  heart  by  distended,  286. 
malignant  disease  of,  346-347. 
new  growths  in,  375-378. 
X-rays  in  studying  diseases  of,  358. 
Abdominal  muscles  an  assistance  in  expiration 

in  emphysema,  197. 
Abscess,  alveolar,  612. 
of  liver,  353. 
of  lung.  351-352. 
radiographs  of.  573,  574. 
subdiaphragmatic,  653-654. 
Absorption,  law  of,  of  X-rays,  2. 
Acne,  418, 453,  670-672,  714. 
Acromegalia,  556,  578. 
Action,  mode  of,  of  X-rays,  393. 
Adenitis,  treatment  of,  by  X-rays,  715. 
Adhesions,   displacement   of  heart   by,  290-391, 

293-294.     S^f  Pleuritic  adhesions. 
Air,  absorptive  power  of,  4. 

injection  of,  into  intestines,  378. 
introduction  of,  into  organs,  358. 
withdrawing,  in  pneumothorax,  237-238. 
Air  passages,  effects  of  obstruction  of,  200,  201. 
obstruction  of,  due  to  enlarged  glands,  349. 
Air  resistance,  character  of  vacuum  tube  should 

be  defined  by  its,  46. 
Albarran,  Dr.,  recognition  of  calculi  by  X-rays, 

626-627. 
All)ers-Schonberg,  concerning  therapeutic  uses  of 
X-rays.  392,  393,   396.   397-398,  399.  402, 
406,  408-409.  411-412,  418. 
report  of.  on  pictures  of  syphilitic  diseases  of 
joints.  597. 
Alcohol,  intemperate  use  of,  a  cause  of  enlarged 
heart,  271. 
skin-tracings  removed  by,  79. 
Alcoholics,  effect  of,  on  appearance  of  lungs, 

307-308- 
Alimentary  canal,  difficulties  of  X-ray  examina- 
tions of,  357. 


Allen,  Dr.  Seabury  W.,  716. 

report  by,  on  X-rays  as  an  analgesic,  663-664, 
Alopecia,  Jutassy's  production  of  a  lasting,  416. 

areata,  treatment  of,  by  X-rays,  673. 
Alsberg,  Dr.,  recognition  of  calculus  by  X-rays, 

625. 
Aluminum,  radiograph  of,  472. 
Aluminum  screen,  47,  53-54,  655. 
AnsL-mia,  displacement  of  heart  in,  297. 

examination  of,  by  X-rays,  388. 

pernicious,  389. 

symptom  of  tuberculosis,  117,  120,  i6a. 
Analgesic,  X-rays  as  an,  445,  663-664. 
Anatomy,  use  of  X-rays  in,  454. 
Aneurisms.  310-331. 

aortic,  operations  unadvisable  when  present, 

331- 
appearances  seen  on  screen  in,  310. 
changes  in  outlined  of  heart  due  to,  262. 
difference  of  X-ray  and  percussion  determina- 
tions of  left  heart  border  in  cases  of,  276, 
278. 
effect  of  pressure  of,  on  bronchus,  aoo,  349. 
enlarged  heart  caused  by,  27 li 
illustration  of  difficulty  of  correct  diagnosis  of 

thoracic,  328-329. 
obstruction  of  bronchus  due  to,  349. 
subclavian,  317. 

thoracic,  new  growth  may  simulate,  332. 
Angle  at  which  light  should  pass  through  patient's 

body,  643-645. 
Animals  inoculated  with  bacteria,  effect  of  X-rays 

on,  452. 
Ankle,  cases  of  fractures  of,  at  Boston  City  Hos- 
pital, 456. 
photographing  fractures  of,  501-505. 
time  of  exposure  for  photographing,  640. 
tuberculosis  of,  radiograph  of,  59a 
Ankylosis,  X-rays  of  use  in  examining,  598. 
Anode,  of  vacuum  tubes,  34. 
and  target  united,  35-36. 
Antrum,  cases  of  cancer  of,  at  Boston  City  Hos- 
pital, 442. 
Anus,  case  of  cancer  of,  at  Boston  City  Hospital, 

442. 
Aorta,  aneurism  of,  310,  312-313,  32»-324. 
appearance  of,  on  screen,  100. 
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Aorta  (continued)  — 

dilatation  of,  in  aortic  insufficiency,  300. 

dilatation  of,  recognized  by  X-ray  examina- 
tion, 320. 
Aortic  arch,  tumor  in  region  of,  329. 
Aortic  insufficiency,  excursion  of  heart  in,  299. 
Apex  beat  of  heart,  252-253. 
Apparatus,  X-ray,  8-58,  636-640. 

for  examining  children,  385. 

in  India.  553. 

for  locating  foreign  bodies,  533-538. 

for  photographing  teeth,  603-606. 

precautions  concerning,  in  therapeutic  uses  of 
X-rays,  446-447,  642-643.  655. 

size  of,  in  surgery,  455. 

in  therapeutic  uses  of  X-rays,  393-394,  401, 
642,  654-655. 

for  treating  cancer,  421-423,  654-655. 
Appendicitis  confounded  with  pneumonia,  192. 
Arc  light,  Finsen's  experiments  with,  and  bac- 
teria, 452. 

in  treatment  of  lupus,  407. 

in  treatment  of  rodent  ulcer,  444. 
Arm,  time  of  exposure  for  photographing,  640. 
Army,  use  of  X-rays  in  the,  553-555. 
Arteries,  X-ray  photographs  of,  386-387. 
Arterio-sclerosis,  317. 

as  cause  of  enlarged  heart,  271. 

inferred  from  enlarged  heart.  283. 
Artery,  pulmonary,  appearance  of,  on  fluorescent 

screen,  100. 
Arthritis,  of  joints.  X-ray  examinations  of  service 
in.  556. 

of  finger-joints,  radiograph  of.  597. 
Articular  rheumatism,  445,  446. 
Ascites,  375. 

Ascitic  fiuid  and  water,  experiment  with,  6. 
Association  of  an   acute   and    chronic  process, 

354- 
Astragalus,  case  of  removal  of.  562. 
Atelectasis    may    be    observed    on    fluorescent 

screen.  353. 
Atomic  weight  of  elements  of  human  body,  2-3. 
Atrophies,  use  of  X-rays  in,  672-673. 
Atrophy  of  bone  and  joint  structures,  X-ray  ex- 
aminations of  service  in.  556. 
Auricle,  right,  appearance   of,   on   screen,   100, 
252. 
enlarged,  in  emphysema.  193. 
Auscultation,  examination  by,  in  carcinoma  of 
liver,  376-377. 
in  examining  chest,  109. 
in  examining  heart  and  lungs,  162. 
for  murmurs  of  heart.  301. 
pneumonia  in  early  stages  may  give  no  signs 

by,  183. 
in  cases  of  tumors  in  chest,  339-340. 
more  definite  signs  by  X-rays  than  by,  149. 
X-ray  examinations  should  be  taught  in  con- 
nection with,  355. 


Autopsy,  confirmation  of  X-ray   determinations 
by,  in  cases  of — 
aneurism,  326-328. 
broncho-pneumonia,  192, 
calculi,  622. 
new  growths,  338-339. 
pleurisy,  216-217. 
tumor  of  head,  340,  646. 
A.  W.  L.  universal  coil,  28-31,  63, 640. 

in  photographing  teeth,  603. 
Axilla,  cases  of  cancer  and  of  carcinoma  of,  at 

Boston  City  Hospital,  442. 
Axis  of  heart,  inclination  of,  247-248, 286,  995. 997. 

B 

Back,  case  of  healing  of  ulcerations  on,  after  rays 
had  traversed  body,  419-420. 

Bacteria,  effect  of  X-rays  on.  448-453. 

Bacterium  coli,  X-ray  experiments  with,  450. 

Bagge,  Dr.  Ivar,  case  of  tuberculosis  in  a  wound 
reported  by,  419-420. 

Baldwin.  J.  F.,  localization  of  button  in  oesopha- 
gus by,  540. 

Balthazard,  Dr.,  observation  of  digestive  process 

by,  372-373. 
Bandages,  radiographs  of,  472. 
Bar,  Dr..  treatment  of  X-ray  bum  by,  661-662. 
Barker,  G.  F.,  i,  2. 

Barth^lemy,  on  mode  of  action  of  X-rays  in  treat- 
ment of  lupus,  393. 
on  use  of  X-rays  in  — 

acromegalia,  578. 
Pott's  disease  in  children.  596. 
tubercular  osteitis,  594. 
tuberculosis  of  bones.  592. 
Bassuel  on  heart  in  systole,  254-255. 
Battersby,   Major,  on  use  of  X-raN's  in  militarr 

surgery,  554. 
Beard,  removal  of,  in  lymphomata  colli,  417. 

sycosis  of  the,  415. 
Beatson.  Dr.,  report  of  case  of  "  stave  of  thumb" 

fracture  by,  492. 
Beck,  description  by.  of  case  of  osteomyelitis,  722. 
experiments  of,  with  color-producing  bacteria 

and  X-rays,  449. 
use  of  radiograph  in  spina  bifida  by.  464. 
use  of  radiograph  to  detect  gall  stones  by,  630. 
Becl^re,  Dr..  356. 

Becquercl  rays  and  X-rays,  theory  concerning,  i. 
Beevor,  Surgeon  Major,  on  use  of  X-rays  in  mili- 
tary surgery,  553. 
Benedikt,  Dr.,  356. 

on  value  of  X-rays  in  diagnosis  of  diseases  of 
vertebrae,  587. 
Bergonie,  Dr.,  cases  of  acute  phthisis  reported 

by.  418. 
Bertin-Sans,  Dr.,  on  study  of  articular  movemeot 

by  X-rays,  389. 
Berton,  Dr.,  experiments  of,  with  diphtheria  baciDi 
and  X-rays,  449. 
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Bevan.  Dr.  Arthur  D.,  recognition  of  calculus  by 

X-rays,  623. 
Bicycle  used  to  charge  storage  battery,  554. 
Birth-mark,  therapeutic  use  of  X-rays  for  remov- 
ing. 453- 
Bismuth,  for  recognizing  diverticulum,  357. 

injected  into  sinus  in  empyema,  241. 

introduction  of,  into  hollow  organs,  358. 

for  observing  intestines,  378,  651. 

for  recognizing  sinus,  458. 

for  observing  stomach,  359,  362,  366,  369-370, 

373- 
Bladder,  calculi  in,  615. 

cases  of  cancer  and  of  carcinoma  of,  at  Boston 

City  Hospital,  442. 
method  of  examination  for,  621. 
Blaikie,  J.  Brunton,  experiments  of,  with  bacteria 

and  X-rays,  450. 
Blanks  for  X-ray  records,  79-80. 
Blastomycosis,  cutaneous,  treatment  of,  by  X-rays, 

674. 
Blondes,  skin  of,  reacts  most  quickly  to  X-rays, 

416. 
Blood,  specific  gravity  of,  and  water,  experiment 

with,  6-7. 
Blood  vessels,  normal.    X-ray  photographs  of, 

386-387. 
Boas,  Dr.,  fluorescent  screen  used  by,  to  observe 

digestive  tract,  373. 
Body,  constituents  of  the,  3,  5. 

locating  foreign  substances  in,  81-86.     See 

Foreign  bodies, 
photographing  different  parts  of,  88-96.  640. 
Bondurant,  Dr.  E.  D.,  on  use  of  X-rays  in  neu- 
ralgia, 663. 
Bone,  comminution  by  bullets,  shown  by  X-rays, 

554-555- 
comparison  of  well  and  affected,  457. 
decalcified,  radiograph  of,  616. 
diseases  of,  556-587.  721-722. 
disturbance  of  development  of.  in  cretinism, 

461. 
new  growths  in,  332. 
opacity  of,  to  X-rays,  2. 
use  of  X-rays  in  diseases  of,  454. 
Bones,  of  forearm,  radiograph  of  dislocation  of 

both.  527. 
of  leg.  radiographs  of  fractures  of,  505.  506. 

509.  516-519. 
long  exposure  for  details  of.  96, 
metacarpal,  fracture  of.  491-492,  494. 
metatarsal,  photographing,  522. 
regeneration  of,  after  operation,  562. 
tuberculosis  of,  575. 
Boidcn.  Captain,  on  use  of  X-rays  in  military  sur- 

Rt^ry,  554. 
Borders  of  heart,  method  of  determining,  with 

X-rays,  247. 
Hordier.  Dr..  on    changes  produced   in  skin  by 

exposure  to  excited  vacuum  tube,  447. 
3» 


Boston  City  Hospital,  cases  of  cancers  and  of 
carcinomas  at,  441-442. 
cases  of  fractures  treated  at,  455,  456. 
Bouchacourt,  Dr.,  on  treatment  of  X-ray  burn, 
662. 
on  use  of  X-ray  photograph  in  study  of  pelvis, 

378-379. 
Bouchard,  Dr.,  356. 

Boull6,  Dr.,  treatment  of  X-ray  bum  by,  661-662. 
Bowed  leg,  fracture  mistaken  for,  522. 
Bowels  should  be  empty  in  examining  organs 

below  diaphragm,  359-360. 
Box  for  vacuum  tube,  50-55,  400-401,  446,  655. 
Braatz,  Dr.,  recognition  of  calculus  by  X-rays, 

627. 
Brain,  tumors  in,  detection  of,  by  X-rays,  340, 

645-647. 
Break,  Spottiswoode's  electrolytic,  20. 
Breast,  cancers  of  the,  420,  677,  702-710. 

carcinoma  of,   treatment  of,  by  X-rays,  421, 

702. 
cases  of  cancer  and  of  carcinoma  of,  at  Boston 

City  Hospital,  442. 
Breathing,  effect  of,  on  position  of  heart,  247-248. 

See  Respiration. 
Briggs,  Dr.  F.  M.,  cases  of  tuberculous  sinuses 

reported  by,  715-716. 
Brightness,  of  lungs,  in  X-ray  examination,  100. 

comparative,  of  lungs  in  tuberculosis.  119. 
Bromide  paper  for  X-ray  pictures,  57,  554. 
Bronchial  glands,  hypertrophied,  in  pulmonary 

tuberculosis,  119. 
Bronchitis,  200-201. 

excursion  of  diaphragm  in,  198. 
and  tuberculosis,  124,  140,  141-142. 
Broncho-pneumonia,  shadow  in  cases  of,  192. 
Bronchus,  obstruction  of,  due  to  aneurism,  349. 
Brunettes,  skin  of,  reacts  less  quickly  to  X-rays. 

416. 
Bryant.   Dr.   Thomas,   on    X-ray    treatment    of 

stricture  of  rectum,  712. 
Bullets,  localization  of.  by  X-rays,  531-532,  539. 

.SVv  Surgery,  military. 
Burn,  cause  of  so-called  X-ray,  447-448. 

curative  effect  of  X-ray,  421-422. 
Burns,  avoidable  in  therapeutic  use  of  X-rays, 

443. 
frequency  of,  660. 
treatment  for,  661-663. 
Butterflv  lupus  ervthematosus,  cases  of,  405-406, 

Calcification,  of  pleuritic  membrane,  233. 

of  tissues,  385-387. 
Calcium,  atomic  weight  of,  3,  4. 

phosphate  of,  radiograph  of.  5. 

triphosphate  of.  in  human  body.  3. 
Calculi.  4.  615-632. 

radiographs  of,  616,  619,  620. 
Calculus,  vesical,  radiograph  of.  618. 
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Caldwell,  Eugene  W.,  new  tube  for  therapeutic 
examinations  described  by,  676. 
stereo-fluoroscopic   apparatus   employed   by, 

639. 
Callus,  new  and  old,  about  a  fracture,  49a 

radiograph  of,  516. 
Campbell,  Dr.  R.   R.,  on  treatment  of  acne  by 

X-rays,  671.  714. 
Cancer,  cases  of,  at  Boston  City  Hospital  for  a 
series  of  years,  441-442. 
epidermoid,  423,  684,  685. 
external  forms  of,  421.    Ser-  also  New  growths, 
inoperable  cases  of,  440,  708-710. 
internal  forms  of,  710-712. 
of  hand,  431-437. 
of  liver,  347. 

metliod  of  treatment  in  cases  of,  674-675. 
of  pylorus.  377. 
Cancers  of  the  breast,  420, 677.  702-710. 
Cannon.  Dr.  W.  B.,  observations  of  process  of 

digestion  by,  360,  372,  651-653. 
Capsules,  digestive  tract  observed  by  means  of, 

373- 
Carbon,  atomic  weight  of.  3. 
Carbonate  of  calcium,  radiograph  of,  5. 
Carbonate  of  magnesium,  radiograph  of.  5. 
Carbonate  of  sodium,  radiograph  of,  5. 
Carcinoma,  578.     See  u/so  New  growths, 

cases  of,  at  Boston  City  Hospital  for  a  series 
of  years,  441-442. 

of  the  breast,  421,  677,  702-708. 

epidermoid.  685-689. 

of  the  liver,  376-377. 

metastatic,  587. 

of  the  stomach.  376.  421. 
Cardiac  disease.  299. 
Cardiac  enlargement,  271. 
Caries  of  spine.  504.  596. 
Oirotid  artery,  ligating.  in  aneurism,  317. 
CartiUige.  cricoid,  photographing  the,  89. 

loose,  of  joints.  X-ray  examinations  in,  556, 

radiograph  of,  599. 
Catgut,    radiograph    of   needle    threaded    with, 

472- 
Cathode  oi  vacuum  tul>es.  34. 
Cats.  Dr.  Cannon's  observations  of  stomachs  and 

intestines  of.  360.  372.  651-653. 
Cauteruaiion.  hot  air.  for  lupus.  3^5. 
Cautery.  Paquelms.  spread  ot  lupus  after  use  of. 

400. 
CelluIoiJ.   capsules   of.   for  observing    digestive    , 

tract.  373. 
use  of.  lor  recorimg  fluorescent  screen  ap-   i 

pt*a:ances.  77. 
Cervix  iVn'.or»5.  green srick  fracture  of.  578. 
Cheek,  epithelioma  oi  o5o-6x'- 
Chemica.  composition  to  be  considered  in  using 

X  nns.  7. 
Chest.   X-ray  e\a:r.:r.a::ons  of.  71.  74,  100.  IC2, 


Chest  {continved)  — 

dimensions  of,  determine  excursion  of  dia* 

phragm,  108. 
fluorescent  screen  best  for  examinations  o^ 

109,  638,  651. 
foreign  bodies  in,  locating,  86. 
in  hydrothorax,  appearance    of,  on   soeen, 

234- 
in  pleurisy,  appearances  in,  9O»-204. 
in  pneumothorax,  appearances  in,  234. 
time  of  exposure  for  photographing  the,  64a 
tracings  on  the,  79. 
Chest  wall,  new  growth  in,  345-346. 
Children,  articular  rheumatism  in,  relieved  by 
X-rays,  445-446. 
epiphyseal  lesions  in,  461. 
injuries  of  humerus  common  in,  467. 
obser\'ations  of  spleen  of,  374. 
observations  of  stomachs  of,  360-372. 
outline  of  liver  in,  373. 
Pott's  disease  in.  596. 
small  leftward  movement  of  heart  in.  301. 
time  for  taking  radiographs  of.  as  compared 

with  adults,  636. 
tuberculous  foci  on  spinal  column  of^  594. 
X-ray  examination  of,  384-385. 
Childs,  Dr.  S.  B.,  on   treatment  of  pulmonary 
tuberculosis.  715. 
on  treatment  of  tuberculous  glands.  716. 
Chloride  of  calcium,  risk  of  drying  static  machine 

with,  14. 
Chloride  of  potassium,  radiograph  of,  5. 
Chloride  of  sodium,  radiograph  of.  5. 
Chlorine,  atomic  weight  of.  3. 
Chlorosis,  displacement  of  heart  in.  397. 
Cholelithiasis,  radiographs  of  cases  of.  630. 
Cholera  vibriones.  experiments  with  cultures  of^ 

450. 
Chondroma.  X-ray  examinations  of  service  in, 

556. 
Chondrosarcoma.  556.  583.  585. 
of  lemur,  radiograph  of.  58 L 
phoicgraph  of.  5S0. 
Church.   r>r.   Archiluild,   report    of,  concerning 

tumor  in  head.  340. 
Clapp.  Dr.  Dwight  M..  ladiographs  of  teeth  by, 

00c.  WD9.  010,  on.  613.  614- 
Classen.   Dr..   account   by.  of  case   of  enlarged 
glands  simulating  the  outline  produced  by 
aneurism.  348-349. 
Clavicles,  appearance  of.  on  fluorescent  screen 
in  emphysema,  103. 
fractures  ot.  at  Boston  City  Hospital,  456. 
normal  outines  oi,  on  screen.  10a- 103, 
position  oi  plate  in  phoK^raphing.  48a. 
ra  iiograph  of.  104. 
C.itons.  case  of  cancer  cf.  at  Boston  City  Hos> 

pita"   44^ 
Coth  easily  reretratevi  by  ravs.  59^ 
Clothing,  rerccval  of.  m  meviico-l^al  cases,  S6k 
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Coccyx,  fractures  of,  at  Boston  City  Hospital, 
456. 

Codman,  E.  A.,  on  X-ray  bums,  66a 
on  X-ray  study  of  anatomy,  454. 

Coils,  static  machine  compared  with,  638-639. 

Colds  bordering  on  pneumonia,  192. 

Colon,  descending,  method  of  following  outline 
of.  358. 

Colonies,  bacterial,  effects  of  X-rays  on  devel- 
oped, 451. 

Comedones,  418,  670. 

Comparison,  of  static  machine  and  coils,  638- 

639. 
between  X-ray  photographs  and  screen  exam- 
inations.   See  Fluorescent  screen  examina-" 
.  tions. 
of  X-ray  with  percussion  and  auscultation  de- 
terminations.     See  Auscultation,   Percus- 
sion. 
Condenser  for  static  machine,  19. 
Congestion,  how  detected,  103. 
passive,  of  lungs,  307. 
pulmonary,  lack  of  brightness  in  lungs  due  to, 

308. 
shadows  on  fluorescent  screen  in,  158,  201. 
Consonants,  shape  of  palate  in  pronouncing  the, 

389. 

Constipation,  displacement  of  heart  in  anaemia 
with,  297-298. 
size  of  heart  in  anaemia  with,  388-389. 

Contraction,  heart  displaced  by,  290-291. 

Contremoulin,  Dr.,  report  by,  of  radiographs  of 
muscles  of  animals,  466. 

Copper,  piece  of,  in  eye,  538-539. 

Cornea,  X-ray  treatment  of  disease  of,  718-719. 

Corson,  Eugene  R,,  references  to  articles  by,  454, 
461. 

Cotton,  dressings,  86. 
radiograph  of,  472. 

Cough,  morning,  an  indication  of  tuberculosis, 
140. 

Councilman,    Dr.    W.    T.,    164,   272,    433-435, 
436. 

Coxa,  vara,  575,  578. 
radiograph  of,  577. 

Coxitis,  value  of  X-rays  in,  594. 

Crayons  for  skin-tracings,  77-78. 

Cretinism,  disturbance  of  development  of  bones 
in,  461. 

Cretins,  development  of  skeleton  in,  461-462. 

Cricoid  cartilage,  photographing  the.  89. 

Crookes.  construction  of  vacuum  tube  by.  34. 

Cures,  of  diphtheria,  increase  in  percentage  of, 
160. 
possibility  of,  in  cases  of  pulmonary  tubercu- 
losis, 160. 

Curtain  for  hiding  static  machine,  93. 

Cushing,  Dr.  H.  W..  report  by,  of  cases  of  regen- 
eration of  bones  after  op»*ration.  562-564. 

Cysts,  osseous,  use  of  X-rays  in  cases  of,  722. 


Dactylitis,  syphilitic,  597. 
Dampness,  removal  of,  from  plates,  14. 
Davidson,  J.  Mackenzie,  apparatus  for  locating 
foreign  bodies  devised  by,  533-535. 
radiographs  by,  578. 
report  by,  of  recognition  of  calculi  by  X-rays, 

625. 
stereoscopic  fluoroscope  devised  by,  639. 
Davis,  Edward  P.,  photograph  of  gravid  uterus 

by,  382. 
De  la  Camp,  Dr.,  lack  of  result  in  treatment  of 
leprosy,  714. 
report  of  case  of  myositis  ossificans  by,  465-466. 
Densitometer,  105-106. 

Density,  contrasts  in,  offer  opportunity  for  X-ray 
examination,  377. 
in    lung,   an    obstruction    in   viewing   heart, 

247. 
in  lungs.  X-rays  indicate  increase  in,  306-307. 
of  lungs  in  pneumonia,  164-167. 
pulmonary.    X-ray    examination    an    aid    in 
showing,  191. 
Dent,  Dr.  C.  T.,  on  use  of  X-rays  in  fractures, 

468. 
Dental  suigery,  use  of  X-rays  in,  603-614. 
Depilation  produced  by  X-ray  exposure,  391,  416. 
Dermatitis  produced  by  exposure  to  X-rays,  391, 
409,  658-660. 
avoided  by  caution.  399. 
time  necessary  to  heal  a.  396. 
unnecessary  in  treatment  of  lupus,  393. 
Despeignes,  Dr.,  X-ray  treatment  of  carcinoma  of 

stomach  by,  421. 
Destot.  Dr.,  447. 

Development  of  X-ray  picture,  57. 
Dextrocardia,  case  of  apparent,  298. 

radiographic  examination  in  a  case  of,  650- 
652. 
Diagnosis,  in  pneumonia  made  certain  by  use  of 
X-rays,  183-186. 
more  than  one  X-ray  examination  often  neces- 
sary to  determine,  191. 
of  pulmonary  tuberculosis,  120-122,  124. 
of  pulpless  teeth,  611. 
X-ray  apparatus  a  help  to  a  definite,  355. 
.S^^  Autopsy. 
Diagrams  of  X-ray  appearances  in  chest  jn  — 
aneurism,  311. 
aortic  insufficiency,  299. 
emphysema  of  lungs,  104. 
health,  full  mspiration,  loi. 
heart  movements,  normal.  254. 
passive  congestion  or  oedema  of  lungs, 

307. 
pleunsv  with  large  effusion,  204. 
pleurisy  with  small  effusion,  203. 
pneumohydrothorax.  242. 
pneumothorax.  235. 
pulmonary  tuberculosis,  115. 
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Diameter  of  heart,  errors  to  be  avoided  in  meas- 
uring, 263. 

relation  of,  to  height  of  individual.  361. 
Diameter  of  pelvis,  measurement  of,  379. 
Diaphragm  of  body,  appearance  of,  on  screen, 
100. 

depression  of,  due  to  aneurism,  349. 

displacement  of,  by  ascitic  fluid,  375. 

displacement  of  heart  by,  286. 

effects  of  position  of,  in  measuring  heart,  269. 

heart  rests  on.  during  expiration.  247. 

limitation  of  movement  of,  in  pneumonia,  171. 

outline  of,  in  pleurisy  with  effusion,  202. 

pneumonia  and  unequal  excursion  of,  283-290. 

position  of,  in  pneumohydrothorax,  245. 

position  of,  in  pneumothorax,  234. 

Sft  Excursion  of  diaphragm. 
Diaphragm  for  vacuum   tube,  47,  49-50,  52,  60, 

63.  95.  97.  604. 
Diaphx'sis  of  femur,  curvature  of,  578. 
Diastole,  experiments  on  form  of  heart  in,  253-257. 
Difference  of  X-ray  and  percussion  deteimina- 

tions  of  left  heart  border,  276-279. 
Diffraction  bands  by  X-rays,  1-2. 
Digestion,  physiology  of.    X-rays  a  means  for 
studying,  371-372.  651-653. 

si«e  and  position  of  stomach  during,  361-372, 
Dilat;ition.  aneurismal,  of  innominate  artery,  322. 

of  aorta  recognixed  by  X-ray  examination. 
3»» 

of  heart  by  exercise,  39a 
Diphtheria,  increased  percentage  of  cures  in,  i6a 
Diphtheria  bacillus.  X-ray  experiments  with,  449, 

451- 
Disintegration  of  spinal  column,  578. 
DiskKation  of  hijis  mistaken  for  coxa  vara,  578. 
Dislocations.  520-530. 
Displacement   of  heart,   iii.   167,  188.  204,  213. 

^iU.  ^>).  iJ>3-2g8.  ci47- 
Disurnsiv^n.  alxlominal.  efH^:t  of.  on  heart.  288. 
Divt^rtiou'um.  method  of  recv^jjnizinjj.  357-358. 
Do^^.  experiments  ujth  hearts  of.  ^55-^50. 

c»bsorv-ations  of  dii^trstion  in  siv^machs  of,  37a. 
Dor.ini:fr.  Dr..  41^.  410. 
Dorr,  l^r.,  on  Kinst»n's  vvnoontratevl  light  tn»at- 

men:  of  !upus  an^l  Kviont  ulcer.  444-445. 
Dorsalis  jx^viis  .irtx*ry.  rxxvjjninni;.  In  X-r.\v  phv>- 

DrAfAac^?  :ulx*.  lav'.K^ijrAph  ot.  475, 

Dr«<s:r^.  a.Ix.uitao"  v^t  v,\vton.  m  t.vk'.nj;  ravlivv. 

i:rjiy>.  >>.  4-1.4-;. 
Dr~<v.  e^sc  >i  >;:nicn.  r.iviTOjC-^^'oh  v^t.  ^. 
Ducrj:>  u:^x'•.:v"^u^  IV'^u'  •..  ;vrs.:>tonoi'  v^J  th<\  jioi 

D>>;^r.Y»A.  ;n  oas**  o:  .mov;:  >-:'.  o!  .ior:,i.  515    ;^<:. 
:r.  vas;^  o!  onv.^^\^.•;M.l.  i.  >  .11:^ 
:r.  vMse  o!  rr.  Ar^^^,;  »;  A!V'!>    54* 

P\^  o,"0"\  vNl  N*'.'^;*>.    ';\ 


Ear,  case  of  cancer  of,  at  Boston  City  Hospital, 
442. 

treatment  of  new  growths  in  the,  675. 
Eastman  paper  for  use  in  military  surgery,  554. 
Echinococcus,  of  lung,  346. 

of  liver,  373. 
EA:lampsia.  photograph  of  uterus  in,  382. 
Eczema,  407-411,  669-670. 

Hahn    and    Albers-SchSnberg's    conclusions- 
concerning  X-ray  treatment  of,  411-412. 

treatment  of,  by  X-rays,  407-412,  669-670.  * 
Elbow,  fractures  of,  at  Boston  City  Hospital,  456. 

time  of  exposure  for  photographing  the,  640, 
Elbow-joint,  photographing  fracture  of.  485-487. 

radiographs  of,  457. 

tuberculous,   treatment    of,   by  X-rays,   419, 

594- 
Electric  current  for  induction  coils,  8. 
Electrolytic  break,  Spottiswoode's,  20. 
Elements  of  human  body,  table  of  atomic  weights 

of,  3. 
Elephantiasis,  X-ray  treatment  of,  672. 
Ellsworth.  Dr.  Samuel  W.,  677. 
Embryology,  use  of  X-rays  in,  454. 
Emphysema,  an  aid  in   following  pulsations  of 
right  auricle,  252. 

association  of  tuberculosis  with.  140- 141. 

displacement  of  heart  by,  647. 

enlargement  of  heart  due  to,  272. 

heart  drawn  down  in,  288. 

inferred  fttjm  enlarged  heart,  283. 

of  the  lungs.  193-200.  262.  633. 

lungs  permeable  by  rays  in.  262. 

pleurisy  with  effusion  complicated  with.  218. 

pulmonar>-.  a  hindrance  in  heart-examination 
by  percussion,  198.  281. 

radiograph  of  case  of.  199. 

tuberculosis  symptoms  disguised  by,  124, 198, 

199- 
Emp>f  ma.  interlobar.  218. 

after  pneumonia.  192. 

susivrested  by  darkened  lower  lung,  353. 

>*iih  permanent  opening,  241. 

X-rA>-:5i  an  assistance  in  recognizing,  353. 
En!ar>:t»ment  ot  bran.  167.  188.  262. 

chiot  causes  of.  ;r7 1-272. 
Ensitorm  cartilage.  70. 
Kpiph\>:s.  abs<»nce  of  union  of,  578. 

tUvavevi  union  of  45a. 

dis'vxwtion  and  separation  of,  radiographs  of, 

trao:;:rx'  ot.  r.;viic^raph  ot,  521. 

MVMTAT  vT.  ot.  At  "ou  er  end  of  tibia,  radiograph 

0»        ^v"-.     XV\?. 

ri--'v:o-"A  ;!^And,43I. 

o'    ■>  4?vr  ^v^:. 
» V.    ..   .•  ,;v  tr.-vti^.i  by  X-rays,  440,  685-697. 
V  •     ^     .-   c     «t  ■  V  *  stimulated  by  X-rays,  716. 
W:        vo":  \-:ax   5-5S.  050-^10.    .Ser  Apparatus 
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Errors  to  be  avoided  in  X-ray  examination  of 

bones,  471. 
Erysipelas,  observation  of  cases  of  lupus  m  ith,  393. 
Erythema,  in  case  of  eczema  of  beard,  415. 
from  short  exposures,  447. 
after  treatment  for  hypertrichosis,  417. 
Eve,  Frederick,  report  of  case  of  myositis  ossifi- 
cans traumatica  by,  465. 
Examination,  annual,  recommended,  309. 
of  bladder,  621. 
in  diseases  of  bones,  559. 
of  chest,  354-355.  643.  645- 
in  emphysema,  194,  647. 
fluorescent  screen.     Hee  Fluorescent  screen 

examinations, 
in  fractures,  468-525. 
of  frontal  cavities,  464-465,  647. 
of  heart,  263-270,  649. 
of  joints  and  cartilages,  587. 
of  kidneys,  374,  617. 
of  lungs  in  pneumonia,  168. 
of  pneumothorax,  234. 
of  pneumohydro  or  pyothorax,  241-244. 
of  new  growths,  109. 
of  new  growths  in  thorax,  334-338. 
ordinary     physical,    incomplete    without    an 

X-ray  examination,  355. 
in  pleurisy  with  effusion,  205,  648-649. 
precautionary  X-ray,  147. 
preliminary,  with  fluorescent  screen,  99. 
of  teeth,  606. 

of  thoracic  aneurisms,  310. 
of  thorax,  76-77,  647-65C. 
in  tuberculosis,  117-118. 
of  ureters,  619. 
of  X-ray  negatives,  96. 
Examinations,  comparison  of  X-ray,  with  percus- 
sion and  auscultation,  in  — 
diseases  of  heart,  272-283. 
pleurisy  with  effusion,  213,  217. 
pneumonia,  173,  183-186. 
tuberculosis,  149-151. 
tumors  in  chest,  339-343. 
X-ray,  as  supplement  to  palpation,  191. 
method  of  making  X-ray,  59-99.     See  Fluo- 
rescent screen  examinations. 
Excoriation  of  skin  by  X-rays.  392,  394. 
Excursion   of  diap'iragm.   affected  by  pleuritic 
adhesions.  229,  230. 
in  annpmia.  388,  389. 
in  aortic  aneurism,  319. 
in  bronchitic  cases,  200. 
in  emphysema  of  lungs.  193. 
in  gangrene  of  lung,  351,  352. 
normal,  106. 

in  pneumonia,  167,  288-290. 
in  pulmonary  tuberculosis,  111-115. 
shortened  owing  to  a  severe  cold,  137. 
in  tuberculosis,  288. 
Exercise,  effect  of  excessive,  on  heart,  390. 


Exertion,  pain  in  side  after.  233. 
Exostosis,  556. 

luxurians.  466. 

radiograph  of  case  of,  586. 

of  ulna  and  radius,  radiographs  of,  588,  589. 
Expectoration  in  early  stages  of  pulmonary  tuber- 
culosis, 121-122. 
Experience  essential  in  using  X-ray  apparatus, 
446,  657-658. 

necessary  for  X-ray  diagnosis,  356. 
Experiments,  Forster  and   Hugi's,  with    radio- 
graphs, 546.  550. 

Ludwig  and  Hesse's,  253-257. 

Rollins',  with  guinea  pigs,  710-711. 
Expiration,  effect  of,  on  appearance  of  lungs  on 
screen,  100. 

incomplete,  due  to  enlarged  glands,  349. 

position  of  heart  during,  247. 

See  Respiration. 
Exposure  of  plates,  62-64,  96-98,  640. 

in  photographing  bones  nnd  soft  tissues,  96. 

in  photographing  lungs.  108. 

in  photographing  teeth,  606-607. 

table  of  times  for,  640. 
Exudation,  eczema  with,  411,  669. 
Eye,  localizing  foreign  body  in,  536-539,  719-720. 

new  growths  on  lid  of,  427-429,  675. 
Eyes,  adaptation  of.  to  dark  room,  75. 

method  of  deciding  whether  at  fault.  103-106. 

necessity  for  training,  in  use  of  X-rays,  103. 

F 

Face,  cases  of  cancer  and  of  carcinoma  of,  at 
Boston  City  Hospital,  442. 
photographing  bones  of,  475. 
Fats  readily  traversed  by  rays,  3. 
Favus,  X-ray  treatment  for,  411-412. 

X-ray  treatment  for,  Freund  and  Schiff 's,  414- 
416. 
Feilchenfeld,  Dr.,  report  of  case  of  spina  ventosa 

by,  562. 
Femur,  changes  in  neck  of,  578. 

chondrosarcoma  of,  radiograph  of,  581. 
coxitis  delays  ossification  of,  594. 
curvature  of,  diaphysis  of,  578. 
dislocation  of,  radiographs  of,  528,  529. 
fracture  of  left,  radiograph  of,  497,  498. 
photographing  fractures  of,  495-496. 
Femurs,  fractures  of,  at  Boston  City  Hospital,  456. 

fracture  of  both,  488-490. 
Fenwick.  Dr..  method  of.  of  examination  of  kidney 

outside  the  body.  621. 
Fever,  lack  of.  in  pneumonia  in  old  patients,  185. 
Fewkes,  E.  E.,  635,  676. 
Fibrosis,  pulmonary,  displacement  of  heart  by, 

291. 
Fibula,  fractures  of.  radiographs  of,  504,  507,  508, 
511,  512.  520,  560. 
osteitis,  ladiograph  of,  56a 
periostitis  of,  radiographs  of,  558,  559. 
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Fibula  {continued)  — 

split  in,  and  fracture  of  tibia,  radiograph  of, 
510. 
Films,  development  of,  57. 
Finger,  glass  in,  radiograph  of,  550. 
spina  ventosa  of,  562. 
diseased,  radiographs  of,  582,  583. 
tumor  of,  radiograph  of,  585. 
Finger-nails,  effect  of  X-rays  on,  393,  659. 
Fingers,  fractures  of,  at  Boston  City  Hospital,  456. 

photographing  the,  98. 
Finsen's  light  treatment,  for  bacteria,  452. 
of  lupus,  407. 
of  rodent  ulcer,  444-445. 
Fiorentine,  Dr.,  experiments  of,  with  X-rays  and 

animals  moculated  with  bacteria,  453. 
Flesh,  transparent  to  X-rays,  2. 
Fluid,  in  thorax,  353. 

pleuritic,  213,  230,  285-286,  648-649. 
serous.  205. 
Fluorescent  screen,  of  assistance  to  surgeon  in 
connection  with  radiograph,  455. 
importance  of,  in  diagnosis  of  aneurism,  328. 
localization  of  foreign  bodies  by,  531-532. 
value  in  studying  pulmonary  tuberculosis,  iii. 
Fluorescent  screen  appearances,  in  bronchitis,  200. 
in  case  of  apparent  dextrocardia,  298. 
in  emphysema,  193,  647. 
in  heart-examinations,  247,  262,  270,  285-288. 
in  hydrothorax,  234. 

in  pleurisy  with  effusion,  202-205,  648-649. 
in  pneumothorax,  234. 
in  pneumohydrothorax,  241,  243,  647-648. 
in  pneumonia,  164-180. 
Fluorescent  screen  examinations,  for  calculi,  617. 
comparison  between  X-ray  photographs  and, 
in  — 

dextrocardia,  650-652. 
early  tuberculosis,  120. 
fractures,  99. 
heart-diseases,  270. 
localization  of  foreign  bodies,  99,  554. 
pleurisy,  205. 
pneumonia,  169-173. 
study  of  thorax,  99. 
of  heart,  247-253,  257-270. 
of  oesophagus,  357. 
rules  for,  74-77. 
Fluoride  of  calcium,  radiograph  of,  5. 
Fluorine,  atomic  weight  of,  3. 
Fluorometer,  640-642. 
Fluoroscopy  56.    See  Fluorescent  screen, 
stereoscopic,  639. 

use  of,  in  case  of  dextrocardia.  651. 
FcEtus,  determining  size  and  position  of,  382-383. 

photograph  of,  459. 
Food,  length  of  stay  in  stomach,  372-373. 

stomach  should  be  fi'ee  from,  for  examination, 

360. 
tracings  of  stomach  containing,  361-371. 


Foot,  cases  of  cancer  and  of  carcinoma  of,  at 
Boston  City  Hospital,  442. 

chronic  swelling  of,  522. 

fiat,  598,  601. 

fractures  of,  at  Boston  City  Hospital,  456. 

method  of  photographing.  89,  522-525. 

radiographs  of,  523,  524,  552. 

time  of  exposure  for  photographing.  640. 

tuberculosis  of,  587,  591.  592. 
Forearm,  fractures  of,  at   Boston  City  Hospital, 
456. 

photographing  the,  93,  640. 

radiograph  of  dislocation  of  both  bones  of, 

527. 
tumors  on.  X-ray  examination  of,  596. 
Foreign  bodies,  in  air  passages,  200. 

device  for  withdrawing,  from    stomach,  720- 

721. 
fluorescent  screen  sometimes  best  for  studying, 

99.  455. 
localization  of,  81-86,  454.  531-552.719-721. 
necessity  for  taking  two  views  of,  98. 
Forster,  account  by,  of  experiments  in  detecting 

pieces  of  metal  by  radiographs.  546-550. 
Fox,  Dr.  L.  Webster,  localizer  ot  foreign  bodin 

in  eye  devised  by,  719-721. 
Fracture,  greenstick,  of  cervix  temoris,  578. 
mistaken  for  bowed  leg,  522. 
of  ulna,  481. 
Fractures,  in  children,  use  of  X-rays  in,  384- 
neccssity  for  taking  two  views  of,  98. 
radiograph  of,  preferable  to  screen  examina- 
tion, 99. 
radiographs  of.    .S^^  Radiographs  of  fractures, 
records  of  cases  at  Boston  City  Hospital,  455. 

456. 
use  of  X-rays  in  gunshot,  554-555. 
X-rays  used  in  studying,  454.  467-524. 
Frei,  construction  of  vacuum  tube  by,  34. 
Freund,  on  apparatus  for  therapeutic  uses,  394. 
on  Finsen's  concentrated  light  treatment.  407. 
on  frequency  of  sittings,  402. 
on  recurrence  of  lupus  after  X-ray  treatment, 

398. 
on  treatment  of  acne  and  comedones,  41S. 
on  treatment  of  alopecia  areata.  673. 
on  treatment  of  hypertrichosis,  391,  417. 
on  treatment  of  neuralgia,  663. 
on  treatment  of  sycosis  and  favus,  414-416. 
on  Trendelenburg  position  for  photographing 

pelvis,  379. 
use  of  X-ray   photography   by,  in   fractures. 
522. 
Fripp,  Dr.,  recognition  of  calculus  by  X-rays.  623. 
Frog,  experiments  with  X-rays  on  heart  of,  449- 

450- 
Frogs,  observations  of  digestion  in  stomachs  of. 

372. 
Frontal  cavities,  X-rays  an  aid  in  examining.  464- 

465.  647. 


INDEX 


743 


Gall  bladder,  calculi  in.  615. 

cases  of  cancer  of,  at  Boston  City  Hospital, 
442. 
Gallois.  E.,  work  by,  on  X-ray  treatment  of  frac- 
tures, 468. 
Gall  stones,  445,  630. 

radiograph  of,  616. 
Gangrene  of  lung,  351-352. 
Gardette,  Dr.  Victor,  on  use  of  radiography  in 

disease  of  hip  joint,  721-722. 
Gas,  introduction  of,  into  hollow  organs,  358. 
liberation  of,  from  terminals  and  walls  of  vac- 
uum tube,  42-45. 
in  pleurae,  effect  on  heart  of,  285-286. 
Gases  almost  wholly  transparent  to  rays,  4. 
Gassmann,  on  changes  produced  in  skin  by  X- 
ray  treatment,  396,  447. 
on  recurrence  of  lupus,  398. 
treatment  of  sycosis  by,  416. 
Gautier,  Dr.,  on  treatment  of  acne  by  X-rays,  670- 

671. 
Gelatin,  radiograph  of,  5. 
Generators,  636. 
Genoud,  experiments  by,  with  X-rays  and  animals 

inoculated  with  bacteria,  452-453. 
Gibson,  George  Hamilton,  method  of,  for  remov- 
ing foreign  bodies  from  cesophagus,  720. 
Girdwood,  G.  P.,  method  of  locating  foreign  bod- 
ies devised  by,  533. 
use  of  stereoscopic  pictures  by,  457,  471. 
Glands,  enlarged,  347-351. 

tuberculous,  715. 
Glass,  best  material  for  plates  of  static  machine, 
10. 
in  finger,  radiograph  of,  550. 
obstacle  to  passage  of  rays,  40,  41. 
tracing  outlines  of  heart  on,  264. 
use  of,  for  recording  appearances,  jj» 
Glycerine,  radiograph  of,  5. 
Gocht  on  therapeutic  uses  of  X-rays,  393, 395, 398, 

406,  417,  420, 421,  448. 
Godlee,  R.  J.,  reports  of,  on  changes  in  neck  of 

femur,  578. 
Goitre  with  enlarged  thyroid,  714. 
Goodspeed,  A.  W.,  radiographs  by,  594,  637. 
Gorl,   Dr.,  recognition    of   calculus  by  X-rays, 

623. 
Gout,  cartilages  affected  by,  598. 
Gravid  uterus,  382. 

Greenleaf,  Dr.  Clarence  A.,  on  therapeutic  treat- 
ment of  lupus  vulgaris  by  X-rays,  713. 
Groin,  cases  of  cancer  and  of  carcinoma  of,  at 

Boston  City  Hospital,  442. 
Grossman's  localizer  of  foreign  bodies  in  eye, 

536-537. 
Growths,  localization  of  foreign,  81-86. 

new,  use  of  fluorescent  screen  in  determining 
position  of,  109.    See  New  growths. 
Grunmach,  Dr.,  356,  663. 


Guinea  pigs  inoculated  with  bacteria,  effect  of 

X-rays  on,  452. 
Rollins'  experiments  with,  to  ascertain  effect 

of  X-rays  on  cell  growth,  710-71 1. 
Gussenhauer,  Dr.,  587. 

H 
Hahn,  on  therapeutic  uses  of  X-rays,  392,  393, 
397.  398.  406,  407-409,  411-412,  418,  668, 
671. 
X-ray  study  of  syphilitic  diseases  by,  596. 
Hair,  removal  of,  in  treating  sycosis  and  favus, 
414.     See  Hypertrichosis, 
effect  of  X-rays  on  growth  of,  672-673. 
Hand,  cancer  of,  431-433. 

cases  of  cancer  and  of  carcinoma  of,  at  Boston 

City  Hospital,  442. 
congenital  malformation  of,  462,  463. 
epithelioma  of,  431-433. 
fracture  of,  at  Boston  City  Hospital,  456. 
needle  in,  545,  546.  547. 
photograph  of,  584. 
photographing  the,  93,  98,  640. 
Hansmann,  Frida,  on  resistance  of  vacuum  tube, 

655. 
Harris,  L.  Herschel,  on  X-ray  treatment  of  hyper- 

trophied  scar  tissue,  712. 
Harrison's  localizer  of  foreign  bodies,  535-536. 
Harvey,  opinion  of,  on  shape  of  heart  in  systole, 

254. 
Haughton  quoted  concerning  use  of  X-rays  in 

military  surgery,  553. 
Hawkes,  H.  D.,  on  so-called  X-ray  bum,  447. 
Head,  eczema  of,  treatment  of,  by  X-rays,  408. 
examination  of,  for  fracture,  475. 
position  of  plate  and  tube  in  photographing, 

88. 
time  of  expKJSure  for  photographing,  64a 
tumors  in,  340,  645-647. 
Healing,  process  of,  in  lupus  cases,  395-396. 
Heart,  247-309,  649. 

appearance  of,  in  emphysema,  193. 
appearance  of,  on  fluorescent  screen,  loa 
best  time  for  measuring,  248-249,  253. 
displacement  of,  283-298. 

in  emphysema,  647. 

in  pleurisy,  204,  213,  291. 

in  pneumonia,  167,  188. 

in  pneumothorax,  234,  235. 

in  pulmonary  tuberculosis,  iii. 

not  recognized  by  percussion,  279. 
examination  of,  by  auscultation  and  percus- 
sion, 162,  282. 
examination  of,  by  X-rays,  247,  262,  270,  285, 

288. 
experiments  by  Ludwig  and  Hesse  on  form 

of.  253-257. 
fatty,  271. 
murmurs,  301,  305. 
normal,  247-283. 
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Heart  {continued)  — 

overtaxing  tlie,  309. 

photographing  the,  93-95,  270. 

pleuritic  adhesions  shown  by  displacement 
of.  233. 

position  of,  affected  by  new  growths  in  abdo- 
men, 375-376. 

position  of,  in  pulmonary  tuberculosis,  119. 

size  of,  270-283. 

size  of,  in  anijcmia,  388. 

size  and  position  best  determined  by  X-rays, 

633- 
weights  compared  with  widths,  273-275. 
width  of,  in  mitral  insufficiency,  304. 
width  of  normal,  260. 
Heart  sounds,  hearing  the,  17,  93. 
Hearts  of  dogs,  experiments  with,  255-256. 
Hedley,  W.  S.,  account  by,  of  method  of  locating 

foreign  bodies,  533-535. 
Height  of  individual,  width  of  heart  in  relation 

to,  261. 
Heinze  electrolytic  interrupter,  21,  22,  25,  637. 
Herman,  Dr.,  recognition  of  calculi  by  X-rays, 

624-625. 
Herpes  zoster,  X-ray  treatment  of,  666. 
Hesse,  experiments  by,  on  form  of  heart,  253-257. 
Hip,  case  of  carcinoma  of,  at  Boston  City  Hos- 
pital, 442. 
disease,  use  of  X-rays  in,  384. 
time  of  exposure  for  photographing  the,  640. 
tuberculosis  of,  radiograph  of,  593. 
Hip  joint,  disease  of,  721-722. 

photographing  the,  493-495. 
Hips,  dislocation  of,  mistaken  for  coxa  vara,  578. 
Hoarseness,  aneurism  indicated  by,  323,  324. 
Hodgkin's  disease,  X-ray  treatment  of,  717-718. 
Hoffmann,  Dr.,  investigations  by,  on  movements 

of  the  heart,  301,  304-305. 
Hofmeister,  Dr.,  on  disturbance  of  development 

of  bones  in  cretinism,  461. 
Holder,  for  pencil  in  skin  tracings,  77. 

for  vacuum  tube,  47-55,  604,  605,  643,  655. 
Holland,  Dr.  Thurston,  on  treatment  of  lupus  by 

X-rays,  713. 
Holtz  influence  machine,  8,  637. 

necessity  of  case  for,  14. 
Holzknecht,  G.,  X-ray  treatment  of  alopecia  areata 

by,  673. 
Horsehair,  radiograph  of  needle  threaded  with, 

472. 
Hugi,  account  by,  ot   experiments   in   detecting 

pieces  of  metal  by  radiographs,  546-550. 
Humerus,  fractures  of,  radiographs  of.  476-479. 
osteosarcoma  of,  radiograph  of,  579. 
tumor  of,  use  of  X-rays  in  treating,  596. 
Hyde,  Dr.,   therapeutic   use  of  X-rays  by,  662, 

668-669,  671-672,  674. 
Hydrocele  fluid  and  water,  experiment  with,  6. 
Hydrogen,  atomic  weight  of,  3. 
Hydrothorax,  234. 


Hyndman,  H.  H.  F.,  i.  2. 
Hyoid  bone,  cut  of,  88. 

photographing  the,  89. 
Hyperaemia,  in  case  of  sycosis  of  beard.  415. 
caused  by  short  exposures,  447. 
inclination  to,  diminished  by  vaseline,  397. 
Hypertrichosis,  treatment  of,  by  X-rays,  391.  416- 

417. 
Hypertrophies,  X-ray  treatment  of,  672. 
Hypertrophy  of  bone  and  cartilages,  556. 
Hyposulphite  of  soda  solution,  for  fixing  nega- 
tives, 58. 
Hysteria,   difference  of   X-ray    and    percussion 
determinations  of  heart  border   in  cases 
of,  278. 

1 
Imbert,  Dr.,  on  study  of  articular  movement  by 

X-rays,  389. 
Immelman,  Dr.,  446. 
India,  X-ray  apparjitus  in,  553. 
Induction  coils,  8,  19-31,  637-639. 
Inexperience,  danger  of,  in  X-ray  examinations. 

356,  657-658. 
Inflammation,    condition    of   pleurae    following. 
229. 
hair  regarded  by   Freund   and   Schiff  as  a 

source  of,  414. 
of  skin  by  exjwsure  to  X-rays,  391. 
Inflammations,  treatment  of,  by  X-rays,  666-672. 
Influence  machines,  8. 

Influt^nza  accompanied  by  pneumonia.  191-192. 
Innominate  artery,  ligating  the,  in  aneurism,  317. 
Inspiration,  deep,  best  time  for  measuring  heart. 
248-249,  253. 
effect  of,  on  appearance  of  lungs  on  screen, 

100,  248. 
movement  of  heart  during,  247-248. 
movement  of  heart  during,  in  tuberculosis,  388. 
.SV^  Respiration. 
Insulation,  of  patients  under  X-ray  treatment. 

395. 

of  static  machine,  10. 
Intensifying  screens,  96,  120,  639. 
Interpretation  of  X-ray  pictures,   importance  of 

correct,  89,  356,  613-614,  634. 
Interrupters  for  coils,  20-22,  24,  637-639. 
Intertrigo,  use  of  X-rays  in,  666. 
Intestine,  cases  of  cancer  of,  at  Boston  City  Hos- 
pital, 442. 

methods  of  observing  large,  358. 
Intestines,  378. 

movement  of  food  through,  370,651-653. 
Iodide  of  potassium  injected  in  empyema.  241. 
Iodine  for  removing  skin  tracings,  532. 
Iodoform,  bandage,  radiograph  of.  47a. 

injected  in  empyema,  241. 

opacity  of,  to  X-rays.  86.  473.  474. 
Iron,  amount  of,  in  blood,  6. 

atomic  weight  of,  3. 
Itching,  eczema  with,  411. 
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Jankau  on  mode  of  action  of  X-rays,  393. 
Jaw,  cases  of  cancer  and  of  carcinoma  of,  at  Bos- 
ton City  Hospital,  442. 
fractures  of,  at  Boston  City  Hospital,  456. 
necrosis  of  lower,  radiograph  of,  561. 
Jedlicka,  R.,  radiographs  by,  457  n. 
Johnson,   Dr.,  on  use  of  X-iays  in  carcinoma, 

421-422.  695,  701. 
Joints,  of  children  easily  photographed,  387. 
diseases  of  the,  556,  583-602. 
method  of  examining,  by  X-rays.  587. 
radiographs  of,  457. 
swollen,  458. 
Julliard,  G.,  recognition  of  calculus  by  X-rays, 

626. 
Jutassy,  Dr.,  on  changes  produced  in  skin  by  ex- 
posure to  excited  vacuum  tube,  447. 
on  X-ray  treatment  of — 
acne,  418. 
eczema,  409. 
hypertrichosis,  416-417. 
lupus,  398,  405-406. 
naevus  flammeus,  412-413. 

K 
Kaposi,  Dr.,  on  changes  produced  in  skin  by  ex- 
posure to  excited  vacuum  tube,  447. 
Katzenstein,  radiographs  by,  597. 
Keratosis,  X-ray  treatment  of,  672. 
Kibby,  on  changes  produced  in  skin  by  exposure 

to  excited  vacuum  tube,  447. 
Kidney,  photographing  the,  640. 

radiograph  of,  620. 
Kidneys,  calculi  in,  615. 

X-ray  examinations  of,  374,  617. 
Kienbock,  Dr.  R.,  description  of  X-ray  dermatitis 
by,  658-660. 
treatment  of  alopecia  areata  by,  673. 
Klondike  adventurer  with  enlarged  heart,  308- 

309. 
Knee,  fractures  of,  at  Boston  City  Hospital,  456. 

photograph  of,  580. 

photographing  the,  89,  499,  640. 
Knee-joint,   loose  cartilages    in,  radiograph   of, 

599. 
syphilitic  diseases  of,  596-597. 
Kratzenstein,  G.,  452,  457  n. 
Kiimmell,  on  Finsen's  light  treatment,  407.  452. 
on  X-ray  treatment   of  lupus,  393,  394,  395, 

398,  406. 

L 
"  La  grippe,"  pneumonia  with,  191-192. 
Lambertz,  X-ray  photographic  work  of,  459. 
Lancashire.  Dr.  G.  H.,  on  X-ray  treatment  of 

rodent  ulcer,  694-695. 
Lane,  Dr.,  report  by,  of  cases  of  deficiency  of 

bone,  462. 
Lannelongue,  Dr.,  report  by,  of  use  of  X-rays  in 

a  case  of  tuberculosis  of  bones,  592. 


Larynx,  cases  of  cancer  and  of  carcinoma  of,  at 
Boston  City  Hospital,  442. 

ossification  of  cartilage  of,  46a. 

papilloma  of,  700. 

plates  for  photographing,  88. 

tuberculosis  of  the,  418. 
Lauenstein,    Dr.,    recognition    of   calculus    by 

X-rays,  624. 
Lawrence,  R.  R.,  26-27,  538,  642. 
Leather  transparent  to  X-rays,  2. 
Leg,  cases  of  cancer  and  of  carcinoma  of,  at 
Boston  City  Hospital,  442. 

fractures  of  bones  of,  501. 

fractures  of  both  bones  of,  radiographs  of, 
505.  506.  509.  516-519- 

fracture  of,  mistaken  for  bowed,  522. 

fractured,  taking  radiograph  of,  89,  91,  92. 

fractures  of,  at  Boston  City  Hospital,  456. 

time  of  exposure  for  photographing,  640. 
Legs,  eczema  in,  407-408. 
Leigh,  Southgate,  419,  445. 
Leo,  H.,  on  case  of  tumor  in  chest,  339. 
Leonard,  Dr.,  recognition  of  calculi  by  X-rays, 

622,  627-629,  630,  631. 
Leprosy,  X-ray  treatment  of,  714. 
Lesions,  character  of  bone,  shown  by  X-rays, 

554-555- 
epiphyseal,  461. 
of   tuberculosis,   old,  X-ray   examination   of 

value  in,  124,  148-149. 
valvular,  as  cause  of  enlarged  heart,  271,  283. 
Letters,  brass,  for  identification  of  position  of 

negative,  87,  634. 
leucocytes,  effect  of  X-rays  on,  449-450. 
Leucocytosis,  absence  of,  in  some  cases  of  influ- 
enza, 192. 
Level,   use  of  a,  in    posing   patient    for   heart 

examination,  247. 
levy,  Alfred  G..  report  by,  of  arrested  develop- 
ment of  ribs,  463. 
Levy-Dorn,  on  detection  of  small  tuberculous 
foci  by  radiographs,  594. 
on  echinococcus  of  the  lung,  346. 
observation  of  digestive  tract  by,  373. 
study  of  heart  by,  249.  261. 
Lichen  ruber  planus,  treatment  of,  by  X-rays,  672. 
Life  insurance  examinations,  use  of  X-rays  in, 

633-634. 
Ligaments,  length  of  exposure  for,  96. 
Light,  adjustment  of  static  machine  for  varying, 

16,  22. 
amount  necessary  for  photograph  and  screen, 

47. 
for  developing  X-ray  pictures,  57-58. 
method  of  testing  quality  of,  46,  640-642. 
penetrating  power  of,  46. 
treatment,   Pinsen's   concentrated,  407,  444- 

445.  452. 
Linaschi.  experiments  of.  with  X-rays  and  ani- 
mals inoculated  with  bacteria,  453. 
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Lindermann,  method  of,  for  observing  stomach, 

359. 
Lip,  cases  of  cancer  and  of  carcinoma  of,  at 
Boston  City  Hospital,  442. 

epithelioma  of,  430. 
Liquids,  length  of  stay  of,  in  stomach,  372. 
Little,  Muirhead,  on  coxa  vara,  575,  578. 
Liver,  cancer  of,  347,  442. 

carcinoma  of,  376-377,  442. 

displacement  of,  in  pleurisy  with  effusion,  204. 

cchinococcus  of  the  lung  arises  from,  346. 

observation  of,  by  X-rays,  373. 
Localization  of  foreign  bodies,  methods  of,  81-86, 

531-538.  719^21. 

Localizers  of  foreign  bodies,  533-538,  719-720. 

Location  of  static  machine,  15. 

Lodge,  arrangement  of  vacuum  tube  by,  35. 

Loison,  Edward,  suggestion  by,  of  employment 
of  Eastman  paper  in  military  use  of  X-ray 
photography,  554. 

Longard,  Dr.,  recognition  of  calculi  by  X-rays, 
626. 

Lortet,  Dr.,  experiments  of,  with  X-rays  and  ani- 
mals inoculated  with  bacteria,  452-453. 

Lothrop,  Dr.  H.  A.,  on  cases  of  frontal  sinus,  647. 

Lucas,  R.  C,  report  of  case  of  localization  of 
bullet  by,  539. 

Ludwig,  experiments  by,  on  form  of  heart,  253- 

257. 
Lung,  abscess  of,  351-352. 

cases  of  cancer  and  of  carcinoma  of,  at  Boston 
City  Hospital,  442. 

cchinococcus  of,  346. 

gangrene  of,  351-352. 

new  growth  in,  332. 
Lungs,  abnormal,  103,  160. 

apices  of,  comparison  of,  75-76,  102. 

apices  of,  examination  of,  102,  134-135. 

appearance  of,  on  screen,  100. 

appearance  of,  on  screen  in  early  tuberculosis, 

"5. 

cavities  in  the,  157-158. 

clearness  in,  necessary  to  determine  borders 
of  heart,  247. 

crowding  of,  by  diaphragm  or  abdomen,  288. 

emphysema  of  the,  193-200,  633,  647. 

examination  of,  by  auscultation  and  percus- 
sion, 162. 

examination  of,  in  pneumonia,  168. 

examination  of,  when  tuberculosis  is  in  some 
other  portion  of  body,  147. 

oedema  of,  158. 

oedema  of.  in  renal  diseases,  374-375. 

photographing  the,  93-95. 

of  pneumonia  patient  (cuts),  165,  166. 

region  usually  affected  in  pneumonia,  167-168. 

transparency  of,  to  rays  during  deep  inspira- 
tion, 248. 

tuberculosis  in.  in  cases  of  pleurisy,  222-229, 

use  of  densitometer  on,  106. 


Lungs  {continued)  — 

X-rays  readily  traverse,  loa 

Lupus,  therapeutic  use  of  X-rays  in  treatment  o^ 
391.  394-407.  4"-4ia.  420.  712-713. 

Lupus  erythematosus,  404-406,  713-714. 

Lupus  vulgaris,  394-395,  7ia-7i3. 

Lymphadenitis,  347-349. 

Lymph  glands,  case  of  tunfior  arising  from  medi- 
astinal, 339. 

Lymphomata  colli,  417. 

M 

Macalister,  Donald,  quoted  on  form  and  mechan- 
ism of  heart,  253-257. 

McArthur,  Dr.,  recognition  of  calculus  by  X-rays, 
623-624. 

McBumey,  Dr.,  recognition  of  calculus  by  X-rays, 
626. 

McCaw,  Dr.  James  Francis,  treatment  of  primary 
epithelioma  by,  696-697. 

Mclntyre,  Dr.,  recognition  of  calculus  by  X-rays, 
623. 

Magnesium,  atomic  weight  of,  3. 

Magnesium  ammonium  phosphate,  radic^raph 

of.  5. 
Malformations.  463-465, 
in  children,  384. 
of  pelvis,  378-379. 
Mallory,  Dr.,  examination  of  new  growths  by, 
424,  429,  430,  431-433.  434-435.  436-437. 
439, 440,  684. 
Mask  for  face  in  lupus,  400,  446. 
Mayou,    Stephen,    device    of,    for  withdrawing 

foreign  bodies  from  stomach,  720-721. 
Measles,  bronchitis  following,  201. 
Measurement  of  heart,  248-249,  253. 

faulty  method  of,  265-270. 
Medico-iegal  use  of  X-rays,  86,  633-634. 
Membrane,  pleural,  fluid  enclosed  in,  218. 
Men,  average  weight  of  heart  in.  273-275. 

heart  more  to  the  right  in,  than  in  women, 

26a 
position  of  nipples  of,  261. 
Meningitis,  difference  of  X-ray  and  percussion 
determinations  in  cases  of,  277. 
tuberculous,    examination    of    patients   with 
symptoms  suggesting.  385. 
Merrill,  Dr..  on  use  of  X-rays  in  carcinoma.  421- 

422.695.701. 
Metacarpal  bones,  fracture  of.  467,  491-492. 
radiographs  of  fractures  of,  492,  494,  495. 
Metal,  experiments  with  radiographs  of,  550. 
necessity  of  remoWng,  in  taking  radic^raphs, 
86. 
Metals.  X-ra>-s  absorbed  by,  2. 
Metatarsus,  radiograph  of  subdislocation  of,  530. 
Mice  inoculated  with  bacteria,  eflfect  of  X-rays 

on.  452, 
Milk  sugar,  radiograph  of.  5. 
Mill  board,  radiograph  of.  472. 
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Mills,  Dr.  Charles  K.,  report  by,  of  localization 

of  tumors  of  brain  by  X-rays,  645-646. 
Mink,  experiment  of,  with  typhoid   bacilli  and 

X-rays.  448. 
Mitral  insufficiency,  width  of  heart  in,  304. 
Mitral  valve,  excursion  of  heart  in  insufficiency 

of,  299. 
Mobility  of  heart,  301. 

Moisture  on  plates,  precautions  against,  14,  636. 
Molin,  Henri,  study  of  dystrophy  ot  bones  by,  721. 
Mongour  reports  negative  results  with  X-rays  in 

phthisis,  418. 
Montgomery,  Dr.,  on  therapeutic  uses  of  X-rays, 

662,  668-669,  671-672,  674. 
Morning  cough  an  indication  of  tuberculosis.  140. 
Morris,  on  Finsen's  light  treatment  of  lupus  and 

rodent  ulcer,  444-445. 
Morrison,  Rutherford,  recognition  of  calculus  by 

X-rays,  627. 
Morton,  Dr.  C.  A.,  recognition  of  calculus  by 

X-rays,  624. 
Mottling  of  lung  in  X-ray  photograph,  117. 
Mouth,  cases  of  cancer  of,  at  Boston  City  Hos- 
pital, 442. 
treatment  of  new  growth  in  the,  675-676. 
Movement  of  heart  during  respiration,  247-248. 

of  stomach  during  respiration,  362-363. 
Miihsam,  experiments  of,  with  X-rays  and  animals 

inoculated  with  bacteria,  452. 
Miiller,  Dr.,  recognition  of  calculus  by  X-rays,  627. 
Munro,  Dr.  John  C.  use  of  X-ray  photography 

in  localization  of  bullet  in  head  by.  539. 
Murmurs  of  heart,  301,  305. 
Murray,  on  use  of  X-rays  in  acromegalia,  578. 
Muscle,  examination  of,  by  X-rays,  465-466. 

length  of  exposure  for,  96. 
Mycosis  fungoides,  treatment  of,  by  X-rays,  714, 
Myocarditis,  pulsations  of  heart  in,  298. 

X-ray  examination  of,  305-306, 
Myositis  ossificans,  465. 


Nsevus  flammeus.  X-ray  treatment  for,  412-413. 

Nails,  effect  of  X-rays  on,  393,  659. 

Neck,  cases  of  cancer  and  of  carcinoma  of,  at 

Boston  City  Hospital,  442. 
Necrosis  of  bone,  radiograph  of,  482. 

of  lower  jaw,  radiograph  of.  561. 
Needle,  in  hand,  radiographs  of,  545,  546,  547. 

in  OS  calcis,  543-544- 
Needles,  precautions  concerning.  545-546. 
Negative,  aids  to  interpretation  of  the,  87. 

method  of  examining,  96,  98. 

necessity  for  more  than  one,  96. 

relative  usefulness  of  screen  and,  in  examina- 
tions of  thorax.  108. 

value  of,  in  surgery,  457. 
Negatives,  X-ray,  compared  with  photographs,  96. 
Nephritis,  as  cause  of  enlarged  heart,  271-272. 

chronic  diffuse,  374. 


Nerve  structures,  action  of  X-rays  on,  664. 
Nervous  system,  effect  of  disturbance  of.  on  di- 
gestion, 372. 
Neuralgia,  aneurism  suggesting  intercostal,  319- 
320. 
caused  by  unerupted  teeth,  use  of  X-rays  for, 

607-608. 
suggested  by  cases  of  aneurism,  313. 
trigeminal.  X-ray  treatment  for,  420, 663. 
use  of  X-rays  in,  663. 
New  growths,  332-347.  674-714. 
in  abdomen,  375-378. 
changes  in  outline  of  heart  due  to,  262. 
obstruction  of  trachea  by,  200. 
in  thorax,  distinguishing  between,  and  aneu- 
rism, 312. 
treatment  of,  by  X-rays.  420-444,  674-714. 
which  interfere  with  bony  structure,  578. 
Night    sweats    an     indication     of    tuberculosis, 

140. 
Nipples,  variation  in  distance  between,  261. 
Nitrate  of  silver  for  marking  position  of  foreign 

bodies,  532, 
Nitrogen,  atomic  weight  of,  3. 
Norton,  Charles  L.,  26-27,  53^- 
Norton  and  Lawrence  apparatus,  26-27. 
Nose,  cases  of  cancer  and  of  carcinoma  of,  at 
Boston  City  Hospital,  442. 
epithelioma  of,  687. 
lupus  of.  394-395.  40^407. 
Nutshell,  pneumonia  caused  by  swallowing,  200. 


Observation,  necessity  of  correct,  of  X-ray  ap- 
pearances, 99,  356. 

a^'dema  of  the  lungs,  158,  307. 
in  renal  disease,  374. 

CEsophagus,  aneurism  of  aorta  with  perforation 
into.  315-317. 
cases  of  cancer  of,  at  Boston  City  Hospital, 

442. 
foreign  bodies  in.  539-541,  720. 
method  of  rendering  outline  of,  visible  on  fluo- 
rescent screen,  357. 
stricture  of,  313,  315-317,  323-324.  357- 

Olecranon,  radiograph  of  fracture  of,  479.  480. 

Oleic  acid,  radiograph  of,  5. 

Oilier,   report  by,   of  cases   of  regeneration    of 
bones  after  operation,  562. 

Omentum,  case  of  cancer  and  of  carcinoma  of, 
at  Boston  City  Hospital,  442. 

Opening,  permanent,  empyema  with,  241. 

Operation,  use  of  X-rays  instead  of,  708. 

Ophthalmoscope    for    verifying    localization    of 
foreign  lx)dy,  537. 

Ormsby.  Dr..  on  therapeutic  uses  of  X-rays.  662, 
668-669,  671-672,  674. 

Os  calcis,  needle  in,  543-544. 

Oschmann,  A.,   on   the  operative   treatment   of 
tuberculous  elbow-joints,  594. 
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( )Min(  i»il«in,  tit  nirHlttKc  of  larynx,  463. 

i»f  I'pliiliy*!*  nf  (iMiiui ,  coxitis  delays,  594. 
OmIi'MI^,  n(  liblti  itnd  niiula,  radiograph  of,  560. 
IiiIm'k  iilar,  504. 

\  lav  rttatitlnatloDK  of  service  in.  556. 
OHitmaiiluopailiv,  X-rav  I'xaniinntions  of  service 

In  rhmnlr  pulmonary.  556. 
n*|t*oi  hnndionia,  X-ray  examinations  of  service 

In.  5^^ 
{ )Moonia.  \  lav  examinations  of  service  in,  556. 
lUliMnnvellli*.  ia<lioj{iaphs  of,  501,  563,  565-574. 
ol  Hl»la.  ra«»r  of.  5(^. 

X  irtv  e\atnuh\tlon>  of  service  in,  556,  722, 
OMt«o«aiA'otna.  x^'^*  55*^ 

ol  Inunt^tUH,  radiograplt  of.  579. 
lUtoov  Um\««U.  um»  \^(  X-ravs  in,  596. 
<hidu>»  \»n  UM»  ot  \  layx  m  — - 
A\  i\M«enal|a.  57H. 
i\MtS  \|iNeA>e.  5\>6» 
lutviv\»\vxi*  xxl  In^nrs.  501.  5V14. 
l>\rtU»\\\M^  x^  o-Anvvr  v\t.  rtt  )W^K>n  City  Hospital, 

Vv.wi'nx  |s^N\rv  vvt  ir>Ji>tAnv>e  k»  tul¥:'rvulos>s« 


Pelvis  {continued)  — 

fracture  of,  at  Boston  City  Hospital.  456. 
radiograph  ot  whistle  in,  551. 
Pemphigus  foliaceus,  treatment  of,  by  X-ravs»  67a. 
Pencil,  radiographic,  77-79. 
Penetration,  of  cloth  by  rays,  59. 

of  X-rays,  property  of,  a. 
Penis,  cases  of  cancer  and  of  carcinoma  of,  at 

Boston  City  Hospital,  442. 
Percussion,  and  X-ray    determinations  of    left 
heart  border,  table  of,  276-279. 
thickness  of  chest  wall  may  mislead  in,  198. 

282. 
compared  with  X-ray  examinations  in  cases 
of— 

aneurism.  312-313,  32^-324. 

carcinoma  of  liver,  376-377- 

chlorosis,  297. 

displacement  of  beait.  295-996. 

fluid  in  chest.  213. 

heart  diseases.  162.  266-967,  369.  279- 

27>  *>5-a96. 
lung  diseases.  162. 
poeumoaia,  165-166, 183. 
tumors.  339-340. 
fcc  cbesi  exAminatkn.  109. 
exnphvseana  a  biadrazkoe  10.  i^ 
X-rai^  pre  racc^  niffri..iir  s^gBS  tbaa,  149. 
X-ray  exftrrrsAtKn  ^i^yia'a^  be  taqgfac  in  co«- 
aectXTC  ■■  xiL  555. 
fVrkuLTdijL    afSfsarcs.    as   cazse    ctf    eniac^ 
brxr:.  jr:. 
i2sw«i»^-'«n«^t  *c  bear:  i^,  agg-aoc-    .5<r  Ad- 

n-  Tv-^^Turir  inr  esuxnzaiig:  parim:  i»-i±, 

;:tt.  5*5j»rr:  a:  ^ifLiimg,  ax  iear:  pus*- 

V'Oi***:>   ..   Tin;.-.  ~n:2t,i^'.ma^  re  5=i  3*.. 


^  vr.-^-r.v.   a    irxips.    xixip^    jouL  too. 
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Philip,  Dr.  J.  H.,  on  use  of  X-rays  in  frontal 

sinus,  647. 
Phosphate  of  calcium,  radiograph  of,  5. 
Phosphate  of  sodium,  radiograph  of,  5. 
Phosphorus,  atomic  weight  of,  3. 
Photographs,  comparison   of  X-ray,  and  nega- 
tives, 96. 
comparison  of  X-ray,  and  screen  examina- 
tions, 99,  120,  169- 17 1,  205,  270. 
development  of  X-ray,  57. 
of  heart,  best  made  during  deep  inspiration, 

270. 
importance    of   interpretation    of  X-ray,    in 

aneurism,  328. 
interpretation  of  X-ray,  in  surgery,  455. 
See  Negative,  Radiographs,  Views. 
Photographs  of — 

aneurism.  X-ray  outlines  of,  on  chest,  314. 
cancer  of  breast  before  treatment,  707. 
carcinoma  before  treatment,  701. 
carcinoma  of  breast  before  treatment,  703, 705. 
carcinoma  of  breast  during  treatment  by  the 

X-rays,  704,  706. 
carcinoma  of  neck  before  treatment,  701. 
case  of  dextrocardia,  650. 
diaphragm,  normal  outlines  of,  on  chest,  107. 
epidermoid  cancer  of  eyelid  before  treatment, 

426,  684. 

epidermoid  cancer  of  eyelid  during  treatment, 

427.  684. 

epidermoid  cancer  of  lower  lid  before  treat- 
ment, 684. 

epidermoid  cancer  of  lip  before  treatment, 
422-423. 

epidermoid  cancer  of  lip  after  treatment,  424- 

425- 
epidermoid  cancer  of  hand  before  treatment, 

432-433- 

epidermoid  cancer  of  hand  after  partial  treat- 
ment. 435. 

epidermoid  cancer  of  hand,  section  of,  before 
treatment,  434. 

epidermoid  cancer  of  hand,  section  of,  after 
partial  treatment,  436-437. 

epidermoid  carcinoma  of  temple  before  treat- 
ment, 685. 

epidermoid  carcinoma  of  temple  after  treat- 
ment, 685. 

epithelioma  of  cheek  after  two  exposures  to 
the  X-rays,  689. 

epithelioma  of  cheek  after  treatment,  690. 

epithelioma  of  lid  before  treatment,  686,  687. 

epithelioma  of  lid  after  treatment,  686,  687. 

epithelioma  of  lip  before  treatment,  428-429. 

epithelioma  of  lip  after  six  weeks'  treatment, 

430- 
epithelioma  of  lip  a  month  later  still,  431. 
epithelioma  of  nose  before  treatment,  685. 
epithelioma  of  nose  after  treatment,  686. 
epithelioma  of  orbit  before  treatment,  693. 


Photographs  of  [continued)  — 

epithelioma  of  orbit  after  treatment,  694. 

lupus  of  cheek  before  treatment,  402. 

lupus  of  cheek  after  treatment,  403. 

lupus  of  face  before  treatment,  404. 

lupus  of  face  after  partial  treatment,  405. 

lymphosarcoma    and    round-celled   sarcoma 
before  treatment,  698. 

lymphosarcoma    and    round-celled   sarcoma 
after  treatment,  699. 

method  of  applying  treatment,  400. 

psoriasis  after  partial  treatment  by  X-ravs, 
667. 

rodent  ulcer  of  face  before  treatment,  439. 

rodent  ulcer  of  face  after  treatment,  440. 

rodent  ulcer  of  nose  before  treatment,  688. 

rodent  ulcer  of  nose  after  treatment,  688. 

spindle-celled  sarcoma  before  treatment  by 
X-rays.  691. 

spindle-celled  sarcoma  after  treatment,  692. 
Photography,  dental,  603-614. 
Phthisis,  diagnosis  of,  not  made  by  X-rays  only, 
122-123. 

negative  results  in  therapeutic  treatment  of, 
418. 
Physicians,  need  of  X-ray  apparatus  by,  355-356. 

use  of  X-rays  must  be  by  trained,  355,  657- 
658. 
Physiology,  of  digestion,  372. 

of  voice  and  sp>eech,  389. 
Picard,  work  by,  on  X-ray  treatment  of  fractures, 

468. 
Pigment  in  skin,  a  hindrance  in  treatment  of 

lupus.  407. 
Pinaud,  X-ray  study  of  gravid  uterus  by,  382,  383. 
Pins,  experiment  in  photographing,  64,  65,  67. 
Plant6  rheostatic  machine,  8. 
Plaster,  opacity  of,  to  X-rays,  471-473. 
Plaster-of-paris  bandage,  radiograph  of,  472. 
Plates,  photographic,  56-57. 

identification  of  position  of,  87. 

support  of,  by  diaphragm,  95-96. 
Plates  for  static  machine,  10,  637. 

cleaning,  15,  637. 

method  of  holding,  10-13. 

removal  of  dampness  from,  14. 

speed  of,  14. 
Platino-cyanidc  of  barium,  56. 
Pleurae,  adhesion  of  surfaces  of  the.  229-233. 

clearness  in,  necessary  to  determine  borders 
of  heart,  247. 
Pleural  cavity,  fluid  and  gas  in,  285. 
Pleural   sac,  fluid   in,  in  empyema  detected  by 

X-ray  examination,  192. 
Pleurisy,  diaphragmatic,  218. 

may  disguise  signs  of  tuberculosis,  124. 

displacement  of  heart  caused  by,  291. 

encystrd,  216-217. 
Pleurisy  with  eftusiun,  202-233,  648-649. 

and  emphysema,  195,  218. 
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Pleurisy  {continued) — 

nrw  Krt^^^l^  in  lung  suggested  by,  332,  340- 

341. 

and  pnoumonia.  ai8-aai. 

or  pneumoniu,  186-191. 

and  pulmonary  tuberculosis,  aaa-aag. 

relief  by  drawing  fluid  in  cases  of,  237, 

suggested  by  darkened  lower  lung,  353. 

udK'nndosis  associated  with,  140,  142-143. 
IMeuritio  adhesions,  229-233. 

ex)>tuision  of  lungs  lessened  by,  167. 

excursion  of  diaphragm  limited  by,  180. 

"  stitch  "  in  side  associateti  with,  233. 
IMcuritic  effusion,  eflfect  on  position  of  heart  of, 

An  obstruction  to  viewing  heart,  247. 
rieuritic  fluid,  experiments  with,  6. 
IMumlv-line^.  60.  oev 

mdirxvt.  t<\  00.  7a 
I^>eumo!u^lr\MhonlX.  70-71, 213.  241,  647-618. 
l^»cuwvMua.  103.  ic^-iga. 

l^^v^ndic»^»s  conK^undeii  with,  192, 

c\>lvls  U>r\lering  on.  loa. 

iUtkemxl  nmMle  of  lung  suggwts,  353. 

empxrnv*  vn-vrlooknl  after.  102, 

intlucnfji  AC\x*mj>Anieti  by.  191-192. 

intrrstuU*^    Itlw^us.  irseml>lanc«  ol,  to  new 

ttofc  gT\>^th  m  ung  sxjg^wted  by,  3ja. 

vH;t '^nc  \>n  t^u^^rrscml  scrrm.  173. 
|>;<^n>\  >fc  :th  ertusKMi  And.  21S-221. 

x\*  t ;l *. V •  V u  vvs; x  ici , 

l\s^-*,*   vN'^  r^A'>'^\T!*r'A   V:sx>ct*  *«  ch.:'virer.,  4^l. 
|\n\av  :j»*  vN«    ,v\Nixrr»  .%'   *  .A:'»:<vi  vr  Vrjix^  X. 

xV   S.^fc"'^     "••   •,^*'.'*     jcv\ 


It  ',••♦ 

r  ,-vi  -  ".t-vHT  ,v   ■.V'*VA-,-  -ns^  , 

v(  -v* 

T   ,  vt  »*  r<t   v^*  ,V  ^M,x  -•>»     CC5. 

^^     V' 

*    ,\i^    ^•.  vN*    ,V    ;^£rv  ,.*, 0" > 

Va  XV 

•V-*  -•    i*;    ::*• 

k.t  *v* 

•r     ^^.-.'x    v"*'     ^C    *~*0'^^"^    i\i. 

.c'vr 

:t    Vx.o.x'  •■.  ^'^   *>   .X' \  X  j;^^. 

ki.   v^^ 

t    .Vv»v<    •,'•*     *<^«*-^''"^    >*'^ 

ki  'v  >t 
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Position  (continued) — 

of  plate,  in  photographing  teeth,  606. 

of  roots  of  teeth,  611. 

of  stomach  during  digestion,  362-37X 

of  vacuum  tube  and  plate,  64-65,  674. 
Potassium,  atomic  weight  of,  3. 

chloride  of,  radiograph  of,  5. 
Pott's  disease.  X-rays  of  value  in  showing  extent 

of,  596. 
Pregnancy,  extra-uterine.  X-rays  confirm  diagno- 
sis of,  382. 
Price,  Dr.  Weston  A.,  radiographs  of  teeth  by, 

608, 609,  610,  612, 614. 
Process,  of  digestion,  observing,  362-373, 651-653. 

of  healing  in  lupus  cases,  395-396. 

of  ossification,  462.  594. 
Processes,  acute  and  chronic,  compared.  354. 
"  Progression  in  teeth,"  608. 
Prostate,  cases  of  cancer  and  of  carcinoma  of, 

at  Boston  City  Hospital.  442. 
Prurigo,  X-ray  treatment  of.  672. 
Pruritus  ani  and  rulvse.  X-ray  treatment  of^  674. 
Psoriasis.  418.  666-669. 

Psoriasis  vulgaris.  X-ray  treatment  for.  411-412. 
Pulmonary  area,  method  of  determining  whether 

of  normal  brighmess,  102. 
Pulmonary  tuberculosis.  111-163. 

absence  kA  result  in  exposing  patient  with,  to 
X-rays.  418.     Result.  715. 

aneurism  suggestii^.  313. 

most  « idespread  of  all  dfseasrs.  159L. 

pleurisy  widi  eflfizsioD  and,  222-229. 

.Sftr  Tubetvuosis. 
Pti':<a:ion.  a.^k  ol  in  aneurism,  310L 
P'.iJsahors  v>;  ^>ejiru  it<k  252. 

b.ur  .  u:  :rcs  o:  X-ray  photographs.  27a 

r^-  :s*.  >rjL:i  v'.'   JLTrrr  exercise,  59a. 

1\2*.  .-7  r^ .  .'i:  utxier  fijocesoem  scxeen.  205. 

jLTi  fci?*r  -xrer.raerx:  i»ir*.c». 
i>25tf^    I  --  W-.  jii.:a  .V-VsL  00  catse  of  sarcoma 

**^  \-~ii  rrsrirrw-K  c«  K^^kss  disease,  717- 
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Radiographs  {continued)  — 

localization  of  foreign  bodies  by,  533-538. 

medico-legal  uses  of,  634. 

precautions  necessary  in  taking,  86-87. 
Radiographs  ot  — 

abscess.  573.  574. 

aluminum,  472. 

aorta,  250. 

arthritis  of  finger-joints,  597. 

blood,  vulcanite  cup  containing,  7. 

calcified  tissues,  386,  387. 

calculi,  616.  618.  619,  620. 

calluses,  485,  516. 

chondrosarcoma  of  femur,  581. 

clavicles  and  ribs,  104, 

constituents  of  the  body,  5. 

cotton,  472. 

coxa  vara,  577. 

decalcified  bones,  616. 

dextrocardia,  650. 

disease  of  bones  and  joint,  595. 

dislocation  of  both  bones  of  forearm,  527. 

dislocation  and  separation  of  epiphysis,  528, 

529- 
emphysema,  199. 
exostosis.  586. 

exostosis  of  ulna  and  radius,  588,  589. 
finger,  582,  583. 
flat  foot,  601. 
foot,  523,  524, 

foreign  bodies  in  oesophagus.  540,  541. 
fractures  of  both  bones  of  leg,  470,  505,  506, 

509,  516.  517.  518.  519. 
fracture  of  epiphysis,  521. 
fractures  of  femurs,  497,  498. 
fractures  of  fibula,  504.  507,  508,  511,  520,  560. 
fracture  of  fifth  metacarpal  bone,  495. 
firacture  of  fourth  metacarpal  bone,  494. 
fractures  of  humerus,  476,  477,  478,  479. 
fractures  of  olecranon,  479,  480. 
fracture  of  patella,  499,  500,  501. 
fracture  of  phalanx,  493. 
fractures  of  radius,  483,  484,  486,  487, 488,490, 

491. 
fracture  of  third  metacarpal  bone,  492. 
fracture  of  thumb.  496. 

fractures  of  tibia,  502,  503,  510,  511,  514,  520. 
fracture  of  toes,  525. 
fracture  due  to  torsion,  518. 
fracture  of  ulna,  481. 
gall  stones,  616. 
glass  in  finger.  550. 
heart.  250.  251. 
hyoid  bone,  88. 
iodoform  bandage.  47a. 
kidney,  620. 

loose  cartilage  in  knee-joint,  599. 
lung,  tuberculous.  112. 
malformation  of  hand,  463.  464. 
mill  board.  472. 


Radiographs  of  {continued)  — 
necrosis  of  lower  jaw,  561. 
needle  in  hand,  545,  546,  547. 
needle  in  os  calcis.  544. 
needle  in  wrist,  548,  549, 
needles  threaded  with  catgut,  horsehair,  iron- 
dyed  silk,  silkworm  gut.  and  silk,  472. 
new  growth  in  lung,  337. 
osteitis  of  tibia  and  fiijula,  560. 
osteo-arthritis  of  great  toe-joint,  600. 
osteomyelitis,  561,  565-573. 
osteosarcoma  of  humerus,  579. 
pelvis.  380,  381. 
periostitis  of  fibula,  558. 
periostitis  of  radius,  557. 
phalanges,  showing  loss  of  bone  substance  in, 

559. 

pins,  65,  67. 

plaster-of-paris  bandage,  472. 

rickets,  576. 

rubber  drainage  tube,  472. 

rubber  plaster,  472. 

separation  of  epiphysis  of  tibia  and  fibrous 
fi-acture  of  fibula,  507,  508. 

shot  in  foot,  552. 

silver  wire,  472. 

split  in  fibula,  510. 

staphylococcus  infection,  582,  583. 

steel  in  arm,  542.  543. 

subdislocation  of  metatarsus.  530. 

teeth.  608,  609,  610,  611,  612,  613. 

thickened  tibia,  573,  574. 

tin,  472. 

trachea.  88. 

tuberculosis  of  ankle.  590. 

tuberculosis  of  bones  (probable),  595. 

tuberculosis  of  foot.  591.  592. 

tuberculosis  of  hip,  593. 

tuberculous  lung.  112. 

tumor  of  finger.  585. 

ununited  fracture  and  necrosis,  482. 

vertebrie.  cervical,  90,  91. 

vesical  calculus.  618. 

water,  vulcanite  cup  containing,  7. 

whistle  in  oesophagus,  541. 

whistle  in  pelvis,  551. 

wooden  splint,  472. 
Radius,  exostosis  of.  radiographs  of,  588,  599. 

fracture  of  left,  488-490. 

fractures  of,  radiographs  of,  484,  486-488,  490, 
491. 

method  of  photographing  fracture  of,  488. 

osteomyelitis  of.  radiograph  of,  571,  572. 

pt'riostitis  of,  radiograph  of,  557. 
Reco  (Is.  of   appearances    seen    on    fluorescent 
screen,  77,  99. 

of  position  of  tube  with  reference  to  plate.  473. 

of  X-ray  examinations  of  chest,  no. 
Recoveries  from  tuberculosis,  percentage  of,  160, 
161. 


752 


INDEX 


Rectum,  cases  of  cancer  and  of  carcinoma  of,  at 
Boston  City  Hospital,  442. 
treatment  of  cancerous  stricture  of,  700,  712. 
Recurrence  of  lupus,  397-398. 
Redard,  on  value  of  X-rays  in  coxitis,  594. 
Rtr fraction,  property  of,  claimed  for  X-rays,  i. 
Regeneration  of  bones  after  operation,  562. 
Regulator,  automatic.  639-640. 
Regurgitati(  n  of  the  blood,  effect  on  heart  pulsa- 
tions, 30a 
Remy,  report  by,  on  radiographs  of  muscles  of 

animals,  466. 
Renal  disease  inferred  firom,  enlarged  heart,  283. 

appearances  in  lungs.  307,  354. 
Renal  diseases,  374-375.      Set  Bladder,  Kidneys, 
Ureters, 
value  of  X-ray  examinations  in,  306. 
Resistance  of  vacuum  tubes.  42-43,  47-48. 

methods  of  changing,  44,  45. 
Respiration,  in  emphysema  of  the  lungs,  193, 194. 
excursion  of  diaphragm  in  normal,  108. 
experiment  showing  effect  of,  on  appearance 

of  lungs  on  screen,  100. 
of  foetus,  determination  of.  383. 
movement  of  stomach  during.  362-364. 
m  pleurisy  with  effusion.  203-204. 
in  X-ray  examinations  for  tuberculosis,  118. 
Rheostat.  22. 

Rheumatism,  acute  articular,  127-129.  289. 
articular,  treated  by  X-rays.  445-446. 
association  of  tuberculosis  and.  130. 
of  joints.  X-ray  examinations  of  service  in, 
556. 
Ribs,  appearance  of,  on  fluorescent  screen.  100, 
102.  103;  in  emphysema.  193. 
fractures  of.  at  Boston  City  Hospital,  456. 
radiograph  of,  104. 
Rickets  575. 

radiograph  of  case  of,  576. 
use  of  X-rays  in  recognition  of,  385. 
X-ray  examinations  of  ser\'ice  in,  556. 
Rieder,  reports  by.  on  experiments  with  bacteria 
exposed  to  X-rays.  449,  450-451,  452. 
use  of  intensih'ing  screen  by,  639. 
X-ray  study  of  diseases  of  chest  by.  120,  356, 
418. 
Ringel.  on  comparative   permeability  of  calculi 
by  X-rays,  617. 
on  photographing  the  hand,  93. 
Ritchie  coil.  19,  23,  24,  25.  638. 
Riviere,  experiments  of,  with  bacteria  and  X-rays, 

449-450. 
Rodent  ulcers.     See  Ulcer. 
Roentgen,  i,  2,  34. 

Rollins,  Dr.  William,  experiment  of,  with  so-called 
X-ray  burn.  448. 
experiments  by,  with  guinea  pigs,  to  determine 

effect  of  X-rays  on  cell  growth,  710-71 1. 
invention  and  manii}u!.ilion  of  X-ray  apparatus 
by,  17.  18,  27.  28-31.  32,  34.  35.  36.  37,  38. 


Rollins.  Dr.  William  {c(mtiHued)  — 

42.  44.  46.  50,  52.  54,  60.  262.  400.  475.  604, 

606,  607,  608.  613,  621-622.  641,  642.  655. 
value  of  work  of,  614. 
Ross,  Dr.,  on  value  of  X-rays  in  cases  of  fracture, 

467-468. 
Ross,  Forbes,  experiments  of,  with  bacteria  and 

X-rays.  449. 
Roux,  observation  of  process  of  digestion  by.  372. 
Rowland,  arrangement  of  vacuum  tube  by.  35. 
Rowland,  Sidney,  report  of,  on  case  of  osseous 

ankylosis,  598-602. 
Rubber  plaster,  radiograph  of,  47a. 
Ruhmkorff  induction  coil,  8,  22-25. 


Sabraz^,    experiments    of,    with    bacteria    and 

X-rays.  449-450- 
Sacrum,  position  of  patient  in  photographing.  3791 
Salve,  carbolanolin,  use  of,  after  treatment  for 
favus,  416. 
Unna's.  in  combination  with  X-rays,  396. 
Sarcoma.  578.  581,  695-696. 

spindle-celled,  343,  691-692. 
Saw,  fracture  of  ulna  caused  by,  481. 
Sayen's  vacuum  tube,  44. 

Scapula,  fractures  of,  at  Boston  City  Hospital,  456. 
Scar,  after  treatment  for  lupus,  395. 

after  treatment  for  naevus  fiammeus,  413. 
Scar  tissue,  hypcrtrophied,  treated  by  X-rays.  71a. 
Scheffer,  W..  457  n. 

Scheier.  Max,  investigations  of,  concerning  voice 
and  larynx,  389. 
study  of  ossification  of  cartilage  of  pharynx  by, 

462. 
use  of  X-rays  in  examination  of  frontal  cavities 
by,  464-465. 
Schenkel.  observations  by.  of  use   of   X-rays   in 

lupus.  396,  398. 
Schiff,  on  use  ot  X-rays  in  acne.  418. 

on  use  of  X-rays  in  lupus,  391,  395,  398,  404- 

405- 
X-ray  treatment  of  sycosis  and  favus  by,  414- 
416. 

Schmid-Monnard,  445. 

Scholtz,  report  by,  on  treatment  of  leprosy   and 
mycosis  fungoides,  714. 
on  treatment  of  pruritus  vulvae.  674. 

Schorstein,  report  by.  of  case  of  congenital  mal- 
formation, 463. 

Schott.  T..  photographs  by,  of  hearts  of  children. 

390- 
Schultz.    experiments    of,   with    color-producing 

bacteria  and  X-rays.  449. 
Screen,  aluminum.  47,  53-54.  655. 
platino-cyanide  of  barium,  56. 
tungbtate  of  calcium.  55. 
See  Fluorescent  screen. 
Scrotum,  case  of  cancer  of.  at  Boston  City  Hospi- 
tal. 442. 
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Seileiholm,  on  X-ray  treatment  of — 
old  ulcerations.  716. 
pruritus  ani  and  vulvii^,  674. 
warts,  672. 
Seehear,  60,  262. 

Scidlitz  powder,  use  of,  in  observing  stomach,  359. 
Sequcira,  lames  H.,  on  case  of  leprosy  iieated 
by  X-rays,  714. 
on  X-ray  treatment  of  rodent  ulcer,  438-439, 
692-693. 
Serous  fluid  and  pus  compared,  205. 
Shadow,  X-ray  picture  a,  62. 
Shadow  on  fluorescent  screen,  of  abnormal  heart, 
262. 
of  abnormal  portions  of  lungs,  103. 
in  aneurism,  310. 
of  apices  of  lungs,  118-119. 
of  blood  vessels  and  soft  tissues  in  heart  exam- 
inations, 262. 
in  cases  of  broncho-pneumonia,  192. 
of  calcification  of  ascending  aorta,  385. 
of  foreign  bodies,  531-532. 
of  foreign  substance  in  body,  81-85. 
of  hypertrophied  bronchial  glands,  119. 
of  interlobar  fluid,  218. 
of  lung  in  pneumonia,  164. 
of  lung  in  pulmonary  tuberculosis,  iii. 
of  metal  pencil-holder,  77. 
of  new  growth  in  lung,  332. 
of  jx'ricardial  effusion,  300. 
in  pulmonary  congestion,  158,  201. 
of  pus,  205. 
of  serous  fluid,  205. 
of  spleen.  373-374- 
of  sticking  plaster,  86. 
Shadows,  character  of  X-ray,  1-2. 
Shield  for  patient  in  X-ray  treatment,  399-401, 

425,  446,  655,  657.  675. 
Shingles  treated  by  X-rays,  666. 
Shot  in  foot,  radiograph  of.  552. 
Shoulder,  cases  of  cancer  of,  at  Boston  City  Hos- 
pital, 442. 
photographing  the,  89,  640. 
X-ray  photograj)hs  m  fracture  of,  481-485. 
Shoulder  joint,  radiographs  of,  457. 
Side,  case  of  cancer  in.  at  Boston  City  Hospital, 
442. 
"  stitch  "  in.  233. 
Sigmoid  flexure,  method  of  following  outline  of, 

358. 
Silk,  radiograph  of  needle  threaded  with,  472. 
Silkworm   gut,  radiograph    of  needle    threaded 

with.  472. 
Sinapius  on  treatment  of  pulmonary  tuberculosis 

by  X-rays.  418. 
Sinus,  radiograph  of,  573-574. 
recognizing,  by  X-rays.  458. 
size  of.  recognized  by  X-rays,  241. 
Sinuses,  frontal,  647. 
tuberculous,  715-716. 
3C 


Siphon  for  withdrawing  air  in  pneumothorax,  238. 
Sittings,  length  and  frequency  of,  in  lupus,  401- 

403. 
Sjogren,  case  of  rodent  ulcer  reported  by,  438. 
on  X-ray  treatment  of — 
old  ulcerations,  716. 
pruritus  ani  and  vulvae,  674. 
warts,  672. 
Skeleton,  development  of  the,  459-462. 
Skiagrams  for  localizing  foreign  body  in  eye,  536- 

537. 
Skin,  affections  relieved  by  exposure  to  X-rays, 

391,  664-674. 
cancer.     See  Ulcer,  rodent, 
changes  produced  in,  by  different  exposures, 

447. 

diseases.     See  Acne,  Eczema,  Psoriasis. 

effect  of  X-rays  on,  416,  658-660. 

normal  and  abnormal,  392. 

susceptibility  of,  diminished  by  dermatitis,  396. 

tracings  on.     See  Skin-tracings, 
Skinner,  Dr.,  report  by,  on  cases  of  cancer,  711- 

712. 
Skin-tracings,  77-80. 

in  heart  examination,  248,  264. 

iodine  for  removing,  532. 

in  observations  of  stomach,  360. 
Skull,  fractures  of,  456,  475. 
Smith,  A.  Everett,  report  by,  of  X-ray  treatment 

of  lupus  vulgaris,  397. 
Smith,  Noble,  on  use  of  X-ray  photography  in 
cases  of  injured  spine,  475,  479,  481,  522, 
594-596. 
Sodium,  atomic  weight  of,  3. 

radiographs  of,  5. 
Sokolow  on  X-ray  treatment  of  articular  rheuma- 
tism in  children,  445-446. 
Spark-gap,  adjustable,  15,  16. 

adjustable  multiple,  16,  17,  26,  27, 47,  48,  636. 
Specialists,  X-ray  examinations  preferably  by,  355. 
Speculum,  glass,  for  treating  cancer  of  tongue,  676. 
Speech,  physiology  of,  389. 
Speed  controller,  14,  93. 
Speed  of  plates.  14,  637. 
Spiess  on  use  of  X-rays  in  examination  of  frontal 

cavities,  465. 
Spina  bifida,  464. 
Spinal  column,  examination  of,  310-3H. 

tuberculous  foci  on,  594. 
Spina  ventosa,  562. 
Spine,  caries  of,  594,  596. 

case  of  cancer  of,  at  Boston  City  Hospital,  442. 

fractures  of.  at  Itoston  City  Hospital,  456. 

photographing  the,  88,  94-97,  475-481. 

position  of  plate  and  tube  in  examining,  88. 
Spleen,  observations  of,  by  X-rays,  358,  373-374. 
Splints,  advantage  of  wooden,  in  taking  radio- 
graphs, 86.  471,  473. 

radiograph  of  wooden.  472. 
Spottiswoode  electrolytic  break,  aa 
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Sprains,  aid  of  X-rays  in  examining,  467. 
Stamm,  use  of  X-rays  by.  in  case  of  syphilitic 

disease,  596. 
Staphylococcus  pyogenes,  results  of  X-ray  exf>eri- 

ments  with,  450. 
Starch  bandage,  radiograph  of,  472. 
Startin.  Dr.  James,  report  of,  concerning  case  of 
lupus  erythematosus,  714. 

on  X-ray  treatment  of  psoriasis,  668. 
Static  machine,  8-19,  636-637. 

compared  with  coils,  638-639. 

location  of,  15. 

for  use  in  the  country,  31-32. 

S^e  .Apparatus. 
"  Stave  of  the  thumb  "  fracture,  492. 
Stearic  acid,  radiograph  of,  5. 
Steel,  localization  of  piece  of,  540. 
Stenbeck,  on  X-ray  treatment  of  articular  rheuma- 
tism, 446. 

on  X-ray  treatment  of  rodent  ulcer,  437-438. 
Stereoscope,  use  of,  in  examining  fractures,  457, 
469-471. 

use  of,  in  mterpreting  elbow  fractures,  485-487. 
Sternum,  fractures  of,  at  Boston  City  Hospital, 456. 
Slicking  plaster,  shadow  cast  by,  86. 
Stine,  W.  M.,  on  so-called  X-ray  burn,  447. 
"  Stitch "   in  side  associated  with  pleuritic  ad- 
hesions, 233. 
Stokes,  G.  G.,  i. 
Stomach,  carcinoma  of  the,  376,  421. 

cases  of  cancer  and  of  carcinoma  of,  at  Boston 
City  Hos|)ital,  442. 

device  lor  withdrawing  foreign  bodies  from, 
720-721. 

length  of  stay  of  food  in,  372-373. 

methods  for  obser\'ing  the,  359,  651-653. 

movement  of,  during  respiration.  362-363. 
Stomachs,  observations  of  cats',  360, 372,  651-653. 

observations  of  children's,  360-372. 

observations  of  dogs',  372. 

observations  of  frogs',  372. 
Stones  in  bladder  and  kidneys,  623-629. 
Stretchers,  59,  60,  61,  63,  76,  78,  9a,  94.  95. 97,  656. 
Stricture,  oesophageal,  313.  323-324.  357. 
Subnitrate  of  bismuth  injected  in  empyema,  241. 
Subnitratc,  enuilsion  of.  used  for  observing  stom- 
ach, 359. 
Sulphate  of  soiiium,  radiograph  of,  5. 
Sulphur,  atomic  weight  of.  3. 

baths  in  combination  with  X-ray  treatment  for 
eczema,  409. 

radiograph  of,  5. 
Sunlight,  concentrated,  for  treating  lupus,  407. 
Surgery,  introduction  to,  454-458. 

dental,  603-614. 

military.  553-555. 
Swain,  Dr..  recognition  of  calculus  by  X-rays,  623. 
Sweet,  Dr.  William  M.,  apparatus  of.  for  treat- 
ment of  injuries  to  the  eye,  537-538,  719. 

on  action  of  X-rays  on  nerve  structures,  664. 


Swelling,  of  foot.  X-rays  show  cause  of,  522. 

alx)ut  tract ures,  458. 

of  joints,  458. 
Sycosis,  Freund  and  SchifTs  treatment  of.  414, 
415.  416. 

non-parasitaria.  416. 
Symons,  on  use  of  X-rays  in  military'  surgery,  553. 
Synostosis,  462. 

Syphilis,  353,  406-407.  556.  596-597. 
Systole,  form  of  heart  in,  253-257. 


Table,  of  atomic  weights  of  elements  of  human 

body,  3. 
of  cases  of  cancer  of  breast  treated  by  X-ra>*s, 

702. 
of  cases  of  cancers  and  of  carcinomas  at 

Boston  City  Hospital  for  a  series  of  years, 

442, 
of  cases  of  fractures  treated  in  Boston  City 

Hospital  for  fifteen  years,  456. 
of  cases  of  larger  new  growths   treated  by 

X-rays,  697. 
of  cases  of  new  gro\\'ths  treated  by  X-rays  prior 

to  1903,-  678-682. 
of  smaller  new  growths  treated  by  X-rays,  683. 
of  diseases  of  bones  and  joints  in  which  X-ray 

examinations  are  of  service,  556. 
of  elements  of  bones  of  healthy  child  and  of 

rachitic  bones,  575. 
of  heart  weights  compared  with  heart  widths, 

273- 
of  skin  diseases  treated  at  the   Boston  City 

Hospital  during  a  recent  year,  665. 
of  times  of  exposure  for  taking  X-ray  photo- 
graphs, 640. 
showing    advantages  and    disadvantages    of 

static  machine  and  coil,  638. 
showing  difference  of  X-ray  and   percussion 
determinations   of   left   heart    border,  on 
level  with  nipple,  during  expiration  in  155 
cases,  276-279. 
showing  width  of  heart  in  relation  to  height 
of  individual.  261. 
Tachycardia,  mobility  of  heart  in  paroxysmal.  301. 
Tapping.    Sec  Pleurisy  and  Pneumothorax. 
Target  of  vacuum  tulx's.  32.  65-66. 
faulty  position  of,  37. 
position  of.  in  lirart  examination,  247. 
position  of.  to  object  examined,  65,  87. 
united  with  anode.  35-36. 
Taylor,  Dr.,  recognition  of  calculus  by  X-rays, 

623. 
Taylor,  Dr.  George  G.  Stopford,  on  X-ray  treat- 
ment of  old  ulcerations,  716-717. 
Teeth,  603-614. 

progression  in.  608. 
radiographs  of,  608-613. 
unerupted.  607. 
Teleangiectasia,  congenital,  412-413. 
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Tesla,  screen  for  shielding  patient  recommended 

»jy.  47.  58,  91- 
on  so-called  X-r.\v  bum,  448. 
Tesla  induction  coil,  8. 

Testicle,  cases  of  cancer  of,  at  Boston  City  Hos- 
pital, 442. 
Therapeutic  uses  of  X-rays,  391-453,  654-719. 
Thigh,  method  of  photographing  fractures  of, 
495-496. 
time  of  exposure  for  photographing  the,  640. 
tumor  of  the,  582-583. 
Thomson,  lulihu,  447-448,  457. 
Thomson  coil,  8. 

Thomson's  dynamo  static  machine,  8,  19. 
Thorax,  loo-iio,  647-651. 

abnormal  condition  of,   in  pleuritic  effusion, 

205. 
abnormal  condition  of,  in  empyema,  205. 
aneurism  of,  new  growth  may  simulate,  332. 
case  of  cancer  in,  at  Boston  City  Hospital,  442. 
measuring  density  of,  105-106. 
method  of  examining,  illustration  showing,  76. 
new  growths  in.  332-352. 
screen  examination   of,  preferable  to  photo- 
graph. 99. 
Throat,  cases  of  carcinoma  of,  at  Boston  City 

Hospital,  442. 
Thumb,   fractures  of,   at  Boston  City  Hospital, 
456. 
dislocation  of,  radiograph  of.  526. 
fracture  of,  radiogra|)h  of.  496. 
Thyne,  Dr.,  recognition  of  calculus  by  X-rays,  623. 
Thyroid  cartilage,  photographing  the,  89. 
Tibia,  fractures  of.  radiographs  of,  502,  503,  510- 
512,514.520. 
osteitis  of.  radiograph  of.  560. 
osteomyelitis  of.  562,  563,  565-570. 
thickened,  radiograph  of,  573,  574. 
thickening  of  the.  596. 
Time,  for  exposure  of  photographic  plates,  62-64, 
96-98,  606-607,  640. 
in  which  stomach  retains  food,  372-373. 
length   of.   necessary   to  arrest    tuberculosis, 
160-161. 
Tin,  radiograph  of,  472. 
Tissues,  calcification  of,  385-387. 
Toepler-Holtz  influence  machine,  8, 
Toes,  fractures  of,  456,  525. 

osteo-arthritis  of  joint  of  great.  598,  600. 
Tongue,  cases  of  cancer  and  of  carcinoma  of,  at 
Boston  City  Hospital.  442. 
new  growths  on,  700. 
Tonsil,  cases  of  cancer  and  of  carcinoma  of,  at 

Boston  City  Hospital,  442. 
Torsion,  radiograph  of  fracture  due  to,  518. 
Trachea,  cut  of,  88. 

obstruction  of.  by  new  growth.  200. 
Tracheotomy  to  remove  swallowed  nutshell,  201. 
Tracing  clotli,  79.  265. 
Tracings  on  skin.     Sge  Skin-tracings. 


Transparency  of  lungs  during  deep  inspiration, 
100,  248. 

Treatment,  too  early  cessation  of,  in  heart  dis- 
eases, 305. 

Trendelenburg  position  for  photographing  pelvis, 

379- 
Triangle-shaped  area  in  heart  examinations,  258. 

259.  300.  336. 
Trowbridge,  Professor  John,  39-40,  448,  457. 
Trowbridge's  directly  connected  system,  32. 
Tube  holder,  47-55,  604.  605,  655. 
Tubercle  bacilli,  in  sputa,  121. 

test  for,  121-122. 

X-ray  experiments  with,  450-451. 
Tuberculin,  121-122. 

Tuberculosis,  acute  miliary.  X-ray  examination 
valuable  in,  125.  157. 

of  ankle,  radiograph  of,  590, 

association  of,  and  acute  articular  rheumatism, 
130. 

association  of,  and  some  other  disease,  14a 

of  the  bones,  575. 

displacement  of  heart  in,  288. 

distinguishing,  from  pneumonia,  191. 

dyspepsia  a  symptom  of,  162. 

early  definition  of,  117. 

early  comparative  value  of  screen  and  X-ray 
photograph  in,  120. 

of  foot.  587. 

of  foot,  radiograph  of,  591,  592. 

of  hip,  radiograph  of,  593. 

incipient  pulmonary,  139-140. 

indicated  by  physical  signs  but  not  by  X-rays, 

143-147. 

laryngeal,  treatment  of,  418. 

of  phalanges.  592. 

physical  signs  of,  hidden  by  emphysema,  198. 

in  pleurisy  cases,  detected  by  screen  examina- 
tions, 222-229. 

pulmonary,  111-163,715. 

pulmonary,  cases  where  X-ray  examination  is 
valuable,  124. 

pulmonary,  most  widespread  of  all  diseases, 

159. 
pulmonary,  suggested  by  darkened  apex  of 

lung.  353- 
suggested  by  cases  of  aneurism,  313. 
suggested  by  pneumohydrothorax,  241. 
X-rays    reported     ineffective    in    therapeutic 

treatment  of  cases  of  pulmonary,  418. 
tumor  in  brain,  detection  of,  by  X-rays,  340, 

645-647. 
of  finger,  radiograph  of,  585. 
of  humerus,  use  of  X-rays  in  examining,  596. 
of  stomach,  treatment  of,  by  X-rays,  421. 
Tumors,  in  chest,  339-343. 

(liflferentiation  of  bony,  from  others,  582-583. 
enlargement  of  heart  caused  by,  271. 
on  forearm.  X-ray  examination  of,  596. 
phantom.  377.     Sr^  New  growths. 
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'rungstntc  of  calcium  screen.  55-56,  640-642. 
Turbcrt,  report  by,  on  use  ot  X-rays  in  gravid 

ut«*rus,  38a. 
Typhoid   bacillus,  X-ray  experiments  with,  448, 

451. 
Typlioid  fever,  caution  about  food  in,  a88. 
new  growth  in  patient  with,  345. 

U 

Ulcer,  carcinomatous,  434-437. 
of  cornea,  719. 
rodent.  437-443.  691-695. 
syphilitic.  406,  407. 
Ulcerations  on  back  of  chest  healed  by  X-rays 
applied  to  front,  4i9-42a 
old.  710-717. 
Ulcers  produced  by  long  and  intense  exposure, 

447.  ^58-^5t). 
Ulna,  deticiency  of  shaft  of,  46a. 
fracture  of.  481. 

method  of  photographing  fracture  of,  488. 
and  radius,  exostosis  of.  radiograph  of,  588, 
58*). 
Unna.  on  changes  in  skin  from  exposure  to  ex- 
cited vacuum  tube.  447. 
Unna's  salve.  X-ra\-s  in  combination  with,  396. 
Uranium,  atomic  weight  of.  3. 
I'relers.  meihiHl  of  examination  for.  617. 
Uric  acid,  elements  of.  3-4. 
Uterus,  cases  of  cancer  and  of  carcinoma  of,  at 
IV^ston  City  Hospital.  44a. 
canct»r  of.  71a. 
gravid.  3S*-3S3. 

Vacuum  tulyr.  3^.  54-41. 

vli^ianvv  v^t.  from  jMtient.  fc»r  therapeutic  pur- 

ix>se>.  401.  050^-057.  ceo.  070,  ^75- 
imjXMtanvf  v>t    r\'>:stance    ot.  in    therapeutic 

u>e<.  3g3-3vi4.  040.  ^55. 
sejxirate  and  di>tinct  acnons  of  radiation  from, 

4>.^  4^1. 
shie.vlinj;.  rrx^ra  ^xitieni.  4cv-4cr.  ^55. 
Yacuu'n  tvi:x*  iv>:t:on.  m  e.var^Kniri:  the  heart. 

^'.  ^3. 
:a  e\a:n::r:n5:  vi'5^^.  fS;*. 
K>r  «r\.ini:r^  :*^  vati-er:  :n  ivr'carJris.  3CXX 
ia  eviT'i'j-.n^  >:.vtM.\->  or  c"-:  virer.  500^ 
m  v.V:oi:rav -*:-?*:  \v:.  5^2. 

relative  :o  v  a>-v  r^j^T'f. 
rea*-ive  T'.^  \m:  ..••::.  55. 

_^-   -r   ••>."!>  :\.-:c  <.-*f*'?  -v  T^u:. 
\'  .1 :  \v : '. ;  rr  :  •?  .1  v*lxm  -  .1  •?  <  v   '  r   jc  rtrn;  n  :::  acu  ^i  a::c 


\'arnier,  X-rav  study  of  gravid  uterus  bv,  382, 

383. 
Vaseline,  X-rays  in  combination  with,  396-397, 

409.  413- 
Velox  paper,  57,  457. 

Vena  cava,  superior,  X-ray  photograph  of,  387. 
Ventricle,  left,  widening  of,  by  exercise,  39a 

right,  enlarged  in  emphysema,  193. 

right,  pulsations  of,  during  inspiration,  252. 
Ventricles,  appearance  of,  on  screen.  loa 
Verruca,  X-ray  treatment  of,  672. 
Vertebra?,  caries  of  cervical,  594,  596. 

cervical,  radiograph  of,  90,  91. 

examination  for  displacement  of,  310-311. 

photographing  the,  475. 

value  of  X-rays  in  diseases  of,  587. 
Vesalius,  opinion  of,  on  shape  of  heart  in  systole, 

254. 
Views,  importance  of  taking  two,  of  fractures. 

457.  469.  473.  485.  488.  495.  497.  499.  5^5- 
506,  510,  542-544.  634. 
interpretation  of.    S^^  under  Interpretation. 

Virchow,  account  by.  of  case  of  myositis  ossifi- 
cans. 465-466. 

Vocal  cord,  paralysis  of,  313,  315,  316,  347. 

Voice.  physiol<^y  of  the.  3S9. 

Von  W'olfenden,  experiments  of.  with   bacteria 
and  X-rays.  449. 

Voss  influence  machme.  8. 

Vowels,  shape  of  palate  in  pronouncing  the.  3S9. 

Vulva,  cases  of  cancer  ot  at  Boston  City  Hospi- 
Lil.  44a. 

W 

Wagner.   Dr.,  recognition  of  calculi  by  X-ra>-s. 

625. 
Walker.  l>r-  Norman,  report  by,  on  trearment  of 

rxiycos's  fungoides.  714. 
Walsha::'..  l^r..  X-ray  examiroDirn  by.  of  lungs 

or  :iru>.  3=3. 
War.  '^se  c:  X-ra>s  in,  553-555- 
Wam:r^  given  by  X-ra>  examinariocs.  305-309. 
Warts.  X-nv  tre.i:r:-.ent  c£  -r-i 
Washer  u.<e-.i  fcr  «-K-i-ir:^  rcmt  on  >k.:n.  57. 
Water,  ar. .:  ascitic  ri^iivi.  exrcn-rnrnr  juth.  cl 

s^e•^•  :j^'-J.  ir:;ev.^."i  :-  enjr>-?ra.  24.:. 
Wx\.  —•:•.*:-:.;:  .\*.  r)  >un.  jv-r:':rr:e.  555—554- 
WeT-  t  >  eievrrr:  v-:c  :-:err.:rcer.  jc.  .:4_  T57. 
W-irt'.-er^-^r   Tt..  55T.  750. 
Werner  r-^rcrts  .  ;•    jn  -.lierap«;unc  us^rs  rt  X-rays. 

4.:-.  4-15- 
W>e-a-^:-  ■'•.•  >r.-'rv:5C':ce.  4.""!. 
W'-isr.'-'    :::  :ss   -   .ui-is.  raci;c«rarh  ct  54^ 

n  -r  •."5.  n  ::.:c-iril  :£.  551. 
W  ii\'    -r   'tf  tr*.  .??c. 

V >i  ■:  ,'e  i'-.m:.?-:  .n  rne-asnnni^.  2C5. 

W.ri^r-      r:    :^'    ji  X-r-ns    n   >as«fs  vrt  Tut-rirc. 
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Williams,  Dr.  Charles  H.,  use  of  X-rays  in  locat- 
ing foreign  body  in  eye  by,  538-539. 
Williams,  Dr.  Francis  H.,  references  to  articles 
published  by,  5,  49,  106  n.,  iii,  113,  142, 
202,    232,    247,    249,    258,    260,  262.  423, 
532. 
Wimshurst  influence  machine,  8,  637. 
Women,  average  weight  of  heart  of,  273-275. 
heart  more  to  the  left  in,  than  in  men,  260. 
Wood  transparent  to  X-rays,  2. 
Woods,  Dr.  Richard   F.,  report  of,  concerning 

case  of  lupus  erythematosus,  713. 
Wright.  J,  H..  435. 

Wrist,  fracture  of,  at  Boston  City  Hospital,  456. 
method  of  photographing  fracture  of,  488. 
photographing  the,  98. 
radiographs  of  needle  in,  548,  549. 
tuberculous,  treatment  of,  by  X-rays,  419. 
Wrist-joint,  radiographs  of,  457. 
Wyss,  Robert  von,  investigation  of  development 
of  skeleton  in  cretins  and  cretinoids  by, 
461-462. 

X 

X-ray,  apparatus,  portable  forms  of,  27,  638. 

department  at  hospitals,  635,  636. 
X-rays,  dental  uses  of,  603-614. 

medico-legal  uses  of,  634. 

military  uses  of,  553-555' 

mode  of  action  of,  393. 

origin  and  nature  of,  i. 

introduction  to  surgical  uses  of,  454-458. 

therapeutic  uses  of.  391-453,  654-719. 
X-ray  tracings,  77-79,  126. 

transferred  to  blanks  for  record,  79-80.  174. 


X-ray  tracings  and  records  of  appearances  in  — 
bronchiiis,  201. 
cancer  of  liver,  376. 
chest  (normal),  102,  107. 
dextrocardia,  652. 

heart,  errors  to  be  avoided  in  recording  X-ray 
outlines,  266-268. 

displacement  of,  by  diaphragm  and  dis- 
tended abdomen,  287. 
displacement  of,  289,  290,  292-294.  297. 
effect  of  treatment  observed,  302-303. 
inaccuracy  of  percussion  shown,  280- 
285. 
new  growths,  324-336,  338.  342,  344-345.  348, 

350-351- 
pleuiisy  with  effusion,  206.  208,  210-212,  214- 
215,  217,  219,  221,  223-225,  226-227,  2^t 
231-232.  648. 
pneumonia,  169.  171,  172,  174,  176-179,  181, 

182-184,  187,  189-190. 
pneumohydrothorax,  243,  245. 
pneumothorax.  236-239. 
pulmonary  tuberculosis,    116,   126,   128,   131, 

132.  133.  136,  137.  138,  150-154- 
pulmonary  tuberculosis  suspected  by  physical 

signs  not  indicated  by  X-rays,  145. 
stomach  during  digestion,  361-371. 
subdiaphragmatic  abscess,  654. 
thoracic  aneurisms,  316,  318-321, 323,326-327. 


Zadek  on  echinococcus  of  the  lung,  346. 
Zinn  on  persistence  of  ductus  arteriosus  Botalli, 
301. 


IMPERATIVE  SURGERY 

For  the  general  practitioner,  the  specialist,  and  the  recent  graduate.  By  Howard 
LiLiENTHAL,  Attending  Surgeon,  Mt.  Sinai  Hospital,  New  York  City,  with  numerous 
original  illustrations  from  photographs  and  drawings.  Cloth,  Square  8vo,  $4.00,  net 
Half  morocco.  Square  8vo,  $5.00,  net. 

"Dr.  Lilienthal  has  limited  his  work  to  what  are  ordinarily  known  as  emergency  operations ; 
that  is,  to  the  description  of  the  technics  of  surgical  procedure  in  conditions  which  demand  active  and 
immediate  surgical  intervention.     It  is  in  this  respect  that  his  book  is  unique  in  surgical  literature.  .  . . 

"The  chapters  on  abdominal  surgery  are  especially  complete, and,  as  we  shall  subsequently  point 
out,  are  superbly  illustrated.  Under  the  description  of  each  operation  there  is  a  full  statement  in 
detail  of  the  after-treatment.  This  includes  not  only  the  care  of  the  patient  immediately  following 
the  operation,  but  his  subsequent  treatment,  covering  the  time  for  removal  of  sutures  and  for  change 
of  dressings.    The  importance  of  this  feature  of  the  book  is  self-evident. 

"  The  text  throughout  is  marked  by  earnestness  and  thoroughness.  There  is  no  ambiguity  of  pro- 
cedure ;  the  reader  is  not  left  to  choose  any  one  of  several  methods.  The  choice  is  made  for  him, 
and  this  is  done  in  a  literary  style  which  is  exceptionally  lucid  and  concise.  The  impression  that  is 
made  by  reading  the  book  is  one  of  complete  subordination  of  the  unessential  to  the  necessary,  of  a 
mass  of  detail  which  is  clearly  set  forth  and  as  clearly  elucidated,  and,  finally,  of  an  epitome  of  an 
individual  surgeon's  experience  in  a  branch  of  the  art  which,  perhaps,  is  the  widest  in  the  saving  of  life. 

"  It  is  necessary  to  speak  of  the  illustrations,  which  are  not  only  numerous,  but  of  a  character 
rarely  encountered  in  medical  books.  Many  are  made  from  photographs,  others  from  drawings  ;  but 
the  distinguishing  feature  which  characterises  them  is  their  remarkable  clearness.  .  .  . 

"  It  is  scarcely  too  much  to  say  that  since  Dr.  Lilienthal's  book  fills  an  unoccupied  place  in  sur- 
gical literature,  and  because  it  is  altogether  scientific  and  modern,  it  must  prove  one  of  the  suc- 
cessful books  of  the  year."  —  Extracts  from  an  extended  review  in  the  New  York  Medical  Journal^ 
March  17,  1900. 

A  MANUAL  OF  SURGERY 

By  Charles  Stonham,  F.R.C.S.,  Eng..  Senior  Surgeon  to  the  Westminster  Hospital; 
also  Lecturer  on  Surgery  and  Clinical  Surgery,  and  Teacher  of  Operative  Surgery; 
Surgeon  to  the  Poplar  Hospital  for  Accidents ;  Examiner  in  Surgery,  Society  of 
Apothecaries.  London,  etc.,  etc.  Fully  illustrated.  Three  volumes.  Cloth,  i2mo, 
$6.00,  net.     Vol.  I,  General  Surgery.     Vol.  II.  Injuries.     Vol.  Ill,  Regional  Surgery. 

The  work  is  notably  modcrny  and  as  such  much  that  is  of  historical  interest  merely  has  been 
purposely  omitted,  since  it  is  undesirable  to  clog  a  work  intended  for  immediate  daily  use  with 
material  which  is  out  of  date  so  far  as  actual  practice  is  concerned  and  is  readily  accessible  in 
printed  works  for  those  who  would  follow  up  the  historic  side  of  the  subject. 

No  better  aid  can  be  found  for  the  student  or  for  the  general  practitioner  who  wishes  to  review 
the  very  latest  of  the  new  discoveries  in  both  the  theory  and  method  of  treating  surgically  pathologi- 
cal conditions. 
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THE  PRACTITIONER'S  HANDBOOK  OF  TREATMENT;    OR, 
THE  PRINCIPLES  OF  THERAPEUTICS' 

By  the  late  J.  Milxer  Fothergill,  M.D.,  M.R.C.P.,  Foreign. Associate  Fellow  of  the  Col- 
lege of  Physicians  of  Philadelphia.  Fourth  edition.  8yo-  Cloth.  $5.00.  Edited,  and 
in  great  part  rewritten,  by  VVillia.m  Murrell,  M.D.,  F.R.C.P. 

The  enormous  progress  in  all  departments  of  medicine  during  the  last  ten  years  has  necessi- 
tated a  thorough  revision  of  the  work.  Considerable  additions  have  been  made,  but  Dr.  FothergiU's 
original  desij^n,  and,  above  all,  his  characteristic  style,  have  as  far  as  possible  l)cen  preserved. 

In  the  Preface  to  the  First  E<lition  of  this  work.  Dr.  Milner  Fothergill  points  out  that  it  is  not 
**  an  imperfect  practice  of  physic,  but  an  attempt  of  original  character  to  explain  the  rationale  of  our 
therapeutic  measures  .  .  .  and  *'is  a  work  on  medical  tactics  for  the  bedside  rather  than  the 
examination  table.'' 

The  lAimet,  in  its  obituar>'  notice  of  Dr.  Fothergill,  states  that  "  in  his  profession  he  exhibited 
great  nsttural  skill  in  interpreting  the  indications  for  treatment  of  disease,  and  in  many  cases  of  diffi- 
culty he  would  clear  up  the  lines  of  treatment  with  a  hand  that  was  felt  to  be  masterly.  ...  He 
alwa}'s  wrote  what  was  instructive  in  a  vivacious  and  interesting,  oftentimes  original  and  pungent* 
style." 


INTRODUCTION  TO  THE  OUTLINES  OF  THE  PRINCIPLES 
OF  DIFFERENTIAL  DIAGNOSIS 

With  Clinical  Memoranda,  by  Fred  J.  Smith,  Senior  Pathologist  to  the  London  Hospital. 
Ex.  Cr.    8vo.    S2.00. 


DIABETES  MELITUS  AND  ITS  TREATMENT 

By  R.  T.  Williamson,  M.D.  (Lond.),  M.R.C.P.,  Medical  Registrar,  Manchester  Royal 
Infirmary;  Hon.  Med.  Officer,  Pendleton  Dispensary  (Salford  Royal  Hospital)  ;  Assist- 
ant to  the  Professor  of  Medicine,  Owens  College,  Manchester.  With  18  illustrations 
(two  colored).     Royal  8vo.     Cloth.     $4.50. 

"The  study  of  diabetes,  which  formed  the  basis  of  the  author's  discovery  of  the  discoloration  of 
methylene  blue  by  blood  taken  from  a  diabetic  subject,  has  made  his  name  well  known  in  connection 
with  this  disease.  A  contribution  from  his  pen,  in  the  form  of  a  monograph  upon  diabetes,  is  bound 
to  be  interesting.  In  the  work  before  us,  we  find  a  more  thorough  consideration  of  the  subject  than 
has  yet  appearerl  in  the  English  language.  The  chapters  devoted  to  symptomatology  and  complica- 
tions are  particularly  full  and  thorough.  The  treatment  of  the  disease  is  excellently  handled,  and 
closes  the  work  in  a  thoroughly  practical  manner.  The  bibliography  attached  to  each  chapter  and 
an  appendix  on  diabetic  dietetics  add  value  to  a  work  which  in  completeness  and  didactic  worth  is 
unexcelled."  —  N,  >'.  Medical  Ne^os. 
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